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1. Introduction 

Standard laboratory methods for measurement of soil nitrate (NO3-N) use various 
procedures and instruments to analyze soil samples taken from the field and transported to 
the laboratory. Concerns with these procedures range from delays in measurement time, the 
high cost of soil sampling and analysis, high labour requirements, and the need to aggregate 
samples. With recent advances in using the ion-selective electrode, as presented in this 
chapter, soil NO3-N can now be measured directly, rapidly, accurately, at low cost, at a fine 
scale, and in real-time right in the field. This chapter describes the methodologies and 
procedures for how this can be done and provides experimental data and results from data 
analyses that validate measurements of soil NO3-N obtained with a prototype soil nitrate 
mapping system (SNMS) developed at the Nova Scotia Agricultural College, Truro, Nova 
Scotia, Canada. These advances in the in-field use of the nitrate ion-selective electrode 
(NCV-ISE) provide the ability for (i) assessing soil nitrate variation, (ii) linking soil nitrate 
variation to crop growth, (iii) developing site-specific crop management practices, and (iv) 
environmental monitoring of soil nitrate. 

This chapter will begin with a discussion of the concerns with nitrate in the soil and 
environment, precision agriculture and site-specific crop management, variation in soil 
nitrate and its links to crop growth and yield, and issues with assessing soil nitrate variation 
in a field. Next will be a discussion of ion-selective electrode theory and application for 
measuring soil nitrate, followed by a presentation and discussion of early experiments 
conducted for determining electrode operating parameters to enable the electrode to be 
used in a soil slurry. The development and testing of the mechanical system used for soil 
nitrate extraction and measurement along with a description of the control sub-unit, 
measurement methodology, and operation of the nitrate extraction and measurement sub- 
unit (NEMS) for using the NCV-ISE in the field will be presented. And the results of 
experiments used to validate in-field measurements of soil NO3-N obtained with the ion- 
selective electrode will be presented and discussed. There will be a discussion of what is 
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significant about the new measurement advances presented along with some results of 
experiments conducted using the SNMS in wheat and carrot production systems. Finally, 
conclusions and recommendations for future research in this area will be made. 



1.1 Soil nitrate is an environmental issue 

In addition to the fertility needs of farmers, it is important to deal with environmental issues 
associated with the use of nitrogen fertilizers. As agriculture continues its best efforts to 
provide the world's rising population with high-quality, safe, and nutritious food, water 
sources contamination and associated socio-economic costs indicate a great need for precise 
soil fertility management practices — using the right form of fertilizer, applied at the right 
time and place, in the right amount, and in the right way (Power & Schepers, 1989; Dinnes 
etal.,2002). 

The seriousness and extent of NO3" contamination of water sources and its effect on 
drinking water quality has been documented and discussed by many researchers in 
Canada, the United States, and the European Community (USEPA, 1990; Reynolds et al., 
1995; Oenema et al., 1998; Henkens & Van Keulen, 2001). As a result, policy makers are 
revising laws to ensure the safety of public water supplies. These include amendments to 
the Water Pollution Control Acts in Canada and the United States, the European 
Community Nitrate Directive, and the Mineral Policy in the Netherlands. 
Nitrate leaching from soil into groundwater has been attributed to poor soil nitrogen 
management practices involving inorganic and manure fertilizer inputs (Geron et al., 1993; 
Campbell et al, 1994; Patni et al, 1998; Koroluk et al, 2000; Astatkie et al, 2001; Randall & 
Mulla, 2001; Dinnes et al., 2002). As such, better soil nitrogen management practices, 
including more accurate fertilizer recommendations and placement, could help minimize 
the contribution by agriculture to the NCV pollution problem. 

1.2 Precision agriculture and site-specific crop management 

The profitability of farmed crops can be severely affected if poor nitrogen management 
practices are used. Precision agriculture technology offers farmers the potential to more 
intensely and precisely analyze variations in numerous field conditions throughout the 
growing season, in association with environmental and crop response data in order to make 
the most sound, and site- and time- specific, management decisions possible. At the same 
time the public can be assured those practices are being conducted in the most 
environmentally friendly way (Adamchuk et al., 2004a; Bongiovanni & Lowenberg-DeBoer, 
2004; Bourenanne et al, 2004). 

The inability to assess soil and plant data rapidly and inexpensively in the field, however, 
remains one of the biggest limitations of precision agriculture (Adamchuk et al., 2004b). In 
particular, the lack of a soil NO3-N measurement system is a major roadblock (Ehsani et al., 
1999). If this roadblock could be overcome, a positive contribution toward improving 
precision agriculture technology would be made. 

1.3 Variation in soil nitrate and its links to crop growth and yield 

Soil NO3-N levels in agricultural fields, as well as other chemical and soil physical properties, 
exhibit high variation spatially and temporally and at different measurement scales and levels 
of aggregation (Heuvelink & Pebesma, 1999). Much research has been dedicated to assessing 
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and characterizing this variation to improve our understanding of the effects of soil NO3-N on 
crop growth and yield within agro-ecosystems (Almekinders et al., 1995). 
Growing plants utilize varying amounts of soil NO3-N during different phenological 
(growth) stages and its availability should ideally be in response to the plant's need. In 
wheat, for example, the level of available soil NO3-N during early plant growth determines 
yield for the most part by influencing population density and the degree of stimulation of 
tiller fertility, spikelet initiation, and floret fertility. Soil NO3-N uptake is greatly reduced 
shortly after anthesis, and nitrogen is re-translocated from leaves primarily, and other 
vegetative organs secondarily, to the ears to meet the need of the filling grains (Simpson et 
al., 1983). The reduction in soil NO3-N uptake during grain filling varies with weather 
conditions, disease pressures, and subsequent management practices (i.e. irrigation or 
chemical applications) which put stress on the plants. Physiologically, soil NO3-N and crop 
yields are linked via nitrate uptake and its conversion into proteins and chlorophylls during 
plant growth (Engel et al., 1999; Schroder et al., 2000) and photosynthesis buffering against 
soil nitrogen deficits by an abundance of RuBP carboxylase that serves as a reserve of 
protein in the leaves during unfavourable weather conditions (Hay & Walker, 1989). 
The availability and distribution of NO3-N in the soil depends on many soil forming, 
chemical, microbial, plant growth, environmental, and management factors that influence 
soil crop dynamics (Addiscott, 1983; Wagenet & Rao, 1983; Trangmar et al., 1985). Because 
the effects of these factors and their interactions are highly variable (Almekinders et al., 
1995), they also lead to the characteristic behavior of NO3-N being highly variable within 
the soil. 

Studying the levels of nitrogen in various plant tissues and organs at the various phenological 
stages simultaneously with the availability of soil NO3-N, and on a fine-scale, could provide 
information to researchers and farmers useful for developing better site-specific nitrogen 
management (SSCM) practices. Collecting this information at the required sampling intensity, 
however, has been found to be very tedious and generally cost and time prohibitive using 
current methods (Engel et al, 1999; Ehsani et al, 2001; Adamchuk et al, 2004a). 

1.4 Assessing soil nitrate variation 

Geostatistical techniques have been developed to provide practical mathematical tools for 
assessing spatial and temporal variation, and spatial structure of soil properties including 
soil NO3-N (Burgess & Webster, 1980; Webster & Burgess, 1984; Webster & McBratney, 
1989; McBratney & Pringle, 1999). 

Research applying these tools on a field-scale, such as through SSCM-experimentation 
(Pringle et al., 2004), has led to the development of a multitude of methods for determining 
minimum soil sample spacing, sampling grid layout and cell size (Russo, 1984; Han et al., 
1994; Van Meirvenne, 2003; Lauzon et al., 2005), optimum number of samples (Webster & 
Burgess, 1984), sampling schemes and protocols for pre-planning experimental designs 
(Trangmar et al., 1985; Chang et al., 1999; Ruffo et al., 2005) and sample bulking strategies 
(Webster & Burgess, 1984). 

However, when using these methods for implementing precision agriculture practices 
related to soil nitrogen management, the "most serious obstacles" are still the need to know 
the spatial structure in advance and the cost of obtaining this information even though the 
sampling effort required is much less than for full-scale sampling (Lark, 1997; McBratney & 
Pringle, 1999; Jung et al, 2006). 
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1.5 Concept of a soil nitrate mapping system 

Development of an SNMS could contribute to the advancement of precision agriculture by 
providing a way to quickly, accurately, and affordably collect the data necessary to analyze 
small-scale variation in soil nitrate in time and space while crops are being grown, thus 
enabling this variation to be linked to crop growth and yield. Ideally, an SNMS would 
automatically collect a soil sample in the field and directly measure nitrate concentration in 
real-time. Moreover, global positioning system (GPS) geo-referenced data could be 
simultaneously recorded at each sampling location to enable a nitrate map to be created for 
the field. An SNMS, thus, would overcome many of the impediments, roadblocks, and 
serious obstacles of measuring and assessing soil NO3-N variation using conventional 
methods in terms of sample analysis lag time, high labour requirements, and high costs as 
discussed above. The overall objective of the experimental work described in this chapter was 
to develop and validate such an advanced soil NO3-N measurement and mapping system. 

2. Attempts by others to develop methods for in-field measurement 
of soil nitrate 

Over the last 20 years or so, attempts to develop a real time soil NO3-N measurement 
system by other researchers have been based on three types of sensors: (i) ion-selective field 
effect transistor (ISFET), (ii) ISE, and (iii) spectrophotometer. The majority of this research 
work has not progressed past laboratory feasibility studies and testing in soil-bins. A brief 
review of these works is presented below. Details can be obtained by reviewing the cited 
papers directly, or the summaries contained in the comprehensive review paper recently 
published by Adamchuk et al. (2004a) who concluded that " sensor prototypes capable of 
accomplishing this task are relatively complex and still under development/' 

2.1 Ion-selective field effect transistor sensor based systems 

Loreto & Morgan (1996) developed a prototype real time soil NO3-N measurement system 
that consisted of a soil core sampling wheel, indexing and processing table, and a data 
acquisition and control system. This system was quite similar to that of Adsett & Zoerb 
(1991); however it used a specially developed prototype ISFET as the NO3" analysis 
instrument. In soil bin tests, correlations between ISFET measurements with a NCV-ISE and 
laboratory colorimetric analysis measurements had an R 2 between 0.65 and 0.43, 
respectively. The system worked reasonably well as a first attempt, but issues with the 
ISFET s response characteristics and calibration drift were apparent. Work has continued 
focusing on the development of ISFET technology and its use in combination with novel soil 
extraction and flow injection analysis (FIA) systems as a potential method of real-time 
measurement of NCV in filtered soil extracts (Birrell & Hummel, 1997, 2000, 2001; Price et 
al., 2003). This work has resulted in the development of a promising combination 
ISFET/ FIA system that gives reasonable results compared to a cadmium reduction method 
using a Lachat FIA (Slope 1:1, R 2 = 0.78) with a measurement time ranging between 3-5 s 
(Price et al., 2003), but it is still at the laboratory level. 
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2.2 Ion-selective electrode sensor based systems 

A prototype nitrate monitoring system (NMS), was developed by Adsett (1990) and Adsett 
& Zoerb (1991). It used a specially designed unit for NO3" extraction wherein the soil was 
mixed with de-ionized water and then the liquid fraction was clarified before being 
presented to the electrode for NO3" measurement. Although the system functioned 
reasonably well as a first attempt, it had major difficulties with collecting a soil sample and 
obtaining a clear extractant for NCV measurement on a consistent basis. This early work 
was the starting point from which improvements have been steadily made by Thottan et al. 
(1994), Thottan (1995), Adsett et al. (1999), Khanna & Adsett (2001), and Sibley (2008) that 
have advanced the system to the form described below in sections 5 and 6 into a fully 
functioning and field-validated prototype SNMS. 

As part of an investigation into the feasibility of a real time soil K and NO3-N mapping 
system, Adamchuk et al. (2002a) performed laboratory tests on four commercially available 
NCV-ISEs to simulate the direct soil measurement technique used in an automated soil pH 
measurement system developed by Adamchuk et al. (1999, 2002b). In the laboratory, 
manually remoistened previously air dried soil samples were pressed into contact with the 
sensing membrane of each NCV-ISE to determine NCV concentration (liquid basis of mg L~ 
1 reported as ppm). These results were compared to a standard cadmium reduction 
laboratory analysis technique to give an indication of the accuracy of the NCV-ISEs. For 
individual soil samples, R 2 values ranging 0.38-0.63 were obtained, depending on the ISE, 
while averaging of three repeated measurements yielded R 2 values ranging 0.57-0.86. It was 
concluded that it is feasible to use a NCV-ISE for measuring soluble nitrate concentration of 
naturally moist soil samples, but one of the main limitations of the proposed method 
reported was difficulty in maintaining high quality contact between soil and electrode. It 
should also be noted that use of the proposed method in the field in combination with the 
pH measurement system's soil sampling mechanism would not enable the NO3-N content 
(mg kg -1 ) of the sample to be directly computed since the 'weight' (mass) of the soil sample 
would not be known. 



2.3 Spectrophotometer sensor based systems 

Laboratory testing and field-based experimentation of a near-infrared (NIR) 
spectrophotometer conducted by Ehsani et al. (1999) using soils samples spiked with 
ammonium sulfate, ammonium nitrate, and calcium nitrate (10-100 ppm) revealed that soil 
NO3-N could be detected with R 2 ranging 0.76-0.99 using partial least squares regression 
with each data point being an average of 10 sub-samples. However, the calibration equation 
must be derived from samples taken from the same location, otherwise the analysis 
procedure fails. Further laboratory-based research work (Ehsani et al., 2001) using soil 
samples spiked with ammonium nitrate and calcium nitrate (400-3000 ppm) and a 
spectrophotometer equipped with a deuterated triglycine sulfate (DTGS) sensor showed 
that the ratio of area under the nitrate peak to area under the water peak in the mid-infrared 
(MIR) spectra is proportional to NCV concentration (R 2 = 0.81), and that the analysis 
technique is not dependent on the time of measurement, soil type, or nitrate source. 
However, as the authors themselves note, the range of NCV concentration in agricultural 
soils is usually less than 100 ppm so the practicality of this sensing method is questionable 
unless a more sensitive mercury cadmium telluride (MCT) type sensor can be used. 
Use of a real-time portable spectrophotometer using a multi-spectral approach has been 
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investigated by Shibusawa et al. (1999, 2003). They reported that MR reflectance could be 
used to detect soil NO3-N with an R 2 of 0.50. 

Christy et al. (2003) have conducted preliminary field testing of a prototype soil reflectance 
mapping unit utilizing a NIR spectrophotometer for simultaneously measuring total N, 
total carbon, pH, and moisture content. Results from testing in a single field indicated the 
system could repeatably produce clear definition of patterns in these soil parameters related 
to spectral reflectance with an R 2 of 0.86, 0.87, 0.72, and 0.82, respectively. 

3. Ion-selective electrode theory and application for measuring soil nitrate 

The nitrate ion-selective electrode (NCV-ISE) (Fig. 1) provides a rapid and reliable method 
for quantitative analysis of soil nitrate. Nitrate ISEs, which are highly selective to NO3" ions 
in solution, were first used around 1967 as quick and reliable alternatives to chemical-based 
laboratory methods for nitrate measurement (Dahnke, 1971). The NCV-ISE 
electrochemically generates a voltage across its organophilic membrane that varies with 
ionic strength (molarity) of the solution according to the Nernst equation (Morf, 1981). 

E = E + S log (A) (1) 

where E is the electrochemical cell potential (mV), Eo is the standard potential (mV) in a 1M 
solution, ideally a constant, S is the electrode slope (-mV per decade of concentration), and 
A is the nitrate activity (effective concentration moles L- 1 ) in the solution. 
Through calibration with known standards, the logarithm of solution molarity is related to 
electrode output voltage to determine a linear calibration curve for determining nitrate 
concentration (mg L" 1 or ppm) of subsequent soil samples. 

Typically in the laboratory, measurement of nitrate concentration of a soil sample then 
proceeds by mixing together a known 'weight' (mass) of soil with a known volume of 
deionized or distilled water (e.g. soiliextractant ratio). After an appropriate extraction time, the 
extractant in the mixture is decanted from the soil particles and clarified by filtration. Then the 
molarity of the clarified extractant is measured with the NCV-ISE. The resulting electrode 
voltage output is mathematically converted to concentration via the calibration curve, and 
subsequently to content (mg kg- 1 ) via the soil:extractant ratio. 

Many researchers over the years have studied various aspects of NCV-ISE performance 
(accuracy, repeatability, stability, reliability), the potential for measurement interference by 
other ions, solution ionic strength, and use of deionized or distilled water as an extractant, for a 
multitude of use conditions, and in comparison with other chemical-based laboratory methods 
of soil nitrate determination (Myers & Paul, 1968; Mahendrappa, 1969; Milham et al., 1970; 
Onken & Sunderman, 1970; Dahnke, 1971; Mack & Sanderson, 1971; Yu, 1985; Sah, 1994). 
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Fig. 1. The Orion 97-07 ionplus nitrate ion-selective electrode, (a) Pictorial diagram, (b) 
cross-section diagram of the electrode's nitrate sensing module (Orion, 2005). 

As a result, NO3MSES have enjoyed wide acceptability because the results obtained are 
comparable to other chemical-based methods' results, and they are quick and simple to use. 
Today, several types of N03~-ISEs are manufactured commercially, and they are widely 
used in laboratories around the world for water quality monitoring and plant tissue sap 
nitrate measurement in addition to soil nitrate measurement. It is because of their well- 
defined operating characteristics, reliability, and commercial availability that a N03~-ISE 
was chosen as the analysis instrument for the SNMS to perform direct in-field measurement 
of N03~ in a soil slurry. 



4. Experiments conducted for determining electrode operating 
variable parameters 

Laboratory work conducted by Thottan et al. (1994) and Thottan (1995) determined that a 
N03~-ISE could be used in a soil slurry whilst investigating operating variables of 
soil:extractant ratio, slurry clarity, and electrode response time, repeatability and output 
signal stability. 

Soil samples of sandy loam, silty clay loam, and clay loam were taken from the surface layer 
(15 cm) of fields in Cumberland and Colchester counties of Nova Scotia, Canada (45° N, 63° 
W). The results reported in this chapter relate to Chaswood clay loam, since of the three 



Advances in Measurement Systems 



soils tested it is considered to be more difficult to analyze because of the higher clay content 
than the coarser textured soils. The Chaswood soil is of the gleysolic order, of the subgroup 
RegoGleysol. Particle size analysis revealed a composition of 34.0% sand, 37.9% silt, and 
28.1% clay. The sampled A horizon was a fine textured alluvial formation which had been 
deposited above loamy sand. 

Testing of the soil:extractant ratio revealed that there was no significant difference (a = 0.05) 
between final NCV concentrations for the three ratios tested. The mean NCV concentrations 
determined at soiliextractant ratios of 1:15, 1:5 and 1:3 were 18.6, 18.6, and 19.3 ppm, 
respectively. In terms of mechanical extractor design, these results indicated that any of the 
three ratios may be used in the field when extracting NO3" from soil with equal 
effectiveness. 

Tests to determine the effect of clarity on electrode performance showed that there was no 
significant difference (a = 0.05) between mean final NCV concentration measured in either 
slurry (34.1 ppm), decanted (32.0 ppm), or filtered (33.8 ppm) soil samples. This result 
confirmed the hypothesis that the NCV-ISE could be used in a soil slurry during in-field 
use — obviating the need for time consuming filtering of soil extracts required by other 
nitrate determination methods that would complicate mechanical system design and slow 
down operation. Using a N0 3 "-ISE, Paul & Carlson (1968), Myers & Paul (1968), Dahnke 
(1971) and Yu (1985) also found that there was no significant difference between nitrate 
determinations made in a slurry or filtrate. 

Fig. 2. shows a typical response curve of the NCV-ISE in a soil slurry. The electrode 
potential drops sharply indicating a rapid release of nitrate into solution. It was found that 
the electrode detects a large percentage of the nitrate concentration in less than 20 s, but it 
takes up to two minutes to detect the total nitrate concentration as the electrode signal 
stabilizes. Electrode signal stability was considered to be achieved when a signal drift of less 
than 1 mV min -1 was obtained. It was also found that the electrode had very consistent 
response time curves. Therefore, it was hypothesized that it was not necessary to wait until 
100% of the NCV in a soil sample is extracted before taking a measurement. This 
characteristic was utilized to create normalized response curves (Adsett et al., 1999) to 
speed up the measurement cycle. Accurate and reliable estimates of the sample's total NO3" 
concentration could be made in six seconds, which is within the time required for rapid in- 
field measurements. A successful mechanical system, however, would depend not only on a 
properly functioning and calibrated electrode, but also on properly functioning mechanical 
components, electronics, and controls to enable it to be reliably used in the field. 
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Fig. 2. Typical electrode response in soil slurry during nitrate extraction and measurement 
(Thottanetal.,2004). 

5. Systems developed for in-field measurement and mapping of soil nitrate 

In this section, a description of the mechanical systems and their operation for soil nitrate 
extraction and measurement are presented and discussed. First will be a description of the 
SNMS, followed by a description of the nitrate extraction and measurement sub-unit (NEMS). 



5.1 Soil nitrate mapping system 

Sibley (2008) and others (e.g.,Thottan, 1995; Adsett et al, 1999; Khanna & Adsett, 2001) have 
developed a SNMS (Fig. 3) that uses a nitrate ion-selective electrode (NCV-ISE) (Orion 
Model 9707 ionplus, Thermo Electron Corp., Massachusetts, USA) as the measurement 
instrument. It is an electro-mechanical machine that automatically collects a soil sample (0- 
15-cm depth), mixes it with water, and directly analyzes it electrochemically for nitrate 
concentration in real-time (6 s). Additionally, global positioning system (GPS) geo- 
referenced position data are simultaneously recorded at each sampling location to enable a 
nitrate map to be created for the field being sampled. 

The SNMS consists of six sub-units: (1) soil sampler, (2) soil metering and conveying, (3) 
nitrate extraction and measurement, (4) auto-calibration, (5) control, and (6) GPS as 
indicated in Fig 3. 
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Fig. 3. Soil nitrate mapping system with six sub-units: (1) soil sampler, (2) soil metering and 
conveying, (3) nitrate extraction and measurement, (4) auto-calibration, (5) control and (6) 
global positioning system, with (7) inset showing Orion 97-07 ionplus NCV-ISE used for 
measuring soil nitrate (adapted from Sibley, 2008). 



Prior to use, the NCV-ISE is calibrated using pre-prepared reagent-grade NCV standards 
placed into the calibration cups of the auto-calibration sub-unit. As well, a field (soil 
condition) calibration is completed to enable rapid measurements of NO3" concentration to 
be taken during system operation. As the tractor moves forward, the SNMS collects a soil 
sample via the combination of soil sampler and soil metering and conveying sub-units. 
During sampling, the hydraulic-powered wood-saw blade is lowered into the soil by the 
carrying frame. Over a travel distance of approximately 0.5 m, the blade cuts a 15-cm deep 
slot and throws a spray of finely chopped soil onto the head-end area of an automatically 
positioned flat-belt transfer conveyer. This action creates a sample of uniform bulk density 
and finely-granulated particles to facilitate the subsequent nitrate extraction process (Sibley 
et al., 2008). The conveyor belt has an oblong fixed-volume pocket milled into its surface to 
collect a sample from the soil landing on the conveyor. A specially designed scraper placed 
above the belt levels the soil sample in the pocket without compaction and removes excess 
soil from the belt as the belt moves to deliver the soil sample to the NEMS. During delivery, 
the pocket stretches lengthwise as it passes around the conveyor's tail-end roller to facilitate 
complete emptying of the pocket. 

Just prior to soil sample delivery, water for NO3" extraction is pumped into a nitrate 
extractor to completely submerge the sensing module of the N03~-ISE and the stirrer is 
activated. The soil sample is received into the extractor where vigorous mixing takes place 
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creating a soil slurry. Nitrate in the soil sample is rapidly extracted into the slurry. The NCV 
concentration of the mixture is measured by the NCV-ISE and stored in the control system's 
computer memory. Geo-referenced position data are simultaneously recorded by the GPS 
sub-unit at each sampling location to enable a nitrate map to be subsequently created for the 
field. All data collected are downloaded to a computer for post-sampling processing via the 
computer-interface facility built into the control system. 

The SNMS can be used to analyze soil samples automatically in real time, or manually while 
stationary by hand-placing samples into the NEMS. It is envisioned that two configurations 
of the system will eventually be used in practice — a tractor-mounted version (Fig. 3.) and a 
'suitcase' (portable) version. Initial research on developing a 'suitcase version' was 
completed by Brothers et al., (1997). The prototype developed was capable of measuring 
NCV and pH with the same mechanical system and control hardware. 

5.2 Nitrate extraction and measurement sub-unit 

The heart of the SNMS is the NEMS (Fig.4). It consists of an extractor, an impeller and drive 
motor, a spray nozzle, a gate valve and drive actuator, and the NCV-ISE. The electrode and 
the sample, plus associated electrode circuitry, comprise an electrochemical cell. The 
extractor was constructed using 9.5 cm ID clear acrylic tubing so that the extraction process 
could be viewed. 

A 7.6 cm ID sliding-knife gate valve was installed to act as the bottom of the extraction 
chamber, forming the extraction chamber outlet. This arrangement gives a nearly full- 
diameter chamber pass-through capability for efficient clean-out of each sample and 
prevents potential jamming by small stones or field debris that might enter the chamber 
with the soil sample. A 12Vdc linear actuator is used to open and close the valve between 
samples. 

In normal position, the extraction chamber outlet is kept closed by the actuator. When the 
actuator is powered, it opens the extraction chamber outlet. The extraction chamber was 
electrically isolated from other components to eliminate any stray voltages that may 
interfere with the NCV-ISE signal. 

The added advantage of having the extraction chamber outlet normally closed was that the 
extraction chamber could be used as a storage unit for the electrode in a dilute NO3" 
standard solution when not being used. To the lower end of the valve, a 3.5-cm diameter 
polyvinyl chloride (PVC) pipe was connected. The PVC pipe provided structural support 
and electrical isolation for the extraction chamber, as well as being an extension of the 
extraction chamber outlet. 
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Fig. 4. Soil nitrate extraction and measurement sub-unit. Inset is a close-up view of the 
extractor showing a measurement being taken in a soil slurry. 

A full cone spray nozzle was placed just above the extractor for supplying the water and 
also for cleaning purposes between successive samples. The nozzle was connected to a 
supply hose and a pump. A solenoid valve was fitted in between the nozzle and the pump 
to allow on/ off flow control and also to meter in the exact amount of water under computer 
control by controlling the length of time the valve is turned on. 

The mixing mechanism consisted of a fibreglass shaft with an acrylic impeller attached to 
one end. The fibreglass shaft was used in order to eliminate the possibility of any stray 
voltage being conducted into the extraction chamber. The shaft was powered using a 
variable speed 12 Vdc motor and was operated at 300 rpm. 

6. Electronic control sub-unit, measurement methodology and operation of 
the nitrate extraction and measurement sub-unit 

Development of the control sub-unit to operate the NCV-ISE within the NEMS and the 
dirty, electrically noisy environment of an agricultural tractor required development of 
significant advances in instrumentation signal conditioning and processing circuitry. These 
advances are discussed in this section. 



6.1 Electronic control sub-unit 

A schematic diagram of the electronic control sub-unit is shown in Fig. 5. The electronic 
control sub-unit consists of electronic circuitry, relays, a potentiometer, I/O ports, switches, 
and a key pad all housed in two electrically isolated and waterproof metal boxes. These are 
the control box shown in Fig. 3 and the signal conditioner box shown in Fig. 4, inside which 
the functions of signal processing and system control, and signal conditioning occur, 
respectively. The nitrate electrode sensing module generates a very small signal in mV, 
which is entered as input to the signal conditioning circuitry. Before leaving the signal 



In-field measurement of soil nitrate using an ion-selective electrode 13 

conditioner box the signal is converted to mA to prevent degradation as it travels along a 
cable to the processing circuitry contained in the control box. The heart of the processing 
circuitry is an EnT board (Advanced Monitoring Technologies Inc., New Brunswick, 
Canada) with eight analog and eight digital input ports, plus transistor and relay outputs. 
The BS2SX Stamp main processor and the BS2 Stamp chip are mounted in two on-board 24 
pin sockets. The mA inputs received from the conditioning box are converted back to mV 
and then pass through A/D conversion. The digital signals are then processed by the 
Stamp BS2SX software program to produce a digital number which is stored in RAM. The 
digital number is subsequently used after data downloading for calculating the NO3" level 
represented by each electrode reading using a spreadsheet program. Each NO3" 
measurement is accompanied by its geographic position coordinates as determined by a 
tractor-mounted GPS system (GBX-PRO with GPS/BCN, CSI Wireless Inc., Alberta, 
Canada). Sample location coordinates are stored in RAM. 

The BS2SX Stamp main processor, also through the software program, controls the various 
mechanical components of the SNMS using 12 Vdc output relays mounted on the EnT 
board with simple ON/ OFF switching. These mechanical components are pumps, solenoid 
valves, a linear actuator, and electric motors. 

6.2 Operation of the nitrate extraction and measurement sub-unit 

The operation of the NEMS includes the following procedures: 

1. Electrode (N0 3 "-ISE) Calibration 

2. Field Calibration 

3. Soil N0 3 "-N analysis 

The electrode calibration procedure is important since the reliability of the NO3" 
measurements depends entirely upon proper calibration of the N03~-ISE. Two NO3" 
standard solutions of known concentrations (0.0001M and 0.1M) made from reagent grade 
KNO3 crystals mixed with de-ionized water are used for calibration. The NEMS software 
provides an auto-calibration routine which performs a calibration under computer control. 
The electrode calibration provides the coefficients for the Nernst from which the NO3" 
concentration is calculated. Thottan et al. (1994) and Thottan (1995) describe the calibration 
theory and process in detail. 

Once the electrode calibration is completed, a field calibration is used to speed up the NO3 
analysis time. The calibration determines a scaling factor which allows the prediction of the 
sample NO3" value (which occurs at electrode signal stability and which could take up to 
two minutes or more) after a short measurement time of six seconds (Thottan, 1995, Adsett 
etal.,1999). 
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Fig. 5. Schematic diagram of the electronic control unit measurement and control circuitry, 
and electro-mechanical components. 



The scaling factor can differ from field to field according to variations in soil characteristics, 
thus the name 'field calibration', and thus the necessity of the procedure. Also the field 
calibration is essential to monitor changes in the speed of response of the electrode's 
organophilic sensing membrane that have been observed with prolonged usage. A slowing 
of the response speed indicates it is time to change the electrode's sensing module. The time 
used to determine when to change the module was when it took longer than two minutes to 
perform a field calibration measurement. To-date, the NEMS has been used to analyze over 
8,000 soil samples. And as many as 2,000 samples have been analyzed before it became 
necessary to change the sensing module. The membrane of the sensing modules used 
during this time has not showed any appreciable abrasion wear from soil particle contact. 
Early work by Thottan (1994) and Thottan et al. (1999) performed a field calibration by 
measuring soil NCV-N using a sufficient number of samples through to electrode signal 
stability so as to determine the response characteristics of the NCV-ISE for the particular 
soil type in the field being sampled. Data analysis then used a statistical routine 
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programmed into the control system software to determine the quickest time that resulted 
in a CV less than 5% with a 95% confidence level. The data corresponding to this time were 
used to calculate a scaling factor that was subsequently used to predict the final NCV 
concentration of a sample after measuring for this time. Six seconds always gave reliable 
results, and even sometimes four seconds were sufficient. 

Recent work (Khanna & Adsett, 2001; Sibley, 2008) has advanced the field measurement 
process even further such that a field calibration can now be based on one soil sample taken 
at a location considered typical of the soil texture in the field. During field calibration the 
NO3" electrode signal (x) is measured at six seconds, and again at electrode signal stability 
(y). These x and y values are stored in Scratch Pad RAM and the scaling factor (y/x ratio) is 
calculated by the software program. The scaling factor is then used for prediction of the 
final NCV value for all subsequent samples taken in that field. Following field calibration, 
soil samples can be collected and analyzed for NO3" every 40 seconds (6 seconds for NCV 
analysis and 34 seconds for other mechanical system functions to cycle). Sibley et al. (2009) 
has found this y/x routine sufficient for field use. After field calibration, soil samples can be 
collected and analyzed for NO3". 

Just prior to a soil sample being deposited into the extractor, water for NCV extraction is 
pumped into the extractor to completely submerge the electrode's sensing module and the 
stirrer is activated. The soil sample is deposited into the extractor where the stirrer 
vigorously mixes the soil slurry into which NO3" is rapidly extracted from the soil sample. 
The NO3" concentration of the slurry is measured by the NCV-ISE and stored in the control 
system's computer memory. Geo-referenced position data are simultaneously recorded by 
the GPS sub-unit at each sampling location to enable a nitrate map to be subsequently 
created for the field. All data collected are downloaded to a computer for post-sampling 
processing via the computer-interface facility built into the control system. 

7. Experiments conducted to validate in-field measurements of soil nitrate 
obtained with the ion-selective electrode 

Extensive field-scale validation testing of the NEMS in two crop (wheat and carrot) 
production systems in Nova Scotia, Canada was conducted in 2006 (Sibley et al., 2009). Field 
conditions used for testing included conventional tillage vs. no tillage, inorganic vs. organic 
fertilization, four soil groups, and three time points throughout the season. Field moisture 
content ranged between 12.5-28.5%. 

Data was collected with the NEMS and analyzed using four data processing methods: i) 
integer number (IN), ii) real number (RN), iii) integer number plus moisture content 
correction (IN+MCC), and iv) real number plus moisture content correction (RN+MCC). 
Duplicate samples were also analyzed in the laboratory using standard potassium chloride 
(KC1) extraction and flow injection analysis methods. 

The results indicated that the level of agreement between NEMS soil NO3-N measurements 
and standard lab soil NO3-N measurements (Lab), as measured by Root Mean Squared 
Error (RMSE), Mean Absolute Error (MAE) and Coefficient of Efficiency (CE) was excellent. 
The results obtained also strongly suggest that the NEMS is quite robust and can be used for 
measuring soil NO3-N in both wheat and carrot crops, as well as in different soil groups, 
fertility levels, tillage conditions, and at any time throughout the season. 
Representative graphs comparing NEMS and Lab soil NO3-N measurements over all field 
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conditions tested are shown in Fig. 6. These graphs illustrate the how well the electrode 
performed in the field on an individual sample basis, regardless of the field condition from 
which the sample originated. 
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Fig. 6. Comparison of NEMS soil NO3-N measurements for each data processing method 
with Lab soil NO3-N measurements by sample location, (a) Wheat plot 6 (NT, DRT52) on 30 
May, (b) wheat plot 8 (CT, PGW52) on 7 Nov., (c) carrot plot 2 (IF, PGW82) on 20 June and 
(d) carrot plot 3 (LDM, DRT22) on 7 Nov. (Sibley et al, 2009). 



As well, they also indicate the responsiveness of the electrode, as the values are displayed 

by sampling location (x-axis) in the order of measurement. It was found that the electrode 

responded equally well regardless of whether the NO3-N level was changing from lower to 

higher, or higher to lower during measurement. 

Nested linear regression analyses revealed that the NEMS had the same level of 

performance over all field conditions tested regardless of what data processing method was 

used (Sibley et al, 2009). 

It was concluded that any of the regression equations developed for describing the 

relationship between NEMS measurements and Lab measurements for the four data 

processing methods tested (Fig. 7) can be used to enable field measurements of soil NO3-N 

using the NEMS to be obtained with lab-grade accuracy. 
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Fig. 7. Relationship between NEMS soil NO3-N measurements and laboratory soil NO3-N 
measurements for each data processing method; all field conditions data combined, (a) 
Integer number data processing, (b) real number data processing, (c) integer number with 
moisture content correction data processing and (d) real number with moisture content 
correction data processing (adapted from Sibley et al., 2009). 

8. Significance of the soil nitrate mapping system 

The development of the SNMS, including its NEMS, is a significant advancement in real- 
time field measurement of soil NO3-N from two main perspectives: (i) linking soil NO3-N 
variation to crop growth, and (ii) assessing soil nitrate variation. These perspectives are 
discussed below along with some results of experiments conducted using the system in 
wheat and carrot production systems in Nova Scotia, Canada. 



8.1 Linking soil nitrate variation to crop growth 

Using data collected by the NEMS on small-scale sampling grids (6.0 x 7.5 m) at seven 
sampling dates before, during, and after crops were being grown, the variation in soil NO3- 
N levels in wheat and carrot production systems over time were linked to crop performance 
(Sibley, 2008). In wheat under organic fertilizer management, the effects of conventional 
tillage vs. no tillage on soil nitrate, plant nitrogen and yield responses were determined. In 
carrot under conventional tillage management, the effects of inorganic fertilizer vs. organic 
fertilizer on soil nitrate, plant nitrogen and yield responses were determined. 
In wheat, it was determined that the only significant difference (a = 0.05) in mean soil NO3- 
N level between the conventional tillage and no tillage treatments occurred early in the 
growing season shortly after fertilizing, when the level for the conventional tillage 
treatment was nearly two times higher than for the no tillage treatment (Fig. 8). 
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Fig. 8. Soil NO3-N response at 0-15-cm depth to conventional tillage (CT) and no tillage 
(NT) treatments in the wheat field over the study period. Means sharing the same letter are 
not significantly different at the 5% level (Sibley, 2008). 



There was no significant difference (a = 0.05) in the response of plant tissue Total N to the 
conventional tillage and no tillage treatments; however a significant Day effect was 
detected. Significant differences (a = 0.05) were found in mean tissue Total N level between 
grain set, grain filling, and maturity, but no significant difference thereafter. Mean plant 
tissue-sap NO3-N, grain yield and grain Total N all showed no significant difference (a = 
0.05) in response to the conventional tillage and no tillage treatments. These results suggest 
that the plants responded equally well at producing final grain yield under either the 
conventional tillage or no tillage management practice and despite there being significant 
changes in soil NO3-N level over the growing season. 

In carrot, early in the growing season shortly after fertilizing, the soil NO3-N level for the 
inorganic fertilizer treatment was nearly three times higher than for the liquid dairy manure 
treatment, while for the remainder of the growing season it remained in the order of two 
times higher (Fig. 9). There was a significant (a = 0.05) increase in soil NO3-N for both the 
inorganic fertilizer and liquid dairy manure treatments after harvest at the end of the study 
period in late-Fall. It is suspected that these late-Fall increases were due to a 'tillage effect' 
from mechanical harvesting in combination with a short-term increase in soil temperature 
typical for the geographic area. 
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Fig. 9. Soil NO3-N response at 0-15-cm depth to inorganic fertilizer (IF) and liquid dairy 
manure (LDM) treatments in the carrot field over the study period. Means sharing the same 
letter are not significantly different at the 5% level (Sibley, 2008). 



There was no significant difference (a = 0.05) in mean plant tissue-sap NO3-N response to 
the inorganic fertilizer and liquid dairy manure treatments; however a significant Day effect 
was detected. During mid-growth stage, plant tissue-sap NO3-N levels were sufficient for 
maximum top-biomass growth and root yield and then dropped off dramatically during 
active root bulking until homeostasis was reached. The level remained unchanged between 
homeostasis and the time the roots were harvested. 

Plant tissue Total N level for the inorganic fertilizer treatment dropped significantly during 
active root bulking and then stabilized for the remainder of the growing season. During this 
same period for the liquid dairy manure treatment, tissue Total N level also dropped 
significantly (a = 0.05), but unlike for the inorganic fertilizer treatment, continued to drop 
dramatically instead of stabilizing. This dramatic drop was attributed to a combination of 
factors including weakness of the liquid dairy manure treated plants at that time resulting 
in a higher rate of leaf senescence that enabled sufficient N re-translocation to meet the 
needs of the bulking roots, rainfall-induced nitrification in the soil which was limiting N 
availability to the plants, and a leaching effect of the heavy rains on the senescing leaves. 
There was no significant difference (a = 0.05) in fresh root yield or root Total N between the 
treatments. These results suggest that the plants took up enough N during shoot growth to 
sustain root bulking, thereby utilizing stored N for root bulking rather than relying on 
available N in the soil. These results further suggest that although there were significant 
changes in soil NO3-N levels over the growing season, and between the inorganic fertilizer 
and liquid dairy manure treatments, they did not affect very much what was happening in 
the carrot plants. This finding stresses the environmental implications of managing soil 
NO3-N in a carrot production system. 
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8.2 Assessing soil nitrate variation 

Using data collected on a fine-scale sampling grid (6.0 x 7.5 m) and a combination of 
classical and geostatistical analytical techniques and tools, the spatial and temporal aspects 
of NO3-N variation in a wheat production system at seven sampling dates covering pre- 
seeding, growing season, and post-harvest soil conditions, as well as the intrinsic spatial 
structure of NO3-N present in the experimental field, were assessed (Sibley, 2008). 
The SNMS was successfully used to measure soil NO3-N level during the study period and 
to monitor spatial and temporal variation over time. As well, accurate, high resolution 
posted values (contour) maps were generated that give excellent visual pictures of the NO3- 
N spatial variation that was evident just prior to, at peak nitrogen release, during, and just 
after the growing season (Fig. 10). 

The data generated using the SNMS was also used to assess the spatial structure soil NO3-N 
variation in the experimental field. Very strong proportional effect relationships were found 
between the data sets mean and standard deviation values (R 2 = 0.97) and the squared mean 
and variance values (R 2 = 0.99). These relationships can be used for predicting high-quality 
average and proportional variograms, which in turn can be used for determining NO3-N 
soil sampling schemes for the experimental field to any desired level of accuracy. 
Variogram models of soil NO3-N spatial structure were developed for each of the sampling 
dates (Table 1). These variograms were all of the isotropic spherical type and had high R 2 
values ranging between 0.90-0.99 combined with very low RSS values. These very high 
goodness-of-fit measures for all models indicated that they describe the spatial structure of 
NO3-N variation very well. Similarities in the spatial structure of soil NO3-N on the 
sampling dates were evident as these models had similar slopes, nuggets, ranges, and 
nugget-to-sill ratios. Spatial dependency was found overall to be moderate. Since the 
models represent data from time-spaced sampling dates, their similarity indicates a high 
likelihood that the intrinsic spatial structure of soil NO3-N in this experimental field 
exhibited temporal stability over the study period. 

A scaled average variogram model that very likely accurately represents the intrinsic spatial 
structure present in the experimental field was created having a sill of 1.005, a nugget of 
0.331, and a range of 44 m. This result indicates that the range of intrinsic spatial structure 
beyond which NO3-N values did not have spatial dependency was likely approximately 44 
m. This distance, then, would be the minimum sample spacing for conducting soil NO3-N 
experiments in this experimental field that require analyses by classical statistical methods. 
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Fig. 10. Posted values isarithmic (contour) maps of soil NO3-N levels (mg kg -1 ) for each 
sampling date and a corresponding elevation map of the soil surface. Darker colour 
indicates higher amount of soil NO3-N or higher elevation, respectively. Note the different 
scale used for May 30 to enable plotting of the higher soil NO3-N levels resulting from the 
application of liquid dairy manure two weeks prior. May 3 is prior to field work. Aug 24 is 
the harvest date. Nov 7 is post-harvest (adapted from Sibley, 2008). 

Being able to collect and analyze samples on a fine-scale sampling grid much quicker, as 
accurately as, and more affordably than conventional laboratory methods means, in 
practical terms, that the SNMS can provide a long-awaited solution to the problem of 
conducting soil NO3-N variation assessment experiments at an affordable cost. Moreover, 
the SNMS provides a way to collect data so that the spatial structure of the NO3-N in a field 
of interest is "known in advance' 7 of the experimental planning. With this knowledge, the 
experimental sampling scheme and optimal sample size required for statistical analysis 
reliability can be determined apriori with confidence. 
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Parameter/ 
Date 


3 May 


30 May 


18 July 


lAug. 


15 Aug. 


24 Aug. 


7 Nov. 


Nugget, C 


0.397 


0.510 


0.291 


0.367 


0.457 


0.304 


0.396 


Sill, Co + C 


1.031 


1.162 


0.899 


1.311 


1.296 


1.084 


1.110 


Ranget, A G 


41 


43 


39 


62 


68 


51 


27 


N:S, Co/ 
(Co + C) 


0.385 


0.439 


0.324 


0.280 


0.353 


0.280 


0.357 


R2 


0.99 


0.95 


0.96 


0.90 


0.98 


0.99 


0.93 


RSS(xlO-4) 


1.10 


8.67 


6.40 


4.36 


6.95 


3.70 


6.52 


Lag Pairs* 


33-185 


35-192 


30-59 


47-232 


44-263 


35-190 


30-167 


Spatial 
Class§ 


M 


M 


M 


M 


M 


M 


M 


Model 


Spherical 


Spherical Spherical Spherical 


Spherical Spherical Spherical 



t Range values are in meters. 

* Range in number of pairs for each lag class interval. 

§ S, strong spatial dependency (N:S < 0.25); M, moderate spatial dependency 

(0.25 < N:S < 0.75); W, weak spatial dependency (N:S > 0.75) (Cambardella et al, 1994). 
Table 1. Parameters of final selected scaled variogram models for each sampling date 
(Sibley, 2008). 

9. Conclusions and recommendations for future research 

9.1 Conclusions 

The SNMS, and its NEMS, have advanced the ability of making in-field measurements of 
soil NO3-N by overcoming the impediments, roadblocks, and serious obstacles to 
measuring and assessing soil NO3-N variation using conventional methods in terms of 
sample analysis lag time, high labor requirements, and high costs. It has been demonstrated 
that soil NO3-N measurements using the SNMS can be obtained rapidly, on a fine scale, and 
with lab-grade accuracy. It has been demonstrated that data collected using the SNMS can 
be used for assessing the spatial and temporal aspects of soil NO3-N variation, to assess 
variation in soil NO3-N levels in space and over time, and link this variation to crop 
performance. 

The SNMS offers the potential to assist farmers and researchers with developing site- 
specific soil nitrate management practices for agricultural production. It offers farmers the 
potential to more intensely and precisely analyze variations in soil NO3-N levels 
throughout the growing season in association with environmental and crop response data 
in order to make the most sound and site- and time-specific management decisions possible. 
As well for farmers, it offers the potential for them to measure and document soil NO3-N 
levels in their fields thus improving traceability and their ability to be compliant with any 
current and future legislation requiring control of nitrogen fertilizers. It offers regulators the 
potential to conduct environmental monitoring of NCV levels in agricultural fields and 
water sources. Ultimately as a result of its use, the public may be assured that soil nitrogen 
management practices in agriculture are being conducted in the most environmentally 
friendly way. 
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9.2 Recommendations for further research 

Since the beginning of precision agriculture, it has been a goal of many researchers and 
farmers to develop real-time responding variable rate (VR) fertilizer spreaders. Several 
types of VR spreaders that use prior-determined prescription maps have been developed 
and are commercially available. These spreaders are useful to a certain degree, but the 
missing link to their full effectiveness is still the ability to vary fertilizer application rate in 
response to precisely what the plant needs in real-time; particularly in response to the 
plant's need for nitrate, but more generally to several nutrient needs (potassium, calcium, 
magnesium, etc.) as a 'package' and pH that determine their availability. This was the initial 
vision for the SNMS. Thus, it has been designed as an expandable platform technology that 
can be easily modified to incorporate the simultaneous use of several different types of ion- 
selective electrodes. In the immediate term, further research should be conducted to 
develop the agronomic-based algorithms linking soil NO3-N availability to crop 
performance to enable effective real time control of a fertilizer spreader by the SNMS. In the 
near term, further research should be conducted in combination with plant-related 
experiments to begin to build in the capability of the SNMS to measure and respond to the 
availability of a 'soil nutrient package'. 

Currently, the SNMS is a tractor-mounted version. It has been mentioned above that it is 
envisioned that the system will eventually be used in practice also as a 'suitcase' (portable) 
version. Further research should be conducted to continue development of this version of 
the NEMS. 

As well, more research should be conducted using the SNMS to further investigate the 
spatial and temporal variation and spatial structure of soil NO3-N and the links between 
soil NO3-N variation and availability and crop growth and yield under a wide variety of 
field conditions and crops in different geographic regions around the world. 
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1. Introduction 

With recent advancements of 3-D geometric shape analysis, acquiring 3-D dynamic scenes in 
real time becomes increasingly important in enormous fields, such as manufacturing, medical 
sciences, computer sciences, homeland security, and entertainment, etc. 

Over the last decades, 3-D shape measurement techniques have been improving dramatically 
rapidly Numerous techniques have been developed including time of flight, stereo vision, 
structured light, and digital fringe projection. Because of the development of digital display 
technology, the structured-light-based methods have the potential to be the most important 
technology for 3-D shape measurement in both scientific research and industrial practices in 
the long run. 

Real-time 3-D shape measurement has recently emerged as a quickly expanding field with 
the enhancements of computation power of an ordinary personal computer. For real-time 3-D 
shape measurement, 3-D shapes have to be acquired rapidly, processed quickly, and displayed 
in real time (Zhang, 2010). In the past few years, a number of technologies have been devel- 
oped. Among which, the optical method is one of the core techniques. However, due to its 
fundamentally difficult nature, capturing 3-D dynamic scenes with high quality remains chal- 
lenging, and even fewer systems are capable of processing 3-D geometry in real time because 
of the complexity of the problem 

Our group has devoted a vast amount of effort in real-time 3-D shape measurement field. 
Over the past few years, we have been developing technologies using a technique called dig- 
ital fringe projection and phase-shifting technique, a variation of the structured light technique 
with structured patterns being sinusoidally changing intensity. We have developed a number 
of algorithms to improve the processing speed, and taken advantage of the most advanced 
hardware technologies, graphics processing unit (GPU), to increase the speed of 3-D geome- 
try reconstruction and rendering. With these technologies, we have successfully developed a 
high-resolution, real-time 3-D shape measurement that achieved simultaneous 3-D absolute 
shape acquisition, reconstruction, and display at a speed of faster than 26 frames / sec with 
300K points per frame under an ordinary personal computer (Zhang et al., 2006). Experiments 
have demonstrated that the system can accurately capture dynamic changing 3-D scenes, such 
as human facial expressions. The data acquired by such a system have already been applied to 
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a variety of fields including computer science, medical sciences, and entertainment industry 
for a variety of purposes. 

In this chapter, we will address the most recent advancements in real-time 3-D shape mea- 
surement techniques. The principles of different techniques will be explained, and the advan- 
tages and limitations of each technology will be discussed. We will especially focus on the 
high-resolution, real-time 3-D shape measurement techniques using digital fringe projection 
techniques because of their numerous advantageous features. Finally, we will present some 
potential applications of real-time 3-D shape measurement, and address some challenges that 
we are still facing. 

We should emphasize that most of the technologies covered in this chapter have already been 
published in either conference proceedings or journal articles. This chapter, by no means, is 
an exhaustive survey of real-time 3-D shape measurement technologies. It mainly focuses on 
the technologies that we have developed over the past few years. 

2. Principle of structured light technique 

2.1 Introduction 

Optical methods to measure 3-D profiles have been extensively used due to their surface non- 
contact and noninvasive nature. Stereo vision (Dhond & Aggarwal, 1989), which uses two 
cameras to capture 2-D images from different views, is probably the most well studied of 
these. This technology simulates human vision, and recovers the depth information via trian- 
gulation by knowing the corresponding points between two cameras. Relying on identifying 
corresponding pairs between two images to recover depth, it is difficult to achieve high accu- 
racy if a surface does not have strong texture variation. 

Instead of relying on natural texture, a structured light system uses a projector to actively 
project predefined structured patterns to assist in correspondence establishment (Salvi et al., 
2004). To reach real time, multiple structured patterns are usually switched rapidly so that 
the number of patterns required to recover one 3-D shape can be captured in a short period 
of time. Rusinkiewicz et al. (2002) developed a real-time 3-D model acquisition system using 
a stripe boundary code (Hall-Holt & Rusinkiewicz, 2001). The stripe boundary code is gen- 
erated by projecting a sequence of binary level structured patterns. Binary-coded structured 
patterns (only 0's and l's) are extensively used in a structured light system, because they are 
(1) simple-it is easy to implement since the coding and decoding algorithms are straightfor- 
ward, and (2) robust-it is robust to noise because only two intensity levels (0 and 255) are 
used. Fig. 1(A) shows a binary pattern, and Fig. 1(B) shows its cross section. Here black rep- 
resents binary level 0, while white represents binary level 1. For a stripe between M and N 
in Fig. 1(B), all points have the same intensity value, thus cannot be differentiated. There- 
fore, it is difficult for binary methods to reach pixel-level spatial resolution because the stripe 
width must be larger than one projector's pixel. Moreover, because it cannot reach pixel level 
correspondence, it is difficult of this technology to reach very high measurement accuracy. 
If more intensity values are used, the spatial resolution will be increased. Coding methods 
including n-ary (Pan et al., 2004), triangular phase-shifting (Jia et al., 2007), and trapezoidal 
phase-shifting (Huang et al., 2005) have been developed for higher spatial resolution measure- 
ment. As noted by Zhang (2010), all these patterns eventually become sinusoidal if they are 
blurred properly. The blurring effect often occurs when a camera captures an image out of fo- 
cus, and all sharp features of an object will be blended together. Therefore, sinusoidal patterns 
seem to be the natural choice. As shown in Fig. 1(C) and Fig. 1(D), the intensity varies across 
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Fig. 1. Comparison between binary and sinusoidal structured pattern. (A) Typical binary 
structured patterns; (B) Cross section of the binary pattern shown in (A); (C) Typical sinusoidal 
fringe pattern; (D) Cross section of the sinusoidal patterns as shown in (C). 



the image point by point. Therefore, it seems to be feasible to reach pixel level resolution be- 
cause the intensity values between horizontal neighboring pixels are differentiable. Because 
the spatial resolution is high, it is possible to achieve high accuracy since the correspondence 
between the projector and the camera can be determined accurately. 

Because using sinusoidal patterns (also known as fringe patterns) has the potential to reach 
pixel-level spatial resolution, it has long been studied in optical metrology where the fringe 
patterns are generated by laser interference. As noted by Su & Zhang (2009), single B/W 
fringe image (Guo & Huang, 2009) has been developed to measure dynamic motion of 3-D 
surfaces using a Fourier method (Takeda & Mutoh, 1983). However, this technique is limited 
to measuring smooth surfaces. If two fringe patterns are used, the measurement quality is 
improved (Guo & Huang, 2008). But it is still restricted to measuring surfaces without strong 
texture and /or geometry variations. To measure generic surfaces, at least three fringe patterns 
must be used (Schreiber & Bruning, 2007). 

3-D shape measurement techniques using color-encoded patterns (Geng, 1996; Harding, 1988; 
Huang et al., 1999; Pan et al., 2005) have the potential to reach high speed because a structured 
pattern can be encoded with three fringe patterns. However, the measurement accuracy is 
affected, to a various degree, by object surface color (Zhang & Huang, 2004). For example, for 
a blue object, information conveyed by red and green colors will be lost because no signal will 
be captured. Moreover, the color coupling between red and green, and green and blue will 
affect the measurement if no filtering is used (Pan et al., 2005). 

To avoid the problems induced by color, we developed a 3-D shape measurement system us- 
ing B/W fringe images (Zhang & Huang, 2006a). By adopting a fast three-step phase-shifting 
algorithm (Huang & Zhang, 2006), the system achieved simultaneous data acquisition, re- 
construction, and display in real time (Zhang et al., 2006). This technique takes advantage 
of the unique projection mechanism of a single-chip DLP projector: three fringe patterns are 
encoded into RGB channels of the projector and are switched automatically and naturally. By 
this means, we achieved 3-D surface measurement at 60 Hz with more than 300K points per 
frame (Zhang & Yau, 2007). We will discuss the details of this technology next. 

2.2 Digital fringe projection system setup 

A digital fringe projection system is very simple: it contains a projector to project fringe pat- 
terns, a camera to capture the fringe patterns, and the computer software to analyze the fringe 
images to recover the 3-D shape. Fig. 2 shows the schematic diagram of a 3-D imaging system 
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based on a digital fringe projection technique. A projector projects vertically (varying horizon- 
tally) straight fringe stripes (phase lines) onto the object. The object surface distorts the fringe 
images from straight phase lines to curved ones. A camera images the distorted fringe images 
from another viewing angle. If the corresponding point between the camera pixel (A) and the 
projector pixel (C) is identified, depth (z) can be recovered through triangulation (A ABC). 



Phase lin< 




Fig. 2. Schematic diagram of a 3-D shape measurement system with a digital fringe projection 
technique. A fringe pattern is projected onto an object, the object surface geometry distorts 
and reflects the fringe pattern, and a camera, viewing from another angle captures the re- 
flected fringe pattern. Because the projector and the camera form a triangular relationship, if 
the correspondence between the camera and the projector is known, 3-D information can be 
obtained through triangulation. 



2.3 Phase-shifting algorithm 

To establish the correspondence between the captured images and the projected images, the 
structured light system based on binary methods uses codewords. The codeword, a unique 
value, is formed by a sequence of stripes composed of O's (purely black) or l's (purely white) 
and can be determined from captured images. As explained previously, a method using bi- 
nary structured patterns cannot reach pixel-level resolution spatially, while a technique based 
on sinusoidal fringe patterns has the potential to do so. 

We used a digital fringe projection and phase-shifting method to reach higher spatial and 
temporal resolution for 3-D shape measurement. For this method, the codeword is determined 
by the phase that is calculated from the fringe images. To increase measurement speed, the 
minimum number of fringe images (three) is used. Their intensities can be written as 



h(x,y) = l'{x,y) + l"{x,y) cos[0(*,y) - 2tt/3], 
h{x,y) = l'{x,y) + l"{x,y)co&[<p{x,y)], 

h(x,y) = l\x,y) + l"(x,y) cos[(p(x,y) + 2n/3\. 



(1) 

(2) 
(3) 
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Where I r (x,y) is the average intensity, I"{x,y) the intensity modulation, <p(x,y) the phase to 
be solved for. Solving Eqs. (l)-(3) simultaneously, we will obtain the phase 



(p(x,y) = tan 



-l 



2I 2 -h-I 3 



(4) 



Equation (4) indicates that the phase ranges from -n to +n with 2tt discontinuities. 
From Eqs. (l)-(3), we can also obtain a texture image, 

k{x,y) = I f {x,y) + l"{x,y) 

{h + h + h) , y / 3(J 1 -J3) 2 + (2J 2 -J 1 -J 3 ) 2 

3 + 3 * W 

The texture image is the photograph of the object without fringe stripes. Although irrelevant 
to optical metrology, texture image plays a key role in many fields for shape analysis to in- 
dustrial inspection, because it provides vital information of the object. In computer graphics, 
texture image is mostly used for enhancing visual effect by a technique called texture map- 
ping. 
In addition, we can also obtain intensity modulation 



1[X ' y) - I'(x,y) ~ h + h + h () 

Intensity modulation indicates the fringe quality, or the contrast of the fringe images, with 1 
being the best. It is usually used to separate the background and the foreground, and some- 
time used to analyze the phase. 

2.4 Phase unwrapping technique 

To obtain a continuous phase map from the wrapped phase map determined by Eq. (4), a 
conventional method is to adopt a phase unwrapping algorithm. The phase unwrapping is 
essentially to detect In discontinuities based on its neighboring phase values and remove 
them by adding or subtracting multiples of 2tt. In other words, the phase unwrapping is to 

®(x,y)=(p(x,y)+2kn. (7) 

Here, k is an integer. 

Robust phase unwrapping is usually very time-consuming because it involves a lot computa- 
tion as well as iterations. The processing time ranges from seconds to minutes, and even to 
hours (Ghiglia & Pritt, 1998). To improve the robustness of the phase unwrapping step, nu- 
merous algorithms have been developed including the branch-cut algorithms (Huntley, 1989), 
the discontinuity minimization algorithm (Flynn, 1997), the L^-norm algorithm (Ghiglia & 
Romero, 1996), and the region growing algorithm (Baldi, 2003). However, they are generally 
too slow for real-time applications. Some fast phase unwrapping algorithms, such as a flood 
filling algorithm, can unwrap the phase rapidly (Zhang & Huang, 2006a). However, they are 
usually very sensitive to the noise of the phase map. To solve the dilemma, we developed 
a multilevel quality-guided phase unwrapping algorithm (Zhang et al., 2007), which will be 
discussed in Section 3.2 
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2.5 Absolute phase retrieval 

The phase in Eq. (7), is often regarded as relative phase, because it is relative to one point on 
the phase map that is usually determined from the phase unwrapping stage. Absolute phase 
is the phase value that is relative to the pre-defined phase. In a digital fringe projection and 
phase-shifting system, the phase obtained from the computer generated fringe images can be 
regarded as the pre-defined phase values, thus the absolute phase. To obtain absolute phase 
from the captured fringe images, at least one point within one connected patch must have 
the known phase value. A marker, such as a point, a line, or any other vivid features can be 
used as references to convert the relative phase to absolute one. The marker is projected by 
the projector and captured by the camera. The software algorithm is then used to identify the 
marker points. Because the phase on the marker point is pre-defined theoretically, the relative 
phase needs to be shifted to ensure that the marker point phase is the same as that of the pre- 
defined one. Assume that the reference point on the computer generated fringe images has 
the absolute phase of 0, and the relative phase <p$ that is calculated from the camera captured 
images, the relative phase map can be converted to absolute one by the following equation 

4>a(x,y) = (p(x,y) - (p . (8) 

2.6 Structured light system calibration 

3-D information is carried on by the phase, from which the 3-D coordinates of the object can 
be recovered. Conventionally, a reference plane is utilized, and any measurement is relative to 
it (Huang et al., 2002). For smaller range measurement, the depth information (z coordinate) 
is approximately proportional to the phase difference between the measured phase value and 
the reference phase value. However, the drawbacks of using a reference plane are: 

1. Approximation. Accurate coordinates for each point is very difficult to obtain. 

2. Small range measurement. The depth range must be very small relative to its distance 
from the hardware system. Otherwise, the approximation error is significant. 

3. Inaccurate x and y coordinates. This approach in general only obtains the depth z infor- 
mation, while x and y coordinates are ignored. 

To circumvent the approximation errors, the system has be to calibrated. One of the key to 
calibrate the structured light system is to calibrate a camera accurately. The camera calibration 
is essentially to find the intrinsic parameters (e.g. focal length, principle point), and extrinsic 
parameter, the transformation between the [x,y,z) coordinates in a world coordinate system 
(x w ,y w ,z w ), and that in the camera coordinate system. Among the models created, Zhang's 
calibration model is most widely adopted in computer vision field (Zhang, 2000). In this 
model, the camera is treated as a pinhole system as shown in Fig. 3, and the intrinsic parameter 
is represented as, 

0C K Uq 

A= p v . (9) 

1 

Where (wq/^o) I s the coordinate of the principle point, the intersection between the optical 
axis and the image sensor, oc and fi are the focal lengths along u and v axes of the image plane, 
and k is the parameter that represents the skewness of uv coordinate system. 
And extrinsic parameters can be described as, 
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Object 



Fig. 3. Pinhole camera model. The camera model is to describe that an arbitrary point in 3-D 
space under its own coordinate system is transformed to the camera lens coordinate system, 
and finally 3-D coordinates in lens coordinate system are projected onto a 2-D imaging space. 



Here R is the rotation 3x3 matrix, and t is a 3 x 1 translation vector. 

Fig. 3 shows the typical diagram of a pinhole camera model, where p is an arbitrary point 
with coordinates (x w ,y w ,z w ) in the world coordinate system (O w ;x w ,y w ,z w ), and (x c ,y c ,z c ) 
in the camera coordinate system (O c ;x c ,y c ,z c ). If p is projected onto the image plane, the 
relationship between the world coordinates and the image coordinates can be represented as 



sl = A[ R, t }X U 



(11) 



Where I = [u, v, 1] T is the homogeneous coordinate of the image point in the image plane, 
X w = [x w , y w , z w , 1] T the homogeneous world coordinate for that point, and s a scaling factor. 
The above equation describes a linear camera model, the nonlinear effects can be compensated 
for by adopting a nonlinear model. 

Unlike a camera-camera (stereo) system, a structured light system calibration involves pro- 
jector calibration that is usually not simple because it cannot capture images like a regular 
camera. Numerous techniques have been proposed (Cuevas et al., 1999; Hu et al., 2003). How- 
ever, most of these techniques are time-consuming and very difficult to achieve high accuracy. 
Legarda-Saenz et al. (2004) proposed a method that uses absolute phase to find the marker 
centers of the calibration board for the projector by projecting a sequence of fringe patterns. 
Through optimization, this method performed well in terms of accuracy. However, it requires 
the use of the calibrated camera to calibrate the projector, thus the calibration errors of the 
camera will bring into the projector calibration, which is not desirable. 
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Zhang & Huang (2006b) proposed a new structured light system calibration method. In 
this method, the fringe images are used as a tool to establish the mapping between the 
camera pixel and the projector pixel so that the projector can "capture" images like a 
camera. By this means, the structured light system calibration becomes a well studied 
stereo system calibration. Since the projector and the camera are calibrated independently 
and simultaneously, the calibration accuracy is significantly improved, and the calibration 
speed is drastically increased. Fig. 4 shows a typical checkerboard image pair captured 
by the camera, and the projector image converted by the mapping method. It clearly 
shows that the projector checkerboard image is well captured. By capturing a number 
of checkerboard image pairs and applying the software algorithm developed by Bouguet 
(http://www.vision.caltech.edu/bouguetj/calib_doc), both the camera and the projector are 
calibrated at the same time. 




Fig. 4. Checkerboard image pair by using the proposed technique by Zhang and 
Huang (Zhang & Huang, 2006b). (a) The checkerboard image captured by the camera; (b) 
The mapped checkerboard image for the projector, which is regarded as the checkerboard 
image captured by the projector. 

Following the work by Zhang & Huang (2006b), a number of calibration approaches have been 
developed (Gao et al, 2008; Huang & Han, 2006; Li et al, 2008; Yang et al., 2008). All these 
techniques are essentially the same: to establish the one-to-one mapping between the projector 
and the camera. Our recent work showed that the checker size of the checkerboard plays a 
key role (Lohry et al., 2009), and a certain range of checker size will give better calibration 
accuracy. This study provides some guidelines for selecting the checker size for precise system 
calibration. Once the system is calibrated, the xyz coordinates can be computed from the 
absolute phase, which will be addressed in the next subsection. 



2.7 3-D coordinate calculation from the absolute phase 

Once the absolute phase map is obtained, the relationship between the camera sensor and 
projector sensor will be established as a one-to-many mapping, i.e., one point on the camera 
sensor corresponds to one line on the projector sensor with the same absolute phase value. 
This relationship provides a constraint for the correspondence of a camera-projector system. 
If the camera and the projector are calibrated in the same world coordinate system, and the 
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linear calibration model is used for both the camera and the projector, Eq. (11) can be re-written 
as 

s c I c = A C [ R c , t c ]X W . (12) 

Here, s c is the scaling factor for the camera, I c the homogeneous camera image coordinates, 

A c the intrinsic parameters for the camera, and [R c , t c ] the extrinsic parameter matrix for the 

camera. 

Similarly, the relationship between the projector image point and the object point in the world 

coordinate system can be written as 

S V\V = A P[ RP f t V }x w . (13) 

Here s? is the scaling factor for the projector, P the homogeneous projector image coordinates, 

AP the intrinsic parameters for the projector, [RP,tP] the extrinsic parameter matrix for the 

projector. 

In addition, because absolute phase is known, each point on the camera corresponds to one 

line with the same absolute phase on the projected fringe image (Zhang & Huang, 2006b). 

That is, assume the fringe stripe is along v direction, we can establish a relationship between 

the captured fringe image and the projected fringe image, 

<p a (u c ,v c )=<p a (ut>)- (14) 

In Equations (12)-(14), there are seven unknowns (x w ,y w , z w ) , s? , s? , uP , and v? , and seven 
equations, the world coordinates (x w ,y w ,z w ) can be uniquely solved for. 

2.8 Example of measurement 

Fig. 5 shows an example of 3-D shape measurement using a three-step phase-shifting method. 
Fig. 5(a)-5(c) shows three phase-shifted fringe images with 2zr/3 phase shift. Fig. 5(d) shows 
the phase map after applying Eq. (4) to these fringe images, it clearly shows phase discon- 
tinuities. Applying the phase unwrapping algorithm discussed in Reference (Zhang et al., 
2007), this wrapped phase map can be unwrapped to get a continuous phase map as shown 
in Fig. 5(e). The unwrapped phase map is then converted to 3-D shape by applying method in- 
troduced in Section 2.7. The 3-D shape can be rendered by OpenGL, as shown in Figs. 5(f)-5(g). 
At the same time, by averaging these three fringe images, a texture image can be obtained, 
which can be mapped onto the 3-D shape to for better visual effect, as seen in Fig. 5(h). 

3. Real-time 3-D Shape Measurement Techniques 

3.1 Hardware implementation of phase-shifting technique for real-time data acquisition 

From Section 2, we know that, for a three-step phase-shifting algorithm, only three images 
are required to reconstruct one 3-D shape. This, therefore, permits the possibility of encoding 
them into a single color image. As explained in Section 2, using color fringe pattern is not 
desirable for 3-D shape measurement because of the problems caused by color. To avoid this 
problem, we developed a real-time 3-D shape measurement system based on a single-chip 
DLP projection and white light technique (Zhang & Huang, 2006a). 

Fig. 6 shows the system layout. Three phase-shifted fringe images are encoded with the RGB 
color channel of a color fringe image generated by the computer. The color image is then 
sent to the single-chip DLP projector that switches three-color channels sequentially onto the 
object; a high-speed CCD camera, synchronized with the projector, is to capture three phase- 
shifted fringe images at high speed. Any three fringe images can be used to reconstruct one 
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Fig. 5. . Example of 3-D shape measurement using a three-step phase-shifting method, (a) 
Ji(— 2tt/3); (b) ^2(0); ( c ) ^3(27r/3); (d) Wrapped phase map; (e) Unwrapped phase map; (f) 
3-D shape rendered in shaded mode; (g) Zoom in view; (h) 3-D shape rendered with texture 
mapping. 



3-D shape through phase wrapping and unwrapping. Moreover, by averaging these three 
fringe images, a texture image (without fringe stripes) can be generated. It can be used for 
texture mapping purposed to enhance certain view effect. 

The projector projects a monochrome fringe image for each of the RGB channels sequentially; 
the color is a result of a color wheel placed in front of a projection lens. Each " frame" of the 
projected image is actually three separate images. By removing the color wheel and placing 
each fringe image in a separate channel, the projector can produce three fringe images at 120 
fps (360 individual fps). Therefore, if three fringe images are sufficient to recover one 3-D 
shape, the 3-D measurement speed is up to 120 Hz. However, due to the speed limit of the 
camera used, it takes two projection cycles to capture three fringe images, thus the measure- 
ment speed is 60 Hz. Fig. 7 shows the timing chart for the real-time 3-D shape measurement 
system. 



3.2 Fast phase-shifting algorithm 

The hardware system described in previous subsection can acquire fringe images at 180 Hz. 
However, the processing speed needs to keep up with the data acquisition for real-time 3- 
D shape measurement. The first challenge is to increase the processing speed of the phase 
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Fig. 6. Real-time 3-D shape measurement system layout. The computer generated color en- 
coded fringe image is sent to a single-chip DLP projector that projects three color channels 
sequentially and repeatedly in grayscale onto the object. The camera, precisely synchronized 
with projector, is used to capture three individual channels separately and quickly. By apply- 
ing the three-step phase-shifting algorithm to three fringe images, the 3-D geometry can be 
recovered. Averaging three fringe images will result in a texture image that can be further 
mapped onto 3-D shape to enhance certain visual effect. 



wrapping. Experiments found that calculating the phase using Eq. (4) is relatively slow for 
the purpose of real-time 3-D shape measurement. To improve the processing speed, Huang 
et al. (2005) developed a new algorithm named trapezoidal phase-shifting algorithm. The 
advantage of this algorithm is that it processes the phase by intensity ratio instead of arct- 
angent function, thus significantly improves the processing speed (more than 4 times faster). 
However, the drawback of this algorithm is that the defocusing of the system will introduce 
error, albeit to a less degree. This is certainly not desirable. Because the sinusoidal fringe 
patterns are not very sensitive to defocusing problems, we applied the same processing algo- 
rithm to sinusoidal fringe, the purpose is to maintain the advantage of processing speed while 
alleviate the defocusing problem, this new algorithm is called fast three-step phase-shifting al- 
gorithm (Huang & Zhang, 2006). 

Fig. 8 illustrates this fast three-step phase-shifting algorithm. Instead of calculating phase 
using an arctangent function, the phase is approximated by intensity ratio 



r{x,y) 
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Here I ma x, Imed* ^min respectively refer to the maximum, median, and minimum intensity value 
for three fringe images for the same point. The intensity ratio gives values ranging from [0, 
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Fig. 7. System timing chart. 
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Fig. 8. Schematic illustration for fast three-step phase-shifting algorithm, (a) One period of 
fringe is uniformly divided into six regions; (b) The intensity ratio for one period of fringe; (c) 
After slope map after removing the sawtooth shape of the intensity ratio map; (d) The phase 
after compensate for the approximation error and scaled to its original phase value. 



1] periodically within one period of the fringe pattern. Fig. 8(a) shows that one period of the 
fringe pattern is uniformly divided into six regions. It is interesting to know that the region 
number N can be uniquely identified by comparing the intensity values of three fringe images 
point by point. For example, if red is the largest, and blue is the smallest, the point belongs 
to region N = 1. Once the region number is identified, the sawtooth shape intensity ratio in 
Fig. 8(b) can be converted to its slope shape in Fig. 8(c) by using the following equation 



s(x,y) = 2 x Floor 



(^) + (-D N - 1 



r{x,y). 



(16) 



Here the operator Floor () is used to truncate the floating point data to keep the integer part 
only The phase can then be computed by 



<p{x,y) =2nxs(x,y). 



(17) 



Because the phase is calculated by a linear approximation, the residual error appears. Since 
the phase error is fixed in the phase domain, it can be compensated for by using a look-up- 
table (LUT). After the phase error compensation, the phase will be a linear slope as illustrated 
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in Fig. 8(d). Experiments found that by using this fast three-step phase-shifting algorithm, the 
3-D shape measurement speed is approximately 3.4 times faster. 

Phase unwrapping step usually is the most timing-consuming part for 3-D shape measure- 
ment based on fringe analysis. Therefore, developing an efficient and robust phase unwrap- 
ping algorithm is vital to the success of real-time 3-D shape measurement. Traditional phase 
unwrapping algorithms are either less robust (such as flood-fill methods) or time consum- 
ing (such quality-guided methods). We have developed a multi-level quality-guided phase 
unwrapping algorithm (Zhang et al., 2007). It is a good trade-off between robustness and 
efficiency: the processing speed of the quality-guided phase unwrapping algorithm is aug- 
mented by the robustness of the scanline algorithm. The quality map was generated from the 
gradient of the phase map, and then quantized into multi-levels. Within each level point, the 
fast scanline algorithm was applied. For a three-level algorithm, it only takes approximately 
18.3 ms for a 640 x 480 resolution image, and it could correctly reconstruct more than 99% of 
human facial data. 

By adopting the proposed fast three-step phase-shifting algorithm and the rapid phase un- 
wrapping algorithm, the continuous phase map can be reconstructed in a timely manner. In 
order to do 3-D coordinates calculations, it involves very intensive matrix operations includ- 
ing matrix inversion, it was found impossible to perform all the calculations in real-time with 
an ordinary dual CPU workstation. To resolve this problem, new computational hardware 
technology, graphics processing unit (GPU), was explored, which will be introduced in the 
next subsection. 

3.3 Real-time 3-D coordinates calculation and visualization using GPU 

Computing 3-D coordinates from the phase is computationally intensive, which is very chal- 
lenging for a single computer CPU to realize in real-time. However, because the coordinate 
calculations are point by point matrix operations, this can be performed efficiently by a GPU. 
A GPU is a dedicated graphics rendering device for a personal computer or game console. 
Modern GPUs are very efficient at manipulating and displaying computer graphics, and their 
highly parallel structure makes them more effective than typical CPUs for parallel computa- 
tion algorithms. Since there are no memory hierarchies or data dependencies in the streaming 
model, the pipeline maximizes throughput without being stalled. Therefore, whenever the 
GPU is consistently fed by input data, performance is boosted, leading to an extraordinarily 
scalable architecture (Ujaldon & Saltz, 2005). By utilizing this streaming processing model, 
modern GPUs outperform their CPU counterparts in some general-purpose applications, and 
the difference is expected to increase in the future (Khailany et al., 2003). 
Fig. 9 shows the GPU pipeline. CPU sends the vertex data including the vertex position co- 
ordinates and vertex normal to GPU which generates the lighting of each vertex, creates the 
polygons and rasterizes the pixels, then output the rasterized image to the display screen. 
Modern GPUs allow user specified code to execute within both the vertex and pixel sections 
of the pipeline which are called vertex shader and pixel shader, respectively. Vertex shaders 
are applied for each vertex and run on a programmable vertex processor. Vertex shaders takes 
vertex coordinates, color, and normal information from the CPU.The vertex data is streamed 
into the GPU where the polygon vertices are processed and assembled based on the order of 
the incoming data. The GPU handles the transfer of streaming data to parallel computation 
automatically. Although the clock rate of a GPU might be significantly slower than that of a 
CPU, it has multiple vertex processors acting in parallel, therefore, the throughput of the GPU 
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can exceed that of the CPU. As GPUs increase in complexity, the number of vertex processors 
increase, leading to great performance improvements. 



GPU 



CPU 



Vertex 
Data 



Vertex 
Transformation 



Polygon 
Assembly 



K 



Vertex 
Shader 



Rasterization 

and 
Interpolation 



Raster 
Operation 



Pixel 
Shader 



Output 



Fig. 9. GPU pipeline. Vertex data including vertex coordinates and vertex normal are sent to 
the GPU. GPU generates the lighting of each vertex, creates the polygons and rasterizes the 
pixels, then output the rasterized image to the display screen. 



By taking advantage of the processing power of the GPU, 3-D coordinate calculations can be 
performed in real time with an ordinary personal computer with a decent NVidia graphics 
card (Zhang et al., 2006). Moreover, because 3-D shape data are already on the graphics card, 
they can be rendered immediately without any lag. Therefore, by this means, real-time 3-D 
geometry visualization can also be realized in real time simultaneously. Besides, because only 
the phase data, instead of 3-D coordinates plus surface normal, are transmitted to graphics 
card for visualization, this technique reduces the data transmission load on the graphics card 
significantly, (approximately six times smaller). In short, by utilizing the processing power of 
GPU for 3-D coordinates calculations, real-time 3-D geometry reconstruction and visualiza- 
tion can be performed rapidly and in real time. 

3.4 Experimental results 

Fig. 10 shows one of the hardware systems that we developed. The hardware system is com- 
posed of a DLP projector (PLUS U5-632h), a high-speed CCD camera (Pulnix TM-6740CL) and 
a timing generation circuit. The projector has an image resolution of 1024 x 768, and the focal 
length of f = 18.4-22.1 mm. The camera resolution is 640 x 480, and the lens used is a Fuji- 
non HF16HA-1B f = 16 mm lens. The maximum data speed for this camera is 200 frames per 
second (fps). The maximum data acquisition speed achieved for this 3-D shape measurement 
system is 60 fps. 

With this speed, dynamically deformable 3-D objects, such as human facial expressions, can 
be effectively captured. Fig. 11 shows some typical measurement results of a human facial 
expression. The experimental results demonstrate that the details of human facial expression 
can be effectively captured. At the same time, the motion process of the expression is precisely 
acquired. 

By adopting the fast three-step phase-shifting algorithm introduced in Reference (Huang & 
Zhang, 2006), the fast phase-unwrapping algorithm explained in Reference (Zhang et al., 
2007), and the GPU processing detailed in Reference (Zhang et al., 2006), we achieved si- 
multaneous data acquisition, reconstruction, and display at approximately 26 Hz. The com- 
puter used for this test contained Dual Pentium 4 3.2 GHz CPUs, and an Nvidia Quadro 
FX 3450 GPU. Fig. 12 shows a measurement result. The right shows the real subject and 



High-resolution, High-speed 3-D Dynamically Deformable 
Shape Measurement Using Digital Fringe Projection Techniques 



43 




Fig. 10. Photograph of the real-time 3-D shape measurement system. It comprises a DLP 
projector, a high-speed CCD camera, and a timing signal generator that is used to synchronize 
the projector with the camera. The size of the system is approximately 24" x 14" x 14". 



the left shows the 3-D model reconstructed and displayed on the computer monitor instan- 
taneously. It clearly shows that the technology we developed can perform high-resolution, 
real-time 3-D shape measurement. More measurement results and videos are available at 

http : //www. vrac . ia state . edu/~song. 



4. Potential Applications 

Bridging between real-time 3-D shape measurement technology and other fields is essential 
to driving the technology advancement, and to propelling its deployment. We have made 
significant effort to explore its potential applications. We have successfully applied this tech- 
nology to a variety of fields. This section will discuss some applications including those we 
have explored. 

4.1 Medical sciences 

Facial paralysis is a common problem in the United States, with an estimated 127,000 persons 
having this permanent problem annually (Bleicher et al., 1996). High-speed 3-D geometry 
sensing technology could assist with diagnosis; several researchers have attempted to de- 
velop objective measures of facial functions (Frey et al., 1999; Linstrom, 2002; Stewart et al., 
1999; Tomat & Manktelow, 2005), but none of which have been adapted for clinical use due 
to the generally cumbersome, nonautomated modes of recording and analysis (Hadlock et al., 
2006). The high-speed 3-D shape measurement technology fills this gap and has the poten- 
tial to diagnose facial paralysis objectively and automatically (Hadlock & Cheney, 2008). A 
pilot study has demonstrated its feasibility and its great potential for improving clinical prac- 
tices (Mehta et al, 2008). 
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Fig. 11. Measurement result of human facial expressions. The data is acquired at 60 Hz, the 
camera resolution is 640 x 480. 



4.2 3-D computer graphics 

3-D computer facial animation, one of the primary areas of 3-D computer graphics, has caused 
considerable scientific, technological, and artistic interest. As noted by Bowyer et al. (Bowyer 
et al., 2006), one of the grand challenges in computer analysis of human facial expressions is 
acquiring natural facial expressions with high fidelity. Due to the difficulty of capturing high- 
quality 3-D facial expression data, conventional techniques (Blanz et al., 2003; Guenter et al., 
1998; Kalberer & Gool, 2002) usually require a considerable amount of manual inputs (Wang 
et al., 2004). The high-speed 3-D shape measurement technology that we developed benefits 
this field by providing photorealistic 3-D dynamic facial expression data that allows computer 
scientists to develop automatic approaches for 3-D facial animation. We have been collabo- 
rating with computer scientists in this area and have published several papers (Huang et al., 
2004; Wang et al, 2008; 2004). 



4.3 Infrastructure health monitoring 

Finding the dynamic response of infrastructures under loading /unloading will enhance the 
understanding of their health conditions. Strain gauges are often used for infrastructure 
health monitoring and have been found successful. However, because this technique usu- 
ally measures a point (or small area) per sensor, it is difficult to obtain a large-area response 
unless a sensor network is used. Area 3-D sensors such as scanning laser vibrometers pro- 
vide more information (Staszewski, 2007), but because of their low temporal resolution, they 
are difficult to apply for high-frequency study. Kim et al. (2007) noted that using a kilo Hz 
sensor is sufficient to monitor high-frequency phenomena. Thus, the high-speed 3-D shape 
measurement technique may be applied to this field. 

4.4 Biometrics for homeland security 

3-D facial recognition is a modality of the facial recognition method in which the 3-D shape 
of a human face is used. It has been demonstrated that 3-D facial recognition methods can 
achieve significantly better accuracy than their 2-D counterparts, rivaling fingerprint recogni- 
tion (Bronstein et al., 2005; Heseltine et al, 2008; Kakadiaris et al, 2007; Queirolo et al, 2009). 
By measuring the geometry of rigid features, 3-D facial recognition avoids such pitfalls of 2-D 
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Fig. 12. Simultaneous 3-D data acquisition, reconstruction and display in real-time. The right 
shows human subject, while the left shows the 3-D reconstructed and displayed results on the 
computer screen. The data is acquired at 60 Hz and visualized at approximately 26 Hz. 



peers as change in lighting, different facial expressions, make-up, and head orientation. An- 
other approach is to use a 3-D model to improve the accuracy of the traditional image-based 
recognition by transforming the head into a known view. The major technological limitation 
of 3-D facial recognition methods is the rapid acquisition of 3-D models. With the technology 
we developed, high-quality 3-D faces can be captured even when the subject is moving. The 
high-quality scientific data allows for developing software algorithms to reach 100% identifi- 
cation rate. 

4.5 Manufacturing and quality control 

Measuring the dimensions of mechanical parts on the production line for quality control is 
one of the goals in the manufacturing industry. Technologies relying on coordinate measuring 
machines or laser range scanning are usually very slow and thus cannot be performed for all 
parts. Samples are usually taken and measured to assure the quality of the product. A high- 
speed dimension measurement device that allows for 100% product quality assurance will 
significantly benefit this industry. 

5. Challenges 

High-resolution, real-time 3-D shape measurement has already emerged as an important 
means for numerous applications. The technology has advanced rapidly recently. However, 
for the real-time 3-D shape measurement technology that was discussed in this chapter, there 
some major limitations: 

1. Single object measurement. The basic assumptions for correct phase unwrapping and 3-D 
reconstruction require the measurement points to be smoothly connected (Zhang et al., 
2007). Thus, it is impossible to measure multiple objects simultaneously. 

2. "Smooth" surfaces measurement. The success of a phase unwrapping algorithm hinges 
on the assumption that the phase difference between neighboring pixels is less than 
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n . Therefore, any step height causing a phase change beyond n cannot be correctly 
recovered. 

3. Maximum speed of 120 Hz. Because sinusoidal fringe images are utilized, at least an 8- 
bit depth is required to produce good contrast fringe images. That is, a 24-bit color 
image can only encode three fringe images, thus the maximum fringe projection speed 
is limited by the digital video projector's maximum projection speed (typically 120 Hz). 

Fundamentally, the first two limitations are essentially induced by the phase unwrapping 
of a single-wavelength phase-shifting technique. The phase unwrapping assumes that the 
phase changes between two neighboring pixel is not beyond n, thus any unknown changes 
or changes beyond cannot be correctly recovered. This hurtle can be overcome by using 
multiple-wavelength fringe images. For example, a digital multiple-wavelength technique 
can be adopted to solve this problem (Zhang, 2009). Using a multiple-wavelength technique 
will reduce the measurement speed significantly because more fringe images are required to 
perform one measurement. It has been indicated that at least three wavelength fringe images 
are required to measure arbitrary 3-D surfaces with arbitrary step heights (Towers et al., 2003). 
The speed is essentially limited by hardware, and is difficult to overcome for if the traditional 
method is used, where the grayscale fringe images has to be adopted. The image switch- 
ing speed is essentially limited by the data sent to the projection system and the generation 
of the sinusoidal patterns. Recently, Lei & Zhang (2009) proposed a promising technology 
that realized a sinusoidal phase-shifting algorithm using binary patterns through projector 
defocusing. This technique may lead a breakthrough in this field because switching binary 
structured images can be realized in a much faster manner allowed by hardware. 
Besides the speed and range challenges of the current real-time 3-D shape measurement tech- 
niques, there are a number of more challenging problems to tackle. The major challenges are: 

1. Shiny surfaces measurement. Shiny surfaces are very common in manufacturing, es- 
pecially before any surface treatment. How to measure this type of parts using the 
real-time 3-D shape measurement technique remains challenging. There are some tech- 
niques proposed (Chen et al, 2008; Hu et al, 2005; Zhang & Yau, 2009), but none of 
them are suitable for real-time 3-D measurement cases. 

2. Accuracy improvement. The accuracy of the current real-time 3-D shape measurement 
system is not high. Part of the error is caused by motion of the object. This is because 
that the object is assumed to be motionless when the measurement is performed. How- 
ever, to measure the object in motion, this assumption might cause problem. To meet 
the requirement in manufacturing engineering, it is very important to improve its sys- 
tem accuracy. One of the critical issues is the lack of standard for real-time 3-D shape 
measurement. Therefore, build a higher accuracy real-time 3-D shape measurement as 
a standard is very essential, but challenging. 

3. High-quality color texture measurement. Although irrelevant to metrology, it is highly 
important to simultaneously acquire the high quality color texture, the photograph of 
the object, for numerous applications including computer graphics, medical sciences, 
and homeland security. For instance, in medical sciences, the 2-D color texture may 
convey critical information for diagnosis. We have developed a simultaneous color 
texture acquisition technique (Zhang & Yau, 2008). However, the object is illuminated 
by directional light (the projector's light). This is not desirable for many applications 
that requires very high quality 2-D color textures, where the object must be illuminated 
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with diffuse light uniformly. How to capture 3-D geometry and the color texture in real 
time and simultaneously becomes challenging. 

6. Summary 

We have covered the high-speed 3-D shape measurement techniques, especially focused on 
the system that was developed by our research group. The technology itself has numerous 
applications already. We have also addressed the limitations of the technology and the chal- 
lenging questions we need to answer before this technology can be widely adopted. 
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1. Introduction 

Melt-textured rare-earth Ba-Cu-O (REBCO, RE=Nd, Sm, Eu, Gd, etc.) bulk samples have 
high critical current density and high critical magnetic flux, which can produce a strong 
levitation force and a stable equilibrium. The high temperature superconducting (HTS) 
REBCO bulk may be cooled using liquid nitrogen instead of liquid helium to reduce the 
initial construction and running cost in practical application systems. This makes HTS bulks 
particularly attractive for the applications in magnetic bearings (Moon, 1990), flywheel 
energy storage devices (Bomemann, 1995), and Maglev vehicle (Wang J. et al., 2002). In 
order to investigate the magnetic levitation properties (levitation force, guidance force, 
trapping flux, and so on) of the HTS Maglev vehicle over a permanent magnet (PM) 
guideway, SCML-01 HTS Maglev measurement system was developed at the Applied 
Superconductivity Laboratory (ASCLab) of Southwest Jiaotong University in China (Wang J. 
et al., 2000). The measurement system includes a liquid nitrogen vessel, a permanent magnet 
guideway (PMG), data collection and processing capabilities, a mechanical drive and an 
Autocontrol feature. The bottom wall of the vessel has a thickness of 3.0 mm. The PMG has a 
length of 920 mm, for which its magnetic induction reaches up to 1.2 T. The measuring 
process is controlled by a computer. 

The SCML-01 measurement system is capable of performing real time measurements of 
Maglev properties through a combination of one or many YBaCuO bulks and one PM or 
several PMGs. This set up was especially employed on board the HTS Maglev equipment 
over one and two PMGs. The on board Maglev equipment includes a rectangular-shaped 
liquid nitrogen vessel containing YBaCuO bulk superconductors. 

Based on the original research results (Wang J. & S. Wang, 2005a; Song, 2006) from SCML-01, 
the first man-loading HTS Maglev test vehicle in the world was successfully developed in 
2000 (Wang J. et al, 2002). After 2004, several HTS Maglev vehicle prototypes over a PMG 
followed in Germany, Russia, Brazil, Japan and Italy (Schultz et al., 2005; Kovalev et al., 
2005; Stephan et al, 2004; Okano et al, 2006; D'Ovidio et al, 2008). 

Given the lack in measurement functions and measurement precision of the SCML-01, after 
five years, the HTS Maglev Measurement System (SCML-02) with more functions and higher 
precision was developed to extensively investigate the Maglev properties of YBaCuO bulks 
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over a PM or PMG (Wang S. et al., 2007). The new features in this measurement system are 
unique and they include: higher measurement precision, instant measurement upon the 
movement of the measured HTS sample, automatic measurements of both levitation and 
guidance forces, dynamic rigidity, three dimensional simultaneous movement of the HTS 
sample, relaxation measurement of both levitation and guidance forces, and so on. 
All these experimental parameters are very helpful to evaluate the load ability of the HTS 
Maglev vehicle. But the running performance over a PMG cannot be measured by the above 
mentioned measurement systems. 

For the further development of the HTS Maglev vehicle in engineering application, the 
dynamic Maglev properties should be clearly understood. In order to investigate the 
dynamic characteristics behavior of the HTS Maglev, an HTS Maglev dynamic measurement 
system (SCML-03) was designed and successfully developed (Wang J. et al., 2008). The 
system's main component constitutes of a circular PMG, along with a liquid nitrogen vessel, 
data acquisition and processing features, mechanical drive, autocontrol, etc. The PMG is 
fixed along the circumferential direction of a big circular disk with a diameter of 1,500 mm. 
The maximum linear velocity of the PMG is about 300 km/h when the circular disk rotates 
around the central axis at 1280 rpm. The liquid nitrogen vessel along with the assembly of 
HTS bulk samples is placed above the PMG of the dynamic testing. The liquid nitrogen 
vessel is made to not be rigid along the three principal axes but instead, measurement 
sensor devices are attached. These sensors can detect weak changes of force along the three- 
principal directions. 

The principles, methods, structure, functions, and specifications of the several HTS Maglev 
measurement system are discussed in detail in this chapter. These systems were developed 
at the Applied Superconductivity Laboratory (ASCLab) of Southwest Jiaotong University, P. 
R. China (Wang J. et al, 2000; Wang S. et al, 2007; Wang J. et al, 2008), and they have 
unique functions towards the measurement of the HTS Maglev. 

2. HTS Maglev measurement system 

The potential engineering applications mentioned above are based on high quality HTS bulk 
samples, and it is especially important to investigate the magnetic levitation properties 
between the YBCO bulk and the permanent magnet. HTS bulk preparation methods and 
enhancements are still in progress. The axial symmetry magnetic levitation properties are 
fully researched, and there are comprehensive review papers elsewhere (Moon, 1994; Hull, 
2000; Ma, 2003; Deng, 2008a; 2009a). The Maglev properties between the YBCO bulk and the 
PMG are discussed by this chapter author (Wang J. & S. Wang, 2005a; Song, 2006; Wang J. et 
al.,2009). 

2.1 Brief History of HTS magnetic levitation 

The levitation of a NdFeB permanent magnet 0.7 cm 3 above a piece of 2.5 cm-diameter, 0.6 
cm thick disk of YBCO bulk superconductor bathed in liquid nitrogen was observed by 
Hellman et al. (Hellman, 1988). While Peter et al. (Peter, 1988) had observed the very stable 
suspension of YBCO samples in the divergent magnetic field, they discovered the 
suspending phenomenon below the permanent magnet. 
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An HTS Maglev measurement system was developed (Wang J., 2000; 2001) in order to 
investigate magnetic levitation properties of the HTS YBCO bulk above a PMG. A series of 
the properties, for example, levitation force, guidance force, levitation stiffness, etc., of 
YBCO bulk HTS over a PMG were investigated with this measurement system. The 
measurement system includes liquid nitrogen vessel (circular and rectangular-shaped), 
permanent magnet guideway (PMG), data collection and processing, mechanical drive and 
control system, and scanning of the magnetic flux. 

2.2 Permanent magnet guideway (PMG) 

Fig. 1 shows the cross-sectional drawing of the PMG. Two construction cross-sectional 
drawings of the PMG are shown. The PMG is composed of normal permanent magnets and 
iron plate. The arrows represent magnetic poles where the arrowhead represents north. The 
length of the PMG is 920 mm, and the concentrating magnetic induction of the PMG is up to 
1.2 T at the surface. 
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Fig. 1. Cross sectional view of the PMG 
7771 iron^NdFeB 




Fig. 2. Measured results of the PMG's 
magnetic field along the transverse (lift) and 
vertical (right) directions. 



In Fig. 2, the magnetic field of the center of the PMG is stronger than that of any other 
position, and it decreases rapidly with the increasing of the gap from the surface of the 
PMG. The surface magnetic field of a single PM is about 0.45 T, while the surface 
concentrating magnetic flux density of the PMG (a) is up to 1.2 T. The magnetic flux density 
is 0.4 T at 20 mm above the surface of the PMG which is equivalent to the surface magnetic 
field of a single PM. The PMG shown in Fig. 2(a) was not solely used for HTS bulk 
measurements. 



2.3 Liquid nitrogen vessel 

One of the important technologies developed on board the HTS Maglev vehicle was the thin 
walled liquid nitrogen vessel. The thickness of said liquid nitrogen vessel wall was generally 
not considered, and its main feature is its low evaporation rate. Since the superconductors 
are levitated above the PMG in the HTS Maglev measurement system, a thin bottom wall of 
the vessel was needed. Only with a thin bottom wall, will a net levitation gap clearance 
between the outside (bottom) wall of the vessel and the guideway be high. A columnar 
liquid nitrogen vessel with a thin bottom wall of only 3 mm was developed (Wang S., 2001b) 
in order to verify the possibility of further developing large sized vessel with thin walls that 
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can be used on the Maglev vehicle. Both the schematic diagram and vapor rate of the liquid 
nitrogen vessel are shown in Fig. 3. 

The outline size of the vessel has an external diameter of 200 mm, an internal diameter of 
150 mm, and a height of 250 mm. The liquid nitrogen vessel can operate continuously over 
16 hours, and can hold 7 blocks of YBCO samples of 30 mm in diameter. The vessel was 
used successfully to measure the levitation forces of YBCO bulk over a magnetic guideway. 
During the experiment, the YBCO is fixed and secured at the bottom of the columnar liquid 
nitrogen vessel. 

According to the experiment results mentioned above, a rectangular-shaped liquid nitrogen 
vessel on board the HTS Maglev vehicle was developed (Su-Yu Wang, 2003). The wall of the 
rectangle vessel was made even thinner, and the bottom wall's thickness is only of 3 mm. 
The schematic diagram of the rectangular-shaped liquid nitrogen vessel is shown in Fig. 4. 
Its outside outline size is 150 mm x 516 mm. The inside size is 102 mm x 470 mm, and the 
height is 168 mm. This particular liquid nitrogen vessel can operate continuously for over 6 
hours. The rectangular-shaped vessel was used in the measurement of the levitation force of 
numerous YBCO samples. The vessel was successfully employed on board the HTS bulk 
Maglev measurement system. 
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Fig. 3. Schematic diagram and vapor 
rate of the columnar liquid nitrogen 
vessel with thin wall 



Fig. 4. Schematic diagram of the 
rectangular-shaped liquid nitrogen vessel 



2.4 HTS Maglev measurement system 

Fig. 5 shows the schematic diagram of the HTS Maglev measurement system. During the 
experiment, the YBCO is placed in the columnar liquid nitrogen vessel which is positioned 
above the PMG. The YBCO is zero field cooled and the vessel is allowed to move up and 
down at different speeds. The horizontal drive platform is used to measure the guidance 
force (stable equilibrium force along longitudinal orientation of guideway). The drive device 
of three dimensions can make scanning measurements of the magnetic field of the PMG and 
trapped flux inside an HTS. 

The specifications of the SCML-01 measurement system are: vertical maximal displacement 
of 200 mm, ±0.1 mm precision, ±2,000 N vertical maximal support force, 0.2% precision; 100 
mm guideway horizontal maximal displacement, ±0.1 mm precision, 1,000 N of horizontal 
maximal support force, and 0.1% precision. The trapping flux of high T c superconductors 
and the magnetic induction of the guideway can be scanned in the range of 100 mm x 100 mm. 
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In the measurement, the YBCO HTS bulk sample is fixed at the bottom of the thin wall 
liquid nitrogen vessel and cooled to go into the superconducting state in a zero magnetic 
field. Secondly, the vessel is fixed at a connecting fixture with a servo electromotor. In order 





(a) 
Fig. 5. Scheme of HTS Maglev measurement system. 



(b) 



1) Servo motor , 2) Vertical guided way, 3) Vertical column, 4) Cantlever, 5) Vertical sensor, 
6) Fix frame of vessel, 7) Liquid nitrogen vessel, 8) Permanent magnet guideway (PMG), 9) 
Horizontal drive platform, 10) Horizontal sensor, 11) Base, 12) Drive device of three 
dimension 
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(a) Levitation force (b) Guidance force 

Fig. 6. Main interfaces of the measurement results 



(c) Scanning trapping flux 



to avoid collision between the bottom of the vessel and the surface of PMG, there is still a 
gap of 1.5 mm left in between the bottom of the vessel and the surface of the PMG when the 
vessel is lowered to the lowest point, so the minimum gap is 5 mm between the bottom of 
the sample and the surface of PMG. The vessel first moves downward, after reaching the 
lowest point, then moves upward at a speed of 2 mm/s, and the computer samples a data 
every 0.5 second. The system can make real time measurements of one or many 
superconductors. The measurement process is controlled by a computer. The main 
interfaces of the measurement results of the magletic levitation force, guidance force, and 
scanning magnetic field of an HTS trapping flux are shown in Fig. 6. 

The SCML-01 measurement system is capable to make real time measurement of Maglev 
properties with one to many YBCO pieces and with a PM or PMGs. This set up was 
especially employed in on board HTS Maglev equipment over one or two PMGs (Fig. 7). 
The on board Maglev equipment includes a rectangular-shaped liquid nitrogen vessel and 
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an array of YBCO bulk superconductors. Fig. 7 is a picture of the HTS Maglev measurement 
system. Three types of liquid nitrogen vessels are shown in Fig. 7, a columnar vessel, a 
rectangle vessel, and two rectangle vessels. 




(a) a columnar vessel (b) a rectangle vessel 

Fig. 7. Photos of HTS Maglev measurement system SCML-01 



(c) two rectangle vessels 



1 liquid nitrogen vessel, 2 permanent magnet guideway (PMG), 3 data collection and 
processing, 4 mechanical drive and Autocontrol, 5 scan magnetic flux, 6 a rectangle-shape 
vessel, 7 two rectangle-shape vessels 

Based on the original research results (Wang J. & S. Wang, 2005a; Song, 2006) from SCML-01, 
the first man-loading HTS Maglev test vehicle in the world was successfully developed in 
2000 (Wang et al, 2002). Many of these research results (Ren, 2003; Wang X. R. 2003; Song, 
2004; Wang X.Z. 2004; Wang J. & S. Wang, 2005c) were obtained by the SCML-01 HTS 
Maglev measurement system. 



3. Measurement technology of HTS Maglev vehicle 

3.1 The first man-loading HTS Maglev test vehicle in the world 

High-temperature superconductors are highly attractive because it can operate at liquid 
nitrogen temperature. Soon after the stable levitation of a PMG above a YBCO bulk 
superconductor bathed in liquid nitrogen was observed by Hellman et al., (Hellman et al., 
1988), people began to consider its applications to superconducting Maglev vehicles. The 
levitation forces of YBCO bulks over a PMG have been reported (Wang S. et al., 2001a). The 
onboard HTS Maglev equipment is a key component of the HTS Maglev vehicle that has 
been developed (Wang S. et al., 2002). The first man-loading HTS Maglev vehicle in the 
world was tested successfully on December 31, 2000 at the Applied Superconductivity 
Laboratory of Southwest Jiaotong University, China (Wang J. et al., 2002; 2005b; Wang S. et 
al, 2001b). 

The PMG consists of two parallel PM tracks, whose concentrating magnetic field at a height 
of 20 mm is about 0.4 T. The total length of the PMG is 15.5 m. The HTS Maglev provides 
inherent stability along both the vertical and lateral directions, so there is no need to control 
the vehicle along these two directions. The only control system used are linear motors as 
driving and breaking devices. The 8 onboard HTS Maglev equipment assemblies (Wang S. 
et al., 2003) are connected rigidly on the two sides of vehicle body, with 4 Maglev equipment 
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assemblies on each side. The vehicle body (Fig. 8(b)) is 2,268 mm long, 1,038 mm wide and 
120 mm high. Both the linear motor of the vehicle and the PMG are under the vehicle body. 
The vehicle body was lifted by a hydraulic pressure until the gap between the bottom of 
liquid nitrogen vessels and the surface of the PMG was larger than 75 mm. Then the HTS 







(a) (b) (c) 

Fig. 8. (a) Photograph of the first pouring of liquid nitrogen; (b) The net levitation gap of the 
HTS Maglev test vehicle body was more than 20 mm when five people stood on the vehicle; 
(c) Photograph of the HTS Maglev test vehicle with outer casing. 

bulks were cooled with liquid nitrogen. Fig. 8(a) shows the historic moment of the first 
pouring of liquid nitrogen into the onboard vessels. In Fig. 8(c) we can see the two tracks 
and the vehicle body. 

The net levitation gap of the HTS Maglev test vehicle body is more than 20 mm when five 
people stood on the vehicle, and the levitation height of the vehicle body was 33 mm when 
the five people got off the vehicle (Fig. 8(b)). Fig. 8(c) shows the photograph of the HTS 
Maglev test vehicle with an outer casing. The external outline size of of the vehicle with a 
shell is 3.5 m long, 1.2 m wide, and 0.8 m high. There are 4 seats in the HTS Maglev vehicle. 
The total levitation force of the entire Maglev vehicle was measured to be 6,351 N at the net 
levitation clearance gap of 20 mm, and 7,850 N at the net levitation gap of 15 mm in July 
2001. The net levitation gap is the distance between the PMG's upper surface and the liquid 
nitrogen vessel's bottom. 



3.2 Measurement of essential parameters of HTS Maglev test vehicle 

The onboard HTS Maglev equipment is of most importance to the HTS Maglev vehicle. 
There are 8 HTS Maglev equipment assemblies on the vehicle body, each composed of 43 
YBCO bulk pieces inside a liquid nitrogen vessel (Wang S. et al., 2001b). 
The YBCO bulks are 30 mm in diameter and 17-18 mm in thickness. The YBCO bulks are 
sealed by a special method in order to preserve the integrity and quality of the 
superconductors. The melt- textured YBCO bulk superconductors are fixed firmly at the 
bottom of each of the liquid nitrogen vessels, and cooled by liquid nitrogen. The levitation 
forces of the 8 HTS maglev equipments were measured and described by Wang et al. (Wang 
J.etal.,2003a). 

Fig. 9(a) shows the levitation force of a single onboard HTS Maglev equipment over the 
PMG is 1,227 N at the levitation gap of 15 mm, and the levitation force was 1,593 N at the 
levitation gap of 8 mm. Fig. 9(b) shows the levitation forces of the 8 onboard Maglev 
equipment assemblies over the PMG are different. There were some differences between 
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each of the equipment assemblies. For example, the levitation force of Maglev equipment 
No. 7 is 1,493 N at the levitation gap of 10 mm, and 1,227 N of 15 mm. The levitation force of 
Maglev assembly No. 3 is 1,091 N at the levitation gap of 10 mm, and 902 N of 15 mm. Fig. 
9(c) shows the total levitation forces of the 8 onboard Maglev equipment assemblies. 
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(a) (b) (c) 

Fig 9. (a) The measured interface of a single rectangle-shape vessel, (b) Measured results of 
eight rectangle-shape vessels of on board single HTS magnetic levitation equipment (43 
pieces of YBCO bulks), and (c) The total levitation force of 8 onboard HTS Maglev 
equipments over the PMG. 

The total levitation force of 8 onboard Maglev equipments assemblies yielded a force of 
10,431 N at the levitation gap of 10 mm, and 8,486 N at 15 mm. 

3.3 Guidance forces of the HTS Maglev vehicle(Wang S. et al., 2003b, Wang X.R. et al., 2005) 
The guidance force defines the lateral stability of the Maglev vehicle when either standstill 
or moving. The lateral guidance force is dependent on the trapped flux in the bulk 
superconductors, so the larger the amount of trapped flux, the stronger the guidance force. 
This is a distinctive character of the bulk HTS Maglev vehicle. This sort of Maglev vehicle 
with bulk HTS does not need any lateral stability control systems, which makes it superior 
to other conventional Maglev vehicle systems. The guidance forces are large and sufficient 
enough to guide the vehicle when large levitation forces are ensured. 
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Fig. 10. Sketch (lift) and Photograph (right) of measuring equipment of guidance force of 
vehicle 
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1 Horizontal propulsion system; 2 Vertical propulsion system; 3 Screw of adjusting zero; 4 
Force sensor; 5 vehicle body; 6 HTS; 7 Permanent magnetic railway; 8 Linear motor 
The measuring equipment of the guidance force of the entire HTS Maglev vehicle is 
deppicted in Fig. 10(a). The set up includes two probing levers and two sets of force sensors. 
The force sensors are fixed on the vehicle. Each set of the propulsion system can move in 
both the horizontal and vertical directions so that they can measure the guidance force of the 
entire vehicle at different levitation gaps. Two sets of propulsion systems are connected by a 
chain with a synchronization precision of 0.5 mm. The moving range of the propulsion 
system along the horizontal direction is to 20 cm and moving precision: 1 mm; and along 
the vertical direction a range from to 10 cm, vertical moving precision: 1 mm. A 
photograph of the measuring equipment of guidance force is shown in Fig 10(b). 
The experimental results of the guidance force under the maximum lateral distance of 20 
mm are shown in Fig 10(c). The data shows that the lateral guidance forces have a large 
hysteresis effect. The guidance forces rise rapidly when the vehicle leaves its initial position, 
and the increase rate becomes smaller as the vehicle becomes further away from its original 
position Fig 10(c). The guidance forces drop rapidly when vehicle moves back to its initial 
positions from the maximum lateral displacement of 20 mm, and vanishes at about 10 mm. 
This indicates that the range of effective lateral displacement is smaller than 10 mm. It can 
be seen from Fig 10(c) that the lateral guidance forces of the entire HTS Maglev vehicle 
under different field cooling heights (FCH) are sufficiently large enough. The guidance 
forces with displacements 20 mm are 4,407 N, 2,908 N, and 1,980 N for field cooling heights 
of 12 mm, 26 mm, and 42 mm, respectively. 

The HTS Maglev vehicle can return to its initial position after a lateral displacement from 
mm to 6 mm, whereas this did not happen when the lateral displacement was from mm to 
20 mm. For example, there is a zero guidance force at the displacement 9 mm when FCH is 
26mm. The measured guidance pull force, which makes the vehicle return to the initial rest 
position, was 1,214 N when the FCH was 26 mm. Again, this force is sufficiently large 
enough to keep the vehicle laterally stable. 

3.4 Long-term stability of the HTS Maglev vehicle in 2001^2003(Wang J. et al, 2004) 
Fig. 11 shows the total levitation force of eight liquid nitrogen vessels over the PGM at 
different gaps. In July 2001, the levitation force was found to be 8,940 N at the levitation gap 
of 15 mm and 7,271 N at the levitation gap of 20 mm. The total levitation force of eight liquid 
nitrogen vessels over the PMG in March 2003 was 8,000 N at the levitation gap (deduct 3 
mm bottom thickness of liquid nitrogen vessel) of 15 mm. 

The measurement results are measured by HTS Maglev measurement system SCML-01 
(Wang J. et al, 2000) in July 2001, December 2001, May 2002, and March 2003, respectively. 
Fig. 11 shows the levitation forces of the entire HTS Maglev vehicle to be 8,486 N at the 
levitation gap of 15 mm and 6,908 N at the levitation gap of 20 mm in May 2002. At a gap of 
30 mm, there was a 46% decrease of the levitation force compared to the gap of 15 mm. 
During the 10 month period from July 2001 to May 2002, the levitation force was found to 
only decrease by 5.0% at the levitation gap of 20 mm. 
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Fig. 11. Change of total levitation force of the entire HTS Maglev vehicle 

The data set of levitation forces for the March 2003 was slightly higher than the May 2002 
data set was due to one of the PMG was not laid to overlap accurately. 

The comparison of total levitation forces of the entire HTS Maglev vehicle in July 2001 with 
one in May 2002 showed a levitation force decrease of a 5.1%, 5.0%, 4.6%, and 4.8% at the 
levitation gaps of 15 mm, 20 mm, 25 mm, and 30 mm, respectively. All data are nearly the 
same, i.e., levitation force decrease is about 5.0% at different levitation gaps. 
The levitation forces became small after two years. Up to this day, (September 2009) over 
27,000 passengers have taken a ride on the Maglev vehicle, and the total recorded shuttle 
mileage is about 400 km. Experimental results indicate long-term stability of the HTS 
Maglev vehicle is better when in the static mode than experiment results mentioned were 
obtained above when the HTS Maglev vehicle was operating at low speeds. The behavior of 
an HTS Maglev vehicle is very different at high speeds. Therefore, the investigation of the 
dynamic properties of the HTS maglev vehicle at high speed operation is extremely 
important. 



3.5 Long-term stability of on-board bulks YBCO in 2001~2009(l_iu et al., 2009) 
In order to evaluate the long-term operation stability of the HTS bulks for practical 
application, the levitation performance of bulk YBCO samples are inverstigated by the 
SCML-02 setup throughout 2001 to 2009. The same bulk YBCO pieces (A5) used in 2000 still 
remain placed on the man-loading HTS maglev vehicle and have been running for nearly 
nine years. The measurement results of the levitation force (Fig. 12), hysteresis, and 
relaxation (Fig. 13) of the bulks YBCO, which were under the liquid nitrogen temperature 
77Kwere measured by the SCML-02 HTS Magi ev measurement system in June, 2009. A 
batch of YBCO samples were synthesized in 2007 (07-1) and in 2008 (08-1), and some of 
these samples were loaded in 2007 and others in latter times. This was to analyze the 
variation of levitation performances of different bulk YBCO samples during different times 
after fabrication of the YBCO. 
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Fig. 12. Measurenment results of levitation force Fig. 13. Measurenment results of 

levitation force relaxation 

(A5) is onboard bulk YBCO in 2000; (Old-1) is bulk YBCO of not loaded in 2000; (07-1) is 
new in 2007; (08-1) is new in 2008 

Fig 12. is the comparison of the levitation force measurement results of different bulks 
YBCO during 2001-2008, and Fig. 13 is the comparison of the levitation force relaxation 
measurement results of different bulks YBCO in 2001-2008. A5, old-1, 07-1, and 08-1 in the 
graphs represent onboard bulk YBCO in 2000, bulk YBCO of not loaded in 2000, new bulk 
YBCO in 2007, and in 2008, respectively. All measurement results are normalized with 
respect to the results of A5 all aligned along the centerline of the PMG. In Fig 12 and Fig 13, 
the measurenment results of the levitation force and relaxation time of the A5, 07-1, 08-1, 
and old-1 samples remained almost constant. 

These experiment results validate the fact that the performances of the bulk YBCO samples 
above the PMG did not change after nearly nine years. Our research results can be applied 
to not only the first man-loading HTS maglev vehicle, but also to other superconducting 
applications such as HTS Maglev bearings and superconducting flywheel energy storage 
devices. 



4. Measurement system with more functions and higher precision 

(Wang S. et al, 2007) 

Although the first man-loading HTS Maglev vehicle in the world (Wang J. et al., 2002) was 
developed successfully with the research results from the SCML-01 measurement system 
(Wang J. et al., 2000), the measurement functions and precision of the SCML-01 platform 
needed to be improved. Therefore, to make more thorough and careful investigations on the 
magnetic levitation properties of the HTS Maglev vehicle over a PMG, an SCML-02 HTS 
Maglev measurement system (Wang S. et al., 2007) with several special functions and high 
precision was successfully developed. 
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4.1 System description 

The SCML-02 HTS Maglev measurement system includes experiment system, control 
hardware and control processing software. 

The experiment system is shown in Fig. 14. Four vertical support posts 1 are fixed on an 
optical bedplate. The upside liquid nitrogen vessel 6 with HTSCs is placed above a PM or 
PMG 7. The underside liquid nitrogen vessel 11 with HTS bulks is placed under a PM. In 
this way, the experiment system can be fit for different measurement, especially 
measurement of Maglev properties of superconductor samples on a PMG. The inertial force 
effect (tension) of movement parts is decreased by four force balance chain wheels 3 and 
corresponding counterweights. The x-y electromotion seat is fixed onto the optical bedplate. 
Horizontal directions along the x and y axis can be moved together or separately. Therefore 
the measured HTS bulk samples can be moved in three dimensions. 




(a) (b) 

Fig. 14. The design scheme of the SCML-02 HTS Maglev measurement system: (a) Upside 
liquid nitrogen vessel; (b) Underside liquid nitrogen vessel. 

I. Vertical support post; 2. Vertical force sensor; 3. Force balance chain wheel; 4. Servo motor; 
5. Slip set; 6. Upside liquid nitrogen vessel; 7. Underside clamp of cylinder PM or PMG; 8. X- 
Y electro-motion seat; 9. Horizontal force sensor; 10. Upside clamp of cylinder PM or PMG; 

II. Underside liquid nitrogen vessel; 12. Optical bedplate. 




Fig. 15. Photo of the SCML-02 HTS Maglev measurement system: Levitation force 
measurement interface (top left corner); Console control desk (under left corner); 
Experiment system (right). 
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The vertical levitation force and the horizontal guidance force are measured by four force 
sensors. The vertical sensor and the horizontal sensor are insulated from each other, and it is 
possible to avoid interference between the two kinds of force sensors. Therefore SCML-02 
Maglev measurement system can measure the levitation force and the guidance force at the 
same time. 
Fig. 15 shows a photograph of the SCML-02 HTS Maglev measurement system. 

4.2 The function and technical specification 

The system includes a liquid nitrogen vessel, cylindrical PM (or PMG), data collection and 

processing, mechanical drive and Autocontrol. The special functions of the SCML-02 

Maglev measurement system can be summarized as follows: 

High precision measurement; 

Measurement of both a single or a number of HTS bulk samples; 

1. Measured HTS bulk samples and the PM can move along the three dimensions at 
one time. 

2. The location of the HTS bulk and PM can be interchanged; 

3. Maglev properties measurement between the measured HTS bulk specimens and a 
cylindrical PM or a PMG; 

4. Simultaneous measurement of the levitation force and guidance force for which the 
sample can be displaced vertically and horizontally at the same time; 

5. Synchronous measurement of not just the levitation and guidance forces, but also 
the cross stiffness of the levitation force or the guidance force in a real-time 
independent measurement along the vertical or horizontal; 

6. Interaction of dynamic rigidity of levitation force and guidance force synchronous 
measurement; 

7. Relaxation time of levitation force and guidance force measurement along the 
vertical or horizontal directions; 

The SCML-02 Maglev measurement system's main technical specification are as follows: 

1. Vertical maximal displacement of 150 mm, 

2. Horizontal maximal displacement of 100 mm; 

3. Position precision of 0.05 mm; 

4. Vertical maximal support force of 1,000N; 

5. Vertical force precision of 2% ; 

6. Horizontal maximal support force of 500 N; 

7. Horizontal force precision of l%o. 

4.3 Measurement precision calibration 

In order to calibrate the measurement precision of the SCML-02 HTS Maglev measurement 
system, two cylindrical PMs were used. The two PMs have the same strength and size 
dimensions. During the levitation force test, standard weights of 9.8 N, 18.62 N, and 24.95 N, 
and vertical moving velocities of 0.1 mm/s to 1.0 mm/s (velocity partition 0.1 mm/s) were 
used. Fig. 16 shows test results of the levitation force at the standard weight of 9.8 N and at 
different sampling velocities. At the standard weight of 9.8 N, the measurement precision of 
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the levitation force was 99.23%-99.55%, and the error 0.453%-0.773% with the range of 

0.00256-0.02924. 

Thus it can be seen from Fig. 17 that the levitation force change is independent of the 

standard weights of 9.8 N, 18.62 N and 24.95 N, as the total change was between 0.00163- 

0.0292. The levitation force measurement error was found to be plus or minus 0.5%. 

Fig. 18 shows test results of the levitation force at different sampling velocities which 

justifies the good repeatability of the levitation force measurements of the SCML-02 HTS 

Maglev measurement system. 




Fig. 16. Test results of the levitation force at the 
standard weight of 9.8 N at different sampling 
velocities (the vertical move velocities are 0.1 
mm/s to 1.0 mm/s (velocity partition 0.1 mm/s) 
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Fig. 17. Test errors of levitation forces 
at the different standard weight and 
sampling velocity 




Fig. 18. Test results of levitation forces at 
different sampling velocities 




Fig. 19. Synchronous test results of the 
levitation forces and the guidance forces 
at sampling velocity of 0.5 mm/s. 



Fig. 19. shows the synchronous test results of the levitation force and guidance force at the 
sampling velocity of 0.5 mm/s. The curves with other sampling velocities of 0.1 mm/s to 1.0 
mm/s (velocity partition 0.1 mm/s) are also shown and found to fit well with the profile. 
Fig. 20 shows the stiffness test results of the levitation forces at the sampling velocity of 1.0 
mm/s. Sampling point gap was 1.0 mm, and 61 sampling points were taken in the 
measurement range of 95-15 mm. 
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Fig. 20. Stiffness test results of the 
levitation forces at the sampling 
velocity of 1.0 mm/s. 




Fig. 21. Test results of levitation force at the 
standard weight 9.8 N and different sampling 
velocity (the vertical move velocities are 0.1 
mm/s to 1.0 mm/s (velocity partition 0.1 mm/s). 



Fig. 21. shows the stiffness test results of the guidance forces with the sampling velocity of 
1.0 mm/s. The sampling point gap was 1.0 mm, and 61 sampling points were taken in the 
measurement range of -30 to 30 mm. 




Fig. 22. Test errors of levitation forces at the different standard weight and sampling 
velocity. 

Fig. 22. shows time-dependent levitation forces at the standard weights of 18.62 N. The 
sampling point interval was 0.1 s, and 1001 sampling points were acquired at the 
measurement range of 1-100 s. 

The above magnetic levitation properties between the PMs were measured by the SCML-02 
HTS Maglev measurement system. These measurement results validate the high precision 
and multi-functionality of the SCML-02. 



4.4 Measurement results of HTS Maglev properties 

The Maglev properties of YBCO bulk are measured on the basis of the above calibration 
results of SCML-02 HTS Maglev measurement system. The levitation forces of single YBCO 
bulk and an array of 7 YBCO bulks above a PMG were measured by the SCML-02 HTS 
Maglev measurement system. The array of 7 YBCO bulks are concentrically arranged, where 
3 bulks share one axis along the axis line of the PMG. 

The diameter of the single YBCO bulk was 48 mm, and the diameter of each of the array of 7 
YBCO bulks was 30 mm. 
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Fig. 23. Levitation forces of two YBCO bulk samples with diameter of 48 mm (FCH of 35 
mm, measurement range of 60-100 mm). 

Fig. 23. shows the measurement results of the levitation forces of two YBCO bulks with 
diameter of 48 mm with a field cooling height (FCH) of 35 mm and vertical measurement 
ranges from 60 to 100 mm and backward. 
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Fig. 24. Guidance forces of two YBCO bulk sample with diameter of 48 mm (FCH of 35 mm, 
measurement height of 15 mm,). 

Fig. 24. shows the measurement results of the guidance forces along the lateral direction of 
the PMG. The YBCO samples had a diameter of 48 mm, field cooling height (FCH) of 35 mm, 
measurement height (MH) of 15 mm, and lateral displacement measurement range of -20 to 
20 mm. 
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Fig. 25. Levitation forces of an array of 7 YBCO bulk samples with diameter of 30 mm (FCH 
35 mm). 

Fig. 25. shows the measurement results of the levitation forces of three different 
arrangements of 7 YBCO samples above the PMG. These 7 YBCO bulk samples had a 
diameter of 30 mm and FCH of 35 mm. 
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Fig. 26. Guidance forces of an array of 7 YBCO bulk samples of diameter 30 mm (FCH 35 
mm, measurement height 10 mm). 



Fig. 26. shows the measurement results of the guidance forces of three arrangements of 7 
YBCO bulks above a PMG. The MH for this experiment was of 10 mm, and the lateral 
measurement range from -10 to 10 mm. 
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Fig. 27. The guidance forces of 7 YBCO bulks with diameter of 30 mm are measured by 
SCML-02 (FCH of 20 mm, MH range of 10-30 mm, lateral measurement range of -10 to 10 
mm). 

Fig. 27. shows the measurement results of the array of 7 YBCO samples above a PMG at 
different MHs. The FCH was set to 20 mm, the measurement heights ranged from 10 to 30 
mm, and the lateral measurement ranged from -10 to 10 mm. 

The levitation forces and guidance forces of YBCO bulks are measured by SCML-02 HTS 
Maglev measurement system. The measurement results of HTS Maglev properties validated 
the accuracy and reliability of the SCML-02. 

The SCML-02 measurement system can make real time measurement and the data 
acquisition process is controlled by a computer. The main functions and specifications of the 
system are unique in the world. A lot of precious experimental results were obtained from 
this system, like the Maglev vehicle's levitation force, guidance force and their stiffness, and 
cross stiffness, and so on (Deng, 2007; 2008b; 2009b; He, 2008; Jin, 2008; Liu M., 2008; Liu W., 
2008; Lu, 2008; Ma, 2008; Qin, 2009; Wang J., 2005a; 2005c; 2007; 2009a; 2009b; Zheng, 2007a; 
2007b). All these experimental parameters are very helpful to evaluate the load capability of 
the HTS Maglev vehicle. 



5. HTS Maglev dynamic measurement system (Wang J. et al, 2008) 

Although the HTS Maglev measurement system SCML-02 has more functions and higher 
precision than SCML-01, it can not measure the running performance of bulk YBCO samples 
above a PMG. For the further engineering application of the HTS Maglev vehicle, the 
dynamic properties of the Maglev must be clearly understood. From this viewpoint, an HTS 
Maglev dynamic test system (SCML-03) has been designed and successfully developed in 
Applied Superconductivity Laboratory (ASCLab) of Southwest Jiaotong University, P. R. 
China (Wang J. et al., 2008). The test process and results of the HTS Maglev dynamic test 
system are reported in this section. 
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5.1 System description 

When the HTS Maglev vehicle runs along the PMG, it is difficult to measure its dynamic 
properties. In SCML-03, the rotational motion of a circular PMG instead of the physical 
motion of thea YBCO bulk was taken to be the equivalent measure of the dynamic 
interaction between the superconductor and the PMG. That is, the circular PMG can rotate 
to different speeds while the onboard HTS Maglev equipment is fixed above the PMG and 
this will simulate the fact that the superconductor is traveling above a PMG. SCML-03 is 
composed of a vertical load, horizontal load, three-dimensional measurement systems, 
liquid nitrogen vessel, circular PMG, drive device, data acquisition and processing, 
autocontrol, and so on. 

The main measurement functions include the dynamic stability of the HTS Maglev 
equipment (liquid nitrogen vessel including the HTS samples), the levitation force and 
guidance force of both single and multi HTS bulk samples, the levitation force and guidance 
force rigidity of both single and multi HTS bulk samples, the levitation force and guidance 
force change at the levitation gap, and so on. 



Vertical load 

I lorizontal load 
Three -dimensional measuring seat 



Circular permanent 
magnet guideway 




Fig. 28. The design scheme and principal parts of the HTS Maglev dynamic test system 
SCML-03 (not including power supply and measurement control desk) 




Fig. 29. The photo of the airframe of the HTS Maglev dynamic test system SCML-03: 3.3 m 
long, 2.4 m wide and 3.15 m high With a total weight of 13.95 t 
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Fig. 30. The measurement scene of the HTS Maglev dynamic test system. 
On the right side is the control desk 

The main part design scheme of SCML-03 is shown in Fig. 28. The airframe of the HTS 
Maglev dynamic test system SCML-03 (not including the measurement control desk) is 
shown in Fig. 29. The total technical parameters of the principal part of the SCML-03 are 3.3 
m long, 2.4 m wide and 3.15 m high. The total weight is 13.95 t which includes the circular 
PMG disk that weights 0.6 t. Fig. 30 shows the measurement scene of the HTS Maglev 
dynamic test system, the control desk is on the bottom right. 

A DC motor is used to drive the circular PMG to rotate and control its rotational speed. The 
rotational direction of the DC motor is translated into the horizontal rotation direction of the 
circular PMG by a gear redirection case. The circular PMG is fixed along the circumferential 
direction of a big circular disk with a diameter of 1,500 mm. The rotating unbalance of the 
big circular disk is less than 20 gm. The maximum linear velocity of the PMG is about 300 
km/h when the circular disk rotates round the central axis at 1,280 rpm. The rotation speed 
error of the circular disk is less than 3 %. 

The three-dimensional measuring seat is fixed on the horizontal load. The seat can be 
moved along the horizontal direction which is perpendicular to the tangential direction of 
the circular PMG. Therefore, the HTS Maglev dynamic guidance force can be measured at 
the same time. Six force sensors are used to measure the vertical, transverse, and 
longitudinal directional forces of the liquid nitrogen vessel. In order to measure the three- 
dimensional dynamic response, the liquid nitrogen vessel is connected to the three- 
dimensional measuring seat by elastomers. 

The autocontrol of all components are completed by the total control desk. Both 
measurement and control software was developed on basis of Labview software by 
National Instruments. The servo motor movement and the circular PMG speed are 
controlled by both the software program and relative control card. 

In order to calibrate measurement precision of the dynamic measurement system, 11 channel 
Noise & Vibration Measurement System made by B & K was used. The dynamic vertical 
levitation force is measured when the circular PMG is rotated by different speed. 
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5.2 The functions and technical specifications 

The SCML-03 can measure the dynamic properties in opposite motion between the vehicle 
and the PMG. The main measurement functions include: 

1. Dynamic stability measurement of the HTS Maglev equipment (liquid nitrogen 
vessel included HTS bulks ) at different velocities; 

2. Measurement of levitation force and guidance force of both single and multi HTS 
bulk samples; 

3. Measurement of levitation force stiffness and guidance force stiffness of both single 
and multi HTS bulk samples; 

4. Measurement of levitation force and guidance force change at different levitation 
gap clearances; 

Main technical specifications: 

1. Diameter of the circular PMG 1,500 mm; 

2. Maximal linear speed of the circular PMG 300 km/h; 

3. Rotation speed precision of the circular PMG ±3%; 

4. Vertical maximal displacement 200 mm; 

5. Horizontal maximal displacement ±50 mm; 

6. Position precision ±0.05 mm; 

7. Vertical maximal support force 3,350 N; 

8. Horizontal maximal support force 500 N; 

9. Force sensor precision ±1 % . 

5.3 Stability of dynamic test system 

The most important propertiy of the dynamic test system is its self stability. The rotating 
unbalance of the PMG circular disk was measured to be less than 20 gm. The rotating 
unbalance value satisfies the system measurement's needs. The other important parameter 
of the dynamic test system is the self stability of the liquid nitrogen vessel and the body 
frame. In order to confirm the self stability, a 11 channel Noise & Vibration Measurement 
System was used. A 4507-004B accelerometer was fixed onto the body frame, and four 4507- 
004B accelerometer s were fixed on the clamp device of the liquid nitrogen vessel. The 
vibrations of the perpendicular and horizontal directions on the clamp device were 
measured by two sensors. A picture of the measurement scene of the SCML-03 is shown in 
Fig. 30. 

The vibration spectrums of the body frame and the clamp device of the liquid nitrogen 
vessel were measured at the rotation speeds of 50 rpm, 100 rpm, 200 rpm, 300 rpm, and 400 
rpm. The vibration spectrum of the clamp device of the liquid nitrogen vessel includes both 
the perpendicular direction and the horizontal direction. The vibration spectrum of the body 
frame at 400 rpm is shown in Fig. 31. The vibration spectrums of the perpendicular direction 
and the horizontal direction on the liquid nitrogen vessel at 400 rpm are shown in Fig. 32 
and Fig. 33. 
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Fig. 31. Vibration spectrum of the body frame at 400 rpm 
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Fig. 32. Vibration spectrum along the perpendicular direction on the clamp device of the 
liquid nitrogen vessel at 400 rpm. 
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Fig. 33. Vibration spectrum along the horizontal direction on the clamp device of the liquid 
nitrogen vessel at 400 rpm. 



Fig. 34. shows the vibration measuring results of the body frame and the clamp device of the 
liquid nitrogen vessel (the perpendicular and the horizontal direction) at the rotation speed 
of 50 rpm, 100 rpm, 200 rpm, 300 rpm, and 400 rpm. The left figure shows the measuring 
vibration results without the liquid nitrogen vessel on the clamp device. The right figure 
shows results with the liquid nitrogen vessel attached. After the YBCO superconductors in 
the vessel are cooled in the zero field, vibration properties are measured at the levitation gap 
of 20 mm and the lateral displacement of mm. Experimental results show that the 
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vibration of the body frame increases quickly with the increase of rotation speed, and the 
vibration of the clamp device with or without the liquid nitrogen vessel also increases 
slowly with the increase of rotation speed. This indicates that the measuring seat has the 
function of vibration isolation. The vibration of the clamp device with the liquid nitrogen 
vessel satisfies measurement requirements. 

5.3 Measurement of HTS Maglev properties 

The main distinguish between the SCML-03 and previous HTS Maglev measurement system 
(Wang J. et al., 2000; Wang S. et al., 2007) is to measure the Maglev performance at the 
running case. By SCML-03, both levitation forces and guidance forces are measured 
experimentally at different velocities. 

The experimental results of the levitation forces and the guidance forces of YBCO bulk 
measured with the SCML-03 are shown in Fig. 35 and Fig. 36, respectively. The levitation 
forces of YBCO bulk were measured in zero field cooling (ZFC), and the guidance forces of 
YBCO bulk were measured at 15 mm field cooling height. Those measurement results 
verified that the SCML-03 is applicable for measurement of the levitation and the guidance 
forces at movement state. 

In order to prove the applicability of the measurement results of the levitation forces and the 
guidance forces of YBCO bulks, the changes of the measurement results with different 
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Fig. 34. Vibration measuring results of the body frame and the clamp device of the liquid 
nitrogen vessel (perpendicular and horizontal direction) at rotation speeds of 50 rpm, 100 
rpm, 150 rpm, 200 rpm, 300 rpm, and 400 rpm. Left (right) figure shows the measuring 
results without (with) the liquid nitrogen vessel on the clamp device. 
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Fig. 35. Measurement results of the levitation forces of YBCO bulk in zero field cooling 
(ZFL). 
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Fig. 36. Measurement results of the guidance forces of YBCO bulk at a 15 mm levitation gap 
for the field cooling (FL). 

measuring time and different rotational speeds were investigated experimentally. Rotational 
speeds of 50 rpm, 100 rpm, 200 rpm, 300 rpm, and 400 rpm, with time intervals of 12 s were 
tested and shown in Fig. 37. The experimental results are measured at the levitation gap of 
10 mm. 

Fig. 37. shows that the changes of the measured levitation forces are small, especially at the 
300 rpm and 400 rpm speeds. The higher the PMG rotation speed, the smaller the levitation 
force changes. At the levitation gap of 10 mm the changes found on the measured levitation 
forces in a 48 s period were 0.54 N at 300 rpm and 0.10 N at 400 rpm. 
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Fig. 37. Experimental results of the levitation force of zero field cooling YBCO 
superconductor bulks at time intervals of 12 s and special rotation speed (the levitation gap 
of 10 mm). 
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Fig. 38. Experimental results of the guidance force of field cooling YBCO bulks at time 
intervals of 12 s, levitation gap was of 15 mm, and special rotation speed. 

The levitation force decreases with the increase of rotational speed. The decrease in value of 
the levitation forces is 22.98 N when the rotation speed is increased from 50 rpm to 400 rpm 
at time intervals of 12 s, which is a decrease of the levitation forces of 7.4% from the original 
value. The reason for decreasing of the levitation forces can be attributed to some subtle 
changes in the uniformity of the circular PMG's magnet field along the circumferential 
direction which at high speeds is equivalent subjecting the HTS to an AC magnetic field. 
The experimental results of the guidance force of field cooling YBCO superconductor bulks 
at the time intervals of 12 s, levitation gap of 15 mm, and special rotation speed are shown in 
Fig. 38. It indicates that the changes of measured guidance forces at the time intervals of 12 s 
are small, especially at 300 rpm and 400 rpm. The higher PMG rotation speed, the smaller 
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the guidance force changes. The experimental results of the guidance forces are not better 
than that of the levitation forces. The most changes of measured guidance forces in the 48 s 
time frame were 0.28 N at 300 rpm and 0.79 N at 400 rpm). 

6. Conclusion 

Three high temperature superconducting (HTS) Maglev measurement systems were 
successfully developed in the Applied Superconductivity Laboratory (ASCLab) of 
Southwest Jiaotong University, P. R. China. These systems include liquid nitrogen vessel, 
Permanent Magnet Guideway (PMG), data collection and processing, mechanical drive and 
Autocontrol features. This chapter described the three different measuring systems along 
with their theory of operations and workflow. 

The SCML-01 HTS Maglev measurement system can make real time measurement of 
Maglev properties between one or many YBCO bulks and employ a PM or PMG. Also the 
trapping flux of high T c superconductors can be measured in the scanning range of 100 
mmxlOO mm. It was especially employed to develop the on board HTS Maglev equipment 
which travels over one or two PMGs. The on board Maglev equipment includes a 
rectangular-shaped liquid nitrogen vessel and YBCO bulk superconductors. Based on the 
original research results from the SCML-01, the first man-loading HTS Maglev test vehicle 
in the world was successfully developed in 2000. 

In order to make more thorough and careful research investigations, the HTS Maglev, HTS 
Maglev Measurement System (SCML-02) was subsequently developed with even more 
function capabilities and a higher precision to extensively investigate the Maglev properties 
of YBCO bulk samples over a PM or PMG. The new features included: higher measurement 
precision, instant measurement at movement of the measured HTS sample, automatic 
measurement of both levitation and guidance forces, dynamic rigidity, ability for the 
measured HTS sample to be moved along the three principal axes all at once, relaxation 
measurements of both levitation and guidance forces, and so on. The main specification of 
the system is: position precision ±0.05 mm. vertical force precision 2 % ; horizontal force 
precision 1 %<>; and force measurement precision of 0.02 N. 

In order to investigate the dynamic characteristics behavior of the HTS Maglev engineering 
application, an HTS Maglev dynamic measurement system (SCML-03) was designed and 
successfully developed. The circular PMG is fixed along the circumferential direction of a 
big circular disk with a diameter of 1,500 mm. The maximum linear velocity of the PMG is 
about 300 km/h when the circular disk rotates round the central axis at 1280 rpm. The liquid 
nitrogen vessel with HTS bulks is placed above the PMG, and the vessel is allowed to move 
along the three main principal axes so that sensors can detect force variations stemming 
from the superconductors. 

The design, method, accuracy and results have allowed the successful development of these 
three measurement systems. All systems are calibrated by standard measurement 
technology, for which its reliability, stability, featured functions, and precision have also 
been validated through its long-term usage. 
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1. Introduction 

The highest state of the art in optical sensing is achieved with optical fiber distributed 
sensors that allow the measurement of a desired parameter along the test fiber (Hartog, 
2000; Byoungho Lee, 2003). The regions where perturbations occur are usually localized by 
means of optical time-domain reflectometry (OTDR) or frequency domain reflectometry 
(OFDR) (Tsuji et al, 1995; Pierce et al, 2000; Venkatesh et al, 1990). All these methods utilize 
time- or frequency-modulated light sources that allow us to localize a number of 
perturbations along the test fiber simultaneously. Meanwhile, for some applications, it is 
important to detect and localize a rare but hazardous alarm condition which typically occurs 
as a single infrequent event, such as a pipe leak, fire or explosion. 

For such applications, we proposed a novel simple and inexpensive measurement technique 
based on so-called transmission-reflection analysis (TRA) (Spirin et al., 2002a). Generally, the 
TRA method is based on the unique relationships between normalized transmitted and 
Rayleigh backscattered powers for different locations of the loss-induced disturbance along 
the sensing fiber. The TRA technique utilizes an unmodulated light source, power detectors 
and a sensing fiber. Localization of a strong disturbance with a maximum localization error 
of a few meters along a few km-long single-mode sensing fiber was demonstrated (Spirin et 
al, 2002b). 

The paper presents a systematical review of our works in the TRA-sensing area. In the first 
parts of the paper we describe general ideas of the TRA, including principle of the 
operations of TRA-based sensors, localization errors examination, a transmission-reflection 
analysis for a distributed fiber-optic loss sensor with variable localization accuracy along the 
test fibre, and theoretical and experimental evidences that the TRA method can be modified 
for detection and localization of a number of perturbations that appear one after another at 
different positions along the test fiber. 

In the final part we offer completely autonomous measurement system based on 
transmission-reflection analysis (AMS-TRA). This part includes design of the AMS-TRA 
system, thermal stability inspection, detailed analysis of experimental accuracy and 
localization errors, and implementation of the system for gasoline leak detection and 
localization. 
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2. Single Perturbation Localization 

The basic idea of the TRA method is to localize the perturbation by using the unique 
relationships between normalized transmitted and Rayleigh backscattered powers of an 
unmodulated CW light source for different locations of the loss-induced disturbance along 
the sensing fiber. Indeed, if the bending losses occur at the remote-end of the sensing fiber 
(see Fig.l), an increase in the load leads to a proportional decrease of the transmitted power. 
However, it does not change the Rayleigh backscattered power, because all fiber length 
participate in backscattering and the launched power is the same such as for undisturbed fiber. 

source-end remote-end 

light > i k N/"2 



source 



h 



L 
Fig. 1. Test fiber configuration for single perturbation; k - perturbation location, t\ - 
transmission of loss-inducing segment, T\, ri - reflections from source- and remote-ends, L- 
test fiber length. 

But if we bend the sensing fiber close to the source-end, the decrease in transmitted power is 
accompanied by a decrease in the Rayleigh backscattered power. Because in this case the 
launched into the fiber power is decreased and backscattered power is also decreased due to 
the induced losses. 

Further, if we bend the sensing fiber in the middle, the first half of the fiber, which is closer 
to the source-end, scatters the light as well as half of undisturbed fiber, but the power 
scattered from the second half is less due to losses induced in the middle. So, for the 
identical loss-induced perturbations the value of the decrease in normalized backscattered 
power depends on the location of the excess loss region. 

To find an analytical expression for calculation of the distance from the fiber source-end to 
the location of the loss region, we will analyze the configuration with two plain fiber 
sections whose lengths are h and IA\ respectively, and a short fiber piece between them 
affected by a monitored condition (see Fig.l). Plain fiber sections possess Rayleigh scattering 
and attenuation due to light absorption and short fiber piece induces a losses. The power 
reflection coefficient of each Rayleigh scattering fiber segment can be calculated as (Gysel & 
Staubli, 1990; Liaw et al, 2000): 

R(Sl t ) = S(a s 1 2a)[l - exp(-2a^)] , (1) 

where a s is the attenuation coefficient due to Rayleigh scattering, a is the total attenuation 
coefficient of the test fiber, Sli is the length of the z-th fiber segment, and recapture factor S 
for the fiber is defined as (Brinkmeyer, 1980): 

S = b(nl-n 2 2 )lnl , (2) 
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where b depends on the waveguide property of the fiber and is usually in the range of 0.21 
to 0.24 for single-mode step-index fiber (Brinkmeyer, 1980), m and m are the refractive 
indices of the fiber core and cladding, respectively. 

Introducing a parameter S a = S(a/ld), the transmission and backscattering coefficients of 
plain fiber sections can be written as T x = exp (-aStf) and R{ = S a (l-exp(-2aSli), respectively. 
The short fiber piece is affected by monitored conditions which introduce additional light 
losses. A transmission of short fiber piece is h < 1. Let us assume that the scattering is 
relatively weak and the portion of the scattered light is very small. This allows us to simplify 
the analysis, neglecting multiple scattering in both directions. The reflections with 
coefficients n and T2 from the fiber source- and remote-ends, respectively, have to be taken 
into account because even a weak reflection can be comparable to the back scattering. 
However, we can assume that r%2 « 1 and neglect multiple reflections as well. 
In this case, the transmission T and back-scattering R coefficients of this optical system can 
be written as: 

7 = 7^=^, (3) 



R = r l +S a (l- e- 2ah ) + T 2 t 2 S a (1 - e~ 2a(L - h) ) + T 2 t 2 J 2 r 2 . (4) 

Normalized transmitted T norm and backscattered R n0 rm coefficients are defined as: 

T 

Inorm ~ ™ = * 1 J W) 

max 



g _ S a +r l -(S a -r 2 )ty 2 « L -S a (l-t 2 )e- 
^nax S a +r 1 ^(S a -r 2 )e" 



^norm D C , /C \ -2aL ' ^ ' 



where T max is the maximum transmittance of initially undisturbed sensing fiber when ti=l, 

max = e , (7) 

and R max is the maximum back-scattering coefficients of undisturbed optical system 

R m =S a +r l -(S a -r 2 )e- 2aL . (8) 

The relationship between the normalized transmitted T norrn and Rayleigh backscattered R n0 rm 
powers for single perturbation can be expressed from (5-6) as: 

"° rm= S a {e- lah -e- laL ) + r 2 e-^ ' U 

To localize the perturbation with the proposed method, we need to find a parametric curve 
that passes through the point with coordinates equal to the measured normalized Rayleigh 
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backscattered and transmitted powers. The location of the loss region can also be found 
directly from Eqn. (9) as: 



1 ln (1 - R nm )(S a + 1;) + (R norm - TlJ(S a - r 2 )e~ 2aL ^ (1Q) 



1 / V norm norm ) 

2« S a (\-Tl m ) 



Therefore, the measurement of the normalized transmitted and backscattered powers, as 
well as the knowledge of the fiber attenuation coefficients a and a s , provide the calculation 
of the distance h from the fiber source-end to the fiber section with induced losses. 
The slope of dependence of normalized backscattered power Rnorm versus the square of 
normalized transmitted power T 2 norm can be found from Eqn. (9) as: 

dR norm S a (e- 2al >-e- 2aL ) + r 2 e- 2aL 
d{T 2 norm ) S a+ r x -(S a -r 2 )e- 2aL 

As we can see this slope uniquely depends on perturbation location l\. Therefore, the 
location of the single perturbation can be found from experimentally measured slope as: 



/ 1= — ln 
2a 



r)R r)R 

Oyl norm ) Oyl norm ) 



(12) 



The relationship between normalized Rayleigh backscattered power R n0 rm and the square of 
normalized transmitted power T 2 no rm is almost linear for a single perturbation which affects 
the test fiber in any location (see Eqn. (9)). Fig.2 shows the result of the numerical calculation 
of these relationships when additional losses occur at distances k /n = nAl from the source- 
end of the test fiber, where n = 0,1... 10, and the interval between bending locations Al = 
284.4 meter. Transmitted and backscattered powers were normalized with respect to their 
initial undisturbed values. A typical value for b equal to 1/4.55 for single-mode fibers 
(Beller, 1998) was used in the calculations. Reflections from the source-end and the remote- 
end of the sensing fiber, which are respectively equal to 4.7xl0 6 and 1.5 xlO 5 in our 
experiment, were also taken into account in the calculations. 

For the verification of the proposed method we use firstly a laboratory experimental setup. 
The schematic diagram of the TRA based fiber-optic sensor is shown in Fig. 3. A continuous 
wave (CW) light emitted by a amplified spontaneous emission (ASE) optical fiber source 
operating near 1550 nm wavelength with a linewidth of few nm was launched into a 2.844 
km-long standard single mode SMF-28 fiber through 3 dB coupler. The launched optical 
power was about 1.1 mW, and the attenuation coefficient of the test fiber, which was 
measured with OTDR, was equal to 0.19 dB/km. An optical isolator was used to cancel back 
reflections influence on ASE source. An immersion of all fiber ends was employed in order 
to reduce back reflections. Standard power detectors were used to measure the transmitted 
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and Rayleigh backscattered powers. We also take into account the ASE power instability by 
measuring a source power directly (see Fig.3). 



o 




0.0 0.2 0.4 0.6 0.8 1.0 

Square of normalized transmitted power 



Fig. 2. Relations between normalized Rayleigh backscattered power and the square of 
normalized transmitted power when additional losses occur at distances li /n = nAl from the 
source-end of the test fiber, where n = 0,1... 10, and the interval between bending locations Al 
= 284.4 m. (o, A - experimental results, and solid lines - theoretical dependencies). 

To induce the bending losses in the sensing fiber, we used bending transducer, which is also 
shown schematically in Fig.3. By tuning the bending transducer we changed the normalized 
transmitted power from its initial undisturbed value equal to 1 up to more than -30 dB. The 
bending losses were induced near source-end and near remote-end of the test fiber. 
A good agreement between experimental data and theory was obtained for (a/a) = 0.68, 
that corresponds attenuation coefficient due to Rayleigh scattering a s equal to 0.13 dB/km 
that is quite reasonable for the fiber with total attenuation coefficient a = 0.19 dB/km (Beller, 
1998). 

Experimentally measured slopes for the bending losses, which were induced near remote - and 
source -ends of the test fiber are equal to 0.109, and 0.95, correspondingly. These values well 
agree with the values calculated using Eqns. (11), which are equal to 0.108, and 0.96, respectively. 
So, for standard telecommunication single mode fibers the TRA method demonstrates 
concord between calculated and experimentally measured data practically without any 
fitting parameters. Even using for simulation a typical values of unknown recapture factor S 
and relation (a/a) between Rayleigh-induced and total losses in the fiber guarantee quit 
reasonable conformity. 

Concluding this section we can declare that TRA method provides new opportunity for the 
localization of loss-induced alarm-like perturbation along few km-length fibers by 
uncomplicated measuring of transmitted and Rayleigh backscattered powers of an 
unmodulated CW light. 
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Fig. 3. Schematic diagram of laboratory setup of TRA fiber-optic sensor. 



3. Multi-Point Perturbations Localization 

Let us now verify that any number of consecutive perturbations can be localized with the TRA 
method. The proof will be done by mathematical induction. In our analysis we consider the 
test fiber with the same properties and parameters as in previous case. But now we use a 
configuration with a number of plain Rayleigh-scattering fiber sections separated by a number 
of short loss-inducing fiber pieces with transmissions k < 1 (see Fig.4), ( Spirin, 2003). 
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Fig. 4. Test fiber configuration for multi-point perturbations; h+t n - transmission of initially 
disturbed loss-inducing segments, t x transmission of currently disturbed segment, n, r2 - 
reflections from source- and remote-ends. 



Let us assume that according to the principle of mathematical induction we already 
determined the values and locations of the first n perturbations and demonstrate that we 
can find a position of next (n+l)-th perturbation without ambiguity. Here we consider only 
the perturbations that appear one after another at different positions along the test fiber. So, 
at the current moment all initial n perturbations induce fixed known losses at known 
locations and only a new (n+l)-th perturbation can modify the reflectivity and transmittance 
of the test fiber. 
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Because we know the positions and values of all n initial perturbations, we can number 
these according their positions along the test fiber (see Fig.4). We also can suppose without 
loss of generality that a new perturbation is located at distance l x between k-th and (k+l)-th 
initial perturbations, where k is unknown. 

The transmittance of initial n loss-inducing short segments which are located at distances /j 
from the source-end is tj < 1, where j = 1, n. The transmittance of unknown loss-inducing 
segment which is located at distance l x is t x . Assuming that the scattering and reflections 
from the fiber ends are relatively weak and neglecting multiple scattering and reflections in 
both directions, the normalized power reflection coefficient of the optical system can be 
calculated as: 

R =— -. (13) 

norm tj v ' 

max 

In Eqn. (13) R\ corresponds to Rayleigh backscattering from segments placed on the left of 
unknown perturbation plus Fresnel reflection from the source-end of the test fiber 

R,=r l+ SX{Tfr-e- 2a ^- l ')i\t]}, 

i=0 7=0 

R2 is Rayleigh backscattering coefficient of two segments, which are placed around the 
unknown perturbation 

* 2 = S a f[t] (7?[1 - e- 2a «*-»] + Tl\\ - e la «™- l ^% (15) 

7=0 

and R3 is power reflection coefficient for segments which are placed on the right of 
disturbed region plus term related to reflection from the remote-end of the test fiber 

R 3 =*l{S a ± T^\-e- 2a{l ^i\t J+ Tlr 2 f{t% (16 ) 

i=k+\ 7=0 7=0 

where Tn = exp(-cdi) is the transmission coefficient of fiber segment with length k (see Fig.4), 
ri, i2 are the reflections coefficients from the fiber source- and remote-ends, respectively. 

In the expressions (14 -16) we assign that: k = 0, to = 1 and, l n +\ = L. We should emphasize 
that the condition 1 = 1 does not means that perturbation cannot appear near the source-end 
of the test fiber. The disturbance can affect the fiber near the source-end but it should be 
marked as first perturbation with transmittance t\ at l\= distance. 

The normalized transmitted coefficient of the optical system which is affected by all n+1 
perturbations is defined as: 

T n 2 orm =t 2 x fl^. (17) 

7=1 
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Note that the changes of first n perturbations are almost finished before a new one is started, so t- } 
= constant for j =1, n. Therefore, the total normalized transmitted power for all n+1 perturbations 
^norm can change only due to the change of current perturbation, and differential ^(T^norm) is: 

9 T^T 9 ( 18 ) 

d{Tl m ) = d{tl)Y\t]. 

7=1 

The derivative of normalized backscattering power with respect to the square of normalized 
transmitted power is expressed as: 



SR mrm _ gg, dR 2 dR 3 



V norm) max V norm) V norm) V norm) 

—{S a tlt 2 j[e-^ -e~^] + S a ± [e- 2a! > -e^]^ + tfrjl#. M 

p TT/ 2 7=o i=*+i 7=0 7=0 

^Snaxl X 7 
7=0 

This derivative (or slope of dependence of normalized backscattering power versus the 
square of normalized transmitted power) depends only on the backscattering from the plain 
segments which are located on the right side of unknown perturbation. The plain segments, 
which are located on the left of the unknown perturbation, do not affect the slope. 
Let us introduce for < k < n+1 an auxiliary function F(k, n): 

F(k,n) = —{S a ±[e~ 2 ^ -e-^fltj +T}r 2 Y[l>}. (20) 



^maxf! 



The auxiliary function has a similar structure as the expression for the slope (see Eqn. 19) 
and it is decreasing with k for any n (see Fig. 5). 

The contribution in the slope due to backscattering from segment [l x , lk+i] which is 
associated with the term [exp(-2a/ x ) - exp(-2a/k+i)] in Eqn. (19) is less than the possible 
contribution due to backscattering from full segment [Ik, lk+i] which is associated with term 
[exp(-2a/k) - exp(-2a/k+i)] in Eqn. (20). Comparing Eqns. (19) and (20) we can conclude that, 
if the measured value of the slope for unknown perturbation satisfies the relation: 

F(k* + l,n)<^-<F(k*,n), (21) 

V norm J 

the unknown perturbation is located between k*-th and (/c*+l)-th initial perturbations (see Fig. 5). 
Note that, if the measured slope of the unknown perturbation is equal to F(0,n), the new 
perturbation affects the testing fiber near the source-end of the test fiber. If the slope is equal 
to F(n+l,ri) = exp(-2aL)r2/Rmax, the unknown disturbance is located near the remote-end of 
the test fiber. 
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Fig. 5. Preliminary localization of (n+l)-th perturbation with auxiliary function F(k,n). 
Finally, the exact location of sought-for short loss segment can be found as: 
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(22) 



In the previous section we have presented the method for single perturbation localization 
with the TRA technique. Now we have demonstrated the algorithm for localization of a new 
perturbation when the values and locations of all initial n perturbations are known. 
Therefore, according to the principle of mathematical induction we have demonstrated that 
the TRA method can be implemented for the localization of any number of consecutive 
perturbations. 

Fig. 6 shows experimental dependencies of normalized Rayleigh backscattered powers 
versus the square of normalized transmitted powers for the bending losses consequently 
induced near the remote- and source-ends of test fiber. Measurements were performed as 
follows. Initially, the perturbation occurred near the remote-end of test fiber. The increase of 
the losses leads to decrease of transmitted power (line A in Fig.6). When the square of 
normalized transmittance decreases to the value equal to 0.241 of its initial undisturbed 
magnitude, we stop to increase the bending losses. Afterwards, keeping constant losses near 
the remote-end, we induce additional losses near the source-end of test fiber. This loading 
continues until the value of the square of normalized transmittance decreases to the 0.061 
(line B). Then, keeping the same value of losses near the source-end, we gradually remove 
the losses near the remote-end of test fiber (line C in Fig. 6). Finally, by eliminating the losses 
near the source-end, all parameters return to their initial undisturbed values (line D). 
All experimental dependencies presented in Fig.6 possess linear behavior. Experimental 
data show good agreement with theoretical prediction. Namely, experimental dependencies 
A and D practically coincide with the calculated dependencies using Eqn. 9 (see Fig. 2 and 
Fig. 6). Experimentally measured slopes for lines A, B, C and D which are equal to 0.109, 
3.63, 0.109 and 0.955, correspondingly, agree with the values calculated using Eqns. (11) and 
(19) which are equal to 0.108, 3.631, 0.108 and 0.957, correspondingly. 
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Note that the slopes were the same for loading and unloading dependencies. The 
localization errors that were estimated from the difference between measured and 
calculated slopes do not exceed 2 meters for any location of perturbation. We should note, 
however, that in practice, different noise origins and system imperfections such as temporal 
drifts of fiber and photodetectors parameters, additional uncontrolled losses, etc. may also 
contribute to the decrease of accuracy. More complete analysis of localization accuracy with 
the TRA method will be conducted latter. 
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Fig. 6. Relations between normalized Rayleigh backscattered power and the square of 
normalized transmitted power for the bending losses consequently induced near the 
remote- and source-ends of test fiber. 



Therefore, the TRA method can be implemented for the localization of any number of 
consecutive perturbations which occur one after another along the test fiber during the 
monitoring period. In contrast to the OTDR the proposed method cannot be used for the 
localization of the perturbations in an already installed fiber-optical system that already has 
many induced losses. The other natural question to be addressed about the TRA method is: 
what happens if two perturbations affect the test fiber simultaneously? To answer this 
question, consider calculated dependence of normalized Rayleigh backscattered power 
versus the square of normalized transmitted power for two equal perturbations which 
induce the losses near the source- and remote-ends at same time (curve A+D in Fig. 7). 
The dependence exhibits clear nonlinear behavior. As was shown above for any number of 
consecutive perturbations this dependence should be linear. Fig. 7 also shows normalized 
Rayleigh backscattered power versus the square of normalized transmitted power for the 
perturbations that affect the testing fiber one after another near the remote (line A) and 
source (line D) ends. Both last dependencies exhibit clear linear behavior. The nonlinear 
behavior of dependencies of normalized Rayleigh backscattered power versus the square of 
normalized transmitted power indicates that testing fiber is affected by two or more 
perturbations simultaneously. 
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Fig. 7. Relations between normalized Rayleigh backscattered power and the square of 
normalized transmitted power for two perturbations synchronously (A+D) and 
independently (A and D) induced near the remote- and source-ends of test fiber. 

Using the particular dependence that is shown in Fig. 7 (curve A+D), it is possible to localize 
at least one perturbation. Indeed, the value of normalized Rayleigh backscattered power at 
the point when normalized transmitted power is equal to directly shows the location of 
nearest to the source-end perturbation. Therefore, analyzing the curve A+D, we can 
conclude that two perturbations affect the test fiber simultaneously and one of the 
perturbations induces the losses near the source-end. Nevertheless, the complete analysis of 
different scenarios, even for two synchronous events, is noticeably complicated and is 
beyond the scope of this paper. 



4. Localization Accuracy with TRA Method 

The accuracy of excess loss localization with TRA method strongly depends on the value of 
the induced loss. With TRA method it is easy to localize strong perturbation, but the 
localization of weak perturbation requires higher accuracy of the transmitted and Rayleigh 
backscattered powers measurements. 

Indeed, normally we measure normalized power transmission and reflection coefficients 
with some errors. So, the measurements are positioned mainly inside an area: T nom ± OTnorm 
and Rnorm ± ORnorm, where OR norm and OT norm are deviations of normalized reflected and 
transmitted powers, respectively. Let us characterize this measurement area in the space 
T 2 norm - Rnorm by a measurement-rectangular with sides equal to 2oT 2 norm and 2 OR norm/ where 
or 2 ™ is deviation of square of normalized transmitted power (see Fig.8). The size of the 
rectangular indicates the accuracy of the measurements. Smaller measurement-rectangular 
corresponds to higher measurement accuracy. Fig.8 also repeat dependences already 
presented in Fig. 2 for the losses induced at different locations with interval Al = 284.4 m. 
Every line which is intersecting the measurement-rectangular corresponds to one of the 
possible local position of the perturbation. Therefore the localization error depends on the 
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number of the intersecting lines. As we can see for very week losses nearly all lines cross the 
measurement-rectangular that means that we need significantly higher accuracy of the 
measurements for the correct localization. For the strong losses the localization error reaches 
its minimum with the TRA method. In contrast to this, the accuracy of localization of loss 
with the standard OTDR technique mainly depends on the duration of the optical test pulse 
and is practically independent on the value of loss. 
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Fig. 8. Localization accuracy with TRA method. 

Fig. 9. shows the relative localization error calculated geometrically using the data, which 
are presented in Fig.8. 
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Fig. 9. Relative localization error versus excess loss for the TRA method. 



Autonomous Measurement System for Localization 

of Loss- Induced Perturbation Based on Transmission-Reflection Analysis 93 

Relative localization error was determined as localization error divided by their value for 
the loss that decreased the fiber transmission by more than 30 dB. As we can see the 
localization error for weak loss significantly exceeds the localization error for strong one. If 
the localization errors for very strong perturbation are equal to ±1 meter the localization 
errors for 1 and 0.1 dB induced loss are equal to ±3 meters and ±22 meters, respectively. 
The measurement range and maximum allowable loss for the TRA and OTDR methods are 
likely to be the same, because both methods measure the Rayleigh backscattering power and 
the maximum range for both methods is namely restricted by the attenuation of test fiber. 
Now, let us examine some special features of the localization accuracy with the TRA method 
analytically. Firstly let us demonstrate that if the influence of coherent effects is negligibly 
small, the TRA method can be used for any arbitrary distribution of the reflectivity along the 
test fiber. 

Indeed, let us consider a fiber with total length L, initial transmission T max = T (L) and an 
arbitrary distribution of power reflectivity R(z) along the fiber. The reflectivity R(z) is 
monotonically non-decreasing function in interval [0, L] if we neglect any coherent effects. 
The reflectivity R(z) can be measured as the dependence of the reflected power versus the 
distance z where very strong loss (t norm = 0) is induced. A derivative dR(z)/dz can be 
interpreted as a differential reflectivity that also has an arbitrary distribution along the test 
fiber. Reflectivity inside the fiber can be induced by Raleigh backscattering or any other way 
including imprinting of Bragg gratings inside the fiber. 

Taking into account the reflection from the ends of the sensing fiber, total power reflection 
coefficient of the initially undisturbed optical system can be expressed as: 

R m =r l +R(L) + T 2 (L)r 2 , (23 ) 

where R(L) is power reflection coefficient of all fiber. 

Let a short fiber piece located at a distance h < L induce a loss under influence of a 
monitored condition. Neglecting coherent effects, multiple scattering and re-reflection in 
both directions due to its relative weakness, and supposing that no additional reflection 
comes from loss region the normalized power reflection coefficient R n0 rm of the optical 
system with a single disturbance located at distance k can be written as: 

_ n + R(h ) + [R(L) - R(h W 1 (/, )r„L + t 2 (L)TJ rm r 2 

norm r>/r\ , rr,2 / j \ ' V ' 

r Y +R{L) + T (L)r 2 

where T n0 rm is the normalized power transmission coefficient of the optical system with 
excess loss, T(k) and R(k) are transmission and power reflection coefficient of the fiber 
segment with length l\, respectively. 

Measurands T norm and R n0 rm are normalized by their initial undisturbed values T max and R ma x, 
respectively. As follow from Eqn. (24) the dependence between Rnorm and 7^ n0 rm is linear 
with unique slopes for different locations of the perturbation k along the test fiber. 
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Therefore, with the TRA method the single loss perturbation can be localized by measuring 

the slope dR noY m /^(I^norm) for any arbitrary distribution of the reflectivity R(z) along the test 

fiber. 

Neglecting Fresnel reflections from both fiber ends (n = ri = 0) and losses in undisturbed 

fiber (T(k)=l) we can express normalized power reflection coefficient of the segment with 

length 2i from Eqn. (24) as: 



R N (h) = 



R (k) = R norm- T no 

R(L) 1-71 



2 
norm 



(25) 



As a result, the location of the perturbation can be written as: 



k ~ R N 



R, 



rp2 \ 

norm norm 



l-Ti 



(26) 



where Rn' 1 is inverse function. 

In order to find the loss locacion h from Eqn. (26) we needs to know the function R^ 1 , but 
even without this knovelege we can estimate some features of the localization accuracy. 
Indeed, for independently measured normalized reflected and transmitted powers, the 

standard deviation of the disturbance location <J lx can be estimated as: 



O- i = 



dR> 



-i\ 



V U1X norm J 



dR> 



-i\ 



\ norm J 



(27) 



where C 



R„, 



and <J T 



are standard deviations of normalized reflected and transmitted 



powers, respectively. 



Here we also assume that errors for T max and R max were significantly less than ones for T norm 
and Rnorm, because an averaging time for an initial measurements can significantly exceeds 
the averaging time at normal-mode regime. 
Substituting expression (26) in Eqn. (27) we can obtain: 
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(1 



_ T 2 . dR N (z) 
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(28) 



As it follow from Eqn. (28) the accuracy of localization with the TRA method depends on 
normalized differential reflectivity dR^(z)/dz at the point of measurement l\. Larger 
differential reflectivity corresponds to highter accuracy of loss localization. 



Autonomous Measurement System for Localization 

of Loss- Induced Perturbation Based on Transmission-Reflection Analysis 95 

Therefore, with the TRA method we can achieve variable accuracy distribution along the 

test fiber with the proper profile of the normalized differential reflectivity. 

Enhanced localization accuracy inside several critical intervals can be provided, for 

example, by imprinting of very week Bragg gratings inside these intervals (Spirin et al., 

2004). 

Note that the total resolution of the TRA sensor also depends on the uniformity of the 

waveguide, scattering and loss properties of the test fiber. However, the precise value of the 

reflectivity R(z) can be directly measured by inducing strong losses at exactly-known 

locations along the test fiber or, probably, by precise OTDR measurements. 

Rayleigh backscattering phenomena meets the condition discussed above because the 

Rayleigh backscattered power coefficient R(k) is independent of the coherent properties of 

the incident light (Gysel & Staubli, 1990; Liaw et al, 2000): 

R(l 1 ) = S a [l-ex V (-2al 1 )]. (29) 

Let us estimate the localization errors for the Rayleigh backscattered fiber numerically. 
Neglecting Fresnel reflections from both fiber ends (n = ri = 0) we can express the location 
of the perturbation from Eqn. (10) as: 

l(R J ) = — lj l - T norm 1 (30) 

L norm norm norm J 

The perturbation location depends on two measurands T norm and R n0 rm which can be defined 
experimentally with some errors. For independently measured reflected and transmitted 
powers the error in location can be found directly from Eqn. (30) as: 



*\ = 



f dl x V 



UIV norm J 



+ 



' 81, V 



norm J 



(31) 



Fig.10. shows the calculated with Eqn. (31) localization error versus transmission for two 
different local positions of the perturbation along 10 km-length test fiber. In the simulation 
we used standard deviations of the reflected OR norm and transmitted OT norm powers equal to 
0.005 and 0.0005, respectively. As we can see the location error depends on the distance 
where the perturbation takes place and strongly depends on the value of the induced loss. 
Once again, the localization of a weak perturbation with TRA method requires more 
accurate measurements of the transmitted and Rayleigh backscattered powers. More precise 
measurements can be provided by increasing the averaging time, especially for the reflected 
power because typically the Rayleigh backscattered power is significantly smaller and 
noisiness than the transmitted one. 

Consequently, the TRA method is well adjusted on detection and localization of single 
strong enough perturbation. However we have also demonstrated that the TRA method 
provides wide range of localization accuracy for weak and strong loss-inducing 
perturbations. It was shown that the required accuracy distribution along the test fiber can 
be achieved with the appropriate profile of the normalized differential reflectivity dR^(z)/dz. 
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Fig. 10. Localization error versus transmission for 10 km-length test fiber. 



5. Autonomous Measurement System 

The section describes first completely autonomous measurement system based on 
transmission-reflection analysis (AMS-TRA). The autonomous system utilizes simple optical 
scheme with low-cost 2 mW Fabry-Perot (FP) diode laser and original data acquisition and 
processing system (Spirin et al., 2007). The schematic diagram of AMS-TRA prototype is 
shown in Fig. 11. CW light emitted by a FP laser operating in few longitudinal modes at 
1550 nm with a total linewidth of few nm was launched into a standard single mode SMF-28 
test fiber through 3 dB coupler. 
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Fig. 11. Schematic diagram of fiber-optic sensor 

The launched optical power was about 1 mW, and the measured with OTDR attenuation 
coefficient of the test fiber was equal to 0.19 dB/km. The angled physical contact (APC) 
connectors were used to cancel back reflections influence on the FP laser. 
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Three power detectors with specially designed preamplifiers and filters were used to 
measure the transmitted (T), Rayleigh backscattered (R), and laser (L) powers. 
Fig.12 shows the overview of AMS-TRA system with short peace of sensing cable for 
hydrocarbon leak detection. After digitization data transferred to PC via USB interface. The 
data acquisition, signal processing, and the indication of the event location on the map is 
done by specially designed software. 




Fig. 12. AMS-TRA prototype. 



5.1 Thermal Stability 

As we found, considerable problem with our first AMS-TRA prototype version is associated 
with ambient temperature influence. Fig.13 shows the variation of the measurands T n0 rm, 
Rnorm and Lnorm during 14 hours. 
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Fig. 13. Measurands variations during 14 hours 
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Here L nor m is directly measured FP laser power (see Fig.ll) normalized on its initial value. 
Smallest variations of the measured values were recorded during the night when the 
temperature in the room was stable (see Fig. 13). 

Significant measurands variations were also recorded every time after AMS-TRA is turn on. 
Fig.14 shows measurands variations from the moment when an electrical power was switch on. 
The losses were induced near remote-end of 1.3 km-length test fiber. The measurands became 
stable only after 1 hour (see Fig.14) when the temperature inside the prototype box stabilized. 

1280 F '|A^t 

£ 1260 \i / \ A jj^^i^^^y^^^ 

r 1240 ^V \r y^ I 

20 40 60 80 100 120 

0.6 c 



S 0.595 
^ 0.59 



20 40 60 80 100 120 

g 0.99 F VWHu 

o 98 \* f\ J \ ju*' 1 " ll||l|| "l 1 ' '^'lll 1 lll| ii 1 "* 1 '' ' Imi 1 ( M|ii.^j*n4l%4^M^^ 

ft? 0.97 - V W \pM^ 



20 40 60 80 100 120 



m 1.005 F F 

6 / 

I 1.000 
0.995 F 



v \ 



20 40 60 80 100 120 

Time (min) 

Fig. 14. Measurands variations after power is switch on. 

In order to get most temperature-sensitive points we heat different optical and electrical 
parts of the prototype on 10° C. As we found the most temperature-critical elements are 
standard optical connectors. However it is possible to eliminate the problem by using 
special temperature insensitive connectors or simply splicing all fibers. 

5.2 Localization Error Measurements 

To estimate the accuracy of the perturbation localization with the AMS-TRA prototype, we 
induced gradually increasing and decreasing perturbations near source- and remote-end of 
the 1.3 km-length SMF-28 test fiber. Fig.15 shows variation of perturbation location h and 
other measurands with change the losses near the source-end of the test fiber. For the strong 
losses that surpass 3dB the variation of l\ about ±2 meters was recorded. 
Fig. 16 shows calculated and measured localization errors for 1.3 km-length test fiber versus 
normalized transmitted power. In the simulation we used experimentally measured 
standard deviations of the reflected and transmitted powers equal to 0.0015 and 0.0003, 
respectively. As we can see measured errors for the strong perturbations do not exceed ±5 m 
for the losses induced near remote-end of the test fiber. 



Autonomous Measurement System for Localization 

of Loss- Induced Perturbation Based on Transmission-Reflection Analysis 



99 



20 


-20 



SjmSnrml^ 



10 



15 



20 



w-v^^v^l 



25 



30 








10 



15 



20 



25 



30 



g 0.8 
d 0.4 







10 



15 



20 



25 



30 



1.(12 

| 1.01 

^J 1.00 



10 



15 20 

Time (min) 



25 



30 



Fig. 15. Measurands variations for losses gradually induced near source-end of 1.3 km- 
length test fiber. 
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localization error for 1.3 km-length test fiber. 
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Qualitatively the same results were obtained with 5.6 km-length SMF-28 test fiber. Fig.17 
shows recorded with AMS-TRA measurands for the gradual change of the loss value. The 
losses were induced near the remote-end of 5.6 km-length test fiber. Note that in this case 
normalized Rayleigh backscattered power does not depend on value of losses. 
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Fig. 17. Localization errors for losses induced near remote-end of 5.6 km-length test fiber. 
Fig. 18 shows calculated and measured localization errors for 5.6 km-length test fiber. 
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Variations of the disturbance location l\ for the strong perturbations do not exceed +10 
meters for the losses induced near remote-end of the test fiber. Experimentally measured 
standard deviations of the normalized reflected and transmitted powers due to various 
instability in the prototype were OR norm = 0.0025 and OT norm = 0.0003 for signal bandwidth equal 
to 1 Hz. These data were used for the numerical estimation of the localization errors. 



5.3 Gasoline Leak Detection and Localization 

As well known gasoline does not affect optical fiber directly. In order to induce the losses 
under gasoline influence, special transducer with swellable polymer should be used. The 
design of the test cable with gasoline- sensitive transducer is shown schematically in Fig.19. 
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Fig. 19. Fiber optic gasoline-sensitive cable in detail. 

The optical fiber and swellable polymer were coupled together mechanically by soft metallic 
wire winded around them. The fiber was placed inside small groove in the polymer that 
allows avoid undesirable inoperative losses, but does not significantly increase the response 
time of the sensor. A white butyl rubber was used as the swellable polymer in the sensitive 
cable. This material has good aging properties at elevated temperatures, good chemical 
stability. It also resists weathering, sunlight, ozone, mineral acids, oxygenated solvents 
(ketones and alcohols), and water absorption (Allen, 1972; Morton, 1987). Butyl rubber 
absorbs and swells in hydrocarbon media without dissolution and significant change of its 
mechanical property. The swelling behavior of the polymer produces an increase in the 
physical dimensions of the material, which can be readily converted to a mechanical 
response. Our study shows that butyl rubber can increase its volume by more than 2 times 
under gasoline influence (Spirin et al., 2000; Lopez et al., 2004). Furthermore, its behavior is 
reversible, i.e. the white butyl rubber can be used over multiple wet-dry cycles. In our 
experiment we tested the sensor under gasoline influence, but qualitatively the same 
swelling behavior butyl rubber shows in a range of hydrocarbon fuels (MacLean et al., 
2001). The swellable polymer has tube shape with 25 mm diameter and metallic wire was 
winded with 5 mm spacing [Lopez, 2002]. Fiber and polymer are protected by an outer 
plastic cover with drains for gasoline. 

To study sensor response, part of sensitive cable located at 1300 meter from the source-end 
of the test fiber was placed inside a 20-cm length vessel filled with gasoline. Under gasoline 
influence butyl rubber swells and bends the fiber that induces the losses into the test fiber. 
Fig. 20. shows the change of transmission of the test fiber during wet-dry cycle. The decrease 
of transmission indicates gasoline presence and allows estimate an integral value of the 
disturbance. 
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Fig. 21. presents AMS-TRA prototype response on gasoline leak at 1300 meter distance. 
Under gasoline influence the transmission T nor m is decreasing and alarm signal is activated 
when transmission is became less than a threshold level equal to 0.9. With this particular 
sensitive cable the alarm level was achieved after 19 minutes of gasoline influence. Initial 
variation of alarm distance l\ was ±32 meters for 0.5 dB losses and then decreasing to ±13 
meters for 2 dB losses. For the losses more than 3 dB the variations not exceeds ±3 meters. 
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Fig. 20. Normalized transmitted power during wet-dry cycle (o - gasoline influence, + - drying). 
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Fig. 21. AMS-TRA response on gasoline leak at 1300 meter. 
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6. Conclusion 

We have demonstrated that the TRA method provides new opportunity for the localization 
of loss-induced alarm-like perturbation along few km-length test fibers by measuring 
transmitted and reflected powers of an unmodulated light. 

We have designed completely autonomous measurement system based on transmission- 
reflection analysis. The autonomous system utilizes simple optical scheme with low-cost 
diode laser and original data acquisition and signal processing system. The AMS-TRA 
prototype demonstrates localization of loss-inducing perturbation along a 1-5-6 km-length 
standard single mode SMF-28 fiber with few meters error for the losses that surpass 3 dB. 
We have employed the AMS-TRA prototype with special sensitive cable for the gasoline 
leak localization. Alarm signal was activated after 15^-20 minutes of gasoline influence on 20 
cm-length piece of sensitive cable which is located at the end of 1.3 km-length test fiber. For 
the losses more than 3 dB the variations of the alarm distance not exceeds ±3 meters. 
We believe the proposed technique will be very attractive for the eventual realization of a 
compact and inexpensive distributed alarm fiber optic sensor. 
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1. Introduction 

Precise, accurate measurement of strip / sheet thickness is critical in the controlled 
processing and quality assessment of flat rolled metal products. Through the years, many 
methods (both contact and non-contact) have been developed, each having specific, relevant 
applications, and certain characterizable advantages and disadvantages. These systems are 
provided in a variety of geometries and physical arrangements, and seemingly endless 
collections of functions and features. 

One particular non-contact method employs an understanding of a material's reaction to 
incident radiation (primarily the photonic / gamma form - although electron / beta 
radiation can also be considered) in a transmission mode framework. Here, semi-collimated, 
high energy radiation (a photon beam of a given spectral content) is directed perpendicular 
to one surface of the flat strip material. Depending on the energy level, the incident 
radiation interacts with the material's atomic structures and is either passed, absorbed, 
scattered or involved in high energy pair productions. The resulting transmitted radiation 
appears as a dispersed beam pattern, having attenuated intensity and modified spectral 
content. A portion of the exiting radiation is collected by detection instruments which 
render a signal functionally related to the integral of the received radiation intensity over 
the detector's spectral bandwidth. Knowledge of the radiation source's intensity and 
spectral content, the material chemistry and the detector's response characteristics are 
needed to process the signals and render a thickness measurement. 

Typically, the plane of the strip is oriented horizontally with the source and detector 
mounted above and below the stip. There are a number of different configurations ranging 
from stationary / physically-fixed source and detector arrangements above and below the 
strip, to C-Frame / O-Frame mounted configurations that (in some cases) allow for 
transverse strip thickness profiling, to multi-source / multi-detector arrangements that 
provide instantaneous measures of the strip profile. Regardless of the physical 
configuration, the fundamental physics applies. 
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This chapter is the first of a two-part discussion concerning the nature of radiation 
transmission-based strip thickness measurement. The intent of this chapter is to examine the 
underlying physics and methods of this approach, and functions as a tutorial supporting 
subsequent discussions (Zipf, 2010). Natural and artificial radiation sources are presented 
and discussed, along with the various means of containing and directing the emitted 
radiation. The nature of the material's interaction with radiation is analyzed and considered 
in the presence of possibly complex material chemistries. Detection system sensors and 
instrumentation are studied and examined with respect to their associated signal processing 
components and methods of rendering a thickness measurement. Calibration and 
standardization methods are introduced and combined with the various methods of 
resolving the material thickness from active measurements. Special functions and features 
(e.g., transverse profiling, strip quality control, etc.) are discussed and assessed. Classical 
system architectures and component organizations are presented and considered with 
respect to typical applications and system implementations. 

2. Fundamentals of Non-Contact Radiation Attenuation Gauging 

Radiation attenuation gauging involves the measurement of the thickness of a flat sheet of 
known (or calibrated) material composition, through the assessment of the degree of 
transmitted attenuation experienced by a beam of high energy ionizing radiation directed 
perpendicular to the planar surface of the material (I2S, 1992). Figure 2.1 provides a 
simplified diagram showing the primary concepts and components associated with this 
approach. 
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Fig. 2.1 - Diagram illustrating the primary concepts and components associated with 
transmission-based radiation attenuation gauging. 
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2.1 General System Objectives and Requirements 

Objectives 

• Provide a sufficiently accurate, precise, instrumented signal, representative of the 
measured strip thickness (with accuracy and repeatability < 0.1% of nominal). 

Requirements 

Must be "continuous" in nature (not a spot measurement) 

Must measure over a reasonably small surface area (~25mm diameter circle) 

Must provide measurements while the strip is moving (at speed up to 1500 mpm) 

Must be fast responding (5-20msec) 

Must be independent-of or compensate-for alloy variances 

Must compensate for changes in ambient conditions 

Must be highly immune to noise and external interference 

Must not damage the strip surface 

Must provide flexible, multi-facetted interfacing to other systems 

Must provide intuitive, interactive user interfaces (both operational & maintenance) 

Desirable Traits 

Measurement of the transverse strip profile 

Insensitive to strip shape / flatness, pass-line height, debris, oil & coolant films, etc. 

Employ Commercial-Off-The-Shelf (COTS) Technologies 

Safe for operational & maintenance personnel 

Physically / mechanically robust 

Real-Time, Interactive, Graphical User Interfaces (GUIs) 

Adaptable, scalable system arrangements & platforms 

Remote Accessibility 

2.2 Primary Components 

Radiation Generator - This device emits a directed beam of high energy ionizing radiation 
(of known intensity, Io (in photons/ sec), and spectral characteristics) and provides radiation 
containment. 

Shielded Housing - This vessel typically consists of a shielded, structural housing 
containing the associated holders and mounts required to locate and orient the radiation 
source. The housing may contain dielectric oil immersed components and be supported by 
an external heat exchanging / cooling system. 

Radiation Source - This component generates the radiation that will be applied for 
measurement. The source may be either natural (radioactive isotope) or artificial (X-Ray 
tube), and may project a radiation pattern that is sensitive to alignment with the housing 
aperture. 

Collimating Aperture - Radiation is emitted from the housing chamber through a sealed 
aperture in the form of a beam having a specific, semi-collimated optical geometry needed 
to support the form and geometry of the application and detector. The aperture is sealed to 
reduce the infusion of external contaminants and / or the escape of any (possibly 
pressurized) internally contained dielectric oil. 
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Shutter - This device provides a means of cutting off the radiation beam, making the 
radiation generator safe for handling and operations in the proximity. 

Standards Magazine - This device contains a group of precision (often NIST traceable) 
samples that can be introduced into the radiation beam (individually or in groups) to 
provide a means of measuring the emitted beam's intensity and spectral content for 
calibration and standardization purposes. (Howard, 1970) 

Material Under Measurement - For the purposes of this discussion, we will be considering 
flat rolled, sheet / strip products, composed of various metals (e.g., steel, aluminum, and 
copper / brass alloys, etc.) whose width is much larger than the nominal thickness. The strip 
may be stationary or moving at speeds exceeding 1500 meters/ minute. 

Detection System - Transmitted / scattered radiation, I (in photons/ sec), that results from 
the incident radiation, I , penetrating the strip, is collected and measured by this device, 

which is typically located above the strip and aligned to the optical axis of the radiated 
beam. The radiation generator's collimator and detector aperture are sized to provide the 
detector an optical over-containment of the transmitted beam. 

Detector - Collected incident radiation is converted to an electrical signal that is functionally 
related to the radiation intensity. Ion chambers and scintillation crystal / photomultipliers 
are often employed (Moore & Coplan, 1983). 

High Voltage Power Supply - Detector sensitivity (gain) is related to the applied potential. 
A high voltage power supply provides the detector potential with sufficient current capacity 
to provide the necessary charge recovery. 

Preamplifier - The feeble detector signal is amplified to usable amplitudes by a high gain, 
low noise electrometer / transconductance amplifier (Motchenbacher & Fitchen, 1973). To 
reduce signal noise and interference, it is desirable to place the preamplifier as close as 
possible to the detector and mounted in a shielded, hermetically sealed enclosure. 

Signal Processing - The amplified detector signal requires wide bandwidth signal 
processing (in both time and amplitude) to render a calibrated measurement of the intensity 
of the received radiation (i.e., related to material absorption / attenuation). This processing 
can be provided by discrete electronics and instrumentation, real-time digital signal 
processors or Field Programmable Gate Arrays (FPGAs). 

Thickness Rendering - This subsystem provides the final determination and distribution of 
the calibrated measurement of strip thickness. Calibration and alloy compensation curves 
reside in and are supplied by the System Supervisor. The measured thickness is typically 
transmitted via analog signals or high speed networked numerical data exchanges. 

System Supervisor - This subsystem oversees and coordinates the gauging system's control, 
measurement, calibration and operational activities, along with any operational interfacing 
to the mill / line control systems. 

User and Maintenance Interfaces - Depending on the nature and extent of the system's 
function, various forms of dedicated operator interfaces may be employed. The user 
interface can range from simple operator controls and data entry devices, to sophisticated 
interactive, graphical human machine interfaces (HMIs). The maintenance interface is 
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typically more sophisticated and provides detailed graphical information concerning the 
status, activity, calibration and performance data, along with trouble shooting and 
diagnostic assistance. 

Interfaces to External Control and Automation Systems - The gauging system must 
communicate and interact with the mill / line's related control, automation and high level 
production systems. Measured thickness indications are often transmitted as analog signals 
or numerically via dedicated network links. Set-up, operational and status data (i.e., 
nominal gauge sets, alloy / composition, profile / positioning, shutter, etc) are often 
exchanged via standard network, serial, or even discrete logic (BCD) interconnects. 

3. Ionizing Radiation and Radiation Generators 

Radiation is a generalized term used to describe a variety of energy forms that are emitted 
from a body. For the purposes of this discussion, we will focus on ionizing radiation which 
involves charged particles or electromagnetic waves possessing sufficient energy to dislodge 
strongly held electrons from atoms or molecules. 

3.1 Forms of Radiation 

Ionizing radiation comes in three(3) primary forms: (Halliday, 1955), (Kaplan, 1955) 

q-Rays - Alpha radiation involves accelerated helium nuclei, composed of 2 protons and 
2 neutrons. This particle has a high mass and a double positive charge. Due to its high 
mass, this form of radiation has low penetrating energy and a limited range. The primary 
source of formation is during the nuclear transformation process (radioactive decay), 
where a new element results. 

3-Rays - Beta radiation involves accelerated electrons (or positrons). These particles have 
a low mass and a negative charge (positive for positrons). Beta rays have modest 
penetrating energy (more than alpha particles), but can be stopped by metals a few 
centimeters thick. The primary source of formation is during the nuclear transformation 
process (radioactive decay), where a neutron is converted to a proton (which remains in 
the nucleus) and an electron and an antineutrino are emitted. Beta radiation can also be 
formed by an electron gun in the presence of high electric field potentials. 

Y-Rays - Gamma rays are high energy photon emissions (electromagnetic waves) (Kraus 
& Carver, 1973). Gamma radiation has high penetrating energy and is the primary form of 
radiation employed in strip thickness gauging systems. X-Rays are also a form of 
electromagnetic (gamma) radiation. Classically, Gamma Rays and X-Rays have been 
separated by their respective energy levels (with Gamma being of higher energy). 
However, a more common place distinction involves the means of their generation. We 
will examine the various aspects of these differences in the next section. 

In fact, there are many forms of radiation (when considering the non-ionizing form), which 
include: neutron or proton emissions, acoustic, low energy electromagnetic radiation (i.e., 
thermal, black body, light, radio waves), etc. These forms of radiation are not considered 
within the scope of this discussion. 
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3.2 Radiation Sources 

Radiation sources are components that generate radiation for application to the 
measurement process. To limit and direct this discussion, we will focus only on sources that 
produce high energy photons (electromagnetic waves or y-Rays). Although P-Ray sources 
are common, a vast majority of the industrial applications employ y-Ray emissions. As noted 
previously, it is necessary to draw specific distinctions between the forms of electromagnetic 
radiation, under consideration, in terms of their origins. 

3.2.1 Naturally Occurring Gamma Rays (Isotope Sources) 

Naturally occurring gamma rays are specifically produced by radioactive isotopes during 
the nuclear transformation process, where following the emission of alpha and / or beta 
radiation, the decaying nucleus releases excess energy (in the form of photons) to obtain an 
equilibrium (Halliday, 1955), (Kaplan, 1955). These photon emissions form very well defined 
spectral lines at specific energy levels and relative amplitudes (Halliday, 1955), (Graydon, 
1950). Common radioactive isotopes are: Americium 241, Cesium 137, Curium 244. Figure 
3.1 shows the spectral characteristics of photonic radiation released by the radioactive 
isotope Americium 241. 



Primary Radiation 


Type 


Energy 


Unit 


Relative 
Intensity 










Alpha 


5443 


(keV) 


84.5 


5435 


(keV) 


13 










Beta 


52 


(keV) 


<1 










Gamma 


13.9 


(keV) 


42 


26.3 


fkeV) 


2.4 


59.5 


(keV) 


35.9 



i 


i 




Radioactive Decay Based 
Gamma Radiation 


8 






/ Spectral Lines 


7 




13.9 


k eV / \ \ 


6 






1 59.5k eV 


5 










4 




Fixed Spectral Content 
and Intensities 






3 










2 






i 




1 






26.3k eV 




n 




1 1 I I 


1 III 


1 ► 



8k 9k 10k 12k 15k 20k 30k 60k 
Energy (eV) 
(a) (b) 

Fig. 3.1 - Spectral characteristics of the radioactive isotope Americium 241: a) Table defining 
the form of radiation emitted, the energy level and relative intensity, b) Spectral 
characteristics of the Gamma radiation components. 



3.2.2 Artificially Produced Gamma Rays (X-Ray Sources) 

X-Rays (in this context) are specifically generated by high energy, inbound electrons 
interacting with the inner shell electrons of an atom or the atom's electric fields. These 
interaction processes, shown in Figure 3.2, produce two distinctly different spectral 



emissions. 
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Fig. 3.2 - Nature of X-Ray generation via high energy electron interaction with a Tungsten 
atom based on a Bohr atomic model of the inbound electron interaction. 

Characteristic Spectral Lines - Here an inbound high energy electron has sufficient energy 
to dislodge an atom's inner shell electron, to the extent of either lifting it to an outer shell 
(excited state) or removing it from the atomic union (ionized state). The shell's vacated 
electron position is filled (almost immediately), by a loosely bound electrons from the outer 
shells, resulting in a release of energy (in the form of a high energy photon), corresponding 
to the binding energies of the shells involved. The energy released produces discrete, well 
defined recombinational spectral lines (Mark & Dunn, 1985). The general characteristics of 
these spectral lines are shown in Figure 3.3 for Tungsten. 

Bremsstrahlung Spectra - This spectral content develops when high kinetic energy electrons 
encounter the electric fields of the atom and are either decelerated or deflected from their 
previous trajectories (Halliday, 1955). The kinetic energy lost during this deceleration / 
deflection is emitted as electromagnetic radiation. An electron's inbound kinetic energy can 
be dissipated as X-Rays either entirely (in a single-stage nucleus encounter) or by several 
multi-stage encounters, each causing a different radiated energy. When an electron passes- 
by / interacts-with an atom, the proximity of its trajectory to the nucleus plays a direct role 
in the amount of energy dissipated. The probability of radiated energy dissipation elevates 
as the distance from the nucleus increases (i.e., larger distances from the nucleus induce 
weaker / more frequent radiation events, while shorter distances from the nucleus cause 
stronger / less frequent radiation events). The spectral content (shown in Figure 3.3) of the 
Bremsstrahlung component is not a discrete line spectra, but a continuum spanning the 
initial kinetic energy of the inbound electron (i.e., the maximum spectral energy equals the 
original kinetic energy of the electron) (Mark & Dunn, 1985). 
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Fig. 3.3 - Spectral characteristics of an 80kV electron beam bombarding and interacting with 
the atoms of a Tungsten target. 



3.3 Radiation Generation 

The Radiation Generator emits a directed, collimated beam of high energy ionizing radiation 
and provides protective radiation containment. When considering isotope source based 
radiation generators, these devices are very simple (I2S, 1992). They contain only a shielded 
housing, an isotope source cartridge / pellet, source holder, columating aperture and a 
shutter. Due to the rather simplistic nature of these generators, we will forgo discussing 
their associated details. 



3.3.1 X-Ray Generators 

X-Ray source based radiation generators are far more complex than their isotopic 
counterparts. In the most classical sense, X-Ray generators are based on the components 
shown in Figure 3.4 and discussed in the following: 
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Fig. 3.4 - Block diagram illustration of the basic components associated with an X-Ray 
Generator. 
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X-Ray Tube - An X-Ray tube is a vacuum tube that when energized emits a polychromatic 
gamma ray spectrum (Howard, 1970), (Moore & Coplan, 1983). The spectral range is a direct 
function of the applied tube potential, and the intensity of the radiation is a direct function 
of the applied tube current. Figure 3.5 provide a diagram showing the primary components 
of an X-Ray tube. 
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Fig. 3.5 - Simplified diagram showing the basic components of an X-Ray Tube. 



Tube Housing - The tube is typically constructed of a sealed, cylindrical glass or ceramic 
housing and maintains a vacuum. Depending on the aperture material / mounting 
arrangement and the anode heat sink configuration, the tube geometry may have extensions 
or added structures, and can be shrouded by a circulating fluid heat exchanger cooling 
jacket. 

Filament - This (typically) Tungsten coil is heated by a constant current source to 
temperatures that cause sufficient thermal excitation of the valence shell electrons to escape 
their atomic bonds and form a "cloud" of free electrons. 

Target - This (typically) Tungsten plate emits polychromatic X-Rays when its atoms are 
bombarded by a beam of high kinetic energy electrons. The target's active surface is 
typically angled to direct the radiation pattern toward the tube's aperture. The angle must 
be optimized to provide the desired radiation intensity while still maintaining a 
concentrating projection of the applied electron beam pattern. 

High Voltage Power Supply and Tube Potential - A high voltage, direct current (DC) power 
supply (often lOkV to 200k V) applies a precision regulated, potential between the filament 
(cathode) and the target (anode), to draw free, thermally excited electrons from the filament 
and accelerate them to their target impact energy, forming an electron beam. The beam's 
charge displacement forms a current across the tube (beam current). The power supply's 
current limits regulate the applied current / tube power. The high voltage electronics / 
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equipment is often immersed in a dielectric oil bath to provide insulation and allow for a 
more compact design. The high voltage power supply control and regulation are often 
provided by external equipment, possibly remotely located. 

Electrostatic Lens - The geometric arrangement of this component forms electric field 
patterns that focus the electron beam to a specific target impact spot geometry (Harting & 
Read, 1976). Figure 3.6 provides an illustration of the formed electric field lines, and their 
impact on the electron trajectory. 
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Fig. 3.6 - Block diagram illustration of the X-Ray Tube Electrostatic lens induced electric 
field lines and associated electron trajectory. 

Dielectric Oil - The X-Ray tube and the high voltage power components are often immersed 
in an oil bath to provide both a high degree of electrical insulation and also a tube heat 
dissipation capacity. 

Thermal Considerations - X-Ray tubes are highly inefficient, with only about 1% of the 
applied power being converted to X-Ray production. The remainder is converted to heat. 
Industrial X-Ray tubes are often immersed in an oil bath to dissipate the tube's thermal 
power. Depending on the tube power and the nature of the generator's housing, the 
generated heat may exceed the passive dissipation capabilities, thereby requiring an 
external, oil circulating, cooling / heat exchanging system. 

Radiation Pattern and Heel Effect - The target's emitted radiation pattern is dependent on 
the angular orientation of the target and the spot-size / geometry of the electron beam. 
Figure 3.7 provides insight into the nature of these radiation patterns and heel effects. The 
lobed radiation pattern is caused by the angle at which the photons emerge from beneath 
the surface of the target at the focal point. This causes a differential attenuation of the 
photons that will ultimately compose a useful, emitted beam. The resulting radiation pattern 
emitted through the tube's aperture has radial / transverse variations in intensity (often 
termed "heel effect"), (Mark & Dunn, 1985). 
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Fig. 3.7 - Illustration showing the varied intensity of the emitted beam associated with the 
geometry of the target, radiation pattern and location of the tube aperture window. 

Tube / Tank Assembly - This component of the generator housing provides a sealed vessel 
in which the dielectric oil bath is contained and the tube / high voltage power components 
are mounted. This assembly typically utilizes a lead intermediate liner for radiation 
shielding and often employs an insulating inner liner (e.g., polypropylene). 

Collimating Aperture - The geometry and location of this aperture (with respect to the X- 
Ray tube mounting and radiation pattern) defines the optical geometry and uniformity of 
the X-Ray generator's emitted beam. The aperture material will impact the radiated 
spectrum through energy dependent absorption and scattering processes. Depending on the 
nature of the tube / tank assembly and shielded housing, the aperture may be required to 
provide a fluid pressure seal to prevent dielectric oil seepage. 

Shutter - A retractable shutter (typically lead) provides the ability to suppress the X-Ray 
generator's emission, while still allowing the X-Ray tube to be energized (often the tube is 
kept active to maintain a thermal equilibrium). 

System Supervisor - This system component provides the desired references for the tube 
potential, beam current and filament current, and monitors the tube / tank status, 
temperature, etc. to control and oversee the generator's operations and performance. 

Spectral Characteristics of the Tube / Generator Emitted Radiation - Within the X-Ray tube 
housing, the polychromatic spectral content of the produced radiation is based on the target 
material's characteristic and Bremsstrahlung spectra (see Figure 3.3). Beyond the tube's 
aperture and the aperture of the generator's collimator, the spectral content is modified by 
the absorption and scattering behavior of the aperture materials (possibly fused silica, 
calcium fluoride, beryllium, polypropylene, etc.) and any intervening dielectric oil. This 
causes an attenuation of the lower energy regions of the emitted spectrum (see Section 4.2 
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concerning the energy dependencies of the Mass Attenuation Coefficient). The resulting 
spectrum contains a higher energy content, making the beam more penetrating (harder). 
Figure 3.8 provides example plots of spectral content of Tungsten target radiation 
attenuated by a glass window aperture for differing applied tube potentials. 
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Fig. 3.8 - Graphical representations of the spectral content of the radiation emitted from a 
Tungsten target X-Ray tube with a glass aperture window, showing the Characteristic and 
Bremsstrahlung radiation spectrum for 80kV and 40kV tube potentials. 

The key feature of this spectrum is the significant attenuation by the aperture window of the 
lower energy region (as noted by the diminished region of Bremsstrahlung radiation below 
20kV). It is important to note that the lower tube potential (40k V) does not provide an 
electron beam with sufficient kinetic energy to dislodge the target material's K shell 
electrons (indicated by the lack of K Series recombinational spectral lines). 

Controlled Variability of Tube / Generator Emissions - By varying the applied tube 
potential and beam current, the radiated tube / generator spectral content and intensity can 
be adjusted to meet the needs of the measurement application. Figures 3.9 and 3.10 show the 
reactions of the Bremsstrahlung radiation spectra to changes in the tube potential and beam 
current, respectively. 

Beam Hardening - This term traditionally describes the process of increasing the average 
energy of the emitted spectrum. This causes the resulting beam to have a greater penetrating 
capability. Beam hardening can be achieved through the used of selected pre-absorbers, 
whose spectral attenuation characteristics suppress lower energy regions (compare Figures 
3.3 and 3.8). This beam hardening effect can also be formed by increasing the applied tube 
potential. As shown in Figure 3.9, increasing the tube voltage causes the emitted spectrum's 
peak intensity to shift to higher energies. 
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Fig. 3.9 -Illustration of the Bremsstrahlung spectra behavior due to variations in the applied 
tube potential, while maintaining a constant beam current. This illustrates that an increase in 
the tube voltage causes a beam hardening effect, by shifting the spectrum's average energy 
to higher (more penetrating) levels. 
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Fig. 3.10 -Illustration of the Bremsstrahlung spectra behavior due to variations in the 
applied beam current, while maintaining a constant tube potential. 



4. Interaction of Radiation with Materials 

The collimated beam of radiation emitted by the radiation generator is directed (typically 
perpendicular) to one surface of the material. The incident radiation interacts with the 
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material's atomic structures and is either passed, absorbed, scattered or involved in high 
energy pair productions. The nature of this interaction is dependent on the spectral energy 
content of the applied radiation and the composition of the material. The resulting 
transmitted radiation appears as a dispersed beam pattern, having attenuated intensity and 
modified spectral content. 

4.1 Attenuation Effects Based on Form of Radiation 

The nature of the material interaction is dependent on the form and energy content 
(wavelength) of the inbound radiation. A number of processes are involved (e.g., collision, 
photoelectric absorption, scattering, pair production) and their cumulative effect can be 
characterized as an energy dependent attenuation of the intensity, and a modification of the 
radiated pattern of the transmitted beam (through scattering processes) (Kaplan, 1955), 
(Letokhav, 1987). 

q-Particles - Due to their dual positive charge and their relatively large mass, Alpha 
particles interact strongly (through collision processes) with the material's atoms and are 
easily stopped (Kaplan, 1955). 

3-Particles - Due to their physical mass and negative charge, Beta particles also interact 
through collision / scattering processes. Elastic and inelastic scattering processes are 
associated with manner in which inbound, high energy electrons interact with the electric 
fields of the material's atoms (Kaplan, 1955), (Mark & Dunn, 1985). 

Inelastic Scattering - A certain amount of the inbound radiation energy is dissipated 
through an ionization or excitation of the material atoms. Here, the inbound energy is 
sufficient to dislodge electrons from their shells, forming an ion, or shell electrons are 
excited to outer shells. Recombinational gamma spectra (electromagnetic) is produced and 
radiated in all directions, when the excited or ionized electrons fall into the inner shells. 

Elastic Scattering - This lesser (secondary) radiation tends to possess lower energy content 
and is also radiated in all directions. The radiation intensity is an increasing function of the 
material's atomic number. This attribute is well suited for measuring coating thicknesses on 
base materials (having different atomic numbers to the coating) via backscattering 
techniques. 

Y-Rays - Gamma rays (electromagnetic energy) are attenuated through reductions in their 
quanta energies, via the combined processes of photoelectric absorption, scattering and pair 
production (Hubble & Seltzer, 2004). The experienced attenuation is an exponential function 
of the inbound radiation energy spectra, and the material composition and thickness. This 
relationship makes this form of radiation an attractive choice for material thickness 
measurement via a knowledge of the applied radiation, the material composition and an 
examination of the resulting transmitted radiation. 

4.2 Mass Attenuation Coefficient 

The manner in which a composite / alloyed material responds to inbound photonic 
radiation can be characterized by the composite Mass Attenuation Coefficient (MAC), u/p, of 
its elemental constituents (typically with units of (cm 2 /g)). The MAC is a material density 
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normalization of the Linear Attenuation Coefficient (LAC), \x, where p is the density of the 
material (in g/cm 3 ), and the MAC is therefore an energy dependent constant that is 
independent of physical state (solid, liquid, gas). The reciprocal of the LAC, q, is often 
termed the Mean Free Path. The MAC is typically characterized as an energy cross-section, 
with the amplitude of attenuation being a function of applied photonic energy, (Hubble & 
Seltzer, 2004). Figure 4.1 provides a graphical representation of the MAC for the element 
Iron (Fe, Atomic No.: 26). Radiation attenuation is composed of five(5) primary processes: 
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Fig. 4.1 - Graphical representations of the Mass Attenuation Coefficient, (u/p), of the 

element Iron (Fe) as a function of the applied photonic energy. 

Photoelectric Absorption - This process is in effect at lower energies and involves the 
conversion of the inbound photon's energy to the excitation of the material atom's inner 
shell electrons (K or L), beyond their binding energies and dislodging them from the atom, 
to form an ion (Mark & Dunn, 1985). These free electrons (photoelectrons) recombine with 
free ions and radiate with a characteristic spectra of the material's constituent atoms 
(recombinational spectral lines). This radiation is emitted in all directions in the form of an 
X-Ray fluorescence (whose energy increases with atomic number). If the inbound radiation 
energy is below shell's binding energy, photoelectrons are not formed from that shell and an 
abrupt decrease in the material's absorption characteristics is noted (see the abrupt, saw- 
tooth absorption edge in Figure 4.1). 
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Incoherent Scattering (Compton Scattering) - This absorption process is in effect over a 
broad range of energies, and involves inelastic scattering interactions between the material 
atom's electrons and the inbound photonic radiation (Kaplan, 1955). The electrons are 
transferred part of the inbound radiation energy (causing them to recoil) and a photon 
containing the remaining energy to be emitted in a different direction from the inbound, 
higher energy photon. The overall kinetic energy is not conserved (inelastic), but the overall 
momentum is conserved. If the released photon has sufficient energy, this process may be 
repeated. The Compton scatter radiation has a directional dependency that results in 
radiated lobes of having angular intensity dependencies. 

Coherent Scattering (Rayleigh Scattering) - This absorption process is in effect in the lower 
energy regions, and involves the elastic scattering interactions between the inbound photons 
and physical particles that are much smaller than the wavelength of the photon energy, 
(Kaplan, 1955). 

Pair Production - This absorption process is in effect only at very high energies (greater than 
twice the rest-energy of an electron (>1.022MeV)), and involves the formation of electron 
pairs (an electron and a positron), (Halliday, 1955). The electron pair converts any excess 
energy to kinetic energy, which may induce subsequent absorption / collisions with the 
material's atoms. This absorption process occurs only at very high energies, and therefore 
has no practical application in the forms of thickness measurement considered here. 

The summation of these components forms the MAC and precision cross-section data is 
openly published as tabulated lists by the National Institute of Standards and Technology 
(NIST) (Hubble & Seltzer, 2004), for all the naturally occurring periodic table elements to an 
atomic number of 92 (Uranium). 

It is important to examine the nature of the material absorption characteristics within the 
region of radiation energy of interest (lOkeV - 200keV), see Figure 4.1. Here, the attenuation 
characteristics of the lower energy section is dominated by the Photoelectric absorption. At 
energies higher than about lOOkeV, Compton Scattering becomes the primary method of 
attenuation. 

Depending on the nature of a given element's atomic structure and atomic weight, the 
behavior of the MAC can vary widely. Figure 4.2 provides a comparative plot of four 
common elements, along with an indication of the energy level associated with the primary 
spectral line for Americium 241 (59.5keV). The key aspect of this comparison is the extent 
and energy regions involved in the differences in the attenuation characteristics. Carbon 
offers very little attenuation and only at low energies, while lead dominates the spectrum, 
especially at higher energies, illustrating its excellent shielding characteristics. Copper and 
iron have very similar behavior, and also show K Shell absorption edges at their distinct 
energies. The differences in attenuation between these metals appear to be relatively small, 
however, in the region about 60keV, copper has over 30% more attenuation than iron. 
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Fig. 4.2 - Graphical comparisons of the energy dependent MACs of differing materials and 

an indication of the location of 60keV incident radiation. 



4.3 Attenuation Characterization 

4.3.1 Monochromatic Beer-Lambert Law 

When monochromatic radiation of known intensity, I , is attenuated by the material, the 
relationship to the resulting, transmitted radiation, I, is an exponential function of the MAC, 
the material density and thickness, originating from the differential form: 



dl J dx 
= Lidx = — 

i q 

where 

|u - Linear Absorption Coefficient (LAC - subject to material density variations) 
q - Mean Free Path (MFP - subject to density material variations) 
x - Material Thickness 

Integrating Eq(4.1) results in: 



(4.1) 



I = I e^ = I e< 



(4.2) 



Expanding Eq(4.2) to employ the MAC, , produces the Beer-Lambert Law (Halliday, 1955), 
(Kaplan, 1955): 



I = I e^ 



T e q 

■i e 



(4.3) 
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where 

y - Mass Attenuation Coefficient (MAC), (cm 2 /g) 

p - Material density (g/cm 3 ) 

Figure 4.3 provides a graphical relations showing the nature of the exponential attenuation 
characteristics of a monochromatic incident radiation as a function of material thickness in 
terms of multiples of the material's MFP. 



Monochromatic Attenuation as a Function of the Material Thickness 
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Fig. 4.3 - Monochromatic exponential attenuation as a function of material thickness in 
terms of multiples of the material's Mean Free Path (q). 



4.3.2 Attenuation in Composite Materials 

When a material is formed by a combination of constituents (e.g., alloy), the weighted 
inclusion contributions of the individual components must be taken into account. The 
composite material's MAC is given by (Hubble & Seltzer, 2004): 



■» 



(4.4a) 



(l\ 



= 1 



W- 



<li 



(4.4b) 
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where 

■ The MAC of the i th constituent, of N total constituents 
w i - The decimal percentage of inclusion of the i th constituent 



i%\ 



Z w i = L ° ( 4 - 5 ) 

i=l 
The single element relationship of Eq(4.3) is therefore extended to the composite material: 



4.3.3 Polychromatic Dependencies of Attenuation 

The Beer-Lambert Law of Eq(4.3) (and Eq(4.6)) applies only to monochromatic radiation 
energy, however, typical radiation sources rarely emit purely singular energies (note the 
spectral content shown in Figures 3.1b and 3.6a. It is therefore necessary to extend the 
relationships Eq(4.3) and Eq(4.6) to include the polychromatic spectral content of the applied 
and transmitted radiation, along with the energy cross-section of the MAC. This is provided 
through the inclusion of the wavelength (energy) dependency of these components. 



^ px =i„a)e"^ 



I(X) = Io(X)e^ > =Io^)e qW (4.7) 

The use of wavelength, as opposed to energy is purely for convenience, and Eq(4.7) can be 
extended to include the effects of composite materials, Eq(4.4) and Eq(4.6). Figure 4.4 
provides graphical examples of how the incident radiation amplitude and polychromatic 
spectral content is attenuated / modified by its interaction with material. It's interesting to 
note that manner in which lower energy region attenuating characteristics of the material 
under measurement causes a beam hardening effect on the radiation available to the 
detector (note the higher average energy level in Figure 4.4b compared to 4.4a). 

5. Radiation Detection / Measurement 

Attenuated / scattered, polychromatic radiation, l(X), that results from interaction with the 
material, is collected and measured by a detector aligned with the optical axis of the 
generator's radiated beam and has an aperture sized to over-contain the transmitted beam. 
The detector produces a signal that is functionally related to the total received, 
polychromatic radiation energy within the spectral bandwidth of the detector's sensitivity. 

I D ~ JD(X) I (X)e"^ PX dX = JD(X) I (X)e^dX (5.1) 

where 

I D - The detector's response / measurement signal 

D(X) - The detector sensitivity (a function of wavelength / energy) 
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Fig. 4.4 - Graphical before-and-after comparison of the amplitude and polychromatic 
spectral modifications of differing sources of incident radiation's interaction with material: 
a) MAC cross-section of Iron overlaid with the inbound spectral content of both the 
Americium 241 spectral lines and 80keV X-Ray Bremsstrahlung radiation, b) Transmitted / 
attenuated spectral content resulting from material interaction. 
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There are many types of detectors, and we can generally classify them in terms of the nature 
of their responses to incident radiation. 

Ionization Methods - This includes a large class of detectors that respond to incident 
radiation as a function of the level of ionization occurring within them (Moore & Coplan, 
1983). These include: ion chambers, proportional counters, Gieger-Muller counters, cloud 
chambers, spark chambers, fission chambers and certain semiconductor devices. 
Molecular Excitation and Dissociation Methods - This includes detectors that respond to 
incident radiation as a function of the molecular excitation and dissociation, along with a 
certain degree of ionization (Moore & Coplan, 1983). These include: scintillation counters, 
chemical dosimeters and optical properties based systems. 

To narrow the focus of this discussion, we will focus on the examinations of ion chamber 
and scintillation based detectors. 



5.1 Ionization Chamber Detectors 

Ionization chambers (ion chambers) consist of a media (usually gas) filled chamber 
containing two(2) charged electrodes, (Halliday, 1955), (Kaplan, 1955), (Moore & Coplan, 
1983). The chamber aperture may consist of a sealed window made of a material that either 
efficiently passes or possibly attenuates the incident radiation, depending on the planned 
range of radiation intensity. The chamber geometry is typically organized to accommodate 
the application, generally in the form of a cylindrical arrangement. 

5.1.1 Ionization Processes 

Depending on the intended radiation form, photons or other charged particles (neutrons, 
electrons, etc.) enter the chamber aperture and transit through the media, where they 
interact with the atoms forming the media. Depending on the circumstances, these 
interactions can strip-away electrons from the outer shells of the media, thereby forming ion 
/ free-electron pairs (ion pairs), via direct or indirect ionization processes. The energy 
required to form an ion pair is often termed the ionization potential (which is typically on 
the order of 5-20eV) (Graydon, 1950), (Letokhav, 1987). 

Direct Ionization - Charged particles (alpha or beta) passing through the media may either 
collide with the electrons of media atoms, and impart sufficient kinetic energy eject them 
from the atom, or they may transfer sufficient energy by their interactions with the atom's 
electric fields when passing close to a media atom. If these energy transfers do not exceed 
the electron binding energy (and therefore do not eject the electron), the atom is left in a 
disturbed / excited state. 

Indirect Ionization - Gamma radiation (photons) passing through the media interact with 
the media atoms and form ion pairs through a photo ionization process, where the photon 
energy is transferred to the electron's kinetic energy. If this energy exceeds the electron 
binding energy, the electron is ejected (forming an ion pair). Photons possessing energies 
not sufficient to form ion pairs are either scattered or absorbed by the atom, leaving it in an 
excited state. 
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The number of ion pairs formed within the media is a function of the incident radiation's 
energy cross-section / spectrum and the nature of the media composition. In most 
substances, the energy lost in ion pair formation is larger than the ionization potential, 
which reflects the fact that some energy is lost in excitation. 

5.1.2 Gas Filled Ion Chambers 

The classical arrangement for an ion chamber is based on a hollow, sealed, gas filled (i.e., 
Xenon, Argon, etc.), conductive cylinder, typically having an aperture window of a selected 
material and a conductive filament positioned along the cylindrical axis, insulated from the 
cylinder's walls (Moore & Coplan, 1983). The dual electrode arrangement is formed by 
positively charging the filament (anode) and negatively charging the cylinder wall 
(cathode), through the application of a high voltage / potential (which produces an electric 
field within the chamber). Figure 5.1 provides a diagram showing the primary components 
of a gas filled ion chamber and the processes involved in its radiation detection / 
measurement process. 



Filament Collected 
Electrons Form 
Anode Current 



Electrometer 

Pre-Amplifier Amp|ified Signa| 
Related To 



Unexcited 

Fill Gas 

Atom / Molecule 

Inbound 
Photon 

Photon Interaction 

orColision 

Ionizes Fill Gas 

Atom / Molecule 



Energetic Free 

Electron Drifts 

in Electric Field 

Towards Filament 




Free Electrons 

Are Accelerated 

Toward The Filament 



Incident Radiation 
(energetic photons) 

(a) (b) 

Fig. 5.1 - Diagram showing the primary components of a gas filled ion chamber: a) Vertical 
cross-section view of the ion chamber components and processes involved in radiation 
detection / measurement, b) Cylindrical cross-section view showing the voltage applied 
electric field lines and associated equi-potential surfaces. 



As radiation passes through the ion chamber's gas media, ion pairs are formed (by the 
processes mentioned above). The ionized gas atoms and free electrons drift and accelerate 
toward their respective electrodes. The speed (kinetic energy) at which these ion pairs 
migrate is a function of the chamber's electric field and composition / pressure of the media 
gas. The low mass of the free electrons causes them to move at much faster speeds toward 
the central filament. 
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The electrons (charge) collect on the anode filament, inducing a voltage change / current 
flow in the external circuitry connected to the anode, resulting in a pulse-like waveform. The 
amplitude of the pulse is dependent on the number of electrons collected by the filament. 
Although feeble (as low as tens of femto amperes), these currents can be detected and 
measured by electrometer class, transconductance amplifiers (Motchenbacher & Fitchen, 
1973). 

The amplitude of the filament current (for a given intensity of incident radiation) is a 
function of the applied chamber potential and the composition / pressure of the gas media 
(Moore & Coplan, 1983). Figure 5.2 provides a graphical description of filament pulse height 
as a function of chamber voltage. 
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Fig. 5.2 - Behavior of the filament current pulse height as a function of applied potential, for 
a given constant intensity, incident radiation. This graph also shows the various regions of 
ion chamber operations. 

Recombination Region - The chamber potential is relatively low, and the resulting electric 
field induced forces on the ion pairs (which draws them to the electrodes), is also low. The 
speed of electron drift toward the filament (anode) is slow, exposing some free electrons to 
high probabilities of being captured / neutralized by ions, before reaching the filament. 
Therefore, not all radiation induced ionization events are evidenced by the filament current. 
As the voltage is increased, the speed of drift also increases, and the probability of electron / 
ion neutralization diminishes, causing larger anode currents to be generated. 

Ion Chamber Plateau - As the chamber potential is raised further, the rate of ion pair drift 
begins to reach speeds where the probability of neutralization (through recombination) is 
negligible. Essentially all of the free electrons formed by incident radiation ionization are 
collected at the filament. Here, the pulse amplitude levels-off, the anode current reaches a 
maximum value (for a given incident radiation level) and both no longer vary as functions 
of the applied voltage. This maximized filament current is often termed the saturation 
current, whose amplitude is dependent on the amount of received radiation. It is important 
to note that the formed free electrons gain energy as they drift and are accelerated by the 
electric field. In this voltage range, the electrons do not gain sufficient energy to induce 
subsequent ionization processes. If electron kinetic energies were to exceed the binding 
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energies of the gas atoms, then there would be an increase in the filament current, due to an 
effective increase in the gas amplification factor. 

Proportional Region - With increasing chamber potential, the ion pair's kinetic energies are 
also increase (primarily noted by the speed of the free electrons). Here, these energies now 
exceed the gas atoms' binding energies, allowing the primary ions to generate secondary 
ions. This causes an amplification effect in the filament current. The electric fields are very 
concentrated local to the filament, and therefore the formation of secondary ions often 
occurs in the vicinity of the anode, and may induce additional orders of ion formation 
(essentially an avalanche behavior). 

Geiger-Muller Plateau - As the chamber potential is raised further, electron drift speeds 
(kinetic energies) reach levels that generate photons as part of the secondary ionization 
processes. These emitted photons induce further ionizations to form throughout the entire 
chamber media. When operating in this region, it is not uncommon to augment the 
chamber's media with getter gasses (e.g., halogen) to provide a means of artificially 
quenching the high energy ion pairs, before secondary ionizations occur. When ion pairs 
encounter the getter gas molecules, they release certain levels of their energies to the 
molecules, then proceed with their drift trajectories at kinetic energies below the ionization 
potential of the base media. The resulting chamber behavior is highly responsive (fast), 
while also maintaining filament current proportional to the incident radiation intensity 
without a significant impact of secondary ionization effects. 

Continuous Discharge - Beyond the Geiger-Muller region, the chamber potential reaches a 
level were the radiation induced ionization processes spontaneously erupts to form a 
sustained, non-dissipating plasma. The filament current can be significant (approaching the 
current limit of the high voltage power supply) and can damage sensitive external 
electronics / instrumentation. Under certain conditions, the chamber may experience 
"arching" discharges between the electrodes due to plasma associated changes in the 
media's dielectric properties. 

5.2 Scintillation Based Detectors 

Scintillation based detectors are a family of devices that employ a front-end sensor whose 
molecules have the property of luminescence (typically in the visible range) when exposed 
to ionizing radiation (Moore & Coplan, 1983). When incident radiation interacts with the 
sensor's molecules, the molecules absorb the inbound energy and enter an excited or ionized 
state. Upon neutralization or relaxation, the molecules emit a characteristics spectra 
associated with the recombinational spectral lines of the molecules / atoms. These fixed 
spectral emissions appear as momentary "flashes" of scintillating light (often in the visible 
range). 

If the recombinational emissions occur immediately following the absorption of the inbound 
radiation energy (< 10 pico seconds), the resulting luminescence process is termed 
fluorescence. If the recombination / relaxation occurs following a discernable delay, the 
process is termed phosphorescence or after-glow. 

The front-end scintillation sensor is typically composed of a inorganic compounds (e.g., 
Sodium Iodide, Bismuth Germanate) or an organic fluid, having high quantum efficiencies. 
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The quantum efficiency is associated with the density of electrons in the compound's 
molecules / atoms, generally due to high atomic number of the elemental constiuents. 
Perhaps the most widely used scintillation compound is Sodium Iodide activated with metal 
ions in Thallium, Nal(Tl). 

5.2.1 Scintillation Crystal / Photomultiplier Tube 

A classical scintillation based detector involves the pairing of a Sodium Iodide crystal with a 
photomultiplier tube (PMT) (Moore & Coplan, 1983), (RCA, 1963). Figure 5.3 provides an 
illustration of this arrangement, the primary components. 

Radiation incident to the Sodium Iodide crystal induces a scintillation luminance in the form 
of characteristic, recombinational spectral emissions, with intensities proportional to the 
intensity of the inbound radiation. This scintillated light is transmitted-to and strikes the 
PMTs photocathode, forming free electrons as a consequence of the photoelectric effect. 
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Fig. 5.3 - Diagram showing the primary components of a scintillation detector based on a 
Sodium Iodide crystal paired with a photomultiplier tube: a) Primary components and 
illustration of the electron multiplying effect, b) Electrical schematic of the PMTs dinode 
chain. 



The photoelectrons depart the photocathode with a kinetic energy related to the energy of 
the incoming photon (reduced by the losses of the work function of the photocathode). The 
PMTs photocathode and electron multiplying dynode chain are charged with progressively 
more positive voltages, generating an electric field that draws and accelerates the free 
electrons from the photocathode, to the dynode chain. An electrostatic lens group is often 
employed to focus / direct the photoelectrons onto the surface of the first dynode. 
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The accelerated photoelectrons impact the first dynode (at a relatively high energy), and 
release a group of lower energy electrons (by the process of secondary emission). This group 
of lower energy electrons are accelerated towards the next dynode, where their increased 
kinetic energy, releases more electrons (an electron multiplication effect). The organization 
of the dynode chain causes a cascading / ever-increasing number of electrons to be 
produced at each stage. The multi-stage / multiplied electrons reach the anode (final stage) 
with a large charge accumulation, which results in a large current pulse that is directly 
related to an arrival event of a scintillation photon at the photocathode. 

The anode current can be collected and assessed in several ways. For ultra-low radiation 
intensities (i.e., < 1000 events per second), the individual photon encounter event is directly 
related to an anode current pulse. Pulse discrimination and counting methods can be 
applied to measure the broad spectrum radiation intensity. Alternatively, pulse height and 
height distribution analysis can be employed to measure the radiation cross-section. 
Typically, the radiation source and measurement system are designed to induce a 
sufficiently large intensity of inbound radiation, that the resulting anode waveform is a near 
continuous current. Here, electrometer class, transconductance amplifiers (Motchenbacher 
& Fitchen, 1973) are applied to create usable signal levels in subsequent signal processing 
stages. 

6. Rendering a Thickness Measurement 

The primary function of the systems under consideration, is to render a measurement of the 
material thickness. Fundamentally, this involves the rearrangement of the complex 
relationship of Eq(5.1), to isolate "x", the material thickness. This is a non-trivial exercise 
and is not well suited for this level of discussion. However, it is possible to examine the 
simplified case for monochromatic incident radiation. Returning to Eq(4.3), and assuming 
the detector signal, Id, is directly related to the transmitted radiation intensity, we have: 



l D ~l e [ ») =I < 



(6.1) 



Isolating the material thickness, x, and considering the calculated value to be an "estimate" 
of the thickness, x , based on the available knowledge of the alloy and generated radiation, 
Io, results in: 



x M = *~ - 



P 



Iln 



= q(ln(I )-ln(I D )) (6.2) 



The rendered thickness measurement, Xm, is the final indication of the absolute thickness, 
expressed in a chosen engineering unit of measure. Perhaps the most daunting issue that 
confronts rendering the thickness measurement, is having sufficient knowledge of the alloy 
or constituents that form the material, and make-up the Mass Attenuation Coefficient 
(MAC) energy cross-section. Minor variations in the understood versus the actual MAC can 
have dramatic effects on the quality / accuracy of the measurement. 
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6.1 Signal Processing and Data Flow 

The digital signal processing sequence that is typically involved in rendering the thickness 
measurement is shown in Figure 6.1. 

Front-End Analog Signals - The detector signal is amplified by an electrometer class pre- 
amplifier. It is important that this signal set be carefully shielded to prevent interference 
from external electrostatic noise sources. Often, the detector and pre-amplifier are located 
within the same shielded housing. The pre-amplifier is band-limited to provide a degree of 
noise suppression without compromising the temporal dynamics of the material under 
examination (often the material is in a transport condition with speeds up to 1500 meters / 
minute, and it is necessary to be able to accurately track thickness variations evolving over 
50mm segments (2 millisecond period - 1000Hz minimum Nyquist BW). 
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Fig. 6.1 - Simplified block diagram showing a typical digital signal processing sequence for 
thickness rendering and the transmission of the measurement signal to other systems. 



Analog / Digital Conversion (A/D) - The analog pre-amplifier signal is digitized to a 
numerical form with high resolution (16 bits or greater). It is desirable that this conversion 
be performed as close as possible to the pre-amplifier to minimize signal runs (length) and 
the influence of external noise sources on the analog measurement signal. It is not 
uncommon to locate the A/D converter in close proximity to the detector / pre-amplifier 
housing (thereby minimizing analog signal runs). The digital / numerical representation of 
the measurement signal can then be transmitted large distances via noise immune 
techniques. Typical sampling periods are on the order of 250 microseconds, however slower 
or faster rates are well within the capabilities of the electronics, and primarily application 
dependent. 
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Signal Integration - The numerical measurement signal is integrated over a fixed time 
interval (typically through simple averaging or low pass filtering methods) to maximize the 
signal to noise ratio, prior to further signal processing (Bose, 1985). The bandwidth / 
windowing characteristics of this stage must be selected to not impact the bandwidth of the 
measurement of the fundamental process (actual material thickness temporal variations). 

Normalization - To maximize the signal's dynamic range, the integrated signal can be 
optionally normalized to a standard signal level framework (often associated with the 
numerical representation of subsequent signal processing components). 

Linearization - Any non-linear aspects of the detector's response characteristics are removed 
to provide a well defined linear relationship between the measured radiation intensity and 
the numerical measurement signal. 

Scaling - The numerical measurement signal is be converted to engineering / radiometry 
units from which calibrated adjustments and standardized material / radiation 
characteristics can be applied. 

Calibrated Corrections - This signal processing component often involves the most complex 
mathematics and numerical methods. The characteristics of the material composition and 
the radiation source are considered in rendering an initial assessment of the material 
thickness. 

Ambient & Air Gap Corrections - The initial thickness measurement is adjusted to correct 
for ambient conditions (primarily the air gap temperature and the material temperature) 
and for known variation in the pass-line. The output signal from this stage is the 
fundamental thickness measurement. Any subsequent processing of this signal is associated 
with application specific requirements and compensations. 

Noise Filtration - This optional, switchable, programmable filtering stage is applied to 
situations where expected or unavoidable process related conditions may increase the 
uncertainties in the measurement accuracy. The nature and operation of this filtration is 
purely situation dependent and can be as simple as a reduction in the measurement 
bandwidth, to a sophisticated multi-variable compensation specific to a characterizable 
disturbance (e.g., uncertainties due to pass-line variations associated with the vertical 
displacement of vibrating strip), (Bose, 1985). 

Windowed Sliding Averaging - This optional signal processing is applied to provide a 
specific waveform shaping of the measurement signal. This can be employed to assist 
downstream / related control equipment in compensating for certain process dynamics, 
(Bose, 1985). 

Time Constant Adjustment - To external equipment / observers, the overall measurement 
system provides an estimate of the material thickness having a programmable, specifiable 
bandwidth and / or first-order, step function response. Although the fundamental 
measurement signal may have a relatively wide bandwidth, external equipment may have 
lower bandwidth input and / or anti-aliasing requirements. This final stage of filtering 
provides and output signal that corresponds to the bandwith / step function time constant 
requirement of the external equipment. 
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Deviation Determination - The rendered signal, Xm, provides an indication of the absolute 
material thickness, X. External equipment (e.g., Automatic Gauge Control (AGC) systems, 
Statisical Process Control (SPC) recorders, etc.) may require the measurement system output 
signal in terms of the Deviation, AX M , about a Nominal Set Thickness, X No m. 

Signal Distribution - The final measurement signal is provided to external equipment via a 
variety of means. Analog signal representations can be generated to support legacy class 
systems. Networked interface can provide fully numerical measurement and status data. 
Display systems ranging from simple metering to sophisticated Graphical User Interface 
(GUIs) and visualization can be provided to human operators. The measurement system can 
also provide a variety of internal function based on the final measurement signal (including 
FFTs, SPC, performance monitoring, status reporting, etc.). 

6.2 Characterizing the Measurement Signal 

The rendered measurement signal can be transmitted and provided over a number of media 
and a broad range of formats. At their root, at the completion of the measurement process, 
the instrument forms a final determination of the material thickness, Xm- 

This measurement signal is an indication of absolute thickness, expressed in a chosen 
engineering unit of measure. The measurement value resides in an internal memory register 
(possibly fixed or floating point). The value is presented in a number of significant digits, 
functionally related to the instrument's finest resolution. The signal will operate as a discrete 
time numeric and be updated at a high frequency. 

6.2.1 Signal Formats 

There are two (2) primary formats involved in measurement signal transmissions and 
displays (both graphical and numerical): 

Actual Value - This involves the direct transmission of the unipolar material thickness 
measurement, Xm, in either absolute engineering units or as a percent of Full Scale Range 
(FSR). When considering analog signals, this format is often expressed in terms of 
thickness per volt (0.50 mm/ volt for a 5mm FSR on a 0-10 volt output range) or percent 
per volt (0-10 volts equals 0-100% of the FSR). This programmable scaling factor can be 
adjusted to suit the application of the receiving equipment. 

Deviation Value - This involves the transmission of a bipolar deviation signal, AXm, about 
a nominal thickness value, XNom, and is provided in either engineering units or a percent 
of the deviation range. The sum of these signals being the actual thickness value, Xm. The 
deviation signal is developed as follows: 

AX M =X M -X Nom (6.3) 

The nominal thickness is typically provided as an operating set-point issued by the end- 
user / operator or by an overseeing automation system. This arrangement is often 
preferred when providing thickness readings to thickness control systems (AGC) or 
quality control / tracking systems (SPC), since the signal accuracy and resolution can be 
greatly increased. When considering analog signals, this format is often expressed in 
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terms of thickness per volt (25 urn/volt for a +/-0.250mm FSR on a +/-10 volt output 
range) or percent per volt (+/-10 volts equals +/-100% of the deviation's FSR). This 
programmable scaling factor can be adjusted to suit the application of the receiving 
equipment. 



6.2.2 Time Response Characterization 

The temporal behavior / performance of the measurement signal is classically characterized 
in terms of a 1 st order step response, with the time constant being the key indication of 
merit. Typical time constants range from 5-200 milliseconds, depending on the accuracy and 
dynamic response requirements of the application. Most high performance cold rolling and 
strip processing applications involve time constants on the order of 5-20 milliseconds. 
Figure 6.2 provides a graphical representation of the time evolution of a classical 1 st order 
step response. 

"Classical" 1st Order Step Response 




Time (time constants) 

Fig. 6.2 - "Classical" 1 st Order Step Response and associated parameters. 
The factors (from Figure 6.1) that contribute to the time constant are: 

• Pre-Amplifier Band-Limiting Filtration 

• Signal Integration / Time Averaging 

• Specific Noise Filtration 

• Windowed Averaging 

• Direct Time Constant Filtration 

• Application's Dynamic Response Requirements 

• Application's Noise Level and Accuracy Requirements 

Realistically, the actual gauging system time response characteristic are more complex and 
tend to contain higher order dynamics introduced by the signal processing and filtration 
activities. Specific characterizations of the time response are provided in international 
standards (IEC, 1996). 
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Regardless of the signal amplitude resolution, the temporal resolution of the signal's 
updates plays a key role in the quality and apparent continuity of the provided 
measurements. Figure 6.3 provides a graphical comparison of the signal fidelity for different 
signal update rates. 
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1st Order Step Response - Low Speed Update 
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(a) 



1st Order Step Response - High Speed Update 

[0.50msec Update Period] 




15.0 20.0 25.0 30.0 35.0 
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(b) 
Fig. 6.3 - Comparison of the influence of update rates on the "fidelity" of the measurement 
signal having a 5.0 millisecond time constant: a) Time response involving a 2.00 millisecond 
update period, b) Time response involving a 0.50 millisecond update period. 
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Beyond the rather crude and abrupt behavior of the slower update signal (see Figure 6.3a), 
this behavior also introduces a notable phase lag. Downstream systems may require a 
knowledge of this phase lag to take the necessary compensating actions. 

It is possible to further extend the evaluation of the specific time response characteristics to 
more realistic strip processing through spatial wavefront analysis (I2S, 2004), to account for 
the passage of abrupt or non-uniform thickness variations through the fast moving strip's 
beam intercept area (typically circular with a 25mm diameter). However, these subjects are 
beyond the scope of this discussion. 

6.2.3 Measurement Performance Indicators 

Accuracy, precision, resolution, repeatability and reproducibility are key terms in 
specifically describing the fundamental measurement characteristics of the instrument. 
There are many good sources defining and describing the various aspects of measurement 
performance (Cooper, 1978) (IEC, 1996) (Nyce, 2004). For the purposes of these discussions, 
we will concern ourselves with only certain fundamental indicators. 

Accuracy - The degree of conformity of a measured or indicated quantity to the actual (true) 
value. This performance measure is typically expressed as a combination of relative 
uncertainty and / or absolute uncertainty, in terms of a standardized engineering unit. 

Accuracy: +/-0.1% of the nominal thickness or +/-0.50um, which every is 
greater, with all alloy compositions resolved and calibrated. 

This indication can be based on a statistical sense (2a - 95.4% of readings) or as a bounding, 
worst case condition. 

Precision - A measure of the degree to which successive measurements differ from one 
another, over a certain time interval (typically minutes), given the same condition and 
operating in the same environment. Precision is typically expressed as a combination of 
relative uncertainty and / or absolute uncertainty, about a nominal operating point, in terms 
of a standardized engineering unit. 

Precision: +/-0.1% of the nominal thickness or +/-0.50um, which every is 
greater, in a statistical sense (2a - 95.4% of readings) 

This is often described in terms of a statistical noise envelope of uncertainty associated with 
any measurement, and the specifications may include an admissible time interval between 
the measurements and the last standardization. 

The definitions of accuracy and precision are often a point of unnecessary confusion and 
conflict. Figure 6.4 provides an illustration of typical time evolution and amplitude 
distribution of a thickness deviation signal. Figure 6.5 provides a simple depiction of 
accuracy and precision when the measurement system's, instantaneous uncertainty 
characteristics. Figure 6.6 extends these concepts to illustrate the implications of the various 
combinations of good and bad, accuracy and precision. When formulating or assessing these 
measures of performance, it is important to grasp the specifics and relevance of their 
indications with respect to the application requirements. 
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Fig. 6.4 - Illustration of the time evolution and amplitude distribution of a typical thickness 
measurement deviation signal. 
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Fig. 6.5 - Fundamental definition and concepts of accuracy and precision, when the 

measurement uncertainties can be characterized as a white noise having Gaussian 

amplitude distribution. 



Continuing with the definitions: 

Repeatability - The closeness of agreement among the results of a number of successive 
measurements taken for the same value of input under the same operating conditions, 
over a specific interval of time (often minutes). The standard deviation, a, of the set of 
repeatability measurements (often the 2a indication) is typically used as a measure of 
precision (see above). 
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Accurate / Precise 



Accurate / NOT Precise 





NOT Accurate / Precise 



NOT Accurate / NOT Precise 






Fig. 6.6 - Comparison of the nature and behavior associated with data having differing 
levels of accuracy and precision. 

Reproducibility - The closeness of agreement among the results of a number of successive 
measurements taken on the same instrument for the same value of input under the same 
operating conditions, over an extended interval of time (often hours or days). This means 
the degree to which a measurement can be replicated independently. This term can be 
extended to include multiple independent instruments (possibly of the same model or 
method), to characterize the similarity of measurement s taken (by a product line). 
Essentially, reproducibility is a bounding envelope, constraining the variability of the 
accuracy and precision of the instrument, over extended time intervals (see Figure 6.5). 
Therefore, the instrument's reproducibility is subject to influences of accuracy and 
precision / noise issues. Reproducibility is typically expressed as a relative or absolute 
variability bounds and may be based on the standard deviation (often the 2a indication) 
of the set of measurements taken over extended periods of time, or a worst case bounding 
condition. 

Reproducibility: +/-0.05% of the nominal thickness or +/ -0.25 urn, which every is 
greater, with all alloy compositions resolved and calibrated. 

It can also be applied as a permissible range of variability of the mean of the set of 
repeatability measurement groups taken over long periods of time or on different / 
independent instruments. 

Drift - This describes the variance of the mean of a set of successive groups over a period 
of time, and serves as a measure of instrument stability. Drift is typically expressed as a 
relative or absolute variability bound, often as a worst case bounding condition over an 
interval of time. 



Drift : +/-0.1% of the nominal thickness over an 8 hour period 

Drift variances are usually determined from an assessment of the mean of repeatability 
measurements taken at specified intervals of time, and evaluated for long term trending 
behaviour. 
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Resolution - The smallest change of the quantity being measured to which the instrument 
will respond and a change in the measurement signal can be observed or detected. 
Instrument resolution is related to the precision at which the measurement was made and 
to the Minimum Detectable Signal (Motchenbacher & Fitchen, 1973) which is typically 
defined as twice the system noise level (precision). Resolution can also be defined in terms 
of the quantization or significant digits of the numerical representation (i.e., 16 bit 
resolution or 6 significant digit display) over a specific operating range. This infers a Least 
Significant Bit (LSB) / single digit quantization, which may be misleading and have no 
relationship to the actual instrumentation resolution. Resolution differs from 
quantization, in that quantization is a mapping process from a continuous range of values 
to a discrete set of values having a minimum quanta (LSB). 

Linearity - This closeness that the calibrated, standardized instrument approximates a 
straight line response over a specified measurement range. Linearity is typically 
expressed as an absolute or relative indication of the maximum differences between the 
instrument's readings and the actual values, over a measurement interval. 

Linearity : +/-0.1% of the FSR over a +/-1.0 mm range from the standardized 
nominal thickness 

Some instruments operate in a narrowly defined region of the overall range of 
measurement capabilities. Here, linearity also provides an indication of the breadth of the 
localized measurement range, before a distortion appears on the instrument's output. 

7. System Sensitivity Characteristics and Relationships 

When assessing a measurement produced by these forms of instruments, we must be 
cognizant of the many influences that can distort or corrupt the accuracy or quality of the 
measurement. 



7.1 General Sensitivity 

For a constant incident radiation intensity of, I , the general sensitivity is defined as the 
relative variations in emitted beam intensity, I, corresponding to the relative variations in 
the material thickness, x. 

dl 

b " dx 
x 



(7.1) 



From Eq(4.1) we have: 
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In making S as large as possible, we see that there are two (2) possible degrees of freedom. 

• Increasing the attenuation by operating at lower energy levels 

• Operating at the maximum thickness the instrument can measure. 

In practice, the choice of the thickness range and the operating energy is based on the 
application and instrument characteristics. 

7.2 Statistical Noise 

The random behavior of the atomic transformation process (fundamentally Poisson 
statistics) and the random nature of X-Ray photon emissions from electron beam formation 
and bombardment (primarily a function of micro fluctuations in filament temperature and 
current, like a shot noise) can be characterized as a zero mean, white noise superimposed on 
the measured signal. The standard deviation of a monochromatic noise function, when 
measured over a given integration time, Ax , can be characterized by : (Motchenbacher & 
Fitchen, 1973) 

a(I)_ K 



I VAt~J 



(7.4a) 



g(I) = K J-L (7.4b) 

V Ax 

where K is a constant. When considering the effect of this noise on the measurement signal, 
x , can be obtained from combining Eq(7.1) and Eq(7.3) 
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As a consequence, the relative statistical variation in the measured thickness can be 
provided by: 
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Combining Eq(6.1) 
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(7.7) 



Figure 7.1 provides a graphical comparison of the relative statistical measurement noise for 
various integration time intervals. The important aspects of this figure are the integration 
time independent, noise minimum at the optimal thickness of: 

Xop,=2q (7.8) 

Noise associated with shorter Mean Free Paths have reciprocal behavior, while longer paths 
have exponential characteristics. Also important is the elevation of the noise function as a 
function of the reciprocal of the square root of the integration interval. 



Radiation Transmission-based Thickness 

Measurement Systems - Theory and Applications to Flat Rolled Strip Products 



141 



Relative Statistical Measurement Noise 
- Monochromatic Radiation : Varied Integration Intervals - 




Thickness (Mean Free Paths - (x/q)) 

Fig. 7.1 - Comparison of the relative statistical measurement noise for monochromatic 
radiation as a function of the Mean Free Paths of thickness, for various integration times. 
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Fig. 7.2 - Comparative plot of the actual noise functions (2a of the nominal thickness) of a 
monochromatic 1.0 Ci Americium 241 source applied to NIST Traceable samples of know 
steel and copper alloys, for a 25 msec integration period. This plot includes the noise 
function of an X-Ray based instrument (operating with a 10 msec integration period) 
employing tube potential adjustment to maintain a constant signal-to-noise ratio for 
thicknesses above 0.5 |um. 
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The relationships of Eqs(7.4) through Eq(7.8) are associated with monochromatic radiation, 
and therefore are suitable for characterizing isotope sources (e.g., Americium 241). Figure 
7.2 provides some instrument performance data for a 1.0 Ci Americium 241 source, applied 
to NIST Traceable samples of known steel and copper alloys. 

This comparative plot shows the variations in the optimal thickness as a function of material 
composition. This plot also includes the noise function of an X-Ray based instrument 
employing tube potential adjustment to maintain a constant signal-to-noise ratio. In this 
case, the choice of applied tube voltage is focused on optimizing the noise level while 
simultaneously maintain a specific level of signal sensitivity. Further, the X-Ray system is 
operating with a 10 msec integration period, and achieving better performance. This is 
primarily because of the degrees of freedom available to the X-Ray gauge's operating point 
(beam current, tube potential, filament current stability, etc.). 

When considering the polychromatic radiation of the X-Ray generator, it's necessary to 
consider the energy dependencies of the source's applied radiation and the material. 
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This non-trivial expression is typically not analytically evaluated to determine the optimal 
noise level, but is often found through empirical characterizations with standardized 
samples and calibration procedures (Howard, 1970). 

It is also possible to express the measurement noise in terms of an absolute thickness 
variation. Returning to Eq(7.7), statistical noise expressed in terms of absolute thickness is: 



Ax = - 
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This function's behavior is largely exponential with a minimum at zero thickness (i.e., solely a 
function of the statistical variations of the source's radiation, I , and the integration period. Figure 
7.3 provides the associated instrument performance data of Figure 7.2, in absolute terms. 

7.3 Sensitivity to X-Ray Tube Voltage Variations 

As shown in Figure 3.9, the X-Ray Tube's emitted intensity, Io, varies with the applied 
potential (tube voltage), Vx. For the range of interest, the relationship between the intensity 
and applied voltage can be given by: 

Io~K v (V x ) 3 (7.11) 

and the MAC behavior (in the lOkV to lOOkV range - primarily Photoelectric Absorption) 
can be described with: 

H ~-^fV =* 1 = K mac(Vx) 3 (712) 

p p-(v x ) 
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2-Sigma Gauging Uncertainty {Absolute) vs Material Thickness 
- Absolute Measurement Noise - 
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Fig. 7.3 - Comparative plot of the actual noise functions (2a in absolute measured thickness 
variations) based on the instruments and situations associated with Figure 7.2. 



where K v and K MAC are instrument dependent constants. From Eq(4.2) we have: 
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Substituting Eqs(7.U, 7.12) results in: 
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Continuing and differentiating with respect to Vx provides: 
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or with Eq(7.12) 
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(7.15b) 



Returning to the fundamental sensitivity relationship of Eq(7.2), we have: 

51 , dx 
— = -u 9x = 

i q 



(7.16) 
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Introducing this into Eq(7.15b) results in: 
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The corresponding relative variations in the measured thickness associated with relative 
variations in the applied tube voltage are: 
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(7.18) 
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This is an important relationship, because it defines the impact of the applied voltage 
regulation quality on the measurement signal. Because of its relative use of the applied 
voltage, the relationship is a reciprocal function is MAC / MFP, and always acts as an 
amplification factor (asymptotically approaching its minima of -3). This requires 
exceedingly good voltage regulation, especially for thicknesses below an MFP of 1.0. 

When evaluating the function of Eq(7.18), one must be cognizant that the polychromatic 
nature of the X-Ray radiation and the tube's energy dependent efficiency are not considered 
(along with other factors), and therefore the relationship provides only the fundamental 
guidelines associated with understanding the voltage regulation requirements, and the 
trends associated with its sensitivities. 



7.4 Sensitivity to X-Ray Tube Beam Intensity Variations 

For a fixed X-Ray Tube potential, or when considering the Curie (Ci) rating of an Isotope 
source (\i or q effectively constant), the relative variation in the intensity of the generator / 
source emitted radiation can be characterized from Eq(7.2). 
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(7.19a) 



(7.19b) 



Isotope source variations are dominated by Poisson statistics, and therefore the 
characteristics of the associated relative measurement noise are also dictated by these 
statistics. In X-Ray s, due to the fundamental physics of the escape of thermally excited 
filament electrons, the noise characteristics involve a certain amount of Shot Noise. The 
reciprocal behavior of the MAC / MFP provides an attenuation for larger thicknesses, while 
thicknesses below an MFP of 1.0 while experience amplified noise levels. 



7.5 Sensitivity to Variations in Material Composition 

To render an accurate thickness measurement, radiation absorption gauges require a 
knowledge of material's radiation attenuation characteristics (i.e., (|u/p), p or q). These 
parameters can be obtained by direct calibration with samples of known thickness and 
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composition, or through direct entry of the chemical / elemental constituents and their 
associated percentage inclusions (coupled with tabulated listings of the MACs (Hubble & 
Seltzer, 2004)). Failure to properly characterize the attenuation parameters of the material 
under measurement will lead to an improper set-up of the instrument's operating point and 
inaccurate indications of the material thickness. 

To examine the instrument's sensitivity to variances in the alloy of the material, we will 
examine a case where an alloy of known chemistry and density, is subject to contamination 
by a low level concentration of a non-accounted constituent. 

Constituent #1 - Base alloy (of possibly many components) that is known to the gauge. 

Constituent #2 - Contaminating component of unknown attenuation characteristics, 
density and concentration / weighting. 

If we assume that the material's constituent attenuation behavior can be characterized as a 
composition of successive layers of the various elements. The actual thickness, X, is 
therefore the sum of the individual layer thicknesses. 



X = x : + x 2 =^> X = ^x { 

i=l 

The attenuated beam intensity emitted from each layer is given by: 



(7.20) 
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The erroneous, measured thickness reading from the gauging system, X m , is based on the 
assumption that the material is only composed of the qi constituent attenuation. 



I = i e qA =I e 



(7.23) 



where qA is the composite MFP. Understanding the nature of the differences between 
Eq(7.23) and Eq(7.22) is key to assessing the sensitivity to alloy variations. The relationship 
between the actual and measured thickness is based on: 
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The relationship between the actual thickness, X, and the measured thickness, X m , is: 
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Therefore from Eq(7.25) 
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(7.29) 



Considering our two (2) constituent example, the component weighting follows from 
Eqs(4.4a,b) and Eq(4.5), and is based on convex function of the alloy inclusion, a. 
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where p A is the composite density of the total alloyed material and it is assumed that the 
alloy inclusion is small (i.e., a — > ). Rearranging Eq(7.30a) results in: 
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Returning to Eq(7.28), we have: 
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which provides the composite MFP, qA as: 
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It is important to note that the above formulations assume that the volume of the composite 
alloy equals the sum of the volume of the constituents (prior to mixing). 

The real problem at hand is determining if a change in the transmitted radiation, I, is the 
result of a change in the actual thickness, X, or a change in composition, which can be 
examined through the fundamental relationship of Eq(7.25). 
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We are interested in obtaining the relative error as a function of variations in the alloy 
inclusion, a. Variations in the received radiation intensity due to variations in actual 
thickness or to variations in the alloy inclusion are related by: 
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which results in: 
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Since the alloy inclusion, a, is small 
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which reduces to : 
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A key factor in Eq(7.38) is that the impact of the alloy inclusion is separable in terms of the 
differences in MACs and in densities. This is important, since the MAC terms are functions 
of the applied radiation's spectral content, while the density and alloy inclusion remain 
independent of radiation. 

In an X-Ray System, the applied tube potential can be swept across an energy range, while 
relative sensitivity measurements are made. From these measurements it is possible to 
identify the differential MAC components, and infer the density difference from projections 
to a nominal, zero thickness offset. In the bi-alloy case of Eq(7.38b), it is possible to take 
two(2) measurements at strategically different energies (i.e., tube voltages that yield 
sufficiently different values of MACs), and resolve two(2) independent equations and 
two (2) unknowns (the unknowns being the actual thickness, X, and the alloy inclusion, a). 
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7.6 Sensitivity to Variations in Pass-Line Height 

Variations in the vertical location of the material can introduce measurement errors. These 
primarily stem from the geometries of the radiation lobe patterns associated with coherent 
and incoherent scattering (see Section 4.2). As shown in Figure 4.1, within the radiation 
energy region of interest (lOkeV to 200keV), the MAC is composed of photoelectric 
absorption, coherent and incoherent scattering. As radiation energy levels approach and 
exceed lOOkeV, the nature of the transmitted radiation shifts from a photoelectric absorption 
to an incoherent scattering form (Compton). 

As shown in Figure 7.4a, the generated radiation beam is formed about the optical axis, with 
conic angles defined by the point-size of the source, and the size, orientation and location of 
the collimating aperture. The transmitted beam, emerging from the strip, tends to maintain 
the conic angle relationship and is ultimately over-contained by the detector. A component 
of the radiation emerging from the strip is associated with scattering. The radiation pattern 
forms in lobes about the optical axis, largely directed about a primary / dominant scattering 
angle. 



Detector 



Transmitted Beam 
(Maintain Original Optical Geometry) 



Scattered Beam Lobe 
(Incoherent Compton Scattering) 



Scattered Radiation 
Increases Radiation 
Received at Detector 



Full Intensity Applied Beam 
(Radiation Pattern Dependent on 
the Source /Aperture Geometry) 



Radiation Source 




Scattered Radiation 
Reduces Radiation 
Received at Detector 



Nominal 
(a) 



Above Pass-Line 
(b) 



Below Pass-Line 
(c) 



Fig. 7.4 - Illustration of the radiation pattern geometry and impact on measurement 
accuracy in the presence of pass-line height variations: a) Definition of the radiation patters, 
including the primary transmitted beam and incoherent scattering (Compton) lobe patterns, 
b) Exaggerated illustration of the impact of a vertical offset in pass-line height, c) 
Exaggerated illustration of the impact of a vertical reduction in pass-line height. 



At pass-line heights above the nominal (see Figure 7.4b), the geometry of the scattered 
radiation pattern causes the detector's received radiation intensity to increase, inducing the 
instrument to report a thinner than actual reading. Measurement errors can approach 0.1% 
of the nominal thickness for 10mm of pass-line height change when the air gap distances are 
small and the radiation source collimator projects a wide angled beam. 

At pass-line heights below the nominal (see Figure 7.4c), the geometry of the scattered 
radiation pattern directs too many photons away from the detector. Depending on the 
extent of the nominal pass-line scattering characteristics, the detector's received radiation 
intensity may potentially decrease, inducing the instrument to report a thicker than actual 
reading, or may show no response. 
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When the air gap distance is relatively large >150mm, and the beam angle is relatively tight, 
the pass-line height variations are not significant for normal operating conditions on 
properly aligned equipment. Certain cold mill wiping systems can modify the pass-line 
height introducing the possibility for measurement errors on small air gap isotope gauges 
mounted close to the wiping systems. 

When X-Ray Systems are operated at higher energies (>100kV), the transmitted radiation is 
dominated by Compton Scattering, making these systems (and operating regimes) more 
susceptible to pass-line elevation induced measurement errors. 

7.7 Sensitivity to Variations in Pass-Line Inclination 

Changes to the angle of the material presented to the radiation beam can result in 
measurement errors due to the oblique angle of incidence. These errors are associated with 
the cosine effects leading to a longer pathway through the material. Figure 7.5 illustrates this 
condition. 



Primary Direction of 

Incident / Transmitted 

Radiation 



Nominal Pass-Line 




Angle of Inclination 
from Pass-Line 



Fig. 7.5 - Illustration of the impact of material inclination, with the increased path-length 
associated the cosine effect. 



The impact on the measured thickness, Xm, for an actual thickness, X, is given by: 

X 



x, 



Cos(0 P ) 



(7.39) 



where 9p is the angle of material inclination for the reference pass-line. The longer pathway 
cause the instrument to report a thicker than actual reading. 

It's important to note that combinations of pass-line height and inclination variations can 
induce complex measurement errors. This is primarily evident when rolling / measuring 
relatively thick / heavy gauge plate materials (~10-15mm) having center-buckling flatness 
distortions. These longitudinal waves induce both pass-line height and inclination angle 
variations, as the strip passes, causing oscillating measurement errors. 
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7.8 Sensitivity to Variations in Air Gap Temperature and Density 

The ambient atmosphere above and below the material, within the air column about the 
optical axis in the air gap, is also involved in the attenuation of the applied and transmitted 
/ scattered radiation, and therefore the instruments measurements. The composite MAC for 
air coupled with the instantaneous density of the air column, form the air gap's attenuation 
characteristics. 

Changes in the air gap, air column temperature cause a direct change in the air column 
density, resulting in a measurement error. This is most apparent when measuring thin 
materials or materials having reduced absorption characteristics. The general trends are as 
follows: 

• Increases in Air Column Temperature result in a reduction of the air column density, 
allowing more radiation to pass and be collected by the detector. The instrument will 
report a thinner than actual reading. 

• Decreases in Air Column Temperature result in an increase of the air column density, 
attenuating more radiation and reducing the radiation collected by the detector. The 
instrument will report a thicker than actual reading. 

Returning to the attenuation equations of Eq(6.2) and Eq(7.25), the actual measurement 
situation can be more precisely described by: 



-In 



■ — + = — (7.40) 

q q AG q s 



where Z is the air gap dimension, q is the MFP of the material, qAG is the air column MFP 
and q s is the effective MFP determined during the last standardization. Variations in the 
received radiation intensity due to variations in actual thickness or to variations in the air 
gap attenuation characteristics are related by: 
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which results in: 

-dX = — -5-Sq^ (7.42) 

q (qAG) 

The variation in thickness which would result from variation in the air gap attenuation is 
given by: 

3X = --^Laq AG (7.43) 

(qAc) 

If we consider only monochromatic radiation, the MFP of the air gap, qAG, is related to the 
average distance between atoms in the air column gasses. For a mass of gas held at the same 
pressure, we have: 
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where V is the volume of the gas mass, and Tag is the gas temperature. Since the volume, 
mass, density and MFP of the air column gas are related, we can use: 
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Returning to Eq(7.43), results in: 
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It is important to note MACs of the material and air gap column are constant, and not 
function of density or temperature. The density of the air gap gasses, Pag(Tag) is a function 
of temperature, and has a reciprocal relationship within this function, causing an increase in 
the measurement error as the density is reduced with temperature. 

At 20 deg C, an increase in the air gap temperature of 30 deg C at 60% humidity, has a 12.1% 
reduction in the air density, which can have a dramatic effect on the instrument's behavior. 
Depending on the radiation energy level and the material chemistry, this level of air density 
variation can create measurement errors on the order of 0.15% of the nominal thickness. 



7.9 Sensitivity to Variations in Material Temperature 

Transmission based radiation thickness gauges measure the mass per unit area of the 
material in the beam. At an elevated temperature, Ti, the material volume increases, causing 
the unit area of the material engaged with the radiation beam to be reduced (when 
considering its ambient temperature conditions, To). Therefore, the area engaged, Ao, with 
the beam at the ambient temperature To, will expand to the area, Ai, at the material 
temperature, Ti, in the following manner: 



A 1 =A (1 + 2K T (T 1 -T )) 



(7.47) 



where Kt is the 1 st order thermal expansion coefficient of the material (neglecting higher 
order terms). Therefore, a measurement taken at a material temperature of Ti, should be 
adjusted for a final ambient temperature of To, in the following manner: 



X m| To =Xm| t /(1 + 2K t (T 1 -T )) 



(7.48) 
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7.10 Sensitivity to Variations in the Integration Time Period (Time Constants) 

As shown in Section 7.2, the system's absolute statistical noise is described by Eq(7.10), 
where it is noted that the integration time, Ax, appears as a reciprocal of the square root: 



Ax = f 



(7.49) 



The system integration time and response time constant are typically programmable 
parameters that can be adjusted to improve the system noise levels / performance. Due to 
the relationships of Eq(7.10) and Eq(7.49), the adjustments to the integration time / time 
constants can be described by: 



H 




(7.50) 



where 

Axl. & Ax - Absolute statistical noise levels with integration times, An & Ax2. 

IAx i Iat 2 ° 

At 1 & Ax 2 - Different integration times 



Often, the final time constant / integration time of the system is defined by the application, 
and therefore noise reduction methods involving this approach may not be available. 



8. Architecture of Thickness Measurement Systems 

Figure 2.1 provides a base-line overview of the primary components associated with a 
typical thickness measurement system. Figure 8.1 expands on this representation and 
partitions the components to their classical physical locations. 



Measurement Head -At Application 



Electrical / Control Room 



Measured Thickness 
Signal 




Fig. 8.1 - Typical thickness measurement system architecture and organization. 
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The key factor in the Figure 8.1 arrangement are the centralization of signal processing and 
control to a possibly remote location (Electrical Control Room). This suggests long, 
potentially noise corrupted signal runs, however this arrangement is commonplace in many 
existing legacy class systems currently in operation. 

Modern systems employ highly networked arrangements to support high speed data sets 
and allow interfacing to a broader array of process related systems (Zipf, et. al., 2007). 
Figure 8.2 provides a network hierarchical view of a typical system networked interconnect 
for rolling mill applications. 
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Fig. 8.2 - Network hierarchy of a multi-subsystem interconnect for applications to rolling mills. 



9. System Implementations 

When considering flat strip / sheet processing, there are a number of thickness 
measurement interests, including: longitudinal center-line thickness (along the length) as 
opposed to the transverse thickness profile (along the width). Some implementations may 
allow the measurement head (detector / radiation generator pair) to be retracted off-line, 
while others provide only fixed mounting locations. It all depends on the nature of the 
desired measurement. 



9.1 Classical Measuring Head Configurations 

A classical measuring head configuration is the C-Frame, shown in Figure 8.1, where the 
radiation generator is located beneath the strip and the detector above (I2S, 1992). This 
arrangement has sufficient structural stability to maintain proper alignment of the detector 
along the optical axis of the radiation generator. It also provides a convenient means of 
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engaging the strip and retracting the unit off-line. The depth of the C-Frame throat can be 
manufactured to provide full strip width profiling and full extension across the strip for 
easy maintenance access. 




Traversing Base 

& 

Actuation 



Radiation Generator 

& 
Standards Magazine 




(a) (b) 

Fig. 8.1 - Photo diagrams showing various C-Frame arrangements: a) Primary components, 
b) C-Frame in flat strip application. 

Other common mounting arrangements include O-Frames (that completely encompass the 
strip width) and Fixed Locations (generator and detector are physically mounted in place). 



9.2 Measurement Plans 

The application dictates the location and dynamics of the thickness measurement on the 
strip. Figure 8.2 illustrates some typical measurement plans. 

Fixed mounting locations (Figure 8.2a) are uncommon, but necessary when the mechanical 
structures / surroundings of the application do not provide sufficient space for the mounting 
of retractable C-Frame equipment and support systems. This arrangement not only has a fixed 
measurement (typically strip center-line), but also can present difficulties in accessing the 
components for maintenance and repair. One point of advantage is that this arrangement can 
afford substantial protective enclosures / guarding, making the equipment essentially 
impervious to damage from process abnormalities (e.g., strip breaks, mill wrecks, etc.). 

Retractable arrangements (Figure 8.2b) are perhaps the most common. These offer the ability 
to withdraw the C-Frame off-line (for maintenance and repair access), but only provide 
center-line or rear strip edge measurement capabilities. 

Profiling C-Frame arrangements (Figure 8.2c) are the most versatile. They offer the ability to 
measure at any location across the transverse strip width (including center-line), and can be 
used to obtain transverse strip profile measurements. The deep C-Frame throat also allows 
these gauging systems to be traversed fully across the strip, for easy access to the detector 
and radiation generator equipment. 

Dual C-Frame arrangements (Figure 8. 2d) are uncommon. They are considered only in 
applications where simultaneous strip center-line and profile measurements must be 
provided. Often the center-line measurement is provided to thickness control systems, while 
the strip profile measurements are provided for quality control monitoring purposes. 
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Fixed Measuring Head 
- Center-Line Thickness Measurement 




Retractable C-Frame 
- Center-Line Thickness Measurement 



Strip Transport 
Direction 




(a) 



(b) 



Profiling C-Frame 

- Center-Line Thickness Measurement 

- Transverse Strip Profile Measurement 




Dual Profiling & Retractable C-Frames 
- Simultaneous 

- Center-Line Thickness Measurement 
- Transverse Strip Profile Measurement 



Strip Transport 
Direction 




(c) (d) 

Fig. 8.2 - Illustrations of typical measurement plans on flat strip / sheet products: a) Fixed 
Measuring Head, b) Retractable C-Frame, c) Profiling C-Frame, d) Dual Profiling & 
Retractable C-Frames. 



10. Conclusion 

This chapter has explored the underlying physics and methods associated with radiation 
based measurements of material thickness. The intent of this chapter has been to provide a 
tutorial foundation of these principles, to support subsequent discussions (Zipf, 2010). The 
primary components of this form of measurement system have been presented and 
discussed. Natural and artificial radiation sources / generators have been examined and 
considered for application. The nature of the material's interaction with radiation is 
analyzed and considered in the presence of possibly complex material chemistries have been 
identified and accommodated in the methods for rendering a measurement. Detection 
system sensors and instrumentation have been presented and evaluated with respect to 
their employment in these measurement systems. The typical signal processing flow has 
been reviewed, along with the manner in which the measurement is resolved and 
distributed to external systems. A sensitivity analysis has been provided to identify key 
parameters and relationships that influence the quality, accuracy and precision of the 
measurement signal. Classical system architectures and implementations have been 
presented and discussed. 
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1. Introduction 



The need for the effective operation of enterprise resources has risen with the intensive 
competition facing among enterprises. For this reason, enterprises have implemented 
information systems to improve their competitiveness and performance, and to increase 
their productivity and business efficiency by using advanced IT (Information Technology). 
It is important for human resources working on an enterprise information system to have 
the capability to effectively executing the given tasks by applying their information systems 
to their business (Marthis and Jackson, 2000; O'Leary, Lindholm, Whitford, and Freeman, 
2002). An end-user who directly works his or her business needs the ability to efficiently 
perform end-user tasks by applying IT and information systems to his or her business. And 
this directly influences the end-user task performance and the competition edge of the 
organization. 

Therefore, this study presents a measurement system for the end-user information 
competency, which focuses on the end-user's total capability that an end-user can efficiently 
use information knowledge, solutions, and information systems for his or her tasks on 
enterprise information systems. 

2. Previous Research 

In this study, an end-user is defined as a person who directly interacts with his or her 
information systems based on previous studies (Rockart and Flannery, 1983; Martin, 1982; 
Yoon, 2008). Information can explain as an organizational set of data that can be efficiently 
used for a specific objective (Machlup, 1980; Plotkin, 1994; Freeman, 2001; Yoon, 2008). And, 
competency is a total set of knowledge, skills, and attitudes as the action characteristics of 
an organizational member that can do his or her tasks outstandingly and efficiently in an 
organizational environment (Mirable, 1997; Arthey and Orth, 1999; Rodriguez, Patel, Bright, 
Gregory, and Gowing, 2002; Yoon, 2008). 

By analysis of the major components of competency obtained from the literature, we can 
extract five major components: Motives, Traits, Self-concepts, Knowledge, and Cognitive 
and Behavioural Skills (Spencer and Spencer, 1993; Mirable, 1997; Arthey and Orth, 1999; 
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Rodriguez, Patel, Bright, Gregory, and Gowing, 2002; Yoon, 2008): (1) Motives is a cause of 
activity leading an end-user to do what he wants to do and what he consistently had in 
mind to do, and an action which selects and instructs a trigger for a specific activity or an 
objective. (2) Traits mean a consistent response to physical characteristics and situation or 
information, and an emotional self-control and careful attitude is 'a consistent response' of a 
more complicated form. (3) Self-concepts mean attitude, a sense of value, and self-portrait, 
and a sense of value is an element which reflects on responsible activities in a given 
situation for a short-period. (4) Knowledge is information that knows for specific 
department, and only indicates that what a person can do, but does not predict what a 
person will actually do. (5) Cognitive and Behavioural Skills are the ability to perform 
specific mental or physical tasks, and mental or cognitive skills include analytical or 
cognitive thought. In general competency, individual characteristics such as motives, traits, 
self-concepts and knowledge lead to skills, and the action of a person with skills has an 
effect on the performance of his or her business in an organizational environment (Spencer 
and Spencer, 1993). In an information competency, individual characteristics such as 
motives, traits, self-concepts and knowledge lead to skills, and the action of a person with 
skills has an effect on the performance of his or her business in an information environment. 
In other words, information competency can be defined by transforming a general 
competency into a type of competency based on an information perspective. 
Hence, the end-user information competency (EUIC) can be defined as a total set of 
knowledge, technology, skills and attitudes which function as action characteristics of an 
organizational member who can do his or her tasks outstandingly and efficiently on an 
enterprise information system. In other words, EUIC is defined as the total capability that 
an end-user directly interacts with the information systems to efficiently execute his or her 
business tasks through using an organizational data for them on information systems. EUIC 
is the total capability that an end-user can effectively do his or her tasks on information 
systems. 

With these researches, we generated the 24 measurement items that can gauge an end-user 
information capability in terms of an information competency based on the major 
components of a general competency such as motives, traits, self-concepts, knowledge, and 
cognitive and behavioural skills. 

3. Methods 

3.1 Research Method 

In previous literature, the construct validity of the measurement items was studied by many 
researchers. Kerlinger (1978) presented two methods of model construct validation: (1) 
correlations between total scores and item scores, and (2) factor analysis. Etezadi-Amoli & 
Farhoodmand (1996) used factor analysis to verify the validity of the measurement tool 
construct. Torkzadeh & Doll (1999) and Torkzadeh & Lee (2003) used correlation analysis to 
verify the validity of the measurement tool construct. This study is likely to verify the 
validity of the measurement tool construct and the extraction of adequate items by factor 
analysis and reliability analysis. The ratio of sample size to number of measurement items 
(11:1) was above the minimum (10:1) ratio suggested for factor analysis by previous 
literature (Kerlinger, 1978; Rodriguez, Patel, Bright, Gregory, and Gowing, 2002). The items 
indicating above a criterion value by a factor analysis were selected because they were 
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closely related to each other, and all the items were thought to be the measures of the same 
construct. A measurement of criterion-related validity was also examined to identify the 
items that may not be closely related to the EUIC. Items should present a proper or 
incongruent element toward the object in question. If the item is ambiguous or indicates a 
neutral attitude, it should be deleted. A measurement of criterion-related validity was 
executed to identify items that did not indicate favourable or unfavourable attitudes. 
The measurement questionnaire used a five-point Likert-type scale; where, 1: not at all; 2: a 
little; 3: moderate; 4: good; 5: very good. The questionnaire explains its objectives and 
contents, and respondents give answers on characteristics such as degree, age, gender, 
major department, industry and business department, business position level and years of 
job experience. The survey was gathered data from a variety of industries, business 
departments, experience, and major educations. 

3.2 Sample Characteristics 

In this pilot test, a sample of 258 usable responses was obtained from a variety of industries 
and business departments, and from management levels. All respondents had college or 
university degrees in: humanities and societies (16.3%), management and economics 
(20.2%), engineering (51.8%), and science (11.7%). The respondents in terms of business 
departments were identified as strategy planning (21.1%), development and maintenance 
(26.8%), business application (38.4%), and administration support (13.7%). The respondents 
identified themselves as top manager (3.7%), middle manager (44.7%), and worker (51.6%). 
The respondent had on average of 8.9 years of experience (S.D. =1.118) in their field, their 
average age was 32.9 years old (S.D. =6.473), and their sex, male (79.8%) and female (20.2%). 

3.3 Analysis and Discussion 

The analysis of the collected questionnaires was conducted by using SPSS ver.12 software. 
Items were excluded when their correlation with the collected item- total was < 0.5 or when 
their correlation with the criterion scales was < 0.6. The correlations with the corrected item- 
total and the criterion item were significant at p 0.01 and similar to those used by others 
in previous researches (Rifkin, Fineman, and Ruhnke, 1999; McCoy, 2001; Torkzadeh and 
Lee, 2003; Yoon, 2008). After these analyses, the first 24 measurement items were reduced to 
14 items, with 10 items were deleted. The elimination was considered sufficient to ensure 
that the retained items were adequate measures of EUIC. The validity and reliability of the 
developed tool were verified through factor analysis and reliability analysis. They were 
used to identify the underlying factors or components that comprise the EUIC construct. 
These deletions resulted in a 14-item scale for measuring EUIC. Each of the 14 items had a 
factor loading > 0.635. The reliability coefficients (Cronbach's alpha) of four potential factors 
had values > 0.792, above the threshold recommended for exploratory research (Rodriguez, 
Patel, Bright, Gregory, and Gowing, 2002; Yoon, 2008). The descriptions and loadings for 
the 14 items are presented (see Table 1 and Table 2). 
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Variable 


Factor Loadings 


Factor 1 


Factor 2 


Factor 3 


Factor 4 


V01 


0.754 








V03 


0.713 








V06 


0.642 








V08 




0.839 






VIO 




0.787 






VI 1 




0.713 






V12 




0.702 






V14 






0.894 




V16 






0.781 




V17 






0.719 




V18 






0.723 




V21 








0.786 


V23 








0.727 


V24 








0.635 



* Significant at P 0.01 
Table 1. Factor loadings obtained from factor analysis 

In order to research the reliability and validity of the measures, we calculated the corrected 
item-total correlations between each variable and its corresponding factor. These 
correlations along with alpha coefficients of each factor are presented (shown in Table 2). 



Variable 



Corrected item -total 
correlation 



Alpha if item deleted 



V01 
V03 
V06 



0.728 
0.689 
0.678 



0.812 
0.724 
0.627 



Coefficient alpha for the above 3 items as a composite measure of Factor =0.792 
V08 0.781 0.847 

V10 0.714 0.848 

Vll 0.817 0.821 

V12 0.629 0.723 

Coefficient alpha for the above 4 items as a composite measure of Factor =0.884 
V14 0.743 0.852 

V16 0.826 0.778 

V17 0.634 0.836 

V18 0.738 0.798 

Coefficient alpha for the above 4 items as a composite measure of Factor =0.901 
V21 0.692 0.724 

V23 0.712 0.738 

V24 0.624 0.593 

Coefficient alpha for the above 3 items as a composite measure of Factor =0.798 

* Significant at P 0.01 
Table 2. Corrected item-total correlations and coefficient alpha for each factor 
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This also shows the alpha coefficients for the measurement of factors if a measure was 
deleted from the scale. These coefficients indicate the relative contribution of a measure to 
the construction of a scale for measuring a particular factor. They are all in the acceptable 
range. Most corrected item-total correlations were greater than 0.600, showing that the end- 
user measures are good indicators of their corresponding factors. 

They were grouped by their high factor loading. Each of the 14 items had a corrected item- 
total correlation > 0.624. The correlation for each of the 14 items was positive and significant 
(p = 0.01 or below). Hence, the measurement items, with a validity and reliability were 
extracted by carrying two analyses (see Table 1 and Table 2). However, efforts to provide 
additional evidence of this tool's validity, internal consistency, and stability are encouraged. 

4. Measurement Tool 

4.1 Structure of Measurement Tool 

By factor analysis on the first measurement items, we extracted 14 items to measure EUIC, 
and the extracted items were classified as 4 factor groups. The 4 factor groups indicate the 
potential factors that can measure the EUIC and they include 14 measurement items. With 
investigating the measurement items of each factor, we generated the 4 potential factors as 
follows: factor 1: information understanding; factor 2: information knowledge; factor 3: 
information application; and factor 4: information potential. The information understanding 
means concepts, sense of value, attitude and adaptability related to information, and the 
information knowledge indicates the knowledge of information solutions and systems. The 
information application is the skills of information application to efficiently execute his or 
her tasks on the information systems, and the information potential refers the potential 
ability to improve information competency in terms of breadth and depth. The 4 potential 
factors are considered as the major measurement factors of the tool construct. Fig. 1 shows 
the structure of the measurement tool based on the 4 potential factors and 14 measurement 
items. Each factor has three or four measurement items, and each item is composed of two 
or three measurement problems from the measurement problem database. 

4.2 Measurement Factor and Item 

The information understanding (see Fig.l) is the realm where measures concepts, attitude, 
and adaptability on information. It includes the measurement items that can identify end- 
user's concepts on the Internet and information society, understanding of IT progress trend 
of IT leading countries, and etiquette in using information on enterprise information 
systems. 

The information knowledge (see Fig.l) indicates the knowledge that an end-user has to 
know to efficiently apply information solutions and systems to his or her works. It 
comprises the measurement items that can gauge the information knowledge such as 
knowledge related to hardware, software, networks, and database for operating information 
systems, solution knowledge related to ERP (Enterprise Resources Planning), SCM (Supply 
Chain Management), and CRM (Customer Relationship Management), knowledge related 
to e-Business (B2E, B2C, and B2B), and knowledge related to security measures on 
enterprise information systems. 
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Information Understanding 

IU01 Do you understand the Internet and information society ? 
IU03 Do you know IT progress trends in IT leading countries ? 
IU06 Do you consider an etiquette in using your information systems ? 

Information Knowledge 

IK08 Do you know hardware, software, networks, and database for your information systems ? 
IK10 Do you have solution knowledge related to ERP, SCM, CRM, and e-Commerce ? 
IK1 1 Do you know how to use B2E, B2C, and B2B on your information systems ? 
IK12 Do you know how to establish security measures on your information systems ? 

Information Application 

IA14 Can you use word processing, spreadsheets, and presentation on your information systems ? 

IA16 Can you use the solutions such as ERP, SCM, CRM, and E-Commerce ? 

IA17 Can you apply your information systems to B2E, B2C, and B2B ? 

IA1 8 Can you establish and manage information security measures on your information systems ? 

Information Potential 

IP21 How long did you work at IT departments ? 

IP23 How many did you participate in oversea or domestic education and training related to IT ? 
IP24 How many did you present your articles and ideas for a business improvement on your enterprise's 
webpage ? 



Fig. 1. Structure of the developed measurement tool 

The information application (see Fig.l) means the ability that an end-user can effectively 
apply information knowledge, solutions, and systems to his or her business tasks. It 
includes OA (Office Automation) ability such as spreadsheet, presentation and word 
processing, the ability to use business solutions such as ERP, SCM, and CRM, the ability to 
apply the information systems to an end-user's work such as e-business of the form B to E 
(Business to Employee), B to C (Business to Customer), and B to B (Business to Business), 
and the skills related to establish and manage the security system. This factor is a very 
important department that can mostly influence the performance of an end-user's tasks 
through applying his or her all abilities of understanding, knowledge, and skills to his or 
her tasks on an enterprise information system. 

The information potential (see Fig.l) refers the potential development probability of the 
EUIC by job experience, participation of domestic and overseas education and training, and 
presentation of articles and ideas for a task improvement on the enterprise website. 
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This is the important factor for the development of information knowledge and ability, and 
the extension of information competency in terms of the breadth and depth of EUIC. 
The tool that has 4 measurement factors and 14 items is an important theoretical construct 
to measure an end-user's total information ability that can efficiently do his or her tasks on 
an enterprise information system (see Fig.l). 

5. Measurement System 

5.1 Framework of Measurement System 

The measurement system has a measurement tool and an interpretation tool (shown in Fig. 
2). The measurement process of this system is identified as two stages of the measurement 
process by the measurement tool and the interpretation process by the interpretation tool. 



Measurement Tool 

(4 Measurement Factors) 



Information 
Understanding 



Information 
Knowledge 



Information 
Application 



i_ 



Information 
Potential 



Extraction of Measurement Problems 
(4 Measurement Factors) 



Measurement 
Problem Database 



Information 

Understanding 

(3 Items) 



Information 
Potential 
(3 Items) 



Information 

Knowledge 

(4 Items) 



3_ 



Information 

Application 

(4 Items) 



£ 



Questionnaire 

Test 

I 



Q 



Written Test 



T. 



I 



Application 
Test 

=1 



Measurement Execution 



Analysis of Measurement Results 
(Extraction of Measurement Indices) 



Application of 
Weight Values 




Interpretation Tool 

(4 Factors/ 15 Complex Indicators) 



Interpretation/Presentation of 
Measurement Results 



d 



End 



Fig. 2. Framework of the measurement system 



The measurement stage is the extraction process of the measurement indices through 
measuring the EUIC by the measurement tool, and the interpretation stage is the process to 
explain the measurement results by the interpretation tool. It explains the meanings of the 
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measurement indices extracted from each measurement factor and the fifteen complex 
indicators. For measuring a EUIC, the system extracts the measurement problems from the 
measurement problem database. The form of the measurement problem is different from each 
measurement factor. The measurement factors such as the information understanding and the 
information potential are examined by a questionnaire form, and the information knowledge 
and the information application are examined by a written and application form. 
The information understanding and the information potential are tested by a questionnaire 
form, and the information knowledge and the information application are examined by a 
written form and an application form. 

The measurement index (MI) is calculated by applying each weight value to each 
measurement value extracted from each measurement factor. The MI is the total value 
extracted by applying the weight value to the measurement result that the end-user is 
examined by the measurement items in each measurement factor of the measurement tool. 
The extracted measurement index is reflected to the interpretation tool. 
Finally, the system presents the interpretations of the measurement results of the EUIC 
based on the measurement factors and the complex indicators. And, the results are stored in 
the measurement results database and are utilized for presenting the measurement results 
when an end-user requests them. The total measurement and interpretation results are 
presented by the measurement report of the EUIC. 

5.2 Measurement Method 

In this study, we used the weight values for each measurement factor in order to develop an 
efficient tool considered the relative importance of each factor in measuring the EUIC. The 
weight values (shown in Table 3) were extracted from the analysis results of the 
questionnaire survey (AHP) for about 30 experts working in information departments. 



Measurement Factor 


Weight Value 


Information Understanding 


0.22 


Information Knowledge 


0.25 


Information Application 


0.33 


Information Potential 


0.20 



Table 3. Weight value of each measurement factor 



The measurement method first calculates the measurement values of each factor through 
the analysis of the measurement results that the end-user is tested by the extracted 
problems based on the measurement items of each factor. It figures out the measurement 
indices of each factor by multiplying each weight value by the measurement value of each 
factor. The measurement index (MI) means the value extracted by multiplying the weight 
value by the measurement value. And, the sum of the measurement indices of each factor 
becomes the total MI of the end-user. In this way, this tool presents the measurement results 
of the EUIC based on the total measurement index and the indices of each factor. 
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Hence, the total MI can be defined as Equation (1): 



Total MI = MV mrxWVmr 
i=i 



a) 



Where, Total MI: total measurement index (MI) of an end-user 

MV mfi : Measurement Value (EV) of the i th Measurement Factor 
WV mfi : Weight Value (WV) of the i th Measurement Factor 

Here, the sum of the weight values of each factor is 1.00 and i = 1, 2, 3 and 4 indicate the four 
measurement factors. By equation (1), we calculate the total measurement index of an end-user. 
In this way, this tool presents and interprets the measurement results of the EUIC based on 
total measurement index and the measurement indices of each factor. 



5.3. Interpretation Tool 

The interpretation tool has two kinds of interpretation methods (see Fig. 3). One is to 
explain the measurement results in each measurement factor, and the other is to present its 
results on the complex indicators. The interpretation by the measurement factors explains 
the meanings of the measurement results on four measurement factors. 
The interpretation by the complex indicators presents core and general complex indicators 
based on the measurement results extracted by measurement items of each complex 
indicator. The complex indicator shows the implicative meanings and states of the EUIC as 
presenting the significant indicators of his or her measurement results. 



Interpretation Tool 



Interpretation 
by Measurement Factor(l) 



Interpretation 
by Complex Indicator(2) 




Measurement Report 

Database 

(Factors, Core/General 

Complex Indicators) 



Fig. 3. Structure of interpretation tool 



168 



Advances in Measurement Systems 



Therefore, the case study presents the measurement results by two methods with the 
measurement factors and the complex indicators. The final measurement report of the end- 
user is given by integrating the measurement results and its interpretations. 
The complex indicators that present the implicative meanings of the measurement results 
were identified as 15 general complex indicators. The complex indicators were developed 
by about 50 experts in IT departments. The core complex indicators are 5 complex indicators 
(the serial number of 1, 4, 10, 14, and 15 indicator) of general complex indicators. The core 
complex indicators extracted from the general complex indicators present their meanings 
more implicative and significant than those of the general complex indicators. If we look at 
the complex indicators, we can generally know the present state or level of the EUIC. Each 
complex indicator for the measurement results is yielded by the result values based on the 
measurement item of it. Table 4 shows the complex indicators and the measurement items 
belonging to each complex indicator to generate the value of each complex indicator of the 
EUIC. 



General Complex Indicators 


Measurement Items 


1. Information Understanding 
Indicator 


-Understanding of information plan & implementation and 
application of business 


2. Sense of Value Indicator 


-Attitude, acknowledge, etiquette and law & regulation related to 
information 


3. Information Base 
Knowledge Indicator 


-Knowledge of basic information technology 


4. Information Knowledge 
Indicator 


-Knowledge of H/W, S/W, N/W, and DB related to information 


5. e-Business Knowledge 
Indicator 


-Knowledge of e-Business, e-Commerce and m-Business 


6. Information System 
Knowledge Indicator 


-Knowledge of H/W, S/W, N/W, and DB related to operating system 


7. Information Security 
Indicator 


-Knowledge of information security, security system, and institution 
and regulation of information security 


8. OA Application Ability 
Indicator 


-Ability using Word processing, Spread sheet, Presentation 


9. Internet/Homepage 
Application Indicator 


-Ability related to application of Internet and Intranet 


10. Solution Application 
Indicator 


-Ability using ERP,SCM,CRM,KMS, and HRM solutions etc. 


1 1 . Information System 
Application Indicator 


-Ability applying information systems to B2E, B2B, B2C etc. 


12. Information Management 
Ability Indicator 


-Ability related to utility, security establishment and information 
management 


13. Information Base Ability 
Indicator 


-Degrees, certificates and job experience related to information 


14. Information Education & 
Training Indicator 


-Participation of oversea & domestic education and training related to 
information 


15. Information Knowledge 
Production Indicator 


-Presentation in national or international journals, publication of 
information books, and lectures & education related to information 



Table 4. Complex indicators and measurement items 
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6. Case Study and Discussion 

6.1 Sample Characteristics 

This case study applied the developed tool to 163 workers working at "B" enterprise in 
South Korea. The business departments of respondents were identified as follows: strategy 
plan department (management strategy, plan management, and management plan etc.): 
23.1%; development and maintenance department (development, management, and 
maintenance support etc.): 21.3%; business application department (sale, marketing, 
customer management, and service etc.): 37.4% and administration support department 
(personnel, finance, and welfare etc.): 18.2%. The business positions of respondents were 
classified as follows; top managers (CEO, director etc.): 2.8%; middle managers (chief of 
department, team manager etc.): 28.4% and workers (working-level person): 68.8%. The 
respondents had on average 7.7 years of experience (SD = 0.598), and most respondents 
(69.3%) had college or university degrees. 

6.2 Analysis and Discussion based on Measurement Factor 

First, application and analysis of each business department: As the analysis of an 
organizational level, we present the measurement results of each business department of 
the overall organization. The total measurement index of the overall organization was 61.58, 
and it was quite high. The strategy plan department and the business application 
department were 62.12 and 65.78 (shown in Fig. 4). 



Total Strategy Development & Business Administration 
Measurement Plan Maintenance Application Support 
Index Department Department Department Department 

























































Fig. 4. Measurement indices of each business department 

The measurement results of each business department shows that the measurement index of 
the business application department were higher than those of the other departments. This 
is due to the ability to effectively accomplish their tasks by frequently applying computing 
knowledge and computing system to e-Business of the form B to C, B to B and B to E, and 
the knowledge and abilities to utilize the various solutions such as ERP, SCM, and CRM in 
order to do their business tasks on an enterprise information system. Especially, the end- 
users in the administration support department have to make an effort to raise their 
information competency in general. 
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Second, application and analysis of a business department: The total measurement index of 
the strategy plan department (SPD) was 62.12, and it indicates quite high. The measurement 
indices of the SPD were quite high in the measurement factors of the information 
understanding, the information knowledge, and the information application, except for the 
information potential (shown in Fig. 5). But the measurement index of the information 
potential was 58.96 and it was the lowest level among the measurement factors. Therefore, 
the end-users of the SPD should make an effort to improve and develop the information 
departments such as the experience working in information departments, the information 
education and training, and the presentation of articles and ideas for a task improvement on 
the organizational website. 




Fig. 5. Measurement indices for each factor of the SPD 

Third, application and analysis of an end-user: The measurement results of an end-user 
working in the administration support department (ASD) were taken as an example. The 
measurement index of each measurement factor was generated by multiplying each weight 
value by the measurement value of each factor. The total measurement index is the sum of 
the measurement indices of each factor (see Table 5). 



Division 


Information 
Understanding 


Information 
Knowledge 


Information 
Application 


Information 
Potential 


Total 

Measurement 

Index 


Measurement Indices 
of Each Factor 


61.48 


60.12 


64.37 


56.46 


- 


Weight Values of 
Eac h Factor 


0.22 


025 


0.33 


020 


1.00 


Calculation of Total 
Measurement Index 


15.53 


15.03 


21.24 


11.29 


63J09 



Table 5. Extraction process of the total measurement index for an end-user 
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The total measurement index of the end-user computing competency was 63.09 (see Fig. 6), 
and it was a little high. Especially, the measurement index of the information application was 
very high. This means the outstanding application ability for applying the information 
knowledge, solutions, and systems to his or her tasks on an enterprise information system. 
The measurement indices of the computing understanding, the information knowledge, and 
the information application were also quite high, except for the information potential. 



M«SmInmt Information Information Information Information 
Imkx Undelstandin g Knowledge Application Potential 



Fig. 6. Measurement indices of an end-user in the ASD 

Therefore, this end-user should make an effort to complete information education and 
training, obtain job experience, and present articles and ideas for a business improvement 
on the organizational website in order to effectively raise his or her total information 
competency. 



6.3 Analysis and Discussion based on Complex Indicator 

The case study based on the interpretation of complex indicators considers an end-user in 
ASD as a sample. The measurement results were presented based on five core and fifteen 
general complex indicators (see Fig. 7). In general, the fifteen general indices of the core 
indicators are low levels, and the indicator of the solution application ability (ERP, SCM, 
CRM, KMS, and HRM etc.) was a little higher than those of the other core indicators. 
The measurement results extracted on fifteen general complex indicators of an end-user 
working in ASD were also low levels in general (shown in Fig. 7). The complex indicators 
such as a sense of value, the information system knowledge, information security 
knowledge, OA application ability, the information system application, and the information 
base ability were quite a high but the others were low levels. Especially, the measurement 
results show that five core indicators were lower than the other indicators. Therefore, the 
end-user has to make a sufficient effort for raising the core indicators to efficiently improve 
his or her information competency. 
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Fig. 7. Measurement indices of core and general complex indicators of an end-user in ASD 

7. Conclusion 

This study presented a measurement system that can efficiently gauge and interpret an 
EUIC working on an enterprise information system. The validity and reliability of the 
developed tool was verified by factor analysis and reliability analysis of the measurement 
items, and the proper measurement items of each factor were extracted by it. This is an 
instrument that can measure and interpret an end-user's total information capability based 
on an information competency. The interpretation tool provides the interpretation 
indicators that efficiently explain the measurement results of EUIC such as five core and 
fifteen general complex indicators. The application and utilization of this system was 
confirmed through a case study. 

Therefore, this developed system opens up a new direction and method to develop a 
measurement system for EUIC since it functions as a measurement system that can entirely 
gauge and interpret EUIC in respect to the required information ability to efficiently execute 
an end-user's given tasks on an enterprise information system. 
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1. Introduction 

Radiation transmission-based gauging systems (employing either natural or artificial 
sources) provide a unique means of non-contact thickness measurement. These systems 
have experienced a broad acceptance and been employed in a variety of flat rolled sheet 
product applications and processes, over the last 6+ decades. For a majority of this time, 
technological and processing speed limitations constrained the avenues and extent of new 
developments in this field. Systems provided in the 1990's strongly resembled systems from 
the 1960's, in both equipment and architecture, with the exception of certain computer, 
signal processing and user interface components. 

Recent technologies and system innovations have now made it possible to consider radically 
different system architectures / partitions, fully digital systems and signal processes, new 
radiations generator concepts, advanced compensation algorithms, highly networked 
distributed control arrangements, open interfacing standards, and many other functions / 
features, beneficial to the performance, operation, maintenance and installation of these 
systems. 

This chapter is the second of a two-part discussion concerning the nature of radiation 
transmission-based strip thickness measurement systems. The previous chapter (Zipf, 2010) 
examined the fundamental physics, instruments, signal processes, classical system 
architectures and implementations. This chapter explores the different paths that recent 
developmental avenues have considered and efforts taken in the advancement of this form 
of thickness measurement systems. A comparison of classical and contemporary system 
architectures is examined, followed by a series of focused discussions on recent evolutions 
in detectors, radiation generators and signal processing / control systems. New highly 
networked / highly interface-able / distributed system arrangements will be presented, 
along with methods of multi-system consolidation to minimize equipment and installation 
requirements. 
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2. Modern Departures from Classical Systems Architectures 

2.1 Classical System Architecture 

Figure 2.1 provides a reiteration of the previous chapter's architectural arrangement (Zipf, 
2009) and a layout of a typical installation shown in Figure 2.2. 



Measurement Head - At Application 



Electrical / Control Room 




Fig. 2.1 - Classical strip thickness measurement system architecture and organization. 
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Fig. 2.2 - Layout illustration of a typical strip thickness measurement system installation. 
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The important architectural factors in the system arrangements of Figures 2.1 and 2.2, are 
the highly consolidated / highly centralized nature of the system's control, supervision and 
signal processing components, and its remoteness from the measuring head equipment. 
Extensive field wiring and long signal runs are an inevitable consequence of this 
architecture / arrangement in industrial settings. The centralized systems are often very 
fixed / rigid, and offer no convenient method for expansions of the system capabilities (e.g., 
additional measuring heads, additional user interfaces, etc.). 

This architecture originated in single computer systems, whose processing power was 
limited and carefully applied to achieve the measurement specifications with fast dynamic 
responses. Computer equipment technologies were not as robust as we currently enjoy. It 
was necessary to consolidate / sequester the electronics and computing equipment in 
environmentally protected / controlled electrical control rooms, distant from the industrial 
conditions where the measuring head equipment resided. Long field wiring and signal runs 
were a necessary component of the design and installation. Interfaces to external equipment 
was typically primitive, employing analog signals (for information bandwidth needs) and 
low data throughput serial links. 

2.2 Traits of Modern System Architectures 

The classical system architecture has a number of limitations. Modern electronics, control 
system equipment and networks have allowed a re-examination of the system organization, 
and various means of improving the quality of the measurement and transmitted signals. 
The primary points of interest are: 

• Minimization of field wiring and long signal runs 

• Maximize noise immunity and information integrity 

• Consolidation of critical analog signals and immediate digitization 

• High speed, digital signal processing and Field Programmable Gate Array (FPGA) 
technologies. 

• Self-contained, local control of C-Frame equipment 

• Numerical thickness measurement rendered at the C-Frame 

• Modular organization and distributed control architecture 

• Highly networked system interconnects 

• Graphical User Interfaces (GUIs) / Human Machine Interfaces (HMIs) 

• Fully integrated detector assemblies 

• Compact tube / tank assembly 

• Passive X-Ray tube thermal dissipation and removal of external cooling systems 

• Dry-potted, high voltage power supply (withdrawn from dielectric oil) 

• Compact, self-contained X-Ray generators 

• Highly interface-able and compliant with network / database standards (OPC, etc.) 

• Scalable / expandable (arbitrary number of C-Frames and operator GUIs / HMIs) 

• Equipment consolidation through multi-core processors 

The basic concepts and objectives of the above list can be achieved by the reorganization of 
the system architecture of Figure 2.1, and the application of newly available technologies. 
Figures 2.3 and 2.4 provide illustrations of a contemporary architecture and system 
organization. 
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Fig. 2.4 - Layout illustration of a desired, contemporary strip thickness measurement system 
installation. 



The key aspect of the modern system architecture is that what was once a remote, 
centralized system, is now modular, distributed and localized to the C-Frame / 
measurement head (Zipf, et. al., 2007a). This consolidation of all control / signal processing 
(local to the C-Frame / measurement head) allows us to consider the C-Frame equipment as 
a complete, free-standing system (C-Frame System = C-Frame, HV Power Supply, Local C- 
Frame Controller). Essentially all other equipment (operator interfaces, GUIs, etc.) are 
peripheral. 
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The networked interconnect significantly reduces field wiring, and allows the free-standing 
C-Frame System to be conveniently integrated into broader industrial applications. The 
digital / numerical nature of the high speed network data exchanges, eliminates the need 
for long analog signal runs and provides inherent noise immunity. The distance between 
system components (e.g., C-Frame System and operator interfaces / GUIs / HMIs) is limited 
only by the capabilities of the network media (copper wire, fiber optic, etc.). This 
arrangement is completely scalable / expandable, through direct replication of the C-Frame 
System and the attachment of additional HMI Computers, as network drops. Figure 2.5 
provides a hierarchical view of this form of highly networked system arrangement. 
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Fig. 2.5 - Hierarchical block diagram illustration of the network topology, components and 
their interconnections. 



An interesting advancement is the Dedicated Thickness Measurement Network (DTMNet). 
This real-time, deterministic network (EtherCAT, etc.) provides high speed data exchanges 
(thickness indications and status broadcasts) between the gauging system and the 
Automatic Thickness / Gauge Control (AGC) system (or other gauge monitoring, quality 
tracking system). In this way, the separation between equipment is not hampered by noise 
and interference experienced by long analog signal runs. 

The C-Frame Controllers are mounted local to the C-Frame equipment (in industrial / mill 
duty enclosures) and function as complete stand-alone units, handling and supervising all 
aspects of the signal processing, control and operation of the measuring head and C-Frame, 
and rendering a numerical / digital value of the measured thickness local to the C-Frame 
(Zipf, et. al., 2007a). The controller can interface to surrounding equipment through the 
Level 1 Control and Data Networks to support commands, status and large data set 
exchanges. Wide bandwidth thickness measurement data can be transmitted on the 
deterministic DTMNet, or via analog or serial links (to support legacy systems). The 
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controllers are OPC compliant and can openly publish (allow access to) their entire control / 
set-up parameter registers for easy integration, remote control and diagnostic support. 
Advanced Web-based technologies (AJAX, HTML, Java Scripts) allow the controllers to 
publish real-time graphical and status data to thin client HMI computers, and through 
directed Internet access (via the higher level systems), remote monitoring capabilities from 
virtually anywhere, even on mobile phones (iPhone, PDA, etc.) (Zipf, et. al., 2008b). 

The maintenance and operator interfaces can be based purely on networked general 
purpose HMI computers functioning only as thin clients (Internet Explorer, FireFox, Crome, 
etc.), being supported by / through OPC Servers and the Web-based streaming data from 
the C-Frame Controllers. Internet-based remote accessibility is possible via network 
interfaces to the high level systems. 

3. Advances in Radiation Detection Systems 

Radiation detection systems acquire and measure the intensity of incident radiation, and 
provide an instrumented signal functionally related to the received radiation intensity. 
Detectors typically employ either a photomultiplier tube (PMT) in combination with a 
scintillation crystal (typically Sodium-Iodide) or an ionization chamber (ion chamber) 
pressurized with appropriate mixtures of ideal and "getter" gases (Zipf, 2009), as the 
fundamental sensor. Both employ low noise, electrometer class pre-amplifiers mounted 
local to the sensor, to amplify the detector signal amplitude and provide the necessary line 
drive to potentially remote signal processing equipment. 

In the past, PMT based detectors were favored because of their enhanced speed and 
sensitivities, unfortunately, this equipment is susceptible to fractures of the scintillation 
crystal and the PMT dynode chain is inherently delicate and fragile. Historically, ion 
chambers are of a far more rugged / robust construction and recent advances in ion 
chamber technologies have allowed them to eclipse PMTs as the preferred radiation 
detection sensor. 

The key recent innovations have come in the following forms: 

• Compact, fully integrated detector assemblies 

- Pre-amplifier mounted in detector housing, immediately adjacent to the sensor 

- Programmable high voltage power supply mounted in detector housing 

- Immediate analog-to-digital conversion of pre-amplifier signal 

- Dedicated network interconnect to signal processing system 

• Ion chamber arrays 

• Solid state / semiconductor sensors 

3.1 Compact, Fully Integrated Detector Assemblies 

A comparison of Figures 2.1 and 2.3, illustrates the consolidation of the sensor, 
instrumentation and power supply within the detector housing. The detector is a fully 
stand-alone unit, capable of supplying high resolution numerical representations of the 
measured radiation (no analog signal output), requiring only low voltage power, network 
and air purge connections / cabling. 
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The sensor (PMT or Ion Chamber) is mounted in a sealed, mill duty, enclosure / housing. 
The electrometer class pre-amplifier, high voltage power supply, analog-to-digital converter 
(A/D) and network interface components, are consolidated onto an industrial duty 
electronics board, mounted within the housing. The entire housing is sealed / submersible 
and air purged for environmental protection (dust, fluids, grease). Figure 3.1 provides some 
photos showing a typical detector assembly. 




(a) (b) (c) 

Fig. 3.1 - Photos of typical detector assemblies: a) Machined monoblock housing containing 
cylindrical ion chamber sensor, b) Mounted detector assembly with integrated electronics 
card with sealed cover removed, c) Fully assembled detector. 



3.2 Ion Chamber Arrays 

There is a fundamental limitation between the extent of the ion chamber's entry aperture 
and speed of response. Faster responses can be achieved through chamber geometries that 
minimize the electron drift distances, at the cost of a reduced radiation gathering capability 
(smaller aperture). The reduction in drift distances reduces the time required for the 
detector's filament to collect the ionized charge (free electrons), leading to a faster response. 
The reduction in aperture size can be accommodated by employing multiple, identical, 
small aperture ion chambers arranged in an array that coincides with the geometry of the 
received radiation pattern. 

The sensor array can be connected in parallel and supported by a single pre-amplifier, or 
can remain independent, requiring a matching array of pre-amplifiers. Independent pairs of 
sensors / pre-amplifiers provide the ability to monitor the performance of each sensor, 
supply downstream signal processing compensation, and evaluate the received beam 
pattern, all at the cost of added complexity. 

Independent pairs also provide the ability to charge each ion chamber differently (different 
tuned gas mixtures, pressures, voltages and window materials). This offers the ability to 
detect and compensate for changes in material composition (alloys), and apply the 
appropriate alloy compensation. 
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3.3 Solid State / Semiconductor Sensors 

Semiconductor sensors (typically in the form of a photodiode), measure the intensity of 
incident radiation as a function of the number of charge carries (electron / hole pairs) freed 
within the detector. The electron-hole pair formation energy is relatively low, when 
compared to the production of ions in gas detectors, making the inherent sensitivity / 
resolution higher. The time resolution is also very good and cooling systems (typically 
thermo-electric) can reduce the sensor's thermal noise to improve low radiation level 
performance. Their small size makes them ideal for high resolution area arrays, which can 
be used for beam geometry, uniformity and alignment studies. 

However, the dynamic range of these typically silicon detectors can be limited and their 
relatively small size makes it difficult to over-contain the inbound radiation beam. They also 
suffer from performance degradation from long exposure to radiation. 

4. Evolution of Radiation Generators 

X-Ray radiation generation techniques have experienced a number of key innovations over 
the last few years. These developments have allowed for totally new system architectures to 
be made available, along with improvements in the maintainability of this equipment. 

4.1 Classical X-Ray Generators 

Classical / legacy X-Ray generation systems employ large, heavy, shielded tank assemblies 
containing the X-Ray tube and high voltage power supply, all immersed in a bath of 
dielectric oil. These assemblies are not only large, but also very heavy (often greater than 125 
kg due to the large amount of lead shielding required) and difficult to extract from the C- 
Frame (often requiring several people). The high voltage power supplies are regularly 
driven, controlled and regulated by remote / external analog electronics. These 
arrangements often suffer from the limitations of long signal runs and the natural 
perturbations of discrete analog circuitry, inducing questionable accuracies and drifting 
characteristics. The oil is often circulated through external cooling systems (outside the C- 
Frame structure), requiring a mix of flexible and fixed tubing, pumps, filters, heat 
exchangers, etc. Leaks in these coolant loops could disable or damage the generators, induce 
uncompensated thermal variations in the produced radiation, or over-pressure the tank / 
fluid system by the oil's thermal expansion. Figure 4.1a provides a block diagram and 
photograph of typical internal components associated with this system arrangement. 

4.2 Sealed X-Ray Generators and Local Regulation 

A developmental step forward involved sealed, fully contained tank assemblies that did not 
require external cooling systems. This approach utilized high integrity, internal circulation 
systems and relied on the tank structure's heat dissipation characteristics to provide the 
necessary thermal relief. Careful design considerations were required to ensure that the 
necessary heat dissipation was provided, however the removal of the external coolant 
systems was a welcome advancement. Figure 4.1b provides a block diagram description and 
photograph of typical internal components associated with this system arrangement. 
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Fig. 4.1 - Diagrams and photos illustrating various avenues of X-Ray generator 
development: a) Classical generator arrangement using an external cooling system and the 
high voltage components immersed in dielectric oil, b) Development of internal circulation 
and thermal dissipation techniques to provide a more self-contained and reliable operation. 
This diagram also shows the employment of microprocessor based regulation and 
interfacing mounted local to the tank assembly and high voltage power supply, c) Ultra- 
compact monoblock arrangement using passive thermal compensation. 
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Another advancement involved the development of localized, computer controlled and 
regulated high voltage power supplies. Here, the high voltage electronics and drive circuitry 
was located within the oil immersed tank and microprocessor based controllers were 
mounted in environmentally protected enclosures within the C-Frame. Digital fiber optic 
communication links were provided to set and monitor the high voltage systems, and to 
provide inherent isolation to the supervisory and signal processing equipment. This step 
provided the removal of remote analog electronic drive systems and provided higher 
system accuracies due to the tighter radiation regulation. However, this arrangement still 
relied on an internal oil circulation system, and still required a relatively large and heavy 
tank assembly. 

4.3 Compact Monoblock X-Ray Generators 

There has been a long standing interest in finding X-Ray based direct replacements for 
existing isotope sources (Zipf, et. al., 2007b). Isotope sources require special handling and 
maintenance considerations, and by their fundamental nature, can not be "turned-off". The 
idea has been to create a highly compact, fully self-contained X-Ray generator, whose 
physical size matches that of the isotope source housing, provides the necessary radiation 
intensity and can internally compensate for the X-Ray tube's thermal dissipation needs. 
Ideally, this compact X-Ray generator would be directly retrofit-able to existing isotope 
source installations, requiring only minor modifications to support the new equipment, and 
it would also provide a wide range of interfacing possibilities, to support the broad 
spectrum of existing isotope based systems and instrumentation. 

The development of monoblock systems directly addresses these needs by employing a 
small format X-Ray tube, compact programmable high voltage power supply, passive 
thermal dissipation methods and externally / adjacently mounted regulation and interface 
electronics, all within a sufficiently small physical size that it can reside in the available C- 
Frame space of existing isotope radiation sources (Zipf, et. al., 2007). Figure 4.1b provides a 
block diagram and photograph of a typical compact, monoblock assembly. 

An important innovation can be seen in the passive thermal compensation technique used in 
the limited volume of dielectric oil and relatively small cooling surfaces. The idea is to 
employ internal air bladders that vent to ambient (external to the tank), located within the 
tank assembly. As the tube's thermal conditions expand the dielectric oil, the bladders 
volumetrically deflate to absorb / compensate for the oil's expanded volume, and maintain 
a non-pressurized tank (Zipf, et. al., 2007b). 

The monoblock units include a localized microprocessor based controller that oversees, 
controls and regulates that generator's operations. This controller provides a variety of 
interfacing possibilities (network, serial, discrete signal, etc.) and the ability to report 
detailed status and performance information. This allows this unit to be installed in many 
existing isotope-based systems with only minor instrumentation / interfacing modifications. 

These monoblock concepts stem from the existing technologies employed in the medical 
instrumentation and inspection industries, but have not been considered (until recently) in 
the harsh environments associated with industrial and mill duty settings. These systems are 
gaining popularity even in the presence of their non- trivial costs. 
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4.4 Dry-Potted High Voltage Power Supplies and Compact Tube /Tank Assemblies 

An important innovation came with the development of modular, dry, potted high voltage 
systems mounted external to the tank assembly, but local to the C-Frame, and capable of 
supporting X-Ray tube potentials ranging from lOkV to 150kV (Zipf, et. al., 2008b). This is a 
major advancement in that the only component required within the oil immersion tank was 
the X-Ray tube itself. High voltage is supplied to the tube by protected, flexible high voltage 
cabling / connectors. The potted high voltage equipment has a compact format, and 
mounted in an environmentally sealed industrial enclosure located on or near the C-Frame 
equipment. The drive and regulation systems are also contained within this enclosure and 
communicate with the supervisory system via a fiber optic link (to provide further isolation 
and noise immunity). Figure 4.2 provides a block diagram description and photograph 
showing the internal components associated with this system's arrangement. 
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Fig. 4.2 - Illustrations of X-Ray radiation generation equipment employing a compact tube / 
tank arrangement and external, modular, dry, potted high voltage system: a) Block diagram 
of the typical components and the interconnects / relations, b) Photograph of the dry, potted 
high voltage bipolar power supply and fiber optic interface controller housed in an 
environmentally secure enclosure. 



This created a modular arrangement that was not only easy to maintain, but the tube / tank 
assembly now only contained the X-Ray tube and its mounting structures. To reduce the 
tube's thermal loading on the dielectric oil expansion, the beam current can be reduced to 
levels on the order of 500 micro-amperes, providing lower operating power (temperature) 
and longer tube life. This reduction in radiation intensity is countered by an increase in 
detector sensitivity through proper design and manufacture of the sensors, along with lower 
noise pre-amplifier electronics. 

The thermal loading / expansion of the dielectric oil is thereby minimized, and can be 
accommodated by the passive expansion / dissipation methods (internally mounted air 
bladders) described in Section 4.3 used in the monoblock generators. The tube / tank 
assembly was now of a size, form factor and weight that permitted handling by a single 
person (tube tank assembly weights on the order of 20-30 kg, directly accessible from the 
front / operator-side of the C-Frame). Figure 4.3 provides photographs of a typical tube / 
tank assembly. 
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(a) (b) 

Fig. 4.3 - Photographs showing a typical tube / tank assembly: a) Tube / tank assembly and 
standards magazine (top) withdrawn from the base of a C-Frame, b) Internal components of 
the sealed tube / tank assembly, showing the shielded, insulated dielectric oil tank and air 
bladders (left), and X-Ray tube mounted to the tank lid (right). 

5. Advances in Signal Processing and Control 

One of the major system architecture advancements has been to partition, distribute and 
decentralize the operational responsibilities, by localizing the signal processing and control 
to the C-Frame / measurement head areas. This work has followed three (3) primary 
objectives: 

• Complete, independent control and supervision of an individual C-Frame' s systems 
with a localized real-time controller 

• Calibrated, real-time indications of the measured thickness local to the C-Frame via 
high speed digital signal processing (DSP) hardware and algorithms 

• Fully networked, high speed communications for command and status data 
exchanges, and distribute deterministic numerical thickness measurements over a 
dedicated network. 



5.1 C-Frame Controller 

In the past, locating commercially available control system equipment in harsh, mill duty 
environments was not an appropriate option. The physical size and required support 
equipment made them too awkward to consider in this application. 

Recent developments in off-the-shelf, industrial controller technologies, not only provide 
compact physical arrangements, suitable for mill duty industrial applications, but also offer 
high speed real-time processing and embedded Field Programmable Gate Array (FPGA) 
circuitry, allowing them to tackle exceedingly fast signal processing and control problems. 
One such family of devices is the National Instruments Compact Remote I/O (cRIO) 
Programmable Automation Controllers (PACs), which offer high resolution interfacing, full 
network compatibility and a flexible framework from which a variety of applications can be 
accommodated. The PAC contains a programmable CPU running a real-time operating 
system (RTOS) (Wisti, et. al, 2008) and an underlying programmable FPGA hardware layer 
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(NI, 2007a,b). Both components are programmed with National Instrument's Lab View 
language and the target code is stored in onboard Flash memory. 

A PAC controller and associated support equipment reside in an environmentally protected 
enclosure, located in direct proximity to an individual C-Frame / measurement head. 
Figures 5.1 and 5.2 illustrate this system arrangement. The controller's responsibilities are 
partitioned between the real-time processor and FPGA hardware. 

FPGA Hardware - This hardware is programmed to receive the digitized, pre-amplifier 
measurement of the detector's sensor (from the A/D) and perform the selected digital 
signals processing (DSP) algorithms (see Figure 6.1 of Zipf, 2009) to immediately render 
a calibrated thickness measurement. The resulting measurement can be output as a high 
resolution analog signal (to support legacy systems) or passed to the RTOS for 
distribution over the DTMNet. The signal processing parameters / calibration 
coefficients are provided by the RTOS and openly accessible via the OPC interface. 

Real-Time CPU / RTOS - This processor is responsible for all C-Frame equipment 
control and operational activities including: Closed-loop C-Frame motion control, high 
voltage power supply supervision, air wipe / purge systems, magazine and shutter 
control, calibration and standardization, safety and protection systems. This processor 
manages all network interfaces (Level 1 Data Network and DTMNet) and supports the 
OPC Server interface. All calibration, alloy compensation and signal processing 
parameters are handled by this processor and distributed on the OPC interface, to 
maximize interface-ability, remote control, performance monitoring and diagnostic 
support. This processor also employs advanced Web-based technologies (AJAX, HTML, 
Java Scripts) to allow publishing of real-time graphical and status data to thin client 
HMI computers, and through directed Internet access (via the higher level systems), 
remote monitoring capabilities. 
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Fig. 5.1 - Block diagram showing the C-Frame Controller, the internal partitions between the 
RTOS and the FPGA hardware, and the internal and external interconnections. 
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(a) (b) 

Fig. 5.2 - Photographs showing the C-Frame PAC Controller: a) National Instruments cRIO 
PAC, b) C-Frame Controller and associated support equipment, mounted in a 
environmental protection enclosure. 



5.2 User and External System Interfacing 

The highly networked nature of the system architecture (Figure 2.5) and the C-Frame 
Controllers provide a number of opportunities for interfacing and scalability / expansion. 
The popularity and commonplace of OPC Server technologies allows extensive availability 
of the C-Frame Controller's internal parameters, high voltage and detector calibration data, 
command and control structures, collected data buffers, performance and status data, etc. 
This broad and selectable exposure of OPC Tags allows the C-Frame Controller to be easily 
integrated into complex automation systems, and externally controlled / tuned to match the 
needs of the application and process. 

The networked architecture also provides the ability to support sophisticated, fast 
responding Web-based GUIs (AJAX, HTML, Java Scripts), arbitrarily added as thin client 
drops via general purpose HMI Computers (Zipf, et. al., 2008b). These GUIs interact 
through the database provided within the OPC Server and through data streaming 
methods, to provide real-time graphics and visualizations. Through higher level system 
interfaces to the Internet, remote control, monitoring and diagnostic assistance can be 
provided from any Internet access point, world-wide. The extensive OPC interfacing allows 
for the use of commercially available (off-the-shelf) software packages (e.g., Siemens 
WinCC, GE Cimplicity, Intellution, Wonder Ware, Interact X, RS View, etc.) to also 
implement operator and maintenance interface GUIs. 

The networked interfacing also provides a substantial reduction in the extent of field wiring 
required to support the overall thickness measurement system, and has a direct impact on 
the installation activities. Only low voltage AC power, Ethernet cable, EtherCAT cable and 
E-Stop wiring are required. 
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6. System Consolidation Using Multi-Processor Technologies 

An interesting side-line of the modern architectural arrangement and implementation 
(Figures 2.3, 2.4 and 2.5), is the ability to consolidate multiple related systems into a single 
computer arrangement, through the use of multi-processor technologies. The main driving 
force behind this interest stems from a desire to minimize and hyper-modularize multiple 
system equipment, primarily to support surgical modernization, replacement and retrofit 
efforts of older or obsolete equipment. The idea is to be able to replace older multi-computer 
systems with a single, modern, multi-processor based system. 

6.1 Industrial Case Study 

An interesting industrial case study can be found in the thickness measurement and control 
systems found in cold rolling mills. A classical system arrangement is shown in Figure 6.1. 



System Networks 




Maintenance 
User Interface 



Material Flow 



Fig. 6.1 - General arrangement and primary components associated with strip thickness 
measurement and control, in a cold rolling mill application. 



The overall mill systems and operations are controlled / coordinated through the master 
programmable logic controller (PLC). A motor drive system provides strip transport and 
tension control. Strip thickness is measured on the entry and exit sides of the mill, and 
provided to the thickness controller. The thickness controller (AGC) adjusts the compressive 
roll force and trims the entry tension to provide corrections to the rolled material thickness. 
The operator controls and indications for the AGC and gauging system are provided 
through operator station control hardware and metering, while HMI Computers support 
interactive GUIs. A maintenance / engineering interface is provided to developmental 
support of the PLC, drive systems, AGC and gauging systems. 
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This system often consists of a five (5) computer arrangement, integrated into the general 
mill and drive system controls. 

• AGC Real-Time Controller 

• AGC HMI Computer 

• Gauging System Controller 

• Gauging System HMI Computer 

• Maintenance Support HMI Computer 

Through the use of similar FPGA, RTOS and Multi-Core Processor technologies (Wisti, et. 
al., 2008) (Zipf, et. al., 2008a), AGC Systems have been reduced to single computer 
arrangements. Here, using an Intel Dual Core processor, one core (running Vx Works) is 
dedicated to the real-time activities of the AGC Controller, while the other core (running 
Windows XP) handles the AGC's HMI tasks and supports the onboard OPC Server. 

An extension of this concept involves the integration of the AGC, Gauging System, OPC 
Server, all HMI's and Maintenance Support into a single computer system. Development is 
currently underway, with the idea of employing an Intel Quad Core processor and a pair of 
self-contained C-Frame Controllers to achieve this consolidation. Figure 6.2 provides a block 
diagram illustration of this system arrangement, with the following core allocation: 

• Core 1 : AGC Real-Time Controller running VxWorks 

• Core 2 : AGC HMI and OPC Server running Windows XP 

• Core 3 : Gauging System HMI running Windows XP 

• Core 4 : Maintenance, Support and Development Software running Windows XP 

The pair of C-Frame Controllers interface to the AGC Controller via a DTMNet and to the 
OPC Server and HMI via the Level 1 Data Network. 

The first of these highly consolidated, multi-core processor systems is expected to be 
deployed in the mid-2010 time frame. 

7. Conclusion 

This chapter has presented a number of avenues of development and evolution in radiation 
based thickness measurement systems. The classical system architecture was reviewed and 
compared against various versions of contemporary architectures. It was shown that 
advancements in network systems have allowed highly decentralized / distributed 
configurations to be implemented, with a concentration of control / supervision authority 
local to the C-Frame / measurement head. 

Detector developments have centered mainly on the full integration of all components into 
the sealed detector housing, and the inclusion of immediate digitization with deterministic 
networked distribution. These compact, self-contained detector assemblies offer convenient 
maintenance and easy spare / repair actions. 

Developments in radiation generators have been interesting and varied. On one side, 
compact monoblock assemblies using passive thermal compensation and onboard 
regulation, control and supervision, offer opportunities to replace existing isotope sources. 
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Fig. 6.2 - Block diagram showing a highly consolidated system, employing multi-core 
technologies, real-time controls, FPGA signal processing and networked interconnects. 
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On the other side, dry-potted, programmable high voltage power supplies provide an 
improving degree of modularity and require that only the X-Ray tube be immersed in oil, 
making it possible to use compact tube / tank assemblies that can be handled by a single 
person. The compact tube / tank assembly offers convenient maintenance and easy spare / 
repair actions. 

New processor and FPGA technologies have allowed advanced real-time control, signal 
processing and complex analytic compensation to be performed local to the C-Frame / 
measurement head. Highly networked, distributed architectures eliminate long analog 
signal runs, offer broad interface-ability and flexible scaling / expansion. Advanced Web- 
based technologies coupled with OPC Servers provide the ability to support highly 
interactive, fast responding GUIs via thin clients executing on general purpose HMI 
Computers. Further, these methods provide Internet accessibility for remote control, 
monitoring and diagnostic assistance from any access point, world-wide. 

Multi-core processor technologies have opened a new developmental avenue by offering the 
ability to consolidate multi-computer systems into single computer frameworks. These 
concepts provide new opportunities for surgical replacement / modernization of aged, 
obsolete equipment and reductions in installation costs and production outages. 

In closing, it's rather interesting to note the various twists and turns in the developmental 
evolution of these systems. On one side, there is a consuming interest in decentralization, 
modular independence of subsystems and distribution of control / supervision local to the 
application. On the other side, new processor technologies draw developers to consolidate 
multi-computer systems into single computer arrangements. It would appear that the future 
may embrace the philosophy of decentralized consolidation employing integrated 
modularity. 
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1. Introduction 

This chapter presents the design issues and performance characterization results of two 
experimental systems for radio distance measurement and positioning. The main envisioned 
application area for these systems is the indoor environment, characterized by an 
insufficient coverage of global navigation satellite systems and by issues related to the 
indoor radio propagation channel. In particular, such issues include multipath propagation 
and the absence of line-of-sight. Furthermore, the applications for indoor positioning 
systems usually require a high degree of accuracy, which can be of the order of a centimetre, 
in the position estimation. Recently, this research area experienced a considerable growth 
and the state of the art is characterized by a wide array of solutions. 

In this context, the systems described in the present chapter are based on two different 
approaches: an Ultra-Wideband (UWB) pulse-based solution (De Angelis et al., 2008a), 
(De Angelis et al., 2009a), (De Angelis et al., 2009c) and a platform developed using 
commercial devices complying with the ZigBee standard (Santinelli et al., 2009). However, 
both approaches share the same principle of operation: the measurement of signal Time-Of- 
Flight. In particular, the systems are capable of measuring the Round-Trip-Time (RTT), 
eliminating the need for accurate synchronization between transmitters and receivers. The 
time interval measurement function is performed in both systems by a commercial Time-to- 
Digital Converter (TDC) with 50 ps rms resolution. 

The first approach involves the complete design process of the pulse-UWB radio interface, 
that is the circuitry necessary to properly generate and detect a sub-nanosecond pulse. These 
blocks have been designed and built from scratch using off-the-shelf components where 
possible. Furthermore, other relevant blocks are the timing and control logic, the interface 
with the TDC and the communication with a PC for data processing. The overall 
architecture has been developed using a master-slave approach, in which several slaves 
(pulse repeaters) are placed in fixed and known positions and thus constitute the 
infrastructure of the system. The master device is capable of measuring its distance with 
respect to the slaves and of estimating its position by means of triangulation algorithms. A 
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basic on-off pulse-keying protocol has been implemented in order to enable the 
communication of the master with multiple slaves. 

The second approach uses commercial ZigBee radio interface devices and is based on the 
RTT measurement of communication packets. The main feature is the introduction of a self- 
calibration method, aiming at removing the bias introduced by the latencies of the fixed- 
position nodes. 

Detailed descriptions of the architectures as well as experimental test results are presented 
in this chapter, together with a comparison and discussion of the advantages and 
disadvantages of each approach. 

2. State of the art in the field of indoor positioning 

Indoor positioning is the object of a considerable research interest. Accurate geolocation, in 
fact, represents an enabling technology for indoor location-aware sensor networks (Gezici et 
al., 2005) (Wymeersch et al., 2009). Some of the real-life applications for research in this field 
are related to the industry and logistic areas, e.g. for efficient asset tracking (Fontana, 2004). 
Another application area of interest is the location and tracking of emergency personnel and 
incident first responders (Rantakokko et al., 2007). In this context, both ad-hoc systems and 
architectures based on pre-existing communication infrastructures have been developed in 
the literature. Comprehensive surveys of the fundamental positioning strategies, as well as 
the main research and commercial systems in the indoor positioning area can be found in 
(Pahlavan et al, 2002) (Liu et al, 2007). 

In the following subsections, some aspects of the state of the art are presented, related to the 
research activity described in the rest of this chapter. 

2.1 UWB indoor positioning 

In the specific field of UWB systems for indoor positioning, there is also a large number of 
research activities. In fact, such systems are considered good candidates for accurate 
ranging, mainly due to their fine time resolution, which is a consequence of the very large 
bandwidth (Di Benedetto et al., 2006). Other advantages include robustness to multipath 
propagation, low-power operation, immunity to communication interception and possible 
penetration through various types of materials (Fontana, 2004), (Molisch, 2005), (Gezici et 
al., 2005). In the following subsections, the UWB indoor positioning field is presented by 
first describing the regulatory context of the technology, then by describing some of the 
main approaches and systems in the literature. 
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2.1.1 UWB Regulation and standardization framework 

UWB systems are regulated in different ways depending on the geographic areas. 
According to the most influential and widespread definition, provided by the Federal 
Communications Commission Regulation (FCC, 2002), an UWB system is defined as any 
intentional radiator having a fractional bandwidth greater than 20% or an absolute 
bandwidth greater than 500 MHz. This requirement means that a band-limited signal, with 
lower frequency fL and upper frequency fn, must satisfy at least one of the following 
conditions: 



> 0.2 



f H -f L > 500MHz 



(1) 
(2) 



Furthermore, the regulation defines a limit mask for the equivalent isotropic radiated power 
in indoor environments. In Europe, the regulation is different, due to the dissimilar usage of 
the electromagnetic spectrum (ETSI, 2008) (Hirt, 2007). The Equivalent Isotropic Radiated 
Power masks for the two regulations are shown in Fig. 1. 

Within the rather wide regulatory framework, which allows for the development of several 
different technical approaches, a highly suitable ranging technology is pulse-based UWB, 
also known as Impulse Radio UWB (Win & Scholtz, 1998) (Dardari et al, 2009). This 
technology is currently regarded as a viable candidate for low data-rate applications, such 
as Wireless Sensor Networks, as demonstrated by the introduction of an alternative PHY 
layer provided by the recent IEEE 802.15.4a-2007 standard. This standard defines the 
protocol and compatible interconnection for data communication devices using low-data- 
rate, low-power and low-complexity, short-range radio frequency transmissions in a 
wireless personal area network (IEEE 802.15.4a, 2007). 
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However, it is important to mention that another variant of UWB signals, namely Multi- 
Band Orthogonal Frequency Division Multiplexing, is also currently under development 
and it is mostly intended for high data-rate short-range wireless communications (Wireless 
USB, 2007), (WiMedia Alliance, 2009), (Kumar & Buehrer, 2008). 

2.1.2 Overview of approaches for UWB indoor geolocation 

In the scientific literature, the state of the art in UWB indoor geolocation includes works 
based on different approaches, methodologies and objectives. In particular, it is possible to 
find works based on experimental testbeds realized using general-purpose instrumentation 
(Low et al., 2005). Furthermore, a considerable number of papers deal with the development 
of integrated circuits. Inside this category, of particular relevance are the System-on-Chip 
UWB pulse generator implementations (Sim et al., 2009) (Phan et al., 2007), and transceiver 
prototypes (Terada et al., 2006). Other works are aimed at presenting complete architecture 
solutions and associated challenges (Chandrakasan et al., 2009) (Mahfouz et al., 2008) (Stoica 
et al., 2005). Also, the results of additional research activities consist of experimental 
characterizations of full-featured positioning systems (Oh, 2009), (Fontana, 2004). Moreover, 
it is possible to mention several commercially-available UWB geolocation systems, mainly 
intended for industrial and logistics applications (Zebra Enterprise Solutions, 2009), 
(UbiSense, 2009), (TimeDomain, 2009). These systems provide positioning accuracies in the 
order of magnitude of 10 cm, with communication ranges of several tens of metres. Such 
commercial solutions typically include an infrastructure which is flexible and customizable 
to the user needs. Some of the additional features provided by such solutions include 
centralized localization algorithms, robust multiple access schemes, alternative channels for 
network coordination, and cell-based structures for network scalability. 

2.2 ZigBee indoor positioning 

Apart from UWB ad-hoc positioning solutions, other approaches for geolocation are 
designed to exploit a pre-existing wireless communication infrastructure. Among these, the 
systems based on the ZigBee technology (ZigBee Alliance, 2007) represent an emerging 
research area. ZigBee is considered as an interesting choice for indoor geolocation thanks to 
several features such as low power consumption, good range, low cost and wide 
commercial diffusion. Furthermore, by using this technology, the positioning functions can 
be easily integrated with other communication services in a wireless sensor network. 
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Fig. 2. Principle of operation of the RTT distance-measurement approach. 

The most common strategy for geolocation using ZigBee signals is based on the Received 
Signal Strength (RSS) of communication signals (Blumenthal et al., 2007) (Cho et al., 2007). 
Using this approach, an estimate of the distance between a transmitter and a receiver is 
obtained by means of the received power level, given an appropriate model for the power 
loss of the transmission channel. Such a measure may be provided by some commercial 
ZigBee hardware as a RSS Indicator (RSSI). However, the achievable accuracy of RSS-based 
ZigBee positioning systems is usually in the order of magnitude of 1 m. Better results can 
potentially be obtained with Time-Of-Arrival methods, as demonstrated by some works 
found in the literature (Santinelli et al, 2009) (Corral et al, 2008) (Schwarzer et al, 2008). 



2.3 Indoor Radio Propagation Channel 

One of the fundamental issues associated to radio geolocation is represented by the 
propagation channel. In fact, especially in indoor scenarios, the channel is strongly affected 
by multipath fading, a phenomenon which is of key relevance in both the approaches 
considered in this work. In particular, for the UWB case, due to the high bandwidth and fine 
time resolution of the pulses, the system is intrinsically able to discriminate a large number 
of paths (Lee & Scholtz, 2002). In this field, channel modeling research activities have been 
published in the literature, see (Molisch, 2005) (Molisch et al., 2005). Furthermore, the 
ZigBee solution requires an essentially different approach to the multipath problem, since it 
can be basically considered as a narrowband system. In particular, as a ZigBee receiver 
relies on correlation techniques to synchronize itself with an incoming packet, RTT 
measurements may be affected by increased correlation times when input signal power is 
reduced by multipath. The goal of research activity in this field is to properly model and 
compensate this phenomenon, in order to accurately estimate its effect on the measured 
signal time-of-f light (Hirschler-Marchand & Hatke, 2002). 
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Fig. 3. Architecture of the realized master device prototype (De Angelis et al., 2008a). 



3. UWB pulse-based ranging and positioning system 

The basic principle of operation of the developed UWB ranging system involves the accurate 
measurement of the RTT of a pulse propagating between two transceivers, schematized in 
Fig. 2. In order to implement this accurate measurement in a compact, low-power and 
portable platform, an approach based on a TDC has been employed. In particular, the 
commercial integrated TDC-GP2 by Acam Messelectronic Gmbh, has been used, having a 
rms resolution of 50 ps (Acam GmbH, 2008). This order of magnitude is appropriate for 
accurate distance measurement in a typical indoor application, since it implies a 0,75 cm 
theoretical resolution when a RTT approach is used. Apart from the time-interval measuring 
unit, a significant challenge in the development of the system has been the design from 
scratch of all the main building blocks, such as the radio front-end (pulse generation and 
pulse detection), timing, control and results processing. 
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Fig. 5. Block diagram of the two receiver architectures: a) Constant-current biased tunnel- 
diode threshold detector, b) Energy detection receiver. 



3.1 Ranging system architecture 

The system is based on a master-slave architecture, where the master is a transceiver with 
the capability of measuring the time interval between transmission and reception of a pulse. 
On the other hand, the slave device has a simpler architecture, lacks the time-interval 
measuring capability and is designed as a pulse repeater. The block diagram of the master 
device is shown in Fig. 3. As mentioned above, the RTT of a pulse propagating between the 
master and the slave is measured by the TDC, while the low-power microcontroller (Texas 
Instruments MSP430) is used to program it and read measurement results through a Serial 
Peripheral Interface (SPI). The data are also transmitted by the microcontroller to a Personal 
Computer for subsequent processing, in order to estimate the master-slave distance. 
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Fig. 6. Experimental results, raw RTT data, obtained using the tunnel-diode threshold 

detector. Normalized histogram, 7500 RTT measurement results at a distance of 140 cm. 

Furthermore, an important block is represented by the timing and reset logic network, 
entirely realized with commercial off-the-shelf CMOS circuits. Its purpose is to provide 
proper timing for the reset path of the pulse detector. Using this network, the self-detection 
condition, that is the detection of a pulse transmitted by the same device, is avoided. 
The block diagram of the slave device is shown in Fig. 4. It can be noticed that its 
architecture is similar to that of the master. The main difference is that this device doesn't 
implement the time-interval measurement hardware. There are also differences in the 
timing and reset logic. 

A relevant section of the research activity has been dedicated to the comparison of several 
different UWB pulse generation strategies that exist in literature. The nature of this 
comparison has been mainly experimental with requirements of architectural simplicity and 
of the use of commercial off-the-shelf components, where possible. The results of this 
experimental comparison activity are presented in (De Angelis et al., 2008b). The various 
strategies investigated were based on logic gates, step recovery diodes and avalanche 
transistors. At the end of the comparison it was established that the step recovery diode 
pulse generator approach is the one that provides the best trade-off between transition time, 
amplitude and power consumption. In particular, it provides a negative pulse with an 
amplitude of about -8.2 V and a measured fall time of about 690 ps. Furthermore a -10 dB 
bandwidth of about 500 MHz has been observed, thus satisfying both the requirements in 
equations (l)-(2). This generator has been chosen for use in the complete UWB geolocation 
system experimental prototype. 

Another fundamental building block for the system is the pulse detector. In this regard two 
strategies have been analysed: a signal-threshold detector and an energy detector. For 
details on the design and implementation of these devices, the reader can refer to 
(De Angelis et al., 2008a). Fig. 5a shows the diagram of the threshold detector, which is 
based on a constant-current biased tunnel diode. 
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Fig. 7. Experimental results obtained with the tunnel-diode threshold detector, with the 
application of the calibration factor, (a) Measured distance vs actual distance, (b) Absolute 
difference between the measured and actual distances. The bars along the absolute 
difference curve represent the standard deviation in centimetres. 

The block diagram of the energy detector, which has been implemented by means of a 
commercial RF circuit with an integrated comparator (Linear Technologies LTC5536), is 
shown in Fig. 5b. As evidenced by the experimental results shown in the next section, the 
energy-detection approach leads to better results in terms of operating range, even with a 
slight deterioration of the accuracy. Considering this trade-off, however, in the following 
research activity the energy detection receiver was selected. 

Furthermore, the employed antenna consists in a disc-cone with an height of about 12 cm. 
This antenna design is widely used in wideband applications, in particular in the UWB field, 
and its introduction can be dated to a 1945 patent (Kandoian, 1945). This design has been 
chosen for its relative simplicity of construction, wide bandwidth and omnidirectional 
pattern in the horizontal plane, particularly interesting for positioning applications. 
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the standard deviation in centimetres. 



3.2 Distance-measurement experimental results 

The two transceivers have been placed at known distances in line-of-sight conditions in 
order to characterize their performance. For each distance, multiple RTT measurements 
have been performed. An histogram for a single distance is shown in Fig. 6, and the mean 
measured distance values with respect to test distance are plotted in Fig. 7 and 8, together 
with the related standard deviations. This procedure has been executed in a typical 
laboratory environment, in the presence of multipath fading and interference from other 
commonly-used electronic and radio systems. Prior to the actual measurement phase, a 
calibration procedure has been carried out, consisting in the calculation of the linear 
regression of experimental data. This makes it possible to obtain a calibration factor to 
compensate for the effects of systematic errors in the RTT measurement procedure. 
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For the tunnel-diode threshold detector, Fig. 7 shows the obtained plot for all distances. At 
each distance, apart from the last one, a standard deviation of about 0.2 ns has been 
observed, which implies an accuracy of about 3 cm in the distance estimation. The 
maximum range achievable by the system using this receiver is about 2.5 m. 
Moreover, Fig. 8 shows the results obtained with the energy-detection approach. It can be 
noticed that the measurement accuracy is worse (maximum deviation from the reference 
distance is about 10 to 30 cm), but the communication range is considerably extended (up to 
about 9 m). However, by averaging repeated measurement results, assuming that the RTT 
measurement results are uncorrelated, it could be possible to improve the accuracy when 
using the energy detector. Therefore, depending on the application, a trade-off between 
accuracy and processing time can be taken into account. 

3.2.1 Metrological Characterization 

Following the approach described in the ISO " Guide to the expression of Uncertainty in 
Measurement" (GUM), it is possible to perform a "Type A" analysis to evaluate the 
uncertainty associated with the estimated distance (ISO GUM, 1995). Using this approach 
the uncertainty is estimated by statistical methods. In particular, the sample standard 
deviation obtained from the experimental data provides an estimate of the standard 
deviation of the underlying distribution, which is identified with the standard uncertainty. 
Therefore it can be noticed that it grows with distance. However an upper limit for distances 
up to 9 m can be quantified at 30 cm, while for distances up to 4 m the standard uncertainty 
is less than 10 cm. Furthermore, it must be emphasized that these results are relative to a 
single RTT measurement. As explained above, by averaging multiple results, it is possible to 
improve accuracy, since we can assume that the measurement results are uncorrelated. 
Particular considerations could also be done on the systematic deviations. It can be noticed 
that these effects may be greatly reduced by performing a proper calibration of the system. 
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Fig. 10. On-Off Keying addressing scheme using UWB pulses 

3.3 Complete positioning system and experimental tests 

The distance-measuring scheme described in the previous paragraphs can be exploited to 
implement a full positioning system. In order to do so, however, a number of design choices 
and trade-offs have to be considered. This section aims at highlighting some of the main 
decisions made in the design phase for our positioning project, and how they affected the 
prototype features. A detailed presentation of the system-level architecture and the 
prototype specifications can be found in (De Angelis et al., 2009b). 

3.3.1 Extension of the UWB ranging system with multiple slaves 

Using the terminology associated to the sensor networks field (Zhang et al., 2009), a 
fundamental aspect of a location system is the network topology. From this point of view 
the realized system is characterized by a star configuration with a centralized access scheme, 
as shown in Fig. 9. Following this approach, only one of the nodes (the mobile node) is 
responsible for the timing and multiple access of the network. The reason for the choice of 
this topology is that it is suitable for small geographical extension networks, and it reduces 
the complexity and overhead of channel access. Regarding the access scheme, a simple 
protocol based on Time-Division Multiple Access (TDMA) was adopted. The devices can 
only communicate, for distance-measuring purposes, during a predefined time period, 
which is assigned by the master node. This time slot assignment procedure is performed by 
means of an addressing phase, during which the master sends a unique slave identifier 
code, using binary on-off keying with UWB pulses. Basically, this coding scheme consists in 
a subdivision of the temporal axis in sequential intervals. In each interval, the presence of a 
UWB pulse represents the "1" bit, while its absence represents the "0" bit, as illustrated in 
Fig. 10. 

If the microcontroller in a particular slave recognizes the transmitted sequence as its own 
identification sequence, it drives the timing and reset logic in a proper way, thus putting the 
slave in the measurement mode. In this mode, the slave acts as a pulse repeater for a 
predefined period of time (measurement period), activating an automatic signal path. 
Through this path it generates an answer pulse after a known delay following each received 
pulse from the master. If the transmitted sequence is not recognized as the slave's own 
identification sequence, the microcontroller disables pulse transmission for the 
measurement period. The motivation for the use of this technique is that it represents a low- 
complexity scheme allowing the master device to unequivocally identify the slave with 
which it is communicating, thus avoiding collisions that could result in incorrect position 
determination. 
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Fig. 11. Example of a situation where the INS supports the positioning system by tracking 
the position in an obstructed area. 
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Fig. 12. Inertial Navigation Subsystem architecture (De Angelis et al., 2009b). 



3.3.2 Inertial Measurement System 

The main motivation for integrating an inertial navigation system (INS) with the UWB 
ranging and positioning devices described in the above sections is to obtain a complete and 
robust system. In fact, the INS adds information about the attitude of the mobile device, that 
is the orientation with respect to a reference frame. Furthermore, it provides the knowledge 
of the velocity and acceleration, thus enabling a complete characterization of the navigation 
states. Regarding the contribution of the INS to the system's robustness, it can be useful to 
support the ranging system in those areas where there is insufficient coverage, e.g. there is 
line-of-sight connection with less than three slaves. In such situations the INS can track the 
mobile node's position for a limited period of time, as shown in Fig. 11. 
The INS is composed of two sections: the Inertial Measurement Unit (IMU), an hardware 
device that houses accelerometers and gyroscopes, and the software component which 
implements the navigation equations. A detailed illustration of the INS architecture is 
shown in Fig. 12. 
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Table 1. Complementary properties of the two subsystems. 
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Fig. 13. Information fusion architecture (De Angelis et al., 2009). 
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Fig. 14. Block diagram of the mobile node prototype. The sensor fusion platform is 
implemented by a software running in a PC, connected to the UWB ranging master device 
and to the IMU by means of serial ports. 



3.3.2 Information fusion 

The information fusion technique has been designed with the main goal of exploiting the 
complementary properties of the UWB and INS systems. In particular, the INS readily 
provides information about the attitude, velocity and acceleration, which represent a 
complete set of navigational states. Furthermore, the high update rate of the employed INS 
(100 Hz) supports a high dynamic range, while the UWB ranging system has a relatively 
slow update rate (2 Hz) when used as a stand-alone system. The INS, however, intrinsically 
amplifies low-frequency noise and has an unacceptable growth rate with time. On the other 
hand, the UWB ranging system has a bounded error for the position estimation and 
therefore may be used to compensate for inertial measurements deviations. A summary of 
the complementary properties is provided by Table 1. 
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Fig. 15. Histogram of the estimated positions, (a) Reference position: (150 cm, 150 cm), 
coinciding with the centre of the measurement area, (b) Reference position: (100 cm, 100 cm). 

Fig. 13 shows a block diagram of the information fusion approach used in the system. The 
basic principle is a UWB-radio range aided INS architecture, which is developed in a similar 
manner as a widely adopted solution in outdoor GPS-aided INS. Following such an 
approach, the INS provides the main navigation solution and when a UWB-radio range 
measurement is available a range prediction is calculated based upon the current position 
estimate of the INS. The difference between the measured and predicted range is used as an 
observation for an Extended Kalman Filter (EKF), implementing a model for how the errors 
in the INS develop with time and how they relate to errors in the range predictions. The 
errors are estimated and fed back to the INS. For an exhaustive description of the signal 
processing algorithm, together with the main issues addressed and the solutions 
implemented in the system, the reader can refer to (Nilsson et al., 2009). 

The complete information fusion architecture has been implemented in a prototype, as 
shown in Fig. 14. In the prototype, the two information sources, namely the UWB ranging 
system and the INS, are connected to the sensor fusion platform implemented via software 
in a PC by means of serial ports. 



3.3.2 Experimental Characterization 

In order to experimentally investigate the behaviour of the system and the achievable 
performance, three kinds of tests have been performed. All the tests have been executed in 
an indoor environment with line-of-sight signal propagation conditions. Furthermore, as a 
preliminary phase, all the slave devices were calibrated by performing a series of RTT 
measurements at known distances, thus obtaining the calibration parameters. Following the 
preliminary phase, a static position-measuring procedure has been implemented, in which 
four slave nodes were placed in fixed and known positions at the corners of a 3^3 meter 
square and a master node was placed in the centre of the same square. During this test, only 
the UWB ranging system was used, without the fusion with the INS. Repeated individual 
master-slave distance measurements were collected and the position was estimated 
following a least squares approach. The results obtained from this measurement set are 
shown in the histograms of Fig. 15a and 15b. Each of the figures is relative to a different 
master position, and it can be noticed that the second image shows a larger histogram 
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Fig. 16. Low-dynamic test, stand-alone UWB-positioning system. A good agreement 
between the estimated and the actual trajectory can be observed (De Angelis et al., 2009b). 

dispersion. This behaviour is consistent with what was expected, since the positioning 
accuracy is dependent on the geometrical configuration of the master with respect to the 
slaves and their relative distance. From this point of view, the geometric centre position is 
the most favourable. 

By analysing these experiments, it is possible to evaluate the uncertainty associated with the 
measurement result. Such an evaluation, similarly to the one provided in Section 3.2.1, can 
be performed using statistical methods, according to the GUM (ISO GUM, 1995). The 
sample mean and the sample covariance of the experimental estimated positions for the 
geometrical configuration in Fig. 15a are given by: 



sample mean[cm] 



sample covariance[cm 2 ~\ - 



"157" 




148 




"10.2 -0.5" 


-0.5 


11.2 



Therefore, referring to the sample covariance matrix, the "Type A" standard uncertainty can 
be quantified as 3.3 cm for each spatial coordinate. 

Subsequently, in order to investigate the position-tracking capability of the UWB ranging 
platform as a stand-alone system, a second set of measurements have been performed. In 
this case the master device was moved slowly, at about 0.1 m/s, along a predefined lxlm 
square trajectory. The tracking function has been implemented by means of an algorithm 
based on the EKF approach. The results of this experiment are shown in Fig. 16, 
demonstrating a good tracking capability with a maximum deviation of the measured 
trajectory from the reference path of about 10 cm. 
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Fig. 17. High-dynamic tests, (a) UWB-positioning stand-alone: it can be noticed that overshoot is 
present, and poor tracking performance is observed, (b) information fusion with INS: no 
overshoot and better tracking performance has been observed (De Angelis et al., 2009b). 

The last set of tests consisted in high-dynamic experiments involving the complete system, 
including the INS and information fusion platform. The experiment was executed on the 
same trajectory as that of the previous set, but in this case the master was moved quickly, at 
approximately 1 m/s. Initially the test was performed using the UWB system alone. This 
test allowed to demonstrate some of the limits of the UWB stand-alone system, mainly 
caused by the slow update rate, as shown by the overshoot and by the low tracking 
performance in Fig. 17a. Subsequently, another test using the full system with INS 
measurement integration was executed in the same experimental conditions. The resulting 
data is shown in Fig. 17b, demonstrating the considerable performance improvement 
obtained. In particular, the trajectory overshoot has been eliminated and an overall better 
tracking behaviour can be observed. 



3.4 Future developments 

Some of the research activities expected in the future involve the improvement of the 
hardware ranging platform realized so far. In particular, a modification of the baseband 
pulse generator is currently being studied, with the goal of realizing a system which is fully 
compliant with both the current European and USA regulations. The step recovery diode 
generator described in Section 3.1, in fact, provides an output spectrum roughly from DC to 
500 MHz. By means of a pulse amplitude-modulation approach, it is possible to shift this 
spectrum around the frequency of a carrier signal in the 6 GHz region, therefore operating 
inside the UWB regulation masks shown in Fig. 1. Furthermore, such a solution could 
potentially reduce problems associated with the interference from other radio systems, since 
there is a lower number of narrowband users in the 6 GHz band. Other future developments 
are aimed at increasing the communication range, coverage and update rate of the system, 
also considering advances in the information fusion technique and signal processing 
algorithms. 
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Fig. 18. Block diagram of the ZigBee positioning system: (a) Mobile node, (b) Calibrator node. 

4. ZigBee ranging system 

The principle of operation of the ZigBee system is based on the RTT measurement of Direct 
Sequence Spread Spectrum (DSSS) modulated pulses, propagating between several 
transceiver devices. The system-level design, presented in detail in (Santinelli et al., 2009), 
has been focused on a trade-off between accuracy, cost and synchronization hardware. In 
particular, it is a low-cost solution, realized by applying some modifications to an existing 
communication network, without the need for external synchronization hardware, but 
characterized by a good accuracy for the majority of the applications. Moreover, the 
implemented system is capable of planar positioning and can easily be extended to 3-D 
positioning or combined with other ZigBee based applications. 

A key feature of the realized prototype is its self-calibration capability, designed to remove 
the bias introduced by the fixed beacons latencies. In fact, in order to properly implement a 
RTT distance measurement system, it is necessary to estimate and compensate for the 
responder node latency, as already seen in the previous sections for the UWB device. 



4.1 Architecture 

The ZigBee transceivers used as a basis for the system prototypes are the CC2431 by 
Chipcon, while the time-interval measuring hardware is the same TDC, the TDC-GP2 by 
Acam Messelectronic GmbH, used for the UWB system described in the previous sections. 
The system is comprised of three kinds of devices: the mobile node, the fixed node and the 
calibrator node. Diagrams for the mobile and calibrator are shown in Fig. 18a and 18b 
respectively. 
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Fig. 19. Flow-chart of the operation of the ZigBee positioning system. 

In the mobile node the Chipcon CC2431 device is connected via a Serial Peripheral Interface 
(SPI) with a DSP (Texas Instrument TMS320C6713) and a TDC. The Chipcon device is used 
as an RF interface, while the time interval measurement function is performed by the TDC. 
The DSP is used to program the TDC, to read measurement data through the SPI and to 
triangulate the mobile node position by properly combining the various RTT measurement 
results. In particular, the DSP coordinates the communications with slave nodes, by polling 
them one at a time. 

The calibrator node has a simpler architecture, without the use of the DSP. By placing this 
node in a known position, the bias introduced by the fixed nodes can be evaluated by 
polling them with the calibration node to perform RTT measurements. Finally, each fixed 
and known position node is a Chipcon CC2431 device, used as pulse repeater. 
The operation of the system is described in the flow-chart of Fig. 19. Initially the mobile 
node programs and initializes its TDC. Then it transmits a packet to a given fixed node, 
which is received and retransmitted after a certain delay. The master then receives the 
retransmitted packet, and the TDC determines the signal RTT by measuring the time 
interval occurring between the transitions of its Start and Stop input signals. By repeating 
this procedure for a set of fixed nodes, and using calibration data, the mobile node DSP may 
determine the unknown position using data fusion techniques. 



4.2 Experimental Results 

The ZigBee positioning system has been experimental validated by implementing two 
configurations in a LOS environment scarcely affected by multipath. The first one consisted 
of a network of 6 fixed nodes (beacons), without the self-calibration capability. The second 
one, having fewer nodes, consisted of the mobile node, the calibration node, and a cell of 3 
beacons. Experimental results obtained using the first setup are reported in Fig. 20. The 
white square represents the actual node, the 6 black squares are the fixed beacons, and the 
points represent the estimated positions. Each position measurement has been obtained by 
averaging 500 RTT measurements for each fixed position node. The latency of a single 
beacon was manually evaluated, and the obtained result was used to compensate all of the 
RTT measurements. Subsequently, the triangulation was achieved by applying a Least Mean 
Square (LMS) fitting approach on a linearised model (Santinelli et al., 2009). By analysing 
the obtained results, a bias of -0.74 m on the x coordinate and of -0.59 m on the y coordinate 
have been observed, while the standard deviation is about 0.41 m for both coordinates. 
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Fig. 20. Experimental results for the first configuration, without self-calibration feature. 

(Santinellietal, 2009). 



Following this experiment, the second setup was implemented and tested. As a first step, 
the calibration procedure was performed for each beacon, in order to estimate and 
compensate for the corresponding latencies. In particular, the average of 500 RTT calibration 
measurements performed at increasing distances between the calibration node and one of 
the beacons was calculated. Then, the calibration line was obtained by applying numerical 
fitting to the measurement results, as shown in Fig. 21a. It can be observed that the RTT 
increases linearly in the considered range, with a slope of approximately 22.5 ns/m. A 
possible cause of this behaviour may be the reduced signal-to-noise ratio at the receiver 
input, inducing increased correlation latencies. Consequently, as the signal propagation 
contributes to the RTT with a slope of 6.6 ns/m, we may infer that also the detection time varies 
linearly, with a slope of about 15.9 ns/m. Moreover, the time required to retransmit a detected 
pulse, which is not dependent on the distance d, is the line intercept point, which is about 888 us. 



Measurement results for the second setup are reported in Fig. 21b, where the positions of the 
various nodes and estimated positions are shown. Similarly to Fig. 20, the white square 
represents the mobile node, located in (3,3), the 3 filled squares are the fixed beacons, located in 
(2,1), (4,1), and (1,6) respectively, the white circle is the calibration node, located in (3,6), and the 
points are measurement results. Again, each position measurement has been performed by 
averaging 500 RTT measurements per fixed position node. Then, bias removal and range 
estimation have been performed, using the calibration results obtained for each beacon. Finally, 
as only 3 fixed beacons were present, a simplified triangulation algorithm was used, obtained by 
modifying the algorithm which calculates the intersection of 3 circumferences. The measurement 
results correspond to a standard deviation of 0.2 m and a bias of 0.14 m for the x coordinate, and 
a standard deviation of 0.16 m and a bias of 0.01 m for the y coordinate. Consequently the results 
obtained show that, by using self calibration, a system based on a reduced number of beacons 
may achieve better location accuracy than a larger system without self -calibration capabilities. 
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Fig. 21. Experimental results for the second configuration, with self-calibration, (a) Node 
calibration line. The circles are measurement results, while the straight line has been 
obtained by fitting, (b) Positioning results, the white square is the actual node position, the 
black squares are the reference nodes, the white circle is the calibration node and the points 
are estimated positions. (Santinelli et al., 2009). 



4.3 Future developments 

Some possible developments of this research activity involve the theoretical and experimental 
study of the performance of RTT-based ranging and positioning techniques for ZigBee 
systems. Of particular interest is the performance evaluation in multipath and non-line-of- 
sight channels. A further development is represented by the study and implementation of 
methods aimed at increasing system immunity to multipath, such as those presented in 
(Schwarzer et al., 2008). An alternative approach involves the information fusion between the 
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RTT and readily-available signal-strength data, in order to identify measurements affected by 
strong multipath and weight their contribution to LMS fitting. Additionally, multipath 
components may possibly be identified by performing ZigBee transmissions at different 
frequencies and by analysing the variations when measuring both the RSS and the RTT. 

5. Conclusion 

Two indoor positioning systems based on RTT measurement have been presented in this 
chapter, focusing on a description of the basic principle of operation, main building blocks and 
experimental evaluations. Regarding the technical performance aspects, as shown by the 
experimental test results described in the previous sections, the UWB system has the advantage 
of a higher positioning accuracy. This system, in fact, is capable of measuring position with a 
standard uncertainty of about 3 cm under favourable conditions, while the ZigBee platform is 
characterized by an accuracy of about 20 cm. The latter solution, instead, provides an higher 
communication range, up to the order of magnitude of 100 m, as opposed to the 10 m order 
provided by the UWB prototypes. 

Apart from the purely performance-related analysis, it is also possible to perform a more general 
comparison, considering other aspects. In this regard, the ZigBee system has the advantage of 
exploiting a pre-existent communication platform. This feature could be of relevance from the 
point of view of a planning strategy, depending on the specific application. Using this feature, in 
fact, a fast, robust and convenient data transfer in the wireless sensor network could be provided 
in addition to the position evaluation. On the other hand, the UWB system, being a non- 
commercial solution, allows for a greater control of the design aspects and specifications. The 
additional bandwidth-related benefits associated to the UWB approach must also be taken into 
account, as discussed in the state of the art section of this chapter. 
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1. Introduction 

The widely applied framework for calibrating measurement systems is described in the 
GUM - The Guide to the Expression of Uncertainty in Measurements (ISO GUM, 1993). 
Despite its claimed generality, it is evident that this guide focuses on measurements of 
stationary quantities described by any finite set of constant parameters, such as any constant 
or harmonic signal. Non-stationary measurements are nevertheless ubiquitous in modern 
science and technology. An expected non-trivial unique time-dependence, as for instance in 
any type of crash test, is often the primary reason to perform a measurement. Many 
formulations of the guide are indeed difficult to interpret in a dynamic context. For instance, 
correction and uncertainty are referred to as being universal constant quantities for direct 
interpretation. These claims seize to be true for non-stationary dynamic measurements. 
A measurement is here defined as stationary if a time-independent parameterization of the 
quantity of interest is used. The classification is thus relative, and ultimately depends on 
personal ability and taste. A given measurement may be stationary in one context but not in 
another. Static and stationary measurements can be analysed similarly (ISO GUM, 1993) 
since constant parameters are used in both cases. 

The term 'dynamic' is frequently used, but with rather different meanings. The use of the 
term 'dynamic measurement' is often misleading as it normally refers to the mere time- 
dependence, which itself never requires a dynamic analysis. Instead, the classification into a 
dynamic or static measurement that will be adopted refers to the relation between the 
system and the signal: "The key feature that distinguishes a dynamic from a static 
measurement is the speed of response (bandwidth) of the measurement systems as 
compared to the speed at which the measured signal is changing" (Esward, 2009, p. 1). 
This definition indirectly involves the acceptable accuracy through the concept of response 
time or bandwidth. In this formulation, a dynamic responds much slower than a static 
measurement system and therefore needs a dynamic rather than a static analysis. The 
relativity between the system and the signal is crucial - no signal or system can be 'dynamic' 
on its own. A static analysis is often sufficient whether it refers to a measurement of a 
constant, stationary or non-stationary time-dependent quantity. Indirectly and misleadingly 
the guide (ISO GUM, 1993) indicates that this is always the case. This is apparent from the 
lack of discussion of e.g. differential or difference model equations, time delay, temporal 
correlations and distortion. The difference between ensemble and time averages is not 
mentioned, but is very important for non-stationary non-ergodic measurements. 
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Even strongly imprecise statements of measurement uncertainty may in practice have 
limited consequences. It may be exceedingly difficult to even illustrate an incorrect analysis 
due to neglect or erroneous treatment of dynamic effects. Dynamic artefacts or fundamental 
physical signals corresponding to fundamental constants like the unit of electric charge do 
not exist. These aspects are probably the cause to why dynamic analysis still has not 
penetrated the field of metrology to the same extent as in many other related fields of 
science and engineering. By limiting the calibration services to only include 
characterizations and not provide methods or means to translate this information to the 
more complex targeted measurement, the precious calibration information can often not be 
utilized at all (!) to assess the quality of the targeted measurement. The framework Dynamic 
Metrology presented in this chapter is devoted to bridge this gap from a holistic point of 
view. The discussion will focus on concepts from a broad perspective, rather than details of 
various applications. Referencing will be sparse. For a comprehensive exploration and list of 
references the reader is advised to study the original articles (Hessling, 2006; 2008a-b; 
2009a), which provide the basis of Dynamic Metrology. 

2. Generic aspects of non-stationary dynamic measurements 

The allowed measurement uncertainty enters into the classification of dynamic 
measurements through the definitions of response time of the system and change of rate of 
possible signals. This is plausible since the choice of tools and analysis (static/ stationary or 
dynamic) is determined by the acceptable accuracy. 

As recognized a long time ago by the novel work of Wiener in radar applications (Wiener, 
1949), efficient dynamic correction will always involve a subtle balance between reduction 
of systematic measurement errors and unwanted amplification of measurement noise. How 
these contributions to the measurement uncertainty combines and changes with the degree 
of correction is therefore essential. The central and complex role of the dynamic 
measurement uncertainty in the correction contrasts the present stationary treatment. 
Interactions are much more complex in non-stationary than in stationary measurements. 
Therefore, engineering fields such as microwave applications and high speed electronics 
dedicated to dynamic analysis have taken a genuinely system-oriented approach. As micro- 
wave specialists know very well, even the simplest piece of material needs careful attention 
as it may require a full dynamic specification. This has profound consequences. Calibration 
of only vital parts (like sensors) might not be feasible as it only describes one ingredient of a 
complex dynamic 'soup'. Its taste may depend on all ingredients, but also on how it is 
assembled and served. Testing the soup in the relevant environment may be required. 
Sometimes the calibration procedures have to leave the lab (in vitro) and instead take place 
under identical conditions to the targeted measurements (in situ). 

The relativity between signal and system has practical consequences for every measurement. 
Repeated experiments will result in different signals and hence different performance. The 
dynamic correction will be unique and must be re-calculated for every measured signal. 
There will thus never be universal dynamic corrections for non-stationary measurements, as 
can be found for stationary measurements in a calibration laboratory. 

The need for repeated in situ evaluation illustrates the pertinent and critical aspect of 
transferability of the calibration result. This is seldom an issue for stationary calibration 
methods where a limited set of universal numbers is sufficient to describe the result. 
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Stationary measurements have minute variations in comparison to the enormous freedom of 
non-stationary events. Physical generation of all possible non-stationary signals in 
calibrations will always be an insurmountable challenge. Indirect analyses based on 
uncertain and potentially abstract dynamic models are required. In turn, these models are 
deduced from limited but nevertheless, for the purpose complete testing against references. 
This testing is usually referred to as 'dynamic calibration' while the model extraction is 
denoted 'system identification'. Here calibration will be associated to the combined operation 
of testing and model identification. The testing operation will be called 'characterization'. 
The performance of the targeted non-stationary measurements will be assessed with 
calculations using measured signals and an uncertain indirect model of the measurement. 
Essentially, the intermediate stage of modelling reduces the false appearance of extremely 
complex measurements due to the high dimensionality of the signals (directly observable) to 
the true much lower complexity of the measurement described by the systems (indirectly 
observable). It is the indirect modelling that makes the non-stationary dynamic analysis of 
measurements possible. 

The measurand is often a function of a signal rather than a measurable time-dependent 
quantity of any kind. The measurand could be the rise time of oscilloscopes, the vibration 
dose R for adverse health effects for whole body vibrations, complex quantities such as the 
error vector magnitude (EVM) of WCDMA signals in mobile telecommunication 
(Humphreys & Dickerson, 2007), or power quality measures such as Tight flicker' (Hessling, 
1999). Usually these indexes depend on time-dependent signals and do not provide 
complete information. A complete analysis of signals and systems is required to build a 
traceability chain from which the measurands can be estimated at any stage. As illustrated 
in Fig. 1, the measurement uncertainty is first propagated from the characterization to the 
model, from the model to the targeted measurement, and perhaps one step further to the 
measurand. The final step will not be addressed here since it is application-specific without 
general procedures. Fortunately, the propagation is straight-forward using the definition of 
the measurand often described in detail in standards (for the examples mentioned in this 
paragraph, EA-10/07, ISO 2631-5, 3GPP TS, IEC 61000-4-15). 

The analysis of non-stationary dynamic measurements generally requires strongly 
interacting dynamic models. In situ calibrations of large complex systems as well as 
repeated in situ evaluations for every measurement may be needed. The uncertainty must 
be propagated in two or more stages. Realized in full, this requires nothing less than a new 
paradigm to be introduced in measurement science. 
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Fig. 1. Propagation (arrows) of non-stationary (full) measurement uncertainty compared to 
the conventional stationary case (ISO GUM, 1993) (dashed). 
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3. State-of-the-art dynamic analysis 

The level of applications of dynamic analyses varies greatly. Leading manufacturers of 
measurement equipment are often well ahead of measurement science, as the realization of 
dynamic operations is facilitated by detailed product knowledge. However, dynamic design 
usually requires a substantial amount of compromises. Maximal bandwidth or slew-rate 
may for instance be incompatible with good time domain performance. A neutral evaluation 
in terms of an extended calibration service is strongly needed. Nevertheless, in many cases 
the motivation is low, as the de-facto standards of calibration are restricted and simplified. 
The motivation should primarily originate from end-users. The field of dynamic analysis in 
the context of calibration, or waveform metrology, is currently emerging at major national 
metrology institutes in a number of applications. This is the precursor for changing 
calibration standards and procedures to better account for the experimental reality. 
The development of calibration of accelerometers illuminates the progress. One part of a 
present standard (ISO 16063, 2001) is based on the shock sensitivity of accelerometers. The 
calibration has suffered from poor repeatability due to large overseen dynamic errors 
(Hessling, 2006) which depend on unspecified details of the pulse excitation. A complete 
specification would not solve the problem though, as the pulse would neither be possible to 
accurately realize in most calibration experiments, nor represent the variation of targeted 
measurements. Despite this deficiency, manufacturers have provided dynamic correction of 
accelerometers for many years (Bruel&Kjaer, 2006). The problem with the present shock 
calibration is now about to be resolved with an indirect analysis based on system 
identification, which also provides good transferability. The solution parallels the analysis to 
be proposed here. Beyond this standard, dynamic correction as well as uncertainty 
evaluation for this system has also recently been proposed (Elster et al., 2007). 
Mechanical fatigue testing machines and electrical network analyzers are comparable, as 
they both have means for generating the excitation. Their principles of dynamic calibration 
are nonetheless different in almost all ways. For network analyzers, simple daily in situ 
calibrations with built-in software correction facilities are made by end-users using 
calibrated calibration kits. Testing machines usually have no built-in correction. Present 
dynamic calibration procedures (ASTM E 467-98a, 1998) are incomplete, direct and utilize 
calibration bars which are not calibrated. This procedure could be greatly improved if the 
methods of calibrating network analyzers would be transferred and adapted to mechanical 
testing machines. 

The use of oscilloscopes is rapidly evolving. In the past they were used for simpler 
measurement tasks, typically detecting but not accurately quantifying events. With the 
advent of sampling oscilloscopes and modern signal processing the usage has changed 
dramatically. Modern sampling techniques and large storage capabilities now make it 
possible to accurately resolve and record various signals. Dynamic correction is sometimes 
applied by manufacturers of high performance oscilloscopes. Occasionally national 
laboratories correct for dynamic effects. A dissatisfying example is the standard (EA-10/07, 
1997) for calibrating oscilloscopes by evaluating the rise time of their step response. 
Unfortunately, a scalar treatment of a non-stationary signal is prescribed. This results in the 
same type of calibration problem as for the shock sensitivity of accelerometers described 
above. The uncertainty of the rise time cannot even in principle be satisfactorily evaluated, 
as relevant distortions of the generated step are not taken into account. Further, interaction 
effects are not addressed, which is critical for an instrument that can be connected to a wide 
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range of different equipments. Correction is often synthesized taking only an approximate 
amplitude response into account (Hale & Clement, 2008). Neglecting the phase response in 
this way is equivalent to not knowing if an error should be removed by subtraction or 
addition! Important efforts are now made to account for such deficiencies (Dienstfrey et al., 
2006; Williams et al., 2006). Many issues, such as how to include it in a standardized 
calibration scheme and transfer the result, remain to be resolved. 

A general procedure of dynamic analysis in metrology remains to be formulated, perhaps as 
a dynamic supplement to the present guide (ISO GUM, 1993). As advanced dynamic 
modelling is currently not a part of present education curriculum in metrology, a substantial 
amount of user-friendly software needs to be developed. Most likely, the present calibration 
certificates must evolve into small dedicated computer programs which apply dynamic 
analysis to each measured signal and are synthesized and optimized according to the results 
of the calibration. In short, the infra-structure (methods and means) of an extended 
calibration service for dynamic non-stationary measurements needs to be built. 

4. Dynamic Metrology - a framework for non-stationary dynamic analysis 

In the context of calibration, the analysis of non-stationary dynamic measurements must be 
synthesized in a limited time frame without detailed knowledge of the system. In 
perspective of the vast variation of measurement systems and non-stationary signals, 
robustness and transferability are central aspects. There are many requirements to consider: 

• Generality: Vastly different types of systems should be possible to model. These 
could be mechanical or electrical transducers, amplifiers, filters, signal processing, 
large and/ or complex systems, hybrid systems etc. 

• Interactions: Models of strong interactions between calibrated subsystems are 
often required to include all relevant influential effects. 

• Robustness: There exists no limit regarding the complexity of the system. This 
requires low sensitivity to modelling and measurement errors etc. 

• In situ calibration and analysis: Virtually all methods must be possible to transfer 
to common measurement computers and other types of computational hardware. 

• Transferability: All results and methods must be formulated to enable almost fool- 
proof transfer to end-users without virtually any knowledge of dynamic analysis. 

A framework (Dynamic Metrology) dedicated to analysis of dynamic measurements was 
recently proposed (Hessling, 2008b). All methods were based on standard signal processing 
operations easily packed in software modules. The task of repeated dynamic analysis for 
every measurement may effectively be distributed to three parties with different chores: 
Experts on Dynamic Metrology (1) derive general synthesis methods. These are applied by 
the calibrators (2) to determine dedicated but general software calibration certificates for the 
targeted measurement, using specific calibration information. The end users (3) apply these 
certificates to each measurement with a highly standardized and simple ['drag-and-drop'] 
implementation. Consequently, Dynamic Metrology involves software development on two 
levels. The calibrators as well as the end users need computational support, the former to 
synthesize (construct and adapt), the latter to realize (apply) the methods. For the steps of 
system identification, mathematical modelling and simulation reliable software packages 
are available. Such tools can be integrated with confidence into Dynamic Metrology. What 
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remains is to adapt and combine them into 'toolboxes' or modules for synthesis (calibrator) 
and realization (end-user), similar to what has been made for system identification (Kollar, 
2003). This fairly complex structure is not a choice, but a consequence of; general goals of 
calibration, the application to non-stationary dynamic measurements and the fact that only 
the experts on Dynamic Metrology are assumed to have training in dynamic analysis. 
Prototype methods for all present steps of analysis contained in Dynamic Metrology will be 
presented here. Dynamic characterization (section 4.1) provides the fundamental 
information about the measurement system. Using this information and parametric system 
identification (section 4.2), a dynamic model (section 4.2.1) with associated uncertainty 
(section 4.2.2) is obtained. From the dynamic model equation the systematic dynamic error 
can be estimated (section 4.3). The dynamic correction (section 4.4) is supposed to reduce 
this error by applying the optimal approximation to the inverse of the dynamic model 
equation. To evaluate the measurement uncertainty (section 4.5), the expression of 
measurement uncertainty (section 4.5.1) is derived from the dynamic model equation. For 
every uncertain parameter, a dynamic equation for its associated sensitivity is obtained. The 
sensitivities will be signals rather than numbers and can be realized using digital filtering, or 
any commercially available dynamic simulator (section 4.5.2). The discussion is concluded 
with an overview of all known limitations of the approach and expected future 
developments (section 4.6), and a summary (section 5). The versatility of the methods will be 
illustrated with a wide range of examples (steps of analysis given in parenthesis): 

• Material testing machines (identification) 

• Force measuring load cells (characterization, identification) 

• Transducer systems for measuring force, acceleration or pressure (correction, 
measurement uncertainty - digital filtering) 

• All-pass filters, electrical/ digital (dynamic error) 

• Oscilloscopes and related generators (characterization, identification, correction) 

• Voltage dividers for high voltage (measurement uncertainty - simulations) 

4.1 Characterization 

The raw information of the measurement system required for the analysis is obtained from 
the characterization, where the measurement system is experimentally tested against a 
reference system. In perspective of the targeted measurement, the testing must be complete. 
All relevant properties of the system can then be transformed or derived from the results, 
but are not explicitly given. Using a representation in time, frequency or something else is 
only a matter of practical convenience (Pintelon & Schoukens, 2001). For instance, the 
bandwidth can be derived from a step response. The result consists of a numerical 
presentation with associated measurement uncertainty, strictly limited to the test signal(s). 
Different parts of the system can be characterized separately, provided the interactions can 
also be characterized. The simplest alternative is often to characterize whole assembled 
systems. When the environment affects the performance it is preferable to characterize the 
system in situ with a portable dynamic reference system. One example is the use of 
calibration kits for calibrating network analyzers. The accuracy of characterization of any 
subsystem should always be judged in comparison to the performance of the whole system. 
There is no point in knowing any link of a chain better than the chain as a whole. 
How physical reference systems are realized is specific to each application. The test signals 
are however remarkably general. The test signals do not have to be non-stationary to be 
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used for analysis of non-stationary measurements. On the contrary, stationary signals 
generally give the highest accuracy. Usually there are important constraints on the relation 
between amplitude and speed of change/ bandwidth of the signals. Harmonic sweeps 
generally yield the most accurate characterization, but test signals of high amplitude and 
high frequency may be difficult to generate and the testing procedure can be slow. Various 
kinds of impulses can be generated when stored mechanic, electric or magnetic energy is 
released. To control the spectrum of the signal frequency sweeps are superior, while high 
amplitude and sometimes high speed often requires the use of pulses. The design of 
excitation signals is important for the quality of modelling, and is thus an integral part of 
system identification (Pintelon & Schoukens, 2001). 

The two mechanical examples will illustrate an in-vitro sensor and a corresponding in-situ 
system characterization. The non-trivial relation between them will be explored in 
section 4.2.3. The two electrical examples illustrate the duality of calibrating generators and 
oscilloscopes, or more generally, transmitters and receivers. The least is then characterized 
with the best performing instrument. The examples convey comparable dynamic 
information of the devices under test, but differently, with different accuracy and in 
different ranges. The often used impulse (h) , step (v) and continuous H{s = i27if) or 
discrete time (G(z = Gxp(i27rfT s )), T s sampling time) frequency (/) response 
characterizations are related via the Laplace- (l) and z-transform (z), respectively, 

W dt H(s) = L(h(t)) V ; 

Stationary sources of uncertainty (e.g. mass, temperature, pressure) are usually rather easy 
to estimate, but often provide minor contributions. For non-stationary test signals the largest 
sources of the uncertainty normally relate to the underlying time-dependent dynamic event. 
Typical examples are imbalances of a moving mechanical element or imperfections of 
electrical switching. All relevant sources of uncertainty must be estimated and propagated 
to the characterization result by detailed modelling of the experimental set up. The task of 
estimating the measurement uncertainty of the characterization is thus highly specialized 
and consequently not discussed in this general context. The uncertainty of the dynamic 
characterization is the fundamental 'seed' of unavoidable uncertainty, that later will be 
propagated through several steps as shown in Fig. 1 and combined with the uncertainty of 
the respective measurement (sections 4.2.2 and 4.5.1). 

4.1.1 Example: Impulse response of load cell 

An elementary example of characterization is a recent impulse characterization of a force 
measuring load cell displayed in Fig. 2 (left) (Hessling, 2008c, Appendix A). This force 
sensor is used in a material testing machine (Fig. 4, left). The load cell was hung up in a rope 
and hit with a heavy stiff hammer. As the duration of the pulse was estimated to be much 
less than the response time of the load cell, its shape could be approximated with an ideal 
Dirac-delta impulse. The equivalent force amplitude was unknown but of little interest: The 
static amplification of the load cell is more accurately determined from a static calibration. 
The resulting oscillating normalized impulse response is shown in Fig. 2 (right). 
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Fig. 2. Measured impulse response (right) of a load cell (left), on different time scales. The 
sampling rate is 20 kHz and the response is normalized to unit static amplification. 



4.1.2 Example: Impulse response of oscilloscope and step response of generator 

Oscilloscopes can be characterized with an optoelectronic sampling system (Clement et al., 
2006). A short impulse is then typically generated from a 100-fs-long optical pulse of a 
pulsed laser, and converted to an electrical signal with a photodiode. A reference 
oscilloscope characterized with a reference optoelectronic sampling system may in turn be 
used to characterize step generators. Example raw measurements of a photodiode impulse 
and a step generator are illustrated in Fig. 3. A traceability chain can be built upon such 
repeated alternating characterizations of generators and oscilloscopes. If the measurand is 
the rise time it can be estimated from each characterization but not propagated with 
maintained traceability. 
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Fig. 3. Example measurement of an optoelectronic pulse with a sampling oscilloscope (left) 

as described in Clement et al., 2006, and measurement of a voltage step generator with a 

different calibrated oscilloscope (right). 
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4.2 System identification 

System identification refers here to the estimation of parametric models and their 
uncertainty (Pintelon & Schoukens, 2001), even though the subject also includes non- 
parametric methods (Ljung, 1999). To adapt the basic procedure of identifying a model from 
the experimental characterization (section 4.1) to metrology, follow these steps: 

1. Choose a criterion for comparing experimental and modelled characterization. 

2. Select a structure for the dynamic model of the measurement. Preferably the choice 
is based on physical modelling and prior knowledge. General 'black-box' rather 
than physical models should be utilized for complex systems. 

3. Find the numerical values of all model parameters: 

a. Choose method of optimization. 

b. Assign start values to all parameters. 

c. Calculate the hypothetical characterization for the dynamic model. 

d. Compare experimental and modelled characterization using the criterion 
instep 1. 

e. Adjust the parameters of the dynamic model according to step 3a. 

f. Repeat from c until there is no further improvement in step 3d. 

4. Evaluate the performance of the dynamic model by studying the model mismatch. 

5. Repeat from step 2 until the performance evaluation in step 4 is acceptable. 

6. Propagate the measurement uncertainty of the characterization measurement to the 
uncertainty of the dynamic model. 

There are some important differences in this approach compared to the standard procedure 
of system identification (Ljung, 1999). Validation of the model is an important step for 
assessing the correctness of the model, but validation in the conventional sense is here 
omitted. The reason for this is that it requires at least two characterization experiments to 
form independent sets of data, one for 'identification' and another for Validation' . Often 
only one type of experimental characterization of acceptable accuracy is available. It is then 
unfortunately impossible to validate the model against data. This serious deficiency is to 
some extent compensated for by a more detailed concept of measurement uncertainty. The 
correctness of the model is expressed through the uncertainty of the model, rather than 
validated by simulations against additional experimental data. All relevant sources of 
uncertainty should be estimated in the preceding step of characterization, and then 
propagated to the dynamic model in the last step (6) of identification. Corresponding 
propagation of uncertainty is indeed discussed in the field of system identification, but 
perhaps not in the widest sense. The suggested approach is a pragmatic adaptation of well 
developed procedures of system identification to the concepts of metrology. 
The dynamic model is very often non-linear in its parameters (not to be confused with 
linearity in response!). This is the case for any infinite-impulse response (IIR) pole-zero 
model. Measurement noise and modelling errors of a large complex model might result in 
many local optima in the comparison (step 3d). Obtaining convergence of the numerical 
search may be a challenge, even if the model structure is valid. Assigning good start values 
to the parameters (step 3b) and limiting the variation in the initial iterations (step 3e), might 
be crucial. The model may also be identified and extended sequentially (step 2) using the 
intermediate results as start values for the new model. A sequential approach of this kind is 
seldom the fastest alternative but often remarkably robust. 
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A common criterion (step 1) for identifying the parameters is to minimize the weighted 
square of the mismatch. For frequency response characterization and a symmetric positive 
definite weighting matrix w(co k ,co l ), the estimated parameters [q] dire expressed in the 
residual AH(qJco k ) defined as the difference between modelled and measured response 
( T represents transposition and * complex conjugation), 



q}= 3LYgmm[AH(q) T *WAH(q)\. (2) 



4.2.1 Modelling dynamic measurements 

Dynamic models are never true or false, but more or less useful and reliable for the intended 
use. The primary goal is to strongly reduce the complexity of the characterization to the 
much lower complexity of a comparatively small model. The difference between the 
dimensionality of the characterization and the model determines the confidence of the 
evaluation in step 4. The maximum allowed complexity of the model for acceptable quality 
of evaluation can be roughly estimated from the number of measured points of the 
characterization. For a general linear dynamic measurement the model consists of one or 
several differential (CT: continuous time) or difference (DT: discrete time) equations relating 
the (input) quantity x(t) to be measured and the measured (output) signal y\t) , 

CT: di y + a x d t y + a 2 d 2 y + ...a n d"y = b x + b x d t x + b 2 d 2 x + ...b m d?x 

DT : a y k + a x y k _ x + a 2 y k _ 2 + ...a n y k _ n = b x k + b x x k _ x + b 2 x k _ 2 + ...b m x k _ m ' 

where x k = x(kT s ), y k = y(kT s \k = 0,1,2, ... , T s being the sampling time. In both cases it is 
often convenient to use a state-space formulation (Ljung, 1999), with a system of model 
equations linear in the differential (CT) or translation (DT) operator. State space equations 
also allow for multiple input multiple output (MIMO) systems. The related model equation 
(Eq. 3) can easily and uniquely be derived from any state space formulation. Thus, assuming 
a model equation of this kind is natural and general. This is very important since it provides 
a unified treatment of the majority of LTI models used in various applications for describing 
physical processes, control operations and CT/DT signal processing etc. 
An algebraic model equation in the transform variable s or z is obtained by applying the 
Laplace s-transform to the CT model or the z-transform to the DT model in Eq. 3, 

CT: (a +a x s + a 2 s 2 +...a n s n )Y(s) = fe +b x s + b 2 s 2 + ...b m s m )x(s) 

DT: (a +a x z- l +a 2 z- 2 +...a n z- n )Y(z) = (b +b x z~ l + b 2 z~ 2 +...Z? m z" m )x(z)' U 

These relations are often expressed in terms of transfer functions h(s) = y(s)/x(s) or 
G[z)= Y{z)/x(z). The polynomials are often factorized into their roots, 'zeros' (numerator) 
and 'poles' (denominator). Another option is to use physical parameters. In electrical circuits 
lumped resistances, capacitances and inductances are often preferred, while in mechanical 
applications the corresponding elements are damping, mass and spring constants. In the 
examples, the parameterization will be a variable number of poles and zeroes. The 
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fundamental reason for this choice is that it provides not only a very general and effective, 
but also widely used and understood parameterization. Good initial values of the 
parameters are in many cases fairly easy to assign by studying the frequency response, and 
it is straight-forward to extend any model and identify it sequentially. 

4.2.2 Uncertainty of dynamic model 

The performance of the identified model (step 4) can be explored by studying the properties 
of the residual AH{qJco k ). If the model captures all features of the characterization, the 
autocorrelation functions of the residual and the measurement noise are similar. For 
instance, they should both decay rapidly if the measurement noise is uncorrelated (white). 
There are many symmetries between the propagation of uncertainty from the 
characterization to the model (step 6), and from the model to the targeted measurement 
(section 4.5.1), see Fig. 1. The two propagations will therefore be expressed similarly. The 
concept of sensitivity is widely used in metrology, and will be utilized in both cases. Just as 
in section 4.5.1, measured signals must be real-valued, which requires the use of real-valued 
projections <p(Aq,q) of the pole and zero deviations Aq (Hessling, 2009a). The deviation in 
modelled characterization for a slight perturbation q> is given by, - E T {qJo))(p{Aq,q) 
(compare Eq. 12). The matrix Eyqjco) of sampled sensitivity systems organized in rows is 
represented in the frequency domain, since the characterization is assumed to consist of 
frequency response functions. Row n of this matrix is given by E n \q,ico)m Eq. 18. The 
minus sign reflects the fact that the propagation from the characterization to the model is the 
inverse of the propagation from the model to the correction of the targeted measurement. If 
the measured characterization deviates by an amount A(jco) from its ensemble mean, the 
estimated parameters will deviate from their ensemble mean according to q> , 



<p} = arg min[(A r * + cp T E* )w(\ + E T cp\ . ( 5 ) 



cpeR 

The problem of finding the real-valued projected deviation <p (Eq. 5) closely resembles the 
estimation of all parameters q of the dynamic model (Eq. 2). The optimization over <p e R is 
constrained, but much simpler as the model of deviation is linear. Contrary to the problem 
of non-linear estimation, the linear deviations due to perturbed characterizations can be 
found explicitly; q> = -RefTA), T = \Ke\E*WE T jj E*W . From this solution, the covariance of 
all projections is readily found ( (■) denotes average over an ensemble of measurements and 
let q> — » cp ), 

w r |) = iRe[r^AA r ^r r +r^AA r *^r r *]. (6) 

This expression propagates the covariance of the characterization experiment (AA r '*M to 
Upcp 7 ), which is related to the covariance of the estimated dynamic model. Within the field 
of system identification (Pintelon & Schoukens, 2001) similar expressions are used, but with 
sensitivities denoted Jacobians. If the model is accurate the residual is unbiased and reflects 
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the uncertainty of the characterization, Ua t ^\ = IaHAH t ^\-(AH)(aH t ^\ « (aHAH t( *A . 
Otherwise there are systematic errors of the model and the residual is biased, (A//) ^ . Not 
only the covariance of the characterization experiment but also the systematic errors of the 
identified model should be propagated to the uncertainty. The systematic error (A//) can 
however not be expressed in the model or its uncertainty, as that is how the residual AH is 
defined. A separate treatment according to section 4.3 is thus required: A general upper 
bound of the dynamic error (AH) valid for the targeted measurement should be added 
directly and linearly to the final uncertainty of the targeted measurement (Hessling, 2006). 
Only one or at most a few realizations of the residual AH are known, since the number of 
available characterizations is limited. Therefore it is difficult to evaluate ensemble averages. 
However, if the residual is 'stationary' (i.e. do not change in a statistical sense) over a 
frequency interval Acq, the system is ergodic over this interval. The average over an 
ensemble of experiments can then be exchanged with a restricted mixed average over 
frequency and just a few (m > l) experimental characterizations, 

1 m a 

A//(/^)A/7 W (/fi> 2 )\ « V f A/7 W (/(fi>L + m))AH^ k '*\i(oj 2 + m))dm , (7) 

' lam f-f J 

K ~ l -a 

where a = [Aoo - 1^ - co 2 \)/2 > . If the correlation range is less than the interval of stationary 
residual, (A//(/&>Ja//^(/&> 2 )\ « for a < , all elements can be estimated. 
As model identification requires experimental characterizations, some of the previous 
examples will be revisited. The comparison of the load cell and the material testing machine 
models will illustrate a non-trivial relation between the behaviour of the system (machine) 
and the part (load cell) traditionally assumed most relevant for the accuracy of the targeted 
measurement. The propagation of uncertainty (Eq. 6) will not be discussed due to limited 
space, and as it is a mere transformation of numerical numbers. 

4.2.3 Example: Models of load cell and material testing machine 

Load cells measure the force in mechanical testing machines often used for fatigue testing of 
materials and structures, see Fig. 4 (left). It is straightforward to characterize the whole 
machine by means of built-in force actuators and calibration bars equipped with strain- 
gauges for measuring force. The calibration bar and load cell outputs can then be compared 
in a calibration experiment. The load cell can also be characterized separately as explained 
in section 4.1.1. A recent frequency response characterization and identification of a machine 
and a load cell (Hessling, 2008c) is compared in Fig. 4 (right) and shown in full in Fig. 5. 
There is no simple relation or scaling between the amplitude and phases of the frequency 
responses of the load cell and the installed testing machine. Accurate dynamic 
characterization in situ thus appears to be required. 
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Fig. 4. Magnitude (right, top) and phase (right, bottom) of the frequency response of 
identified models of a testing machine (left, Table 1: 2*) and its load cell. The legend applies 
to both figures. The magnitude variation of the load cell is magnified 5 times for clarity. 

The autocorrelation of the residual for the load cell (Fig. 6, bottom left) clearly indicates 
substantial systematic errors. The large residual may be caused by an insufficient dynamic 
model or a distorted impulse used in the characterization (section 4.1.1). The continuous 
distribution of mass of the load cell might not be properly accounted for in the adopted 
lumped model. If the confidence in the model is higher than the random disturbances of the 
excitation, the residual AH may be reduced before propagated to the model uncertainty. 
Confidence in any model can be formulated as prior knowledge within Bayesian estimation 
(Pintelon & Schoukens, 2001). The more information, from experiments or prior knowledge, 
the more accurate and reliable the model will be. However, the fairly complex relation 
between the machine and the load cell dynamics strongly reduces the need for accurate load 
cell models. The more important testing machine model is clearly of higher quality (Fig. 6). 
Pole-zero models of different orders were identified for the testing machine (Table 1). A 
vibration analysis of longitudinal vibration modes in a state-space formulation (Hessling, 
2008c) provided the basic information to set up and interpret these models in terms of 
equivalent resonance and base resonances. Model 2* is considered most useful. 





Load cell 


1 




Machine 






Model (complexity) 


- 





1 


2* 


3 


4 


Equiv. resonance (Hz) 


2380 


635 


607 


614 


616 


617 


Base resonances (Hz) 






33.7 


33.6 
91.4 


33.6 
91.3 
79.6 


33.6 
91.2 
79.3 
69.3 


Weighted residuals 1 


22e-3 


48e-4 


9.8e-4 


6.4e-4 


6.4e-4 


6.3e-4 



Table 1. Identified load cell and material testing machine models. 1 Defined as the root-mean- 
square of the residuals, divided by the amplification at resonance (load cell), or zero 
frequency (machine). Not all parameters are displayed (Hessling, 2008c). 
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Fig. 5. Model fits for the load cell (left) and the material testing machine (right, Table 1:2*). 
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Fig. 6. Magnitude (top) and auto-correlation (bottom) of the residuals AH for the load cell 
(left) and model 2* (Table 1) of the material testing machine (right). 
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4.2.4 Example: Model of oscilloscope / step generator 

The oscilloscope and the generator (section 4.1.2) can be identified in the same manner 
(Eq. 1). When differentiation is applied, attention has to be paid to noise amplification. It can 
be mitigated with low-pass filtering. The generator is modelled as consisting of an ideal step 
generator and of a linear time-invariant system which describes all physical limitations. The 
identified generator model in Fig. 7 may be used to compensate oscilloscope responses for 
imperfections of the generator. Several corrections for generators and oscilloscopes can be 
accumulated in a traceability chain and applied in the final step of any evaluation, as all 
operations commute. The model has non-minimum phase (zeros outside the unit circle of 
the z-plane). This will have consequences for the synthesis of correction (section 4.4.1). 
The structure of the generator model could not be derived as it did not correspond to any 
physical system. Instead, poles and zero were successively added until the residual did not 
improve significantly. The low resolution of the characterization limited the complexity of 
possible models. In contrast to the previous example, a discrete rather than continuous time 
model was utilized for simultaneous identification and discretization in time. 



•0.5 



CD 

■o 




0.2 



0.1 



CO 
Q. 

CO 



-0.1 



-0.2 



v 

X I 

S? 

X 

6 

h 



0.9 



1 



Real part 



1.1 



20 30 

f(GHz) 

Fig. 7. Magnitude (left, top) and phase (left, bottom) of frequency response functions for an 

oscilloscope step generator. The characterization (•) is derived from the step response in 

Fig. 3 (right). The model (line) corresponds to poles and zeros shown in the z-plane (right). 



4.3 Systematic error 

The dynamic error of a dynamic measurement depends strongly on the variation of the 
measured signal. The more accurately an error needs to be estimated, the more precise the 
categorization must be. This manifests a generic problem: To estimate the error with high 
precision the variation of the physical signal must be well known, but then there would be 
no need to make a dynamic measurement! Ergo, error estimates are always rather 
inaccurate. This predicament does however not motivate the common neglect of important 
error mechanisms (Hessling, 2006). If not taken into account by any means, there is no 
definite limit to how imprecise the error estimates can be! For substantial correction or 
precise control though, a low uncertainty of the characterization is an absolute requirement. 
The concept of dynamic error is intimately related to the perceived time delay. If the time 
delay is irrelevant it has to be calculated and compensated for when evaluating the error! 
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Distortion of the signal caused by non-perfect dynamic response of the measurement system 
makes the determination of the time delay ambiguous. The interpretation of dynamic error 
influences the deduced time delay. A joint definition of the dynamic error and time delay is 
thus required. The measured signal can for instance be translated in time (the delay) to 
minimize the difference (the error signal) to the quantity that is measured. The error signal 
may be condensed with a norm to form a scalar dynamic error. Different norms will result in 
different dynamic errors, as well as time delays. As the error signal is determined by the 
measurement system, it can be determined from the characterization (section 4.1) or the 
identified model (section 4.2), and the measured signal. 

The norm for the dynamic error should be governed by the measurand. Often it is most 
interesting to identify an event of limited duration in time where the signal attains its 
maximum, changes most rapidly and hence has the largest dynamic error. The largest (L l 
norm) relative deviation in the time domain is then a relevant measure. To achieve unit static 
amplification, normalize the dynamic response y(t) of the measurement system to the 
excitation x(t) e B . A time delay t and a relative dynamic error s can then be defined jointly 
as (Hessling, 2006), 



max 

x(t)t=B,. 



v(t)-x(t- 



M 



SH\}(d,t) 



H(0) 



+GO +GO 

(f)s = —\f{co)B(a)da, co B = \B{co)dco 



(8) 



The error signal in the time domain is expressed in terms of an error frequency response 
function SH(ia>,r) = H(a(co))-exp(icoT)-H(o) related to the transfer function H of the 
measurement system. The expression applies to both continuous time (a -^ico), as well as 
discrete time systems (a -» exp(icoT s ), T s being the sampling time interval). It is advanced 
in time to adjust for the time delay, in order to give the least dynamic error. The average is 
taken over the approximated magnitude of the input signal spectrum normalized to one, 
b{co)<\ , which defines the set B. This so-called spectral distribution function (SDF) 
(Hessling, 2006) enters the dynamic error similarly to how the probability distribution 
function (PDF) enters expectation values. The concept of bandwidth co B of the 
system/ signal/ SDF is generalized to a 'global' measure insensitive to details of b{co) and 
applicable for any measurement. The error estimate is an upper bound over all non-linear 
phase variations of the excitation as only the magnitude is specified with the SDF. The 
maximum error signal (x E ) has the non-linear phase -SH(ia),r) and reads (time t 
arbitrary), 



At) 



i 



'■\x E (t) 



B[co) cos \co\t -t )- 3.rg\SH[ico, r)j\dco . 



(9) 



The close relation between the system and the signal is apparent: The non-linear phase of 
the system is attributed to the maximum error signal parameterized in properties of the SDF. 
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The dynamic error and time delay can be visualized in the complex plane (Fig. 8), where the 
advanced response function h(jco,t) = H(cr(co))-Qxp(icoT) is a phasor Vibrating' around the 
positive real axis as function of frequency. 



Im 




ICO.T) 



Re H(0) 

Fig. 8. The dynamic error 8 equals the weighted average of £//(/&>, ?-] over co , which in 
turn is minimized by varying the time delay parameter r . 

For efficient numerical evaluation of this dynamic error, a change of variable may be 
required (Hessling, 2006). The dynamic error and the time delay is often conveniently 
parameterized in the bandwidth co B and the roll-off exponent of the SDF B\co). This 
dynamic error has several important features not shared by the conventional error bound, 
based on the amplitude variation of the frequency response within the signal bandwidth: 

• The time delay is presented separately and defined to minimize the error, as is 
often desired for performance evaluation and synchronization. 

• All properties of the signal spectrum, as well as the frequency response of the 
measurement system are accounted for: 

o The best (as defined by the error norm) linear phase approximation of the 

measurement system is made and presented as the time delay. 
o Non-linear contributions to the phase are effectively taken into account 

by removing the best linear phase approximation. 
o The contribution from the response of the system from outside the 

bandwidth of the signals is properly included (controlled by the roll-off 

of B(co)). 

• A bandwidth of the system can be uniquely defined by the bandwidth of the SDF 
for which the allowed dynamic error is reached. 

The simple all-pass example is chosen to illustrate perhaps the most significant property of 
this dynamic error - its ability to correctly account for phase distortion. This example is 
more general than it may appear. Any incomplete dynamic correction of only the magnitude 
of the frequency response will result in a complex all-pass behaviour, which can be 
described with cascaded simple all-pass systems. 
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4.3.1 Example: All-pass system 

The all-pass system shifts the phase of the signal spectrum without changing its magnitude. 
All-pass systems can be realized with electrical components (Ekstrom, 1972) or digital filters 
(Chen, 2001). The simplest ideal continuous time all-pass transfer function is given by, 



H(s)- 



1 - S I 60, 



>/0 

• /oo 



(10) 



The high frequency cut-off that any physical system would have is left out for simplicity. For 
slowly varying signals there is only a static error, which for this example vanishes (Fig. 9, top 
left). The dynamic error defined in Eq. 8 becomes substantial when the pulse- width system 
bandwidth product increases to order one (Fig. 9, top right), and might exceed 50% (!) (Fig. 9, 
bottom left). For very short pulses, the system simply flips the sign of the signal (Fig. 9, bottom 
right). In this case the bandwidth of the system is determined by the curvature of the phase 
related to f = oo jln . The traditional dynamic error bound based on the magnitude of the 
frequency response vanishes as it ignores the phase! The dynamic error is solely caused by 
different delays of different frequency components. This type of signal degradation is indeed 
well-known (Ekstrom, 1972). In electrical transmission systems, the same dispersion 
mechanism leads to " smeared out" pulses interfering with each other, limiting the maximum 
speed/ bandwidth of transmission. 




Time (f " 1 



Time(f - 1 ) 



0.02 



Fig. 9. Simulated measurement (solid) of a triangular pulse (dotted) with the all-pass system 
(Eq. 10). Time is given in units of the inverse cross-over frequency / _1 of the system. 
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Estimated error bounds are compared to calculated dynamic errors for simulations of 
various signals in Fig. 10. The utilization f B /f is much higher than would be feasible in 

practice, but is chosen to correspond to Fig. 9. The SDFs are chosen equal to the magnitude 
of the Bessel (dotted) and Butterworth (dashed, solid) low-pass filter frequency response 
functions. Simulations are made for triangular (0), Gaussian (o), and low-pass Bessel- 
filtered square pulse signals .(+, □). The parameter n refers to both the order of the SDFs as 
well as the orders of the low-pass Bessel filters applied to the square signal (FiltSqr). The 
dynamic error bound varies only weakly with the type (Bessel/ Butterworth) of the SDFs: 
the Bessel SDF renders a slightly larger error due to its initially slower decay with 
frequency. As expected, the influence from the asymptotic roll-off beyond the band widths is 
very strong. The roll-off in the frequency domain is governed by the regularity or 
differentiability in the time domain. Increasing the order of filtering (n) of the square pulses 
(FiltSqr) results in a more regular signal, and hence a lower error. All test signals have 
strictly linear phase as they are symmetric. The simulated dynamic errors will therefore only 
reflect the non-linearity of the phase of the system while the estimated error bound also 
accounts for a possible non-linear phase of the signal. For this reason, the differences 
between the error bounds and the simulations are rather large. 
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Fig. 10. Estimated dynamic error bounds (lines) for the all-pass system and different SDFs, 
expressed as functions of bandwidth, compared to simulated dynamic errors (markers). 



4.4 Correction 

Restoration, de-convolution (Wiener, 1949), estimation (Kailath, 1981; Elster et al., 2007), 
compensation (Pintelon et al., 1990) and correction (Hessling 2008a) of signals all refer to a 
more or less optimal dynamic correction of a measured signal, in the frequency or the time 
domain. In perspective of the large dynamic error of ideal all-pass systems (section 4.3.1), 
dynamic correction should never even be considered without knowledge of the phase 
response of the measurement system. In the worst case attempts of dynamic correction 
result in doubled, rather than eliminated error. 



240 



Advances in Measurement Systems 



The goals of metrology and control theory are similar, in both fields the difference between 
the output and the input of the measurement/ control system should be as small as possible. 
The importance of phase is well understood in control theory: The phase margin (Warwick, 
1996) expresses how far the system designed for negative feed-back (error reduction - 
stability) operates from positive feed-back (error amplification - instability). If dynamic 
correction of any measurement system is included in a control system it is important to 
account for its delay, as it reduces the phase margin. Real-time correction and control must 
thus be studied jointly to prevent a potential break-down of the whole system! All internal 
mode control (IMC) -regulators synthesize dynamic correction. They are the direct 
equivalents in feed-back control to the type of sequential dynamic correction presented here 
(Fig. 11). 




Fig. 11. The IMC-regulator F (top) in a closed loop system is equivalent to the direct 
sequential correction H c « H~ l (bottom) of the [measurement] system H proposed here. 



Regularization or noise filtering is required for all types of dynamic correction, H c must 
not (metrology) and can not (control) be chosen identical to the inverse H~ x . Dynamic 
corrections must be applied differently in feed-back than in a sequential topology. The 
sequential correction H c presented here can be translated to correction within a feed-back 
loop with the IMC-regulator structure F . Measurements are normally analyzed afterwards 
(post-processing). That is never an option for control, but provides better and simpler ways 
of correction in metrology (Hessling 2008a). Causal application should always be judged 
against potential 'costs' such as increased complexity of correction and distortion due to 
application of stabilization methods etc. 

Dynamic correction will be made in two steps. A digital filter is first synthesized using a 
model of the targeted measurement. This filter is then applied to all measured signals. 
Mathematically, measured signals are corrected by propagating them 'backwards' through 
the modelled measurement system to their physical origin. The synthesis involves inversion 
of the identified model, taking physical and practical constraints into account to find the 
optimal level of correction. Not surprisingly, time-reversed filtering in post-processing may 
be utilized to stabilize the filter. Post-processing gives additional possibilities to reduce the 
phase distortion, as well as to eliminate the time delay. 

The synthesis will be based on the concept of filter 'prototypes' which have the desirable 
properties but do not always fulfil all constraints. A sequence of approximations makes the 
prototypes realizable at the cost of increased uncertainty of the correction. For instance, a 
time-reversed infinite impulse response filter can be seen as a prototype for causal 
application. One possible approximation is to truncate its impulse response and add a time 
delay to make it causal. The distortion manifests itself via the truncated tail of the impulse 
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response. The corresponding frequency response can be used to estimate the dynamic error 
as in section 4.3. This will estimate the error of making a non-causal correction causal. 
Decreasing the acceptable delay increases the cost. If the acceptable delay exceeds the 
response time, there is no cost at all as truncation is not needed. 

The discretization of a continuous time digital filter prototype can be made in two ways: 

1. Minimize the numerical discrepancy between the characterization of a digital filter 
prototype and a comparable continuous time characterization for 

a. a calibration measurement 

b. an identified model 

2. Map parameters of the identified continuous time model to a discrete time model 
by means of a unique transformation. 

Alternative 1 closely resembles system identification and requires no specific methods for 
correction. In lb, identification is effectively applied twice which should lead to larger 
uncertainty. The intermediate modelling reduces disturbances but this can be made more 
effectively and directly with the choice of filter structure in la. As it is generally most 
efficient in all kinds of 'curve fitting' to limit the number of steps, repeated identification as 
in lb is discouraged. Indeed, simultaneous identification and discretization of the system as 
in la is the traditional and best performing method (Pintelon et al., 1990). Using mappings 
as in 2 (Hessling 2008a) is a very common, robust and simple method to synthesize any type 
of filter. In contrast to 1, the discretization and modelling errors are disjoint in 2, and can be 
studied separately. A utilization of the mapping can be defined to express the relation 
between its bandwidth (defined by the acceptable error) and the Nyquist frequency. The 
simplicity and robustness of a mapping may in practice override the cost of reduced 
accuracy caused by the detour of continuous time modelling. Alternative 2 will be pursued 
here, while for alternative la we refer to methods of identification discussed in section 4.2 
and the example in section 4.4.1. 

As the continuous time prototype transfer function H~ l for dynamic correction of H is un- 
physical (improper, non-causal and ill-conditioned), many conventional mappings fail. The 
simple exponential pole-zero mapping (Hessling, 2008a) of continuous time (p k ,z k ) to 
discrete time (p k , z k ) poles and zeros can however be applied. Switching poles and zeros to 
obtain the inverse of the transfer function of the original measurement system this 
transformation reads ( T s the sampling time interval), 

z k = exp(p k T s ) 
Pk = exp(z^)' 

To stabilize and to cancel the phase, the reciprocals of unstable poles and zeros outside the 
unit circle in the z-plane are first collected in the time-reversed filter, to be applied to the 
time-reversed signal with exchanged start and end points. The remaining parameters build 
up the other filter for direct application forward in time. An additional regularizing low- 
pass noise filter is required to balance the error reduction and the increase of uncertainty 
(Hessling, 2008a). It will here be applied in both time directions to cancel its phase. For 
causal noise filtering, a symmetric linear phase FIR noise filter can instead be chosen. 
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4.4.1 Example: Oscilloscope step generator 

From the step response characterization of a generator (Fig. 3, right), a non-minimum phase 
model was identified in section 4.2.4 (Fig. 7, right). The resulting prototype for correction is 
unstable, as it has poles outside the unit circle in the z-plane. It can be stabilized by means of 
time-reversal filtering, as previously described. In Fig. 12, this correction is applied to the 
original step signal. As expected (EA-10/07), the correction reduces the rise time T about as 
much as it increases the bandwidth. 
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Fig. 12. Original (dashed) and corrected (full) response of the oscilloscope generator (Fig. 3). 



Two objections can be made to this result: 1. No expert on system identification would 
identify the model and validate the correction against the same data. 2. The non-causal 
oscillations before the step are distinct and appear unphysical as all physical signals must be 
causal. The answer to both objections is the use of an extended and more detailed concept of 
measurement uncertainty in metrology, than in system identification: (1) Validation is made 
through the uncertainty analysis where all relevant sources of uncertainty are combined. 
(2) The oscillations before the step must therefore be 'swallowed' by any relevant measure 
of time-dependent measurement uncertainty of the correction. 

The oscillations (aberration) are a consequence of the high frequency response of the 
[corrected] measurement system. The aberration is an important figure of merit controlled 
by the correction. Any distinct truncation or sharp localization in the frequency domain, as 
described by the roll-off and bandwidth, must result in oscillations in the time domain. 
There is a subtle compromise between reduction of rise time and suppression of aberration: 
Low aberration requires a shallow roll-off and hence low bandwidth, while short rise time 
can only be achieved with a high bandwidth. It is the combination of bandwidth and roll-off 
that is essential (section 4.3). A causal correction requires further approximations. 
Truncation of the impulse response of the time-reversed filter is one option not yet explored. 
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4.4.2 Example: Transducer system 

Force and pressure transducers as well as accelerometers ('T') are often modelled as single 
resonant systems described by a simple complex-conjugated pole pair in the s-plane. Their 
usually low relative damping may result in 'ringing' effects (Moghisi, 1980), generally 
difficult to reduce by other means than using low-pass filters ('A'). For dynamic correction 
the s-plane poles and zeros of the original measurement system can be mapped according to 
Eq. 11 to the z-plane shown in Fig. 13. As this particular system has minimum phase (no 
zeros), no stabilization of the prototype for correction is required. A causal correction is 
directly obtained if a linear phase noise filter is chosen (Elster et al. 2007). Nevertheless, a 
standard low-pass noise filter was chosen for application in both directions of time to easily 
cancel its contribution to the phase response completely. 
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Fig. 13. Poles (x) and zeros (o) of the correction filter: cancellation of the transducer (T) as 
well as the analogue filter (A), and the noise filter (N). 



The system bandwidth after correction was mainly limited by the roll-off of the original 
system, and the assumed signal-to-noise ratio (50 dB). In Fig. 14 (top) the frequency 
response functions up to the noise filter cut-off, and the band widths defined by 5% 
amplification error before (/?) and after (a) correction are shown. This bandwidth 
increased 65%, which is comparable to the REq-X system (Bruel&Kjaer, 2006). The 
utilization of the maximum 6 dB bandwidth set by the cross-over frequency of the noise 

filter was as high as rj = 93% . This ratio approaches 100% as the sampling rate increases 
further and decreases as the noise level decreases. The noise filter cut-off was chosen 
f N = 2f A , where f A is the cross-over frequency of the low-pass filter. The performance of 
the correction filter was verified by a simulation (Matlab), see Fig. 14 (bottom). Upon 
correction, the residual dynamic error (section 4.3) decreased from 10% to 6%, the 
erroneous oscillations were effectively suppressed and the time delay was eliminated. 
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4.5 Measurement uncertainty 

Traditionally, the uncertainty given by the calibrator is limited to the calibration experiment. 
The end users are supposed to transfer this information to measurements of interest by 
using an uncertainty budget. This budget is usually a simple spreadsheet calculation, which 
at best depends on a most rudimentary classification of measured signals. In contrast, the 
measurement uncertainty for non-stationary signals will generally have a strong and 
complex dependence on details of the measured signal (Elster et al. 2007; Hessling 2009a). 
The interpretation and meaning of uncertainty is identical for all measurements - the 
uncertainty of the conditions and the experimental set up (input variables) results in an 
uncertainty of the estimated quantity (measurand). The unresolved problems of non- 
stationary uncertainty evaluation are not conceptual but practical. How can the uncertainty 
of input variables be expressed, estimated and propagated to the uncertainty of the 
estimated measurand? As time and ensemble averages are different for non-ergodic systems 
such as non-stationary measurements, it is very important to state whether the uncertainty 
refers to a constant or time-dependent variable. In the latter case, also temporal correlations 
must be determined. Noise is a typical example of a fluctuating input variable for which 
both the distribution and correlation is important. If the model of the system correctly 
catches the dynamic behaviour, its uncertainty must be related to constant parameters. The 
lack of repeatability is often used to estimate the stochastic contribution to the measurement 
uncertainty. The uncertainty of non-stationary measurements can however never be found 
with repeated measurements, as variations due to the uncertainty of the measurement or 
variations of the measurand cannot even in principle be distinguished. 

The uncertainty of applying a dynamic correction might be substantial. The stronger the 
correction, the larger the associated uncertainty must be. These aspects have been one of the 
most important issues in signal processing (Wiener, 1949), while it is yet virtually unknown 
within metrology. The guide (ISO GUM, 1993, section 3.2.4) in fact states that "it is assumed 
that the result of a measurement has been corrected for all recognized significant systematic 
effects and that every effort has been made to identify such effects' 7 . Interpreted literally, 
this would by necessity lead to measurement uncertainty without bound. Also, as stated in 
section 4.4.1 the correction of the oscilloscope generator in Fig. 12 only makes sense 
(causality) if a relevant uncertainty is associated to it. This context elucidates the pertinent 
need for reliable measures of non-stationary measurement uncertainty. 
The contributions to the measurement uncertainty will here be expressed in generalized 
time-dependent sensitivity signals, which are equivalent to the traditional sensitivity 
constants. The sensitivity signals are obtained by convolving the generating signals with the 
virtual sensitivity systems for the measurement. The treatment here includes one further step 
of unification compared to the previous presentation (Hessling, 2009a): The contributions to 
the uncertainty from measurement noise and model uncertainty are evaluated in the same 
manner by introducing the concept of generating signals. Digital filters or software 
simulators will be proposed tools for convolution. Determining the uncertainty of input 
variables is considered to be a part of system identification (section 4.2.2), assumed to 
precede the propagation of dynamic measurement uncertainty addressed here. 
The measurement uncertainty signal is generally not proportional to the measured signal. 
This typical dynamic effect does not imply that the system is non-linear. Rather, it reveals 
that the sensitivity systems differ fundamentally from the measurement system. 
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4.5.1 Expression of measurement uncertainty 

To evaluate the measurement uncertainty (ISO GUM, 1993), a model equation is required. 
For a dynamic measurement it is given by the differential or difference equation introduced 
in the context of system identification (section 4.2). Also in this case it will be convenient to 
use the corresponding transformed algebraic equations (Eq. 4), preferably given as transfer 
functions parameterized in poles and zeros, or physical parameters. 

The measurement uncertainty is associated to the quantity of interest contained in the model 
equation. For measured uncorrected signals, the uncertainty is probably strongly dominated 
by systematic errors (section 4.3). The model equation for correction is the inverse model 
equation/ transfer function for the direct measurement, adjusted for approximations and 
modifications required to realize the correction. Generally, a system analysis (Warwick, 
1996) of the measurement and all applied operations will provide the required model. For 
simplicity, this section will only address random contributions to the measurement 
uncertainty associated to the dynamic correction discussed in section 4.4. 
The derivation of the expression of uncertainty in dynamic measurements will be similar for 
CT and DT, due to the identical use of poles and zeros. Instead of using the inverse Laplace 
and z-transform, the expressions will be convolved in the time domain with digital filters or 
dynamic simulators. The propagation of uncertainty from the characterization to the model 
(section 4.2.2), and from the model to the correction of the targeted measurement discussed 
here will be evaluated analogously; the model equation or transfer function will be 
linearized in its parameters and the uncertainty expressed through sensitivity signals. For an 
efficient model only a few weakly correlated parameters are required. The co variance matrix 
is in that case not only small but also sparse. As the number of sensitivity signals scales with 
the size of this matrix, the propagation of uncertainty will be simple and efficient. 
The time-dependent deviation x °f the signal of interest from its ensemble mean can be 
expressed as a matrix product between the deviations <p of all m variables from their 
ensemble mean, and matrix <J of all sensitivity signals organized in rows, 

% = ?<P, q> = {q\ (P 2 ■•• <P n Y, %nk={ e n*Mn\' ( 12 ) 

The sensitivity signal % nk for parameter cp n , evaluated at time t k , is calculated as a 
convolution (*) between the impulse response e n of the sensitivity system E n and a 
generating signal ju n . Both the response e n and the signal ju n are generally unique for 
every parameter. In contrast to the previous formulation (Hessling, 2009a), the vector cp 
here represents all uncertain input variables, noise \8y) as well as static and dynamic 
model parameters \q) . The co variance of the error signal is found directly from this 
expression by squaring and averaging [(•)) over an ensemble of measurements, 

XZ T ) = f(<P<P T )t- (13) 

The variance or squared uncertainty at different times are given by the diagonal elements of 
\ZZ T ) • The matrix ( qxp T \ and columns of £ is the covariance matrix of input variables and 
sensitivity at a given time often written as (ISO GUM, 1993) u(x,x) and c , respectively. 
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The combination of Eq. 6 and Eq. 13 propagates the uncertainty of the characterization (a) 
to any time domain measurement (%) in two steps via the model (Fig. 1), directly (<f ) or 
indirectly (ij via the sensitivity systems E . Physical constraints are fulfilled for all 
realizations of equivalent measurements yep), for the parameterization (poles, zeros), and for 
all representations (frequency and time domain). 

The covariance matrix (<p<p T \ will usually be sparse, since different types of variables (such 
as noise \u 2 N ) and model parameters \u 2 D ), as well as disjoint subsystems \u 2 Dl ,u 2 D2 ,...u 2 Dn ) 
characterized separately) usually are uncorrelated, 
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For each source of uncertainty, the following has to be determined from the model equation: 

a. Uncertain parameter (p n . 

b. Sensitivity system E n (z), or E n (s). 

c. Generating signal for evaluating sensitivity, ju n (t) . 

The presence of measurement noise Sy(t) is equivalent to having a signal source without 
control in the transformed model equation (Eq. 4). It is thus trivial that the noise propagates 
through the dynamic correction G~ l (z) just like the signal itself, 8X[z)= G~ l (z)SY[z) : 

a. The uncertain parameters are the noise levels at different times, cp n = Sy n = Sy(t n ) . 

b. The sensitivity system is identical to the estimated correction, E n (z) = G~ l (z) . 

c. The sensitivity signal is simply the impulse response of the correction, % nk = gl x _ n . 
The generating signal 1 is thus a delta function, ju nk = 8 nk . 



The contribution due to noise to the covariance of the corrected signal at different times is 
directly found using Eq. 13, 

u 2 N ={g- l J(SySy T )g- 1 . (15) 



The covariance matrix (SySy T ) will be band-diagonal with a width set by the correlation 
time of the noise. This time is usually very short as noise is more or less random. The band 
of (SySy T \ is widened by the impulse response g~ l , as it is propagated to u 2 N . The matrix 
u 2 N is thus also band-diagonal, but with a width given by the sum of the correlation times of 
the noise and the impulse response g~ x of the correction. Evidently, not only the probability 



1 The introduction of generating signals may appear superfluous in this context. 
Nevertheless, it provides a completely unified treatment of noise and model uncertainty 
which greatly simplifies the general formulation. In addition, the concept of generating 
signals provides more freedom to propagate any obscure source of uncertainty. 
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distributions but also the temporal correlations of the noise and the uncertainty of the 
correction are different. 

If the noise is independent of time in a statistical sense, it is stationary. In that case the 
covariance matrix will only depend on the time difference of the arguments, 
{Sy l Sy k ^ = Uy '\ k -i\ i an d thus has a diagonal structure (lines indicate equal elements), 
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Further, if the noise is not only stationary but also uncorrelated (white), X k = S k0 . Only the 
diagonal will be non-zero. The noise will in this case propagate very simply, 



(t l Jg- l 4, diJ{ g - l fg 



(17) 



The variance given by u 2 N = c 2 N u Y is as required time-independent since the source is 
stationary. The sensitivity c N to stationary uncorrelated measurement noise is simply given 
by the quadratic norm of the impulse response of the correction. 

The propagation of model uncertainty is more complex, because model variations propagate 
in a fundamentally different manner from noise. Direct linearization will give, 



SH-*(s)H(s) = X 



q n dH 1 Sq n 
H~ X dq n q n 
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(18) 



Logarithmic derivatives are used to obtain relative deviations of the parameters and to find 

simple sensitivity systems E n (q,s) of low order. Therefore, the generating signals are the 

corrected rather than the measured signals. This difference can be ignored for a minor 

correction, as the accuracy of evaluating the uncertainty then is less than the error of 

calculation. 

If the model parameters {q n } are physical: 

a. The uncertain parameters can be the relative variations, <p n = 8q n jq n . 

b. The sensitivity systems are E n (q, s) . 

c. The generating signals are all given by the corrected measured signal, ju nk = x(t k ) . 



For non-physical parameterizations all implicit constraints must be properly accounted for. 
Poles and zeros are for instance completely correlated in pairs as any measured signal must 
be real-valued. This correlation could of course be included in the covariance matrix ( (p(p T ) . 
A simpler alternative is to remove the correlation by redefining the uncertain parameters. 
The generating signals ju nk = x(t k ) remain, but the sensitivity systems change accordingly 
(Hessling, 2009a) ( • denotes scalar vector/ inner product in the complex s- or z-plane): 
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a. For complex-valued pairs of poles and zeros, two projections can be used as 



uncertain parameters, p r {q n )=[Sq n /\q n \]* q r n j\q^ 
and zeros q the variations can still be chosen as 



= 1,2 . For all real-valued poles 

■<5q n /qn 



The sensitivity systems can be written as E^ mn \s) = s m /[q/\q\ -sf\q\/q-s) , 
E l y \s/\q\j for real-valued and -E 22 [s/\q\) and ^(s/lgp for the projections p x {q) 
and p 2 {q) of complex-valued pairs of poles and zeros, respectively. 

Non-physical parameters require full understanding of implicit requirements but may yield 
expressions of uncertainty of high generality. Large, complex and different types of 
measurement systems can be evaluated with rather abstract but structurally simple 
analyses. Physical parameterizations are highly specific but straight forward to use. The first 
transducer example uses the general pole-zero parameterization. The second voltage divider 
example will utilize physical electrical parameters. 

The conventional evaluation of the combined uncertainty does not rely upon constant 
sensitivities. As a matter of fact, the standard quadratic summation of various contributions 
(ISO GUM, 1993) is already included in the general expression (Eq. 13). The contributions 
from different sources of uncertainty are added at each instant of time, precisely as 
prescribed in the GUM for constant sensitivities. The same applies to the proceeding 
expansion of combined standard uncertainty to any desired level of confidence. In addition, 
the temporal correlation is of high interest for non-stationary measurement. That is non- 
trivially inherited from the correlation of the sensitivity signals specific for each 
measurement, according to the covariance of the uncertain input variables (Eq. 13). 

4.5.2 Realization of sensitivity filters 

The sensitivity filters are specified completely by the sensitivity systems E(q,s). Filters are 
generally synthesized or constructed from this information to fulfil given constraints. The 
actual filtering process is implemented in hardware or computer programs. The realization of 
sensitivity filters refers to both aspects. Two examples of realization will be suggested and 
illustrated: digital filtering and dynamic simulations. 

The syntheses of digital filters for sensitivity and for dynamic correction described in 
section 4.4 are closely related. If the sensitivity systems are specified in continuous time, 
discretization is required. The same exponential mapping of poles and zeros as for 
correction can be used (Eq. 11). The sensitivity filters for the projections p n will be universal 

(Hessling, 2009a). Digital filtering will be illustrated in section 4.5.3, for the transducer 
system corrected in section 4.4.2. 

There are many different software packages for dynamic simulations available. Some are 
very general and each simulation task can be formulated in numerous ways. Graphic 
programming in networks is often simple and convenient. To implement uncertainty 
evaluation on-line, access to instruments is required. For post-processing, the possibility to 
import and read measured files into the simulator model is needed. The risk of making 
mistakes is reduced if the sensitivity transfer functions are synthesized directly in discrete or 
continuous time. The Simulink software (Matlab) of Matlab has all these features and will be 
used in the voltage divider example (Hessling, 2009b) in section 4.5.4. 
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4.5.3 Example: Transducer system - digital sensitivity filters 

The uncertainty of the correction of the electro-mechanical transducer system (section 4.4.2) 
is determined by the assumed covariance of the model and of the noise given in Table 2. 
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Table 2. Covariance of the transducer system. The projections p x , p 2 are anti-correlated as 
the zeros approach the real axis (Hessling, 2009a), see entries (6,7)/ (7,6) of u 2 M and Fig. 13. 

The cross-over frequency f N of the low-pass noise filter of the correction strongly affects 
the sensitivity to noise, c N = 36 for f N = 3f A but only c N = 2.6 for f N = 2f A (section 4.4.2), 
where f A is the low-pass filter cut-off. In principle, the stronger the correction (high cut-off 
f N ) the stronger the amplification of noise. The model uncertainty increases rapidly at high 
frequencies because of bandwidth limitations. The systematic errors caused by imperfect 
discretization in time are negligible if the utilization is high, 77 « 100% (section 4.4.2). The 
uncertainty in the high frequency range mainly consists of: 

1. Residual uncorrected dynamic errors 

2. Measurement noise amplified by the correction 

3. Propagated uncertainty of the dynamic model 

For optimal correction, the uncorrected errors (1) balance the combination of noise (2) and 
model uncertainty (3). Even though the correction could be maximized up to the theoretical 
limit of the Nyquist frequency for sampled signals, it should generally be avoided. Rather 
conservative estimates of systematic errors are advisable, as a too ambitious dynamic 
correction might do more harm than good. It should be strongly emphasized that the noise 
level should refer to the targeted measurement, not the calibration! As the optimality 
depends on the measured signal, it is tempting to synthesize adaptive correction filtering 
related to causal Kalman filtering (Kailath, 1981). With post-processing and a recursive 
procedure the adaptation could be further improved. This is another example (besides 
perfect stabilization) of how post-processing may be utilized to increase the performance 
beyond what is possible for causal correction. 

The sensitivity signals for the model are found by first applying the correction filter g~ 
and then the universal filter bank of realized sensitivity systems E n (q, z) (Eq. 18) (Hessling, 
2009a) (omitted for brevity). Three complex-valued pole pairs with two projections, one for 
the transducer (T) and two for the filter (A1,A2, lmz Al >lmz A2 ) results in six unique 
sensitivity signals. For a triangular signal, some sensitivity signals (T,A1) are displayed in 
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Fig. 15 (top). The sensitivities for the transducer and filter models are clearly quite different, 
while for the two filter zero pairs they are similar (sensitivities for A2 omitted). The 
standard measurement uncertainty u c in Fig. 15 (bottom) combines noise (u Y -^u N ) and 
model uncertainty (u M -^ u D ), see covariance in Table 2. Any non-linear static contribution 
to the uncertainty has for simplicity been disregarded. To evaluate the expanded 
measurement uncertainty signal, the distribution of measured values at each instant of time 
over repeated measurements of the same triangular signal must be inferred. 
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Fig. 15. Measurement uncertainty u c (bottom) for correction of the electro-mechanical 
transducer system (Section 4.4.2), and associated sensitivities for the transducer zero pair T 
projections (top left) and the filter zero pair Al projections (top right). The measurand (x) 
(top: dotted, bottom: u K = u M (l,l) (Table 2)) is rescaled and included for comparison. Time is 
given in units of the inverse resonance frequency f^ 1 of the transducer. 
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4.5.4 Example: Voltage divider for high voltage - simulated sensitivities 

Voltage dividers in electrical transmission systems are required to reduce the high voltages 
to levels that are measurable with instruments. Essentially, the voltage divider is a gearbox 
for voltage, rather than speed of rotation. The equivalent scheme for a capacitive divider is 
shown in Fig. 16. The transfer function/ model equation is found by the well-known 
principle of voltage division, 



H(s) = K 



\ + (RC) LV s + {LC) L 
\ + {RC) HV s + {LC) h 



K- 



C, 



Clv 



«1. 



(19) 



Linearization of H in K,R l ,R 2 ,L l ,L 2 ,C l ,C 2 yields seven different sensitivity systems 
which can be realized directly in Simulink by graphic programming (Fig. 17). 
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Fig. 16. Electrical model of capacitive voltage divider for high voltage (left) with covariance 
(right). The high (low) voltage input (output) circuit parameters are labelled HV (LV). 
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Fig. 17. Simulink model for generating model sensitivity from corrected signals (Corr). Here, 
Xq(n) = X n JX HV , where X = {r, L, c\ n = {l,2J and X HV the total for the HV circuit. 
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As the physical high-frequency cut-off was not modelled (Eq. 19), no noise filter was 
required. To calculate the noise sensitivity from the impulse response (Eq. 17), proper and 
improper parts of the transfer function had to be analyzed separately (Hessling, 2009b). In 
Fig. 18 the uncertainty of correcting a standard lightning impulse ( u HV ) is simulated. The 
signal could equally well have been any corrected voltmeter signal, fed into the model with 
the data acquisition blocks of Simulink. The R,L,C parameters were derived from 
resonance frequency f c = [2.3 0.8] MHz and relative damping £ = [l.2 0.4] of the HV and 
LV circuits, and nominal ratio of voltage division K = l/lOOO . The resulting sensitivities are 
shown in Fig. 18 (left). The measurement uncertainty of the correction (u c ) in Fig. 18 (right) 
contains contributions from the noise ( u LV ->u N ) and the model (u M ->u D ). 
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Fig. 18. Model sensitivities <J (left) for the standard lightning impulse u HV (left: u HV cc % K , 
right: u K = u M (l,l) ), and measurement uncertainty u c (right) for dynamic correction. 



4.6 Known limitations and further developments 

Dynamic Metrology is a framework for further developments rather than a fixed concept. 
The most important limitation of the proposed methods is that the measurement system 
must be linear. Linear models are often a good starting point, and the analysis is applicable 
to all non-linear systems which may be accurately linearized around an operating point. 
Even though measurements of non-stationary quantities are considered, the system itself is 
assumed time-invariant. Most measurement systems have no measurable time-dependence, 
but the experimental set up is sometimes non-stationary. If the time-dependence originates 
from outside the measurement system it can be modelled with an additional influential 
(input) signal. 

The propagation of uncertainty has only been discussed in terms of sensitivity. This requires 
a dynamic model of the measurement, linear in the uncertain parameters. Any obscure 
correlation between the input variables is however allowed. It is an unquestionable fact that 
the distributions often are not accurately known. Propagation of uncertainty beyond the 
concept of sensitivity can thus seldom be utilized, as it requires more knowledge of the 
distributions than their co variance. 
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The mappings for synthesis of digital filters for correction and uncertainty evaluation are 
chosen for convenience and usefulness. The over-all results for mappings and more accurate 
numerical optimization methods may be indistinguishable. Mappings are very robust, easy 
to transfer and to illustrate. The utilization ratio of the mapping should be defined 
according to the noise filter cross-over rather than, as customary, the Nyquist frequency. 
This fact often makes the mappings much less critical. 

The de-facto standard is to evaluate the measurement uncertainty in post-processing mode. 
Non-causal operations are then allowed and sometimes provide signal processing with 
superior simplicity and performance. Instead of discussing causality, it is more appropriate 
to state a maximum allowed time delay. When the ratio of the allowed time delay to the 
response time of the measurement system is much larger than one, also non-causal 
operations like time-reversed filtering can be accurately realized in real-time. If the ratio is 
much less than one, it is difficult to realize any causal operation, irrespectively of whether 
the prototype is non-causal or not. Finding good approximations to fulfil strong 
requirements on fast response is nevertheless one topic for future developments. 
Finding relevant models of interaction in various systems is a challenge. For analysis of for 
instance microwave systems this has been studied extensively in terms of scattering 
matrices. How this can be joined and represented in the adopted transfer function formalism 
needs to be further studied. 

Interpreted in terms of distortion there are many different kinds of uncertainty which need 
further exploration. The most evident source of distortion is a variable amplification in the 
frequency domain, which typically smoothes out details. A finite linear phase component is 
equivalent to a time delay which increases the uncertainty immensely, if not adjusted for. 
Distortion due to non-linear phase skews or disperses signals. All these effects are presently 
accounted for. However, a non-linear response of the measurement system gives rise to 
another type of systematic errors, often quantified in terms of total harmonic distortion 
(THD). A harmonic signal is then split into several frequency components by the 
measurement system. This figure of merit is often used e.g. in audio reproduction. Linear 
distortion biases or colours the sound and reduces space cognition, while non-linear 
distortion influences 'sound quality' . Non-linear distortion is also discussed extensively in 
the field of electrical power systems, as it affects 'power quality' and the operation of the 
equipment connected to the electrical power grid. A concept of non-linear distortion for 
non-stationary measurements is missing and thus a highly relevant subject for future 
studies. 



5. Summary 

In the broadest possible sense Dynamic Metrology is devoted to the analysis of dynamic 
measurements. As an extended calibration service, it contains many novel ingredients 
currently not included in the standard palette of metrology. Rather, Dynamic Metrology 
encompasses many operations found in the fields of system identification, digital signal 
processing and control theory. The analyses are more complex and more ambiguous than 
conventional uncertainty budgets of today. The important interactions in non-stationary 
measurements may be exceedingly difficult to both control and to evaluate. In many 
situations, in situ calibrations are required to yield a relevant result. Providing metrological 
services in this context will be a true challenge. 
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Dynamic Metrology is currently divided into four blocks. The calibrator performs the 
characterization experiment (1) and identifies the model of the measurement (2). The dynamic 
correction (3) and evaluation of uncertainty (4) are synthesized for all measurements by the 
calibrator, while these steps must be realized by the end user for every single measurement. The 
proposed procedures of uncertainty evaluation for non-stationary quantities closely resemble the 
present procedure formulated in the Guide to the Expression of Uncertainty in Measurement 
(ISO GUM, 1993), but its formulation needs to be generalized and exemplified since for instance: 

• The sensitivities are generally time-dependent signals and not constants. 

• The sensitivity is not proportional to the measured or corrected signal. 

• The uncertainty refers to distributions over ensembles and temporal correlations. 

• The model equation is one or several differential or difference equation(s). 

• The uncertainty, dynamic correction or any other comparable signal is unique for 
every combination of measurement system and measured or corrected signal. 

• Proper estimation of systematic errors requires a robust concept of time delay. 

• Complete dynamic correction must never be the goal, as noise would be amplified 
without any definite bound. 
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1. Introduction 

In this work the application of feedback linearization to characterize thermoresistive sensors 
and in feedback measurement systems which uses this kind of sensors, is presented. 

Thermoresistive sensors, in the general sense, are resistive sensors which work based on the 
variation of an electrical quantity (resistance, voltage or current) as a function of a thermal 
quantity (temperature, thermal radiation or thermal conductance). An important application 
of thermoresistive sensors is in temperature measurement, used in different areas, such as 
meteorology, medicine and motoring, with different objectives, such as temperature 
monitoring, indication, control and compensation (Pallas-Areny & Webster, 2001), 
(Doebelin, 2004), (Deep et al, 1992). 

Temperature measurement is based upon the variation of electrical resistance. In this case 
heating by thermal radiation or self -heating by Joule effect may be null or very small so that 
the sensor temperature can be considered almost equal to the temperature one wants to 
measure (contact surface temperature, surround temperature, the temperature of a liquid, 
etc.). 

A successful method for measurement using thermoresistive sensor uses feedback control to 
keep the sensor temperature constant (Sarma, 1993), (Lomas, 1986). Then, the value of the 
measurand is obtained from the variation of the control signal. This method inherits the 
advantages of feedback control systems such as low sensitivity to changes in the system 
parameters (Palma et al., 2003). 

A phenomenological dynamic mathematical model for thermistors can be obtained through 
the application of energy balance principle. In such a model, the relationship between the 
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excitation signal (generally electrical voltage or current) and the sensor temperature is 
nonlinear (Deep et al., 1992), (Lima et al., 1994), (Freire et al.,1994).That results in two major 
difficulties: 

• The static and dynamic characterization of the sensor has to be done through two 
different experimental tests, 

• Performance degradation of the feedback control system as the sensor temperature 
drifts away from that considered in the controller design. 

As an alternative to circumvent such difficulties, the present work proposes the use of 
feedback linearization. This technique consists in using a first feedback loop to linearize the 
relationship between a new control input and the system output (Middleton & Goodwin, 
1990). Then, a linear controller can be designed which delivers the desired performance over 
all the operation range of the system. Here, feedback linearization is used in measurement 
systems based on thermoresistive sensors, allowing for: 

• Sensor characterization using a single experimental test, 

• Suitable controller performance along the whole range of sensor temperatures. 

The Section 2 presents the fundamentals of measurement using thermoresistive sensors. In 
Section 3, the experimental setup used in this work is described. In Section 4 it is presented 
the proposed feedback linearization together with the related experimental results. Finally, 
in Section 5 the control design and the related experimental result are discussed, which 
attest the effectiveness of the proposed technique. 

2. Measurement Using Thermoresistive Sensors 

2.1 Mathematical model 

The relationship between temperature and electrical resistance of a thermoresistive sensor 
depends on the kind of sensor, which can be a resistance temperature detector - RTD or a 
thermistor (thermally sensitive resistor). Details of construction and description about the 
variation in electrical resistance can be found, for example, in (Asc, 1999), (Meijerand & 
Herwaarden, 1994). 

For a RTD the variation in electrical resistance can be given by: 

R s =R (l + a l (T s -T )+a 2 (T s -T ) 2 +... + a n {T s -T ) n ) (l) 

where Ro is the resistance at the reference temperature To and ozo are temperature 

coefficients. 

For a NTC (Negative Coefficient Temperature) thermistor the variation in electrical 

resistance can be given by: 



i? s =V (l/rS+1/ro) (2) 
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where Ro is the resistance at the reference temperature To , in Kelvin, and B is called the 
characteristic temperature of the material, in Kelvin. 

For some thermoresistive sensor not enclosed in thick protective well, the equation of 
energies balance (the relationship of incident thermal radiation, electrical energy, the 
dissipated and stored heat) can be given by: 

aSH+P s (t) = G th [T s (t)-T a (t)] + C th ^ (3) 

at 

where: 

a is the sensor transmissivity-absorptivity coefficient, 

S is the sensor surface area, 

H is the incident radiation, 

P s (t) is the electric power, 

G t h is the thermal conductance between sensor and ambient, 

T a (t) is the ambient temperature, 

Qh is the sensor thermal capacity, 

At the static equilibrium condition ( dT s (t ) / dt = ) the (Eq. 3) reduces to: 

aSH + P e = G th (T s -T a ) (4) 

In experimental implementations it is common to use voltage or electric current as the 
excitation signal, as it is not possible to use electric power directly. Using electric current: 

P,(t) = R,(T,(t))I, 2 (t) (5) 



and considering the ambient temperature T a , constant, (Eq. 3) can be rewritten as: 

dt 



aSH + R s {T s {t))lXt) = GJ,{t) + C th C ^ 



where T A (t)=T s (t)-T a . 

Temperature measurement is based upon the variation of electrical resistance (Eq. 1 or Eq.2). 

The measurement of thermal radiation (H) or fluid flow velocity (fluid flow velocity related 
to G t h variation) is based on (Eq. 4). With the sensor supplied by a constant electrical current, 
or kept at constant resistance (and temperature), the measurement is based on the variation 
in the sensor voltage. 

The thermoresistive sensor used in this research is a NTC (Negative Coefficient 
Temperature). 
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For S, G t h and Cm constant, (Eq. 3) is a first order linear differential equation with variable 
T s (t) and excitations H, T a (t) and Ps(t). In experimental implementations it is common to use 
voltage or electric current as excitation signal of the sensor (it is not possible to use electric 
power directly), and the electrical power is done by V s x I s R s x I s 2 or V 2 I R s . In this 

case, (Eq. 3) becomes a nonlinear differential equation (Eq. 6) and causes difficulties for the 
characterization of the sensor (determination of Gm and Cm) with electrical signal, and for 
the measurement of thermal radiation. 



2.2 Sensor Characterization 

Usually the characterization of a thermoresistive sensor is done by combination of three 
experimental tests. In the first experimental test the parameters of the equation associating 
electrical resistance and temperature are determined (Eq. 1 or Eq. 2). The other experimental 
tests are for the determination of Gm e C t h (Eq. 3). 

The parameters of (Eq.l) and (Eq.2) are given from de measurement of the electrical 
resistance at fixed temperatures, (0.01 °C - triple point of water and 100 °C - boiling water), 
or with the sensor in an equipment with adjustment and control of temperature. In this 
experimental test the heating by thermal radiation or self -heating by Joule effect may by null 
or very small. The result of the first experimental test is employed in the other two, for the 
determination of sensor temperature. 

For the second experimental test, the sensor is immersed in a fluid medium (air, water, etc), 
where one wants to determine Gm. The temperature of this medium is kept constant and the 
sensor is heated by Joule effect, supplied by a constant electrical current with values I* (z = 1 
to n). In the condition of static thermal equilibrium (dTs/dt = 0) the equivalents voltages, V 2 , 
of the sensor are measured. With the values of I,- e V,-, the values of Rsi, Tsi e Psi e (Tsi - T a ) are 
determined. The value of G t h is then determined by curve fitting from the values of Psi and 
(Tsi - T a ). With low accuracy the value of Gth can be determined from only two points. 

In the third experimental test the sensor electric resistance is measured during a given time 
interval. The values of the sensor temperature, during this time interval, are determined 
from the resistance values, and then the time constant is calculated r = Cth/ Gth. The 
variation of the sensor temperature is done by a step of electrical signal or of medium 
temperature. 

By application of a step in the electrical signal, the sensor is maintained in the medium of 
the previous test and heated by a constant electrical current, reaching a temperature higher 
then that of the medium. When the electrical current is reduced to zero at instant to (negative 
step), the temperature of the sensor (Ts) falls exponentially from a temperature To to the 
temperature T a of the medium, according to: 

-{t-h)l 



T s =T a +(T -T a y t - t ^ (7) 
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Through a step of medium temperature, the sensor is initially maintained in the 
environment temperature and, at instant to, it is suddenly immersed in the fluid of the 
second experimental test with temperature higher then that of the environment. 

The sensor temperature changes exponentially from To (environmental temperature) to T a 
(temperature of the fluid), with: 

T = T a -(T a -T )e- {t - t ° ),T (8) 

The equations (Eq. 7) and (Eq. 8) are particular solutions of (Eq. 3) with H = 0, and the time 
constant, t, may be determined by curve fitting or from the falling (rising) time. As shown in 
the sequel, with feedback linearization G t h and Cm can be determined from a single 
experimental test. 

2.3 Methods of Measurement 

Considering the measuring operations, the measurement methods can be classified as: 
substitution or deflection methods; difference methods and null methods (Klaassen, 1996), 
(Tse & Morse, 1989). 

The substitution method uses a single transformation from the value of the measurand to 
the value of the measuring variable, as, e.g. the temperature measurement with clinic 
thermometer where temperature of a patient is transformed into the expansion of the liquid 
in the thermometer. 

In the difference method the measuring variable is related to the difference between an 
unknown quantity and a know reference quantity as, e.g. in the measurement of 
temperature with RTD in a Wheatstone bridge. 

In the null method, the unknown value of the measurand is compared with a know 
reference quantity. A well know example is the balance, where an unknown mass is put on 
one extremity and a known mass is put on the other extremity until the equilibrium of the 
balance is reached (null). Another example is resistance measurement using Wheatstone 
bridge. In these two examples, feedback is provided by the operator. 

The method employed in feedback measurement system can be considered as a null 
method, where a quantity of the system is automatically set to a reference value 
(equilibrium value) by the variation of the measure variable. This method preserves some 
known proprieties of a feedback system, like the reduction of the time constant (or response 
time) and of the nonlinear behavior, as well as enlargement of frequency pass band. 

In measurement with thermoresistive sensor excited by a constant current, a variation in the 
value of the measurand (thermal radiation or fluid flow velocity) causes a variation in the 
sensor voltage. This method is know as constant current method and may be classified as a 
substitution method. 
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Another possible method is the so-called constant temperature method. In this case, the 
electrical resistance of the sensor is kept constant by feedback. A variation of the value of the 
measurand is compensated by a variation of the sensor voltage or electrical current (and 
indirectly the electrical power) to keep the electrical resistance in a constant reference value. 

3. Experimental Setup 

The experimental setup developed for tests, characterization and control of the sensor 
temperature is shown in Fig. 1. The block ambient with sensor refers to a closed housing 
where the sensor is kept. Hence, the incident radiation on the sensor surface is null (H=0). 
The internal temperature is monitored by a thermometer in this housing. 




eh 



nn 



<=> 



Data acquisition 
circuit board 




Fig. 1. Block diagram of experimental setup. 



The signal conditioning circuit (Fig. 2) is intended to: provide the electrical decoupling 
between the data acquisition system and the sensor, adjust the DAC sensor excitation signal 
and adjust the sensor output signal to the ADC input requirements. 

In this paper, the thermoresistive sensor circuit is highlighted to simplify the theoretical 
analysis (Fig. 3). The data acquisition circuit board is the PCI6024E, produced by National 
Instruments, and the man-machine interface is developed on LABVIEW. A virtual 
instrument was designed with this software, where a set of control functions allows quickly 
change the main program, insuring high flexibility on computer programming. 

The manufacturer furnishes a table relating electrical resistance and temperature for the 
NTC used. This way, the values of the parameters (A=Ro exp(-B/To)) and B could be 
calculated from (Eq. 2): A=1354.06e- 5 f2; B=3342.21K. These parameters characterize the static 
behaviour of the sensor. The feedback linearization developed in the present work makes 
possible to determine the dynamic parameter (time constant, r) and another static parameter 
(DC gain, Gth) in a single test. 
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Fig. 2. Developed electronic circuit schematics 
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Fig. 3. Electronic sub-circuit. 



4. Feedback Linearization 



4.1 Theoretical Development 

The proposed feedback linearization scheme is shown in Fig. 4. From this figure one can 
deduce: 



Kit)- 



Ml 

a(t) a(t) 



bit) V s (t) 



(9) 



(10) 
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From (Eq. 9) and (Eq. 10), 



P s (t) = V s (t)I s (t) 



a(t) 



(li) 



In this case, a(t) is a virtual variable that is equivalent to the electric power dissipated by the 
sensor multiplied by the value of Rj n . It is necessary to define a new input variable (P x (t)) to 
distinguish this virtual product from the real electric power: 



p x (<) = 



a(t) 



(12) 



a o 




-V. 



Fig. 4. Electronic sub-circuit with feedback linearization. 

Considering null the incident radiation (H=0), assuming constant the ambient temperature, 
and adopting the new input variable defined in (Eq.12), (Eq.l) can be rewritten as: 



P x (t) = G th T A (t) + C t , 



dT A (t) 
dt 



(13) 



From this equation one can note that the feedback system is linear with respect to the new 
input variable P x (t). The transfer function in the linearized system (applying the Laplace 
Transform) in (Eq. 13) is a first order function: 






■5 + 1 



(14) 
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4.2. Experimental results 

The sensor response (Eq. 14) to a constant power P cte is given by: 



T A (t) = -^(l-e-"*) 



(15) 



where r=Q//G^. 

An increasing stair signal with 100s per step (to guarantee that the sensor would be 
operating in steady state) was applied to both systems: without feedback linearization (non- 
linearized system), and with feedback linearization (linearized system). The responses are 
shown in Fig. 5 and Fig. 6. 




100 200 300 400 500 600 700 800 900 1000 1100 
Time (s) 

Fig. 5. Output temperature with input in increasing steps (non-linearized system). 




100 200 300 400 500 600 700 800 900 
Time (s) 

Fig. 6. Output temperature with input in increasing steps (linearized system). 
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The relation T /P cte changes when the systems works at different operation points in the 
non-linearized systems. This time constant is called apparent (r a ), and it does not correspond 
to the intrinsic time constant of the sensor (r). The DC gain (Gth) is given by: 



r - P * 



(16) 



where P and T A are the electrical power and the temperature difference in steady state, 
respectively. 

The results for the static parameter (Gth) and dynamic parameter (r) for both systems are 
presented in Table 1. In conclusion, for linearized systems it is possible to determine the 
static and dynamic behaviours with a single set of experimental data. 



Step 


Non-linearized 


Linearized 


Gth (mW/°C) 


ia(s) 


Gth (mW/°C) 


T(S) 


1 


0.80 


14.3 


1.56 


12.0 


2 


0.80 


12.4 


1.40 


11.3 


3 


0.82 


11.1 


1.30 


11.3 


4 


0.80 


10.6 


1.29 


11.3 


5 


0.81 


10.1 


1.26 


11.6 


6 


0.82 


9.5 


1.24 


11.4 


7 


0.83 


9.2 


1.22 


11.5 


8 


0.81 


9.1 


1.21 


11.4 


9 


0.81 


8.1 


1.19 


11.7 


10 


0.82 


8.5 


- 


- 


11 


0.82 


7.8 


- 


- 



Table 1. DC gain and time constant in non-linearized and linearized systems. 

5. Control Design 

5.1 Internal Model Control 

The control objective is to make the temperature reach and stay in the setpoint as quick as 
possible. In this sense, the effects of external disturbances and variations at system 
parameters should be efficiently attenuated. The IMC (Internal Model Control) control design 
has the advantage of considering the internal model of the process. By assuming that the 
system operates in a closed-loop form, this control strategy makes it possible to mitigate the 
influence of variations and disturbances cited above. 



The adopted IMC structure is shown in Fig. 7. 
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Fig. 7. IMC control structure arranged like a conventional feedback structure. 

It turns out that for a simple first order linear system, the IMC controller results in a PI 
controller whose zero cancels the open-loop pole, i.e. 



s s 



(17) 



so that, by choosing Kp=C t h/rf and Kj=Gti/Tf (where t/ is the time constant of the IMC low pass 
filter), one has: 



C(s)G(s)= CthS + Gth l 



1 



T f s C th s + G th T f S 



(18) 



and the following closed loop transfer function: 

Y(s) 1 



R(s) T f S + \ 



(19) 



5.2. Experimental results 

To compare the performance of linearized and non-linearized systems, two PI controllers 
have been implemented: one for each system. For the non-linearized system, a linear 
approximation around a specific operation point (70°C) has been made. The results for the 
following test conditions are presented: 

(i) Setpoint increasing by five steps of 10° C, varying from 50° C up to 90° C, step 

duration of 60s, closed loop time constant=5s (Fig. 8); 
(ii) Single setpoint by single step (70°C), duration of 60s, closed loop time constant=5s 

(Kg- 9). 
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Fig. 8. Setpoint in increasing steps (continuous line), output of linearized system (dashed 

line) and output of non-linearized system (dotted line) with closed loop time constant=5s 

It can be seen that both controllers could drive the temperature to the setpoint. However, in 
the non-linearized system overshoot occurs for all temperature steps, as well as for the 
designed operation point. Similar behaviour is observed in (Palma et al., 2003). 




Time (s) 
Fig. 9. Setpoint (continuous line), output of linearized system (dashed line) and output of 
non-linearized system (dotted line) with closed loop time constant=5s 



Considering the linearized system, by adjusting the system response curves using the least 
squares method, for each temperature step (Fig. 8), it was possible to calculate the time 
constants for each step. These values are shown on Table 2. 



Sensors Characterization and Control of Measurement 

Systems Based on Thermoresistive Sensors via Feedback Linearization 



269 



Setpoint 

(°Q 


Time 
constant (s) 


Variation of time 

constant projected 

(%) 


50 


4.48 


-10.4 


60 


5.41 


+8.2 


70 


5.78 


+15.6 


80 


5.92 


+18.4 


90 


6.00 


+20.0 



Table 2. Calculated time constant for linearized system with setpoint in increasing steps and 
designed closed loop time constant for 5s. 

Other different tests of the controller using several closed-loop time constants have been 
done. The system behaves similarly as for the 5s time constant. The results for the closed 
time loop constant designed for 0.5s are shown in Fig. 10, Fig. 11 and Table 3. The tests 
conditions are: 

(i) Setpoint increasing by five steps of 10° C, varying from 50° C up to 90° C, step 

duration of 10s (Fig. 10); 
(ii) Single setpoint by single step (50° C), duration of 10s, (Fig. 11). 
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Fig. 10. Setpoint in increasing steps (continuous line), output of linearized system (dashed 
line) and output of non-linearized system (dotted line) with closed loop time constant=0.5s 
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Fig. 11. Setpoint (continuous line), output of linearized system (dashed line) and output of 
non-linearized system (dotted line) with closed loop time constant equal to 0.5s 



Setpoint 


Time 
constant (s) 


Variation of time 

constant projected 

(%) 


50 


0.44 


-12 


60 


0.45 


-10 


70 


0.47 


-6 


80 


0.48 


-4 


90 


0.55 


+10 



Table 3. Calculated time constant for linearized system with setpoint in increasing steps and 
designed closed loop time constant for 0.5 s. 

Variations between the designed and the calculated time constants have been observed. 
Some of the reasons for this difference could be: 

(i) The expected pole-zero cancellation from the project of IMC controller is not 

precise; 
(ii) The determination of the time constant depends on a curve fitting. 



6. Conclusions 

In this work, the direct use of electrical power as excitation parameter is proposed. This is 
due to the feedback linearization applied to the system, which also contributes for the 
characterization of sensor parameters in a single set of experimental test. 
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The PI controller designed by IMC technique was able to meet the imposed performance 

requirements. The results for the linearized system showed to be better when compared to 

the nonlinearized system, as the model used in the design is valid for all the operation 

range. 

As perspective for future works it could be mentioned: 

(i) The use of feedback linearization to characterize other kinds of thermoresistive 

sensors; 
(ii) The application of another control strategy in combination with feedback 

linearization; 
(iii) The use of the measurement system developed to measure physical variables. 
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1. Introduction 

Microalgae are now widely used as relevant biological indicators in the field of 
environmental impact studies. Owing to their ubiquity, short life cycles, easiness of culture 
and high sensitivity to a number of pollutants, these organisms are frequently utilized in 
ecotoxicological screening of contaminated freshwater (Lewis, 1995). As primary producers, 
either directly or indirectly, of organic matter required by small consumers in aquatic food 
webs, microalgae serve an important role in nutrient recycling and equilibrium of aquatic 
ecosystems (Raja et al., 2008). The most important common biochemical attribute that unites 
algae is their ability to split water, producing molecular oxygen during photosynthesis and 
concomitantly assimilating carbon dioxide. Furthermore, the rest of biotic communities are 
strictly dependent upon the photosynthetic activity of these organisms. Perturbations of 
microalgal photosynthesis might lead to alterations of their primary production, which in 
turn causes severe repercussions on the aquatic biota (Morris, 1981). 

Nowadays, the development of convenient methods or parameters for assessment of the 
presence of pollutants and their toxicity has become a major goal in environmental monitoring 
research. Growth rate, fluorescence induction and photosynthetic activity (through oxygen 
evolution or incorporation of 14 C) are the most popular endpoints studied (Jensen, 1984; 
Puiseux-Dao, 1989). Particularly, photosynthesis inhibition is a reliable indicator that rapidly 
demonstrates the toxic effect of hazardous contaminants (Overnell, 1976). Table 1 displays a 
brief review on the literature concerning research on application of microalgal photosynthesis 
to detect the effects of pollutants. The advantage of photosynthesis inhibition assay is the short 
duration of the test, usually 2-4 h compared to 48-96 h of chronic exposure (Hall et al., 1996). 
Bioassays involving photosynthesis process; however, are contingent upon light intensity and 
initial algal cell concentration. In this regard, light is the most critical element influencing 
phytoplanktonic photosynthetic activity (Aiba, 1982). In most cases, microalgae-based 
biosystems are restricted by light, which is easily absorbed and scattered by the microalgal 
cells (Yun & Park, 2001). It is therefore crucial to figure out and monitor the light dependence 
of microalgal activity for the sake of designing an efficient algal biosensor-based measurement 
system for toxicity assessment. Other than irradiance, algal cell concentration and initial 
dissolved oxygen level applied in the test are also important and should be evaluated to give 
a better performance of the proposed algal biosensor. 
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Organism 



Test substances Modulation 



Ref. 



Chlorella 


Potassium 


vulgaris 


cyanide, methyl 




parathion, 




diuron (DCMU), 




paraquat 


Chlorella 


DCMU, 


vulgaris 


simazine, 




atrazine, alachlor, 




glyphosate 


Chlorella 


Cadmium, lead 


vulgaris 




Chlorella 


DCMU, 


vulgaris 


atrazine, 




toluene, benzene 



Selenastrum 
capricornutum 



Selenastrum 
capricornutum 



Selenastrum 
capricornutum 

Selenastrum 
capricornutum 



Zinc, lead, 

cadmium, 

benzene, 

phenol, 

chlorophenol, 

toluene, 

chlorobenzen, 

Phenol. 

chlorophenol 



Zinc, cadmium 



Copper 



The detection of toxic agents in Rodrigue 

sunlight-exposed primary-source z et al. 

drinking waters based on fluorescence (2002) 
induction 

An algal biosensor using a Naessens 

fluorescence-based optical fiber for et al. 

determination of herbicides (2000) 

The detection of heavy metals using an Durrieu 
optical algal biosensor based on & Tran- 

alkaline phosphatase activity Minh 

(2002) 
Development of a compact and Shitanda 

disposable device for rapid toxicity et al. 

testing on the basis of amperometric (2005) 

monitoring of O2 generated 
photosynthetically by microalga C. 
vulgaris entrapped in an alginate gel or 
a polyion complex and immobilized 
directly on the surface of a transparent 
indium tin oxide electrode 

Detection of the toxic effects of both Lin et al. 

organic and metallic toxicants using a (2005) 
closed-system algal toxicity test based 
on measuring dissolved oxygen 
production, algal growth rate and cell 
density 

Evaluation of the toxicity of Chen & 

chlorophenols using a closed-system Lin 

algal toxicity test based on measuring (2006) 

dissolved oxygen production and 

growth rate 

Development of a short-term (4 h) test Pardos et 

based on uptake and assimilation of al. (1998) 

radio-labelled carbon in S. 

capricornutum 

Determination of the response of West et 

phytoplankton to Cu in natural, soft lake al. (2003) 

waters to different dissolved organic 

carbon content, and to test the 

modifying effect of ultraviolet radiation 

on response to Cu using the kinetics of 

in vivo chlorophyll a fluorescence 
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Chlamydomona 
s reinhardtii 



Chlamydomona 
s reinhardtii 



Scenedesmus 
obliquus 



Plesiastrea 
versipora 



Spirogyra 
distenta 



Phytoplankton, 

periphyton, 

epipsammon 



Copper, nickel, 
zinc, lead 



DCMU 



Atrazine, 

metribuzin, 

diuron, 

paraquat, 

terbuthylazine 



Copper 



DCMU 



Spirulina 
subsalsa 


Copper, 

mercury, 

atrazine, 


Phytoplankton 
, bacteria 


carbaryl 
Cadmium 



Paraquat, 
simazine 



Determination if photosynthesis based Danilov 

on estimation of oxygen evolution and & 

motility can be used as sensitive Ekelund 

physiological parameters in toxicological (2001) 

studies of green unicellular alga 

The report on a biosensor system in Schnubn 

which pH changes caused by the uptake ell et al. 

or production of CO2 by Chlamydomonas (1999) 

cells 

Measurement of the F684/F735 Eullaffro 

fluorescence ratio with a conventional y & 

fluorometer as an easy, rapid and Vernet 

sensitive assessment of the presence and (2003) 

toxicity of herbicides in a freshwater 

alga 

Examination of the effects of copper on Grant et 

physiological interactions between al. (2003) 

symbiotic algae and their host, 

particularly with regard to two host 

signalling compounds that control algal 

carbon metabolism 

Measurement of chlorophyll Endo & 

fluorescence from young and mature Omasa 

chloroplasts with a microscopic imaging (2004) 

system for monitoring the 

environmental degradation of aquatic 

ecosystems 

The monitoring of the evolution of Campane 

photosynthetic O2 and the detection of 11a et al. 

alterations due to toxic effects caused by (2000) 

environmental pollutants 

Evaluation of the effect of dredged Nalewajk 

sediment disposal using photosynthesis o (1995) 

measured by the 14 C method and 

phosphate uptake by 32 P-PC>4 and 

heterotrophy by uptake of 14 C labelled 

glucose 

Comparison of sensitivities of three Bonilla et 

marine microalgal communities to two al. (1998) 

herbicides using photosynthesis 

(incorporation of 14 C) as a test parameter 



Table 1. Previous experimental approaches using algal photosynthetic activity to detect the 
effects of toxicants 
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2. Objective of the study 

The inhibition of microalgal photosynthetic activity induced by different contaminants has 
been extensively investigated in the literature. Chen & Lin (2006) reported the investigation on 
hazardous impact of volatile organic compounds (VOCs) using an air-tight algal toxicity assay. 
Nonetheless, there has been no discussion on the effect of irradiance, although the tested BOD 
bottles could be influenced by shading effect at high algal densities. Also, the duration of the 
bioassay was not very short (i.e., 48 h) in their study. With regard to algal biosensor, a device 
for the monitoring of water toxicity in estuarine environments was reported in the work of 
Campanella et al. (2000). The developed biosensor provides a new approach to the research on 
harmful effects of heavy metals, herbicides and insecticides; however, no information on 
toxicity of volatile organic solvents was addressed using this system. Additionally, a biosensor 
with an oxygen electrode containing Chlorella cells immobilized on the membrane was well 
established to detect VOCs in the form of aerosols (Naessens & Tran-Minh, 1999). 
Nevertheless, one major drawback is that a controlled atmosphere chamber is required for the 
operation of this biosensor. Podola et al. (2004) described a non-selective sensor chips for the 
detection and identification of VOCs using different algal strains. Perhaps the disadvantage of 
the proposed multiple-strain biochip system is related to the complicate and expensive 
equipment, which might be regarded as limitations for practical utilization. Consequently, 
there is a need to design a simple and cost-effective indicator system that supports rapid 
toxicity detection of volatile and/ or hazardous substances. 

The aim of the present study is to design, construct and validate a new algal biosensor-based 
measurement system that provides a rapid toxicity determination of pollutants. The apparatus 
allows the monitoring of photosynthetic efficiency of the green alga Selenastrum capricornutum 
cells in the absence and presence of toxic agents by recording the oxygen produced. The new 
point of the work is that the biosensor was air-tight, with no headspace, thus prevents volatile 
organic toxicants from escaping into the environment as well as partitioning from the aqueous 
phase into the headspace until equilibrium was reached. In this aspect, the designed 
measurement system supports toxicity screening of volatile organic substances. 
In this chapter, six common organic solvents including methanol, ethanol, isopropanol, 
acetone, acetonitrile, dimethylformamide and one ionic liquid (i.e., l-butyl-3- 
methylimidazolium tetrafluoroborate, [BMIM] [BF4]), a representative of non-volatile 
pollutants, were selected to check the system performance. The response of the proposed 
algal biosystem was studied in terms of light intensity, cell density and initial dissolved 
oxygen level. It was concluded that only 2 h was required to predict EC50 values 
(concentrations which result in a 50% reduction of the exposed organisms relative to 
controls) as compared to 96 h in a conventional algal assay based on algal growth rate. 

3. Experimental Methods and Procedures 

3.1 Microalgal strain and cultivation 

The freshwater green alga Selenastrum capricornutum ATCC-22662 was used as the test 
organism and was obtained from the National Institute Environment Research (Incheon, 
Korea). Cells of S. capricornutum routinely have been propagated in a 250 mL Erlenmeyer 
flask containing 200 mL of Bold's Basal medium (Bold, 1950), which was nitrate-enriched by 
adding 58.8 mM NaNOs to avoid nitrogen limitation in a high-density culture (Yun & Park, 
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1997). Culture flask was shaken continuously at 170 rpm on a rotary shaking apparatus with 
air bubbling (1 vvm) without a sparger. Continuous illumination was provided at an 
average of 30 ± 5 |iEm- 2 s- 1 by warm-white fluorescent tubes (Korea General Electric, Yongin, 
Korea). The alga was subcultured every week with fresh medium (200 mL) and 10 mL of the 
cultured alga in order to keep algal cells in linear growth with doubling time of 
approximately 1 day at a controlled temperature of 25 ± 2°C. 

3.2 Test reagents 

The chemicals employed in the present study included an ionic liquid l-butyl-3- 
methylimidazolium tetrafluoroborate ([BMIM] [BF4]) and six common organic solvents (e.g. 
methanol, ethanol, isopropanol, acetone, acetonitrile and dimethylformamide). The ionic 
liquid was obtained at 98% of purity from C-Tri Company (Korea) whereas organic solvents 
(with purity > 99.5% for all compounds) were purchased from Samchun Pure Chemical 
Company (Korea). 

3.3 Design of the algal biosensor-based measurement system 
and operating procedure 

The system was constructed with a reaction cell, which was a double-jacket cylinder made 
of Pyrex® glass, an illuminator (A3200, Donan-Jenner, Boxborough, MA, USA), a quantum 
sensor (LI-190A, Licor, Lincoln, NE, USA), a light meter (LI-250, Licor), a dissolved oxygen 
meter (Hach, Loveland, CO, USA) and a computer for data acquisition using Hach software 
(Fig. 1). During experiments, microalgal suspension along with toxicants was injected into 
the reaction vessel with working volume of 3.58 mL and light path length of 1.8 cm. This 
mixture was made homogeneous by magnetic stirring with a small bar (0.5 cm in length). 
Opposite to the reaction vessel, a light beam was provided from a duck neck-like optical 
fiber connection to facilitate the algal photosynthesis. A convex lens was located on the head 
of optical fiber connection and was oriented to make the light beam parallel to the axial 
direction without dispersion. It was confirmed that the oxygen probe, inlet/ outlet gates and 
stirring bar had minor effects on light penetration. A 150-W quartz halogen lamp (EKE, 
Tokyo, Japan) as a light source was equipped inside the optical fiber illuminator. The 
irradiance was controlled via the scale of illuminator aperture. The light absorption by 
Pyrex® glass, thermostating water and distilled water was negligible compared to 
absorption by microalgal cells. The quantum sensor connected to a light meter was 
positioned opposite to the illumination side in order to measure the transmitted light. Since 
algal photosynthesis is known to be temperature sensitive, cooling water of 25 ± 2°C from a 
water bath was circulated continuously through the double-jacket of the reaction cell. The 
oxygen probe was placed in the circular top of the reaction cell and used for measuring the 
concentration of dissolved oxygen generated by the algal photosynthesis. 
Prior to the test, cell suspension was prepared by centrifuging algal cells in the late 
exponential phase at 3,000 x g f or 5 min at room temperature and resuspending them in the 
fresh medium to yield different cell densities (0.048, 0.095 and 0.182 g cell/L). The 
estimation of cell densities based on algal dry cell weight was done by passing 5 mL of each 
suspension through a pre-dried and pre-weighted 0.45 |im cellulose nitrate membrane filter 
(Whatman, Ann Arbor, MI, USA), then drying in an oven at 70°C for 24 h. A correlation 
between algal dry cell weight versus optical density, DCW (g cell/ mL) = 0.139 x OD438, was 
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established to facilitate the measurement of cell density. Mixture of the earlier prepared 
algal broth and toxicant then was loaded to the reaction vessel after being exposed for 10 
min and passed through a gas mixture at a rate of 75 ± 10 mL/min for 10 min to control the 
initial dissolved oxygen level. The gas combination used in this experiment included 99% N2 
and 1 % CO2 as an extra carbon source for algal growth. The photosynthetic oxygen released 
by algal cells was recorded every minute throughout a 10-min illumination period by the 
personal computer directly linked to the system. It took almost 2 h to conduct the entire 
experiment in order to obtain complete dose-response curves. A similar procedure was 
applied for controls in which deionized water rather than toxicants was used. In each 
experiment, the volumetric oxygen evolution rate was obtained from the slope of linearity 
between dissolved oxygen and time. The specific oxygen evolution rate was achieved by 
dividing the volumetric oxygen evolution rate by the cell concentration (Jeon et al., 2005). 



Overall view of the biosensor 

L4 




Side view of the reaction vessel Front view of the reaction vessel 

, AIM 





Fig. 1. Schematic diagram of the photosynthetic activity measurement system. 1 reaction 
cell, 2 magnetic bar, 3 cooling water jacket, 4 dissolved oxygen electrode, 5 inlet of cooling 
water, 6 outlet of cooling water, 7 inlet of sample, 8 outlet of sample, 9 convex lens, 10 
quantum sensor, 11 wastewater, 12 quartz halogen illuminator, 13 water bath, 14 peristaltic 
pump, 15 sample reservoir, 16 dissolved oxygen meter, 27 computer and 18 magnetic stirrer. 
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3.4 Photosynthesis-irradiance model and parameter estimation 

For estimation of algal photosynthetic activity, a general photosynthesis-irradiance model 
(Yun & Park, 2003) can be applied 

A x =^^-R x (1) 

K + I 

where A x stands for the specific photosynthetic activity (g 02/g cell min), A ,K and 
R denote maximum specific activity (g 02/g cell min), half constant (jiEm^s- 1 ) and specific 
respiration rate (g 02/g cell min), respectively and / corresponds to the incident light 
intensity (juEm^s- 1 ). The respiration rate (R x ) was obtained by measuring the specific 
oxygen consumption rate of algal broth in the dark. The maximum photosynthetic activity 
( A ) and the half constant ( K ) were calculated based on the nonlinear regression with 

Marquardt-Levenberg algorithm (Marquardt, 1963). 

3.5 Cell growth effect test 

The conventional algal chronic toxicity assay was done according to the procedures set out 
in the U.S. Environmental Protection Agency (1996) and Organization for Economic 
Cooperation and Development (2002) guidelines. In this experiment, the algal cells were 
exposed to different concentrations of toxicants for 96 h and growth of cultures relative to 
optical density of algal suspension was determined at wavelength of 438 nm via a 
spectrophotometer (UV mini-1240, Shimadzu, Kyoto, Japan). The growth rate inhibition (/ ) 
was calculated from the below equation. 

/ ) = A^A xl oo (2) 



4 

where A and A indicate the mean value of area under the curve of the control and 

c t 

treatment groups, respectively. 

3.6 Effect data modeling 

The dose-response curves, where feasible, were fitted to the multinomial data with the 
nonlinear least-squares method adopting for the logistic model to determine the relationship 
of cell viability and inhibition to the decadic logarithm of the examined dosages, which can 
be written as: 

P = j- (3) 

l + (x/x ) b 

where x is the substrate concentration to which the cells are exposed, P represents the 
physiological response, normalized with negative controls to the interval from 1 ( x = 0) to 
(negative control), x indicates the EC50 value whereas b stands for the slope of the function 
on a logit-log-scale. All calculations were performed using Sigmaplot® 10.0 (SPSS, Chicago, 
IL, USA). In particular cases, algal growth rate increased at low concentrations of toxicants 
instead of the expected decrease in response that was observed at higher doses. Therefore, 
the concentration-response curves were fitted with the linear-logistic model proposed by 



280 



Advances in Measurement Systems 



Brain & Cousens (1989) and modified by van Ewijk & Hoekstra (1993) for the case of a 
subtoxic stimulus. 



l + (2xfx +\)(x/x f 



(4) 



where Z?' is a parameter without intuitive interpretation and f is the parameter showing 
hormesis. If f > 0, then the curve exhibits an increase for low doses. 



4. Results and Discussion 

4.1 Effect of light intensity 

It is well-known that physiological response to changes in light intensity is an important 
factor determining alteration in photosynthetic activity of microalgae in nature. In general, 
the photosynthetic performance of phytoplankton is enhanced as the light increase up to the 
point where photosynthetic apparatus comes to be saturated at higher photon flux densities. 
In the present study, various light incidents were adjusted to estimate the influence of light 
intensity on microalgal photosynthetic process in the presence and absence of a 
representative pollutant ([BMIM] [BF 4 ]). 
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Fig. 2. Oxygen production by alga in different light intensities in the presence of toxicant. 
Volumetric oxygen evolution rates were evaluated using data in a linear range. The alga 
concentration was 0.095 g cell/L and the concentration of stimulated toxicant ([BMIM] [BF4]) 
was 22.94 mg/L in all cases. The intensities of stimulated daylight were () |iE m ~ 2 s _1 , 
(T) 100 jliE nr 2 s _1 , (o) 500 |uE m^s -1 and (•) 1,200 juE m- 2 s _1 . Estimated volumetric activities 
were () -0.0043 ± 0.0014, ( T) 0.1152 ± 0.0027, (o) 0.1778 ± 0.0027 and (•) 0.2498 ± 0.0040 mg 
O2/L min. 




As can be obviously observed in Figs. 2 and 3, the stronger the light intensity, the more 
oxygen will be produced. However, when no illumination was provided, dissolved oxygen 
concentration comparatively decreased as a result of algal respiratory process. In addition, 
the volumetric oxygen evolution rates were found to be lower in the presence of pollutant 
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compared to the results of test medium without pollutant. This can be explained by the toxic 
effects of pollutant towards microalgal respiratory function. Also, the algal photosynthetic 
response was significantly different when exposed to toxicant at different light intensities 
with 55, 6.5, 31.7 and 25% of oxygen was generated at illumination power of 0, 100, 500 and 
1,200 iiEm-^s- 1 , respectively. This variability in the toxicity of the tested compound implies 
that the results of an algal photosynthesis inhibition assay can differ considerably under 
different light conditions. This of course makes the comparability more complicated and 
should be avoided by controlling stringent rationales for a light regime during the test. For 
this purpose, the optimum light intensity for phytoplankton photosynthetic efficiency was 
obtained by plotting the specific oxygen evolution rate against the light intensities. Figure 4 
demonstrates that the generated oxygen initially increased with light intensity and attained 
a plateau at higher photon flux densities. As light intensities ranged between 1,000 and 1,200 
jiEm-^s- 1 , specific oxygen evolution rates were noticed to be almost constant. Therefore, the 
light intensity between 1,000 and 1,200 juEm^s- 1 was considered to be appropriate for 
examining the photosynthetic performance of S. capricornutum in the present apparatus. 
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Fig. 3. Oxygen production by alga in different light intensities in the absence of toxicant. 
Volumetric oxygen evolution rates were evaluated using data in a linear range. The algal 
concentration was 0.0095 g cell/L in all cases. The intensities of stimulated daylight were 
() jliE m -2 s- 1 , (T) 100 jiE m^s- 1 , (o) 500 uE m^s- 1 and (•) 1,200 uE m^s- 1 . Estimated 
volumetric activities were ( ) -0.0097 ± 0.0030, (T) 0.1232 ± 0.0039, (o) 0.2603 ± 0.0075 and 
(•) 0.3327 ± 0.0025 mg 2 /L min. 



4.2 Effect of cell concentration 

Regarding the effect of cell concentration, the experiment was performed with various 
concentrations of algal broth under light intensity set at 1,000 (xEm^s -1 . The rates of 
photosynthetic oxygen evolution were observed to be very well correlated with the algal cell 
densities. It is apparent in Fig. 5 that the oxygen production was inhibited in the presence of 
[BMIM] [BF4]. Also, the levels of inhibitory effects were different at different algal cell 
densities with 46, 34 and 34% of photosynthetic activity were hampered by this compound 
at cell concentrations of 0.048, 0.095 and 0.182 g cell/L, respectively. These data inferred that 
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at low algal cell densities, the inhibitory percentages were rather higher. A possible 
explanation for this might be the relationship between toxicity and photoinhibition (Goksan 
et al., 2003), which is more likely to occur at low concentration due to the influence of 
mutual shading at high algal concentration (Contreras-Flores et al., 2003; Evers, 1991; 
Richmond, 2000). Though concentrations exceeding 0.182 g cell/L were not evaluated in the 
present study, it is supposed that mutual shading might be involved in high-density algal 
culture (Grobbelaar & Soeder, 1985). Taken together, 0.095 g cell/L was selected and 
employed for the subsequent experiments. 
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Fig. 4. Specific oxygen evolution rate as a function of incident photon flux density in the 
presence (o) and absence (•) of toxicant. Data points and error bars were average values and 
standard deviation of two or three replicated experimental results. Solid lines represent the 
calculated results from the photosynthesis-irradiance model (Eq. 1). The alga concentration 
was 0.095 g cell/L in all cases and the concentration of toxicant ([BMIM] [BF4]) applied was 
22.94 mg/L. 
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Fig. 5. Oxygen production by alga in different cell concentrations in the presence (o) and 
absence (•) of toxicant ([BMIM] [BF 4 ]). 



Algal Biosensor-Based Measurement System for Rapid Toxicity Detection 



283 



4.3 Effect of initial dissolved oxygen concentration 

Figure 6 depicts the influence of initial dissolved oxygen concentration on algal 
photosynthesis process with initial DO levels varied between 0.78 and 6.68 mg O2/L. These 
concentrations (excluding the highest concentration of 6.68 mg O2/L) were selected 
randomly by stripping with controlled amount of gas mixture containing N2 and CO2. 
Through preliminary studies, other conditions including light intensity, algal cell density 
and concentration of pollutant were fixed at 1,000 jiEm^s- 1 , 0.095 g cell/L and 22.94 mg/L, 
respectively. The data revealed that volumetric oxygen evolution rates were 0.2045 ± 0.0063, 
0.1987 ± 0.0058, 0.2027 ± 0.0177 and 0.1315 ± 0.0169 mg 2 /L min corresponding to initial 
DO levels of 0.78, 3.37, 5.26 and 6.68 mg 2 /L. It should be pointed out that there was no 
effect of initial dissolve oxygen concentration towards algal photosynthetic response apart 
from the case of the highest DO value, in which CO2 gas was not utilized. It can therefore be 
assumed that CO2 plays an important role for microalgal photosynthesis process in the 
studied system. 
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Fig. 6. Oxygen production by alga in different initial dissolved oxygen concentrations in the 
presence of toxicant. Volumetric oxygen evolution rates were evaluated using data in a 
linear range. The initial dissolved oxygen concentrations were (•) 0.78 mg O2/L, (o) 3.37 mg 
O2/L, (T) 5.26 mg O2/L, () 6.68 mg O 2 /L. The intensity of stimulated daylight was 1,000 
uEnv^s- 1 and the concentration of toxicant ([BMIM] [BF4]) applied was 22.94 mg/L. 




4.4 Toxicity testing 

As a development of the research work carried out by our group on this topic, here we 
present the results of a short-term algal photosynthesis inhibition tests performed on a 
representative of imidazolium-based ionic liquids and commonly used organic solvents. For 
checking the validity of the present system, a conventional algal growth assay was 
conducted in cases of [BMIM] [BF4] and methanol. According to the data obtained, the 
effective concentrations of [BMIM] [BF4] were identical in both cases of short-term and 
traditional assays. From Fig. 7, the EC50 values of [BMIM] [BF4] were determined to be 0.115 
mM and 0.126 mM for inhibition of algal photosynthesis process and growth rate, 
respectively. For methanol, the corresponding results were 2,089 and 759 mM suggesting the 
hazardous impact of this compound was 2.75 times higher towards algal growth than 
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photosynthetic activity. It seems possible that these results are owing to the longer exposure 
in growth rate assay compared to short-term test (96 h and 20 min, respectively), thus led to 
more critical injury to algal cells. Concerning the test data of the other commonly used 
organic solvents, it was found that all of these pollutants effectively inhibited algal 
photosynthesis with EC50 values varied between 589 and 2,089 mM (Table 2). Consequently, 
the toxicities of the tested organic compounds decreased in the order of isopropanol > 
acetone > acetonitrile > ethanol > dimethylformamide « methanol. 
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Fig. 7. Dose-response curves of algal toxicity test with respect to [BMIM] [BF4] (o) and 
methanol (A) based on photosynthetic activity measurement whereas [BMIM] [BF4] (•) and 
methanol (A) based on growth rate. 



Chemicals 


Logi EC 5 o/uM a 


ECso/mM 


95% confidence interval/ mM 


Methanol 


6.32 ± 0.11 


2089 


1623 - 2692 


Ethanol 


5.94 ± 0.24 


871 


501 - 1514 


Dimethylformamide 


6.32 ± 0.25 


2089 


1175 - 3715 


Acetone 


5.85 ± 0.03 


708 


661 - 759 


Isopropanol 


5.77 ± 0.15 


589 


417 - 832 


Acetonitrile 


5.92 ± 0.11 


832 


646 - 1072 



Table 2. Inhibition of photosynthetic activity induced by various pollutants 
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5. Conclusions 

In this chapter, an algal biosensor-based measurement system for rapid toxicity detection 
was designed, constructed and validated for the use in detecting several toxic chemicals. 
The system provides a possibility to toxicological investigation by monitoring the 
photosynthetic activity of algal cells through the oxygen produced. In contrast to most 
biosensors previously reported, the present sensor offers some advantages such as fast 
response time, simple and low-cost instrument, and totally air-tight to prevent 
underestimation of VOCs due to their volatility. The validity of the system was verified in 
terms of light intensity, algal cell concentration and initial dissolved oxygen dosage. It was 
observed that illumination condition and algal cell density significantly affected the 
photosynthesis process, whereas initial oxygen level only caused effect when no CO2 was 
supplied to the test suspension. At fixed light intensity of 1,000 juEm^s- 1 and algal broth 
concentration of 0.095 g cell/L, the device performance testing was conducted with an ionic 
liquid and six common organic solvents. Furthermore, for comparison, a standard assay 
based on algal growth rate was carried out for two representative toxicants (ionic liquid and 
methanol). Although there was a good correlation between the data obtained from the 
system and those of the conventional standard growth test only in case of ionic liquid, the 
proposed system can be considered as potential approach for rapid assessment of toxicants. 
For practical use, further improvement in sensitivity can be obtained by increasing the 
exposure time of algal cells to toxicants or using more sensitive photosynthetic strains to 
specific pollutants. Algal photosynthesis is one of the essential physiological phenomena 
that contribute to algal viability, which might affect the structure and functioning of the 
whole aquatic ecosystems. Therefore, the present system, which deals with the 
photosynthetic activity of phytoplankton, can serve as a beneficial tool in preliminary 
screening toxicity methods. It should be noticed that simple acute ecotoxicity measurements 
do not completely identify the full impact of pollutants released into the environment but 
are only part of the environmental impact assessment. In general, this system is applicable 
to the toxicity assessment of not only organic solvents, ionic liquids but also heavy metals, 
pesticides as well as other hazardous substances. Nonetheless, it is premature to make this 
claim based on the data obtained in this chapter. Whether the system can be expanded as 
mentioned or not remains to be further tested. If the system is valid for other polluted 
compounds, this rapid test can be used as an alternative for real time bio-monitoring, where 
immediate toxicity evaluation is required. 
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1 . Abstract 

Large antennas need special measurement systems because of their considerable 
dimensions. Typically, cylindrical near-field systems are appropriate measurement systems 
for omnidirectional antennas due to the characteristics of their radiation patterns. 
Furthermore, these systems are also appropriate for sizeable RADAR antennas, since they 
can be measured on their azimuthal positioner and the probe can be easily translated 
through a vertical linear slide. Thus, mechanical aspects of measurement systems are rather 
important since errors in the mechanical set-up can directly affect far-field radiation 
patterns. 

This chapter presents an error estimation tool to analyze the most important errors for large 
L-band RADAR antennas in an outdoor cylindrical acquisition system and the effect of these 
errors in the calculated far-field radiation pattern. This analysis can be very convenient to 
evaluate the error budget of the Antenna Under Test (AUT). 

The simulator computes the far-field with an array of vertical dipoles over a ground plane 
and compares an ideal infinite far-field with the electric field obtained using the cylindrical 
near-to-far-field (NF-FF) transformation algorithm. The influence of the inaccuracies on the 
final results is evaluated by introducing random and systematic sources of errors and then, 
analyzing the variations produced in the principal far-field patterns, antenna parameters 
and in the side lobe levels (SLL). Finally, this simulator can be employed to analyze the 
errors for L-band RADAR antennas. 

One of the objectives of this investigation is thus to analyse how mechanical and electrical 
inaccuracies could affect the results of a cylindrical antenna measurement system, in order 
to minimize them as much as possible. This is highly important not only to meet the 
specifications, but also to reach high accurate results. There are several error sources studies 
for near-field patterns: the most complete are the ones developed by Joy and Newell in [Joy, 
1988], [Newell, 1988], [Newell & Stubenrauch, 1988] and Hansen in [Hansen, 1988]. Later on, 
other investigations have been carried out analyzing precise error studies. 
Another goal is the a-priori uncertainty analysis of these errors in the measurement of L- 
band RADAR antennas, detecting which are the main error sources for each antenna 
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parameter and calculating the uncertainty budget. Finally, ground reflections were analyzed 
by means of simulations. 

These errors appear due to the grating lobes of the RADAR antennas when the peak value 
of the radiation pattern is orientated towards extreme angular positions (out of system 
specifications). Through simulations, it is possible to evaluate the effect of the grating lobes: 
distortion, ripple, influence of the reflections in the side lobes closer to the zenith or in the 
main lobe... To finish, a method based on a diagnostic technique for cancelling the effect of 
the reflections is presented. This work has been applied to an existing outdoor antenna 
measurement facility. This facility was designed by the authors and it is being used for the 
characterization of L-band RADAR antennas. 

2. Introduction 

Large antennas need special measurement system due to their considerable dimensions. 
This study presents the error analysis for large L-band RADAR antennas performed for a 
cylindrical outdoor measurement system. In the literature, there are some works previously 
published about cylindrical near-field systems - i.e. [Romeu et al., 1990], [Romeu et al., 
1992], [Broquetas et al., 1994] -, although most of them deal only with the near-to-far-field 
transformation algorithm. This transformation can be based on different approaches. 
In 1978, Borgiotti presented in [Borgiotti, 1978] an integral formulation using a 
superposition of plane waves to obtain the far-field from the measured near-field. Later, in 
the works published by Hansen in [Hansen J.A., 1980], by Yaghjian in [Yaghjian, 1986] and 
in [Rudge et al., 1982], a second methodology was detailed. In this case, the scattering matrix 
formulation is employed to derive the coupling equation. A third approach, introduced by 
Brown and Jull in [Brown & Jull, 1961] and Leach and Paris in [Leach & Paris, 1973], is based 
on the three-dimensional vector cylindrical wave expansion of an electromagnetic field 
which applies the Lorentz reciprocity theorem formulation to attain the complete vector far- 
field pattern of an arbitrary antenna. In addition to the procedure proposed by Leach, Bucci 
in [Bucci, 1988] and Hussein and Rahmat-Samii in [Hussein & Rahmat-Samii, 1993] studied 
some improvements in efficiency of this method. In the last years, some approaches to solve 
the problem of near-to-far-field transformation using equivalent currents have been 
presented, i.e. [Petre & Sarkar, 1992], [Sarkar & Taaghol, 1999], [Blanch et al, 1995], [Las 
Heras et al, 2002], [Las Heras et al, 2005]. 

The first objective of this investigation is to analyse how the mechanical and electrical 
inaccuracies could affect the results of a cylindrical antenna measurement system, in order 
to minimize them as much as possible. This is highly important not only to fulfil the 
specifications, but also to reach a high accuracy in the results. There are several studies of 
the error sources for near-field patterns: the most complete are the ones developed by Joy in 
[Joy, 1988], Newell in [Newell, 1988] and in [Newell & Stubenrauch, 1988] and by Hansen in 
[Hansen J.E, 1988]. 

Later on, other investigations have been carried out analyzing particular error studies. The one 
presented in the First AMTA Europe Symposium - [Pivnenko et al., 2006] - could be an example. 
The second objective is the analysis of these errors in the measurement of L-band RADAR 
antennas, detecting which are the main source of errors for each parameter. This study has been 
applied to the facility described in [Martin, 2006] and in [Burgos, 2006]. The maximum length of 
the array antenna (up to 12 meters) requires a particularly large antenna measurement system. 
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As mentioned before, since cylindrical near-field ranges are appropriate to measure large 
antennas, the system considered is a cylindrical near-field range. In such facility, the 
RADAR antennas rotate on its own positioner and the probe (double-polarized probe) 
moves along a 15.5 meters linear slide, stopping on each defined position to acquire the 
near-field. In addition, the AUT can work in reception and transmission and can operate 
with a sum or a difference monopulse pattern. 

The last aim of this research is to evaluate the effect of ground reflections on the final results. 
This is particularly important for this kind of antennas and antenna measurement system: 
when peak values of the radiation patterns of the RADAR antenna are oriented towards 
extreme angular positions, grating lobes of the RADAR antennas can appear and produce 
errors due to reflections in the facility ground. To analyze the grating lobes influence, 
simulations were carried out. Finally, a method based on a diagnostic technique for 
eliminating the effect of the reflections is applied, the reflections are located and the 
radiation pattern is improved. 

This chapter is divided in the following parts. First, section 2 details the introduction. Then, 
section 3 summarizes three different points. The first one explains the near-to-far-field 
transformation algorithm and its validation. Next, the error simulator for a cylindrical near- 
field system and the evaluation of the results are presented. The last point of section 3 
describes an error analysis of the L-Band RADAR antenna measurement system. After that, 
section 4 analyses the effect of the grating lobes and studies an algorithm for cancelling the 
effect of reflections. Finally, in section 5 the conclusions and future researches are drawn. 

3. Error Simulator for a Cylindrical Near-Field System 
and Evaluation of the Results 

In order to evaluate the performances of this error simulator, first the near-to-far-field 
transformation algorithm is studied and validated. Then, some of the results achieved from 
the simulations are presented. Finally, a detailed error analysis of a real L-Band RADAR 
antenna measurement system based on Montecarlo simulations is commented. 

3.1 Near-to-Far-Field Transformation Algorithm and its Validation 

In [Burgos, 2008], the description of the cylindrical near-to-far-field transformation, 
considering probe correction, its validation and its application is explained. By using 
Reciprocity Theorem, the electric field can be expressed as a combination of the four 
weighting functions (for AUT and probe), obtaining the expression proposed by Leach and 
Paris in [Leach & Paris, 1973]: 

00 f °o / « 1 oo ^ (1) 

f oo a n (h) X c m (-h)H n J 2 Hkp ) + b n (h) X dJ-h)H n JV(kp) • ■ ■ 



m=oo 



e i hz odh 

where: 

"n" indicates the modal index (integer number), 
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"h" symbolizes the propagation constant in the z-direction (real number) h=k-cos0, 
"k" characterizes the wave number in free space, 



K—y\{k —h ) =k'<8K\6 is the projection of the propagation constant in the xy-plane, 
H^+ (kpn) denotes the cylindrical Hankel function of 2 nd kind and order n+m, 

a n (h) and b n (h) correspond to the AUT weighting functions of the TE- and TM-modes, 

c m (h) and d m (h) represent the probe modal coefficients. 
The model developed for this application introduces the probe compensation method 
proposed by Hansen in [Hansen J.A., 1980], and usually applied to the spherical near-to-far- 
field transformation algorithms. Assuming the rotationally symmetry of the antenna probe 
(|u=+l), the probe pattern is calculated from the main planes of the probe diagram. For this 
particular case, the antenna probe is a conical corrugated horn that fulfils the previous 
condition. The first step is the calculation of the co-polar far-field of the antenna probe in the 
principal planes E e (0) and Eh(0). The 6- and (^-components of the electric field at each 
angular position are obtained through: 

E x j(0, <£) = E e (0)cos<fi + P 1 • E e (0)sm0 
^{0,0) = -P 1 -E h {0)cos</> + E h {0)sm0 

E 2t0 {0j) = ^[P 2 .E e {0)cos4 + E e {0)&m4] (2) 

E 2,M $ = [" E h (#)cos^ + P 2 -E h (<9)sin^] 

where Ei and E 2 represent the probe patterns for acquiring both polarizations. Pi and P2 
symbolize the linear polarization ratio of the antenna probes, and Axy the amplitude and phase 
factors of the signals coming from both probes. If single probe is used, P1—P2 and Axy=l. If an 
ideally polarized antenna is employed, Pi=P2=0. If the coordinate systems of the measurement of 
the antenna probe are different to the coordinate systems of the cylindrical acquisition (i.e. a 
classical spherical far-field system is used), several angular rotations of the probe radiation 
pattern are required - using the method proposed in [Rahmat-Samii, 1979] - in order to obtain 
the probe compensated far-field radiated pattern. In addition, this method employs the Discrete 
Fourier Transform (DFT) instead of the Fast Fourier Transform (FFT). With this change, the far- 
field in the final coordinate system could be achieved without needing an interpolation of the 
radiation pattern results, although the processing time is a bit larger. Fig. 1 summarizes the 
transformation algorithm applied for this application. 

The previous tool has been validated using both simulations and measurements. The 
implemented procedure starts with the modelling of the transmitting and receiving antenna. The 
simulated AUT is an array of 28x16 X/2 dipoles vertically displaced, over a ground plane at a 
distance equal to A/4, and assumed to be infinite, so Image Theory can be applied. The excitation 
is separable in vertical and horizontal planes, and with decreasing amplitude to reduce the side 
lobe levels. Besides, in the horizontal plane, a phase error is added, in order to simulate a more 
realistic AUT. The total size of the simulated AUT is 5.3 m x 2.1 m. On the other hand, the 
antenna probe is a vertically polarized conical corrugated horn, and its main planes radiated 
fields obtained through the integration of the electric field on the aperture are: 
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E ap = 9 J 
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with probe correction 
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AUT Far Field 
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Results 
storage 



Fig. 1. Diagram of the Near-To-Far-Field algorithm 

The acquisition is simulated on a cylinder where the distance from the AUT to the probe 
tower is 5 meters, the vertical path of the probe is 15 meters. The number of samples in the 
azimuth is 256 (to satisfy the Nyquist sampling theorem), while the distance between 
samples at the vertical axis is 10 cm. The frequency selected for the simulations 1215 MHz. 
The field in each point of the grid was calculated taking into account the field radiated by all 
the dipoles modified by the probe pattern. The field from each dipole in each point of the 
grid is given by the sum of 3 spherical waves, in the way explained in [Elliot, 1981]: 



-j30I n 



e -jkR! e -jkR 2 e -jkr 

+ 2cos(kL 1 ) 

R 9 r 



R 



(4) 



The induced voltage at the antenna probe can be calculated applying the expression (5), 
since each element of the array could be considered in far-field respect the antenna probe: 



v«k.r 



-jkRj -jkR 2 -jkr 

— fs^+^fsfeMcOSikl,) — f 8 (e) 
R 2 R 2 r 



(5) 



where k is a complex constant, I m n is the dipole excitation, the angles and distances are 
shown in Fig. 2, and f s (6) is the radiation pattern of the probe. The far-field radiation 
patterns achieved for the main planes are compared with the infinite far-field, obtained by 
multiplying the array factor by the element radiation pattern, as Fig. 3 and Fig. 4 show. Fig. 
3 and Fig. 4 show a significant concordance between both calculated patterns, so the NF-FF 
transformation could be considered validated. The small discrepancies in the extremes of 
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the horizontal angular range are due to the approximation of the acquisition model, shown 
in expression (4). This simulation tool is also useful for testing the elevation validity range of 
the NF-FF transformation, which is often approximated by the method proposed by 
Yaghjian [Yaghjian, 1975] and Newell [Newell & Crawford, 1974]: 



= tan 



,4-D 

2x„ 



(6) 



where L z indicates the path performed by the probe, D corresponds to the height of the AUT 
and xo is the separation between the probe and the AUT, as shown in Fig. 5. 



PROBE: 
P (x, y, z) 




Fig. 2. Geometry of the dipole and probe 



Far Field: Horizontal Cut 




-20 20 

Phi (degrees) 

Fig. 3. Horizontal cut: Theoretical Far-field versus ideal NF-FF transformed pattern. 
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Far Field: Vertical Cut 




80 100 

Theta (degrees) 

Fig. 4. Vertical cut: Theoretical Far-field versus ideal NF-FF transformed pattern. 



Measurement Cylinder 



ABP 



A>, 



4 



Fig. 5. Angular validity margin 

With this configuration of the cylindrical system and the modelling of this specific AUT, the 
angular range of validity goes from 37.7 to 142.3 degrees. Fig. 4 confirms that the angular 
margin of the measurement is valid. 



A measurement in the cylindrical near-field system of the Technical University of Madrid 
was performed to validate this algorithm. The AUT utilized was the Ku-band reflector 
shown in Fig. 6. This antenna was measured in both the spherical near-field system (using 
TICRA SNIFTD Software) and the cylindrical near-field system. The results from the 
comparison of the horizontal and the vertical cuts are illustrated in Fig. 7 and Fig. 8. 
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Fig. 6. Ku-band reflector employed for the validation measurements 




Fie. 7. 



120 140 160 180 200 220 

Horizontal cut for the measurement with the Ku-reflector 




40 60 80 100 120 

Fig. 8. Vertical cut for the measurement with the Ku-reflector 
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3.2 Error simulations 

To evaluate how errors could affect the final results, a model of the antennas and a 
simulation of the acquisition process including errors has been performed. The simulator 
compares the outcomes achieved from the reference data (i.e. far-field obtained from an 
acquisition free from additional errors) with the ones including the deviations, as Fig. 9. 




COMPARISON + 

STATISTICALANALYSIS 

(MEAN.S7P.DEV) 



Fig. 9. Simulator diagram 

For the uniform random error in probe x-, y- and z-position, an exhaustive study was 
completed and 10 iterations for each peak to peak amplitude were achieved for a RADAR L- 
Band antenna of 5.32 metres by 2.08 metres. From these simulations, it could be calculated 
the mean of the difference in peak directivity, which gives an estimation of the error, and the 
standard deviation of the difference in peak directivity, which gives an estimation of the 
uncertainty, as shown in Fig. 10 and Fig. 11. From these results, it can be observed that in 
both cases the deviations in the x-position of the probe have clearly larger influence on the 
mean and on the standard deviation of the differences in peak directivity. This is due to the 
fact that the AUT and the probe are aligned along the x-axis and thus the deviations in this 
direction produce larger errors. 



Mean and Standard Deviation of the Difference between the 
Directivity with and without Error 
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Fig. 10. Mean and standard deviation of the difference between the peak directivity with 
and without error, for errors in the x- and y-position of the probe 
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Mean and Standard Deviation of the Difference between the 
Directivity with and without Error 
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Error in Xprobe and Zprobe (random) [X/Wavelength,Z/ Wavelength] 
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StdDevErrDiffXrand 



-MeanErrDiffZrand — • -StdDevErrDiffZrand 



Fig. 11. Mean and standard deviation of the difference between the peak directivity with 
and without error, for errors in the x- and z-position of the probe 

In order to verify that the errors in the x-position of the probe and the phase errors are 
comparable, the equivalent phase errors for the deviations in the x-position of the probe was 
calculated, as shown in Table 1. Fig. 12 and Fig. 13 represents the mean and the standard 
deviations of the directivity differences according to all the considered phases (the ones 
calculated from the deviations in the x-position of the probe and the ones taken into account 
in the phase deviations simulations). 



Error in x-probe 


o.ou 


0.02k 


0.03k 


0.04k 


Corresponding Phase 


3.6 


7.2 


10.8 


14.4 


Phase Error 


2 


4 


6 


8 





Table 1. Evaluated phase errors and comparison with longitudinal errors along x-axis 



Mean of the Difference between the Directivity with and 
without Error 
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Fig. 12. Mean of the difference between the peak directivity with and without an error in the 
x-position of the probe and with a random phase error 
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Standard Deviation of the Difference between the 
Directivity with and without Error 
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Fig. 13. Standard deviation of the difference between the peak directivity without and with 
an error in the x-position of the probe and with a random phase error 

Since the mean and the standard deviation linearly vary as the errors increase, it can be 
deduced that the errors in the x-position of the probe and in the phase are comparable. As 
the second ones are easier to compute, the uncertainties due to mechanical deviations can be 
calculated in a faster way using the equivalent phase errors. 

In order to analyze the influence of the antenna size in the statistical parameters (i.e. mean 
and standard deviation), achieved from the difference between the antenna parameter with 
and without error, simulations with five different antennas - shown in Table 2 - have been 
carried out. 











Antl 


1,52 


0,52 


Uniform 


Ant 2 


1,90 


0,78 


Uniform 


Ant 3 


2,66 


1,04 


Uniform 


Ant 4 


5,32 


2,08 


Uniform 


Ant 5 


7,22 


2,86 


Uniform 



Table 2. Sizes of the antennas considered for the simulations 



In this study, 10 iterations per case have been completed. This number is not enough to get 
error probability distributions, although it is good enough to analyze the trends. Fig. 14. and 
Fig. 15. correspond to representative results of the standard deviations of the difference 
between the directivity with and without error, when considering a random error in the x- 
position of the probe, and a random phase error or a white Gaussian noise for 5 antennas 
with uniform excitation, after 10 iterations. From the obtained results, it can be concluded 
that the uncertainty is lower as the antenna size is larger. 
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Standard Deviation of the Difference between the Directivity with and 
without Error (dB) 
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Fig. 14. Standard deviation of the difference between the differences in directivity without 
and with a random phase error 

Standard Deviation of the Difference between the Directivity with and 
without Error (dB) 
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Fig. 15. Standard deviation of the difference between the differences in directivity without 
and with a white Gaussian noise (WGN) 



Fig. 16 and Fig. 17 represent some examples of the statistical analysis in the SLL when 
considering a random phase error or a WGN for 5 antennas with different sizes and with 
uniform excitation after 10 iterations. 
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Standard deviation of the SLL difference in the horizontal cut [dB] 




Signal to noise ratio [dB] 
Fig. 16. Standard deviation of the difference between the differences in SLL without and 
with WGN 



!£ 0.20 



Standard deviation of the SLL difference in the horizontal cut [dB] 

2,1 




Random Phase Error [Degrees] 
Fig. 17. Standard deviation of the difference between the differences in SLL without and 
with a random phase error 

From the results obtained, it can be observed that the means and the standard deviations are 
larger for the smallest antennas (antenna 1 and antenna 2) and smaller for the biggest 
antennas (antennas 4 and 5). 



3.3 Error Analysis of the L-Band RADAR Antenna Measurement System: 
Montecarlo Simulations 

Typical calculations of uncertainties and systematic errors in antenna measurements are 
based on the calculation or estimation of the standard deviation and mean of each error 
term respectively. In this particular case, a Montecarlo study with one hundred iterations 
per antenna excitation was implemented, including some error sources. The study calculates 
the inaccuracies in the next main antennas parameters: directivity, pointing directions, SLL 
and beamwidth. In order to carry out a more detailed analysis, two different antennas were 
simulated. The antennas are not centered in the measurement range. 
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Their main dimensions (length and height) and some of the parameters of the measurement 
range (position of the tower respect to the antenna, length of the tower and valid angular 
range of the measurement results) of these two scenarios are detailed in Table 3: 



RADAR 


Long, 
[m] 


Height 
[m] 


Xo 

[m] 


L z 

[m] 


Mech. Tilt 
[deg] 


v7v,min 

[deg] 


"v.max 

[deg] 


Antenna 1 


5.32 


2.08 


5.0 


15.5 


16.1 


20.9 


123.2 


Antenna 2 


11.78 


6.82 


7.0 


15.5 


10 


42.1 


110.1 



Table 3. Antenna dimensions and parameters of the measurement system 

Besides, it is worth noting that for this case, different amplitude distribution - sum and 
difference patterns, electric tilt... - were examined: 

- Sum amplitude distribution in the horizontal and in the vertical planes, 

- Sum amplitude distribution in the horizontal plane and difference amplitude 
distribution in the vertical plane, 

- Difference amplitude distribution in the horizontal plane and sum amplitude 
distribution in the vertical plane. 

These cases were studied with the antenna 1 mechanically tilted 16.1 degrees and with 
electrical tilt of or 40 degrees in the vertical plane. In the case of antenna 2, this is 
mechanically tilted 10 degrees, and there is not any electrical tilt. 

As commented before, the results obtained with the simulator show the comparison 
between the ideal far-field radiation pattern (no errors were added) with the far-field 
radiation pattern including errors. In this analysis, the probe correction was omitted to 
reduce the computational time of the simulations. Besides, the AUT was mechanically tilted 
from the vertical axis, as it happens in the measurement. The simulator allows representing 
the histograms of the different parameters. For instance, Fig. 18 to Fig. 20 show the 
histograms of the sum pattern distribution for antenna 1. 



Error Histogram: Error in the Directivity 




0.005 0.01 



Fig. 18. Histogram of the error in the directivity 
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Error Histogram: Error in the Beam Width (Vertical Cut) 




-0.03 -0.02 -0.01 0.01 0.02 0.03 

Angle (degrees) 

Fig. 19. Histogram of the error in the beam width in the vertical cut 



Error Histogram: Error in the Maximum Position (Horizontal Cut) 




Angle (degrees) x 1Q -3 

Fig. 20. Histogram of the error in the position of the maximum in the horizontal cut 



In addition, the Montecarlo study was completed with the analysis of the statistics achieved 
from the 100 iterations. The next table summarizes the results obtained for Antenna 1 and 
Antenna 2 when no electrical tilt is designed: 
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PARAMETER 


QUANTITY 


RMS 
ERROR 


MAXIMUM 
ERROR 




Directivity (dBi) 


39.86 


0.0036 


0.2762 




Beam Width in the Horizontal Cut (degrees) 


1.51 


3.85 10- 5 


0.0016 




Beam Width in the Vertical Cut (degrees) 


2.46 


6.30 10- 5 


0.0026 




SLL (-20 dB to -30 dB) 


- 


- 


1.1 dB 




SLL (-30 dB to -40 dB) 


- 


- 


2.0 dB 




Position of the maximum in the Horizontal Cut (degrees) 





3.65 10- 5 


7.85 10- 4 




Position of the maximum in the Vertical Cut (degrees) 
for the sum pattern 


80.0 


5.52 10- 5 


0.0014 




Position of the null in the Vertical Cut (degrees) for 
the difference pattern 


80.0 


1.00 10- 5 


3.47 lO- 4 



Table 4. Results obtained in the Montecarlo study for the antenna 2 

In conclusion, when the antenna is bigger, the errors found with the Montecarlo simulations 
were smaller for all the parameters, except for the directivity and side lobe level, where they 
were larger. 

4. Reflections study 

Since the cylindrical near-field system under study is an outdoor range, an important error 
factor is the reflections on the environment, particularly the effect of the ground. In this 
section, an analysis of the effect of the reflections in the ground plane and a method to 
reduce this effect are presented. Measurements on an L-Band RADAR antenna are shown. 

4.1 Effect of Grating Lobes 

During a measurement campaign some negative effects due to the ground reflection were 
detected. These errors appear as a ripple in the far-field obtained. These errors are due to the 
grating lobes of the RADAR antennas when the peak value of the radiation pattern is 
orientated towards extreme angular positions and they are operating at highest frequencies 
(out of the operation frequency range). 




Fig. 21. Measurement without reflections in the ground 
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Fig. 22. Measurement with reflection in the ground (Higher tilt and higher frequency) 

Several simulations have been carried out to confirm that the reflections are the cause of 
ripple problem. The first one consisted in increasing the antenna beam pointing at elevation, 
from to 40 degrees at the centre of the frequency band, using different reflection 
coefficients (from to -1). Results depicted in Fig. 23 show the higher the pointing is, the 
more affected the acquired near-field appears. This perturbation creates a ripple in the far- 
field, even noticeable in the main lobe, when the electrical tilt is 40 degrees. In fact, at 40 
degrees the near-field is so affected that the main lobe of the far-field is completely 
degraded. 

For the electrical tilt of 40 degrees, the frequency was varied. Fig. 24 concludes that the 
higher the frequency is, the more important the ripple is. Therefore, the grating lobes and 
their reflections on the ground plane are the responsible of the far-field ripple observed in 
the measurements. According with equation (7), these grating lobes appear at higher tilt and 
frequency for this antenna structure. 



8 = a cos 



Nix -a 
kd 



(7) 



k is the wave number, 

d represents the distance between array elements in vertical, 

a corresponds to the progressive phase, 

N symbolizes an integer number. 
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Fig. 23. Simulations of vertical plane near-field acquisitions and their transformed far-field 
at the centre of the frequency band and varying electrical pointing from to 40 degrees 
(mechanical tilt 16 degrees) 
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Fig. 24. Simulations of vertical plane far-field at 40 degrees of vertical pointing varying the 
frequency (1215, 1300 and 1395 MHz) along the band (mechanical tilt 16 degrees) 
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4.2 Diagnostic techniques for Cancelling the Effect of Reflections 

As it has been seen in the previous section, the effect of reflections disturbs the results of the 
radiation pattern, especially when the frequency and the tilt angle are high. There are several 
ways to reduce such effect, but the most popular and always used in anechoic chamber, is the 
use of radiation absorbent material (RAM). Since the measurement range is an outdoor 
cylindrical near-field system, it is not the most suitable solution, and it is necessary to use a 
measurement processing technique to reduce the effect of the reflections. Different kinds of 
these processing techniques have been proposed and tested, being two of them the most 
effective. The first one is based on the "Matrix-Pencil Method", used to approximate signals 
into a sum of complex exponentials. Then, the exponential functions are processed to identify 
the terms corresponding to the different propagating components. Once identified, the terms 
corresponding to the reflected components are removed. The theory of this technique was 
presented in [Sarkar & Pereira, 1995] and applied to the reflection cancelling problem in 
[Fourestie et al., 1999]. The second technique is called "FFT-Based Method" and estimates the 
impulse response of the measured environment from its frequency response by using the 
inverse Fourier transform. In the time domain, the direct contribution is detected, eliminating 
the undesired echoes. This method was studied by [Loredo et al., 2003] and compared with the 
first one in [Loredo et al., 2004]. The main problem of both techniques is the necessity to 
measure in a frequency band that produces an important increase of the measured time. 
To reduce the acquisition time, an algorithm which only needs the information in a 
frequency is applied. Such algorithm is based on a diagnostic technique which is a method 
to obtain the extremely near-field or the equivalent currents distribution of an antenna from 
the knowledge of its radiated field (near or far-field). With this information, it is possible to 
detect errors, and also to identify which are the causes of such errors, for example, electrical 
errors in arrays or mechanical errors in reflectors. The presence of these errors is always 
detected in the far-field pattern, when it is seen that a difference between the real case and 
the design case exists. However, to identify errors in the AUT could be a very hard and long 
task for the antenna designer. So, in this case it is interesting to use one of these techniques 
to reduce the difficulty and the time in the design stage. This is the typical and classical 
application of a diagnostic process. However, it is also possible to use a diagnostic technique 
in other applications, like reflection cancelling, as shown in [Cano et al., 2009]. The steps of 
the proposed method to reduce the effect of the reflections are indicated below. 



fictitious elements 



transmit antenna 




... v V V 

acquisition plane 
Fig. 25. Fictitious elements which appear when there are reflections. 
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First of all, a diagnostic process is applied and the extremely near-field in a zone 
larger than the antenna dimensions is obtained. Out of the antenna, a "fictitious 
field" appears due to the reflection on the environment, as it can be seen in Fig. 26. 

After that, the field value out of the antenna dimension is set to zero, removing the 
effect of the reflections. 

Finally, from the filtered field, a new plane wave spectrum is recalculated where 
the ripple due to the reflections has disappeared. With this information the 6 and § 
components of the far-field is obtained by means of the expressions (8) and (9). 



Ee = j"k (P x cos (j) + P y sen<p\ 



(8) 



-jkr 



Ee = jX (P x sen<fi - P y cos <fi ) 



(9) 



where "P x " and "P y " are the components of the plane wave spectrum, "A" is the wavelength 
and "k" is the wavenumber. 




Fig. 26. Reconstructed field over the antenna plane (f = 1.22 GHz, tilt = 30°). 



Once the reflection cancelling technique has been explained, the following stage is to apply 
it to the RADAR measurements and to verify that the effect of reflections is less important. 
As it has been indicated in the previous section, the reflection level depends on the 
frequency and the tilt angle, so the proposed technique will be applied to two different 
cases, varying both mentioned parameters. Firstly, the measurement with a frequency equal 
to 1.22 GHz and a tilt angle equal to 30 degrees is taken, and after applying the technique, 
the results depicted in the following figures are obtained. 



310 



Advances in Measurement Systems 



The Fig. 27 represents the reconstructed field over the antenna plane, where it is possible to 
observe the presence of reflections. The next figure, Fig. 28, shows the effect of the 
reflections in the radiation pattern and also the result after applying the reflection cancelling 
technique, where it can be seen that the ripple due to reflections disappears. 



Phi=0 9 radiation pattern 




Theta ( 9 ) 
Fig. 27. Radiation pattern comparison with and without reflections and applying the 
reflection cancelling technique (f = 1.22 GHz, tilt = 30°). 




Fig. 28. Reconstructed field over the antenna plane (f = 1.4 GHz, tilt = 40°). 
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Next, the same results are presented for the case of a frequency equal to 1.4 GHz and a tilt 
angle equal to 40 degrees. As it can see in Fig.29, the fictitious field amplitude is higher 
because the measurement has been performed with a higher frequency and a larger tilt, so 
the grating lobe is directly steered to the ground plane. 



Phi=0 9 radiation pattern 



- With reflections 

- After applying the reflection cancelling techniqut 

- Without reflections 




Theta ( 5 ) 
Fig. 29. Radiation pattern comparison with and without reflections and applying the 
reflection cancelling technique (f = 1.4 GHz, tilt = 40°). 



5. Conclusions and Future Researches 

The implemented simulator for this investigation allows characterizing uncertainties in the 
antenna parameters according to the kind of antenna and the mechanical and electrical 
system performances. With the error simulation in acquisition achieved using this tool, the 
analysis of their effects on some of the main antenna parameters (i.e. far-field radiation 
pattern, directivity, SLL) has been carried out. 

While considering random errors, if several iterations are carried out, a statistical analysis 
allows obtaining the mean and the standard deviation of the errors that respectively gives 
an estimation of the error and the uncertainty produced. Since the AUT and the probe are 
aligned along the x-axis of the probe, the random errors in the x-direction are the ones that 
have a larger influence in the antenna parameters. This effect can be simulated as an error 
phase equivalent to A(|)=-koAx. 

The uncertainty in the peak directivity decreases if the antenna size increases when 
considering a random deviation in the x-probe position a random phase or a WGN. In 
addition, the mean and the uncertainty of the error in SLL in both vertical and horizontal 
cuts are larger for the smallest antennas and less significant for the largest antennas when 
including a random change in the x-position of the probe, a random phase or a WGN. 
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Furthermore, Monte-Carlo simulations with one hundred iterations were performed to 
check the effect of the sum of different error sources in the antenna parameters. The results 
showed that whereas the errors in the directivity or SLL were larger with a bigger antenna, 
almost all the errors in the other type of parameters were smaller with this antenna. 

Apart from mechanical and electrical deviations, in this work the effect of ground reflections 
has been analyzed. These errors appear due to the grating lobes of the RADAR antennas 
when the peak value of the radiation pattern is orientated towards extreme angular 
positions and in the upper extreme of the frequency band. It was observed that the grating 
lobes and their reflections on the ground plane were the responsible of ripples in the far- 
field radiation patterns. 

In order to cancel the effect of the ground reflections, a method based on a diagnostic 
technique has been applied. Such algorithm allows obtaining the extremely near-field or the 
equivalent currents distribution of an antenna from the knowledge of its radiated field. With 
such information, it is possible to detect errors, and also to identify the causes of these 
deviations. As seen from the results, the implemented technique reduces the ripple due to 
the reflections. 

Some interesting future researches could be evaluate other sources of errors, such as for 
example AUT support scattering, the amplitude non-linearity or the truncation errors. In 
addition, other cancelling techniques could be analyze with the intention of minimizing 
errors, such as mechanical errors, electrical errors, acquisition errors, processing errors or 
stray signals. 
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1. Introduction 

In recent years, demands for non-contact displacement measurement systems with sub- 
nanometer uncertainty have significantly increased. One technique to reach the non-contact 
displacement measurements is based on the use of interferometers. Since 1887 when 
Michelson and Morley did the famous experiment to detect possible changes in the speed of 
light in different directions, optical interferometry has been widely used in length-related 
measurements (Wu et al., 2002). Low-coherence interferometry (LCI) is an optical technique 
that may be used for industrial surface metrology with accuracy in the micron range. 
Displacement measurement systems based on the coherent methods provide a high 
accuracy measurement in different axes. The laser interferometers can measure the absolute 
positions as well as displacements in a wide dynamic range by measuring the changes of 
laser interference fringes. 

A high precision displacement measurement is necessary in many applications such as 
photolithography, transducer calibration, geodesy, semiconductor fabrication, precision 
cutting, shape measurement, and robotic systems. The fabrication of semiconductor chips 
requires lithographic stepper machines in order to measure high accuracy displacement 
(Brink et al., 1996; Demarest, 1998). The planar lithographic fabrication process is used to 
fabricate many nano-systems like electronic, photonic, magnetic, mechanical, chemical, and 
biological devices. Semiconductor manufacturing tools depend on accurate metrology 
frames such as lithography scanners and steppers, lithography mask (reticle) writers, circuit 
and mask repair tools, CD metrology tools, pattern placement, and overlay metrology tools. 
Pattern placement metrology measures and/ or controls pattern location and overlay. A 
metrology frame consists of three components stable structure, length scale (e.g., 
wavelength of light), and means to compare work piece with length scale (e.g., microscope). 
The minimum feature of the integrated circuits can be decreased by improvement in 
accuracy in the displacement measurements. The most important requirements for future 
photolithography and masking process such as accuracy of nano-displacement are annually 
reported by ITRS (ITRS, 2008). Industrial development of semiconductor devices and 
circuits is asking for improved resolution and reached the high accuracy of nano-metrology 
systems. 
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The laser interferometers are mainly divided into two categories; homodyne and 
heterodyne. The laser heterodyne interferometers have been widely used in displacement 
measuring systems with sub-nanometer resolution. During the last few years 
nanotechnology has been changed from a technology only applied in semiconductor 
industry to the invention of new production with micro and nanometer size until in future 
picometer size such as, nano electro mechanical systems (NEMS), semiconductor nano- 
systems, nano-sensors, nano-electronics, nano-photonics and nano-magnetics (Schattenburg 
& Smith, 2001). 

In this chapter, we investigate some laser interferometers used in the nano-metrology 
systems, including homodyne interferometer, two-longitudinal-mode laser heterodyne 
interferometer, and three-longitudinal-mode laser heterodyne interferometer (TLMI). 
Throughout the chapter, we use the notations described in Table 1. 

2. Principles of the Laser Interferometers as Nano-metrology System 

2.1 Interference Phenomenon 

Everyone has seen interference phenomena in a wet road, soap bubble and like this. Boyle 
and Hooke first described interference in the 17 th century. It was the start point of optical 
interferometry, although the development of optical interferometry was stop because the 
theory of wave optics was not accepted. 

A beam of light is an electromagnetic wave. If we have coherence lights, interference 
phenomenon can be described by linearly polarized waves. The electrical field E in z 
direction is represented by exponential function as (Hariharan, 2003): 

E = Re{a Qxp[i27rv(t -z/c)]} (1) 

where a is the amplitude, t is the time, v is the frequency of the light source and c is the 
speed of propagation of the wave. If all equations on E are linearly assumed, it can be 
renewed as: 

E = Re{flexp(-/2;rvz/c)exp(/2;rw)} 
= Re{<2 exp(- i<p)exp[i27rvt)} 

The real part of this equation is: 

E = Afsxp(i2mt) (3) 

A = aQxp(-i(p) 



where 



2nv z 27mz (4) 



In this formula A is the wavelength of light and n is the refractive index of medium. 
According to Fig. 1, if two monochromic waves with the same polarization propagate in the 
same direction, the total electric field at the point P is given by: 

E = E Y +E 2 (5) 
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where E x and E 2 are the electric fields of two waves. If they have the same frequency, the 
total intensity is then calculated as: 



/ = 



Mi + A i\ 



(6) 



Abbreviations 


Constants & Symbols 


APD 


avalanche photodiode 


E 


amplitude of leakage electrical field 


BPF 


Band pass filter 


E 


amplitude of main electrical field 


BS 


non-polarizing beam splitter 


fs 


secondary beat frequency 


CCP 


corner cube prism 


fbH^-Vl 


higher intermode beat frequency 


DBM 


double-balanced mixer 


f bL =^ 2 -n 


the lower intermode beat frequency 


FP 


frequency-path 


h 


base photocurrent 


IVC 


I to V converter 


K 


measurement photocurrent 


LCI 


low-coherence interferometry 


n 


refractive index of medium 


LP 


linear polarizer 


V 


target velocity 


OPD 
PBS 


optical path difference 
polarizing-beam splitter 


a 

a and/? 


rotation angle of the PBS with respect 
to the laser polarization axis 
non-orthogonality of the polarized 
beams 


TLMI 


three-longitudinal-mode 
interferometer 


8 £ and^ 

A/ 

Az 


ellipticity of the central and side 
modes 

Doppler shift 

the displacement measurement 


Vectors & Jones Matrices 


LP 


matrix of LP 


RCCP 


matrix of reference CCP 


A#? 


the phase change 


RPBS 


matrix of reference PBS 


AO 


the phase change resulting from 


TCCP 


matrix of target CCP 


^0 


optical path difference 

the initial phase corresponding to the 

electrical field of Ei 


TPBS 


matrix of target PBS 


X 


the wavelength of input source 


E L p, 


X component of the total electric 
field 


An 


the synthetic wavelength in two-mode 
laser heterodyne interferometer 


E LP >; 


Y component of the total electric field 


A m 

V 




the synthetic wavelength in three- 
mode laser heterodyne interferometer 
the optical frequency 
the deviation angle of polarizer 


Constants & Symbols 


c 


the speed of light in vacuum 








referred to 45° 


ds 


ellipticity of the polarized beams 


P 


the reflection coefficients of the PBS 


E 


electrical field vector 


CO 


optical angular frequency 


I 


the number of distinct interference 


T 


the transmission coefficients of the 




terms 




PBS 


¥ 


nonlinearity phase 


X 


the number of active FP elements 



Table 1. Nomenclatures 
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Source 



Fig. 1. Formation of interference in a parallel plate waves 

1 — Jx-\ T" -^lo 1 2 1 2 

= /j + / 2 + 2(^/2 y 2 c ° s ^<p 

where I I and J 2 are the intensities at point P, resulting from two waves reflected by surface 

and 

A 1 =a 1 exrf r i(p ] ) (8) 

A 2 = a 2 exp(-/^ 2 ) (9) 

The phase difference between two waves at point P is given by: 

2ttvAz 2mAz (10) 

k<p = q\-q> 2 = = — — v 

C A 

According to Eq. (10), the displacement can be calculated by detecting the phase from 
interference signal. An instrument which is used to measure the displacement based on the 
interferometry phenomenon is interferometer. Michelson has presented the basic principals 
of optical displacement measurement based on interferometer in 1881. According to using a 
stabilized He-Ne as input source (Yokoyama et al., 1994; Eom et al., 2002; Kim & Kim, 2002; 
Huang et al., 2000; Yeom & Yoon, 2005), they are named laser interferometers. Two kinds of 
laser interferometers depending on their detection principles, homodyne or heterodyne 
methods, have been developed and improved for various applications. 

Homodyne interferometers work due to counting the number of fringes. A fringe is a full 
cycle of light intensity variation, going from light to dark to light. But the heterodyne 
interferometers work based on frequency detecting method that the displacement is arrived 
from the phase of the beat signal of the interfering two reflected beams. On the other hand, 
heterodyne method such as Doppler-interferometry in comparison with homodyne method 
provides more signal-to-noise ratio and easier alignment in the industrial field applications 
(Brink et al., 1996). Furthermore, the heterodyne interferometers are known to be immune to 
environmental effects. Two-frequency laser interferometers are being widely used as useful 
instruments for nano-metrology systems. 
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2.2 Homodyne Interferometer 

Commercial homodyne laser interferometers mainly includes a stabilized single frequency 
laser source, two corner cube prisms (CCPs), a non-polarizing beam splitter (BS), two 
avalanche photodiodes (APDs), and measurement electronic circuits. The laser frequency 
stabilization is many important to measure the displacement accurately. A laser source used 
in the interferometers is typically a He-Ne laser. 

An improved configuration of the single frequency Michelson interferometer with phase 
quadrature fringe detection is outlined in Fig. 2. A 45° linearly polarized laser beam is split 
by the beam splitter. One of the two beams, with linear polarization is reflected by a CCP r 
which is fixed on a moving stage. The other beam passes through a retarder twice, and 
consequently, its polarization state is changed from linear to circular. The electronics 
following photodetectors at the end of interferometer count the fringes of the interference 
signal (see section 3.2). With interference of beams, two photocurrent signals I x and I are 

concluded as: 

. (Ann . ^ 
I y =aswi—Az\ (11) 

/ x =*cos^Az) (12) 

where Az is the displacement of CCP t which is given by: 

(13) 



Az = tan 

Ann 



V'*, 



This is called a DC interferometer, because there is no dependency to the time in the 
measurement signal (Cosijns, 2004). 

2.3 Heterodyne Interferometer 

A heterodyne laser interferometer contains a light source of two- or three-longitudinal-mode 
with orthogonal polarizations, typically a stabilized multi-longitudinal-mode He-Ne laser. 
The basic setup of a two-mode heterodyne interferometer is shown in Fig. 3. The electric 
field vectors of laser source are represented by: 

E x = E 0l Gxp(27uv l t + cp 0l )e l (14) 

E 2 = E 02 Qxp[2nv 2 t + (p 02 )e 2 (15) 

where E 0l and E 02 are the electric field amplitudes, v 1 and v 2 are the optical frequencies 

stabilized in the gain profile and <p 0l and (p 02 represent the initial phases. As it can be seen 

from Fig. 3, the optical head consists of the base and measurement arms. The laser output 
beam is separated by a non-polarizing beam splitter from which the base and measurement 
beams are produced. The base beam passing through a linear polarizer is detected by a 
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photodetector. Consequently, in accordance with Eq. (6), the base photocurrent I b with 
v 2 - v x intermode beat frequency is obtained as: 

h = 2 ^oi^o2 cos(2tt(v 2 -v l )t + (^ 02 - (f> Ql )) ^ 



Single Frequency 
He-Ne Laser 

CD 



i j i Retarder 



=a 



CCP t 



►—-■■-n* 



Electronic 
Section 



Fig. 2. The schematic representation of homodyne laser interferometer 
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Fig. 3. The schematic representation of heterodyne laser interferometer 

As it is concluded from Eq. (16), the heterodyne interferometer works with the frequency 
( v 2 - v x ), therefore it is called an AC interferometer. The measurement beam is split into two 
beams namely target and reference beams by the polarizing-beam splitter (PBS) and are 
directed to the corner cube prisms. The phases of modes are shifted in accordance with the 
optical path difference (OPD). To enable interference, the beams are transmitted through a 
linear polarizer (LP) under 45° with their polarization axes. After the polarizer, a 
photodetector makes measurement signal I m : 



Im = 2 ^01^02 C0S(2^(V 2 -V 1 )t + {(p 02 -<p 0l )+ {<p t ~ (p r )) 



(17) 



The phase difference between base and measurement arms represents the optical path 
difference which is dependent to the displacement measurement. As the CCP t in the 
measurement arm moves with velocity V , a Doppler shift is generated for v 2 : 
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Af = 27T 



2nVv 



c 

The phase change in the interference pattern is dependent on the Doppler frequency shift: 

Annv 



(18) 



AO 



\27rAvt = -Az (19) 



Finally, the displacement measurement of the target with vacuum wavelength X 2 is given as: 

AOA 9 

Az = 2 - (20) 

Ann v } 



3. Comparison Study between Two- and Three-Longitudinal-Mode Laser 
Heterodyne Interferometers 

3.1 The Optical Head 

To reach higher resolution and accuracy in the nanometric displacement measurements, a 
stabilized three-longitudinal-mode laser can replace two-longitudinal-mode laser. In the 
two-mode interferometer, one intermode beat frequency is produced, whereas in three- 
mode interferometer three primary beat frequencies and a secondary beat frequency appear. 
Although the three-longitudinal-mode interferometers (TLMI) have a higher resolution 
compared to two-longitudinal-mode type, the maximum measurable velocity is 
dramatically reduced due to the beat frequency reduction. Yokoyama et al. designed a 
three-longitudinal-mode interferometer with 0.044 nm resolution, assuming the phase 
detection resolution of 0.1° (Yoloyama et al., 2001). However, limitation of the velocity in the 
displacement measurement can be eliminated by a proper design (Yokoyama et al., 2005). 
The source of the multiple-wavelength interferometer should produce an appropriate 
emission spectrum including of several discrete and stabilized wavelengths. The optical 
frequency differences determine the range of non-ambiguity of distance and the maximum 
measureable velocity. The coherence length of the source limits the maximal absolute 
distance, which can be measured by multiple-wavelength. If we consider a two-wavelength 
interferometry using the optical wavelengths X x and X 2 with orthogonal polarization, the 
phase shift of each wavelength will be: 

a, =i^£ ( 21 ) 

where Az is the optical path difference and O, is the phase shift corresponding to the 
wavelength X t . Therefore, the phase difference between X l and X 2 is given by: 



AO = AtvAz 



_l_0 (22) 

X-y X 2 ) 
And the synthetic wavelength, A n , can be expressed as: 
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X X X 2 c (23) 



L/tj — A 2 



where v x and v 2 are the optical frequencies corresponding to a x and a 2 , and c is the 
speed of light in vacuum. If the number of stabilized wavelengths in the gain curve increase 
to three-longitudinal-mode, the synthetic wavelength is obtained as: 

A \X 2 X, c (24) 

\a x A 2 ~ Za^A^ + A 2 A 3 J s 

where f s is the secondary beat frequency in the three-mode laser heterodyne 
interferometers. Therefore, the synthetic wavelength in the three-longitudinal-mode 
interferometer comparing to two-mode system is considerably increased (Olyaee & Nejad, 
2007c). The stabilized modes in the gain profile of the laser source and optical head of the 
nano-metrology system on the basis of two- and three-longitudinal-mode lasers are shown 
in Fig. 4. As it is represented three wavelengths for which the polarization of the side modes 
a x and a 3 is orthogonal to the polarization of the central mode a 2 . The electric field of 
three modes of laser source is obtained as: 

E i = E i sin(2^v^ + q> t ) , i = 1,2,3 ( 25 ) 

where <p { is the initial phases corresponding to the electric field E i . In both cases, the 

optical head consists of the base and measurement arms. First, the laser output is separated 
by BS, so that base and measurement beams are produced. Then, the beam is split into two 
subsequent beams by PBS and directed to each path of the interferometers. Two reflected 
beams are interfered to each other on the linear polarizer. Because of orthogonally polarized 
modes, the linear polarizer should be used to interfere two beams as shown in Fig. 5. The 
stabilized multimode He-Ne lasers are chosen in which the side modes can be separated 
from the center mode due to the orthogonal polarization states. 

But in reality, non-orthogonal and elliptical polarizations of beams cause each path to 
contain a fraction of the laser beam belonging to the other path. Hence, the cross- 
polarization error is produced. In the reference path (path.l) of TLMI, v x and v 3 are the 
main frequencies and v 2 is the leakage one, whereas in the target path (path.2), v 2 is the 
main signal and the others are as the leakages. 
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Fig. 6. The schematic of the electronic circuits of the nano-metrology system based on the (a) 
two- and (b) three-longitudinal-mode laser interferometers 

Owing to the square-law behavior of the photodiodes, the reference signal is expressed as: 

I apd = A cos(2^-(v 3 - v l )t)+ B cos(2^-(v 3 - v 2 )t)+ C cos(2;r(v 2 - v l )t)+ D (26) 

= Acos(2x(f bH + f bL )t)+B cos(27f bH t)+ C cos(2?f bL t) + D 

Similarly, the output current of the measurement avalanche photodiode, APD m , is: 

I APDm = Acos{2x{f bH +f bL )t) + Bcos{27r{f bH +Af)t)+Ccos{27r{f bL ±Af)t)+D (27) 



where A , B , C , and D are constant values and A/* is the frequency shift due to the 
Doppler effect and its sign is dependent on the moving direction of the target. To extract the 
phase shift from Eqs. (26) and (27), two signals are fed to the proper electronic section as 
described in the following. 
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3.2 The Electronic Sections 

The schematic diagram of the electronic circuits of the two- and three-longitudinal-mode 
laser interferometers are shown in Fig. 6. In both systems, the photocurrents of the 
avalanche photodiodes are amplified and converted to voltage signals. In two-mode system, 
the amplified signals pass through the band-pass filters (BPFs) involving the intermode beat 
frequency (typically several hundred MHz which can be reduced by heterodyne technique). 



Parameter 


Two-Longitudinal- 
Mode Laser 


Three-Longitudinal- 
Mode Laser 


Unit 




Interferometer 




Interferometer 




Wavelength 


632.8 




632.8 




nm 


Cavity length 
Synthetic wavelength 
Maximum absolute distance 


25 
0.5 
0.25 




35 
1000 
500 




cm 
m 
m 


Intermode beat frequency 


600 




435.00, 435.30, 870.30 


MH 
z 


Secondary beat frequency 
Maximum measurable velocity 


21 




300 
0.047 




kHz 

m/s 


Phase detection accuracy (similar 
circuit) 


11.8 




5.9 




pm 


Cross-talk and intermodulation 
distortion error 


100 




18 




pm 


The number of active frequency-path 
elements 


4 




6 






The number of Optical power 
distinct interference 
terms AC 

interference 

DC 


Total: 10 


4 

2 
2 


Total: 21 


6 
6 

3 




interference 








AC reference 




2 




6 





Table 2. A comparison between two- and three-longitudinal-mode He-Ne laser 
interferometers with typical values (Olyaee & Nejad, 2007c) 

Two signals from base and measurement arms are then fed to a counter to measure the 
target displacement resulting from optical path difference. 

But in TLMI, the amplified signals are self-multiplied by two double-balanced mixers, DBMb 
and DBM m . As a result, the secondary beat frequency generates (typically several hundred 
kHz). The high frequency and DC components are eliminated by two band-pass filters, 
BPFb2 and BPF m 2. The input signals of the comparators for base and measurement arms are 
respectively described as: 

V ob =k'cos(27f s t) (28) 

V om =k<cos{2ff s t-2A®) (29) 



The phase shift resulting from optical path difference is measured by a high-speed 
up/ down counter. The base and measurement signals can be exerted to a half exclusive-or 
gate and the pulse width is measured by a high speed counter. The phase difference 
between the base and measurement signals is proportional to the output pulse width. The 
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resolution of the phase detector is proportional to the clock pulse of the counter. The phase 
shift due to optical path difference is given by: 

. _ 4n7r . 
AO = -— Az (30) 

A 2 

where A 2 is the central wavelength. It should be noted that in Eq. (29), the phase shift is 

multiplied by 2 which indicates the resolution in TLMI is doubled compared to two-mode 
type (see Eq. (17)). 

On the other hand, the maximum measurable velocity corresponding to Eq. (18) is 
dependent on the intermode beat frequencies. In the TLMI, because we use super- 
heterodyne method to extract the secondary beat frequency (that is much smaller than 
primary beat frequencies produced in the TLMI or than intermode beat frequency in two- 
mode type), the maximum measurable velocity to be considerably reduced. 
A comparison between two- and three-mode laser interferometers with typical values is 
summarized in Table 2. The maximum measurable velocity for two-mode type is about 
21m/ s, whereas in TLMI it is limited to 47.46mm/ s. But according to Table 2, the resolution 
of the displacement measurement and synthetic wavelength in the three-longitudinal-mode 
is considerably increased. The output signals of the measurement double-balanced mixer 
and band-pass filter for fixed target, -47 mm/s, -20 mm/s, and +47 mm/s target velocities 
are shown in Fig. 7. 

3.3 The Frequency-Path Modeling 

A multi-path, multi-mode laser heterodyne interferometer can be described by a frequency- 
path (FP) model. The frequency-path models of two- and three-longitudinal-mode 
interferometers are shown in Fig. 8. In the measurement arm of TLMI, there are three 
frequency components and two paths namely the reference and the target (the bold lines are 
the main signal paths and the dashed lines are the leakage paths), whereas in two- 
longitudinal-mode interferometer, there are two frequency components and two paths. The 
number of active frequency-path elements, X , is obtained by multiplying the number of 
frequency components by paths (Schmitz & Beckwith, 2003). Consequently, in two-path, 
two- and three-mode interferometers, the number of active FP elements is 4 and 6, 
respectively. 

Figure 9 shows the identification of the physical origin of each frequency-path element for 
the measurement arms of two- and three-mode interferometers. Because the wave intensity 
being received by an APD is proportional to the square of the total electrical field, the 
number of distinct interference terms is equal to: 

2 

In TLMI, the reference path field can be described by: 

E t = E n cos(&>^ - k i z x + <p n ) , i = 1,2,3 (32) 
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Fig. 7. The output signals of the measurement BPF and DBM (Olyaee & Nejad, 2007b) 
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Fig. 8. The frequency-path model in two- and three-longitudinal-mode laser interferometers 

where <p fJ is the initial phases corresponding to the electrical field E tj , k i is the propagation 
constant or wave number (= In I X J , co i = 2nv i is the optical angular frequency, and z x is 
the motion of the corner cube prism in the reference path (CCP r ). Similar to Eq. (32), the 
target path field is described by: 



E t ^ E ii^^ i t-k i z 2 +(p l2 ) 



i = 1,2,3 



(33) 



where z 2 is the motion of the corner cube prism in the target path (CCP t ). In this system, the 
CCP r is fixed and hence, z l = . Furthermore, the wavelengths are so close that propagation 
constants become almost equal to each other (k x = k 2 = k 3 = k). The high frequency 
components such as co i , 2co i and co . + coj are eliminated by the avalanche photodiodes 

(i,j = 1,2,3). Therefore, ignoring the high frequencies in the fully unwanted leaking 
interferometers, there are 21 distinct interference terms for three-longitudinal-mode 
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interferometer and 10 distinct interference terms for two-mode type (see Table 2). The 
distinct interference terms can be divided into four groups namely dc interference (DI), ac 
interference (AI), ac reference (AR), and optical power (OP). These components in the three- 
longitudinal-mode interferometer are respectively given by (Olyaee & Nejad, 2007a): 



I DI /K = E n E n cos(A;z 2 ) + E 2X E 22 cos(kz 2 ) + E 3l E 32 cos(kz 2 ) 



(34) 



I AI /K = E n E 22 cos(co bL t -kz 2 ) + E n E 32 cos((co bH + co bL )t -kz 2 ) + E 2l E l2 cos(co bL t + kz 2 ) + 
E 2l E 32 cos(co bH -kz 2 ) + E 3l E l2 cos((co bH +co bL )t + kz 2 ) + E 3l E 22 cos(co bH t + kz 2 ) 



I AR /K = \E n E 2l + E l2 E 22 )cos(cD bL t) + \E 2l E 3l + E 22 E 32 )cos(co bH t) 

"m +co bL)t) 



-{E n E 32 +E n E 3l )cos((a 



(35) 



(36) 



I np/ K = \(EUEUEUEU^ + El 



l OP / 



^11 ^^21 ^^31 ^^12 ^^22 ^^32; 



(37) 



Figure 10 shows the combination of the frequency-path elements in the measurement arm of 
two systems. The main signals and leakages are depicted by large and small solid circles, 
respectively. On the other hand, the diameter of the circles presents the amplitude of the 
signals. The small solid circles are exaggerated for clarification. All of the distinct 
interference terms are shown in Fig. 10 by different lines. 
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Fig. 9. Identification of the physical origin of each frequency-path element in the reference 
and target paths (measurement arms), (a) Two- and (b) Three-longitudinal-mode laser 
interferometers 
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4. Nonlinearity Analysis 

In section 2, we have shown that for a heterodyne interferometer the displacement could be 
determined by measuring the phase change between measurement and base signals. From 
Eq. (20), it can be seen that the accuracy of the displacement depends on the accuracy of the 
determination of the phase change, the wavelength of light and the refractive index of the 
medium. But, the displacement accuracy is also influenced far more by setup configuration, 
instrumentation section and environmental effects (Cosijns, 2004). 

The first group is related to misalignment and deviations in the optical setup and 
components such as polarizer, polarizing-beam splitter and laser head. These can be 
minimized or even eliminated by using a correct setup and alignment procedures. In the 
second group related to electronic and instrumentation section includes laser frequency 
instability, phase detection error and data age uncertainty (Demarest, 1998). Instability in 
the mechanical instruments, cosine error and Abbe error are directly related to the setup 
configuration. The accuracy of refractive index determination, turbulences and thermal 
instability are the environmental parameters affecting the accuracy of the displacement 
(Bonsch & Potulski 1998; Wu, 2003; Edlen, 1966). In the mentioned errors, several of them 
are considered as linear errors that can be simply reduced or compensated. 
When the measured displacement with a non-ideal interferometer is plotted against the real 
displacement of the moving target an oscillation around the ideal straight line is observed. 
This effect is known as a periodic deviation of the laser interferometer (Cosijns, 2004). The 
stability of the laser source, alignment error, vibration, temperature variation and air 
turbulence are the main sources of error for the optical interferometer. If all of the above 
conditions can be kept good enough, then the practical limitations will be given by the 
photonic noise and the periodic nonlinearity inherent in the interferometer (Wu & Su, 1996). 
The nonlinearity of one-frequency interferometry is a two-cycle phase error, whereas in 
heterodyne interferometry is mainly a one-cycle phase error as the optical path difference 
changes from to 2jt. Although the heterodyne interferometers have a larger nonlinearity than 
do the one-frequency interferometers, with first-order versus second-order error, the first- 
order nonlinearity of heterodyne interferometers can be compensated on-line (Wu et al, 1996). 
In the ideal heterodyne interferometers, two beams are completely separated from each other 
and traverse with pure form in the two arms of the interferometer. Although the heterodyne 
method compared to the homodyne method provides more signal to noise ratio and easy 
alignment, in contrast, because of using two separated beams in the heterodyne method, the 
nonlinearity errors especially cross-talk and cross-polarization dominate. The polarization- 
mixing happens within an imperfect polarizing-beam splitter. This is nonlinearity error which 
is often in the one frequency interferometer. Meanwhile in case of heterodyne laser 
interferometer, frequency mixing error which arises from non-orthogonality of the polarizing 
radiations, elliptical polarization and imperfect alignment of the laser head and other 
components produce periodic nonlinearity error (Cosijns et al., 2002; Freitas, 1997; Eom et al. 
2001; Hou & Wilkening 1992; Meyers et al, 2001; Sutton, 1998). The two waves, which are 
regarded as orthogonal to each other in a heterodyne interferometer, are not perfectly 
separated by the polarizing-beam splitter, with the result that the two frequencies are mixed. 
The mixing leads to a nonlinear relationship between the measured phase and the actual 
phase, and limits the accuracy of the heterodyne interferometer with a two-frequency laser to a 
few nanometers. The periodic nonlinearity can be analytically modeled by both Jones calculus 
and plane wave which will be described in the next two sections. 
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4.1 Analytical Modeling of the Periodic Nonlinearity based Jones Calculus 

According to the setup of TLMI in Fig. 4b, in both paths of the reference (reflected) and 
target paths (transmitted), there are small fractions of oppositely polarized beams as a 
leakage caused by the ellipticity of the laser mode polarization and misalignment of the 
polarization axes between the laser beam and PBS. The leakage beams result in the 
frequency mixing and produce the periodic nonlinearity in the detected heterodyne signal. 
To have a model of nonlinearity in the TLMI, we first assume that the beam emerged from 
the laser is to be elliptically polarized. The ellipticity of the central and side modes are 
denoted by 8 £ and 8 g , respectively, as usual. Then, the electric fields of three longitudinal 

modes are respectively given as: 



cos8 g 
i sin 8 P 



W + <PoJ 



expiyco^ + cpQ 



(38) 



i sin 8 S 

COS£>, 
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expz 



W + PoJ 



(39) 



' cos8 s 
i sin 8 P 



expz 



(a) 3 t + <p J 



(40) 



If the rotation angle of the PBS with respect to the laser polarization axis is denoted by a , 
the matrix representing the PBS for reference and target beam directions respectively can be 
calculated as : 
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Fig. 11. Jones matrix components of the measurement arm of the TLMI with leakage fields. 
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The Jones matrix for linear polarizer oriented at 45° relative to the polarization directions is 
then described by: 

cos 2 (45 + a) cos(45 + a) sin(45 + a) 



LP = | ~" v J ~" v ~ ■- , '"" v J \ (43) 

cos(45 + «)sin(45 + «) sin (45 + a) ) 

Figure 11 shows the simplified matrices for optical components of the target and reference 
paths including the optical leakages in the TLML The optical leakages are shown by dashed 
lines (Olyaee et al, 2009). 

According to Fig. 11, the Jones vector of the reference electrical field incident upon the linear 
polarizer is obtained as: 

3 

E r = RPBS.RCCP.RPBS ^ E l (44) 



where RCCP is the Jones matrix for reference corner cube prism (CCP r ) in the reference 
path which is given by: 

-1 



M-CCI-I q _J (45) 

If the reflection coefficient of the PBS in the reference path direction is denoted as p , by 
substitution of the related Jones matrices, Eq. (44) can be rewritten as: 

-cos 2 a cos 8 - i sin a cos a sin 8 i cos 1 asm 8 + sin a cos a cos 8 
E r =p\ r , ' , 

- sin a cos a cos S £ -ism asmS £ i sin a cos a sin S £i +sin acosS £ 

expiyco^ + ipQ )+ exp i[co 3 t + <p j\ (46) 

Qxpi[a) 2 t + (p J 

Similar to Eq. (44), the target electrical field is given by: 

3 

E t =TPBS.TCCP.TPBS^E / 

i=i 

-sin 2 cifcos^ + i sin a cos a sin 8 F i sin 2 a sin 8 P - sin a cos a cos 8. 

(47) 



■-T\ , , 

sin a cos a cos 8 P - i cos a sin £ p - i sin or cos « sin 8 P + cos a cos 8 P 



exp /(&>! ? + <p Q + AO j + exp i[a> 3 1 + <p + A® 
Qxpi[o) 2 t + q> +AOJ 

where r is the transmission coefficient of the PBS in the target path direction and TCCP is 
the Jones matrix for corner cube prism in the target path which is given by: 

f-expf/AO) "\ 

TCCP= FV ; ( ,\ (48) 

I -exp(/AO)J v } 
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The reflected beam of the reference path and the transmitted beam from the target path at 
the output port of the PBS interfere with each other through the linear polarizer. Therefore, 
the final electric field vector after passing through the linear polarizer (LP) is obtained by: 



LP 



(E t +E r ) (49) 



The intensity of the laser beam which is proportional of the photocurrent at the detector can 
be obtained by pre-multiplying the Jones vector with its complex conjugate of the matrix 
transpose. Consequently, the photocurrent detected by an avalanche photodiode can be 
given as: 

I APD m X E LP X E LP X + E LP 7 E LP 7 (50) 

where E LP and E LP are the X and Y components of the total electric field vector, 

respectively. By expanding Eq. (50) and eliminating the optical frequencies and dc 
component, the Fourier spectrum components and phase terms of the time-dependent 
photocurrent is obtained as: 

I ApDm =( e + ia)[f ico ^ + e ia ^ )+ (e - iafe i6) ^ + e~ ia ^ )+ 

+ (b + ic){e- i{o)b ^ m) + e'W-Ao)) + ( d _ ic p(»*t-M>) + e -*W+Ao) j + (51) 

+ (d + ic)(e- i{(0bLt - m) + e l{(0b « t+m) )+ (b - ic)(e i{(0 ^ +m) + ^(^- A *)) 



where 
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(52) 
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B Y I p- cos 2a[i cos 2 a sin S £ + sin a cos a cos 5 £ j 

+(l + sin 2a)\i sin a cos or sin S £ +sin 2 a cos ^ J 
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(58) 
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(60) 



Finally, Eq. (51) can be simplified as: 

I APD m = a(sm(o) bL t)-sm(a) bH t))+b(cos(o) bH t - AO)+cos{w bL t + AO)) 

+c(sm(a) bL t + AO)-sin(w bH t - AO) + sin(w bL t - A®)- sin(w bH t + AO)) (61) 

+d(cos(co bL t - A<b)+cos(a> bH t + AO)) + e(cos(a> bL t)+ cos(a> bH t)) 

As shown in Fig. 6b, the photocurrent of the APD is further processed for the super- 
heterodyning by using a double-balanced mixer (DBM) and band-pass filter (BPF). Because 
of using the BPF, the higher frequency component and the dc component of the 
photocurrent can be effectively filtered out, resulting in the detection of a heterodyne signal 
oscillating only at the secondary beat frequency with a high signal-to-noise ratio. Thus, the 
output voltage is proportional to: 

V' a = I -a 2 + 2bd - 2c 2 + e 2 ) cos (co s t) -2(ab + ce) sin (a> s t - AO) 

-2 (ac - be) cos (co s t - AO) - 2 (cb + cd + ae) sin (a> s t) - 2 [ad + ce) sin [co s t + AO) 
-2(ac-de)cos(a) s t + A<b)-2bcsm(a) s t-2A<b)-2cdsm(a) s t + 2A<b) 
+ {b 2 -c 2 ) cos (co s t- 2 AO) + (d 2 -c 2 ) cos (co s t + 2 AO) 

To extract the phase nonlinearity from the above analytical formula, Eq. (62) could be 
simplified as: 



V m =Dcos(co s t - 2AO) + Nsin(cD s t + 2AO) = ^D 2 + N 2 cos co s t - 2AO - tan" 1 — (63) 

where 

D = (- a 2 + 2bd - 2c 2 + e 2 jcos 2AO - 2(ab + ce)sin AO 

-2(ac - be)cos AO - 2(cb + cd + ae)sin 2AO - 2(ad + ce)sin 3AO (64) 

-2(ac - de)cos 3AO - 2cd sin 4AO + [b 2 - c 2 )+ [d 2 - c 2 jcos 4AO , 
N = [a 2 -2bd + 2c 2 - e 2 }$m2A® -2(ab + ce)cosA® 

+2(ac - be)sin AO - l{cb + cd + ae)cos 2 AO - 2(ad + ce)cos 3 AO (65) 

+2(ac - dejsin 3 AO - 2bc - 2cd cos 4AO - [d 2 - c 2 jsin 4 AO , 
And the phase nonlinearity can be finally calculated as: 

^ = -tan 1 — (66) 

This nonlinearity causes to appear the periodic nonlinearity in the displacement 
measurement. 
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4.2 Analytical Modeling of the Periodic Nonlinearity based Plane Waves 

Another method for nonlinearity modeling is based on the plane wave method. By using 
these approaches, a similar model for periodic nonlinearity is obtained. Here, the electrical 
field vectors of side modes, e 13 , and central mode, E 2 , emerging from the three- 
longitudinal-mode laser source with ellipticity of the reference and target beams are 
respectively given as: 

Ej 3 = cos 8 e E 0l (sin(27rv l t + q? 0l ) + sin(27rv 3 t + (p 03 ))) - sin 8 E E 02 cos(27rv 2 t + (p 02 ) 

E 2 = sin 8 £ J £ , 01 (cos(2^v 1 ^ + <p 0l ) + cos(2xv 3 t + <p 03 )) - cos 8 £ E 02 sm(2nv 2 t + <p 02 ) (68) 

Considering the non-orthogonality of the polarized beams in combination with the 
deviation angle of PBS with respect to the laser head, a and p , a leakage of modes 
appears. The electrical field magnitudes of the transmitted and reflected beams by the PBS 
are given by: 

E t =T\ Smfi \x[E l3 (x l +^ t )E 2 (x l+< P t )] 

[^cosaj (by) 

fsin/^ r -, (70) 

K=P\ y \x[E u (x i+ l)E 2 (x i+ ^)] 

Here the terms 2nv t t + (p 0i denoted by x t , i = 1,2,3 and r and p are the transmission and 
reflection coefficients of the PBS and <p t and cp r are the optical phase shift in the target and 

reference paths, respectively. If the deviation angle of polarizer referred to 45° is 
represented as 6 , the output of measurement photocurrent is corrected as: 

I APDm oc \E r cos(45 -0) + E t sin(45 - 0)\ 2 (71) 

With detection of secondary beat frequency by the super-heterodyne detection, the 
nonlinearity phase error is concluded similar to Eq. 66: 

V m = Q sinx 5 + C 2 cosx 5 + C 3 sin(x 5 - AO)+ C 4 cos(x 5 - AO)+ C 5 sin(x 5 + AO)+ 

C 6 cos(x 5 + AO)+C 7 sin(x 5 -2AO)+C 8 cos(x 5 -2AO)+ C 9 sin(x 5 + 2AO)+ C 10 cos(x 5 +2AO) ^ ' 

where 

Q = 2{A l A 2 + B X B 3 + B X B 2 ) 

C 2 =A X 2 -A 2 2 +2B X 2 -2B 2 B 3 
C 3 =2{a x B 2+ A 2 B x ) 
C 4 =2(a x B x -A 2 B 2 ) 
C 5 =2(a x B 3+ A 2 B x ) 
C 6 =2(A l B l -A 2 B 3 ) 
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c 7 


= 2B X B 2 


Q = 


--B l -B 2 


c 9 


= 2B X B 3 


^10 ~ 


-Bl-B] 



and 

A l = sin S s cos S s (K 2 cos 2 a + K x sin 2 a) - cos ^ sin S s (K 2 sin 2 /? + K { cos 2 /?) 

y4 2 = (K x sin a cos P + K 2 cos a sin /?) cos(£ £ - 8 S ) 

Bj = iT 3 (- cos /? sin /? cos ^ sin ^ + sin a cos <2 sin S e cos ^ ) 

B 2 = K 3 (s\nasml3smS £ sin^ + cos<2COs/?cos<^ cos^ ) 

B 3 = K 3 (cos <2 cos/? sin S £ sinS s + sin<2sin/?cos<^ cos^ ) 

K x =p 2 E K E % cos 2 (45-60 

A: 2 =r 2 ^ 0i3 ^ 02 sin 2 (45-6>) 

K 3 = rpE 0i E % sin(45 - 6) cos(45 - 0) 

Here the nonlinearity is given by Eq. (66) and following equations: 

N = C 1 cos(2AO) - C 2 sin(2 AO) + C 3 cos(AO) 

- C 4 sin(AO) + C 5 cos(3AO) - C 6 sin(3AO) + C 7 + C 9 cos(4AO) - C 10 sin(4AO) 

£> = Q sin(2 AO) + C 2 cos(2AO) + C 3 sin(AO) + C 4 cos(AO) 

+ C 5 sin(3AO) + C 6 cos(3AO) + C 8 + C 9 sin(4AO) + C 10 cos(4AO) 



(74) 



(75) 
(76) 



4.3 Error Analysis in the TLMI 

Deviation angle and unequal transmission- reflection coefficients of the PBS 

Considering the orthogonal linearly polarized modes, the effect of the PBS deviation angle is 
described by a = -p . The periodic nonlinearities in terms of the nanometric displacement in 
the TLMI and two-mode interferometer are respectively illustrated in Fig. 12a and 12b. The 
range of displacement is equal to the one wavelength of the He-Ne laser at 632.8 nm. The 
result appears as the second-order nonlinearity. If the transmission and reflection 
coefficients of the PBS are equal, then the periodic nonlinearity does not change. The 
unequal coefficients and the mismatch between the factors causes the first-order 
nonlinearity dominates, as shown in Fig. 12c (curve 3). 

Non-orthogonality associated with deviation angle of the PBS 

If there is non-orthogonality even in the absence of deviation angle, there will be a leakage 
of modes. The effect of non-orthogonality of the polarized modes in combination with the 
deviation angle of PBS is represented by a ^ -(3 and is shown in Fig. 12d. Unlike Fig. 12a, 
the periodic nonlinearity due to the non-orthogonality of polarized modes is represented as 
the first order nonlinearity (see curve 1 in Fig. 12d for orthogonality). 
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Non-orthogonality in combination with ellipticity of adjacent polarized modes 

Considering the TLMI free of nonlinearity except for one-ellipticity of the polarizations 
8 £ = , and two-elliptical polarized modes, the periodic nonlinearity is the first-order type 

of nonlinearity. But, if ellipticity of the polarized modes occurs simultaneously with 
orthogonality, it may reproduce the second-order nonlinearity (see curves 2 and 3 in Fig. 
12e). The nonlinearity generated in the displacement measurement in one fourth of the laser 
wavelength range (158.2 nm) resulting from the ellipticity of laser polarization states for 
ideal alignment (a = deg) and non-ideal alignment (a = 3 deg) are compared in Fig. 13. The 
nonlinearity error increases with increasing misalignment. 

Rotation angle of the polarizer 

A small rotation angle of the polarizer can provide nonlinearity, it can be appropriately 
utilized for nonlinearity compensation in a proper optical setup. The nonlinearity resulting 
from the two-ellipticity of the adjacent orthogonal and non-orthogonal polarized modes 
associated with the rotation angle of the polarizer is shown in Fig. 12f . 
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Fig. 12. Periodic nonlinearity resulting from various optical deviations. The orthogonal 
linearly polarized modes in the (a) three-mode interferometer and (b) two-mode 
interferometer, (c) Orthogonal linearly polarized modes in combination with unequal 
transmission and reflection coefficients, (d) The orthogonal (curve 1) and non-orthogonal 
(curves 2 and 3) linearly polarized modes in combination with deviation angle of PBS. (e) 
One-ellipticity of the adjacent orthogonal polarized modes, (f) Two-ellipticity of the adjacent 
orthogonal (curve 2) and non-orthogonal (curves 1 and 3) polarized modes in combination 
with the rotation angle of polarizer 
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Fig. 13. The error of displacement measurement resulting from ellipticity of laser 
polarization states for (a) ideal alignment (a = 0°) and (b) non-ideal alignment (a = 3°) 
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Fig. 14. The block diagram of nonlinearity reduction system 



4.4 Nonlinearity Reduction 

To reduce the nonlinearity in two-mode heterodyne interferometers, various kinds of 
heterodyning systems and methods are still being developed (Wuy & Su, 1996; Freitas, 1997; 
Wu, 2003; Badami & Patterson, 2000; Lin et al, 2000; Hou, 2006; Hou, & Zhaox, 1994). A 
basic block diagram of the optical and electrical nonlinearity reduction system designed for 
TLMI is schematically represented in Fig. 14. Two linear polarizers oriented at +45° and 
-45°, two avalanche photodiodes and a half -wave plate is used in the measurement arm. 
The current-to-voltage converter, pre-amplifier and band-pass filter is denoted by transfer 
function KH(S). 

The output voltage is led to the double-balanced mixer and other band-pass filter to extract 
the secondary beat frequency. The electrical cross-talk error occurs due to the unwanted 
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induction between the electrical section of the base and measurement arms. This error can 
be reduced by: (i) coupling reduction between the base and measurement arms using a 
proper shielding, grounding and utilizing two isolated power supplies, (ii) noise reduction 
by using electromagnetic interference shield, (iii) electrical power reduction and (iv) 
utilizing the band pass filters with high quality factors. 

A schematic diagram of the nano-displacement measurement based on the TLMI with noise 
and electrical error reduction is shown in Fig. 15. The unwanted electrical induction 
between the base and measurement paths is reduced by using two isolated power supplies 
for APD biasing and by separating the grounds (analogue-base, analogue-measurement and 
digital grounds). Due to switching noise of digital section including frequency and phase 
measurement circuits and microcontroller, two high-speed opto-couplers isolate the 
analogue circuits from digital section. 

In order to reduce the periodic nonlinearity, two output signals can be averaged as shown in 
Fig. 14. Therefore noise and electrical cross-talk are considerably reduced. 
The corresponding compensated nonlinearity signals are depicted in the right panels 
parallel to the left panels of Fig. 16. The four-cycle peak-to-peak periodic nonlinearity can be 
effectively reduced from 38 pm to 1.2 pm, as shown in Fig. 16d. But 124 pm eight-cycle 
nonlinearity cannot be reduced (see Fig. 16c). 




Fig. 15. The designed TLMI with noise, nonlinearity and error reduction 
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Fig. 16. The periodic nonlinearity (left) and compensated nonlinearity (right) in terms of the 
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5. Conclusion 

The optical interferometry is the most frequent technique which has been widely used in 
metrology systems with sub-nanometer resolution. In this chapter, first we have discussed 
an overview of principals of interferometry, interfere phenomenon in the laser 
interferometers and their applications. A comparison of homodyne interferometers, 
advantages and disadvantages with heterodyne interferometers was also investigated. The 
optical setup and electronic sections of two- and three-longitudinal-mode heterodyne 
interferometers was then described. A frequency-path model of the nano-displacement 
measurement system based on the laser heterodyne interferometers was presented. This 
model is described by the AC reference, AC interference, DC interference and optical power 
components of the multi-mode, multi-path interferometer. 

The main parameters affecting the displacement measurement accuracy were discussed in 
the fourth section. The most important errors are related to imperfect alignment of the 
optical setup and non-ideal polarized modes. The periodic nonlinearity is the principal 
limitation of the laser interferometers involving polarized light. Therefore, we have 
analyzed and modelled the periodic nonlinearity resulting from ellipticity and non- 
orthogonality of the polarised modes, deviation angle and unequal transmission-reflection 
coefficients of the PBS and a rotation angle of polarizer with two main approaches; plane 
wave and matrix method based on the Jones calculus. Then by using two polarizers oriented 
under +45° and -45°, a half-wave plate, and another avalanche photodiode, the periodic 
nonlinearity has been considerably decreased. In addition it was shown that the first-order 
nonlinearity can be effectively reduced compared to the second-order nonlinearity. 
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1. Introduction 

Inductive telemetric measurement systems can be used for contactless measurement using 
passive sensors that may be interrogated by an external unit without a physical contact. 
The main appealing features with respect to traditional sensors come from the absence of 
any cable linking to the acquisition unit, the reduced ecological impact, since they are 
battery-less, and from the extension of their application fields from traditional to harsh 
environments. Inductive telemetric systems can be adopted in situations where the 
measurement information should be acquired or in presence of incompatibility with the 
electronics requirements or in inaccessible environments. 

Their use widens to applications where wires, connecting a data acquisition unit and the 
sensor element, cannot be used such as, for examples, in implantable devices inside the 
human body to avoid risk of infections or skin damage or in hermetic environments. 
Inductive telemetric systems are applied in industrial fields, for example, when the 
measuring environment is not accessible, since inside, for example, a hermetic box. Other 
typical applications are measurement of physical quantities in environments at high 
temperature where it is not possible to use silicon microelectronic circuits, with consequent 
unavailability of active blocks within the sensing head for the electronic processing and 
transmission of the signals. In this case the sensor can be only of passive type and requires 
to be interrogated contactless. 

A solution can be offered sometimes by standard wireless techniques that anyway does not 
present, in many cases, a definitive solution, because the wireless electronic circuits need 
powering energy supplied by a battery that can periodically be substituted. Furthermore, 
exhausted batteries are important environmental problems and they require appropriate 
disposal. In the previous examples, inductive telemetric measurement systems can represent 
a valid solution, since they do require neither connections through cables or electronic 
circuits to process and transmit the signal and avoids the use of batteries. 
Inductive telemetric measurement systems are usually constituted by two inductors: one 
(sensing inductor) connected to the sensitive element, commonly a capacitive transducer, 
and the other to the measurement circuit (readout inductor). 
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Different examples of application using the telemetric measurement system are reported in 
the literature. In (Fonseca et al., 2002), the telemetric system is used to monitor the pressure 
inside high temperature environments. In (Hamici et al., 1996), an example in the field of 
biomedical applications for the monitoring of internal package humidity for either in vitro 
or in vivo testing is described. The system consists of a high-sensitivity capacitive humidity 
sensor that forms an LC tank circuit together with a hybrid coil wound around a ferrite 
substrate. The resonant frequency of the circuit depends on the humidity sensor capacitance. 
This sensor uses the hybrid coil for coupling through the magnetic field with an external 
inductor, and then the information of humidity is transduced to outside the package. 
Another example of humidity monitoring using a passive telemetric system is quoted in 
(Harpster et al., 2002). The proposed telemetric technique advantageously allows the 
insertion of a cheap sensor inside every package and executes the measurement without the 
necessity of opening the hermetic box. 

Inductive telemetric measurement systems are also adopted in many other fields: in the 
literature, several applications in harsh environments are described, such as under high 
temperatures, cold, humidity or corrosive conditions (Akar et al., 2001; Todoroki et al., 2003; 
Birdsell et al., 2006; Jia et al., 2006, Tan et al., 2007). Furthermore, examples of inductive 
telemetric measurement systems for biomedical applications are reported in (Fonseca et al., 
2006; Schnakenberg et al, 2000). 

In (Takahata et al., 2008) the coil core of a wire wound inductor is a micromachined 
capacitive pressure device; the sensor operates in harsh or protected environments and can 
be remotely interrogated by a wireless setup. The inductive telemetric system has been 
tested in a plastic chamber full of water; the resonant frequency of the tank is monitored 
outside by an antenna connected to an impedance analyzer. In (Ong et al., 2001) a system for 
environmental wireless monitoring consists of a LC sensor and two loop antennas 
(transmitter and receiver). A change of the L and/ or C parameters is reflected as mutual 
impedance on the receiver antenna. 

This chapter is basically aim at describing telemetric systems, their electrical models and the 
measurement techniques used. Then a general architecture of an inductive telemetric system 
is presented. 

The model and its simplified version are shown and two measurement techniques that offer 
different performance characteristics are reported. Furthermore, an electronic circuit that 
implements the technique fullest extent is described and tested. Finally, the chapter reports 
two applications for harsh or hermetic environments: two examples of passive sensors that 
are related by an inductive telemetric system are described, the first one for humidity 
measurements and the second for high temperatures. The first application is the 
measurements of relative humidity in hermetic environments, for example in logistic and 
biomedical fields. The second application is the temperature monitoring of an isolated 
system inside a harsh environment, like ovens. 

The telemetric temperature systems can be a solution for measurements into harsh or 
hermetic environments, thereby eliminating the need for physical contacts, active elements, 
or power supplies, which cannot withstand harsh or hermetic environments. 



Inductive Telemetric Measurement Systems for Remote Sensing 345 

2. Architectures and Measurement Techniques 

2.1 Telemetric System 

This section describes an inductive telemetric measurement system and its components. 
Inductive telemetric measurement systems have the capability, through an inductive 
coupling, to link wirelessly two devices, one of them being just a passive element. A general 
architecture of a telemetric measurement system is schematically shown in Figure 1. 



; Harsh and/or Remote Area // Safety and/or Accessible Area 

L READOUT 

UNIT 



SENSING I COMMUNICATION 

ELEMENT CHANNEL 



DATA 

I INDUCTIVE TELEMETRIC SYSTEM 

Fig. 1. General architecture of a telemetric system. 

Basically it is a measurement system with two different areas: the harsh and/ or remote area, 
where the sensing element transduces the quantity under measurement and the safety or 
accessible area, where the read out unit is hosted. Between the sensing element and the 
readout unit there is usually a barrier separating the two areas. The sensing element and the 
readout unit are connected by a wireless communication channel that uses a magnetic link. 
The measurement information is acquired by the sensing element, sent through the 
communication channel using the magnetic coupling, read as reflected impedance by the 
conditioning electronics and elaborated by the readout unit. The characteristics of the barrier 
material (mainly material type and dimensions) influence the system's performance. A 
strong influence is due to the conductive property of the material; it constitutes a serious 
obstacle since the induced eddy currents reduce the magnetic field amplitude. The 
frequency of the magnetic field depends on the specific application: different examples of 
telemetric systems use frequencies ranging from hundreds up to tens of Mega Hertz. 
As shown in Figure 2, an inductive telemetric system consists of two inductors: one, labelled 
sensing inductor, is connected to the sensing element, and the other, readout inductor, to the 
readout unit. The two inductors are coupled by a magnetic field, and they are placed at a 
distance that can be fixed or can change. The sensing element is a passive device that, 
normally, does not require any additional power supply. The front-end electronic circuit is 
linked to the terminals of the read out inductor: the reflected impedance at these terminals is 
correlated by the quantity under measurement. 
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; INDUCTIVE TELEMETRIC SYSTEM 
Fig. 2. General architecture of an inductive telemetric measurement system. 



2.2 Model of the system 

2.2.1 Physical model 

Models of different complexity are reported in literature. For sake of completeness, a 
physical model should also include the effects of parasitic capacitances of each inductor, the 
coupling capacitance between the two inductors and the leakage magnetic fluxes. The 
reason to keep into consideration these elements are that the values of the parasitic elements 
can be equal to the value of the transducer capacitance, and a changing in the geometry of 
the system produces a change in the coupling and leakage fluxes. 
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Fig. 3. The proposed physical model to analyze the inductive telemetric systems. 

A physical model of an inductive telemetric system is shown in Figure 3. The parameters 
have the following meaning: 

1) Ri, R2 are the equivalent resistances of readout and sensor; 

2) Ci, C2 are the parasitic capacitances of the readout and sensor inductor 
respectively; 

3) Cs is the sensor capacitance; 

4) Lr, Ls are the readout and sensor leakage inductances; 

5) Lm is referred to coupled flux; 

6) Ni and N2 are the equivalent number of the inductor windings; they kept into 
considerations the possible different number of turns of each inductor. 

7) Cc is the coupling capacitance. 
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The coupling capacitance Cc keeps into consideration the effects of the electric field coupled 
between the conducting tracks of the two inductors; its value is generally low even for close 
distances and can be further minimized increasing the distance between the two inductors. 
The coupling capacitance value depends on the inductor construction type and on the 
geometry. For coil inductors, the area faced between the two inductors is small and the 
coupling capacitance value is very low and can be neglected. Flat type inductors are 
different since the faced area can be very large. But also in this case, making the external 
diameter of the sensible inductor equal to the internal diameter of the readout inductor, the 
faced area can be reduced and the coupling capacitance can be neglected. 



SENSING INDUCTOR 




Fig. 4. The realized planar inductors. 

An example of flat type inductors with an internal diameter of the readout inductor equal to 
the external diameter of the sensing inductor is reported in Figure 4. For these reasons, the 
coupling capacitance Cc can be neglected without loss of generality. Since the working 
frequency range is high, the resistances Ri, R2 can be neglected since they have impedances 
of much less value than those of the series inductor Lr, Ls. The model of Figure 3 can be 
simplified into that shown in Figure 5, where the elements of the sensing circuit are brought to 
the readout circuit. L and C are Ls and C's as seen from the primary of the ideal transformer 
and parameter "n" is the ratio between Ni and N2. C's is the parallel of C2 and Cs. 



_/YYY\ 




L=U -ir 
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Fig. 5. A simplified version of Figure 3 without the coupling capacitance and the resistances. 
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If the simplified model is considered, the impedance at the terminal is: 

s\L M LC + L R C(L M +L)) + s(L M +L R ) 



Z E (s) = 



s*C x {L M LC + L R C{L u + L)) + s 2 (C l (L M +L R ) + C(L M +Z)) + 1 



(1) 



The impedance function of equation (1) has a diagram that agrees with the data obtained by 
experimental measurements. Figure 6 shows typical impedance measured on a real 
telemetric system and obtained when the measuring probes are applied to the readout 
circuit terminals. There are three noticeable frequencies f a , fb and/ fl : fb is mainly due to the 
self resonance of the readout inductor. / m i n is the frequency at which the phase of the 
impedance reaches its minimum as indicated in Figure 6. 
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Fig. 6. Impedance as seen from the terminal of the readout inductance. 



First (fm) and second resonant frequency (f r b) have complicated expressions that are reported 
below (2) and (3). They are both influenced by C\ and C. The resonant frequency (f a ) is 
influenced only by C and it is more sensitive to C than the other two frequencies. The 
expression for f a/ f ra and f r b are: 

/,= , , 1 ( 2 ) 
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(2< a ,J 2 
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V 



Lr+L m j 



AC, 



L, + - LL * 



L + L 



L M L R L M LL R LL M 
2CC,{LL R +LL M +L R L u f 



M J 



(3) 



f a depends on C, and also on distance, since the distance changes the inductance. 
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The other two frequencies (f ra and f r b) have dependence more complex and dependent also 
on the parasitic capacitance of the readout inductor Q. 

Because f a depends only on the transducer capacitance, while f ra and f r b depend also on G, it 
seems more useful to measure f a . A sensitivity analysis has been conducted on the 
equivalent system of the telemetric circuit with the simulation software PSpice using the 
circuit of Figure 5. The simulation results show that the changes of C influence both the 
three resonances, as expected, but with different sensitivity: the f a resonance is more 
sensitive. A confirmation of the previous considerations can also be obtained by analyzing 
the experimental results reported in paragraph 4. 

Anyway, even if the transducer capacitance is kept constant, but the distance between the 
readout and sensing inductances changes, the three resonant frequencies change. In fact, 
when the distance changes, the coupled and leakage flux change too modifying the value of 
Lm, Lr and L: for f a this effect is clearly visible by analyzing the terms into parenthesis of 
equation 2. The results obtained from theoretical analysis are confirmed from experimental 
measurements. 



2.2.2 Simplified model 

A simplified model of a telemetric system is reported in Figure 7. This model neglects the 
parasitic capacitances and, also, the leakage fluxes and their changing due to a distance 
variation, but M coefficient keeps into consideration the coupled magnetic flux. Even if the 
two previously effects are neglected, the model can be accurately used in many applications 
when the transducer capacitance is much greater than the parasitic capacitance of the 
inductor and the distance between the two inductors is kept constant. 




Fig. 7. A model, commonly used, to analyze telemetric systems. 

Figure 7 reports the equivalent circuit: the planar inductance is modelled with an inductor 
(Ls), a series parasitic resistance (R2) and a variable capacitor (Cs) representing the 
capacitance sensor. The readout circuit is modelled with an inductor (Le) and a series 
parasitic resistance (Ri). When the two circuits are close, there is a mutual inductance 
coupling (M) between the inductor Ls and the inductor Le. 



2.3 Measurement techniques. 

The measurement techniques reported in literature are based on impedance measurements, 
to identify a particular resonant frequency, or a frequency point that has a particular 
property such as a minimum of the phase. The measurement techniques are: 

a) minimum phase measurement technique (Min-Phase), 

b) three resonances (3-Resonances). 
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As reported in the following in this paragraph, the analysis of the two techniques leads to 
the conclusion that: the minimum phase measurement technique is simpler since it is 
requested to measure the minimum of a phase and the related conditioning circuit is 
simpler, but the measurement system operates at fixed distance. The technique of the three 
resonances is more complicated since it requires the measurement of three resonant 
frequencies and added electronic circuits to execute a formula but is able to compensate for 
variations in distance. 



2.3.1 Min phase technique 

One method, reported in (Harpster et al, 2002; Wang et al., 2008), measures the frequency at 
which the phase of the impedance reaches its minimum (Min-phase method). This 
frequency called / m in is shown in Figure 6. In the papers, the inductive telemetric systems 
consist of a planar inductance, in the sensing circuit, and a coil inductance, in the readout 
circuit. Considering the model reported in Figure 7, the readout circuit measures the 
impedance and the frequency at which the phase, in a short frequency interval, is at its 
minimum value (/min); this frequency is related to the resonant frequency (fo) of the sensing 
circuit that corresponds to: 

In fact the total impedance, as seen from the terminals of the readout circuit, is given by: 

Z E {(D) = R 1 +jcdL e + — — - (5) 

Z s {co) 

In which the sensing circuit impedance Zs is seen as reflected impedance to the readout 
impedance, with: 

Z s {co) = R 2 + jcoL s - j —— (6) 

G)C S 

The total impedance reported in (5) can be rewritten considering the following expressions 
for the k (coupling coefficient) and Q (quality factor of the sensing circuit): 



(7) 
(8) 



Then, considering expression (4) the two following expressions can be derived: 

L S C S =\la>l (9) 

R 2 =co L s /Q (10) 
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Substituting (7), (9), (10) and (6) in (5), the total impedance is given by: 



Z E (a>) = R l +jo)L E 



l + k 2 



co 1 I col 



\-co /co +ja>/co Q 



(11) 



The phase of the impedance can be evaluated as: 



ZZ E (a>) = arctg 



Im(Z E (co)) 
Re(Z £ (») 



(12) 



To find the frequency at the phase minimum (/min), equation (12) is first differentiated and 
then equated to zero, thus: 



d J arctg\lm(Z E (co)) I Re(Z £ (co))\ 
dco 



= 



(13) 



The frequency at the phase minimum (f min ) is related by /o from the expression (14), which 
corresponds to the Taylor expansion of / mm in k (coupling coefficient) and Q- 1 (quality factor 
of the sensing circuit) (Fonseca et aL, 2002). 



f = f 

J min J 



' e i 
i+ — + — ^ 

4 80 2 



(14) 



The expression denotes that a distance change, considered equation (7), affects the coupling 
factor and consequently the / m in. This method is valid only in the interval near / m i n and the 
self -resonance of the readout inductor is much higher. 

2.3.2 The three resonances method 

In the recent years a more accurate method has been reported in the literature. It measures 
all the three resonances and compensates the distance variation between the two inductors 
(3-Resonances Method) (Marioli et aL, 2005). 

This method is based on a parameter, called "Y" , whose value depends only on distance. 
According to the symbols reported in Figure 5, "F" parameter is defined equal to: 



F = 



1 



f L L ^ 

i T +T , 



c, 



(15) 



"Y" parameter derives from the sum of the squares of three resonant frequencies according 
to the following expression: 
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{infj +{2nfJ -{2nfJ 



Since from equations (3): 



(16) 
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L + L 
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(17) 



And from equation (2) 
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L+ M R 



C- 



V Aj + L'm J 



It is immediate to demonstrate that: 



(18) 
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Or in other word: 



F = {2xfJ + {2xfJ-(2?f a ) 2 =- 



L M +Lj 



1 



L L A 



C, 



4,+^y 



(19) 



(20) 



If C\ is fixed, "F" depends only on coupled and leakage fluxes: these values are related only 
to the distance and not to the transducer capacitance. Moreover, the parameter "F" is 
obtained by a direct measurement since it can be calculated by elaborating the measurement 
of the three / ra ,/rb and/ a resonant frequencies. 
Introducing the following expressions: 



L = L s -n 






A - A? + L M 



(21) 
(22) 
(23) 



and 



n 



(24) 



Substituting equations (21), (22), (23) and (24) into (18) and in (20) and re-arranging the 
expressions, the following expressions are obtained: 
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F = 



1 



W = 



f T T 2 ^ 



V 



^m + L s -n J 



L R L S - n + L M L S - n + L M L R 



c\ 



t^ 2 + LmLr 



Lr + Atf J 



C' 



L R L s -n +L M L s -n +L M L R 



A 



The ratio of equation (25) with equation (26) is equal to: 



tor 



^2^ S 

LA 



Re-arranging (27), a straightforward expression of the sensor capacitance (C's) is: 

AC, F 



° 5 _ 



4 (2^) 2 



(25) 



(26) 



(27) 



(28) 



C's is obtained as a product between a constant term and a second one calculated from the 
three measured f m , fa and f a frequencies. The constant term can be automatically obtained 
from a calibration or can be calculated measuring the equivalent circuit parameters of the 
each single planar inductor: L\ and L2 are the self-inductances of the read-out and sensing 
inductances, while C\ is the parasitic capacitance (or any other added capacitance) of the 
readout circuit. 

Equation (28) has been derived with no restricting hypothesis and maintains its significance 
also when the self resonance of the readout circuit is lower than/o- 



3. Measurement Circuit 

In this paragraph, an electronics system that measures the three resonant frequencies and 
implements the 3-Resonances technique is presented. 

The three resonant frequencies (f m , fib and f a ) are evaluated measuring the squared 
impedance module, in a defined frequency range, as seen from the terminals of the readout 
inductor, while the capacitance value of the sensor is calculated using equation (28) by a 
digital elaboration unit. 

The module of the impedance is obtained applying a sinusoidal voltage to the inductor 
terminals and measuring the current flowing into. The sinusoidal current is subsequently 
squared and low-pass filtered such as to extract only the square of the amplitude value. Also 
the imposed voltage is squared and low-pass filtered such as to extract only the square of 
the amplitude value. The ratio between the squared modules of the imposed voltage and 
that of the measured current gives the squared impedance module. From this signal the 
value of the three resonant frequencies are recognized as minimum and maximum values: 
/ ra and f a are the first maximum and minimum respectively, while f Y b is the second 
maximum. 
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An experimental circuit has been designed, fabricated and tested. A block diagram of this 
circuit is shown in Figure 8. In this scheme the telemetric system is reported as "Z-block". 
The circuit consists of a block for the generation of the reference signal (synthesizer), of a 
block for the analysis of the impedance module (impedance analyzer) and of another block 
for the command and elaboration of the data (elaboration system). The synthesizer generates 
a sinusoidal variable-frequency signal (Vdds) that drives the impedance analyzer module. 
The value of the frequency is controlled by the digital unit. The impedance module analyzer 
is driven by the signal coming from the synthesizer and gives a d.c. signal (V ou t) 
proportional to the squared impedance module of the telemetric system. 
The elaboration system acquires V ou t, identifies f ra/ fib and/ a , and calculates Cs according to 
equation (28). 
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Fig. 8. A block scheme of the electronic circuit for resonant frequencies analyzer. 



The synthesizer contains a DDS (Direct Digital Synthesizer), produced by Analog Device 
(AD9954). The elaboration system consists of a logic unit that drives the DDS, acquires the 
impedance module through the analog to digital converter, calculates the resonant 
frequencies and the Cs value. For practical reason the elaboration system of the fabricated 
circuit consists of a PC equipped with an acquisition card of the National Instruments (PCI- 
6024E) and a dedicated software (LabVIEW), but a microcontroller could be used as well. 
The software LabVIEW controls the frequency and amplitude of the sinusoidal voltage 
generated by the synthesizer and subsequently samples the output signal V ou t- 
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Fig. 9. Block diagram of the impedance module analyzer. 



In Figure 9 the block diagram of the impedance analyzer is reported. The input signal Vdds 
is the sinusoidal voltage generated by the synthesizer and represents the input of two 
different paths: the upper line and the lower line. In the upper line the readout inductor has 
one terminal connected to the input of the operational amplifier and the other is driven by 
the Vdds signal coming from the DDS. The output V y is proportional to the current, since Z\ 
is the impedance of telemetric sensor: V y is proportional to the current flowing into the 
telemetric sensor, thus: 

V y =-R^^ = -RI (29) 

Subsequently the signal is squared by a four-quadrant multiplier (AD835): V m has a mean 
value proportional to the squared current module and a double frequency component. Then 
the third order low-pass filter extracts the d.c. value of the signal (Vd), thus: 



V A =R 2 \I\ =R 2 



V n 



(30) 



Also Vdds is elaborated and a signal V n equal to the square module of Vdds is obtained. 



V =\v 

% y DDS\ 



(31) 



The following block, using a logarithmic amplifier (LOG104) produced by Texas 
Instruments, calculates the difference of the logarithmic of V n and Vd- The logarithmic 
amplifier permits also to implement the ratio between the voltage of the lower line and the 
current of the upper line, then the output is an impedance diagram. Since the difference 
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among two logarithms corresponds to the logarithm of the ratio, the signal V ou t is 
proportional to the logarithm of the impedance Zi. 



V out =UogV n -LogV d =± 



U \zf 



/ \ Wr |2|r, |2 

Log^ 



1 W \\7 

1 r r dds ri 



2 L 2? 



(32) 



= 2 ZOg ^ = ZOg ' Zl ' _Z? 



The impedance module of the telemetry system has wide variations and in order to keep the 
signals into the linear range of each block the Vdds voltage can vary. Moreover Vdds voltage 
can also slightly change due to problems of nonlinearity or temperature shift of the DDS 
circuit's output. The logarithmic block, according to equation (32), compensates for Vdds 
change. Furthermore, the constant term b of equation (32) can be neglected because the 
resonant frequencies are evaluated as relative maximum and minimum quantities. The 
whole system has been tested in the laboratory applied to an inductive telemetric system for 
humidity measurement; several results are reported in the following paragraph (5). 

4. An Inductive Telemetric System for Temperature Measurements 

In this paragraph an inductive telemetric system measures high-temperature in harsh 
industrial environments. The sensing inductor is a hybrid device constituted by a MEMS 
temperature sensor developed using the Metal MUMPs process (Ando et al., 2008) and a 
planar inductor fabricated in thick film technology by screen printing over an alumina 
substrate a conductive ink in a spiral shape. The MEMS working principle is based on a 
capacitance variation due to changing of the area faced between the two armatures. The area 
changing appears as a consequence of a structural deformation due to temperature 
variation. The readout inductor is a planar inductor too. 

An impedance analyzer measures the impedance at the terminals of the readout inductor, 
and the MEMS capacitance value is calculated by applying the methods of the three 
resonances and minimum phase. Moreover, the capacitance value of similar MEMS is also 
evaluated by another impedance analyzer through a direct measurement at the sensing 
inductor terminals. The values obtained from the three methods have been compared 
between them. 

The inductive telemetric system for high temperature measurement is shown schematically 
in Figure 10. On the left side of the figure a diagram of the inductive telemetric system is 
reported: the sensing element that consists of a planar inductor and a MEMS sensor is 
placed in an oven, while outside, separated by a window of tempered glass with a thickness 
of 8 mm, there is the readout inductor. The readout inductor was positioned axially to the 
hybrid sensor at about one centimetre to the hybrid sensor inside the chamber, while 
outside the readout was connected to the impedance analyzer. The two inductors represent 
an inductive telemetric system. 
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Fig. 10. The inductive telemetric system for high temperature measurement. 

The planar inductor, reported on the right, has been obtained by a laser micro-cutting of a 
layer of conductive thick films (Du Pont QM14) screen printed over an alumina substrate (50 
mm x 50 mm x 0.63 mm). The micro-cutting process consists of a material ablation by a laser. 
The inductor has the external diameter of 50 mm, 120 windings each of about 89 um width 
and spaced 75 um from the others: an enlargement is reported below on the left of Figure 10. 
The readout inductor is a planar spiral; it has been realized by a photolithographic 
technology on a high- temperature substrate (85N commercialized by Arlon). The readout 
inductor has 25 windings, each of 250 um width and spaced 250 um from the others. The 
internal diameter is 50 mm wide. 

The experimental apparatus is schematically reported in Figure 11 and consists of an oven, 
three Fluke multimeters, three PtlOO references, two impedance analyzers, a PC and a power 
interface. In the measurement chamber (in the centre of the figure) an IR heater of 500 W 
rises the temperature up to 350 °C. Three PtlOO thermo-resistances (only one is shown in the 
Figure) measure the internal temperature in three different points, and each one is 
connected to a multimeter (Fluke 8840 A). The three values are used to assure that the 
temperature is uniformly distributed. 

A Personal Computer, over which runs a developed LabVIEW™ virtual-instrument, 
monitors the temperature inside the oven and controls the IR heater by turning alternatively 
on and off the power circuit. Two MEMS sensors are placed in the oven. The first one is 
directly connected to the impedance analyzer (HP4194A) to measure its capacitance; the 
second one is connected to the external readout inductor for the telemetric measurement. 
The experimental measurement has been conducted to a temperature up to 330 °C in a 
temperature-controlled measurement oven. 
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Fig. 11. A diagram of the experimental setup. 
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Fig. 12. Modulus (a) and phase (b) of the hybrid MEMS measured with the impedance 
analyzer at different temperatures. 
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In Figure 12 modulus (a) and phase (b) diagrams of the impedance, as measured by the 
impedance analyzer at the readout terminal, for different temperatures are reported. The 
frequency interval of the abscissa has been chosen to make visible he resonant frequencies 
fa, fa As expected an increasing in temperature generates a decreasing of the values of the 
resonant frequencies, since the sensor capacitance value increases. 
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Table. 1. Frequencies values of fa, fa and/ a measured for different temperatures. 

In Table 1, fa, fa and f a values are reported. The two frequencies fa, fa shown also in Figure 
12, move down in frequency with increasing temperature as expected. The third frequency 
fa is sensitive to temperature, but less than the previous two. 
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Fig. 13. Sensor's capacitance is reported as a function of the temperature. 
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Fig. 14. Sensor's capacitance is reported as a function of the temperature. 

In Figure 13 the sensor's capacitance is reported as a function of the temperature: cross 
points are the values directly measured on the sensor terminals, while the triangle are 
values calculated using the 3-Resonances method and measuring the impedance from the 
external inductor terminals. The straight line represents the linear interpolation of the data 
obtained by the impedance analyzer and it is reached as reference line. The calculated 
values using the 3-Resonances method (Figure 13) shows a quasi linear behaviour of the 
sensor: the maximum deviation is about 1.61 pF. Same consideration can be done for the 
data obtained using the Min-phase method: the maximum deviation is about 2.15 pF; a 
comparison is shown in Figure 14. Then, both the values calculated with the two methods 
are closely to the reference one measured with the impedance analyzer (HP4194A). 
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Fig. 15. Temperature values measured with the PtlOO and compared with the Min-Phase 
and 3-Resonances calculated values. 
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In Figure 15 the temperatures measured with the reference sensor (PtlOO) are compared 
with the values calculated by the Min-Phase and 3-Resonances methods. The temperature 
values are obtained using the sensitivity of about 54.6 fF/°C, calculated using the linear 
interpolation previously reported. Figure 15 shows a good agreement of the temperature 
values during both the heating and the cooling process. The hybrid MEMS follows the trend 
of the temperature signal that it has estimated of about 1.9 °C/min and 0.6 °C/min during 
the heating and cooling process, respectively. 

5. An Inductive Telemetric System for Relative Humidity Measurements 

This paragraph describes a telemetric system to measure the relative humidity (RH). A 
telemetric system can be useful in hermetic environments since the measurement can be 
executed without violating the integrity of the protected environment. 

The telemetric system presented here has an interesting characteristic: the sensing inductor 
does not have any transducer, since the parasitic capacitance of the sensing inductor is the 
sensing element. In this paragraph, the measurement technique of the three resonances has 
been used to analyse the effectiveness of compensation in the distance. 

In this system the sensing inductor consists only of the planar inductor over which a 
polymer, humidity sensitive, is deposited. This polymer is sensitive to the humidity and 
changes its dielectric permittivity causing a variation of the inductor parasitic capacitance. 
The terminals of the readout inductor are the input of the conditioning electronics reported 
in paragraph 3. The electronics measures the frequency resonances, extracts the 
corresponding capacitance values and compensates the distance variation as well. 




Fig. 16. The inductive sensor, on which a polymer, humidity sensitive, is deposited. 



In Figure 16 the passive inductive sensor is reported, which is a standalone planar inductor, 
fabricated in PCB technology of 25 windings with an external diameter of 50 mm covered by 
polyethylene glycol (PEG). Polyethylene glycol (PEG) was chosen for the highest sensitivity, 
but other polymer sensitive to the RH can be used as well. Differently from the others tested 



362 



Advances in Measurement Systems 



in laboratory, this polymer is soluble in water: this characteristic influences the sensitivity 
positively, but increases the hysteresis as well. Its dielectric constant changes from 2.2 to 4 
and depends on temperature and humidity. The characteristics of the telemetric system have 
been verified with a humidity-controlled hermetical measurement chamber changing also 
the distance between the sensing and readout inductors. 
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Fig. 17. Block scheme of the experimental system. 

In Figure 17 the experimental apparatus to test the telemetric system is schematically 
represented. The sensor is positioned inside a Plexiglas chamber, which is used as a hermetic 
container for the damp air. Two pipes are linked to the measurement chamber, one of which 
introduces controlled damp air. The damp air is produced by a system that compounds dry air 
and wet air using two flux-meters. The time required to reach the new RH value is about one 
hour and half. In the chamber there is a hygrometric sensor (HIH-3610 Honeywell) for 
reference measurements. The inductances are positioned parallel and their axes are coincident. 
The distance of the readout from the sensor is controlled by a micrometric screw with 
resolution 10 jum and runs up to 25 mm. The terminals of the readout inductor are connected 
to the input of the conditioning electronics or, alternatively, to the input of the impedance 
analyzer. The use of the impedance analyzer is used only for test purposes. The proposed 
electronics measures the frequency resonances and calculates the corresponding capacitance 
values according to formula (28). The formula compensates the distance variation as well. 
The capacitance values measured at a distance of 20 mm between the readout and sensing 
inductors the calculated capacitance values are reported in Figure 18: the square point are 
the value obtained by the electronics while the values obtained using the impedance 
analyzer (HP4194A) are reported as cross points. All the measurement points are a function 
of the RH values as measured by the reference sensor. Interpolating the two sets of 
measurement data the maximum difference between the two curves is less than 15 fF, 
corresponding to less than 8% of the capacitance measurement range. 

In Figure 19 the capacitance values as a function of distance are reported over a distance 
variation from 15 to 30 mm. The maximum variation of the capacitance is, in the worst case, 
limited to 20 fF corresponding to about of 1 % of FS for each millimetre of distance variation. 



Inductive Telemetric Measurement Systems for Remote Sensing 



363 



o 

c 

CO 

+■» 

o 

CO 

o. 

CO 

O 

s. 
O 
</> 

£ 

CO 



1.9 
1.88 
1.86 
1.84 
1.82 

1.8 
1.78 
1.76 
1.74 
1.72 

1.7 













: 


< 




□ 20 mm (Electronics) 
X 20mm(HP4194A) 

lnterp.HP4194A 

Interp. Electronics 










J 


j 








£ 










r 
















) 


■t 
















4 


















7 
















/ 












^Z^ 








L-B* 


- r- 


. > 















Fig. 18. 
values. 



10 20 30 40 50 60 70 80 90 100 

RH [%] 

The calculated capacitance values as a function of RH and for different distance 



0) 

o 

c 

CO 

"o 

CO 
Q. 
CO 

O 

!>- 
o 

CO 

c 

CD 
CO 



1.89 
1.85 
1.81 
1.77 
1.73 
1.69 



K 

x * x- X 

° »■ <^ O 

A A ^ a 

[] [j. iT 

<>. <>. K> % 



15 



17.5 



20 



22.5 



ORH=15.5 
RH=73.6 



DRH=56.5 
RH=85.3 



ARH=66 
+ RH=90 



25 27.5 30 
Distance [mm] 
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6. Conclusion 

Inductive telemetric systems offer solutions to specific applications where the measurement 
data should be acquired in environments that are incompatible with the active electronics or 
are inaccessible. They also work without batteries, consequently reducing the problem of 
environmental impact. The general architecture of an inductive telemetric system, the 
measurement techniques, commonly used, were presented, along with the description of 
developed telemetric systems applied in harsh or hermetic environments. Two examples of 
passive inductive telemetric systems were reported, the first one for humidity 
measurements which presents a distance interval of about 30 mm and the possibility to 
compensate the distance variation. The second one can measure high temperatures with a 
maximum limit of about 350 °C, guaranteeing the inviolability of the harsh environment. 
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1. Introduction 

Electric power is an essential commodity for most industrial, commercial and domestic pro- 
cesses. As a product, electric power must be of an acceptable quality, to guarantee the correct 
behavior of the equipment connected to the power distribution system. Low-frequency con- 
ducted disturbances are the main factors that can compromise power quality. The IEC 61000- 
2-1 standard classifies low-frequency conducted disturbances in the following five groups: 
harmonics and interharmonics, voltage dips and short supply interruptions, voltage unbal- 
ance, power frequency variations and voltage fluctuations or flicker. 

Voltage fluctuations are defined as cyclic variations in voltage with amplitude below 10% of 
the nominal value. Most of the connected equipment is not affected by voltage fluctuations, 
but these fluctuations may cause changes in the illumination intensity of light sources, known 
as flicker. Flicker may produce a very unpleasant visual sensation, leading to complaints from 
utility customers. The annoyance level depends on the type of lamp and amplitude, frequency 
and duration of the voltage fluctuations. Its precise quantification is a complex task that must 
be statistically approached to characterize adequately the perception of a large number of peo- 
ple. A flickermeter must characterize the behavior of the lamp-eye-brain set that represents 
most people and must provide an indication of the discomfort, or flicker severity. In 1986, The 
International Electrotechnical Commission (IEC) published the first standard describing the 
functional and design specifications for the measurement of flicker. 

The main sources of flicker are large industrial loads, such as arc furnaces, or smaller loads 
with regular duty cycles, such as welding machines or electric boilers. However, from the 
point of view of power generation, flicker as a result of wind turbines has gained attention in 
recent years. Rapid variations in wind speed produce fluctuating power, which can lead to 
voltage fluctuations at the point of common coupling (PCC), which in turn generate flicker. 
The IEC 61400-21 standard establishes the procedures for measuring and assessing the power 
quality characteristics of grid-connected wind turbines. The section dedicated to flicker pro- 
poses a complex model for calculating the flicker coefficient that characterizes a wind turbine. 
This coefficient must be estimated from the current and voltage time series obtained for differ- 
ent wind conditions. The wind turbine being tested is usually connected to a medium-voltage 
network, having other fluctuating loads that may cause significant voltage fluctuations. In 
addition, the voltage fluctuations imposed by the wind turbine depend on the characteristics 
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of the grid conditions. The most relevant block of the model is responsible for simulating the 
voltage fluctuations on a fictitious grid with no source of flicker other than the wind turbine. 
This chapter is organized in two related sections. The first section deals with the IEC flicker- 
meter. First, the main research enabling modeling of the lamp-eye-brain set is summarized. 
A description of the IEC 61000-4-15 standard follows, as well as a detailed account of a high- 
precision digital implementation of the flickermeter, after which the ability of the IEC flicker- 
meter to assess the actual annoyance produced by flicker in people is critically analyzed. This 
analysis is based on field measurements obtained from analytically generated test signals and 
subjective experimental data obtained from a small group of people. In the second section, the 
IEC flickermeter is used to characterize flicker caused by wind turbines. The section contains 
a detailed description of the part of the IEC-6 1400-21 standard dedicated to flicker, together 
with a critical analysis of the different methods used to solve the fictitious grid. The chap- 
ter concludes by analyzing how the errors in the estimation of the fictitious grid affect the 
calculation of flicker severity. 



2. Measurement of flicker 

2.1 Historical perspective 

Flicker is defined as the variation in the luminosity produced in a light source because of 
fluctuations in the supply voltage. Fig. 1 shows an example of rectangular fluctuation at a 
frequency of 8.8 Hz and an amplitude AV = 0.4 V (i.e., 4r = 40 %), which modulates a mains 
signal of 50 Hz and amplitude V = 1 V. 




Time (s) 
Fig. 1. Example of rectangular fluctuation in voltage supply. 



Variations in luminosity can annoy humans. A flicker measuring device or flickermeter must 
assess the annoyance, or the flicker severity, caused to people exposed to variations in lumi- 
nosity. The measurement of the annoyance caused should be done starting from the supply 
voltage of the light source. 

It is obvious that the annoyance caused is a subjective phenomenon, related to the sensitivity 
of each individual to light fluctuations. In this sense, the measurement of annoyance can 
only be performed on a statistical basis; that is, by carrying out experiments involving a large 
number of people. A flickermeter has to provide an acceptable model of the behavior of the 
lamp-eye-brain set responsible for converting the voltage fluctuations into annoyance. 
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The voltage fluctuations are converted in the lamp into light fluctuations. The response de- 
pends, to a great extent, on its construction, power and nominal voltage. Consequently, in 
order to define the specifications of a fhckermeter, it is necessary to select a suitable reference 
lamp. The analysis of the lamp-eye system requires carrying out statistical studies to enable 
characterization of the behavior of the human eye when exposed to light fluctuations. Lastly, 
the eye-brain set constitutes a complex, nonlinear system, and its neurophysiological study 
also requires a statistical basis. Complex characteristics of the brain, such as its memory ca- 
pacity and its inertia when faced with consecutive variations in luminosity, must be modeled. 
The first research into the behavior of the lamp-eye set was carried out by K. Simons (Simons, 
1917). More detailed studies on the behavior of the lamp-eye set were carried out by P. Ailleret, 
at the end of the 1950s (Ailleret, 1957). These experiments were based on various subjective 
tests on representative groups of people, and they analyzed the behavior of the lamp-eye set 
with various lamp types. They demonstrated that the lamp-eye system has a band-pass- type 
response with maximum sensitivity around 10 Hz for incandescent lamps. This work also 
defined the response of the incandescent lamp under small variations in voltage: 

AL Ay 

t = 7 ^r ' (1) 

where V n represents the root mean square (rms) value of the nominal voltage, L n is its cor- 
responding luminosity and 7 is a proportionality constant. This expression leads to the con- 
clusion that the level of annoyance calculated in flicker measurement must be proportional 
to the relative level of voltage fluctuation. That is, double the amplitude of voltage fluctua- 
tion corresponds to double the amplitude of luminosity fluctuation and, therefore, double the 
annoyance. 

In a second experiment, P. Ailleret related the annoyance to the amplitude of the fluctuation 
and its duration. The results demonstrated that the annoyance depends on the product of two 
factors, the duration and square of the amplitude, according to the following expression: 

Annoyance = f(L 2 • t) , (2) 

where L represents the fluctuation amplitude and t the duration. 

That is, a continuous variation in luminosity with a specific voltage amplitude and frequency, 

during a particular interval, provokes the same annoyance as three-quarters of the interval 

without fluctuation and a quarter of the interval with double the amplitude. 

Finally, P. Ailleret studied the combination of annoyance provoked by light fluctuations with 

different frequencies. He demonstrated that the combination of the amplitudes follows a 

quadratic law. If the annoyance at frequency f\ has equivalent amplitude, L\, at 20 Hz, and 

at another frequency fi it has equivalent amplitude Li, the overall effect of the combined 

presence of the two frequencies is given by: 



AL = ^AL\ + AL\ (3) 

In parallel with the previous works, H. de Lange considered that the ambient luminosity is 
an important factor in the evaluation of the annoyance and characterized the response of the 
human eye by taking into account the influence of the illumination level of the retina. Fig. 2 
shows the relation between the amplitude of the luminous fluctuation and the average ambi- 
ent luminosity against frequency, at the perceptibility threshold (de Lange, 1961) for an incan- 
descent lamp. The variation of this relationship with frequency is provided on a logarithmic 
scale for different illuminations of the retina. From the figure, it can be deduced that for high 
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levels of illumination, the frequency response of the optical system behaves as a band-pass fil- 
ter, with a maximum sensitivity at a frequency of 8.8 Hz, making it the reference of sensitivity 
for human visual perception of flicker. 



^ 







30 40 50 



5 10 

Frequency (Hz) 

Fig. 2. Frequency characteristics of the human optical system at the threshold of perception 
for different illumination levels. Source: (de Lange, 1952). 



Once the lamp-eye set had been studied, to complete the model of perception, it was essential 
to analyze the behavior of the eye-brain system. During the 1970s, a series of experiments were 
conducted, aimed at mathematical modeling of the neurophysiological processes caused by 
light fluctuations. 

The first such research, undertaken by C. Rashbass, obtained the lowest intensity at which the 
rectangular changes of luminance of a specific duration are perceptible (Rashbass, 1970). The 
results demonstrated that the relative intensity decreases with increasing flash duration, with 
a minimum at 64 ms, supporting the band-pass characteristic postulated by H. de Lange and 
Ailleret. 

In the second study, C. Rashbass combined two flashes of the same duration but with inten- 
sities that were not necessarily the same. The results demonstrated that the response to any 
combination of two intensities obeyed a quadratic law, which could be modeled using three 
elements: 

a. a band-pass filter coinciding with the one previously used by H. de Lange to model eye 
behavior; 

b. a second element reproducing the quadratic response of the system, which is modeled 
using a squaring circuit; and 

c. a third element to model the effect of the brain's memory using a first-order band-pass 
filter and a time constant between 150 and 250 ms 1 . 

Fig. 3 shows the analog model of the eye-brain set produced from Rashbass' experiments. This 
model constitutes the nucleus of the current specification of the IEC flickermeter (IEC-61000- 
4-15, 2003; IEC-868, 1986). 



1 This constant was definitively fixed at 300 ms starting from the studies of Koenderink and Van Doom 
(Koenderink & van Doom, 1974). 
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Fig. 3. Model of visual perception (eye-brain set) based on studies by H. de Lange and C. 
Rashbass. Source: (UIE, 1992). 



2.2 Description of the IEC flickermeter 

At the end of the 1970s, the UIE 2 perturbations working group started to prepare a specifi- 
cation for the measurement of flicker that was universally accepted. The first results of this 
work were presented to the international community at the 1984 UIE congresses (Nevries, 
1984). The definitive version was standardized in 1986 through the IEC 868 standard (IEC- 
868, 1986), which provided the functional and design specifications of a flicker measuring 
device. Currently, the standard containing the specifications of the flickermeter is IEC 61000- 
4-15 (IEC-61000-4-15, 2003). 

Fig. 4 shows the block diagram defined by IEC 61000-4-15. The simulation of the response 
of the lamp-eye-brain system is carried out in the first four blocks, based on the physiolog- 
ical experiments described previously. In addition, the standard requires integration of the 
sensation experienced by the observer during a specific period in a single value. Block 5 is 
responsible for this, through a statistical evaluation of the output from block 4. 
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Fig. 4. Block diagram of the flickermeter specified in the IEC 61000-4-15 standard. 

Next, a brief description is given of each block shown in Fig. 4 for 50 Hz systems. The main 
characteristics of a high-precision digital implementation developed as a reference for the 
results found in the rest of this chapter are described in the following sections. 

2.2.1 Block 1 : Input voltage adaptor 

Given that the flicker measurement must be made from the relative fluctuations in voltage, 
expressed in percentages, it is necessary to guarantee the independence of the input voltage 
measurement. In this block, the input is scaled with respect to its average value. This op- 
eration can be done through automatic adjustment of the gain at the rms value of the input 
voltage, with a constant time of 1 min. 



• International Union for Electrical Applications. 
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In our reference implementation, the input signal is scaled to an internal reference value pro- 
portional to the 1 min rms value, using a half-cycle sliding window. 

2.2.2 Block 2: Quadratic demodulator 

Voltage fluctuations normally appear as a modulation in amplitude of the fundamental com- 
ponent. Thus, the input to block 2 can be understood as a modulated signal with a sinusoidal 
carrier of 50 Hz. Block 2 is responsible for carrying out the quadratic demodulation of the 
input. 

The light source chosen by IEC as reference for the construction of the flickermeter is an in- 
candescent lamp filled with inert gas with a spiral tungsten filament and a nominal power of 
60 W at 230 V for 50 Hz systems, and 120 V for 60 Hz systems. 

The processing required by this block is simply to square the samples from the signal obtained 
in block 1. This operation generates a signal containing frequency components corresponding 
to the fluctuation in luminosity and other frequencies that have to be suitably eliminated. 

2.2.3 Block 3: Demodulation and weighting filters 

To select the frequency components that generate flicker from the output of block 2, it is nec- 
essary to suppress the continuous and 100 Hz components generated in the demodulation 
process. This is done through the demodulation filters, which consist of the cascade connec- 
tion of: 

a. a first-order high-pass filter with a cutoff frequency of 0.05 Hz; and 

b. a sixth-order low-pass Butterworth filter with a cutoff frequency of 35 Hz, which intro- 
duces an attenuation of 55 dB at 100 Hz. 

The human eye has a selective, frequency-dependent behavior toward variations in luminos- 
ity. For this reason, the second stage of filtering consists of a weighted band-pass filter that 
follows the frequency response of the lamp-eye set. This filter is based on the threshold curve 
of perceptibility obtained experimentally by H. de Lange (de Lange, 1952; 1961). The standard 
provides the transfer function in the continuous domain of this filter. With respect to attenua- 
tion, at 100 Hz, this filter adds 37 dB to what has already been achieved using the band-pass 
demodulation. 

Finally, block 3 contains a measurement scale selector that determines the sensitivity of the 
instrument. It modifies the gain depending on the amplitude of the voltage fluctuation to be 
measured. The scales, expressed as the relative changes in voltage, ^(%), for a sinusoidal 
modulation of 8.8 Hz, are 0.5%, 1%, 2%, 5% and 10%, the 20% scale being optional. 
For the discrete implementation of the filters, Infinite Impulse Response (IIR) systems were 
selected. The demodulation filters were designed through the impulsive invariance method, 
and the weighting band-pass filter using bilinear transformation. All the filters were imple- 
mented using the direct-form II transpose. 

The reference flickermeter works with sampling frequencies (f s ) of 1600, 3200, 6400, 12800 and 
25600 sam P es , and demodulation filters were designed for these frequencies. 
Given that the bandwidth of the output signal of the low-pass demodulation was practically 
reduced to 35 Hz, maintaining such high sampling rates is not necessary. For this reason, a 
decimation process is implemented at the output of the low-pass demodulation filter, which 
reduces f s to fp = 800 sam ^ es . This decimation process does not require low-pass filtering, as 
the signal to be decimated is band limited. In this way, the weighting filter designed for fp is 
the same for all the input sampling frequencies. 
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2.2.4 Block 4: Nonlinear variance estimator 

To complete the model of visual perception defined by C. Rashbass, it is necessary to add two 
new functions: the modeling of the nonlinear perception of the eye-brain set and the effect of 
the brain's memory These two functions are introduced using a quadratic multiplier and a 
first-order sliding low-pass filter with a time constant of 300 ms. 

As for the low-pass filter in block 3, this filter has also been designed using the impulsive 
invariance method for 800 sam ^ es , and it was also implemented in the transposed form of the 
direct II form. 

The output of this block represents the instantaneous sensation of flicker. It should be stressed 
that this signal must not be evaluated as an absolute indicator. On the contrary, it must be 
referred to the unit, taking this as the maximum value of the output of this block if the supply 
voltage is modulated by a sinusoidal frequency fluctuation of 8.8 Hz and an amplitude 0.25%, 
corresponding to the threshold of perceptibility. 

2.2.5 Block 5: Statistical evaluation 

Block 5 has the aim of assessing the level of annoyance starting with the values of the instan- 
taneous sensation of flicker that are exceeded during a certain percentage of the observation 
time. It is important to choose a suitable assessment period that is characteristic of the reaction 
of an observer confronted with different types of light fluctuations. Because of the disparity in 
the characteristics of flicker-generating loads, the standard defines two observation periods: 

a. short term, normally fixed at 10 min, during which short-term flicker severity, P s t, is 
assessed; and 

b. long term, usually 2 h, during which long-term flicker severity, P/^, is assessed. 

It should be noted that the annoyance threshold corresponds to P s t = 1. When P st > 1, the 
observer is understood to suffer annoyance; when P s t < 1, the light fluctuations may be per- 
ceivable but not annoying. 

2.2.5.1 Evaluation of short-term flicker severity, P s t 

Because of the random nature of flicker, it must be assumed that the instantaneous sensation 
of flicker may be subject to strong and unpredictable variations. For this reason, not only the 
maximum value reached but also the levels exceeded during specific parts of the observation 
period must be taken into account. Therefore, it seems best to design a method based on 
a statistical evaluation of the instantaneous sensation. The standard specifies a multipoint 
adjustment method according to the following expression: 

Pst = ^k 1 P 1 +k 1 P 1 + ... + k n P n , (4) 

where k n are weighting coefficients and P n are levels corresponding to the percentiles 3 
1, 2, . . . , n of the output of block 4. The values k n and P n were adjusted starting with the 
annoyance threshold curve or P s t = 1 curve, obtained experimentally from a large group of 
people undergoing rectangular light fluctuations at more than one change per minute (cpm). 
The results providing values lower than 5% for all cases were as follows: 



3 Level of instantaneous sensation of flicker that is surpassed during a specific part of a time period. 
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fci = 0.0314 P 1 = P .i 

Po.7 + Pl+PlJ5 
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k 4 = 0.2800 P 4 = P 10s 



3 
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3 
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5 



* 5 = 0.0800 P5-P50s- P30 + ^ + P8 ° (5) 

The index s refers to values or averages, and Pq.i is the value of the instantaneous sensation of 
flicker exceeded during 0.1% of the observation time. 

For implementation of this block, the standard specifies sampling the output of block 4 at 
a constant frequency of 50 Hz or above. The statistical analysis starts by subdividing the 
amplitude of the output of block 4 into an appropriate number of classes. For each sample, the 
counter of the corresponding class increases by one. Using the classified samples, at the end 
of the observation period, the curve of accumulated probability of the instantaneous sensation 
of flicker, which provides the appropriate percentiles, is obtained. Nevertheless, it should be 
taken into account that the classification introduces errors, basically because of the number of 
classes utilized and the resolution of the accumulated probability function within the range of 
values corresponding to each class. 

In the reference flickermeter, the classification is not carried out, but the accumulated proba- 
bilities are calculated starting with all the stored samples of the output of block 4 during the 
10 min evaluation of P s t. This procedure provides total precision in the measurement of P s t, 
given that the errors derived from the classification of the samples are avoided. 

2.2.5.2 Evaluation of long-term flicker severity, Fi t 

The method for calculating P\ t is based on the cubic geometric average of the 12 values of P s t 
in a period of 2 h, according to the expression: 



Pu 



N 



r,tn t ,i (6) 



12 iU 



2.3 A deep review of the annoyance assessment by the IEC flickermeter 

Over the last 25 years a very few studies have reported doubts about the goodness of the IEC 
flickermeter 's annoyance assessment. The main problems described are related to the accu- 
racy requirements specified by the standard. In this sense, it has been reported that different 
flickermeters, all compliant with IEC 61000-4-15, report different P s t values for the same in- 
put signal (Key et al., 1999; Szlosek et al., 2003). These deviations are a result of the limited 
number of accuracy requirements specified by the standard (WG2CIGRE, 2004). They should 
be solved with the new edition of the standard, planned for 2010, which includes a higher 
number of accuracy requirements. Other studies have analyzed the nonlinear behavior of the 
IEC flickermeter when subject to rectangular voltage fluctuations (Ruiz et al., 2007). 
We have analyzed the annoyance assessment performed by the IEC flickermeter by means 
of P s t. We have considered three aspects of the question. Firstly, we analyzed several re- 
ports providing field measurements on domestic lines to study the relation between flicker 
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severity levels and the existence of complaints from the users. Secondly, we studied the be- 
havior of block 5 when the IEC flickermeter was subjected to nonuniform rectangular voltage 
fluctuations. Finally, because it is not easy to find a consistent relationship between the true 
annoyance and flicker severity, we performed some laboratory tests to correlate the values 
provided by the IEC flickermeter and the sensation that was experienced by several people, 
previously trained and qualified. 

2.3.1 Field measurements vs complaints 

Power quality objectives must be based on statistical limits defined by the regulators accord- 
ing to long-term measurements. In the context of the European electricity market, the stan- 
dard EN 50160 specifies the index to be used as the weekly P\ t for 95% of the time, P/^95. 
The objective for this index is a value of Pups < 1. Standard IEC 61000-4-30 also establishes 
that the minimum measurement period should be one week, defining limits for P s t f 99 = 1 and 

%95 = 0-8- 

There have been very few studies contrasting field measurements of flicker and the level of an- 
noyance perceived by people. The work (Arlt et al., 2007) compares the international planning 
levels for flicker in high-voltage networks and the flicker requirements that must be fulfilled 
by customers running flicker-generating equipment. They show that in many cases, the real 
flicker values in high-voltage networks, which are supplying towns with industrial areas, are 
much higher than the planning levels without causing complaints by residential customers 
who are supplied via medium voltage and low voltage from these systems. However, other 
industrial loads that produce P s t levels quite similar to previous examples, but clearly over 
the planning levels, generate complaints by customers and require corrective actions. 
Another study of this issue was elaborated by the joint working group CIGRE C4.07/ CIRED 
and presented in their report (WGC4CIGRe, 2004). This group was formed in 2000 to research 
available power quality measurement data with the intention of recommending a set of in- 
ternationally relevant power quality indices and objectives. One of the sections is, obviously, 
dedicated to the analysis of the flicker indices. In many sites, characterized by strong and 
meshed networks, the actual flicker disturbance is sometimes more than double the planning 
levels without known problems. Some studies suggest as causes of this divergence the con- 
servative character of the objectives defined by the regulatory standards, or the decreasing 
use of incandescent lamps. However, we wanted to study the next hypothesis: that the short- 
term flicker severity assessment made by block 5 of the IEC flickermeter may not be the most 
appropriate way to characterize the annoyance. 

2.3.2 Behavior of block 5 when subject to nonuniform rectangular voltage fluctuations 

The multipoint algorithm for P s t assessment (see Equation 6) was adjusted by the standard 
to provide the flicker severity caused by rectangular voltage fluctuations that remained com- 
pletely uniform throughout the 10 min period. In this section we will analyze the P s t assess- 
ment when the rectangular voltage fluctuation is not homogeneous; that is, when there are 
several voltage fluctuations with different frequencies and amplitudes during the observation 
period. 

Next, we will describe the experiments that we carried out to analyze the behavior of the IEC 
flickermeter when subject to nonuniform rectangular voltage fluctuations. 
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2.3.2.1 Experiment 1 

Fig. 5 shows the type of fluctuation used for this case. During a certain period t\, in seconds, 
we applied to the reference flickermeter a rectangular fluctuation of frequency f\ cpm and 
amplitude A\ = ^- 1 ; that is, the amplitude that would produce P s t = 2 for the frequency 

p st =2 

f\ if it were applied during the complete 10 min period. For the rest of the time up to 10 min, 
the input signal is a 50 Hz sinusoidal without fluctuations. 

I 1 

I J 1 | No fluctuation | 



t l 10 min 

Fig. 5. Outline of the fluctuation used in Experiment 1. 

Because A\ is the fluctuation amplitude that produces P s t = 2 for the frequency f\, the assess- 
ment of the annoyance should not depend on f\ for different values of t\ . Considering Equa- 
tion 2, the diagram of Fig. 5 is equivalent to a fluctuation applied during the whole 10 min 
period, of frequency f\ and amplitude: 

Because the amplitude A\ applied during 10 min produces P s t = 2, the flicker severity value 
corresponding to the situation showed in Fig. 5 should follow: 

(8) 

According to Equation 8, Table 1 provides the theoretical P s t values for the values of t\ used 
in this experiment. 
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ti 
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0.577 
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0.894 
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0.258 
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0.316 
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0.632 
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1.265 
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0.365 
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0.658 


300 


1.414 


30 


0.447 


70 


0.683 


360 


1.549 


35 


0.483 


75 


0.707 


420 


1.673 


40 


0.516 


80 


0.730 


480 


1.789 


45 


0.548 


90 


0.775 


540 


1.897 



Table 1. Theoretical P s t values for Experiment 1. 

Fig. 6 shows the results that were obtained with the IEC reference flickermeter for the values 

of ti compiled in Table 1 and values of f\ from f\ /7n i n to 2400 cpm. The value of /i /7m - n depends 

on t\ and was adjusted to generate a rectangular fluctuation with at least five voltage changes 

during the period t\ . 

The analysis of Fig. 6 reveals three main conclusions, all of them contrary to the expected 

results. 

a. The P s t values depend on the fluctuation frequency, f\, basically up to 800 cpm. 
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Fig. 6. P s ^ values obtained with the reference flickermeter for Experiment 1. 



b. The P S £ values for each t\ show an important deviation from the theoretical values com- 
piled in Table 1. 

c. Additionally, regarding the relation between the annoyance and the duration of the 
fluctuation, it is possible to distinguish abrupt variations in P s t as a function of t\. 

The origin of the discrepancies between the experimental and the expected results for the 
above experiment is located in block 5 of the IEC flickermeter. The multipoint algorithm, 
assessing the P s t by the calculation of the percentiles of the instantaneous flicker sensation, 
provides accurate results when the rectangular fluctuation is applied uniformly during the 
whole period of 10 min. When the fluctuation is not applied in that way, the evolution of the 
percentiles becomes unpredictable, and P s t presents abrupt changes in terms of the duration 
of the fluctuation, t\ . 

2.3.2.2 Experiment 2 

Fig. 7 shows the fluctuations used for this case. During the first 5 min, the amplitude of the 
rectangular fluctuation is A\ and the frequency is fa, whereas for the last 5 min, the amplitude 
is A2 and the frequency is fa. Both A\ and A 2 correspond to the amplitudes that would 
produce P s t = 2 for the frequencies fa and fa respectively if they were applied independently 
during the complete 10 min period. 



/1 



/2 



x 5 min 

Fig. 7. Outline of the fluctuation used in Experiment 2. 



It is obvious that the expected flicker severity value when computing the whole period should 
be P s t = 2, independently of fa and fa. Fig. 8 shows the percentage of the P s t deviation from 
the theoretical value of 2 for fa = 1, 2, 3, 5, 7, 10 and 20 cpm and a range of fi from 30 to 
2400 cpm. 

The deviations become quite important for small values of f\ and large values of fa For 
/l = 1 cpm and fa = 1000 cpm, the deviation is 22%. This means that the IEC flickermeter 
does not compute the annoyance properly when the rectangular fluctuations consist of two 
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Fig. 8. P s t deviations calculated with the reference flickermeter for Experiment 2. 



frequencies during the 10 min period. The origin of this error is located in the multipoint 
algorithm that is implemented in block 5. 

2.3.2.3 Experiments 

In this experiment, we worked with rectangular voltage fluctuations following the diagram 
outlined in Fig. 9. The fluctuation frequency, f, is the same for the 10 min period. During the 
first 5 min, t\, the fluctuation amplitude is A\, and A^ for the rest of the time, ^- Both A\ and 
A2 correspond to the amplitude of the fluctuations that would produce P s t x and P s t 2 for the 
complete 10 min period, respectively. 



f 



A 2 

f 



± 5 min 

Fig. 9. Outline of the fluctuation used in Experiment 3. 



The annoyance produced by a 5 min fluctuation of frequency / and amplitude A\ is equivalent 
to the annoyance produced by a 10 min fluctuation of the same frequency and amplitude 

Aie — A\ • J \. In the same way, the annoyance corresponding to the last 5 min is equivalent 
to the annoyance produced by a 10 min fluctuation of frequency / and amplitude A^ e = 



A2 • J \. By applying the amplitude quadratic composition of Equation 3, the fluctuation 
equivalent amplitude would be: 



A 



■eq - V A le + A 2e \l 2 



A\ + A\ 



(9) 



and therefore the equivalent flicker severity for the complete 10 min period would be: 



Pst ea 



pk+ p k 



(10) 



independently of the fluctuation frequency, f. 
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We carried out simulations for values of A\ and A 2 corresponding to the values of P S f 1 and 
P s t 2 compiled in Table 2 and for a range of the fluctuation frequency, f, from 1 to 2400 cpm. 
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^185 = 4.301 



Table 2. Values of the total P s t for different combinations of P s u and P< 
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Fig. 10 shows the results of this experiment. Each curve of the figure reveals that the total P s t 
value depends on the fluctuation frequency in the interval from 1 to approximately 200 cpm. 
Additionally, the P s t values are always far from the expected ones, detailed in Table 2. In 
general, all the results are closer to the P s t 2 value, although for 50% of the time, the fluctuation 
amplitude corresponds to P s ^ . Once again, the reason for this behavior is located in Block 5 
of the IEC flickermeter. 
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Fig. 10. P s t values obtained with the reference flickermeter for Experiment 3. 



2.3.3 Laboratory subjective experiments using field registers 

To quantify the relationship between P s t and the true annoyance perceived by people, we 
performed some laboratory tests using actual registered signals that were applied to a group 
of 11 people. These experiments do not try to be statistically significant but are intended to 
point out an agreement or discrepancy with the measurements carried out by the IEC flick- 
ermeter. The experiment consisted of two main tasks, training and assessment, based on a 
digital-to-analog conversion system that reproduced very accurately the voltage fluctuations 
corresponding to analytical signals or to field-registered signals. 

Fig. 11 shows the physical layout of the laboratory. The luminance conditions were quite sim- 
ilar to those used for the characterization and specification of the IEC flickermeter (Cornfield, 
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1988). Those experiments were performed by using incandescent lamps of 60 W and a lumi- 
nance of 125 lx. We used the same type of lamp, covered by a light diffuser that generates an 
average luminance of 125 lx over the table where the subjects spent most of the time during 
the experiments reading newspapers that were laid flat on the desk in front of them. 




Fig. 11. The subjective experiments laboratory during the performance of the tests. 



The main purpose of these experiments was to create a group of people with the ability to 
quantify the annoyance when subjected to light fluctuations produced by actual voltage sig- 
nals. To achieve that objective, it was first necessary to perform a training task so that the 11 
subjects could identify a numeric level of annoyance in particular light fluctuations. 
The training task was carried out using rectangular voltage fluctuations, generated analyt- 
ically by the reproduction system. The frequencies of the fluctuations were 1, 10, 100 and 
1000 cpm with amplitudes corresponding to P s t = 0.5, 1, 1.5, 2, 2.5 and 3. 
Originally, the assessment task was designed to evaluate a single value of annoyance for a 
10 min period. This objective was not fulfilled because all the subjects reported the impossi- 
bility of averaging the annoyance over such a long period. Because of that, the assessment 
period was redefined to 1 min, maintaining the 10 min period for the complete duration of 
each test. We selected eight windows of 10 min from the field registers. The selection was 
carried out in terms of the P s t values and the distribution of the annoyance during the 10 min. 
The results obtained during the laboratory subjective experiments are presented in Fig. 12. 
Each figure corresponds to a 10 min interval and shows, by using circles as the plot sym- 
bols, the average of the annoyance assessed by the 11 subjects for each minute and the flicker 
severity calculated by the IEC flickermeter with a short-term period of 1 min, P s t,lmin- The 
solid lines in the figures show the flicker severity assessed by the IEC flickermeter for the 
usual short-term period of 10 min, Pio,mm/ an d the subjective annoyance for the 10 min pe- 
riod, calculated by applying Ailleret's quadratic laws (see Equations 2 and 3) to the 1 min 
average values evaluated by the 11 subjects. The graphics have been organized for increasing 
P s t values, from P st = 0.9 in case of Test 1 to P s t = 3.8 in case of Test 8. The distribution along 
the interval of the P s t,imin values is quite regular for the tests 1, 2, 3 and 5. However, the rest 
of the tests show sudden changes for the Pst^min values. 

The figures demonstrate that the P s t,\min values were clearly larger than the subjective annoy- 
ance for the eight tests. Moreover, P s t,i$min is quite dependent on the largest P s t,imin values. 
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This fact produces, for all the flicker levels, the important difference between the P s t,iOmin an d 
the average of the 10 min subjective annoyance. This difference becomes more important 
when the annoyance during the 10 min period is not uniform. 

As a summary, in realistic conditions, when the voltage fluctuations are not uniform but have 
varying frequency and amplitude, the multipoint algorithm does not assess the true flicker 
annoyance precisely. 

We think it is not possible to obtain a correct assessment by using a method based on the 
percentiles of the output of block 4. Another relevant conclusion refers to the observation 
period used for the calculation of the P s t. The standard established this time considering the 
duty cycles of the loads generating flicker. Our experiments proved that the human optical 
system does not average properly the annoyance caused by nonuniform fluctuations during 
the 10 min period. An alternative short-term period could be obtained from studies related 
to the assessment of the flicker annoyance by the people. From this perspective, our work 
suggests a short-term period of 1 min approximately. 

3. Measurement of flicker in grid-connected wind turbines 

3.1 Introduction. IEC 61400-21 Standard 

Wind energy can be considered the source of a series of perturbations that alter the ideal 
form of the voltage signal at the common connection point. This is because of the relation 
between the wind speed and the power generated by the wind system, as well as the technical 
characteristics of the turbine itself. 

Among the perturbations generated by the wind turbines, the fluctuations in voltage (Acker- 
man, 2005) are the most notable. These fluctuations in voltage and the associated flicker are 
linked to the connection and disconnection operations; the tower shadow effect; errors in the 
angle of incidence of the sail; yaw errors; wind shears and slight fluctuations in the wind. 
The definitions, rules and procedures for the characterization of waveform quality in a wind 
turbine connected to the grid are defined by IEC 61400-21 (IEC-61400-21, 2001). This standard 
aims to define and specify the magnitudes that need to be determined to characterize wave 
quality; the measurement procedures to quantify the characteristics; and the procedures to 
assess the fulfillment of supply quality requirements. 

The application framework of the standard is focused on individual wind turbines connected 
to the grid at medium or high voltage, that can regulate to a sufficient extent the active and 
reactive power. 

With respect to the measurement of flicker, the standard requires that the wind turbine be 
characterized for the following situations: 

a. Continuous operation: the specifications establish a processing and statistical evalua- 
tion scheme to obtain the flicker coefficients defining the wind turbine being studied. 
The phase-to-neutral voltage and the line current, u m (t) and i m (t), need to be processed 
for at least 10 registers of 10 min duration for each wind velocity between the cut-in of 
the wind turbine and 15 y . 

b. Switching operations: the specifications establish an alternative processing and statis- 
tical evaluation scheme to assess the consequences of the start-up and shut-down ma- 
neuvers of the wind turbine. In this case, signals u m (t) and i m (t) need to be processed 
during these connection operations. 

For both the continuous operation and the switching operations, the specifications establish 
a model to make the results independent of the characteristics and conditions of the grid to 
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which the wind turbine is connected. This model is based on a fictitious grid that enables 
evaluation of voltage fluctuations caused exclusively by the wind turbine. 
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Fig. 13. Fictitious grid used to define Uf{ c (t) for flicker measurements in wind turbines. 

The fictitious grid is shown in Fig. 13. The turbine is represented by a current generator 
with a value of i m (t) (phase current of the turbine), and the grid to which it is connected is 
represented by the equivalent Thevenin, which is made up of the following components. 

a. An ideal voltage supply Uo(t), neutral-phase voltage with no fluctuation: 



(11) 



M o(0 = V ^U n sm(oL m (t)) , 



where U n is the rms nominal voltage, oc m (t ) is the instantaneous phase of the fundamen- 
tal component of the voltage and u m (t) is the phase-to-neutral voltage, measured in the 
turbine's terminals. 

b. A fictitious impedance composed of the values Rfj c and Lf ic . The standard specifies 
angles of 30°, 50°, 70° and 85° for this grid impedance. 

With this model, the fluctuations in voltage resulting from the turbine will be represented by 
the fictitious voltage fluctuations obtained using the following expression. 



Ufic(t) = «o(0 + Rfic ' im{t) + LfU 



di m (t) 
dt 



(12) 



The flicker measurement procedure established in the IEC 61000-4-15 standard is applied to 
this fictitious voltage, the first step being the calculation of its P S f. The value of Uj ic (i) de- 
termines the value of P s t. The main error source in the calculation of Ufj c (t) appears because 
Wq(0 is obtained from u m (t). For this reason, the different techniques for obtaining Uo(t) are 
described next. 



3.2 Techniques for estimation of u (t) 

The voltage Uq (t) must be composed only of the fundamental component of the voltage in the 
terminals of the turbine, u m (t), suitably scaled. The estimation of Uo(t) requires two opera- 
tions: 

a. Calculation of the instantaneous phase of the fundamental component of u m (t). 

b. Adjustment of the amplitude of Mrj(0 i n agreement with the nominal voltage of the 
turbine, U n . 
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A small error in the estimation of the phase of the fundamental component of u m (t) can gen- 
erate important changes in Uj ic (i) that significantly affect the P s t value calculated (Gutierrez 
etal.,2008). 

To calculate the instantaneous phase of the fundamental component of u m (t), it is important 
to understand that this signal is limited in band and that most of its power is concentrated 
around its fundamental component of frequency, which is equal or very close to 50 Hz. Under 
this hypothesis, four techniques for obtaining the instantaneous phase of u m (t) are described 
next. 

3.2.1 Techniques for calculating the instantaneous phase of u m (t) 
3.2.1.1 Zero-Crossing Method 

The estimation of the frequency of the power system using the zero-crossing technique has 
been well known for a long time (Lee & Devaney, 1994). Starting with the frequency or period 
of each cycle of u m (t), constructing the instantaneous phase of the signal u m (t) is straightfor- 
ward. 

Working in the discrete domain, the algorithm searches for the positions of the contiguous 
samples oiu m (t) that mark a transition of values from positive to negative. To achieve a more 
precise approximation to the zero-crossing point, a linear interpolation between the points of 
the transition is used, as is shown in Fig. 14. 




time 



Fig. 14. The zero-crossing scheme. 



The fraction of the sampling period that places the zero-crossing can be obtained from the 
following expression: 

A " = r^Y 2 (13) 

Knowing the number and the fraction of the samples that make up a period, reconstruction 
of the instantaneous phase of the fundamental component is done, sharing the 2zr radians 
uniformly for each sampling instant. 



3.2.1.2 Hilbert Transform 

If u m (t) is considered to be a band-pass signal, the estimation of the instantaneous phase of its 
fundamental component can be approached using the Hilbert transform (Gabor, 1946). In the 
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context of signal processing and communications, the analytical representation of real signals 
facilitates some mathematical manipulations of the signal (Oppenheim & Shafer, 1999; Proakis 
& Manolakis, 2006). Given a band-pass signal, u m (t), it is possible to obtain the positive ana- 
lytical signal corresponding to u m (t) in terms of its Hilbert transform with the composition: 

U m+ (t)=U m (t)+ ]U m (t) , (14) 

where u m (t) represents the Hilbert transform of u m (t). 

Starting from the analytical representation, the instantaneous phase of the signal can be ob- 
tained as: 

oc m (t) = arg{w m+ (f)} (15) 

3.2.1.3 Short Time Fourier Transform (STFT) 

To obtain the instantaneous phase of u m (t), a spectral estimation technique such as the short- 
time Fourier transform that is very widely applied in digital signal processing can be used. 
Basically, it consists in windowing the signal u m (t) and calculating the fundamental compo- 
nent at 50 Hz using the DFT (discrete Fourier transform) of the windowed signal. The win- 
dow duration establishes the trade-off between time and frequency resolution. The minimum 
window necessary to characterize the fundamental component correctly is of 1 cycle and the 
maximum corresponds to the 10 min of u m (t). 

When using 1 cycle windows, a very high time resolution can be achieved, and if advancing 
the window sample by sample, the apparition of sudden phase changes can be minimized. 
This method implies a large computational load and has a large associated spectral leakage, 
so it is possible that interharmonic components present in u m (t) close to the fundamental 
component distort the phase estimation. To improve the precision in these cases, spectral 
leakage can be reduced by increasing window length. In the extreme case of using a 10 min 
window, the frequency resolution between two points of the DFT would be 1.6 mHz, but a 
single average value of the phase of the fundamental component would be obtained. This 
means that the instantaneous phase of u m (t) is not followed; instead, its average value over 
10 min is obtained. 

3.2.1.4 Digital Phase-Locked Loop (DPLL) 

A DPLL is based on the fundamentals of analogue systems that enable the synchronization 

of the reference signal generated by an oscillator, and with a specific input signal in both 

frequency and phase. 

The working principle of a PLL is based on a feedback loop that can lock two waveforms in 

frequency and phase. The block diagram of the PLL is composed of three basic functional 

blocks: Phase Detector, Loop Filter+ Amplifier and Voltage Controlled Oscillator (VCO). A 

block diagram of the PLL system is shown in the figure. 

The PLL system generates a reference signal in phase with the fundamental component of 

u m (t), but it does not have a constant amplitude as required by Uo(t). Therefore, it is necessary 

to complement the PLL system with an automatic gain control (AGC) at the VCO output, as 

shown in Fig. 15. 

The loop filter output generates small phase errors in stationary working conditions all the 

time; therefore, the model's closed-loop transfer function can be linearized and its discrete 

implementation simplified through a DPLL system. 

If the measured voltage, u m (t), was a single component at 50 Hz with variable amplitude, 
any one of the four aforementioned methods would enable the calculation of the voltage u$(t) 
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Fig. 15. The phase-locked loop scheme. 



practically without error. However, the signal u m (i) can contain harmonic and interharmonic 
components, and its fundamental component may not be exactly 50 Hz. In this case, errors 
will be produced in the estimation of Uo(t) that depend on the technique used. To minimize 
these errors, the u m (t) signal can be filtered using a very narrow band-pass filter that only 
selects its fundamental component. Given that this filtering step is critical from the precision 
viewpoint, it will be analyzed in more detail in the next subsection. 

3.2.2 Filtering of the fundamental component of u m (t) 

When a signal has very narrow band interference, the traditional method of eliminating it 
consists in filtering the signal using a notch filter. Our case is the inverse, given that the objec- 
tive is the fundamental component of the signal u m (t). Working in a discrete domain, a very 
narrow band-pass filter needs to be designed around the discrete pulsation corresponding to 

the fundamental frequency Qq = 2ny- with /q = 50 Hz. 

In this section, the narrow band-pass filter design is analyzed first through an adaptive scheme 
based on the LMS 4 algorithm. This design enables the fundamental component at 50 Hz to 
be obtained without distortion and without any delay at the output with respect to the input. 
Nevertheless, when the fundamental component is at a frequency close to, but not exactly 
50 Hz, the response of the filter is delayed a few samples with respect to the fundamental 
component of u m (t). This delay causes an error when calculating the P s t of Ufj c (t). To solve 
this problem, a zero-phase IIR filter implementation is used. 

3.2.2.1 Adaptive Design of a Narrow Band Pass Filter 

The adaptive interference canceller is a classical application of the adaptive filter, 
LMS (Widrow & Stearns, 1985). It is designed to eliminate an undesired sinusoidal inter- 
ference. In reality, it implements a notch filter with the advantages of offering easy control of 
bandwidth and capacity to adaptively follow the frequency and phase of the interference. The 
Fig. 16 shows a discrete implementation of the adaptive interference canceller. 
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The transfer function of this output scheme e[n] with respect to u m [n] is given by: 

( , = _E(zl_ z 2 -2zcos(Q ) + l 

n } U m (z) z 2 -2(l-}iC 2 )zcos(n ) + l-}iC 2 { } 

It can be observed that this function does not depend on the phase of the reference sig- 
nal, and that the amplitude of the reference signal, C, and the step-size of the algorithm 
LMS, ]i, are interchangeable values given that H\(z) only depends on the product f/C 2 . The 
frequency response of H\(z) corresponds to a notch filter with a 3 dB bandwidth BW = 

l]iC 2 rad = f -^- Hz. 

In the same scheme, if the transfer function of the adaptive filter output, y[n], is calculated 

with respect to the input, u m [n], the following expression is obtained: 

U m (z) U m (z) 

2 zcos(Qo) — 1 

H ' z 2 - 2(1 - j wC 2 )zcos(Q ) + 1 - ffC 2 ( ) 

The frequency response H(Ci) corresponds to a narrow band-pass filter that enables obtaining 
the fundamental component of u m [n] . When working with C = 1, f s = 3200 and ]i = 0.0003, a 
bandwidth of approximately 0.3 Hz is found around the 50 Hz component. The Fig. 17 shows 

the module and the phase delay tv(Q) = ^ ' of (1 — }iC 2 )Hi (CI) and H(C1) scaling the axis 
of frequency in Hz. 

The main problem of H(z) in obtaining the fundamental component of u m [n] centers on the 
abrupt behaviour of the phase delay around 50 Hz. If the fundamental component of u m [n] 
were of 50.05 Hz, the output of H(z) would be displaced with respect to the input by three 
samples. This causes an appreciable error in the P s t of Uf ic (t). To solve this problem, the 
Anticausal Zero-Phase Filter Implementation can be used. 

3.2.2.2 Anticausal Zero-Phase Filter Implementation 

For IIR filters, such as H(z), the phase distortion is usually highly nonlinear. To eliminate 
phase distortion, anticausal zero-phase filter implementation can be used. Consider the pro- 
cessing scheme in Fig. 18. 

After filtering in the forward direction, the filtered sequence is reversed and run it back 
through the filter. The result has exactly zero-phase distortion. In fact, in the frequency 
domain, Y(C1) = U m (Q) ■ |H(Q)| . The magnitude is the square of the filter's magnitude 
response, and the filter order is double the order of H(z). 

This implementation can only be used in cases such as ours, in which u m [n] is a finite duration 
signal known before being filtered. From the signal obtained, y[n], it is necessary to eliminate 
the transitory at both its ends. 

3.3 Results 

3.3.1 Results Using Test Signals 

A comparison was made of different methods of estimation of uo(t) under the same test sig- 
nals. To do this, analytical signals were defined corresponding to i m (t) and u m (t). Moreover, 
the nominal working conditions of the wind turbine defining the parameters making up the 
fictitious grid were established: 



386 



Advances in Measurement Systems 



Frequency (Hz) 
\3L ) module of the notch filter frequency response 



Frequency (Hz) 

(C ) phase delay of the notch filter. 




Frequency (Hz) 

(D ) module of the band-pass filter frequency response. 




Frequency (Hz) 

(CI j phase delay of the band-pass filter. 



Fig. 17. Frequency responses of the notch and band-pass filters. 
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Fig. 18. The anticausal zero-phase filter scheme. 



Parameters of the wind turbine. 

The characteristic parameters of the wind turbine affect the fictitious grid and the waveforms 
of the test signals. In this sense, a turbine with a rated apparent power of S n = 600 kVA and 
nominal voltage of U n = 690 V were considered. Furthermore, a ratio between the short- 
circuit apparent power of the fictitious grid, S^fzc an d S n of 20 and a grid angle xp^ = 85° was 
considered. 

Test voltage, u m (t) 

To model an analytical voltage at the terminals of the wind turbine, u m (t), near real conditions, 
different studies into the measurement of perturbations produced by wind turbines (Sorensen, 
2001; Vilar et al., 2003) were analyzed and a test voltage was configured according to the 
following analytical expression. 



u m (t) = ^lU n cos(2nfot + 2n^sm(2nfrt)) + yJlU n f^a i cos(2nf i t) 



(18) 



i=\ 
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In this way, the test voltage is made up of a fundamental component of frequency fo that 
undergoes a sinusoidal variation with a rate fr=-^^ and a range Af =0.2 Hz. Furthermore, 
N frequency components of amplitude a z - and frequency f\ were added including, 3 rd , 5 th , 7 th , 
9 th and 11^ harmonic components of /q with Uj = 0.5% of the fundamental's amplitude and, 
the interharmonic components from 40 to 60 Hz, with 1 Hz separation and with amplitudes 
ai = 0.1% of the fundamental's amplitude. 

Test current, i m (t) 

From the same bibliographic analysis used for u m (t), a test current was configured and de- 
rived from the following expression: 

M 

i m {t) = Vll n cos (2nf t + Irz^j- sm(2nf r t) + cc iu ) + Vll n £ b k cos(2rcf k t) (19) 

fc=i 

The configuration of the fundamental component is identical to the u m (£) case, except for the 
inclusion of phase oc\ u . This is calculated after considering a power factor of 0.95. In this 
case, M interharmonic components different from those of u m (t) were added including the 
yd f 5 th f 7 th f 9 th and n th harmonic components of f with b k = 1.5% of the fundamental's 
amplitude; the 20^, 21 f/z , 22^, 23^, 24 th and 25 th harmonic components of f with b k = 1.75% 
of the fundamental's amplitude and, the interharmonic components from 1025 to 1225 Hz, 
with 50 Hz separation and with amplitude b k = 1.75% of the fundamental's amplitude. 

Results 

Starting from the test signals and the wind turbine parameters, the theoretical Ufj c (t) and the 
P s t produced were calculated, giving a value of P s t,fic ref = 0-536 for a fundamental frequency 
/o = 50 Hz and P s tji Cref = 0.535 for a frequency /q = 50.05 Hz. This value is taken as the 
reference for the comparison of all of the methods of estimation of Uo(t) described previously. 
On the other hand, starting from the same test signals and wind turbine data, a different Wo(0 
was estimated for each method described, and the corresponding Ufj c (t) and their P s t were 
calculated. Tables 3 and 4 show the results for each method in relation to the reference values. 
In all cases, a sampling frequency of f s = 3200 ™ was used. Both tables give details about the 
value of P s t,fic est obtained for the Ufi c (t) calculated from the estimation of uo(t), as well as the 
error with respect to the theoretical reference value. 

Table 3 corresponds to the phase estimation techniques without filtering u m (i), whereas ta- 
ble 4 shows the results for the methods that use a band-pass filter before estimating the phase. 

50 Hz 50.05 Hz 

Method P stfiCest Error (%) a P stfiCest Error (%) 2 



Zero-Crossing 


0.548 


2.24 


0.547 


2.24 


Hilbert Transform 


0.553 


3.12 


0.552 


3.12 


STFT 1 cycle 


0.556 


3.78 


0.555 


3.66 


DFT 10 min 


0.546 


1.78 


0.651 


21.70 


PLL 


0.592 


10.42 


0.585 


9.21 



1 Percentage deviation from P s tji c f = 0.536 

2 Percentage deviation from P s tji c f = 0.535 

Table 3. Simulated results for analytical signals by non-filtering methods. 
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50 Hz 50.05 Hz 

Method P stfiCest Error (%) * P stfiCest Error (%) 2 



LMS+ 

Zero-Crossing 

Zero-Phase filter + 

Zero-Crossing 



0.537 0.22 0.564 5.36 

0.536 0.00 0.535 0.00 



1 Percentage deviation from P s t,fic ref = 0.536 



lc ref 
ref 

Table 4. Simulated results for analytical signals by band-pass filtering methods. 



2 Percentage deviation from P s t,fic ref = 0.535 



It can be observed that the phase estimation of u m (t) is affected by the presence of interhar- 
monic content, which causes errors in the calculation of P s t,fic est • These errors are appreciable 
in the techniques that do not eliminate those components through filtering (less than 3.5% in 
the zero-crossing case and Hilbert and reaching 4% and 10% in the STFT and PLL cases, re- 
spectively). However, most of these techniques are not substantially affected by the deviation 
of the fundamental frequency /q. Most of them provide values quite similar for both frequen- 
cies, expect in the case of DFT with 10 min window that provides an error over the 21% when 
the fundamental frequency corresponds to 50.05 Hz. Moreover, it can be seen that the phase 
estimation using zero-crossing or Hilbert provides practically identical results in all cases. 
Table 4 shows how the errors in the estimation of Wrj(0 are drastically reduced by applying 
a narrow band-pass filter. Nevertheless, the deviation in /q = 50.05 Hz produces important 
errors (more than 5%) as a result of the nonlinear phase of the narrow band filter. Once again, it 
can be observed that there are no differences between the zero-crossing and Hilbert methods, 
although the signal was previously filtered. The problem of the nonlinear phase can be solved 
by applying a band-pass filtering using a zero-phase IIR filter, thus obtaining a very precise 
estimation of Uo(t) and leaving the errors in P st practically nil. 

3.3.2 Results using real signals 

To finalize the study, a comparison of the most relevant techniques brought to light in the 
previous analysis was carried out using the signals from the real registers. To achieve this, 
several measurements were performed on two different wind turbines 5 . The first corresponds 
to a machine with a double speed asynchronous generation system (4 and 6 poles); fixed sail 
passage and a fixed generator velocity; nominal power of 600 kW and nominal voltage of 
690 V. The second machine has a four-pole, synchronous generation system and electronic 
power control; variable sail passage and variable generator velocity, and provides a nominal 
power of 800 kW and a nominal voltage of 1000 V. 

A total of three-phase 45 registers were taken of voltage, current and wind velocity with a 
duration of 10 min in the first machine and 25 registers in the second. These registers were 
used for the comparison of the four most relevant methods for estimation of Uq (t) through the 
calculation of the P s t of the Ufj c (t). The techniques employed for the comparison of the real 
registers were zero-crossing, STFT with a 1 cycle window, zero-crossing after narrow band 
filtering using LMS and zero-crossing after filtering using a zero-phase filter. For comparison 



5 The authors would like to thank SOTAVENTO GALICIA S A. (Spain) for making the signals available 
free of charge for the purpose of this work. 
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purposes, the values of P s t obtained with the zero-crossing method after filtering using a zero- 
phase filter were used as reference. 

Fig. 19 shows the results for the first machine. This figure shows the percentage deviation in 
the P s t for each register corresponding to the different techniques selected with respect to the 
reference value, as a function of the corresponding mean power of each 10 min register. 
It can be observed that the average percentage of deviation is not excessive at less than 2%, 
when techniques without filtering are used. However, on filtering the fundamental compo- 
nent of u m (t) using a narrow band-pass filter, LMS, the average percentage of variation is 
greater than 5%, and even in numerous cases over 10%. This is the result of the variability of 
the fundamental component /q of u m (t) in the generation of the first machine. In these cases, 
the application of a nonlinear filtering of phase causes errors in the estimation of the phase of 
Um(t), which affect the formation of Ufj c (t) and thus the calculation of the P s t. 



Power (kW) 
\3l) Zero-crossing method. 



Power (kW) 
(b) STFT method. 



Power (kW) 
\C) LMS+Zero-crossing method. 



Fig. 19. Results for actual registers in first turbine of Sotavento wind farm. 



Fig. 20 shows the results for the second machine. This figure shows the values of P s t obtained 
for each register corresponding to the different techniques selected, as a function of the corre- 
sponding mean power of each 10 min register. 

It can be observed in this case that the zero-crossing without filtering provides very large 
variations with respect to the other methods as a result of the important interharmonic com- 
ponents present in u m (t) . As the fundamental component of u m (t) in this machine varies only 
slightly with respect to its nominal value, the LMS, narrow-band filtering does not generate 
as many variations as in the first machine, fitting with the reference method very precisely. 
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Fig. 20. Results for actual registers in the second turbine of the Sotavento wind farm. 



4. Conclusion 

This chapter dealt with the voltage flicker and the current investigations around the main 
instrument used to characterize the annoyance produced by the light flicker, the IEC flicker- 
meter. After a brief description of the IEC 61000-4-15 standard we have critically analyzed the 
ability of the IEC flickermeter to assess the actual annoyance produced by flicker in people. 
All the studies we presented lead to the same conclusion. The assessment of flicker severity 
performed by the IEC flickermeter does not match the true flicker annoyance. Block 5 of the 
IEC flickermeter calculates the annoyance accurately only for uniform fluctuations during the 
10 min period. In realistic conditions, when the voltage fluctuations are not uniform but have 
varying frequency and amplitude, the multipoint algorithm does not assess the true flicker an- 
noyance precisely. We think it is not possible to obtain a correct assessment by using a method 
based on the percentiles of the instantaneous flicker sensation. Moreover, the introduction of 
a higher accuracy for the adjustment of the multipoint algorithm does not seem to be a proper 
solution. 

In the last section, the IEC flickermeter is used to characterize flicker caused by wind turbines. 
The section contains a description of the part of the IEC-61400-21 standard dedicated to flicker. 
We demonstrated the sensitivity of the P s t of the fictitious voltage when Uo(t) is estimated by 
different discrete techniques. Our results show, using both analytical signals as real signals, 
how the filtering of the measured voltage, u m (t), is essential for an accurate estimation of the 
phase of the fundamental component of u m (t). Moreover, a typical band pass filter could not 
be efficient enough to obtain good results in some real conditions. These filtering techniques 
produce small phase delays in the estimation of Uo(t) that could cause appreciable errors in 
the P s t of Ufi C (t). To solve this problem, the Anticausal Zero-Phase Filter Implementation can 
be used, eliminating the phase distortion. 
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1. Introduction 

The introduction of new generations of mobile communication systems, such as the current 
3G and the future 4G, along with the provision of multimedia services, has exponentially 
increased the number of users demanding higher data rate. This fact has aroused the interest 
in studying possible solutions to improve system performance without making use of new 
frequency band allocations in the already crowded frequency spectrum. As an interesting 
option, wireless communication systems with Multiple-Inputs and Multiple-Outputs 
(MIMO) in which many antennas are used for transmission and reception have received 
increasing attention from the research community over the past few years (Paulraj et al., 
2004, Goldsmith et al, 2003). 

On the other hand, the OFDM (Orthogonal Frequency Division Multiplexing) technique has 
been adopted for the transmission of signals over wireless channels in several standards of 
systems such as DAB, DVB-T and IEEE 802.11a/g for LAN and IEEE 802.16a, for MAN. 
Moreover, this technique is presented as a potential candidate for the 4G mobile 
communications. Regarding this, different studies and schemes have been realized to use 
MIMO systems with OFDM as in (Sampath et al, 2002). In the last two years, the standard 
IEEE 802.11n is been developing to introduce MIMO with OFDM in WLAN systems. 

The performance achieved with a MIMO system depends on factors such as the propagation 
channel, the space-time processing algorithm, or the number and characteristics of antennas. 
In order to see MIMO systems deployed over real communication networks, a thorough 
knowledge of the MIMO channel is a must. Therefore, a significant amount of 
measurements under real conditions and their detailed analysis are needed. Furthemore, in 
order to evaluate the performances of MIMO systems regarding the type of antenna array 
and channel propagation characteristics, two MIMO-OFDM measurement systems have 
been created in Universidad Politecnica de Madrid (UPM) and described in this chapter. 
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2. MIMO testbeds 

Since MIMO systems begins to be a promising technology for increasing spectral efficiency 
in the new coming wireless communications systems, many research institutions and 
universities have been working towards developing some type of MIMO testbeds or 
prototypes that validated some of the benefits of using multiple antennas at both ends of the 
radio link. 

Development of those platforms is focus on several research topics like MIMO channel for 
different scenarios, algorithm testing, hardware and software platform employed, coding 
and modulation techniques, and scope of applications like cellular or wireless LAN. 

One of the most dynamic topics has been prototypes showing performance of different 
MIMO schemes for the mobile Third Generation, 3G. In (Adjoudani et al., 2003), a prototype 
of 4x4 antennas is integrated in a base station for UMTS system allowing up to 1 Mbps 
downlink capacity. 

Many researchers have been focus in topics regarding wireless LAN standards and 
applications. Currently, several solutions have been presented as MIMO channel sounders, 
some of them even at a commercial level. A straightforward implementation is an offline 
mode operation, which allows implementing the MIMO algorithms and most of the 
baseband signal processing in a PC-based environment. This operation mode simplifies the 
algorithms testing, since no real-time constrains have to be fulfilled. In (Batariere et al., 2001) 
a 2x2 MIMO prototype based in this idea is reported. The signal is pre-calculated, loaded in 
the transmitter memory and transmitted through the MIMO channel. At the receiver, the 
raw data is post-processed after being sent to a PC connected to the receiver module. 
However, this testbed does not include real-time performance evaluation or feedback 
analysis. Several MIMO testbeds working in offline basis have been presented in (Seeger et 
al, 2003), (Aschbacher et al., 2004), (Pietsch et al, 2005), (van Zelst et al, 2004). 

One of the most world-accepted MIMO channel sounders and with an excellent 
measurement accuracy and broadband operation is the RUSK channel sounder with MIMO 
extension, by MEDAV (GmbH, 2001). This channel sounder is based on fast switches to 
change from one antenna to another. An important drawback of this channel sounder is its 
very high cost and its low flexibility. Another wideband MIMO testbed is the owned by the 
Virginia Polytechnic Institute (MCMS testbed) (Ellingson, 2005). It allows up to 4x16 
antenna configuration with capabilities like tuning frequency parameter from 250 MHz to 6 
GHz with a bandwidth of up to 40 MHz. The signal processing module works over a real 
802.11b wireless LAN. A further step in MIMO prototypes systems is carried out by the 
Georgia Tech (Kaiser et al., Sept. 2004) which is designed for 802.11a and 802.16 standards. It 
is designed for working in real time basis performing some signal processing tasks over an 
FPGAs. A similar testbed called "STARS" prototype is presented in (Kaiser et al., 2004) 
which improves flexibility by configuring multiuser s scenarios. Also a few MIMO 
prototypes with feedback capabilities have been reported. An example of them is presented 
in (Samuelsson et al., 2005) where a real-implementation of a space-time scheme with wired 
feedback is presented. Its main advantage is the adaptive modulation and MIMO algorithm 
testing capabilities. However the system bandwidth is very small. 
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Some commercial prototypes can be considered as general purpose platforms for MIMO 
testing, measuring and developing of algorithms. An interesting example is the HaLo 
prototyping platform, from (Signalion). It consist of a flexible and scalable hardware 
platform that includes some of the basic modules to be used in a real-time implementation 
and easy-to-use interface with MATLAB/Simulink flow, and several reference modules for 
the simulation of the physical layer of 802.1 la/ n standards, among others. An 
implementation of a 4x4 MIMO-OFDM testbed using the HaLo prototype was presented in 
(Stege et al., 2004). For more extensive resume of MIMO testbeds the reader can review the 
first part of (Kaiser et al., 2004). 

3. Measurement system for 2.45 GHz MIMO channels 

In this section, a description of design and implementation of a measurement system 
(testbed) at 2.45 GHz is detailed. The testbed UMATRIX (UPM Multi- Antenna Testbed for 
Research in Indoor experiments) is based on Software-Radio and it works at 2.45 GHz. One 
of the most important advantages of this testbed is that it can realize measurements in 
MIMO-OFDM channels with different types of antenna and configurations, such as 
reconfigurable antennas. 

The general scheme of MIMO testbed UMATRIX is shown in Fig. 1. It allows the use up to 4 
antennas at the transmitter and the receiver side, so a 4x4 MIMO scheme can be evaluated. 
The way of working is the following: in the first place, the OFDM signals for all the antennas 
are generated in an offline mode in the PC by Matlab. Once the signals are generated, they 
are introduced to online processing module, which consists of SDR (Software-Defined 
Radio) platforms and it sends the signals to RF subsystem. This is the IF/RF module and its 
objective is to amplifier, filter and upconvert the signals to RF (2.45 GHz). The last module 
in the transmitter is the antenna one, which receives the signals from RF stage and send 
them to the receiver through MIMO channel. 




Fig. 1. General scheme of UMATRIX 

At the receiver side, the signals are received by the antennas and passed to RF/IF stage 
which downconverts the signals to IF (40.625 MHz). From here, the signals go to SDR which 
are based on a FPGA design with 2 boards: one for receivers 1 and 2, and another for 3 and 
4. This module process the OFDM signals in time and send them in frequency domain to the 
PC in order to do a pos-process (offline) to obtain the channel response. Moreover, a new 
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module has been added to control the different configurations of reconfigurable antenna 
under test. 



3.1 Signal processing 

The signal processing subsystem deals with all the different modules which are related to 
the OFDM signal, the software-radio and the channel estimation. 



3.1.1 OFDM structure 

Due to have a demonstrator of wideband, the OFDM technique will be used, since is very 
efficient to transmit data over selective frequency fading channels. The main idea is to 
divide in frequency a wideband channel in narrowband subchannels. Likewise, each 
subchannel is a channel with flat fading despite of frequency-selective feature of a wideband 
radio channel. To generate these subchannels in OFDM, an inverse of Fourier Fast 
Transformation (IFF) is applied to one block of N data symbols: 



x(n) ■ 



i N-\ 
7V k=0 



2xf c kn 



(1) 



In order to avoid inter-symbol interference due to the spreading of channel delay, a cyclic- 
prefix block is inserted. This prefix is known as guard interval (GI), where the number of 
samples of th prefix should be higher than the length of channel impulse response. The 
effects of cyclic-prfix delete the ISI and convert the convolution between transmitted 
symbols and channel in a circular convolution. Thus, the FFT is used at the receiver to 
recover the block of data symbols. The synchronism module in the FPGA of the receiver is 
based on (van de Beek et al., 1997). In Table 1 the most important parameters of the system 
are detailed. 



Parameter 


Symbol 


Value 


Sampling frequency 


Fs 


6.25 MHz 


Useful symbol time 


Tu 


1024/Fs=163.84 |js 


Guard time 


Tg 


Ts/8=40.96 |js 


Symbol time 


Ts 


184.32 |js 


Spacing between carriers 


Af 


1/Tu«6.1 KHz 


Number of carriers 


N 


768 


Bandwith 


BW 


4687500 Hz 



Table 1. Main testbed OFDM parameters 



In the transmitter, a frame with 8 OFDM symbols is continuously generated, as shown in 
Fig. 2. The first symbol is used for receiver synchronism and is a null symbol. After that, a 
reference symbol which will be used to estimate the channel is introduced. And finally, 6 
data symbols are included. These symbols are randomly generated since they are not going 
to be evaluated, only the reference symbol to obtain the channel response. 
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Fig. 2. OFDM frame structure 



Transmitted signal 



3.1.2 Channel estimation 

The channel estimation in MIMO systems is a very important stage, since in MIMO systems 
the performances of algorithms depend on the accuracy of this estimation. The received 
signal in each carrier is given by 



r, 



:HA+N, 



(2) 



where X is the vector of transmitted signals by each antenna, H indicates the MIMO channel 
matrix and N represents the noise in the channel, all for each k-th subcarrier. The MIMO 
channel matrix can be computed by 



H, 



Ku 



(3) 



where each element of the matrix represents the channel response between each pair of 
transmitter and receiver antennas. 



On the other hand, different ways of obtaining the channel response have been studied. In 
UMATRIX, orthogonal codes are used as pilots to let the receiver split the different 
contributions from each antenna. Due to the maximum number of antennas is 4, a 4x4 
matrix is needed. In our case, we use the following pilot matrix: 



(4) 



1 


-1 


1 


1 


1 


1 


-1 


1 


1 


1 


1 


-1 


-1 


1 


1 


1 



where the number of rows represents the space and the columns can represent either the 
time or the frequency. In a firs option, the frequency axis was chosen, so in this way, the 
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channel is assumed invariant in 4 subcarriers. However, and with the aim of measuring 
frequency selective channels, the time was as chosen axis in columns. 

In order to get a better synchronization at the receiver, the pilot matrix P is multiplied by a 
pseudorandom sygnal (S). Thus, at the receiver, for each /c-subcarrier, we will have (2) with 



X t = 5 t P 



(5) 



And if it is chosen 



Y,=Xf(x,Xf) _I W 

to estimate the channel, then the channel is multiplied by received signal Y, obtaining: 



H t =R t Y t 



= H t (5 t P)Y t +N t Y t 



: H*+N t Y t 



(7) 



In Fig. 3. the estimated MIMO channel is plotted using the previous scheme of testbed. To 
do it, each transmitter antenna was connected to each correspondent receiver antenna 
Qin=h22 = h33 = h44 = l), with the aim of testing the orthogonality of pilots. 




2449 2450 2451 

Frequency [MHz] 



Time (ms) 

Fig. 3. Orthogonality of the pilot code to estimate the channel 



3.2 Antennas 

For each combination of transmitter and receiver locations, three types of antennas have 
been used: firstly the monopole array were utilized at both the receiver and the transmitter, 
in order to evaluate the system performance when only vertical polarization is used. 
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Afterwards, the dual-polarized antennas (crossed dipoles) were used, so polarization 
diversity is included in the system, to the cost of reducing spatial diversity (since the dual- 
polarized dipoles are co-located). And finally, a planar inverted-F antenna (PIFA) array with 
2 elements was placed to be evaluated (Gomez et al, 2008). 




b) Cross-polarized dipoles 
Fig. 4. Antennas under test 



c) PIFAs 



3.3 Measurements 



3.3.1 UMATRIX application 

One of the main objectives of the UMATRIX is that it has to allow measurements of 
reconfigurable antennas in different environments. Thus, a tool with a friendly-user 
interface and easy to use has been development in Matlab for the integration of processing 
and measurement parts. In Fig. 5. the main window of the application is shown, where the 
user goes checking the measured points, received signals and MIMO channel capacity 
obtained. 
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Fig. 5. Main window of UMATRIX 

Fig. 6.a) shows the transmitter of UMATRIX where the antenna array is located at the top. 
All the transmitter is placed in a mobile platform to put it in several locations. On the other 
hand, the receiver has a scanner which can sweep any point within an area of 6Ax6A (Mora et 
al., 2008). Fig. 6.b) depicts the receiver with the scanner and the antenna array in the 
scanner. 





a) Transmitter 
Fig. 6. Implementation of the testbed 



b) Receiver 



3.3.2 Locations 

All the measurements were taken in the ETSI de Telecomunicacion (Madrid), in the fourth 
floor of building C. In Fig. 7. different types of measurements can be distinguished 
regarding the scenario: office and corridor. For the corridor environment, the transmitter 
was put at the end of the corridor and the receiver was located in position 1 for LoS and 
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positions 2 and 3 for NLoS situations. In the case of office scenario, the transmitter was 
placed in a laboratory (Tx B in Fig. 7.) and the receiver in another office. 




Fig. 7. Map of locations in the measurements campaigns 



3.3.2 Results 

Once the channel is obtained in the receiver, the MIMO channel capacity is calculted. 
Previously, the H matrix is normalized with the Frobenius norm. In order to remove the 
path loss effect and study the diversity characteristics of the MIMO propagation channel, 
the channel matrix H is usually normalized to obtain a fixed local signal to noise ratio for 
each measured point. The use of this normalization is equivalent to considering a perfect 
power control in the system. This is interesting to characterize the multipath richness and 
diversity offered by the propagation environment, but it does not take into account the path 
loss, shadow fading and penetration losses. Then the normalized channel will be 



H 



H ra = JM T -M R ] --- = ^M T -M R 



H 



H 






(8) 



where Imr is the identity matrix of size MrxMr, Mt is the number of transmitter antennas. 
To compare the capacities for different types of antenna, a normalization with one antenna 
array in each type of scenario has been done. On the other hand, as the channel state 
information is not known at the transmitter, the capacity (in bps/Hz) in each k subcararier is 
calculated from 



c„ 



max log. 



det 



I. 



P 

Mr 



H.QH, 



(9) 



where Q is the covariance matrix of transmitted signals, such that Tr{Q} < Mt to account for 
power constraint, p is the signal to noise ratio at the receiver, ( ) H denotes Hermitian and 
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| A | is the determinant of matrix A. Two cases were considered in this analysis: no channel 
state information (CSI) at transmitter and total CSI at transmitter. In the first case, the power 
allocation strategy is assumed to be uniform, so that the channel capacity expression may be 
simplified to 



C t =log : 



det 



I, 



P 



h,h; 



(10) 



When total CSI at transmitter is considered, the optimum waterfilling scheme is assumed to 
allocate power, so the singular value decomposition (SVD) of H is realized, and the capacity 
is computed as 

K 



C WF =Z b (M) + 



(11) 



where ( ) + denotes taking only those terms which are positive, and At is the i (out of k) non- 
zero eigenvalue of the correlation channel matrix R=HH H . The parameter ju is chosen to 
satisfy the power constraint 



/>=! 



M- 



(12) 



i J 



For 4x4 MIMO channel measurements, a comparison of single with dual-polarization 
performances was realized for each scenario. Fig. 8. shows the capacity obtained for the 
corridor scenario with LoS (position 1 of the receiver in Fig. 7.). As it is shown in Fig. 8.a), 
the capacity increases with the spacing between elements, except for the case of 0.3A. The 
knowledge in the transmitter can give an extra capacity, as Fig. 8.b) depicts. The use of 
Waterfilling scheme improve the performances in all the SNR range. 




0.1 0.2 0.3 0.4 0.5 0.6 0.7 0.8 0.9 




a) Capacity of monoples array as a function b ) Comparison of monopoles capacity with 
of spacing with a SNR=20dB a spac i ng Q f A, as a function of SNR and CSI 

Fig. 8. Capacity of monopole array. 



On the other hand, the importance of using single or dual polarization has been also 
studied. Fig. 9. represents the CDF of the capacity for all the monopole array spacings and 
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the cross-polarized dipole array. It is shown that for LoS the employ of dual polarization 
enhances the performances with respect to the MIMO channel capacity. However, for NLoS 
cases, the use of dual polarization does not have a great impact on the performances. 
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Fig. 9. Comparison of the CDF capacity for single and dual polarization antennas. 

Moreover, 4x2 MIMO channel measurements were carried out to compare the MIMO 
channel capacity by using different radiating elements. Fig.10. compares the CDF of the 
capacity obtained for monopoles, dipoles and PIFAs in different scenarios, with LoS and 
NLoS. It can be concluded that for two radiating elements at the receiver side, MIMO 
channel capacity strongly depends on the antenna characteristics, such as radiation pattern, 
mutual coupling and spacing between elements. 
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4. MIMO prototype for DVB-T2 system 

DVB-T2, the second generation of the DVB proposal for digital terrestrial TV, has been 
recently proposed by DVB project (dvb) as an evolution of DVB-T when the shutdown of 
analog television process will be finished. In order to give a newer technical response to the 
necessity the digital dividend, process by which some free frequencies at UHF used by 
analog TV will be assigned to different services (3G/4G), DVB-T2 will improve frequency 
efficiency to provide multicast in HD with the same 8 MHz channel. 

As DVB-T, DVB-T2 expects to be received in plugged TV terminals in mobile environment 
or with unplugged terminals in indoor or in low speed (pedestrian) environments, so a 
MISO scheme has been included, transmitting with a distributed Alamouti block code. 
However, in order to go further a full MIMO scheme is proposed in this paper, which may 
be similar to the one that will be included in NGH (second generation of DVB-H) in the next 
future, obtaining a very efficient performance in highly Doppler environments, that is to 
terminals (unplugged or not) operating in high speed vehicles. 

On the other hand, DVB-T2 will provide higher efficiencies in frequency than the nowadays 
DVB standard DVB-T. DVB-T2 proposal considers the inclusion of MISO technology but not 
MIMO. MIMO will be considered in future revisions and it will provide a further increment 
of frequency efficiency mainly in harsh scenarios as strong multipath environments or 
highly Doppler radio channels. 

In order to evaluate the performances of a DVB-T2 system in realistic scenarios, the use of a 
real platform is of great interest, since it enables to include several aspects that are not 
usually addressed in theoretical studies or simulations, such as the effect of different 
antennas or scenarios (Gomez-Calero et al., 2006). In this section, a novel 2x2 MIMO testbed 
for DVB-T2 has been designed and implemented in order to test the enhancement obtaining 
by the using of multiple antennas at each side of the radio link for UHF band, particularly at 
frequency of 594 MHz. 

The general architecture of the testbed is depicted in Fig. 11., where 2 antennas can be 
placed at the transmitter and the receiver side. The DVB-T2 signals are generated off-line in 
a PC (e.g. using Matlab) and then they are sent to the Software-Defined-Radio (SDR) 
platform. This platform receives the signals and transmits them in real-time and in 
Intermediate Frequency (IF) to the RF module. Finally, signals are upconverted to RF 
frequency, amplified and filtered, and then transmitted to the radio channel by the antenna 
array. In the receiver, the signals are captured by the antenna array and downconverted, 
amplified and filtered by the RF module. Finally, the SDR realizes the synchronization and 
FFT previous to send the signals to the PC. 
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Fig. 11. General architecture of the MIMO measurement system for DVB-T2 

4.1 Signal processing 

The most complex part of the testbed is the signal processing module, since it supports all 
the digital to analog and analog to digital conversions (DAC and ADC) and the processing 
of the OFDM signal with the synchronization and the use of the Fast Fourier Transmorm 
(FFT). In the following subsections the transmitted DVB-T2 signals and SDR platform are 
explained. 

4.1.2 DVB-T2 structure 

The DVB-T2 frame structure is divided in three different parts (ETSI, 2008). The first one is 
the PI symbol which is used to do a faster detection and frequency synchronization. Then, 
the P2 symbol is transmitted to indicate the type of encoders and data configuration of the 
data symbols. However, for the sake of simplicity in this testbed the P2 symbol is removed. 
Finally the data symbols are sent with the user data and pilots for the channel estimation. 

The block diagram of the transmitter is shown in Fig. 12. Data are generated and passed to 
the MIMO encoder which applies the distributed Alamouti to transmitt the signals by each 
antenna and then to recover the data symbols in the receiver. The Alamouti scheme 
(Alamouti, 1998) is modified with the scheme detailed in Table 2. 




L _ _ _ J L _ J L _ _' 

Fig. 12. Block diagram of the transmitter signal processing 
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Table 2. Alamouti modified scheme 



After that, the continual and scattered pilots are inserted to estimate the channel at the 
receiver. Then, the Inverse-FFT (IFFT) is done and the Guard Interval (GI) is inserted in 
order to avoid inter-symbol interference (ISI) due to the channel delay spread. The cyclic- 
prefix removes the ISI and converts the convolution between transmitted symbols and 
channel into a circular convolution. Finally, the PI symbol is inserted and the two signals 
are converted from digital to analog and sent to RF module. 
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4.1.3 Sowtfare-Radio 

For the real-time process, two XtremeDSP boards based on the BenADDA module of 
Nallatech have been used: one for the transmitter and one for the receiver. Each board has a 
FPGA VirteX II Pro V2P30 and 4 MBytes of SRAM memory with 2 DACs of 160 MHz and 2 
ADCs of 105 MHz (Nallatech) . 

Fig. 13. shows the architecture of the transmitter. The data symbols are sent to the board via 
DMA through the PCI bus. The DMA SRAM IF ACE module stores them in the board 
external memory ZBT SRAM. The maximum capacity is 512 samples per channel. Once the 
data write cycle is finished, the same module reads them from the memory and extracts 
them in a continuous and cyclic way. The I/Q data streams of each channel go to Digital Up 
Converter module, where the signals are interpolated by a factor of 10 and are upconverted 
to an IF of 36 MHz. The data are sent to DACs, which operate at a frequency of 91428571 Hz. 
This frequency is selected for being 10 times the inverse of the sample period of a 8 MHz 
channel, which according to the DVB-T2 standard (ETSI, 2008) is T=7/64 |Js. 
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Fig. 13. Architecture of SDR transmitter 
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Fig. 14. Architecture of SDR receiver 
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On the other hand, Fig. 14. represents the main blocks of receiver subsystem. The signal 
from channel 1 is used to obtain the synchronism in time domain of received symbols. The 
synchronism algorithm is based on the correlation of the cyclic prefix of OFDM symbols 
(van de Beek et al., 1997). Then, the signals go to Time Synch module which generates the 
synchronism signal which allows to obtain the OFDM symbols in the next module, named 
Guard Interval Removal. Finally, the FFT is done to recover the block of data symbols. 

In order to estimate the beginning of the frame, the signal passes through a correlator with 
the PI symbol. Fig. 15. represents the correlation of a frame made up a PI symbol and 9 data 
symbols. 



t i r i i ' r 

Corr. Data 

Corr. P1 


i : 


---H- ! 


! - f.^, ' ' 



Fig. 15. Correlation of received signals. Red line represents the correlation with the PI 
symbol and blue line shows the autocorrelation with the data symbol 

4.1.5 Channel estimation 

One of the key aspects in MIMO is the channel estimation, since MIMO system 
performances depend on the accuracy of the estimated channel matrix. Due to the selection 
of 2K mode of FFT and a GI of 1/8, the DVB-T2 standard (ETSI, 2008) proposes the PP1 
pattern for scattering pilots for MISO. 



The scattered pilots, for each OFDM symbol are placed each 12 subcarriers along the 
frequency axis. Attending to the temporal axis, the pilots start in the first subcarrier and the 
initial point is shifted in 2 subcarriers for the following 3 OFDM symbols, as Fig. 16.a) and 
Fig. 16.b) show for antenna 1 and 2, respectively. Thus, the pilots structure is done in 4- 
symbol blocks in time domain and it depends on the used antenna. In antenna 2 case (Fig. 
16.b), the corresponding pilots to symbols 1 and 3 are inverted to distinguish the transmitter 
antenna. Moreover, it is worth mention here that the scattering pilots are generated 
according to a pseudorandom sequence and PRBS (ETSI, 2008). 
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Fig. 16. Scattered pilots distribution 



8 9 10 

I Scattering pilots 

b) Antenna 2 



11 12 13 14 15 16 



3 Inverted scattering pilots 



Thus, if Xk represents the transmitted symbols vector for both antennas for the /c-subcarrier, 
the received vector Rk is given by (2). Due to the testbed has two antennas in the transmitter 
and other two in the receiver, the MIMO channel matrix is represented by 



H, 



h h 

n \,\,k n l,2,k 

h h 

n 2A,k n 2,2,k 



(13) 



where each matrix element indicates the subchannel between each pair of transmitter- 
receiver antenna. 

In the literature a MIMO channel estimator for DVB-T2 has not been proposed, so in this 
section an original scheme is presented to estimate the channel for MIMO case. First of all, 
the channel is asummed not to vary in time domain for 4 data symbols, similar to other 
channel estimators for DVB-T (Lee et al, 2007, Palin & Rinne 1999, Chen et al, 2003, Fang & 
Ma, 2007). Therefore, the pilots are gathered in groups of 4 OFDM data symbols in only one 
symbol, obtaining one pilot subcarrier out of 3 subcarriers. Fig. 17. depicts the association 
for both antennas. 
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Fig. 17. Scattered pilots association for antennas 1 and 2 
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The received signals in antennas 1 and 2, n,k and T2,h respectively, for the fc-subcarrier are 
given by 



ru=xi f k ■ hu,k + x 2 ,k ■ hu,k + n 1/k 
r2,k=xi,k ■ h 2 i,k + x 2/ k ■ h 2 2,k + n 2 ,k 



(14) 



where Xi r k represents the pilot signal transmitted by antenna i, and m f k is the noise 
contribution in antenna i. From this point Here, two cases are considered to estimate the 
channel. The first one is the case in which the pilots of both antennas are scattered pilots for 
a given subcarrier. This case is marked with A in Fig. 17. In the other case, the pilot for one 
antenna is a scattered pilot and for the other antenna is an inverted scattered pilot, for a 
given subcarrier. This is case B in Fig. 17. 



Thus, for case A the received signals are 



And for case B 



r a u = x a u ■ hu,k - x\k • hu,k + n a i /k 
= x\k • (hn,k - hu,k)+ n a 1/k 

r a 2 ,k = x a 1/k • h 2 u - x a 1/k • h 2 2,k + n a 2 ,k 
= x a u ■ (h 2 i,k - h 2 2,k)+ n a 2 ,k 



rh,k = xh,k ■ h n ,k + xh,k ■ hu,k + nh,k 
= x\k' (hu,k+ h 12 ,k)+ nh,k 

r h 2,k = x\k ■ h 2 i,k + xh,k ■ h 2 2,k + n b 2 ,k 
= x b u - (h 2 i,k+ h 2 2,k)+ n b 2 ,k 



(15) 
(16) 



(17) 
(18) 



Operating with the obtained signals from (15)-(18), channel coefficients can be estimated as 

(19) 
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2x a 
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(20) 
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And the estimated MIMO channel matrix is 



H t = 



h h 

n l,l,k n l,2,k 

h h 

n 2,l,k n 2,2,k 



(23) 



4.2 RF-FI 

In the transmitter, the RF stage receives the signal from signal proccesing module and 
upconverts from IF (36 MHz) to RF frequency (594 MHz). Then, the signal is filtered and 
amplified, with a transmitted power of +2 W rms. In order to upconvert the signals of both 
branches 1 and 2, a direct digital synthesizer (DDS) is used. 

In the receiver, the signals are received from antenna ports and then are amplified, filtered 
and downconverted to IF. In this case, a voltage controlled attenuator is placed to adapt the 
recevied signal power to the best range of levels. The variation of the attenuator is from 3 dB 
to 38 dB in steps of 5 dB. 

4.3 Antenna array 

The MIMO testbed has two antennas at the transmitter and two at the receiver, respectively. 
The antennas have been designed for the testbed to work at 594 MHz. The radiating element 
is a dipole with a reflector element. The reflection coefficient of the transmitter and receiver 
antennas is depicted in Fig. 18. a). It shows that all the implemented antennas have a good 
matching at desired frequency band, obtaining a reflection coefficient lower than -17 dB. On 
the other hand, the radiation pattern is presented in Fig. 18.b), where the XPD is higher than 
25 dB in the maximum direction of 0=0°. 




Frequency [MHz] 



a) 



Reflection coefficient of the 
antennas 
Fig. 18. Antenna performances 
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4.5 Measurements in indoor/outdoor scenarios for different polarizations 

Once the different modules of transmitter and receiver are implemented and work properly, 
the integration of all of them is done. In Fig. 19. the transmitter and receiver are illustrated. 
The transmitter is placed on a 19" rack and the received is mounted on a mobile platform in 
order to measure different environments. 





a) Transmitter 
Fig. 19. Integration of the testbed 



b) Receiver 



As in any real system, implementation issues such as frequency errors by using different 
local oscillators internal clocks at each side of the radio link appear. In general, all the errors 
can be represented as 



R^ 



H fc X fc 



exp ; 



Tu Tu n J 



+ I*+N t 



(24) 



where Td represents the symbol temporal offset, A t the sampling temporal offset, cpo the 
phase offset, Af the frequency offset and Ik is the ICI (Inter-Carrier Interference) due to 
frequency offset for the fc-carrier. These errors must be taken into account and have been 
mitigated in the signal processing module. 



Once the MIMO testbed has been realized, a measurement campaign has been carried out in 
order to evaluate the enhancement obtained by using the MIMO scheme. The measurements 
were carried out in the E.T.S.I of Telecommunications School, at Universidad Politecnica de 
Madrid, Spain. The transmitter was situated on the rooftop of building C with a spacing 
between elements of A. Fig. 20. depicts the topview of the measurement locations. In order to 
measure several scenarios, the receiver was located in three different positions. In position 1, 
the receiver was placed in the parking area of the building in LoS (Line of Sight). The 
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receiver for NLoS (Non Line of Sight) was situated in position 2, in the parking of the next 
building. Finally, for the indoor scenario, the receiver was located in the third floor of the 
building, as Fig. 20. shows. For each scenario, three different polarization schemes were 
evaluated: HH, HV and VV, where H and V means horizontal and vertical polarization for 
antennas 1 and 2 both in the transmitter and the receiver, respectively. 




Fig. 20. Top view of the Tx and Rx positions 

4.5.1 MIMO channel 

The first step for evaluating the MIMO channel is to normalize channel power. After chanel 
estimation, the channel power is calculated for all the measured cases. The channel power is 
averaged over all frequencies f v and temporal snapshots t u and is calculated by 



ZZ^vWJ 



(25) 



M T M R 



where Nt represents the number of OFDM symbols (100 in this case), Nf indicates the 
number of subcarriers (2048) and P represents the mean power in the measured point and is 
given by 



p{t u ,fv)- 
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(26) 



Table 3 shows the comparison of mean power for each scenarios as a function of antenna 
polarization. It is shown in LoS scenarios, the received power is increased. However, in 
indoor case the power only is reduced in 6 dB because the distance between the transmitter 
and receiver is about 23 m smaller than in the case 3. 
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Measured 
scenario 


Mean channel power (dB) 


HH 


HV 


VV 


1 - Outdoor LoS 


-63.5 


-62.8 


-63.2 


2 - Outdoor NLoS 


-81.1 


-81.8 


-73.7 


3 - Indoor NLoS 


-67.9 


-68.8 


-69.5 



Table 3. Comparison of measured mean power 



4.5.2 MIMO capacity 

Besides the diversity gain, the other important of MIMO channels is the increase of the 
channel capacity. In the case of DVB-T2, the transmitter does not know the Channel State 
Information (CSI), and the MIMO capacity can be calculated from 



Qc=Z lo §: 



k=i 



det 



f \ 

1 m r + T^~ H A 



V 



M T 



J 



bps/Hz 



(27) 



where Mr and Mt represent the number of receiver and transmitter antennas, respectively, k 
is the given subcarrier, N represents the total number of subcarriers and p is the Signal to 
Noise Ratio (SNR). The measurements have been realized with Mt = Mr=2. 

With the aim of comparing the capacity of SISO and MIMO, Fig. 21. represents the 
cummulative distribution function of the capacity calculated for the LoS case with 
polarization diversity. The capacity increases in the 2x2 case. 
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Fig. 21. Comparison of CDF of capacity with lxl and 2x2 in outdoor LoS case with 
polarization diversity 

On the other hand, Fig. 22. shows the comparison of all the cases comparing the use of 
different polarization schemes. The highest values of capacity are obtained for indoor NLoS, 
followed by outdoor NLoS and the, outdoor LoS, except when polarization diversity (HV) is 
used in LoS case, since the obtained outage capacity at 10% is the highest. 

Attending to outage capacity, the highest values are obtained for the outdoor LoS HV case 
and the indoor situations for all the polarization schemes. 
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Fig. 22. CDF of capacity for all the measured scenarios 



5. Conclusions 

In the last decade, Multiple-Input Multiple-Output (MIMO) systems have created a great 
interest in research. Many works shows an increase in terms of data bit rate by using several 
antennas at each side of the radio link. In this chapter, two novel measurement systems for 
MIMO channels in indoor environment are presented. In order to study the propagation 
characteristics of these systems, using both polarization and spatial diversity in multi- 
antenna systems can be evaluated, thanks to the use of different types of antennas. 

On one hand, a novel MIMO-OFDM testbed (UMATRIX), designed and implemented in the 
UPM, has been used to accomplish the measurements at 2.45 GHz. The UMATRIX has 
several characteristics which makes it good for antenna reconfigurable measurements. 
OFDM technique is introduced to measure the wideband MIMO channel response, so a 
FPGA-based receiver has been developed. A measurement campaign to compare the system 
performance with either single-polarized or dual-polarized antennas was conducted in an 
indoor scenario, including multiple locations for the transmitter module. From the capacity 
analysis, it may be concluded that in indoor environment for corridor scenario, dipoles 
present better performances than monopoles. However, in NLoS office scenario, monopoles 
outperforms the dual-polarized antennas. Finally, higher capacity is obtained with higher 
spacing between radiating elements, due to less correlation among the MIMO subchannels. 

On the other hand, a new 2x2 MIMO testbed has been designed and implemented for the 
future digital television system DVB-T2. The testbed is based on software radio platforms 
where the signal processing is implemented according to the standard. The testbed has been 
designed to carry out measurements at the frequency of 594 MHz. A measurements 
campaign has been done in outdoor and indoor scenarios. Results show the importance of 
using multiple antennas at each side of the radio link for increasing the capacity of the 
MIMO system. Moreover, it has also been shown that polarization diversity provides an 
additional capacity gain especially for outdoor LoS cases (up to 4 bps/Hz in outage 
capacity). 
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1. Introduction 

Passive all-fiber edge filter based devices are very often used for wavelength demodulation 
system for many sensors such as fiber Bragg gratings. The advantage of passive linear edge 
filter systems are their low cost, ease of fabrication and high measurement speed compared to 
active wavelength measurement systems. The accuracy and resolution of a fiber edge filter 
based wavelength measurement system (WMS) is determined by three main factors: the noise 
in the system, polarization dependence and temperature dependence of the system. 

Passive edge filters used for wavelength measurements are commonly employed in a 
ratiometric scheme which makes the system independent of input signal power variations. 
A ratiometric optical wavelength measurement system's operation is perturbed by both the 
inherent optical noise of the input signal as well as the electrical noise due to optical-to- 
electrical conversion at the receivers. At the receivers, even though the measurement is 
performed by taking the power ratio of the signal levels, because of the uncorrelated 
random nature of noise, the effect of noise sources will not be eliminated and will adversely 
affect the system's performance. An optimization of the slope of the system considering the 
total noise of the system is required to achieve the best possible resolution for the widest 
possible wavelength range. 

Since a ratiometric wavelength system contains concatenated polarization dependent loss 
(PDL) elements, the net effect of the PDL is different from the effect caused by individual 
PDL components and because of this an estimation of the range of the wavelength error is 
necessary to determine the accuracy of the system. PDL is an important factor determining 
the accuracy of fiber edge filter based WMS and needs to be minimized to improve the 
performance of the system. Another significant contributor that can degrade the 
performance of the system is temperature drift. Commonly a ratiometric WMS is calibrated 
and the ratio response is obtained at a fixed temperature and hence a change in temperature 
can alter the ratio response. It is important to know the nature of ratio variation with 
temperature at different wavelengths in order to evaluate and mitigate its impact on the 
measurement system. 



This chapter focuses on these issues and their impact on the performance of a passive fiber 
edge filter based wavelength measurement system. It is also intended to introduce new 
types of passive fiber edge filters to the engineering community, which have applications in 
the optical sensing area where there is an increasing demand for fast wavelength 
measurements at lower cost. The two new edge filters introduced in this chapter are the 
macro-bend fiber edge filter and the Singlemode-multimode-singlemode fiber edge filter . 

2. Passive all-fiber edge filters and wavelength measurement systems 

Optical wavelength detection in sensing can be generally categorized into two types: passive 
detection schemes and active detection schemes. In passive schemes there are no power 
driven components involved. A passive detection scheme refers to those that do not use any 
electrical, mechanical or optical active devices in the optical part of the system. Most of the 
passive devices are linearly wavelength dependent devices such as bulk edge filters (Mille et 
al., 1992), biconical fiber filters (Ribeiro et al., 1996), wavelength division couplers (Davis & 
Kersey, 1994), gratings (Fallon et al., 1999), multimode interference couplers (Wang & 
Farrell, 2006) etc. In active detection schemes the measurement depends on externally 
powered devices and examples of these schemes include those based on tunable filters 
(Kersey et al., 1993) and interferometric scanning methods (Kersey et al., 1992). 

2.1 Linear edge filters 

The simplest way to measure the wavelength of light is to use a wavelength dependent 
optical filter with a linear response. This method is based on the usage of an edge filter, 
which has a narrow linear response range with a steep slope or a broad band filter, which 
has a wide range with less steep slope. In both cases, the wavelength interrogator is based 
on intensity measurement, i.e., the information relative to wavelength is obtained by 
monitoring the intensity of the light at the detector. For intensity based demodulators, the 
use of intensity referencing is necessary because the light intensity may fluctuate with time. 
This could occur not only due to a wavelength change but also due to a power fluctuation of 
the light source, a disturbance in the light-guiding path or the dependency of light source 
intensity on the wavelength. Generally, because of these factors, most of the edge filter 
based systems use a ratiometric scheme which renders the measurement system 
independent of input power fluctuations. Fig. 1 shows a schematic of a ratiometric 
wavelength measurement system based on an edge filter. The input light splits into two 
paths with one passing through the wavelength dependent filter and the other used as the 
reference arm. The wavelength of the input signal can be determined using the ratio of the 
electrical outputs of the two photo detectors, assuming a suitable calibration has taken place. 
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Fig. 1. Schematic of an edge filter based ratiometric wavelength measurement system 
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For the edge filter used in a ratiometric system, the two important parameters are its 
discrimination range (wavelength attenuation range) and baseline loss (transmission loss at 
the starting wavelength). An ideal edge filter will have a very low baseline loss and a high 
discrimination range. In Fig. 2 three spectral responses (A, B and C) with different 
discrimination ranges and baseline losses are shown and a selection of a proper response 
requires the knowledge of the impact of noise in the system, polarization and temperature 
dependences of the edge filter and their influence on the system. 




A, Wavelength J^ 

Fig. 2. Spectral response of edge filters with different discrimination range and baseline loss 

The first experiment based on a ratiometric scheme was reported in 1992 and used a bulk 
edge filter, a commercial infrared high-pass filter (RG830), which had a linearly wavelength 
dependent edge in the range of 815 nm - 838 nm (Mille et al., 1992). Later the use of a 
biconical fiber filter was proposed as an edge filter (Ribeiro et al., 1996). This filter is made 
from a section of single mode depressed-cladding fiber, which consists of a contracting 
tapered region of decreasing fiber diameter followed by an expanding taper of increasing 
fiber diameter. The wavelength response of the filter is oscillatory with a large modulation 
depth propagating only a certain wavelengths through the fiber while heavily attenuating 
others. The reported filter was designed with an oscillation period of 45 nm and an 
extinction ratio of 8 dB. Over the range 1520 nm - 1530 nm the filter showed a near linear 
response with a slope of 0.5 dB/nm. Another type of passive wavelength filter is the one 
based on a wavelength division multiplexing coupler which was first proposed by Mille et. 
al. and demonstrated by Davis and Kersey. In this scheme the WDM coupler has a linear 
and opposite change in coupling ratios between the input and two output ports. Another 
reported edge filter is the one based on long period gratings (LPG) (Fallon et al., 1998). An 
LPG utilizes the spectral rejection profile to convert wavelength into intensity encoded 
information. The latest addition to linear fiber edge filters are fiber bend loss filters and 
single-mode-multimode fiber filters which are explained in the section below. 



2.2 A fiber bend loss edge filter 

One of the recent additions to the range of available fiber edge filters are bend fiber filters 
(Wang et al., 2006). This filter comprises of multiple macro bends of standard singlemode 
fiber (eg. SMF28) coated with an absorption layer. The filter can be made further compact by 
using a single turn of a buffer stripped bend sensitive fiber (eg. 1060XP) with an applied 
absorption coating (Wang et al., 2007). The cross sections of both the fiber filters are shown 
in Fig 3(a) and Fig 3(b) respectively. Prototypes of the filters are shown in Fig 3(c) and Fig 
3(d) respectively. To use a macro-bend fiber as an edge filter for wavelength measurement, 



the optimal design of the bend radius and surface processing methods are required to 
achieve a linear transmission response with wavelength. 
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Fig 3. Cross sections of SMF28 (a& c) and 1060XP (b& d) bend fiber edge filters and their 
prototypes 

It is known that for an optical waveguide with an infinite cladding the bend loss will 
increase as the bend radius decreases. However, a practical fiber contains one or two coating 
layers outside the cladding to offer mechanical protection. Because of the reflection of the 
radiated field at the interface between the cladding layer and the coating layer, so-called 
whispering gallery modes (WGM) are created and the fiber shows significantly different 
bend loss characteristics as compared to the simple case of an infinite cladding. The 
theoretical and experimental investigations (Wang et al., 2005), which considered the bend 
loss in SMF28 standard single-mode fiber, taking into account two coating layers, show that 
the bend loss is in the measurable range (40 dB) of photo detectors for bend radii in the 
range of 9.5 mm - 11 mm. To use the macro-bend loss fiber as an edge filter it is also 
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Fig. 4. (a) Baseline loss and (b) discrimination range for filters with differnent numbers of 
bend turns and bend radii 
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important to achieve a linear wavelength response and an acceptable discrimination range. 
Fig. 4(a) and Fig. 4(b) show the predicted baseline loss (at 1500 nm) and discrimination 
range (from 1500-1600 nm) for different fiber filters. From this response one can determine 
the baseline attenuation and the discrimination range of the filter. By changing the bending 
length or by increasing or decreasing the number of bend turns, at a fixed bend radius 
baseline attenuation and discrimination range can be varied. 

As mentioned earlier in the case of a bend fiber, when the radiated field escapes from the 
cladding layer, some of the radiated field is reflected back and forms whispering- gallery 
modes, while the rest penetrates into the coating layers. Most of the radiated field reaching 
the coating is absorbed or scattered in the coating layers, but a small amount of the radiated 
field reaches the fiber surface. Because of the strong reflection at the interface between the 
outer coating layer and the air, the field reflected back toward the core affects propagation 
in the bending fiber, resulting in a transmission spectrum which displays non-linear 
variations. To remove such variations and to make the bending fiber suitable as an edge 
filter, one has to eliminate the back reflections at the coating-air interface. One simple 
method to remove the reflections at the air boundary is to apply an absorption layer which 
absorbs light in the wavelength range of 1500 nm - 1600 nm. The simplest example of such a 
coating is a black pigment ink (Indian ink) or a carbon paste. Indian ink is generally 
considered as a good optical absorber (Mourant et al., 1997). The transmission response of 
the filter before and after applying the absorption layer is shown in Fig. 5(a) and Fig. 5(b) 
respectively for filters with different bend radii. It can be seen that the transmission 
responses in Fig. 5(b) are much smoother after applying the absorption layer and quasi 
linear in comparison to those in Fig. 5(a), thus allowing a macro-bend fiber to be reliably 
used as an edge filter. 
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Fig. 5. Transmission response of the fiber filter (a) before and (b) after absoprtion coating 



2.3 A singlemode-multimode-singlemode (SMS) fiber edge filter 

Another recently inducted fiber edge filter is the singlemode-multimode-singlemode fiber filter 
(Wang et al., 2008). It is formed by splicing a step-index multimode fiber (MMF) between two 



standard singlemode fibers (SMF). An SMS edge filter structure is shown in Fig. 6. The operating 
mechanism for this edge filter can be described as follows: the light field propagating along the 
input SMF enters the MMF section and excites a number of guided modes in the MMF. 
Interference between the different modes occurs while the light field propagates through the 
MMF section. By choosing a suitable length for the MMF section, the light is coupled into the 
output SMF in a wavelength dependent manner due to interference. The input-to-output 
transmission loss is expected to increase/ decrease monotonically, as the wavelength of the 
propagating light increases in a certain wavelength range. 



Multimode Fiber 




Singlemode Fiber 



Singlemode Fiber 
Fig. 6. Schematic of an SMS edge filter 

A modal propagation analysis for linearly polarized (LP) modes can be used to investigate light 
propagation in the SMS fiber structure. To design the SMS based edge filter, the MMF length 
needs to be accurately determined. At a re-imaging distance (the transmission loss will reach a 
peak at a self image of the input) the filter is highly wavelength dependent. If re-coupling of light 
into the SMF takes place at the re-imaging distance, then the SMS structure operates as a band- 
pass filter as shown in Fig. 7. However for the purpose of designing an edge filter, the band-pass 
response can be considered as two edge-type responses, on the either side of a center 
wavelength. Consequently the device can behave as an edge filter with either a positive or a 
negative slope for a selected wavelength range. 
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3. Factors determining the performance of a linear edge filter based WMS 

Precision, accuracy and resolution are extremely important for wavelength measurements 
involved in multi-channel dense wavelength division multiplexing (DWDM) optical 
communication systems and fiber Bragg grating based optical sensing systems (Hill & 
Meltz, 1997). The core component of a passive wavelength measurement system for such 
applications is a linear edge filter (Zhao & Liao, 2004). Therefore it is important to study the 
factors that influence the performance accuracy of such a system. 

The three main factors that determine the performance of a linear edge filter based 
wavelength measurement system are: 

1. Noise in the receiver system and the signal-to-noise ratio (SNR) of the source. 

2. Polarization dependency of the components involved in the system. 

3. Temperature dependence of the components involved in the system. 

4. Modelling and analysis of impact of noise on the resolution and accuracy 
of an edge filter based WMS 

Many of the interrogation schemes employed in optical sensing are based on a ratiometric 
wavelength approach which makes the system independent of input signal power 
variations. However a ratiometric optical wavelength measurement system's operation is 
perturbed by both the inherent optical noise in the input signal as well as the electrical noise 
due to optical-to-electrical conversion at the receivers. At the receivers, even though the 
measurement is performed by taking the power ratio of the signal levels, because of the 
uncorrelated random nature of receiver noise, the effect of noise sources will not be 
eliminated, but will affect the system's performance adversely. 

4.1 Influence of SNR of the source on the ratio response of a WMS 

In practice a narrow-band input to the wavelength measurement system with a center 
wavelength Xo could originate from a tunable laser source or a reflection from a fiber Bragg 
grating. Such an input signal can be approximated as a Gaussian function with a spectral 
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Fig. 8. Intensity distribution of a typical tunable laser source in the wavelength region 1500 nm 
to 1600 nm. 



width AA. and center wavelength Xo. An input signal from any source generally has a limited 
SNR, which means that there is measurable power even far from the center wavelength of 
the spectrum. For example in Fig. 8, the typical spectral distributions of the output intensity 
from a tunable laser at different central wavelengths, measured by an optical spectral 
analyzer in a wavelength range from 1500 nm - 1600 nm are shown. From these measured 
spectral distributions it can be seen that for this tunable laser the source spontaneous 
emission ratio is >40 dB and has different values for different output center wavelengths. To 
take account of the SNR, the output spectral response of the source (Xu et al, 1996) can be 
described as (the power at the peak wavelength is assumed as dBm), 



101ogio[/io(/l)] = 



10 log io 



exp(-41n2 



(A-Ao) 2 



aa; 



- S(A) + Rand.Rs, 



\A-A \ <q 

\a-a \>q. 



(1) 



where S is the SNR of the source. To describe the random fluctuations in the noise floor of 
the optical source, the term Rand.Rs is used, where Rand is a random number (between +0.5 
and -0.5) and Rs is a parameter in dB which dictates the peak fluctuation in the SNR and is 
dependent on the nature of the source. Q is a parameter which is determined by the noise 
level and can be found for a source with a given SNR from the relation: 
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For real-world wavelength measurements there is always a possibility that the input signal's 
SNR may change from that used in the initial calibration. This can happen, for example, 
when the system is switched to a different source and in such cases the measured 
wavelength will have an error as the calibration is done for a different SNR. Fig. 9(a) shows 
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Fig. 9. (a) Trasmission responses of edge filters of different slope at a fixed SNR (50 dB) (b) 
Transmission response of an edge filter with a fixed slope (0.25 dB/nm) at different SNRs 
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the ratio response of a system for edge filters of different slope at a fixed SNR while in Fig. 
9(b) the ratio response of an edge filter at a fixed slope at different SNRs are shown. From 
the figure it can be seen that a decrease in SNR of the source produces a great level of non- 
linearity in the discrimination characteristic, in particular for low values of SNR, the slope of 
the edge filter is reduced significantly at longer wavelengths, impairing accuracy and 
resolution. For any edge filter based ratiometric wavelength measurement system, source 
SNR is an important factor that needs to be considered as the limited SNR of the optical 
source affects the system by limiting the slope of the filter and also the measurable 
wavelength range (Rajan et al., 2007). 

4.2 Noise mechanisms in an optical receiver 

An understanding of the origin of receiver noise is required for a receiver performance to be 
accurately characterized. The amount of noise present in a receiver will be the primary 
factor that determines the receiver sensitivity. Fig. 10 shows a simple but adequate noise 
model of a trans-impedance optical receiver (Motechenbacher & Connelly, 1993), where I t h, 
Ish, lamp and e amp are the thermal noise, shot noise, amplifier current noise and amplifier 
voltage noise respectively. Cf and Cd are the feedback and photodiode capacitance 
respectively. In addition, in optical sensing applications, it is very likely that every receiver 
has an analog-to-digital converter (ADC) associated with it. So the receiver system noise will 
also contain the quantization noise from the ADC. For simplicity the main noise 
mechanisms considered in this analysis are (a) shot noise of the photodiode (b) thermal 
noise and (c) quantization noise. If a low noise pre-amplifier is used which has a very low 
lamp (in the order of fA) and e am p (15 nv/VHz, f=l kHz, shunt resistance=100 Q) then the 
effect of amplifier noise can be neglected. 




Output 



Fig. 10. Noise equivalent circuit of a trans-impedance amplifier. 



Shot noise: In a photodiode the conversion of photons to charge carriers is a random process 
and the noise generated in this process is called shot noise. Because shot noise is associated 
with current flow, it is naturally modeled as a current-noise source in parallel with the 
photodiode, whose mean square value is given as 

I 2 sh =2eI ph B (3) 



where I p h represents the average photon generated current flowing through the photodiode, 
B is the post-conversion electrical bandwidth of the system and e is the elementary charge. 
When a photodiode is used together with a trans-impedance pre-amplifier, the shot noise 
produced in the photodiode is amplified together with the original signal. If A S i g is the 
amplification factor of the pre-amplifier, the rms shot noise voltage will be 



S sh =V^ 



ph B-A sig 



(4) 



Thermal noise: Thermal noise is a result of thermally induced random fluctuations in the 
number of charge carriers in an electrical resistance element. Carriers are in random motion 
in all resistances at a temperature higher than absolute zero. The amount of motion is a 
direct function of the absolute temperature of the resistance. Nyquist showed that the open 
circuit rms voltage produced by a resistance R is given by 

(5) 



^AKTR f B 



where K is the Boltzmann's constant, T is the absolute temperature in Kelvin and B is the 
electrical system bandwidth. In the case of a trans-impedance amplifier front end the main 
source of thermal noise is the feed back resistor Rf. 

Quantization noise: Quantization noise is a noise error introduced by quantization in the 
analog-to-digital converter used to convert an analog signal to a digital signal. A digital 
signal representation of an analog signal involves discrete levels and thus has an accuracy 
that depends on the quantization resolution or number of bits used to represent samples in 
the analog to digital process. Therefore, when converting a continuous analog level into a 
discrete digital level, the actual analog value must be approximated as a digital value. The 
error arising during this conversion is called quantization error. Quantization error can be 
treated as random noise added to the converted signal and is referred to as quantization noise. 



4.3 Noise model of a ratiometric wavelength measurement system 

The ultimate precision and resolution of wavelength measurement is determined by the 
electrical noise in the receiver and the signal-to-noise ratio of the input optical signal. As a 
starting point to determine the effects noise on a ratiometric system a basic noise source 
representation of the system is considered (Rajan et al., 2008) and is presented in Fig. 11. 
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Fig. 11. Noise model of an edge filter based ratiometric system. 
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Since the different noise mechanisms are statistically independent the total mean square 
electrical noise that contributes to each arm of the system can be expressed as the sum of the 
individual mean square noises. Assuming a low noise pre-amplifier, the amplifier noise can 
be neglected. Thus the total rms noise voltage can be expressed as: 



( e sh + e th + e adc ) 



2x1/2 



(6) 



The calculated total rms noise voltage from all sources for a wavelength range from 1500 nm 
to 1600 nm for the receivers connected to both the reference arm and edge filter arm for 
different filters are shown in Fig. 12. At higher wavelengths the main noise contribution is 
the quantization noise of the analog-to-digital converter. 
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Fig. 12. Total rms noise of the receivers connected to reference arm and edge filter arms with 
filters of different slope. 



4.4 Ratio Response of the system considering noise effects 

In the previous section the ratiometric system was analyzed in the context of the limited 
signal-to-noise ratio of the input signal and it was shown that for a given measurable 
wavelength range, the slope of the edge filter is effectively limited due to the noise level of 
the input signal. To take account of the noise of the receivers connected to the reference and 
the edge filter arms, together with the signal-to-noise ratio of the input signal, the ratio of 
the system at a wavelength Xo can be expressed as 



J?(A ) = -101og„ 



I A0 (A,)T f {X)dX + Grand e 



\I A0 (A)dA + Grand r 



(7) 



Tf is the transmission response of the edge filter which in the simple case is a linear function 
within a wavelength range (Ai, fa). Gaussian statistics is used to model the electrical noise. 



Grande and Grand r are Gaussian random numbers used to represent the receiver's noise with 
a mean value and standard deviation equal to the rms noise of the receivers connected to 
the edge filter and reference arms respectively and are uncorrelated to each other. As the 
shot noise of the receiver connected to edge filter is a function of wavelength it makes Grand e 
also wavelength dependent. 

To understand the separate effects of optical noise and receiver noise on the ratio 
fluctuation, the ratio fluctuation is calculated for the system with different edge filters in the 
presence of receiver noise by assuming the source SNR is infinite (100 dB). Then to calculate 
the ratio fluctuation that arises due to the noise of the input signal, the receivers are 
assumed to be noise free. The ratio fluctuations in both cases are shown in Fig. 13(a) and Fig. 
13(b) respectively. For a system with an infinite source SNR the ratio fluctuation is caused 
due to the receiver noise and is very low at lower wavelengths as shown in Fig 13(a). For an 
ideal receiver with zero noise the ratio fluctuation is due to the source's noise and changes 
as the SNR of the source changes as shown in Fig. 13(b). 
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Fig. 13. (a) Ratio fluctuation of the system arises from the receiver noise (b) ratio fluctuation 
arises from the limited SNR of the source. 



In practice all optical sources have a limited signal-to-noise ratio and the net ratio fluctuation 
of the system is determined by the combined effect of optical noise and the receiver noise. 
Taking in account both a limited source SNR and the presence of receiver noise, the net ratio 
fluctuation can be calculated using equation (7). Fig. 14(a) shows the total ratio fluctuation of 
the system with different edge filters and with input signals with different SNRs. Fig. 14(b) 
shows a comparison of the modelled ratio fluctuation and the experimentally measured ratio 
fluctuation for edge filters of different slope at a fixed SNR. From the figures it can be seen that 
the ratio fluctuation is high at longer wavelengths which is the effect of the receiver noise and 
also the level of noise fluctuation increases irrespective of wavelength when the SNR of the 
input signal changes. Thus in the design of a ratiometric system it is important to consider the 
inaccuracy in measurement due to any changes in the SNR of the source and the noise in the 
receiver system. Ultimately to maintain accuracy it may be necessary to ensure that the SNR of 
the input signal is the same as that used during calibration. 
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Fig. 14. (a) Ratio fluctuation of the system for different optical SNR and (b) for different 
filters of different slopes at a fixed SNR 
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4.5 Influence of Noise on the Resolution of the System 

From the Fig. 14 it is seen that the ratio fluctuation increases as the wavelength increases, 
which limits the wavelength resolution of the system in addition to the wavelength range. In 
any measurement system perturbed by noise, the resolvable step change should be higher 
than the peak-to-peak fluctuation of the parameter being measured. In the case of 
ratiometric wavelength measurement system the minimum reliable detectable ratio 
variation corresponding to a wavelength shift is assumed equal to the peak-to-peak ratio 
fluctuation and can be expressed as 



ARV )^=[m )l 



(8) 



For a system of known slope m r the wavelength resolution can be determined from the ratio 
fluctuation, which is given as 



resolution 



\ R wi- P/ 



(9) 



Assuming a linear slope the estimated wavelength resolution for systems containing 
different edge filters (slopes of 0.16dB/nm, 0.22 dB/nm and 0.31 dB/nm) are shown in Fig. 
15(a), Fig. 15(b), Fig. 15(c) respectively at different wavelengths (different receiver noise 
levels) and for different optical source SNRs. It is clear that a 10 pm resolution is possible 
for all systems below 1520 nm if the SNR of the source is above 50 dB. When the SNR drops, 
for a system with edge filter having a higher slope, a high resolution is achieved only at 
lower wavelengths. For example, for the systems with slopes of 0.16 dB/nm, 0.22 dB/nm 
and 0.31 dB/nm a 10 pm resolution can be achieved in the range of 36 nm, 22 nm, 16 nm 
respectively starting from 1500 nm in the presence of receiver noise and an input signal SNR 
of 50 dB. Thus the slope of the filter used within a system in the presence of receiver noise 
and optical noise depends on the required resolution and wavelength range. High 



resolution in a very narrow wavelength range can be obtained with an edge filter with a 
higher slope, while for a wide wavelength range a reasonable resolution can be obtained 
with an edge filter of lower slope. 




(a) (b) (c) 

Fig. 15. Contour plots of achievable resolution for system contains edge filters of slope (a) 
0.16 dB/nm (b) 0.22 dB/nm (c) 0.31 dB/nm 

For further illustration, experimentally measured ratio variations for a wavelength step of 20 
pm from 1550 nm are shown in Fig. 16 (a), Fig. 16 (b), Fig. 16 (c) for the systems with three 
different edge filters. From the figure it is seen that a wavelength change can be resolved 
more readily for the system with an edge filter of 10 turns than by systems that use edge 
filters with a larger numbers of turns (and thus higher slopes). This confirms the assertion 
arising from the model that increasing the slope of filter itself will not improve the 
resolution. Also it is not possible to achieve the same resolution throughout the wavelength 
range and for a system with a given edge filter a higher resolution will always be achieved 
at lower wavelengths. 




1DD 150 200 250 300 

Number of measurements 



- 1 ■ 1 ■ 1 - 



Number rjflLns If 



rfP 



Ml, 



50 100 150 200 250 3 C 

NuiTi baf af rtieaaiiremenla 




(a) (b) (c) 

Fig. 16. Ratio variation for 20 pm wavelength step at 1550 nm for the systems with edge 
filters (a) 10 turns (b) 15 turns (c) 20 turns. 
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5. Polarization analysis of an edge filter based WMS 

A typical ratiometric detection system consists of a 3 dB coupler and an edge filter, both of 
which are polarization sensitive devices. If the system contains more than one polarization 
sensitive component connected by standard optical fibers, its global PDL may fluctuate and 
hence the measured ratio also fluctuates. The fluctuation in the ratio will have an impact on 
the performance accuracy of the system. The fluctuation arises because the state of 
polarization of the input light to the system may vary randomly, for example because of 
stress variations in the connecting fibres or a change of source etc. A system calibrated at a 
particular input polarization state gives errors as the power attenuation will be different 
because of the polarization dependency of the elements. 

Prior to the introduction of systems which demand very high wavelength accuracy (such as 
DWDM), the role of PDL in a ratiometric system was not considered important. DWDM 
systems require an accurate control of each channel's wavelength, e.g., the allowable 
maximal frequency deviation for 25 GHz channel spacing (2.5Gbit/ s) is 4-5 GHz, i.e., 0.032- 
0.04 nm according to the ITU-T Recommendation G.652. In a system where high accuracy is 
needed errors from all sources must be calculated in order to estimate the accuracy and 
resolution and in such a case the error from the PDL is important (Rajan et al., 2008). 

The PDL of an optical component is commonly defined as the difference between the 
maximum and the minimum insertion losses for all the possible states of polarization. If T m i n 
and T max are the minimum and maximum transmission coefficients of an optical element, 
then PDL can be expressed as 

ro^=ioio g (r max /r mm ) (io) 



5.1 Polarization sensitivity of a 3 dB coupler 

It is very well known that a 3 dB coupler is a polarization sensitive device. The common 
fabrication technique for a coupler is the fused-fiber method which involves twisting, 
melting, and pulling two single-mode fibers so they are fused together over a uniform 
length section. During fabrication a deviation of the coupler geometry from a circular 
symmetry to the elliptical shape in the fused tapered region can occur and this changes the 
coupling characteristics of polarization states and leads to birefringence, which makes the 
coupler polarization sensitive and therefore a device exhibiting PDL (Wu & Chang, 1995). 
The polarization sensitivity of a 3 dB coupler mainly depends on the geometrical structure 
parameters and the degree of fusion (Wu, 1999). The PDL of any device is commonly 
characterized at a specific wavelength. But because of the wavelength dependency of PDL 
and especially for wavelength measurements, the PDL of the components has to be 
considered over the whole range of wavelengths from 1500 - 1600 nm. Typical commercially 
available 2x2 fused couplers have a PDL of 0.1 - 0.15 dB at the central wavelength, but the 
value does vary with wavelength as shown in Fig. 17. 
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Fig. 17. Measured PDL of the arms of a 3dB coupler for a wavelength range 1500-1600 nm 



5.2 Polarization sensitivity of edge filters 

In this section the polarization sensitivity of macro-bend fiber filter and SMS fiber filter are 
explained. There are a couple of reasons which underpin the polarization sensitivity of a 
bent fiber. The state of polarization of light propagating along a single-mode fiber can be 
influenced by perturbations, such as bending and twisting. In a macro-bend fiber filter it can 
originate from the anisotropic nature of the refractive index caused by the bending stress. 
Single-mode fibers with nominal circular symmetry about the fiber axis are in fact bimodal 
and they can propagate two nearly degenerate modes with orthogonal polarizations, the TE 
and TM modes. The bend induced mechanical stress can induce birefringence by changing 
the modes of polarization. In the case of a standard single-mode fiber such as SMF28, the 
stress induced refractive index variation is very small. As a result, the bend induced 
birefringence will have only a small impact on the polarization modes propagating along 
the fiber. A practical single-mode fiber consists of a core, a cladding and a polymer coating 
layer which offers mechanical protection. The difference in the refractive index between the 
polymer coating layer and the cladding layer is much higher as compared to that between 
the cladding and core. The reflectance of the radiated field occurring at the interface 
between the coating layer and cladding layer is believed to be different for different 
polarization states. This can lead to polarization dependence of the bend loss, which 
originates because of the coupling between the reflected radiated field and the guided 
fundamental mode (Wang et al., 2007). Thus, the main contributor to the polarization 
sensitivity of a bend single-mode fiber is the polymer coating. 
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Fig. 18. Normalized PDL of 10 turns of SMF28, simulated and measured at 1550 nm 

The theoretical model of polarization sensitivity of bend fiber shows that the TE and TM 
modes propagating along the fiber experience different values of bend losses. Similar to the 
bend loss behaviour of a single-mode fiber (Fig. 4) the absolute PDL does not increase 
monotonically with the bend radius. The normalized polarization dependence has a quasi- 
periodical characteristic with bending radius and this quasi-periodical behaviour is very 
close to that of the bend loss vs. bending radius of a standard single mode fiber. Since the 
bend loss varies with wavelength, the PDL also changes with wavelength. The normalized 
PDL for 10 turns of SMF28 for different bend radii is shown in Fig. 18. 
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(a) (b) 

Fig. 19. Interfaces of input/ output SMF core to the MMF core (a) position of input SMF core, 
and (b) position of output SMF core. 

The main source of PDL in a SMS edge filter originates from the lateral core offset that 
occurs during the splicing between the singlemode fiber and the multimode fiber, i.e. the 
input/ output SMFs may have lateral core offsets relative to the centre of the MMF core. 
In addition the two lateral core offsets at each end of the MMF may also have a different 
orientation relative to each other which can be referred to as a rotational offset. In order to 



analyze the PDL of a SMS fibre structure, a means to precisely describe lateral and rotational 
offsets is needed. Fig. 19(a) and Fig. 19(b) show the interfaces between the input SMF and 
the MMF section cores and the MMF section and the output SMF cores, respectively. 
Assuming some lateral core offset of the input SMF is as in Fig 19(a), the field profile at the 
output end of the MMF section depends on the input field polarization state of the quasi TE 
mode (x-directed) or quasi TM mode (y-directed). In turn, the transmission loss for each 
mode depends on the overlap between the field profile at the output end of the MMF 
section and the eigen-mode profile of the output SMF. Thus the PDL can be calculated from 
the difference in the transmission loss between the quasi TE and quasi TM modes in dB 
using the equation; 



PDL 



\T v - T v 



(11) 



The PDL of the SMS fiber edge filter for different lateral and rotational offsets is shown in 
Fig. 20. Generally, a larger lateral core offset induces a higher PDL. 
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Fig. 20. PDL of the SMS fiber filter for several lateral core offsets at the rotational core offset 

from to 180°. 



5.3 Theoretical model to estimate the range of PDL and ratio fluctuation 

As mentioned above, in a fiber edge filter based ratiometric wavelength measurement 
system, the PDL components are the edge filter itself and the 3 dB coupler. The total PDL of 
the system is not simply the sum of the contribution of each PDL element. If the polarization 
sensitive axis of the 3 dB coupler and the fiber filter are not aligned with each other, the 
resulting PDL depends on the relative orientation of the PDL axes at each connection. In an 
all-fiber ratiometric configuration the PDL will fluctuate in the filter arm as it effectively 
contains two PDL elements. The total attenuation ratio fluctuation of the system depends on 
the PDL of both the filter arm and the reference arm. The edge filter considered in this 
analysis is a bend fiber edge filter. 



The general expression for PDL of any optical component is given by Equation (10). But a 

more convenient approach is to express the PDL as a 3-dimensional vector r (Gisin, 1995) 
of length T as 
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p _ max mm (12.) 
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max mm 

If T3dB and Tbend are the PDL of the 3 dB coupler and the fiber filter, the net PDL of the filter 
arm can be expressed as (Almari et al., 1998) 

Jl-r, ? - ^ + ^MB^bend 1 ~ V 1 ~ ^bend ! ^ bend ^ 

f = y w f + v ; r (13) 

x 3dBbend . - - L 3dB ^ IF F te/U * 

The maximum value of the PDL will occur when T3dB and Tbend are parallel and minimum 
occurs when they are anti parallel. The maximum and minimum global PDL of the fiber 
filter arm (Tcmax and Tomm) can thus be expressed as 

F 4-F If — F I 

p _ L 3 dB "*" L bend and f — - 3dB — ! (14) 

G max _ i , p p G min _ i -p -p ' 

A + A 3dB* bend ^~ * 3dB*~ bend 

Using these equations the range of PDL of the filter arm can be predicted and together with 
the PDL of the reference arm of the system the ratio error of the system can be estimated. 
The maximum variation in the ratio from the calibrated value occurs when one arm gives 
the maximum attenuation and the other gives the minimum attenuation for a given state of 
polarization. Since the photodiodes measure the integral power over the wavelength range, 
by knowing the maximum and minimum power at the arms of the system when the 
polarization state changes, the maximum possible polarization dependent change in ratio of 
the system for any wavelength can be obtained and is expressed as 



Afl max =101og 1( 






10 log, 






(15) 



where Pimax and P2min are the maximum and minimum output powers of the filter arm when the 
polarization state changes and P^ax and P2min are that of the reference arm. Ixo is the narrow band 
input signal with a central wavelength Xo which could be from tunable laser source. By knowing 
the variation in the ratio the corresponding wavelength variation can be calculated. 

5.4 Ratio and wavelength error due to PDL 

The ratio responses of an edge filter based ratiometric system at different polarization states 
are shown in Fig. 21. The ratio response for polarization state A is the calibrated response, 
while the response curves for the two other states B and C show the variation in ratio 
response from the calibrated response as the polarization state changes. The experimental 
arrangement to measure the polarization induced errors is shown in Fig. 22. A manual fiber 
polarization controller is used to change the polarization state of the input signal from a 
tunable laser source. The polarization controller allows for the complete control of the 
output polarization state and the output power varies with the change in polarization states 
for a particular wavelength. It is assumed that the fiber polarization controller covers all the 
possible polarization states at a fixed wavelength. 
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Fig. 22. Experimental arragement to study the impact of PDL on wavelength measurements 

Estimation of the maximum variation in the measured wavelength is important as we can 
determine the system's worst case performance. The maximum and minimum values of the 
fluctuation of PDL of the filter arm due to the 3 dB coupler and the fiber filter can be 
calculated using Equation (14). A comparison of the estimated maximum and minimum of 
the PDL of the filter arm with the measured PDL of the filter arm is shown in Fig. 23. 
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For a ratiometric system both of the arms contribute to the total ratio variation. The PDL of 
the reference arm and filter arm obtained from the experiment provides the maximum and 
minimum power levels of each arm. Based on that, a numerical simulation can be carried 
out to find the maximum ratio variation and can be estimated using Equation (15). The 
estimated variation in ratio and wavelength of the system and its comparison with the 
measured versions are shown in Fig. 24(a) and Fig. 24(b) respectively. To estimate the 
wavelength error, the local slope of the ratio spectrum is used. The wavelength error, which 
is a consequence of ratio variation, in practice depends on the slope of the system which is 
low at shorter wavelengths and high at longer wavelengths which results in a larger error at 
shorter wavelengths than at longer wavelengths. In the example shown in Fig. 24 for a fiber 
filter of 10.5 mm radius and 15 turns it is estimated that the maximum wavelength error at 
1500 nm is 1.9 nm from the original value. Any measured error in wavelength should be 
within this estimated wavelength error range. 

From the figure it is clear that the measured ratio and wavelength variation of the system are 
well within the estimated limits. The effect of fluctuation in the attenuation due to PDL, which 
leads to the variation in ratio and measured wavelength, is confirmed by the results. 



0.60 -, 


4 Measured ratio variation 




■ ■ 


1 






:> Esti mated maximum raiio variation 




■ 


0.50- 














■ 


£ 0.35- 
fi 0.30- 

3 

0.20- 












- 


, 


\ \ 5 






• 


• 


- 




: 


0.15- 














■ 


0.10- 

















• MeasL red wavelength varation 

'.' Estimated maximum wavelenglh venation 



! i ' 

? 



1500 1510 1530 1530 1540 1550 1560 1570 15B0 

Wavelength, nm 

(a) 



1500. 1510 1520 1530 1540 1550 15fl0 1570 1SS0 
Wavelength, nm 

(b) 



Fig. 24. Comparison of measured error with the estimated maximum error because of PDL 
(a) ratio error (b) wavelength error. 

Without predicting the wavelength error due to PDL of the components used in the system, 
characterizing a system to a wavelength resolution or accuracy such as 0.01 nm is 
meaningless. Thus to determining the accuracy and resolution of the system, it is essential 
that the PDL and its effects on the system are quantified. 



6. Polarization dependent loss minimization techniques 

In the case of macro-bend fiber filter since the PDL of the filter originates from the difference in 
bend loss for TE and TM modes one method to compensate the bend loss of the modes is to 
split the fiber filter into two bending sections with equal length and introduce a 90° twist in the 
middle of the filter between the two sections (Rajan et al., 2008). This changes the polarization 
state for the second bending section, i.e., the TE (TM) mode is turned to be the TM (TE) mode 



for the second bending section. The net effect is that the individual losses for the input TE and 
TM modes are equalized over the total length of the fiber so that the PDL can be minimized for 
the whole bending section. The schematic of the configuration is shown in Fig. 25. 





Fig. 25. Bending configurations of the macro-bend fiber filter: conventional bending and a 
90° twist between the bending sections. 



To demonstrate how the 90° twist reduces the PDL at higher bend lengths, the PDL of the 
filter is measured for different bend lengths and is shown in Fig. 26(a). For comparison the 
PDL of fiber filters without a twist is also presented for the same number of turns. From the 
figure it is clear that PDL is not eliminated completely in the fiber filter due to physical 
inaccuracies such as small variations in the bend length of the two sections of the filter and 
variations in the twist angle from 90° leading to residual PDL. It should be noted that a twist 
in the fiber induces circular birefringence and can make the fiber polarization dependent. 
However, such stress induced birefringence is very low in SMF28 fiber which means that the 
twist induced birefringence is negligible and its contribution to the PDL of the fiber filter is 
very small. Overall from the figures it is clear that the PDL of the fiber filter decreases 
considerably with a 90° twist at higher bend lengths which in turn allows the filter to utilize 
a larger number of turns to obtain the required steepness and thus increase the 
measurement resolution of the system without reaching an unacceptable level of PDL. 

The PDL of an SMS structure can be reduced/ eliminated by using accurate splicing 
methods which reduce the lateral offset between the SMF and the MMF at both ends. 
However conventional fusion splicers cannot guarantee a perfect splicing without lateral 
offset. In such cases by introducing a rotational offset of 90° will minimize the PDL as shown 
in Fig. 20. This is because at a rotational core offset of 90°, the orientation between the 
input/ output SMF and the input field direction of TE/TM are parallelized. Thus the overlap 
between the field profile at the output end of the MMF section and the eigen-mode profile of 
the output SMF for both TE and TM modes are similar and thus the PDL will be minimised. 

Minimizing the polarization dependency of the fiber filter alone will not minimize the 
polarization dependency of the whole system. As the system contains another PDL 
component, the 3 dB coupler, it is important to minimize the PDL of the coupler also. One 
way to minimize the total polarization dependency of the system is using a polarization 
insensitive (PI) 3 dB couplers (couplers with very low PDL, in the range of 0.01 - 0.02 dB). 
The wavelength inaccuracy of a macro-bend fiber filter together with low PI 3 dB coupler 
and its comparison with conventional system are shown in Fig. 26(b). Thus, for wavelength 
measurements based on macro-bend fiber filters the polarization dependency can be 
significantly reduced by the 90° twisted fiber filter together with low PI 3 dB coupler 
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configuration and can deliver measurements with high wavelength accuracy irrespective of 
the input state of polarization. 
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Fig. 26. (a) PDL of the fiber filters with 90° twist and its comparison with the PDL of the 
filters without twist (b) Comparison of wavelength errors in a low polarization system vs. 
conventional system 



7. Temperature induced inaccuracies in a macro-bend fiber filter based WMS 

When a single-mode fiber forms a macro-bend, WGMs may be created, which propagate in 
the cladding or buffer. These WGMs can interfere with the guided core mode to produce 
interference induced oscillations in the bend loss spectral response (Morgan et al., 1990). The 
dominant source of WGMs is the buffer-air interface and also the cladding-buffer interface. 
The formation of such whispering gallery modes effectively creates an interferometer within 
the fiber, with the core and buffer/ cladding as the two arms. To utilize a macro-bend fiber 
as an edge filter, an absorption layer is applied to the buffer coating to eliminate these WG 
modes, which makes the bend loss spectral response smoother and ideally achieves a linear 
response versus wavelength as explained earlier. 

The temperature sensitivity of such a fiber filter arises mainly from the temperature 
sensitive properties of the buffer coating, characterized by the thermo-optic coefficient 
(TOC) and thermal expansion coefficient (TEC). The TOC and TEC of the buffer coatings, 
such as acrylates, are much higher than those of fused silica which forms the core and the 
cladding of the fiber. Macro-bend fiber edge filters can be based on low bend loss fiber such 
as SMF28 fiber or high bend loss fiber such as 1060XP as explained in section 2. 

The most common single-mode fiber, SMF28 fiber, has two buffer coating layers. Due to the 
coating layers, even with the absorption layer a low level of reflection from the cladding- 
primary coating boundary will still exist and interfere with the core mode. As a result of this 
when there is a change in temperature which changes the refractive index and thickness of 
the buffer coating, the path length variation of the WG modes and phase difference between 
the WG mode and the core mode leads to constructive and destructive interference between 
the WG mode and the core mode. This results in oscillatory variations in the spectral 
response of the bend loss. In a macro-bend fiber filter without a buffer coating but with an 



applied absorption layer the temperature induced periodic variations in the bend loss can be 
eliminated. 

A fiber filter based on SMF28 fiber requires multiple bend turns with small bend radii to 
achieve a better slope and high wavelength resolution. The removal of the buffer coating 
over a meter or more of fiber is beyond practical limits as the fiber breaks if it is wrapped for 
more than one turn at small bend radii without a buffer. However, a fiber such as 1060XP is 
highly sensitive to bend effects due its low normalized frequency (V). The V parameter for 
1060XP fiber is 1.5035 while for SMF28 fiber it is 2.1611. Since the normalized frequency of 
the 1060XP is smaller, power will be less confined in the core and will be more susceptible to 
bending loss and the bend loss will be higher when compared to SMF28. As a result an edge 
filter based on a bend sensitive 1060XP fiber requires only one bend turn and hence the 
buffer can be stripped easily and an absorption layer can be applied directly to the cladding. 

After removing the buffer coating from the sensor head, the only negative TOC material is 
eliminated and the sensor head consists of only positive TOC materials; the cladding and 
core, which are made of silica. For the silica core and cladding the thermally induced 
effective change in refractive index is linear in nature, resulting in a linear variation of bend 
loss with temperature. Since the temperature dependent loss is proportional to the bend loss 
in the fiber filter, 1060XP fiber shows higher temperature induced loss, when compared to 
its SMF28 counterpart, for the case of a single bend turn. For a system with this 
configuration, a temperature corrected calibration is feasible. A temperature corrected 
calibration means that temperature of the fiber filter is continually measured and therefore, 
the measurement system can apply correction factors to the calibration in use. This allows 
the system to be used over a wide range of ambient temperatures (Rajan et al., 2009). 
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Fig. 27. Temperature induced wavelength error (a) SMF28 fiber filter (b) 1060XP fiber filter 



A comparison of wavelength errors due to ambient temperature variation in the case of edge 
filters fabricated from standard singlemode fiber (SMF28) and bend sensitive fiber (1060XP) 
are shown in Fig. 27(a) and Fig. 27(b) respectively. While it is apparent that the SMF28 fiber 
filter based system is less temperature sensitive, nevertheless the oscillatory nature of the bend 
loss and ratio of the system makes correction of the calibrated response unfeasible. For the 
SMF28 based filter the only option is to use active temperature stabilization of the filter 
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temperature. Whereas for the bend sensitive fiber based filter temperature compensation 
requires a sensor and compact electronics only, temperature stabilization will additionally 
demand a Peltier cooler, heat sinks, a complex feedback control system and, depending on the 
ambient temperature variation to be dealt with, will involve significantly higher power 
consumption by the system. 

The temperature stabilization approach will thus require more physical space, as well as 
higher complexity and cost than the temperature compensation approach. Using high bend 
loss fibers such as 1060XP will mean that the fiber filter will have higher temperature 
dependence than the SMF28 fiber filter, but due to the linear nature of the ratio variation 
with temperature, the temperature induced error can be compensated by adding correction 
factors to the calibration ratio response. The wavelength accuracy can be improved by 
obtaining the correction in the ratio response with smaller temperature intervals or by 
extrapolating the correction response between the required temperature intervals. Thus, 
irrespective of the temperature dependence of the 1060XP fiber filter, such a filter can be 
operated over a wide temperature range, if the correction in ratio response is added to the 
original ratio response and thus precise wavelength measurements can be obtained. 

8. Summary 

A brief review of all-fiber passive edge filters for wavelength measurements is presented in 
this chapter. Along with the review two recently developed fiber edge filters: a macro-bend 
fiber filter and a singlemode-multimode-singlemode fiber edge filter are also presented. For 
the macro-bend fiber filter an optimization of the bend radius and the number of bend turns 
together with the application of an absorption coating is required in order to achieve a 
desired edge filter spectral response. For the SMS fiber filter, the length of the MMF section 
sandwiched between the singlemode fibers is important. The length of the MMF section 
determines the operating wavelength range of the filter. 

The main factors that affect the performance accuracy of edge filter based ratiometric 
wavelength measurement are also discussed in this chapter. Due to the limited SNR of the 
optical source and the noise in the receiver system, the measurable wavelength range is 
limited and also it is not possible to achieve a uniform resolution throughout the 
wavelength range. The resolution of the system depends on the filter slope and the noise in 
the system. 

The origin of the polarization sensitivity of the components of a ratiometric system is also 
analysed in this chapter. The polarization sensitivity of a 3 dB coupler, a macro-bend fiber 
filter and a SMS fiber filter are explained. Since a ratiometric wavelength measurement 
system consists of more than one PDL component, the net PDL depends on the relative 
orientation of the PDL axes of each component. A theoretical model to predict the ratio and 
wavelength fluctuation due to the polarization dependence of the components involved in 
the system is presented. It is concluded that for determining the accuracy and resolution of 
the system the PDL of the system and its effects on the system performance have to be 
quantified. To minimize the effect of PDL on a macro-bend and a SMS fiber filters, methods 
to minimize the polarization dependence are also presented. In the case of a macro-bend 
fiber filter, PDL can be minimized by dividing the filter into two sections and by introducing 



a 90° twist between the two bending sections. For SMS fiber filters PDL can be minimized by 
reducing the lateral core offset and also by introducing a 90° rotational offset. 

The influence of temperature on a macro-bend fiber based wavelength measurement system 
is also presented in this chapter. The temperature dependencies of two types of macro-bend 
fiber filters based on SMF28 and 1060XP fibers are presented. In the case of SMF28 fiber 
based filter, the temperature dependence is lower, but the response is oscillatory in nature, 
which makes correction to the temperature calibration too complex to be feasible. In the case 
of 1060XP fiber based system, the temperature dependence is higher but since it is linear in 
nature a temperature correction to the calibration response is feasible. 
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1. Introduction 

For the sake of climate and atmosphere conservation the emission of gasses must be 
bounded. A significant reduction of emission can be obtained by rational heat energy 
consumption, which is a substantial percent of the world's consumed energy. One of the 
ways is using in the building engineering and industry suitable insulating materials: foamed 
polystyrene, mineral wool, glass fiber, polyurethane foam, synthetic clothes, foam glass or 
cellular concrete. The existing methods of determination of material's thermal parameters 
are based mainly on stationary heat transfer conditions (Bayazitoglu & Ozisik, 1988; Bejan, 
1993; Janna, 2000; Minkina & Chudzik 2004; Platunov, 1986). These methods allow 
determining in the experiment only a single thermophysical parameter of the tested 
material. They require the use of big and heavy measuring systems and a long period of 
time to conduct the measurement. Author do not know a commercial solution of portable 
measuring system which in relatively short time could assess fulfilling the requirements of 
insulating materials delivered to building site or leaving the factory from the point of view 
of thermal conductivity. Therefore, it seems to be crucial to work on design of such a 
measuring system. The research in this field concentrates, among other things, on 
possibility of application of artificial neural networks to solve the coefficient inverse 
problem of diffusion process ( Alifanov et al., 1995; Beck, 1985). To determine the usability 
of network an analysis of its response for known values of thermal parameters is needed. It 
is necessary to generate input data for network training process using mathematical model 
of the tested sample of heat insulation material. The discrete model of a nonstationary heat 
flow process in a sample of material with hot a probe and an auxiliary thermometer based 
on a two-dimensional heat-conduction model was presented. The minimal acceptable 
dimensions of the material sample, the probe and the auxiliary thermometer were 
determined. Furthermore, the presence of the probe handle was considered in the heat 
transfer model. The next stage of the research is solving the inverse problem in which the 
thermal parameters will be estimated on the basis of recorded temperatures. Methods 
employing the classical algorithm of the mean square error minimization in the inverse 
problem of the heat conduction equation have an advantage of making it possible to take 
into consideration the arbitrary, varying boundary conditions that occur during the 
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measurement (Aquino & Brigham, 2006; Chudzik & Minkina, 2001; Chudzik & Minkina, 
2001a). Temperature changes of the input can be unbounded and they are taken into 
consideration in the calculations. The main basic disadvantage of it is the requirement of a 
portable computer or specially made measuring equipment based on powerful 
microprocessor (e.g. ARM core). It is conditioned by a great deal of iterative computations 
conducted in the inverse problem solution algorithm. To reduce the amount of 
computations and solution time of the inverse problem the application of artificial neural 
networks was proposed, which would determine a thermophysical parameter on the basis 
of the time characteristic recorded in the sample of tested material (Daponde & Grimaldi, 
1998; Hasiloglu & Yilmaz, 2004; Mahmoud & Ben-Nakhi, 2003; Turias et al, 2005; Chudzik, 
1999; Chudzik et al, 2001; Minkina & Chudzik 2004;). 

2. Model of Heat Diffusion in the Sample of Insulating Material for Different 
Probe Designs 

In the classic transient line heat source method (LHS), called also hot wire method or the 
probe method (Boer et al., 1980; Bouguerra et al., 2001; Gobbe et al., 2004; Kubicar & Bohac, 
2000; Cintra & Santos, 2000; Tavman, 1999; Ventkaesan et al., 2001), a heated wire is initially 
inserted into a sample of insulating material at uniform and constant temperature, To. 
Constant power is then supplied to the line heater element starting at time t=0 and 
temperature adjacent to the line heat source is recorded with respect to time during a short 
heating interval. The principle of the method is based on the solution of the heat conduction 
equation in the cylindrical co-ordinate system: 
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with the following initial and boundary conditions: 

/ = r > T = T =0 

t>0 r^oo T = 

dT , ( 2 ) 

t > r —> - 2nrk — = q = cons tan t 
dr 

where: a - thermal diffusivity (m 2 /s), k - thermal conductivity (W/(mK)), q'- linear power 
density (W/m). Several variations of the hot wire method are known. The theoretical model 
is the same as described by (1) and the basic difference among them lies in the temperature 
measurement procedure. This technique was standardized in 1978 by DIN 51046 Standard- 
Part 2. The approximate solution of (1) is given by the temperature rise T(t). The thermal 
conductivity is calculated according to the following equation (Boer et al., 1980): 

( - 2 ^\ 

~ 4nT(t) 1 Akt ( 3 ) 
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where: p - material bulk density (kg/m 3 ), c v - specific heat of the material at constant pressure 
(J/(kgK)), r - distance between the hot wire and the thermocouple (m), t - time elapsed after 
start of heat release (s), T(t) - temperature rise registered by the thermocouple related to the 
initial reference temperature (K), Ei (-x) - exponential integral function given by: 



E.(-x) = -\ — dt. 



(4) 



In the mathematical formulations given by (3), the following assumptions were made: the hot 
wire (that is the heat source) has negligible mass and heat capacity, it is infinitely thin and long, 
and the material whose thermal conductivity is determined is half-infinite (Boer et al., 1980; 
Cintra & Santos, 2000). In the case of measurement of thermoinsulation material properties using 
the hot probe (Al-Homoud, 2005; Ventkaesan et al., 2001), the approximate solutions of (1) are 
inaccurate. The conditions mentioned above can not be satisfied in general. Moreover, the heat 
capacity of the hot probe and the testing sample of material are comparable. 
Our proposition of measurement system with hot probe consists in evaluating three thermal 
parameters simultaneously. It is sufficient to determine two of them, because they are 
related by equation: 

k 

pV (5) 



a = - 



The measurement system should record the temperature changes at the heat probe Th and 
auxiliary thermometer Tx. The proposed distance between the hot probe and the auxiliary 
thermometer is 8 mm, the hot probe diameter is 2 mm and diameter of the auxiliary 
thermometer is 1 mm. A predesign of such thermal probe is presented in Fig. 1. The model 
of the heat diffusion in the sample of material with hot probe and auxiliary thermometer is 
given by (Quinn, 1983): 

pc p —-V.{WT) = Q 

(6) 



dt 



where Q is the volume power density (W/m 3 ). The equation was implemented in the 
Matlab environment using the Partial Differential Equation Toolbox. Several alternative 
designs were considered and the results are obtained in the next subsections. 
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Fig. 1. Predesign of thermal probe 
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2.1 Heat diffusion in the sample of material for uniform hot probe and auxiliary 
thermometer references 

To obtain the temperature field in the sample the finite element method (FEM) was applied 
(Alifanov et al, 1995; Aquino & Brigham, 2006; Augustin & Bernhard 1996; Beck, 1985; 
Jurkowski et al., 1997). In a two-dimensional XY co-ordinate model of the material sample, 
treated as a square plate, the simplified boundary condition dT/3c=0 was assumed. The 
values of thermal parameters were set to: a = 2.3-10" 6 m 2 /s, k = 0.04 W/(m-K) of sample of 
material ensure negligible influence of the boundary condition. Therefore, the modeled 
sample can be treated as infinitely extensive. The additional assumptions are as follows: the 
probe is made of copper with diameter = 2 mm and thermal parameters a = 116-10 -6 m 2 /s, 
k = 401 W/(m-K), heating power is generated in the whole volume of the hot probe, the line 
power density of the heat source is Pg(Tg=0) = Po = 9 W/m and depends on the 
instantaneous value of temperature increment of heater Tg built-in the probe. The heat 
power of the probe can be expressed as: 



Po(T G ) = 



U 2 



1 



R +aT G I 



(7) 



where: a - average increment of heater resistance, LI - supply voltage, Ro - heater resistance 
in initial conditions, / - length of probe. Zero values of initial conditions were assumed. It 
means that the initial temperature of the sample, probe and thermometer equal to ambient 
temperature. The auxiliary thermometer placed in the tested probe can disturb the thermal 
field, therefore the temperature measured will not properly indicate real temperature in the 
sample. For that reason the real thermometer placed at a distance of 8 mm from probe was 
assumed. The modeled thermometer could be made of stainless steel with the following 
parameters: diameter = 1 mm, a = 3.8-10" 6 m 2 /s, k = 15 W/(m-K). The thermal parameters 
of the sample, probe and thermometer were taken from (Grigoryev, 1991). A half section of 
the sample with the thermal probe and discrete mesh is presented in Fig. 2 for two cases: the 
probe without and with the auxiliary thermometer. 
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Fig. 2. A half section of sample with thermal probe with discrete mesh for uniform probe: 
without (a) and with auxiliary thermometer (b) 
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Fig. 3 presents the temperature profile of the sample after 100 s, where values are related to 
ambient temperature (difference). The comparison of these figures shows the influence of 
presence of the auxiliary thermometer on the temperature field in sample, particularly 
visible in the place of thermometer's location - enlarged part in Fig. 3b. 
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Fig. 3. The temperature profile of sample after 100 s for uniform probe: without (a) 
auxiliary thermometer (b) 



Fig. 4 presents changes in temperature of the probe (curve 1), un-disturbing heat diffusion 
auxiliary thermometer (curve 2) and real auxiliary thermometer (curve 3) in the time period 
of 0-100 s after the start of sample heating. Curves 2 and 3 in Fig. 4 differ significantly 
similarly to the previous figure, hence the presence of real auxiliary thermometer must be 
taken into consideration in the mathematical model of heat diffusion in the sample of the 
tested material. 
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Fig. 4. Changes in temperature of probe (1), un-disturbing auxiliary thermometer (2) and 
real auxiliary thermometer (3) placed in a distance of 8 mm from the probe 
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2.2 Heat diffusion in the sample of material for nonuniform (multi-layer) hot probe and 
auxiliary thermometer 

A real probe consists of three-layers: heater, filling material and shield. It must be checked 
how three-layer construction will have effect on temperature field. Assumed parameters of 
the modeled probe are: heater (copper) = 1 mm, a = 116-10 6 m 2 /s, k = 401 W/(m-K), filling 
material (epoxide gum) d = 0.5 mm, a = 7.8-10 -7 m 2 /s, k = 1.3 W/(m-K), shield (brass) d = 0.5 
mm, a = 34.2-10" 6 m 2 /s, k = 111 W/(m-K) where d is thickness of the layer. Other simulation 
conditions are similar to those mentioned in subsection 2.1. Again, a half section of the 
sample with the thermal probe and discrete mesh are presented in Fig. 5. 
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Fig. 5. A half section of sample with thermal probe and discrete mesh for multi-layer probe 

Fig. 6 shows the temperature profile of the sample after 100 s (a) and top view of it with 
marked points 1-4 used to analyze the temperature difference (b). 
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Fig. 6. The temperature profile of sample after 100 s (a) and top view with marked points 1-4 (b) 
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Fig. 7 presents changes in temperature in arbitrary chosen points 1-4. These numbers 
correspond to the following curves: heater (curve 1), filling material (curve 2), shield (curve 
3) and real auxiliary thermometer (curve 4) in time period 0-100 s after the start of sample 
heating. In this case the curves 1, 2 and 3 dedicated to the three layers of the probe, overlap 
each other. It means that the assumption about nonuniform probe is not necessary. The 
higher temperature value (curve 1) for time instant 100 s in comparison to the value 
presented in Fig. 4 (also curve 1) is the result of less total heat capacity of nonuniform probe. 




Fig. 7. Changes in temperature of probe parts: heater (1), filling material (2), shield (3) and 
real auxiliary thermometer (4) placed in a distance of 8 mm from the probe 



3. Model of heat diffusion in the sample of insulating material for probe with 
handle 

A typical method of temperature measurement of solid is the contact method, where the 
sensor is placed into material or has good thermal contact with material surface. Usually, 
simple sensors are used. They consist of long metal pipe working as a shield and active part 
assembled inside the pipe. One of the pipes is ended by a header or a handle with wires. 
Placement of the sensor into checked material causes some disturbance in the temperature 
field. The case of stationary temperature field measurement needs sufficiently long waiting 
for transient state to fade. In general, the dynamical error caused by the sensor presence 
must be taken into consideration. Usually contact temperature sensors have length much 
bigger than diameter and therefore the heat transfer along the sensor is neglected. This 
simplification can be erroneous in the case of small heat transfer coefficient of active sensor 
surface, because the temperature of the probe handle can have relevant impact on sensor 
measured temperature. 
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3.1. Model of heat diffusion in the sample of insulating material for probe with 
significant heat capacity handle 

In Fig. 8 a model of uniform probe (copper) of a diameter of 2 mm and length of 10 cm long 
with handle (plastics) of a diameter of 5 mm and length of 2 cm is presented. 
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Fig. 8. Predesign of probe with handle 

Fig. 9. presents a quarter of symmetrical model of the probe with handle in XYZ co- 
ordinates: discrete mesh (a), temperature field after 100 s (b). The considered sample of 
material is treated as a cubicoid which base dimensions are 10 x 10 cm and the height is 15 
cm. The third kind of boundary condition (Fourier-Robin) on lateral surfaces of the sample 
and the probe handle was assumed. The typical value of heat transfer coefficient a=5 
W/(m 2 -K) for laminar, natural heat flow close to surface was taken from (Grigoryev, 1991). 
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Fig. 9. Quarter of symmetrical model of probe with handle in XYZ co-ordinates: discrete 
mesh (a), temperature field after 100 s (b) 
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Fig. 10. Temperature changes along probe length (Z axis) after 100 s (a) and Z axis view 
presenting the changes in temperature along probe (b) 

Zero values of initial conditions were assumed. The values of thermal parameters of the 
probe and the sample of material are the same as those considered in chapter 2. Fig. 10a 
presents the temperature profile along probe length (Z axis) after 100 s (a). For better 
visibility the Z axis view presenting the changes in temperature gradient along the probe 
was additionally showed in Fig. 10b. 

It follows from Fig. 10 that change in temperature along probe after 100 s is about 3.5 K. For 
the probe made of copper this value is relatively big. The probe handle is made of plastic 
whose thermal conductivity is several times less than for metals. The amount of heat absorbed 
by handle is considerable in comparison to the heat absorbed by the sample of material. 
Taking into consideration the presence of the probe handle in model is difficult. The boundary 
conditions on handle surfaces depend on ambient conditions and generally are not predictable 
in real measurements. To eliminate this undesirable effect being an additional source of 
measurement error, the thermal probe handle compensation can be used. 
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3.2. Model of heat diffusion in the sample of insulating material for probe with 
temperature compensated handle 

If the handle is temperature compensated, its presence in mathematical model can be 
neglected. Other simulation conditions are the same as in subsection 3.1. Fig. 11 presents a 
quarter of symmetrical model of probe without handle (equivalently to temperature 
compensated handle) in XYZ co-ordinates: discrete mesh (a), temperature field after 100 s (b). 
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Fig. 11. Quarter of symmetrical model of probe with temperature compensated handle in 
XYZ co-ordinate: discrete mesh (a), temperature field after 100 s (b) 



Fig. 12 presents the changes in temperature gradient along Z-axis after 100 s: probe with 
handle (curve 1) and probe without handle (curve 2) or temperature compensated handle. It 
is evident that temperature gradients after 100 s differ from each other significantly. The 
increase of average temperature in the middle of the probe length for probe with handle is 
42.0 K and for the probe without handle is 46.4 K. It shows how presence of the handle 
influences the temperature field in the sample of material. The curve 2 is almost flat. It let 
us state that finite length of probe (z=0) and boundary condition on sample top surface 
(z=10) have small impact on the temperature field. Similar simulations for the probe with 
handle for another boundary condition on lateral and bottom surface of the sample were 
conducted. In this case, the sample is completely thermally insulated from surroundings 
with the exception of the top surface. No visible difference between corresponding curves 2 
was observed hence they are not presented in the paper. 



The idea of the measurement system 

for quick test of thermal parameters of heat-insulating materials 



455 



T[K] 
46 




0.04 0.06 

z[m] 



Fig. 12. Changes in temperature along Z-axis after 100 s: probe with handle (curve 1), probe 
without handle (curve 2) 



4. Neural network in inverse problem solution 

A neural network can learn a phenomenon model when analytic description is complicated 
or unknown. It is sufficient to present at the training stage the values of input quantities of 
the modeled phenomenon or system at the network inputs. There are assumed values of 
output quantities (responses) of the modeled phenomenon or system at the network 
outputs. The key problem is optimal selection of the network architecture. Different types 
of neural network have specific limitations in terms of functions they can represent. A lot of 
possible applications of neural networks have not been investigated yet or are still under 
research. In this work, we attempt to investigate the usability of a neural network in solving 
the coefficient inverse problem. In computer simulations simple network architecture was 
initially defined and next, its performance for model of heat conduction was tested. The 
idea of the coefficient inverse problem solution is presented in Fig. 1. The network 
determines the value of heat diffusivity a and heat conductivity k on the basis of the 
temperature responses recorded at the hot probe Tu{t) in the symmetry axis and the 
auxiliary thermometer Tx(t) in the sample and assuming repeatable boundary conditions. 
The network can be trained with temperature values (or its increments with respect to the 
initial condition) calculated for given values of a and k which have been taken from 
predicted ranges of its possible variations. 



456 



Advances in Measurement Systems 




T H =f(t) I: : 

- Tp9 




Tx=f(t) 







^ w20,18 



Fig. 1. Hypothetical architecture of the neural network with input and output signals 

4.1. Discussion on the neural network architecture 

Using the model and the FEM presented in part 1 of the paper there were generated training 
vectors of nine selected instantaneous values of the temperature responses of the hot probe 
Tu(t) and the auxiliary thermometer Tx(t) in the sample for 10x10 combinations of values of 
ae(1.0-K3.0>-10- 6 m 2 /s and fce(3.0-5.0>-10- 2 W/(m-K) for time interval 100 s. The training 
input vectors of the instantaneous values of the temperature Tn(t) and Tx(t) are shown in 
Fig. 2 and Fig. 3. 
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Fig. 2. Temperature changes in the symmetry axis of the hot probe Tn(t): 1) 0=1.O-1O- 6 m 2 /s, 
£=3.0-10-2 W/(m-K) and 2) 0=3.0-10-6 m 2/ S/ fc= 5.0-10-2 W/(m-K) 
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Fig. 3. Temperature changes of the auxiliary thermometer Tx(t): 1) fl=3.0-lO 6 m 2 /s, k=5. 0-10" 2 
W/(m-K) and 2) a=1.0-10-6 mVs, fc= 3.0-10-2 W/(m-K) 

Several architectures of the neural network were tested (all with 2 linear neurons in output 
layer) (Hagan et al, 1996; Caudill & Butler 1992) : 

• two-layer classical nonlinear network with 10 neurons in input layer for 20, 50 and 
1000 training epochs, 

• two-layer classical nonlinear network with 20 neurons in input layer for 20, 50 and 
1000 training epochs, 

• three-layer classical nonlinear network with 20 neurons in input layer and 10 
neurons in hidden layer for 25 and 1000 training epochs, 

• radial basis functions RBF, 

• radial basis function RBF with given error goal, 

• generalized regression GRNN. 

The neural networks were trained by presenting successive training vectors including the 
values of Th and Tx at their inputs (input vectors) and the corresponding values of a and k 
coefficients at their outputs (target vectors). 

In the case of classical radial basis function neural network, the results confirm its possibility 
to appreciatively solve the inverse problem. For some learning parameters the output error 
is negligible for training and testing data. However, network structure consisting of 100 
RBF neurons is relatively big. In the case of GRNN the "overfitting effect" was occurring. 
The network answered with small error for training vector, but for intermediate values, that 
are included in testing vector, the output error was very big. Reduction of the number of 
the neurons or decreasing the size of training vector can remove this disadvantage. The 
Matlab environment has in this case limited possibilities of parameter selection. 
Furthermore, the input training vector preprocessing or output vector postprocessing can 
also be helpful. This extra processing of this data increases the algorithm complexity. A 
better solution is application of the RBF network with given error goal which automatically 
choose the number of neurons to draw output error with error goal. Such a solution 
facilitates looking for the optimal network structure because the amount of neurons is 
automatically selected. Better results were obtained for classical nonlinear network with 
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hyperbolic tangent transfer function in input and hidden layers. In the case of hidden layer, 
it is sufficient to use the linear activity function. Three-layer network reached good 
performance after 25 epochs. Thanks to its flexibility the overfitting did not occur. Taking 
1000 epochs, the output error was very small, both for learning and testing vectors. 
Performance of two-layer network was also investigated. The output error in this case was 
somewhat larger than for three-layer network but it can be compensated by longer learning 
period (more epochs). 

4.2. Results of simulation for "optimal" neural network search 

The best of considered architectures of the neural network was the classical nonlinear 
feedforward two-layer neural network: 20 neurons with hyperbolic-tangent transfer 
function in input layer and two neurons with linear transfer function in output layer. The 
network has 18 inputs and 2 outputs. The vector of nine instantaneous values of the 
temperature of the heating probe Tr and the vector of nine instantaneous values of the 
temperature of the auxiliary thermometer Tx are loaded into 18 inputs of the neural 
network. The network achieved satisfactory results already after about 50 training epochs. 
An example of the network training process for the traditional error back propagation 
algorithm is presented in Fig. 4. 




Fig. 4. Error of network learning during 50 epochs 



The network outputs were compared to the values of heat diffusivity and heat conductivity 
coefficients given in the training stage. The relative errors of the network response are 
presented in Fig. 5. 

To verify whether the network response is correct for intermediate values of a and k from 
the ranges defined above, the responses were simulated for 100 values of heat diffusivity 
coefficient a from the range ae(1.0;3.0)-10- 6 m 2 /s and 100 values of heat conductivity 
coefficient k from the range and /ce(3.0;5.0)-10" 2 m 2 /s. Consequently, there 10000 different 
testing vectors were generated. Fig. 7 and Fig. 8 show the relative error of the network 
response versus target value of the coefficients a and k. 

The performance of a trained network was additionally measured using regression analysis 
between the network response and the corresponding targets. In the posttraining analysis 
the " Linear regression method'' implemented in Matlab was used for network validation. 
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Fig. 5. Relative error of the network response for thermal diffusivity a (a) and for thermal 
conductivity k (b) for the training stage 




Fig. 7. Relative error of the network response for thermal diffusivity a for the testing stage 




Fig. 8. Relative error of the network response for thermal conductivity k for the testing stage 
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In Fig. 9 and Fig. 10 the perfect fit (outputs exactly equal to targets) can be seen, the slope is 
almost 1, and the y-intercept is 0. 
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Furthermore, the correlation coefficient R that indicates how well the variation in the output is 
explained by the targets, is equal to 1. Thus, there is perfect correlation between the targets 
and the outputs. It means that approximation quality of the neural network is very good. 
As mentioned earlier, the chosen network architecture was classical nonlinear two-layer 
neural network. On this stage of the research this architecture cannot be objectively treated 
as optimal. Generalization ability is one of many conditions a network must satisfy only. A 
very important issue is determination of sensitivity of the neural network to input quantities 
disturbance. Good ability of generalization of the chosen network going hand in hand with 
its small sensitivity must be proved. If it fails, then another network candidate for "optimal 
network architecture" must be selected and checked. 



The idea of the measurement system 

for quick test of thermal parameters of heat-insulating materials 461 

5. Sensitivity analysis of neural network on input quantities disturbance 

Sensitivity analysis of the neural network on existing in real measurement uncertainties is a 
very essential stage of method validation. The designed instrumentation is dedicated to 
immediate measurements, hence uncertainty on a level of a few percents is sufficient. In 
this study, there was assumed, that the following input quantities had influence on the 
output quantities a and k: 

• temperature of the hot probe Tn{t), 

• temperature of the auxiliary thermometer Tx(t), 

• heat power Pg supplying the hot probe, 

• distance r between the hot probe and the auxiliary thermometer. 

5.1. Application of Monte Carlo technique in sensitivity analysis 

In Ref. (Joint Committee for Guides in Metrology, 2004), treated as supplement to Guide to 
the Expression of Uncertainty in Measurement (BIPM et al., 1995) an interesting procedure 
is proposed. It gives recommendation how the uncertainty could be evaluated if the 
conditions for „law of propagation of uncertainty" are not fulfilled, because of the 
complexity of the model, for example (Joint Committee for Guides in Metrology, 2004). 
The procedure applies to evaluation of 95% coverage interval for the output quantity value. 
The described procedure consists of the following stages (BIPM et al., 1995): 

a) define the output quantity, the quantity required to be measured, 

b) decide the input quantities upon which the output quantity depends, 

c) develop a model relating the output quantity to these input quantities, 

d) on the basis of available knowledge assign probability density functions to the values of 
the input quantities, 

e) propagate the probability density functions for the values of the input quantities 
through the model to obtain the probability density function for the output quantity value, 

f) obtain from the probability density function for the output quantity value: 

1) its expectation, taken as the estimate of the output quantity value; 

2) its standard deviation, taken as the standard uncertainty associated with the estimate of 
the output quantity value, 

3) the coverage interval containing the unknown output quantity value with a specified 
probability. 

Generation of input quantities for 10 6 trials (this number is strongly recommended by (Joint 
Committee for Guides in Metrology, 2004)) and model developing for one pair given thermal 
parameters were taken over 6 days using modern PC computer. Hence, the analysis was 
constrained to the following five combinations of values treated as "true" values: 

1. 0=2.5-10-6 mVs and k= 4.0-10" 2 W/(m-K), 

2. 0=1.5-10-6 mVs and k= 3.3-10-2 W/(m-K), 

3. a=3.5-10-6 m2/s and k= 4.7-10-2 W/(m-K), 

4. a=3.5-10-6 m 2/s and k= 3.3-10-2 W/(m-K), 

5. 0=1.5-10-6 m 2/s and k= 4.7-10" 2 W/(m-K). 

Uniform symmetric distribution of probability of input quantities was assumed with the 
following half widths: AT H (0=0.1 K, AT X (0=0.05 K, AP G =1 mW/m, Ar=0.1 mm. To obtain 
distribution function of network output quantities a and k the Monte Carlo simulation 
technique was applied. For each pair of a and k the output value of the network was 
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computed and estimates of distribution function G(a) and G(k) were carried out. According 
to f) point of the above mentioned procedure (underlined text) the recommended 
parameters: expectation, standard deviation and 95% coverage interval were obtained and 
presented in Table I. 



N Heat diffusivity a m 2 /s 



Heat conductivity k W/(m-K) 



Expecta 



tion 



Standard 
deviation 



95 % coverage 
interval 



Expecta 
tion 



Standard 
deviation 



95 % 
interval 



coverage 



2.53 10-6 



2.74 10-8 



[2.48 10-6; 2.58 10-6] 



4.05 10-2 



4.29 10-4 



[3.97 10-2; 4.13 10-2] 



1.49 10-6 



2.30 10-8 



[1.45 10-6; 1.54 10-< 



3.29 10-2 



4.16 10-4 



[3.21 10-2; 3.37 10-2] 



3.41 10-6 



2.95 10-8 



[3.35 10-6; 3.45 10-6] 



4.56 10-2 



4.05 10-4 



[4.49 10-2; 4.64 10-2] 



3.33 10-6 



3.02 10-8 



[3.27 10-6; 3.39 10-6] 



3.27 10-2 



4.01 10-4 



[3.19 10-2; 3.34 10-2] 



■ 5 | 1.49 10-6 | 2.24 10-8 [1.44 10-6; 1.53 10-6] 4.70 10-2 4.65 10-4 [4.61 10-2; 4.79 10-2] 

Table 1. Estimated parameters of probability for five combination of parameters a and k and for two 
layer classical neural network 

This table is valid for the previously tested classical nonlinear two-layer neural network: 20 
neurons with hyperbolic-tangent transfer function in input layer and two neurons with 
linear transfer function in output layer. Analysis of data from Table I let us state that the 
relative extended uncertainty (95% coverage interval) of estimated thermal parameters a and 
k for all five cases did not exceed 3% and 2.5%, respectively. 

Similar analysis was conducted for other network architectures and configurations mentioned 
and tested in the chapter II. The best results were obtained for RBF network with error goal. 
They are presented in Table II. 



N 
o. 


Heat diffusivity a m 2 /s 


Heat conductivity k W /(m-K) 


Expecta 
tion 


Standard 
deviation 


95 % coverage 
interval 


Expecta 
tion 


Standard 
deviation 


95 % coverage 
interval 


1 


2.50 10-6 


2.73 10-8 


[2.45 10-6; 2.55 10-6] 


4.00 10-2 


2.32 10-4 


[3.96 10-2; 4.04 10-2] 


2 


1.50 10-6 


1.56 10-8 


[1.45 10-6; 1.53 10-6] 


3.30 10-2 


2.07 10-4 


[3.26 lO- 2 ; 3.33 10-2] 


3 


3.49 10-6 


3.75 10-8 


[3.43 10-6; 3.56 10-6] 


4.70 10-2 


2.56 10-4 


[4.66 10-2; 4.75 10-2] 


4 


3.48 10-6 


4.98 10-8 


[3.40 10-6; 3.57 10-6] 


3.30 10-2 


2.07 10-4 


[3.26 10-2; 3.33 10-2] 


5 


1.50 10-6 


1.22 10-8 


[1.48 10-6; 1.52 10-6] 


4.70 10-2 


2.46 10-4 


[4.66 lO- 2 ; 4.74 lO- 2 ] 



Table 2. Estimated Parameters of Probability for Five Combination of Parameters a and k 
and for RBF neural Network 



Analysis of data from Table II let us state that the relative extended uncertainty (95% 
coverage interval) of estimated thermal parameters a and k for all five cases did not exceed 
3% and 1.5%, respectively. 
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6. Conclusion 

The aim of the presented analysis was checking how several details of the considered model 
of heat diffusion affects the temperature field. The recommendations for the next research 
stage are: 

• assumed dimensions of measuring stand are accurate, hot probe can be treated as 
uniform (fewer elements of discrete mesh), 

• presence of auxiliary thermometer and probe handle must be considered in 
mathematical model, 

• the sample dimensions checked in simulations let treat a real sample as infinitely 
widespread. 

It allows for conducting measurement with no specially prepared sample assuming that the 

sample dimensions are greater or equal than considered in the paper, i.e. 10 x 10 cm (base) x 

15 cm (height). This is the great advantage of proposed method. 

The usability of an artificial neural network (ANN) to estimate the coefficients of inverse 

heat conduction problem for solid will be presented. The network should determine the 

value of effective thermal conductivity and effective thermal diffusivity on the basis of 

temperature response of hot probe and auxiliary thermometer. In developing of the ANN 

model, several configurations of ANN architecture will be checked. 

The results obtained in simulations show that is possible to determine the parameters of 

insulating material using trained neural networks for repeatable input function of the probe 

and measurement conditions. Such a solution could considerably reduce the cost of the 

measuring system. 

The recommended network architecture for further study is the classical nonlinear two-layer 

neural network: 20 neurons with hyperbolic-tangent transfer function in input layer and two 

neurons with linear transfer function in output layer. 50 epochs should be sufficient to 

achieve a good result of the network training. The relative extended uncertainty (95% 

coverage interval) of estimated thermal parameters a and k will not exceed 3% and 2.5%, 

respectively. This network was chosen as a compromise between generalization ability, 

architecture simplicity, small output error and small sensitivity on input signal 

disturbances. 

The main aim of the research is to determine the three basic thermal parameters on a single 

portable measuring system in a relatively short time and not only in laboratory (fully 

controlled) conditions. 

The future work will be experimental verification of the proposed method on real samples 

of insulating material taking into consideration sample size, network architecture, training 

recommendation and the use of a real probe consisting of a hot probe and an auxiliary 

thermometer with temperature compensated handle. 
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1. Introduction to Distributed Measurement Systems 

In different technological and information fields there is the need for multipoint 
measurement systems, to monitor a process evolution and to take proper controlling actions; 
several applications require for a Distributed Measurement System (DMS) able to measure the 
same or different parameters at different points. 

Traditional test and measurement applications have been based on the use of centralized 
control and data management; usual implementations involve a central controller that 
handles instruments and sensors, polls for any results and processes the acquired data. 
In these systems, the essential determination of the system's behaviour resides just in the 
central controller. The primary advantage of centralized systems is their simplicity: because 
all data is concentrated in one place, these systems are easily managed and have no 
problems of data consistency or coherence. 

However, in some cases the physical area over which carry out the measurements is so wide 
that the implementation of a single measurement system will be unacceptable; main reasons 
are cost, reliability, and the distance between the measurement points. The measurement 
system must be split in a number of measurement devices, able to carry out each single 
measurement, to process the acquired raw data and to transmit the information to the final user. 
Today, with the advent of dedicated microcontrollers and digital signal processors, complex 
data processing and transmission can be performed in a fast and easy way. These new 
technologies permitted the implementation of DMSs that addresses these issues: instead of 
having one single powerful system, distributed systems employ multiple systems 
communicating to each other via a common network. 

DMSs usually refer to systems comprising one or more controllers each with one-to-one 
connections to sensors, instruments and possible actuators. This approach is always based 
on a number of smart measuring systems, where the nodes determine the system behaviour; 
the control protocol must therefore support each node internally, managing the application 
details occurring at that node. In addition, nodes can communicate directly with each other 
or with groups of other nodes, without any restriction to one-to-one communication links. 
The control protocol must support the transmission of synchronization messages between 
nodes to produce the correct overall system behaviour. Synchronization includes not only 
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the timing of measurements, but the overall progress of the application from one sequence 

of events to another. 

In a DMS the management of data must be more structured than in traditional ones: in 

centralized systems many data management tasks, such as identifying the source and time of 

a measurement, are based on the properties of point-to-point communication links; in 

distributed systems using multicast, other techniques must be used for linking the various 

pieces of information in the system. 

This chapter discusses about the new technologies that have been proposed, in recent years, 

for applications involving measurement systems distributed on a wide area. 

1.1 Basic of DMS 

A DMS can be seen as a collection of autonomous measurement systems linked by a network 
and equipped with distributed system software (Coulouris et al., 1994). The system employs 
intelligent controllers to perform message editing, data collection, dialogue with remote 
computer clients, some security functions, and message packaging. 

The DMS software enables the measurement systems to coordinate their activities and to 
share system resources. A well-developed distributed system software provides the illusion 
of a single and integrated environment, although it is actually implemented by multiple 
measurement systems positioned in different places. In other words, is the software that 
gives a distribution transparency to the systems. Given the independent and distributed 
nature of these systems, it is important to underline the importance of having distributed 
software to provide a common and transparent view of the systems (Tari & Bukhre, 2001). 

1.2 Classification of DMSs 

Most of the architectures of DMSs include local or remote measurement systems, linked by 

communication connections with a central unit that provides for the system management 

and data acquisition. A centrally controlled distributed system is viewed as a collection of 

peripheral small measurement system, which might be capable to completely execute the 

measurement task and process the obtained results. Each of them is subordinate to a higher 

level central unit in the overall system structure. The main interconnection topologies are: 

the star, hierarchical or ring structure. 

As shown in Fig. 1, each remote measurement system in the star structure is connected to the 

central unit via a network front end (e.g. a modem). 

Fig. 2(a) illustrates a DMS interconnected in a ring structure, consisting of autonomous 

measurement systems linked in a peer-to-peer fashion. 

Fig. 2(b) depicts a DMS with hierarchical structure. One or more locations have their own 

pre-processing unit, each of which performs the data processing and allows the 

communication of the measurement system with the central unit; the pre-processing unit 

periodically sends the required summary data to the central unit. 

The idea of distributed systems represents a structure ranging from separate, geographically 

dispersed applications cooperating with each other, to a single application formed by 

relatively independent, stand-alone components. Another classification for the DMSs refers 

to four types of structural configurations. 
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Fig. 1. Star structure 
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Fig. 2. Architectures of distributed measurement systems. 

The first one, which is shown in Fig. 3(a), is a central unit connected to measurement 

systems with certain functions or applications. 

Another type is a measurement system connected to mid-range units, which, in turn, are 

connected to a central unit; as depicted in Fig. 3(b), all of them are organized in a hierarchical 

structure. The mid-range units deliver data to the central unit which handles the central 

level processing. 

Fig. 3(c) illustrates a distributed system arranged as a connection of peers which have 

different details of interconnection and dependency; however, it is no evident a central 

control unit in this system. 
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The last type, shown in Fig. 3(d), is a collection of peer hierarchies. The central unit, or each 
of the mid-range units, exhibits a hierarchical configuration and is connected to a collection 
of measurement systems. 
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1.3 Main characteristics of a DMS 

The trend of DMSs is motivated by the potential benefits that they could yield (Ozsu & 
Valduriez, 1991); (Tanenbaum, 1992). The first advantage of a DMS over a centralized 
system is cost effectiveness; other important characteristics are (Coulouris et al., 1994): (1) 
resource (provided by the processors) and data (measured parameters) sharing, (2) system 
expandability (hardware and software), (3) concurrency (simultaneous execution of multiple 
tasks), (4) scalability, (5) fault tolerance (carried out by hardware redundancy and software 
recovery), and (6) transparency (the users perceive the DMS as a whole system rather than 
as a collection of independent components). These characteristics are not automatic 
consequences of distribution; instead, they are acquired as a result of a careful design and 
implementation. 

Beside these advantages, a DMS has some disadvantages: network reliance (problems on the 
network would disrupt activities in the system as a whole); complexities (a DMS 
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manipulates resources of computers with a wide range of heterogeneities); security (private 
resources would be exposed to a wider range of potential hackers, with unauthorized accesses). 
Decentralization contributes to the extensibility, fault-tolerance, and lawsuit proofing of the 
system, while the partial centralization makes the system more coherent than a purely 
decentralized system (Makarenko et aL, 2004); (Berkes, 2003). 

In a DMS all concurrent access must be synchronized to avoid problems such as lost update 
(two concurrent accesses update the same data, but one of the updates is lost), dirty read 
(one access updates the data read by another access, but the former fails and affects the 
latter), incorrect summary (a set of data is updated by an access while the set is being 
processed by another access), and unrepeatable read (an access reads data twice, but the 
data are changed by another access between the two reads) (Elmasri & Navathe, 1994). 

2. Implementation techniques 

2.1 Smart Web sensors 

In this field, a new revolutionary technology is that of the microprocessor driven (smart) 
sensors (Yong et aL, 2004), (Hamrita et aL, 2005). The increased availability of 
communications and networking systems (both wired and wireless) is likely to bring about a 
crossing over of price and functionality between sensor networking technology and 
communications technology. This makes possible the installation of smart sensors on remote 
places, transmitting the measured information to the final user (a client). 
A simplified block diagram of hardware implementation of a remote smart sensor is shown in 
Fig. 4. In the first section the physical quantity under measurement is transduced and then 
conditioned for the A/D converter input. The samples, acquired by the A/D converter, are 
pre-processed (i.e. averaging the measurements, changing the scale) by a local processor 
(microcontroller). A smart sensor can also include high hierarchical level applications, such 
as electronic data sheets, self-identification, self-testing, self-adaptation, smart calibration 
and compensation. 
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The sensor needs to be able to communicate for remote monitoring and remote 
configuration; in Fig. 4 is the last block, the networking embedded system, that performs the 
final processing, storing and data transmission. 



472 Advances in Measurement Systems 

These new sensors are smaller, cheaper and more versatile than any other measurement 
device; their deployment in intelligent, interacting networks is opening up a new age in the 
DMS field. 

The more revolutionary aspect is that related to the communication capability, which is 
addressed to link the sensors using a data transmission network. A lot of effort has been 
invested in order to overcome the obstacles associated with connecting and sharing these 
heterogeneous sensor resources. An interesting solution is to embody each sensor with tools 
capable to transfer the processed information through the network of sensors to a central 
computer. 

Smart sensors can use different communication technologies. From network side, Internet is 
a widely adopted network where any user is uniquely identified with its IP (Internet 
Protocol) address. So, to implement a DMS, it is necessary to use a common and open 
communication protocol to exchange information and a methodology to auto-configure any 
smart sensor is linked to the network. This technology, known as smart Web sensor, makes 
various types of Web-resident sensors, instruments, image devices, and repositories of 
sensor data, discoverable, accessible, and controllable via the World Wide Web (Chu et al., 
2006), (Lee etal, 2007). 

DMSs based on smart Web sensors represent an interesting solution to many different 
measurement problems (Castaldo et al., 2004). These smart devices can transmit data to a 
remote processor for implementing remote monitoring of production processes, R&D 
experiments, environmental, security, or a wide-range of other, sensor-based monitoring 
tasks. In these applications, a computer client interacts with one or more smart sensors to 
download the measured parameters with a browser or an application capable to receive 
information from the Web server. 

Interfacing transducers to all communication networks and supporting the wide variety of 
protocols is time-consuming and costly for manufacturers. To simplify this problem a 
standardized connection methods to interface smart transducers to the existing control 
networking technology has been proposed by the IEEE 1451 family of standards (IEEE Std 
1451.1-4). The heart of the IEEE 1451.4 standard is the definition of the TEDS (Transducer 
Electronic Data Sheets), the information structure that contains the critical sensor 
information to enable plug-and-play operation. 

2.2 Architecture of a DMS based on smart Web sensors 

The architectures of a DMS based on smart Web sensors can be basically grouped in two 
categories. 

The first, widely adopted, approach is based on a number of devices, linked with a 
centralized system, a central server keeping a list of users and shared resources (Fig. 5Error! 
Reference source not found. (a)). The primary advantage of centralized systems is their 
simplicity. Because all data is concentrated in one place, centralized systems are easily 
managed and have no problems of data consistency or coherence. During a search, every 
client sends a request to the central server that consults its lists providing results of IP user 
addresses. The file downloading happens between the two interested users from outside- 
centralized network. So, the server does not keep up any files. Each system is an 
independent server and must be selectively interrogated by the clients. The client needs to 
know the server position on the network (IP address) before starting the operations. 
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The second approach, the decentralized system shown in Fig. 5(b), is still based on a number 
of smart measuring devices, but presents the advantage to make easier the interrogation by 
the clients. This gives more extensibility to the network in which any node can join the 
network and instantly make new data available to the whole network. Another important 
feature of decentralized networks is that the failure or shutdown of any particular node does 
not influence the rest of the system. On the other hand, the intrinsic nature of this network 
gives two problems: the difficulties to manage the network because all the nodes have the 
same hierarchic level and the possibility to establish a packet loop that causes useless traffic. 
To implement a network of smart Web sensors, two are the main problems to solve: i) how 
discover the smart Web sensors and ii) which interface is published to consume the services. 
From developer side, smart Web sensors present always a closed approach to interact with 
them, so Web services are adopted (Viegas et al., 2007), in order to give a standard approach 
in developing a Service Oriented Architecture. The user can search all the measurement 
related information available on the network using dedicated (special) services. Then he can 
ask to transfer the needed data form one or more of the measuring systems able to carry out 
the required measurement. There is no need to know any information related to the server 
(address list) before starting the search. 

A hybrid schema is also possible combining centralized and decentralized systems (Fig. 
5(c)). 




(a) (b) 

Fig. 5. Type of distributed measurement networks 

2.3 Technologies for the DMSs 

Ethernet is a cost-effective communication medium for DMSs; the growing dissemination 

and use of World Wide Web browsers and Java programming language also has a 

significant impact on sensor networking. DMS is frequently based on software packages that 

support Web-based data interfaces. 

Despite the adoption of smart Web sensors is becoming a more and more suitable solution 

for different metrological applications (Grimaldi & Rapuano, 2005), the devices proposed in 

these years are still limited in the performance (Coulouris et al., 1994). 

If the protocol used to exchange information between server and client is developed by the 

manufacturer, the smart sensor becomes a close system in which only the producer can 

modify the service for the client (Bucci et al., 2005). Moreover, proprietary solutions make 

impossible to correlate different measures supplied by two different systems using a single 

system. 

Software tools play a fundamental role to define the performance of advanced DMSs; for this 

reason in the following paragraphs we will analyse the different possibilities. 
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2.3.1 HTML, Java and XML 

One of the most popular solutions adopts the HTML (HyperText Markup Language), the 
encoding scheme used to create and format a web document. All strings which constitute 
the markup either begin with the character "<" and end with a ">", or begin with the 
character "&" and end with a ";". 

1 <html> 

2 <body> 

3 <p>Here is a paragraph. 

4 <p>And here is another. 

5 </body> 

6 </html> 

Fig. 6. Example of HTML style 

HTML is used to generate static Web pages in which both formatting tags and information 
requests are present (Morelli et al., 2004). This involves that, usually, only the manufacturer 
knows the exact protocol and data format used by server and client to exchange information 
(Bucci et al., 2005); this implies insurmountable problems to develop different user 
applications (Bertocco et al., 1998). 

A smart Web sensor based on the HTML technique creates, at every request or page refresh, 
a new complete Web page, rather than update only a specific page field, with a consequent 
useless data retransmission. Moreover, because the information is transmitted only in text 
format, other data formats (e.g. an image) require ad hoc solutions (Hrushal et al., 2005). 
For example, to obtain a graphical representation of a data streaming it is necessary to leave 
HTML and use a system that allows the creation of sockets to exchange data. The socket is a 
standard technique to send data over a communication system; its use is more efficacious 
because the server sends only the specific data requested by the client. 

Another limitation of HTML technique is evident in multisensor metrological applications 
where it is necessary to synchronize all the measurements; in this case it is often necessary to 
adopt a further protocol to synchronize the data transfer between servers and clients. But the 
synchronization protocol is non standard, complicating the implementation of some client 
applications. 

The reach of these browsers is complemented by their support of the Java programming 
language, which can help implement sharing and distribution of functionality across a 
network (Grimaldi et al, 1997); (Michal & Wieslaw, 2001); (Knyziak & Wieslaw, 2003). 
Although usually perceived as a technology to animate web pages or to develop portable 
client applications, Java was designed to be a portable, clean, object-oriented language for 
small embedded systems. Java is network-aware (TCP/IP, Transmission Control 
Protocol/ Internet Protocol) and provides support for dynamically downloadable code, as 
well as for communication between applications. Java gives more advantages, compared 
with HTML, and offers a method to delegate the graphical processing to the client with the 
Java Virtual Machine (JVM). 

The combination of browser- and Java-based systems has tremendous benefits for 
integration of networked sensor applications into the enterprise. 
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2.3.2 XML structure of the sensor and communication protocol 

On the Web, the XML technology is growing in importance, spreading as a new system for 
the data exchange between different platforms and different software tools (Han et aL, 2000). 
XML stands for the extensible Markup Language (Han et aL, 2000); (W3C, 2006) and is an 
application profile or restricted form of SGML, the Standard Generalized Markup Language 
[ISO 8879]. A markup language is a text language that enables to describe the data content in 
a way independent of hardware, software, formats, or operating system. Markup encodes a 
description of the document's storage layout and logical structure (Rusty, 2004). 
XML describes a class of data objects called XML documents and partially describes the 
behaviour of computer programs which process them. XML documents are made up of 
storage units called entities, which contain either parsed or unparsed data. Parsed data is 
made up of characters, some of which form character data, and others form markup. XML 
provides a mechanism to impose constraints on the storage layout and logical structure. 
XML gained widespread acceptance because of its simplicity in the application 
development. Even if XML's rules are strict, they make the burden of parsing and processing 
the files more predictable and simple. 

XML presents an important advantage: the tags are not defined and the user itself can define the 
set of markup necessary for its application. In fact, the XML does not use a closed, limited and 
fixed set of markup tags, as defined for HTML, interpreted and used by the browser to represent 
the information. In XML the tags are defined by the user, which is free to represent any kind of 
information and any tree structure of the data source for the application that requires the service. 
Defining a scheme that represents the information provided by the smart sensor in a 
complete and exhaustive way and defining the policy to follow for the correct exchange of 
information between the server (smart Web sensor) and the client (high level application) all 
based on XML, we have a complete Web product offering a measurement service through 
the internet network, platform and application-oriented independent (Amiano et aL, 2006) . 
The smart sensor needs to be visible to the client through an XML structure that describes its 
functionality, its use and its characteristic. In fact, the smart Web sensor architecture uses a 
hierarchical approach: the smart sensor can manage many transducers becoming a sensors 
node in a sensors network. The client will receive not only the information about the smart 
Web sensor but also the information about the transducers connected to it. 
The smart Web sensor packages the measurements using the XML structure and sends all to 
the client, via the internet network. This device is charged for the communication between 
the client and the transducers and executes the commands imparted via the Web. 
As an example of application we suggest a communication protocol that can be 
implemented for the definition of the packet sequence during a request. This protocol 
defines the structure of every XML streaming file involved in the communication and has 
been developed to reduce the overhead of XML tags indispensable for the communication 
(Benz & Durant, 2003). The main packets of the communication protocol are: 

CONNECTION: When a host needs to download data from the smart Web sensor, it 
will establish a connection resolving the IP address of the server. 

SETUP: When the client performs a CONNECTION, it receives a XML SETUP data 
streaming reporting the number of transducers connected to the smart Web sensor, its 
nature and the data type that they use as response for a request. In this streaming file 
more general information are present such as the description of the application, the 
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location of the sensor, the date and the release of the last firmware upgrade, the author 

of the system and the organization that developed the device. 

ACK: If the SETUP packet has been received correctly by the client and it interprets the 

data in the right way, the client sends an acknowledgment packet to the server. 

REQUEST: When the server receives an acknowledgment packet, it waits for a request 

packet from the client for the accessing of the data provided by a transducer connected to the 

server. 

DATA-SEND: After receiving the request packet, the server begins to process the 

acquired data from the sensor involved in the calling and then transmits a new 

datagram with the result. The form of the datagram depends on the dimension of the 

data type that represents the measurement. 

3. The Web service technology 

The use of the XML as streaming support of measurement results is a good solution for all 
the remote measuring applications. However, XML presents a limitation: even if the 
streaming support is open, well organized and cross platform, the way used by client and 
server to exchange XML streaming data is proprietary. These problems present important 
limitations in the development of complex sensors network (Ferrari et al., 2003). 
The basic requirement beyond smart Web sensor is the needing to have in some way the 
accessibility to some measured value (Bucci et al., 2003). The supplying of this value can be 
seen as a service done by an embedded server that is accessible on Internet. Every server 
allows the client to access the information acquired from a sensor. 

A different approach to Web sensor development is based on the new concept of server that 
has been developed by the W3C (World Wide Web Consortium) (http://www.w3.org/): the 
idea is to consider a Web server not only as a stand alone server that a client can access to 
download files or HTML pages, but also a Web component that supply a service on the 
Internet network (Mielcarz & Winiecki, 2005). This solution, known as Web service approach, 
transforms a smart Web sensor into a server of measurement functions. In this way it is 
possible to offer great possibilities in terms of easy access for measurement data, integration 
of large complex Web sensors networks, realization of flexible custom applications and 
services reusability. Every client or developer can use this service to obtain information or to 
develop new complex services starting from the received information. 

It is important to underline that Web services are similar to the local components used to 
build Windows applications (COM Object) with the method and attribute that the COM 
(Component Object Model) Object provides to the developer, but they aren't physically 
present in the local machines. 

In the past, clients accessed these services using a tightly coupled, distributed computing 
protocol, such as DCOM (Distributed Component Object Model), CORBA (Common Object 
Request Broker Architecture), or RMI (Remote Method Invocation). While these protocols 
are very effective for building a specific application, they limit the flexibility of the system. 
Specifically, is the tight coupling used in these protocols (dependencies on vendor 
implementations, platforms, languages, or data encoding schemes) that limits the reusability 
of individual services. 

The Web service architecture takes all the best features of the service-oriented approach and 
combines it with the Web, supporting universal communication using loosely coupled 
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connections. Web protocols are completely vendor-, platform-, and language-independent. 
Web services support Web-based access, easy integration, and service reusability. 

3.1 Smart Web sensors based on Web services 

As previously discussed, the today's smart Web sensors present in literature adopt a micro- 
embedded Web server to transfer data and information to the clients that perform the 
request. As an application, starting form a low cost widely adopted smart Web sensor 
(Castaldo et al, 2003) ; (Castaldo et al, 2004) (Testa et al. , 2004) , a new kind of smart Web 
sensor with the Web service functionality is proposed; its simplified block diagram is shown 
in Fig. 7. 




Fig. 7. Simplified block diagram of a smart Web sensor based on Web services 

For including a Web service in a server environment, the main and widely adopted software 

architecture is ASP.NET, available in Microsoft Visual Studio .NET. 

However, the use of a real Web service determines hard constraints on a general embedded 

architecture in term of cost, portability and power consumption. For these reasons, a 

possible solution for the developed of embedded Web service server is the use of a low cost 

embedded Web server. 

In general a Web server does not have the same functionally of a Web service because of the 

use of HTTP (as protocol for sending data packets), HTML (to display information to a 

browser) and SOAP, Simple Object Access Protocol, (to exchange data with a client or with a 

Web service), while a Web server manages only HTTP and HTML. 

As reported in Fig. 7, the communication system emulates a Web service opening a socket 

on port 80 for the listening of all the packets; then, a HTTP and SOAP parser controls and 

responses to the SOAP messages. 
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The most remarkable aspect of the entire flow is the waiting time of the Windows Form 
during a request; this time depends on the network load and on the number of samples 
acquired by the microcontroller. When the Windows Form sends a request on HTTP with a 
SOAP message to the Light Web service, it waits a SOAP response (an XML streaming file) 
in which the waveform is serialized. During this time, the Windows Form doesn't execute 
any other thread and it waits for the SOAP message. 

To continue to use the Windows Form, it is necessary to control the thread of the Windows 
Form otherwise the process seizes up and any operation can be run (see Fig. 8). 
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Fig. 8. Time analysis of the tasks present in the whole system 



4. Plug-n-play smart Web sensors based on Web services 

In a DMS, based on this technology, the services published by a Web service are reported in 
the WSDL (Web Services Definition Language) file. 

Unfortunately, the Web service technology does not give any mechanism to refresh the 
services published and to manage dynamically the new services exported or deleted 
(Mielcarz & Winiecki, 2005). For instance, the access to a deleted service by a distributed 
application can generate an exception, collapsing the whole system and switching off the 
application. This is a stiff limitation, especially for a network of sensors that are often 
reconfigured to perform different measurements (Bucci et al., 2001), that require an 
appropriate run- time control for managing these service problems. Therefore, it is very 
important to develop a methodology to create a network in which smart Web sensors 
(network nodes) can be plugged without the need for an external configuration (Bucci et al., 
2007). 

A suitable solution is that every sensor sets an IP address and communicates its ability to the 
network master, who has two functions: master of the entire network and gateway 
(Ciancetta et al., 2007) Besides, the network master provides a Web service interface to every 
client that wants to use the sensors network: the entire network is equivalent to a single 
dynamic Web service (Ciancetta et al., 2006). 

The core of this new approach is the adoption of two different tables in the smart sensors 
network: IP Routing Table and Services Table. The IP Routing Table is a table necessary to 
route a request from a client. This table stores the IP address and the services of every node; 
allowing the server to join the network node with its services. So, every request from a client 
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can be sent to the specific node. However, the client request has a different approach: the 
client sends a request to the server that, consulting its IP table routing, decides if it can 
execute the request. Next, the server sends a request to the network node present in the table 
to await the response and re-sends it to the client. This operation works well if there is a 
request to a specific service present in the network. 

The main advantage of this solution is the possibility to merge more services to implement 
another new service. For example, we can imagine having a sensors network with two 
nodes: a voltage measurement sensor and a current measurement sensor. Besides the voltage 
or current services, the server can create other "virtual" services by fusion of the existing 
services. As an example, power or resistance can be "virtually" measured starting from these 
two services and the server can show four different services stored in the Service Table. This 
table, showing all the services available to the client and how they can be implemented, is 
upgraded every time a new sensor, executing new services, is plugged. 

The service table describes whether the service is direct (not virtual) or virtual as shown in Fig. 9. 
A direct service is directly connected to a node, so, the Web service consults its IP table routing to 
resolve it. On the contrary, if a client sends a virtual request, the Web service consults an 
execution table, where the service is linked with a specific function related to actual devices. 
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Fig. 9. IP Routing Table and Service Table 



The Web service presents a DataBase (DB) storing all the executable functions. A typical 
function executes these tasks: i) reserves the required memory to every element; ii) receives 
all the values from the services involved in the function; iii) performs all the operations 
necessary to have the correct result; iv) gives the result to the Web service that resends it to 
the client, using SOAP. 

The Fig. 9 illustrates how a Web service deals with a virtual service received from a client. 
The execution table is consulted to know whether the Web service can perform the function. 
Then the service table is consulted, to find the services it requires. Adopting this technique, 
it's possible to execute a virtual service by means of other virtual services. The service table 
has an important role in this approach. Every time a new network node is plugged in a 
sensors network, the Web service maps all the direct services available on the node, 
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upgrading the IP routing table. Moreover, it scans all the DB functions that can be 
performed, to correctly execute virtual services. 

5. A peer-to-peer distributed system for multipoint measurement techniques 

To implement a DMS based on smart Web sensors, it is necessary to use a common and open 
communication protocol to exchange information and a methodology to auto-configure any 
smart sensor is linked to the network. Peer-to-peer networks allow individual computers to 
communicate directly with each other and to share information and resources without using 
specialized servers. A common characteristic of this new breed of applications is that they 
build, at the application level, a virtual network with its own routing mechanisms. The 
topology of this virtual network and the adopted routing mechanisms has a significant 
influence on the application properties such as performance and reliability (Ripenanu, 
2001). Significant advantages can be gained using a freeware and widely adopted 
technology, such as the Gnutella. 

The Gnutella protocol (The Gnutella protocol specification v4.0) .is an open, decentralized 
group membership and search protocol, mainly used for file sharing. The term Gnutella also 
designates the virtual network of Internet accessible hosts running Gnutella-speaking 
applications (this is the Gnutella network) and a number of smaller, and often private, 
disconnected networks. The graph in Fig. 10 depicts the topology of peers forming a 
connected segment of the Gnutella network. 




Fig. 10. A representation of the topology of Gnutella Network 

Like most peer-to-peer file sharing applications, Gnutella was designed to meet the 

following goals: 

Ability to operate in a dynamic environment. Peer-to-peer applications operate in 
dynamic environments, where hosts may join or leave the network frequently. 
They must achieve flexibility in order to keep operating transparently despite a 
constantly changing set of resources. 

Performance and Scalability. The peer-to-peer paradigm shows its full potential only 
on large-scale deployments where the limits of the traditional client/ server 
paradigm become obvious. Moreover, scalability is important as peer-to-peer 
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applications exhibit what economists call the " network effect" (Makarenko et al. 

2004): the value of a network to an individual user scales with the total number of 

participants. Ideally, when increasing the number of nodes, aggregate storage space 

and file availability should grow linearly, response time should remain constant, 

while search throughput should remain high or grow. 

Reliability. External attacks should not cause significant data or performance loss. 

Anonymity. Anonymity is valued as a means of protecting the privacy of people 

seeking or providing unpopular information. 
Gnutella nodes, called servents by developers, perform tasks normally associated with both 
SERVers and cliENTS. They provide client-side interfaces through which users can issue 
queries and view search results, accept queries from other servents, check for matches 
against their local data set, and respond with corresponding results. These nodes are also 
responsible for managing the background traffic that spreads the information used to 
maintain network integrity. 

The Ultrapeer is an important concept that was not specified in the original Gnutella 
protocol, but which has now become a prominent feature of the Gnutella network. The 
Ultrapeer scheme improves network efficiency and scalability by categorizing nodes into 
regular clients and super nodes. A super node is a reliably connected host with plenty of 
network bandwidth that can act as a proxy for a large number of connecting clients. The 
super node removes the burden of extensive network message routing from the client, which 
may be a low bandwidth modem user. With this scheme, the Gnutella network mimics the 
Internet itself: low bandwidth nodes are connected to larger routers (the super nodes) that 
transmit the majority of the data over high bandwidth backbones. 

As an example of using the Gnutella network, we describe a network that allows linked 
hosts to share arbitrary resources. This is a decentralized peer-to-peer system, consisting of 
hosts connected to one another using TCP/IP. In this network a client request for a 
measurement application is addressed to a computer which performs a particular Web 
service (Gnutella Web Service). This systems use the Gnutella network to search all the users 
able to perform the specific measurement, called Gnutella Embedded Clients (GECs) as 
reported in Fig. 11. 



Gnutella Web 




Fig. 11. Distributed architecture of a Gnutella measurement network 



The name client for GEC is because it is a client of the Gnutella network. To execute the user 
search the request (query message) is repeated to all the Gnutella network computers (Fig. 
12). When the suitable user is found, this network sends back the GEC address to the client. 
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At this point, the client can download the measures directly from the GEC, without 
overloading the Gnutella network (Bucci et aL, 2005). 

In this system, the measurement points are the GECs; each GEC can perform special 
measurements, depending on the kind of sensors embodied. This network creates an 
Internet over-structure from which all clients can perform a free access without external 
configuration and the GECs are visible without special operations. In order to implement 
this kind of system, a special Gnutella Web Service, a kind of interface between the client 
and the Gnutella network (Fig. 13) has been implemented, because the current 
implementations, referring exclusively on files sharing, cannot support a measurement 
process. When a measurement operation is asked, GEC sends the results to the Gnutella Web 
Service (GWS). One of the advantages of the proposed solution is the simplification of the 
activities to search and locate the measurement systems (GECs). 




Fig. 12. The measurement server search, route and download 
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Fig. 13. Architecture of the implemented Web Service and User Interface 



The GWS provides a particular implementation of typical Gnutella software, developing an 
ad-hoc Gnutella Search Engine. The methods are specifically developed for a measurement 
application; in particular the exported methods are: 
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1. GetStations: to obtain information about the stations present in a limited 
geographic area defined by GPS coordinates, in order to restrict the searching. The 
output of the method gives an array of stations in which every one reports. 

2. GetCurrentData: the user calls the method passing the HASHID (hash 
identification) of the remote station and the service request to obtain the current 
data. 

3. GetHistoryData: is similar to GetCurrentData, but accesses to stored DB data. 

The Gnutella network is time consuming during the searching. In order to reduce this time, 
we adopted a caching system: at the end of a search, the authenticated stations are cached 
and their IP address stored in a DB for a limited period. Therefore, to obtain some 
information from a particular station, it is not necessary to start a new search, but it is 
possible to directly perform the download. 

5.1 Environment monitoring application 

In order to evaluate the feature of the proposed architecture, we implemented a monitoring 
application able to measure atmospheric values (Manuel et al., 2005), (Simic & Sastry, 2003) 
developing a remote measurement system (GEC), a GWS and a Web interface between the 
server and the operator (Ciancetta et al., 2007), (Ciancetta, Bucci et al. 2007). 
The Web user interface has been implemented as a XHTML (extensible Hyper Text Markup 
Language) page that sends a request to Web Service and displays the results using Google 
Map (Fig. 14). 
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Fig. 14. Screenshot of Web user interface. 



The Web user interface gives a more degree of freedom to the whole system, allowing the 
user to directly access measurement information with a common browser. We used Ajax 
(Asynchronous JavaScript and XML) technology to create interactive Web applications. 
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The XHTML page sends asynchronous requests to the Web Service and installs a callback 
function on the XMLHttpRequest. All the management of the function is done in JavaScript. 
To interface the XHTML-JavaScript page with GWS, we adopted a SOAP client, a JavaScript 
class able to receive/ create XML data form XHTML page and create/ receive SOAP packet to 
GWS. In particular, on the remote station we implemented the services: temperature, 
humidity, pressure, wind direction and speed as shown in the Google Map Balloon 
accessible directly on the map. 

To provide a more powerful mode to represent data from Gnutella Embedded Client we 
suggest a Windows Form user interface, based on Framework .NET 2.0. In the example, the 
user interface is divided in two parts: the first part, placed on the right side of the Windows 
Form, in which the user can: i) list the GECs present in the geographic area limited by the 
GPS coordinates; ii) select a station, looking at the available services and its GPS coordinates; 
iii) see a geographic view of all the station involved in the search. On the left Windows Form 
side there are two panels, reporting the downloaded data. 

In the Current Data Panel (Fig. 15) there is a current view of the station with the last stored 
data acquired by the Gnutella Embedded Client and a graphical view of all the data of the 
current day from the 0:00 to the current hour retrieved form the GEC DB. The History Data 
Panel (Fig. 16) performs a direct access to the Gnutella Embedded Client DB, downloading 
the data. 

In this example, all data are accessible directly to the GEC, without using the Gnutella 
network to reduce the traffic. In order to reduce space there are two DBs: one for the values 
accumulated during the day and another for an historical trend of the measurements. 

6. Sensor synchronization 

In a DMS time synchronization is a very important feature; many applications need local 
clocks of sensor nodes to be synchronized, requiring various degrees of precision. 
Unfortunately clock devices generate signals with some relative time uncertainties: local 
clock signals may drift from each other in time, hence sampling time or durations of time 
intervals may differ for each node in the network. 

In general, a DMS can require different clock synchronization. The simplest case is the need 
to order the measures, that is to determine whether a measure m\ carried out by a sensor has 
occurred before or after another measure mi carried out by another one. This problem 
presents simple solutions, because it is just required to compare the local clocks rather than 
to synchronize them. 

Another more important occurrence is when each node embodies an independent clock and 
it is necessary to obtain information about the deviation from the other clocks in the 
network. In this way each node has its own local clock, but it is possible to convert a local 
time to the local times of other nodes. The majority of the synchronization procedures 
proposed for sensor networks use this technique (Elson et al., 2002); (Greunen &, Rabaey, 
2003); (Sichitiu & Veerarittiphan, 2003) 

The most complex situation is when all nodes must maintain a local clock synchronized to a 
remote reference clock. This is, for example, the case of two sensors sampling voltage and 
current that must be synchronized for calculating the electrical power. The synchronization 
scheme of (Ganeriwal et al., 2003) conforms to this model. 
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The synchronization methods are generally based on message exchange between nodes. In 
effect the problem is complicated by the nondeterminism in the network data access time, 
typical of Ethernet, characterized by a random access time, and in the variable packet 
transmission time. If a node transmits a measure with the local timestamp to another node 
or client, the packet can have a variable amount of delay before it is delivered, precluding 
the possibility of comparing and synchronizing the two clocks. Other access techniques, 
such as the TDMA (Time Division Multiple Access) can eliminate the uncertainty on the 
access time, but not on the transmission time. 

Traditional synchronization techniques such as the use of a global positioning system (GPS) 
are not suitable for use in sensor networks; a GPS device may be too expensive to attach on a 
small sensor devices, and GPS service may not be available everywhere, such as inside a 
building. Moreover, this problem becomes important especially for a network of wireless 
smart sensors, because of their intrinsic properties such as limited resources of energy, 
storage, and computation. 

To solve this problem, several solutions are under study in terms of synchronization 
algorithms, specifically designed for sensor networks. 

The most diffused protocol is the Reference Broadcast Synchronization (RBS) (Elson & 
Estrin, 2001) where the sensors are divided in clusters, each with a cluster-head that transmit 
a synchronization packet (beacon). A reference beacon does not include a timestamp, but 
instead, its time of arrival is used by receiving nodes as a reference for comparing clocks. All 
receivers record the packet arrival time. The receiver nodes then exchange their recorded 
timestamps and estimate their relative phase offsets. RBS also estimates the clock skew by 
using a least-squares linear regression. The interesting feature of RBS is that it records the 
timestamp only at the receivers, thus, all timing uncertainties, including MAC (Media 
Access Control) medium access time, on the transmitter's side are eliminated. This 
characteristic makes it especially suitable for hardware that does not provide low-level 
access to the MAC layer. The main disadvantage of RBS is that it does not synchronize the 
sender with the receiver directly and that, when the programmers have low-level access at 
the MAC layer, simpler methods can achieve a similar precision to RBS. 

Another protocol is the Flooding Time Synchronization Protocol (FTSP) or Tiny-Sync. FTSP, 
designed for applications requiring very high precision, utilizes a customized MAC layer 
time-stamping and calibration to eliminate unknown delays (Mar'oti et al., 2004). Linear 
regression from multiple timestamps is used to estimate the clock drift and offset. The main 
drawback of FTSP is that it requires calibration on the hardware actually used in the 
deployment (it is not a simply software algorithm). FTSP also requires intimate access to the 
MAC layer for multiple timestamps. However, if well calibrated, the FTSP's precision is less 
than 2 us. 

The Precision Time Protocol (PTP) is a high precision time synchronization protocol, defined 
in the IEEE 1588 standards "Standard for a Precision Clock Synchronization Protocol for 
Networked Measurement and Control Systems". There are two steps for synchronizing 
devices using PTP: (1) determine which device serves as the master clock, and (2) measure 
and correct time skew caused by clock offsets and network delays. When a system is 
initialized, the protocol uses an algorithm to determine which clock (Master Clock) in the 
network is the most precise. All other clocks become slaves and synchronize their clocks 
with the master. Because the time difference between the master clock and slave clock is a 
combination of the clock offset and message transmission delay, correcting the clock skew is 
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done in two phases: offset correction and delay correction. Accuracy in the sub-microsecond 
range may be achieved with low-cost implementations. 

7. Conclusions and future trends 

Smart sensors are an enabling technology that will influence the future applications of 

measurement and data acquisition systems distributed on a wide area. The main 

revolutionary aspect of DMSs is the advanced integration of many state-of-the-art enabling 

technologies, mainly sensor, wireless communication, positioning, tracking and information 

technologies. 

The first consequence of present trends is the supposition that in the future all sensors will 

be smart to some degree. Certainly a much higher percentage of them will be self-identifying 

and communicating. Communication is an important requirement for these devices and 

Internet, with either wired or wireless links, another widely shared solution. 

It will be hard to solve all the problems in a "standard" way, also because there are several 

different applications with conflicting requirements. Proprietary solutions will be proposed 

again, especially for industrial applications. A plentiful supply of software tools for 

information and communication applications can help the DMS developers; even if the 

needs of a network of measurement systems are substantially different from a network of 

computers or communication devices. 

In this chapter we tried to give an overview of the actual possibilities and trend in this field, 

even if the evolution run very fast and every day new standards and tools are available. 
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1. Introduction 

The past decade has been characterized by a process of growing dematerialization of the 
strategic resources possessed by firms. The relational capabilities of the firm, technology 
connected with the planning and management of firm processes, know-how, as well as the 
decisional autonomy and technical competencies of the employees all represent intangible 
assets that are determining in the value creation process of a firm (Longo & Mura, 2007; 
Roosetal.,2005). 

The relevance of this topic is supported by the attention that financial markets attribute to 
the accounting of these assets. In January 2007 the International Accounting Standard Board 
issued a technical document in support of the Tntangible Assets' project, which is examining 
the possibility of adding to the balance sheet the intangible assets that are generated 
internally to the firm and that are not subject to any negotiation on active markets (IASB, 
2007). This 'opening up' in the accounting system has important effects on the economic 
evaluation of a company and on its ability to gain access to credit, in that it provides the 
market, the institutional investors and the financial analysts very precious information 
regarding the development of fundamental resources for the value creation process of a 
firm. 

Furthermore, performance management literature has highlighted the need for specific tools 
for the measurement of internally-generated intangible assets, defined in managerial 
literature as intellectual capital (IC) (Tayles et al., 2002). These tools have been shown to 
greatly support management activity (Roos et al., 2005; Carlucci et al., 2004). As a matter of 
fact, the integration of information related to company's intellectual capital together with 
quantitative information relative to the firm's strategic policies, offers management a 
display of important indicators for the definition and the control of corporate objectives. 
Numerous intellectual capital frameworks have been proposed in the literature (e.g. 
Edvinsson & Malone, 1997; Roos et al, 2005; Sveiby, 1997), however, further research is still 
needed to investigate the challenges and opportunities of designing intellectual capital 
measurement tools that are grounded in relevant measurement theory (Bollen, 1989; 
MTherson & Pike, 2001). 
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The chapter we propose describes the development and implementation of an IC 
measurement system within an Italian company that is leader in the agricultural food 
product sector. Since IC creation and development is primarily founded on the actions and 
capabilities of the employees (Roslender et aL, 2006; Roslender & Fincham, 2001), the 
individual employee has been used as the unit of analysis of this study. This element 
constitutes an innovative factor with respect to other studies which instead use MBA 
students (Bontis, 1998; Bontis et aL, 2000), or adopt the managers' perceptions as proxy of 
the company they work for (Staples, 1999; Youndt & Snell, 2004). The measurement system 
has been developed based on two surveys that were conducted in 2005 and 2006 on all the 
employees of the 13 business units of the company. About 3,400 questionnaires were 
distributed and, with an average redemption of 35%, the sample consists of 1,117 
observations. Structural equations modelling (SEM) methodology was used to validate the 
IC measurement model and to identify and test the effect that two specific company's 
human resource practices have on IC. 

The chapter is structured as follows: next section describes the concept of intellectual capital 
as emerges from academic and practitioners' literature, followed by the theoretical model 
we propose in this study. The third section illustrates the methodology adopted and the 
data-gathering process and the following section presents the analyses of the data and the 
results obtained. The managerial implications of our study, together with the limitations and 
the future developments of the tool are described in the closing section. 

2. Intellectual capital: definition and dimensions 

Numerous studies have extensively reviewed and discussed the IC literature (Allee, 2000; 
Andriessen, 2004; Hunter et aL, 2005; Roos et aL, 2005; Serenko & Bontis, 2004). Therefore, 
the focus of this section will efficiently turn to defining the constructs we intend to measure. 
The following definitions summarize some of the highlights of this field. 
IC scholars have generally identified three main dimensions of IC that include human 
capital, structural capital, and relational capital. Human capital represents the individual 
knowledge stock of an organization as represented by its employees (Bontis, 2002). 
Employees generate IC through their competence, in terms of skills and knowledge, and 
their attitude, and in terms of the behavioural components of employees' work (Roos et aL, 
2005). Structural capital consists of mechanisms and organizational procedures which 
support the employees in completing their tasks, and includes all non-human storehouses of 
knowledge in organizations like databases, process manuals, routines, strategies, and 
anything whose value to the company is higher than its material value (Bontis, 2000). 
Relational capital is associated with the network of relations that the organization and its 
members are able to establish both inside and outside the working environment. The 
resources that emerge, that are transferred and are made connatural with these multifarious 
relations constitute the relational capital of the organization (Adler & Kwon, 2002). 
In developing a theoretical foundation for the three dimensions of IC, we have draw 
primarily from human capital theory (e.g., Becker, 1964; Flamholtz & Lacey, 1981; Schultz, 
1961), knowledge-based theory (eg., Grant, 1996; Polanyi, 1962; Spender, 1996), and social 
capital theory (e.g., Jacobs, 1965; Loury, 1977; Baker, 1990). We have chosen these three 
theories for their explicit theoretical relevance concerning IC. As a matter of fact, each 
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perspective offers a different lens for understanding how firms can measure and manage 
their IC, giving insights of each different dimension of the IC construct. 
Below, we briefly discuss the contribution that each of the three theories gives to its 
respective IC dimension. Specifically, we adopt the human capital theory to discuss the 
human dimension of the IC construct, the knowledge-based theory to examine the structural 
dimension, and the social capital theory to analyze the relational dimension. 

2.1 Human capital 

Human capital theory focuses on the concept that people possess skills, experience, and 
knowledge that have economic value for firms. For the purpose of this study we propose 
two arguments, previously discussed by Snell and Dean (1992), that expands on this 
proposition. 

The productivity argument emphasizes that employee skills and knowledge represent capital 
because they enhance productivity, adding value to a firm. Even if part of this value is 
tangible, in that it is created through the transformation of firm's product, much of it is 
intangible, and consist in problem solving skill, in the ability to identify the key aspects of 
the work from those of less importance, and in the capability to be innovative and creative 
in performing the job (Hitt et al., 2001; Nahapiet & Goshal, 1998). A firm can choose to 
invest in human capital both internally developing employee skills or acquiring them on the 
market (Hatch & Dyer, 2004; Lepak & Snell, 1999). Internalizing employment is more 
desirable when firm can do so without investing in employee development, on the contrary, 
if employee productivity is not expected to exceed investment costs, a firm will acquire 
these skills on the labour market. Therefore, the decision to internalize or outsource human 
capital is based on a comparison of the expected returns of employee productivity (Becker, 
1964). 

The transferability argument suggests that human capital has a price on the labour market 
because it is valuable from other firms, and, more important, it is transferable. This 
argument is based on the fact that firms don't own human capital, because it is embodied in 
employees, who are free to move from one firm to another (Becker, 1964; Hatch & Dyer, 
2004). Low employee turnover therefore, represents an important element in the firm's 
value creating process in that secures the firm from loosing key skills, knowledge, and 
expertise (Arthur, 1994; Hudson, 1993). Notwithstanding, even if employees stay with a 
firm, their contribution depends on their willingness to perform. For this reason employee 
satisfaction, motivation, and commitment are decisive components in the development of 
human capital (Arthur, 1994; Lepak & Snell, 1999). 

2.2 Structural capital 

In their analysis of the intellectual capital concept, Nahapiet & Goshal (1998) clearly 
distinguish between two types of knowledge that form the base of IC: the people knowledge 
and the social knowledge. While the former represents a part of the human capital 
dimension, and was discussed in the previous section, we delve into the latter in defining 
the structural dimension of IC. 

Knowledge management scholars (Polanyi, 1962; Weick & Roberts, 1993; Spender, 1996) 
define social knowledge as the knowledge that is shared and embedded in the organization, 
and suggest it comprises two elements: social explicit knowledge, and social tacit 
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knowledge. Social explicit knowledge, also called " objectified knowledge' 7 (Spender, 1996), 
corresponds to the shared corpus of knowledge of the organization, and it depends on 
effective use of the institutional mechanisms, such as databases, patents, registered designs, 
process manuals, and information systems, that contribute to distribute knowledge and 
intellect (Youndt & Snell, 2004). As an evidence of the relevance of this element, Quinn, 
Anderson and Finkelstein (1996) show that an increasing number of organizations make 
major investments in the development of procedures and systems to pool and to leverage 
such objectified knowledge. 

Social tacit knowledge, also called "collective knowledge" (Spender, 1996), corresponds to 
the knowledge that is embedded in the form of social practice and resides in the tacit 
experience of the collective (Brown & Duguid, 1991). Nelson and Winter (1982) define this 
form of knowledge as the organization's genetic material that may reside in bureaucratic 
and formal rules, or in organization's norms and culture, and call it "routines". This 
collective knowledge is produced internally (Penrose, 1959) and may represents the 
outcome of firm's evolving methods and policies that: foster and support employees in the 
development of new ideas and innovative approaches that give rise to extrarational learning 
processes (Nelson, Winter, 1982); give emphasis to quality procedures; or contribute to align 
employees and organizational goals (Schiemann, 2006). 

2.3 Relational capital 

Relational, or social 1 , capital is defined as the sum of actual and potential resources 
embedded within, available through, and derived from the networking relationships 
developed by an individual or an organization (Lin, 2001; Nahapiet & Goshal, 1998). 
Therefore, social capital encompass both the network of relations and the assets that may be 
mobilized through that network (Bourdieu, 1986; Burt, 1992). The networking relationships 
provide value for actors (e.g. individuals or organizations) by allowing them to tap into the 
resources embedded in such relationships for their benefit (Acquaah, 2007). Researchers at 
organizational level have suggested that the greater the uncertainty in the firm's business 
environment, the more likely the firm will rely on networking relationships when entering 
into economic exchange relations (Pfeffer & Salancik, 1978; Peng & Heath, 1996). 
Dyer & Nobeoka (2000) propose that networking relationships between the firm and its 
external stakeholders, such as customers, suppliers, and business partners, stimulate the 
creation, acquisition, and exploitation of knowledge and IC. In particular, networking with 
customers may develop both customer and brand loyalties (Park & Luo, 2001), those with 
suppliers may give access to quality raw materials, better service, and fast and reliable 
deliveries (Peng & Luo, 2000), while those with business partners reduce the possibility of 
opportunistic behaviour (Pisano, 1989), increase inter-firm trust (Kale et al., 2000), and 
enhance the evolution of inter-partner relationships in terms of freer and greater exchange 
of information, skills and know-how, and of development of new competences (Kale et al., 
2000; Walker et al, 1997). 

Also intra-firm relations, like teamwork and department integration, represent a source of 
knowledge development and acquisition and, consequently, contribute to the development 
of IC (Nahapiet & Goshal, 1998). Collaborations and teamwork have been shown to be 



1 Accordingly to Kale, Singh & Perlmutter (2000), in this article we use relational capital and 
social capital as synonyms. 
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important elements for the development of collective and shared knowledge in 
biotechnology firms (Zucker et aL, 1996), and, in general, in knowledge-based firms (McGill 
& Slocum, 1994). As a matter of fact, cooperation among employees, rather than 
competition, contributes on open disclosure of information, and on building loyalty to the 
firm (Starbuck, 1992). 

2.4 The proposed model 

In this chapter we first aim to develop an IC measurement model that is coherent with the 
theoretical framework proposed. Secondly, we explore the effect that two specific human 
resource (HR) policies pursued by the company we analyzed have on the IC dimensions. 
The HR policies were identified by means of numerous focus groups conducted with a 
panel of company managers. By means of an in-depth analysis of the firm's vision and 
mission we selected two strategic policies of the company that could have an effect on IC. 
The first policy identified, which we define as stakeholder management policy, refers to the 
numerous corporate social responsibility and stakeholder management activities and actions 
that have been carried out by the firm in recent years with regard to its human resources. 
The second policy identified, which we define as perception of customers/consumers policy, 
represents the perception, held by the employees, of the role played by the company within 
its own economic environment. 
In relation to the internal strategic policy we propose the following hypothesis: 

Hpl: Stakeholder management policy positively affects IC. 

Which can be divided into the following: 

Hla: Stakeholder management policy positively affects human capital; 
H2b: Stakeholder management policy positively affects structural capital; 
H3c: Stakeholder management policy positively affects relational capital. 

In relation to the perception of customers/consumers policy we propose the following: 

H2: Perception of customers/consumers policy positively affects IC. 

Which can be divided into the following: 

H2a: Perception of customers/consumers policy positively affects human capital; 
H2b: perception of customers/consumers policy positively affects structural capital; 
H2c: perception of customers/consumers policy positively affects relational capital. 

Figure 1 shows the theoretical model proposed. 
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Fig. 1. The model proposed 

3. Method 

3.1 Measures 

In order to measure intellectual capital at the individual level of analysis we employed 
measurement scales that were already developed in the literature. Moreover, we specifically 
developed two scales that measure the human resource practices adopted by the company 
and that were suggested to affect intellectual capital dimensions. All the scales have been 
fully discussed together with company management. Thirteen scales have thereby been 
identified and the questionnaire that has been prepared comprises 58 items on a 5 point 
Likert scale. Those interviewed were asked to express how they felt about the stated items, 
which varied from " strongly disagree" (level 1 on the scale) to "strongly agree (level 5 on 
the scale). The following scales were used in order to measure intellectual capital (Table 1): 



Intellectual capital 
dimensions 



Scales 



Authors 



Human capital 



Low turnover propensity 

Job satisfaction 
Intrinsic work reflection 
Practical application 



Chalykoff and Kochan 

(1989) 

Zeitz et al. (1997) 

Holman et al. (2001) 

Holman et al. (2001) 



Structural capital 



Trust 

Sense of belonging 

Responsibility 



Zeitz et al. (1997) 
Kidwell and Robie (2003) 
George (1992) 



Relational capital 



Ability to work in a group 
Networking and communication 



Kidwell and Robie (2003) 
Zeitz et al. (1997) 



HR practices 



Customers 

Stakeholder management 



Developed by authors 
Developed by authors 



Table 1. Measures 



The following control variables were used in this study: professional category, seniority 
within the company, gender, area of work, business unit. 
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3.2 Sample 

Two surveys were conducted in 2005 and in 2006 taking the employees of the company as 
the unit of analysis. The questionnaire was sent to employees by putting it in with the 
employees' pay slips. Along with board managers was considered non opportune to count 
in 2005 survey three business units acquired few months before the administration of the 
survey; on the contrary these plants were included in 2006 survey. In 2005 a total of 1.310 
questionnaires were sent out and 460 were returned which meant that a percentage of 35% 
replied. In 2006, 1928 questionnaires were sent out and 657 were returned (34 percent). The 
data collected are significant in that they are uniformly split up into production plants and 
job levels in relation to the company's population (Table 2 and Table 3). 



Business 
Unit (BU) 



BU 

Population 

(2005) 



Questionnaires 

Returned 

(2005) 



Redemption 

(%) 
(2005) 



BU 

Population 

(2006) 



Questionnaires 

Returned 

(2006) 



Redemption 

(%) 

(2006) 



No.l 


427 


176 


41.2 


479 


145 


30.3 


No. 2 


144 


38 


26.4 


117 


26 


22.2 


No. 3 


47 


14 


29.8 


48 


21 


43.8 


No. 4 


145 


29 


20.0 


165 


30 


18.2 


No. 5 


61 


20 


32.8 


60 


8 


13.3 


No. 6 


40 


17 


42.5 


41 


25 


61.0 


No. 7 


208 


57 


27.4 


194 


50 


25.8 


No. 8 


85 


37 


43.5 


91 


44 


48.4 


No. 9 


28 


6 


21.4 


22 


3 


13.6 


No. 10 


125 


66 


52.8 


108 


69 


63.9 


No. 11 


- 


- 


- 


362 


100 


27.6 


No. 12 


- 


- 


- 


172 


84 


48.8 


No. 13 


- 


- 


- 


69 


52 


75.4 



Total 



1310 



460 



35.1 



1928 



657 



34.1 



Table 2. Survey redemption for each business unit 



_, t ,. Questionnaires Redemption _ , ,. Questionnaires Redemption 
Job Level P °j"jJJ°" Returned (»/„) Po gJJ*°" Returned (ft 
(2005) (2005) (2005) (2006) (2006) (2006) 



Executives 


40 


10 


25.0 


47 


15 


31.9 


Middle- 
Managers 


75 


34 


45.3 


94 


30 


31.9 


Office 
workers 


458 


198 


43.2 


718 


214 


29.8 


Manual 


737 


201 


27.3 


1017 


359 


35.3 



workers 



Total 



1310 



443 



33.8 



1928 



617 



32.0 



Table 3. Survey redemption for each job level 
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4. Analyses and results 

4.1 Validity and reliability of the scales 

The development of the measurement system comprised four consecutive stages of analysis. 
Using the data provided by the 2006 survey, an exploratory factor analysis was carried out 
on the items relative to each established category of resources, in order to define the 
measurement of all the constructs. We then adopted a confirmatory factor analysis, using 
the same sample, to evaluate how the data supplied by the employees related to the second- 
order measurement model composed of 11 first-order latent factors, representing the 
measurement scales as proposed in Table 1, and 4 second-order factors that consists of 
human, structural and relational capital constructs. The measurement properties of 
convergent validity, discriminant validity and internal consistency were all supported 
(analyses are available under request). 

In the final step of the analyses, the adequacy of the model is formally cross-validated by 
means of a confirmatory factor analysis, using the 2005 survey data. The confirmatory data 
analysis was performed using LISREL, structural equation modelling program (Joreskog & 
Sorbom, 2004). The exploratory analysis reduced the number of items adopted from 58 to 50. 
Tables 4 shows means, standard deviations and reliabilities for first-order latent variables 
both for the 2005 and the 2006 sample. 







2005 sample 






2006 sample 




Variables 


Means 


s.d. 


Cronbach's 
alpha 


Means 


s.d. 


Cronbach's 
alpha 


Sense of 
Belonging 


3.70 


1.04 


0.86 


3.76 


1.09 


0.88 


Trust 


3.09 


1.31 


0.81 


3.25 


1.31 


0.80 


Responsibility 


4.03 


0.99 


0.62 


4.01 


0.90 


0.79 


Low turnover 
propensity 


2.93 


0.94 


0.80 


3.90 


0.98 


0.78 


Job satisfaction 


2.26 


1.09 


0.87 


2.39 


1.22 


0.90 


Intrinsic work 
reflection 


3.94 


0.80 


0.76 


3.91 


0.88 


0.79 


Practical 
application 


3.38 


0.90 


0.48 


3.33 


0.99 


0.60 


Ability to work 
in a group 


3.26 


1.00 


0.93 


3.40 


1.01 


0.89 


Networking / 
Communication 


2.59 


0.94 


0.89 


2.57 


0.99 


0.88 


Stakeholder 
management 


2.66 


0.93 


0.90 


2.81 


0.97 


0.91 


Customers 


3.30 


0.94 


0.86 


3.62 


0.92 


0.84 



Table 4. Means, standard deviations, and reliabilities 
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4.2 The effect of human resource policies on IC 

In order to understand the effect that the human resource practices and the control variables 
have on intellectual capital dimensions, a hierarchical regression analysis was conducted in 
two consecutives steps (George, 1992). This technique allowed us to calculate, separately, 
the influence that the two groups of independent variables have on intellectual capital. 
Tables 5 and 6 synthetically show the results of the regression analysis. The values given in 
the column AR 2 indicate the variance explained by the groups of independent variables. 

Step 1 Step 2 
Context factors HR practices 

(AR 2 ) (AR2) 

Sense of belonging 13% 24% 

Trust ' 7% 48% 

Responsibility 12% 14% 

Low turnover propensity 7% 19% 

Job satisfaction 7% 51% 

Intrinsic work reflection 10% 16% 

Pratical application 6% 5% 

Ability to work in a group 7% 36% 

Network and Communication 11% 63% 

Table 5. Results of regression analysis using 2005 data 

Step! Step 2 
Context factors HR practices 

(AR 2 ) (AR 2 ) 

Sense of belonging 8% 30% 

Trust 6% 46% 

Responsibility 5% 19% 

Low turnover propensity 6% 20% 

Job satisfaction 6% 54% 

Intrinsic work reflection 4% 16% 

Pratical application 3% 10% 

Ability to work in a group 5% 29% 

Network and Communication 5% 64% 

Table 6. Results of regression analysis using 2006 data 

From the results it emerges that the human resource practices identified have a significant 
effect, even though its intensity varies, on most of the intellectual capital resources, and in 
particular on Trust, Job Satisfaction, Networking and Communication, and Ability to work in a 
group. Moreover, no significant differences have been found between the 2005 and the 2006 
values and this further strengthens the results obtained. Figure 1 illustrates the placing of 
the intellectual capital resources and the impact of the company's human resource practices 
on the same in terms of variance explained. 
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Fig. 2. Evaluation grid of intellectual capital resources - 2005 survey 

The subdivision into quadrants shown in Figure 2 has been carried out exclusively to indicate 
the mean value of the scales and does not intend to be a reference to any objectives the 
company might have regarding the results of its human resource practices. The majority of the 
resources are positioned in the top left quadrant and they are therefore characterized by high 
values and low impact from human resource practices. Networking and Communication together 
with Job Satisfaction are to be found, on the other hand, in the bottom right quadrant which 
shows resources with low values and high impact from human resource practices. 
The subdivision into quadrants constitutes the information that will guide all decision making 
within the company in relation to the human resource practices it intends to pursue. The 
horizontal line enables the company to establish the intervention threshold below which it can 
consider feedback from its human resource practices unsatisfactory. The vertical line informs the 
company on the impact threshold of its practices on its employees below which any input from 
the company does not produce significant results in terms of intellectual capital resources. 
In Figure 3 a different subdivision into quadrants is adopted in order to clarify how the 
graph has to be used. According to this hypothesis for defining the threshold, the company 
might consider it interesting to focus its human resource practices on the resources shown in 
the bottom right quadrant, considering them to be highly influenced by the policies and at 
present unsatisfactory in terms of value. Its target would therefore be to move the resources 
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in question towards the top right quadrant. On the other hand, the company might judge it 
inopportune to pay attention to the resources that fall within the bottom left quadrant, due 
to the fact that they are only slightly influenced by human resource practices and that they 
would not deliver any significant increase in value. 
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Fig. 3. Evaluation grid of intellectual capital resources - 2005 survey 

In order to have a broad understanding of the effect the two human resource policies 
analyzed have on IC dimensions, a causal model has been developed using a structural 
equation modelling methodology (Figure 3). To determine the fit of the model we used the 
following indices: the normed fit index (NFI), the non-normed fit index (NNFI), the 
comparative fit index (CFI) and the chi-square statistics (Bollen, 1989) (Table 7). 



Index 


Sample 2005 


Sample 2006 


NFI 


0.95 


0.97 


NNFI 


0.97 


0.97 


CFI 


0.97 


0.98 


Chi-square (d.f.) 


2475.4 (718) 


2689.91 (718) 



Table 7. Goodness of fit indices 
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The results suggest a significant coherence between the model proposed and the data 
collected. In fact, fit indices higher than 0.9 are usually considered indicative of a good fit. 
The fact that the fit indices calculated using data collected in two different surveys are 
similar means that there is a reduced risk of there having been any non-random bias in the 
delivery, filling in and collection of the questionnaires over the two years. It therefore gives 
increased validity and strength to the results obtained. 
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Fig. 4. The effect of human resource practices on intellectual capital dimensions 

The results suggest that the perception employees have of the company's stakeholder 
management practices has a much greater impact than the perception of customers on all 
three intellectual capital dimensions and, in particular, with respect to human capital and to 
relational capital (Figure 4). These results underline the importance that communication has 
within the company. The adoption and implementation of stakeholder management 
practices have limited worth if they are not adequately communicated to the company's 
employees. The possibility of capitalizing on the value created by investments human 
resource practices does in fact derive from the ability of company's managers to effectively 
communicate to employees the actions undertaken and the results attained. 



5. Managerial implications 

The intellectual capital measurement system we propose can be adopted by managers as a 
control tool for the company's intangible assets and may also support investments on 
company's human resource practices. In this section we suggest some implementations of 
the tool within the company analyzed. Specifically, we propose a cross-section analysis of 
company's intellectual capital, together with a longitudinal analysis using split-samples of 
diverse professional categories. ANOVA analyses, t- tests and non-parametric tests have 
been used in order to statistically validate the results. 
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Figure 5 shows the intellectual capital of the company in each year of analysis. In both the 
surveys we found a higher level of development for the human capital and the structural 
capital dimensions. The company appears to be capable of increasing the motivation of its 
employees, and these show a desire to continue to work within the organization, and of 
favouring their professional advancement in terms of skill development (Low turnover 
propensity and Intrinsic work reflection give a very high value of approximately 4 over 5). The 
critical factor seems to be linked to the relational capital dimension: Communication is little 
developed and this could also help to explain the low values of the resources Trust and Job 
Satisfaction which are closely related to Communication (correlation coefficients are 0.67 and 
0.77 respectively and are statistically significant at p < 0.01). 




■ Structural capital 

■ Human capital 
D Relational capital 




2005 Survey 



2006 Survey 



Fig. 5. Cross section analysis of the intellectual capital of the company 



Comparison of the results obtained in the two consecutive years (longitudinal analysis) 
show decrements, although not significant in statistical terms, in the categories structural 
capital (-1.3%) and human capital (-1.2%). On examining the specific intellectual capital 
resources the t- tests show significant decrements in Low turnover propensity (-4%) and Sense 
of Belonging (-3%); strong decrements are also to be found in Responsibility (-2%) and 
Communication (-2%) (Figure 6). 



504 



Advances in Measurement Systems 



2% 
1% 
o% 
-1% 

-2% 
-3% 
-4% 



o </> 



O C 

</> c 
£-2 



O C 

£ .2 



o 

a. 
</) 
a> 
a: 



a. a. 



£ 
£ 
o 
o 



u 


O Q. 


o 


£ = 


r 3 


o 2 


w 


** O) 


TO 


^ (0 


</) 


= c 



Fig. 6. Longitudinal analysis of the intellectual capital resources of the company 

Besides being used as a company-wide measurement tool, the model can be adopted in 
order to monitor specific employees' categories. Statistical tests show a significant difference 
between managers and non-managers in the development of all the IC resources with the 
exception of Practical application. For each year of the survey the Managers have developed 
higher IC resources, particularly with regard to the resources Trust, Job satisfaction, 
Responsibility and Communication. However, the longitudinal analysis shows much more 
significant decrements in the IC resources within the Managerial category and, in particular, 
in Communication, Job Satisfaction, Sense qfbelonging and Ability to work in a group (Figure 7). 
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Fig. 7. Professional category - longitudinal analysis 
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The signal coming from the managerial category reveals an evident state of unease and 
widespread professional discontent. The split-samples analysis between middle-managers 
and executives (Figure 8) shows that middle-managers manifest relevant decrements in 
relational capital (-5%) and structural capital (-4%) which underlines the non-alignment of 
executives and middle-managers with regard to the development of intellectual capital. 
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Fig. 8. Managers - longitudinal analysis 



Other analyses can be proposed in relation to the plant, the seniority of the employee and 
other control variables, but go beyond the purpose of this chapter. 



5. Conclusions 

The measurement system proposed in this chapter represents a useful control tool for any 

organization that considers IC as a key driver for its value creation process. Measuring and 

monitoring over time the IC possessed by the company and assessing the effect that specific 

HR policies have on IC provide an important support for managers in setting targets and 

planning company's objectives in terms of its human resources. 

By means of a quantitative case study we highlighted some implementations of the 

proposed model within an Italian company with a network of numerous production plants 

and distribution centres. The analyses conducted have underlined the existence of varied 

orientations in the organization's development of the IC and the presence of some critical 

situations that merit further examination. 

The questionnaire developed in this study can be used for any kind of company that intends 

to measure IC. 

Further research should attempt to overcome some of the limits of this study, like the 

exclusive adoption of perceptual indicators and the focus on a single organization, that 

certainly inhibits the generalizability of the findings. 
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1. Introduction 

This chapter reports on the development of a Wide- Area Measurement System in Mexico 
entitled SIMEFAS (Sistema de Medicion Fasorial). It has been designed to increase the security 
and integrity of Mexico's electric power system. Current development of SIMEFAS includes 
five regional PDCs to which phasor data is sent by PMUs spread over the National Electrical 
System. Developed applications include model-validation, computation of operation and 
performance curves, automatic generation and load shedding, adaptive relaying, and CCVT 
monitoring. SIMEFAS' s architecture as well as future development plans are also presented. 
The remainder of this chapter is organized as follows. Section 2 gives a description of 
SIMEFAS and the initial deployment stage of the system. Section 3 discusses the structure of 
the Mexican National Electrical System and of SIMEFAS. In Section 4, the main applications 
that have been deployed and considerations for the deployment of future applications are 
presented. In Section 5, the architecture and hierarchy levels of SIMEFAS is presented. 
Section 6 discusses the Local Control and Protection Actions Using Synchronized Phasor, 
and in the section 7 the Wide Area Protection Scheme using PMUs in SIMEFAS is presented. 

2. Description of SIMEFAS 

During the 1990's Mexico's Federal Electricity Commission (Comision Federal de Electricidad, 
CFE) envisioned a project that consisted of the deployment of a synchronized phasor 
measurement system for contingency analysis, and visualization of the operational state of 
the National Electrical System (Sistema Electrico Nacional, SEN). The initial stage of this 
project consisted in the installation of fifteen Phasor Measurement Units (PMUs) in two of 
the four subsystems that comprise the National Electrical System. The installation criteria for 
the PMUs considered included larger generation complexes, major load points, and critical 
power transfer interfaces. In the initial stage post-fault analysis and model validation of 
power system simulator models have been of primary interest. In the second stage, a 
synchronized phasor measurement system for the security and integrity of Mexico's electric 
power system, namely SIMEFAS, has been proposed. SIMEFAS includes visualization and 
real-time decision applications whose main aim is to guarantee reliability and security for 
the National Electrical System. With the current fiber optic infrastructure installed by CFE, 
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SIMEFAS acquires major importance, enabling the application of special protection schemes 
and discrete controls. SIMEFAS has also promoted international participation within NASPI 
(North American Synchropahsor Initiative), which proposes the integration of phasor 
measurement information between Canada, USA, and Mexico. The infrastructure developed 
by CFE allows the installation of a phasor data concentrator (PDC) at each transmission 
region giving rise to regional wide-area measurement systems at very low cost. This 
infrastructure also allows the integration of PMUs from different manufacturers and models 
and to take advantage of the PMU functions implemented in digital relays within discrete 
control schemes and substation control modules. SIMEFAS has provided data for fault 
recording analysis, database validation, contingency simulation, and prototype adaptive 
protection (E. Martinez 2002) and discrete control applications through the calculation of 
angular differences (E. Martinez 2008). 

3. Structure of the National Electric System of Mexico and SIMEMAS 

The functionality of a wide-area measurement system is based on the operational 

philosophy and structure of electric power systems. This is the main reason why many of 

the WAMS that operate successfully worldwide have been built by transmission system 

operators and utilities. Based upon the state of the transmission network and the 

requirements from economic dispatch, these entities are able to adapt phasor measurement 

data to the visualization and information needs of their operators and users of specific 

applications (S. H. Horowitz 1987 and D. Karlsson 2001). 

At CFE the key to the development of SIMEFAS has been the integration of PMUs, digital 

relays, and disturbance recorders with PMU functionalities to regional PDCs. 

As of November 2007, the National Electrical System is formed by three main electric power 

systems that operate independently (see Fig. 1): 

• National Interconnected Power System (Sistema Interconectado Nacional) 

• North Baja California Electric Power System (Sistema Electrico de Baja California Norte) 

• South Baja California Electric Power System (Sistema Electrico de Baja California Sur) 
Based on the topology of the National Electrical System, three phasor data concentrators 
were installed one for each independent power system. The number of PMUs in each 
concentrator will depend on the information requirements from each substation and each 
system, and also on the utilization of the phasor measurement data which may be used by 
protection specialists, analysts, system operators, etc. 

For off-line analysis, the installation of GPS-synchronized PMUs represents 90% of the 
project. Meanwhile, for real-time visualization and real-time decisions in the power system, 
the communications infrastructure surpasses 95% of the project. The main reason is that to 
obtain reliable angle measurements in the PDC information has to be transmitted in a pre- 
defined bandwidth that allows synchronization of PMUs with minimum delay and 
continuous flow (V. Centeno 1993, E. Martinez 2006). 
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4. Main Applications within SIMEFAS 

CFE has established short- and mid-term goals to enable the following four applications 
within SIMEFAS: 

1.1. SIMEFAS Off-Line, Post-fault analysis 

1.2. SIMEFAS RT, Wide Area Measurement System 

1.3. Wide- Area Protection and Control Schemes 



4.1. SIMEFAS Off-Line Analysis 

Phasor Measurement Units have been in use in Mexico since 1990s. Initial interest was in 
observing the power system through the eyes of the high precision synchronized 
measurement system provided by the PMUs. The data obtained from the PMUs over the 
years has been invaluable in observing under-damped low frequency oscillations on the 
network, and the performance of protection systems during power system disturbances. 
On March 10, 2005 two of the four electric systems in Mexico (Northwest and the National 
Grid), which had operated asynchronously until that date were synchronized. See Figure 1. 
As soon as the tie-lines were connected and the systems synchronized, sustained inter-area 
oscillations were observed throughout the system which eventually led to separating the 
systems again. These low frequency oscillations spread throughout the whole power system 
of the country, especially affecting the most remote points in the network, subjecting the 
generators and turbines to extraordinary control actions and putting at risk the integrity of 
the whole Electric System. 



NATIONAL ELECTRIC SYSTEM 
OF MEXICO 




□ 
□ 

□ 



BAJA CALIFORNIA NORTE POWER SYSTEM 
BAJA CALIFORNIA SLR POWER SYSTEM 
NATIONAL INTERCONNECTED SYSTEM 
400 KV 
230 KV 
138-161 KV 
115 KV 
PMU-PMCL 



Fig. 1. Three independent systems in the National Electric Network of Mexico 2009 
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The challenge for the engineers of CFE was to determine the origin of these oscillations, to 
determine the oscillation modes and the participation factors of main generators in the two 
systems. This process required many simulations for different conditions of generation, load 
and network configurations. The PMU recordings were the most important tool in 
investigation and analysis performed to determine safe procedures for the interconnection. 
Thanks to Wide Area Measurement System implemented in the CFE, it was possible to 
record and simulate the oscillations that were present during the synchronous operation. 
The strategic location of the PMU's was a decisive factor in the analysis and the 
visualization of the oscillations in real time. PMUs also make possible direct visualization of 
power system frequency, voltage, phase angle, active and reactive powers etc. Figures 2 & 3. 
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Fig. 2. Undamped inter-area frequency oscillations in both systems during synchronization 
in March 09 2004. 
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VOLTAGES IN THE SYSTEMS DURING THE SYNCHRONIZATION 09-03-04 




Fig. 3. Undamped inter-area voltage oscillations in both systems during synchronization in 
March 09 2004. 



However, to find the origin of the oscillations and to the correct settings for excitation 

controls, power system stabilizers of generators it was necessary to calculate the curves of 

Real Power vs Frequency (P-F) and Reactive Power vs Voltage (Q-V) of machines and 

connection circuit among systems. Figures 4 & 5 show the behavior of speed and voltage 

regulators of generators with strong participation in an un-damped oscillations present 

during 20 seconds of systems interconnection. 

At the moment, the systems operate interconnected through different points and voltages 

levels, however we continue the studies that allow us to detect power oscillations that put in 

risk the stability and integrity of the electric system in Mexico. 

Using the records obtained with the PMUs during diverse interconnection tests, and 

contingencies records that have been presented in the interconnected systems, now we are 

studying the third dimension curves P-F and Q-V. 

In this three dimensional analysis, figs. 6 & 7 shows the same graphs as figs. 4 & 5 but, in the 

time. Let us observe that the circuit that interconnected the systems only has frequency 

when it is opened (without real power in the circuit), this is due to the fact that the voltage is 

connected to bus PT. 

In the future, the off line analysis will make it possible to implement in real time the 

detection of risks of instability, using Phasors Measurement Units, and establishing limits 

with alarms for oscillations of P-F, Q-V, P-V, etc curves, for generators, tie lines or critical 

points of systems during various levels of load, generation or for different system 

configurations. 
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In this process of interconnection of systems, the PMUs also has been very important in 
analyzing the effect of the oscillations in the transmition line protection schemes. See fig. 8 
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Fig. 4. P-F curves of the generators with larger participation in the oscillations during the 
interconnection of systems. March 09 2004. 
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Fig. 5. Q-V curves of the generators with larger participation in the oscillations during the 
interconnection of systems. March 09 2004. 
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Fig. 6. P-F curves during 20 seconds of systems interconnection. 
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Fig. 7. Q-V curves during 20 seconds of systems interconnection. 



518 



Advances in Measurement Systems 



IMPEDANCE LOCI OF TRANSMITION LINE MZD-DGD DURING INTENT OF 
SEHCHRONIZATIONOF SYSTEMS 09 03 2004 
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Fig. 8. R-X curves during 20 seconds of systems interconnection. 



Currently data recording no longer requires triggering, and is done continuously, with all 
the information sent to regional PDCs. A sampling frequency of 20 samples per second for 
all the PMUs installed within the National Interconnected Power System, and of 30 samples 
per second for the PMUs at the North Baja California Electric Power System. The sampling 
rate at North Baja California was selected to share the same sampling rate as the one 
proposed by NASPI that will coordinate all the phasor measurement from NERC. The 
information is stored in batches of 5000 samples. However, these information packets can be 
made smaller if the number of installed PMUs is larger or if the archival procedure requires 
large amounts of memory or time. 

For off-line data analysis and applications it is important to have a sufficiently high 
sampling frequency, reliable data capture, and precise signal processing. These 
requirements intrinsically depend on the technology of the PMUs. For these applications the 
communications infrastructure does not affect the reliability of the analyses. 
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4.2. SIMEFAS-RT Wide Area Measurement System 

For this application it is important to have high-quality PMUs and a reliable and secure 
communications system, preferably based on fiber optic, interfaces and routers with 
sufficient bandwidth. 

To provide operators with adequate signals for corrective or preventive actions, state 
visualization requires high speed data transmission because the computation of angle 
differences is done in real-time as the samples of each PMU reach the PDCs. See fig. 9 
Sampling frequency is determined by the requirements of each specific real-time 
application, dynamic or transient. In other countries there are applications that use two 
samples per cycle requiring high bandwidth from the communication channels and large 
memory capacity of PDCs for data storage. 



BCN-WECC 
SYSTEM 



NATIONAL 

INTERCONNECTED 

SYSTEM 




PHASOR DATA CONCENTRATOR 



Fig. 9. Regional PDCs and integration of few strategic PMUs into the single PDC of the 
National Electrical System 



4.3. Wide Area Protection and Control Schemes 

Currently CFE is developing an adaptive protection scheme based on the angular difference 
between subsystems. CFE is also performing field test data analysis on the behavior of a 
prototype generation shedding scheme which assesses the transmission capability among 
two hydro generation stations. The scheme has a decision logic that uses signals from the 
active power flow, voltage, frequency, breaker state, and angular difference between the two 
stations. Both the adaptive protection and generation shedding schemes are fully 
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independent from the WAMS with regards of decision making for maintaining stability in 
the system. Nevertheless, phasor information is continuously sent to the WAMS providing 
visibility of isolated areas in case of islanding. See section 6. 

5. Architecture and hierarchy level of SIMEFAS 

WAMS of CFE have been designed to satisfy the requirements from each phasor 
measurement data user or potential client. This has been done to cater to the speed, 
quantity, and type of information needs of each client depending on their responsibility area 
and security. 

Fig. 10 shows pyramidal architecture. The base is formed by the network entities that 
manage local data, i.e. substations and generation stations. At this level the local data 
transfer speed requirements to PDCs are lower than local data management requirements. 
At the highest level less local PMU information is required for obtaining a broader visibility 
of the overall system, this requires a higher information transfer speed than at the lower 
levels. 



Fig. 10. Data management structure. SIN: National Interconnected Power System (Sistema 
Interconectado National, SIN), Regional Control Task Manager (Gerencia Regional de 
Transmision), Interarea Ties [Enlaces interareas), Substations (Subestaciones), Generation 
Stations (Centrales Electricas). 

5.1. First level: Substations and Generation Stations 

At this level data transfer speed is not of primary concern and applications are unlimited. 
Applications are local and independent; however, it is possible to send a lower amount of 
information with higher speed to PDCs to enable the functioning of a Real-Time WAMS. At 
CFE we have seen that at this level the use of PMUs or disturbance recorders with PMU 
functions have shown more advantages over digital relays with PMU functionalities. The 
main current and voltage phasors being monitored in a substation will share the same time 
tags, which is important when analyzing the response of machine clusters, automatic 
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voltage regulators, stabilizers, and the AGC. Common monitored variables from PMUs at 
this level are frequency, voltage, phase angle, active and reactive power. These variables 
have been used to compute R-X, P-f, Q-V, and PV curves. See fig. 11 
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Fig. 11. Special application of PMU in a power plant for oscillation and PSS actions analysis. 



5.2. Second level: Inter Area Links 

This level is important for the analysis of the behavior of critical inter-area ties which have 
shown small signal oscillations or power flow inversions that have impact on transmission 
line protection schemes. 

At CFE, one of the dilemmas that protection engineers have faced is on how protection 
schemes are enabled or disabled when power oscillations appear. Triggering of protection 
schemes requires monitoring of the magnitude, speed, and frequency of oscillation of the 
modes involved. This permits maintaining stability and load-generation balance when large 
disturbances occur in the system. 

Also, CFE has developed other special applications for the monitoring of connections critics 
with restrictions in the power transmission or low frequency oscillations circuits by radial 
topology of systems, is the case of the interconnection Mexico- Central America through 
Guatemala in 400 kV. Fig. 12 
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Fig. 12. Special application to study inter systems oscillations, during interconnection of 
Mexico-Guatemala systems. 



5.3. Third Level: Regional PDCs 

At this level the main goal is to guarantee efficient information management and to provide 
appropriate maintenance to the PMUs and PDCs installed by each Regional Transmission 
Manager (Gerencia Regional de Transmision) . These are shown in Fig. 9 Location of PDCs. 
CFE has considered using the wealth of available information for real-time visualization of 
each regional area independently and to apply it in transformer bank and transmission line 
loading studies, energy interchange, power quality, and the behavior of protection and relief 
schemes. Fig. 13 
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Fig. 13. Using PMUs in real time operation of power system. 



5.4. Fourth level: Central PDC SIMEFAS 

CFE has considered using the wealth of available information for real-time visualization of 
each regional area independently and to apply it in transformer bank and transmission line 
loading studies, energy interchange, power quality, and the behavior of protection and relief 
schemes. CFE has designed to integrate all the information from the regional PDCs and 
from strategically placed PMUs into a single PCD for each island system. This PDC will 
hold the most selective information from a large number of PMUs allowing it to synchronize 
frequency and voltage phasor measurements with ease and to calculate phase angles 
accurately, giving the operator a broader view of the system state from the measurements 
from each selected location. To enable a state estimator it is also necessary to have active and 
reactive power measurements from the networks, and PMUs can provide this information. 
At the moment each PMU can simultaneously send the information to four different 
concentrators and the applications are specific of each user. The information that Integra in 
the central PDC does not go through the local concentrator, since this one is sent directly 
from each PMU through independent channels. See Fig. 14 Architecture SIMEFASNet. 
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Fig. 14. Schematic of SIMEFASnet. 



6. Local Control and Protection Actions Using Synchronized Phasor 

Another application in use at CFE is the monitoring of CCVTs. Some regions in Mexico 
experience extreme heat and humidity conditions. CFE has observed that under these 
conditions CCVTs may explode. Voltage differences in the CCVT are monitored in real-time. 
When abnormal conditions are detected an alarm will enable and the equipment is taken out 
of service to protect the device, the installation, and the personnel. 

Based on registers obtained by PMUs, we have identified the CCVT behavior model 
minutes before its explosion and we determined the alarm times or transmition lines 
opening for the change of the transformers that put in risk the people and adjacent 
equipment during an explosion, which in addition, affects the service by generation or load 
trip, since during this phenomenon all the substation can be lost. See fig. 15 



SIMEFAS: Wide Area Measurement, Protection and Control System in Mexico 



525 



LINE VOLTAGE CDD 93970 PEA DURING CCVT FAILURE PHASE "C" 14-03-05 23:30HRS 



24C 
220 
200 
ISO 





































































































toial utarixucriow ut 

CCVT PHASE C 

01:3 7HRS 15/04*05 

170.82 KV 






CCVT PHASE C FAILURE 
23:35 HRS, 14-04-05 




> 


















! 


















; 










\ 








i /• 




♦ 


f 




















I 














\ 




00:05 HRS 15-04-05 
168.64 KV 


















y 




I | 






























V 






1 




01:00 HRS 15/04/05 
1 13.38 KV 






















\\ 
































j 






















j| 






















1 






















\ 



ONE DIVISION FOR 15 MIN 



Fig. 15. Application of PMUs for substations local control actions, based on analysis of 
voltage behavior CCVT. 



7. Wide Area Protection & Control Schemes 

Recently some relay manufacturers have implemented PMU functionalities in distance and 
overcurrent protective schemes, these prototype schemes or Phasor Measurement and 
Control Units (PMCUs) provide the assignment of logical variables in devices. In angular 
instability triggered-based automatic generation or load shedding applications the Phasor 
Measurement and Control Units PMCUs must take control actions independently from the 
GPS signal, similarly as is done in differential protection schemes. This new special 
protection scheme, called " Angular Difference Protection Scheme' 7 , should be able to 
operate as a discrete control scheme and at the same time transmit measurements at the 
same sampling frequency and under the standard IEEE C37.118 protocol (IEEE 
Sinchrophasors for Power Systems 2006). In this section, we will analyze the application of 
the PMCUs in a remedial action called Automatic Generation Shedding Schemes (AGSSs), 
however, this same application principle can be used in dynamic breaker control or a load 
shedding action when there is a loss of a circuit in the multiple connections among areas, 
systems, countries or electric companies. Currently in industry, programmable logic 
controllers (PLCs) are used to make control actions through dedicated communication 
channels that allow decision making based on the pre-programmed logic. These control 
actions enable automatic generation shedding, load shedding, or transmission line 
switching. However, with this method when the system is separated through opening of tie 
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lines the system operator losses control and visibility of isolated areas making the event 
analysis and resynchronization process complex and slow (E. Martinez 2006). 
As shown in several studies, wide area monitoring, protection, and control systems 
(W AMP AC) are required to measure, evaluate the measurement, and return the control 
action commands. This process requires high reliability and speed in the communications 
system to provide control actions when necessary, or to detect false triggers. Thus 
measurement, protection and control concepts need to be integrated within these systems. 
CFE's WAMS integrates different PMU brands and models. CFE is installing these relays to 
perform control actions based on voltage angle differences calculated at different locations 
in the power system. The success of these applications depends on the ability of the relays 
and communication networks to perform these tasks. 

7.1. Automatic Generator Shedding Using Synchronized Measurement 

The real power transfer, P, between two network buses connected by a reactance, Xl, is 
determined by the phase angle difference 5, the voltage magnitudes at the buses, Ea and Eb, 
and the reactance, Xl (see Fig. 16). Notice that the angle at Bus B (reference) is 0. The two 
buses exchange real power according to Equation 1. 



E A Z8 



E B Z0° 




X L 




A B 

Fig. 16. 5, Ea, Eb, and Xl Determine the Real Power Transfer, P, Between Bus A and Bus B 



p = E A- E B . sin g 



(1) 



During steady state operating conditions, the voltage magnitudes of the network buses are 
close to one per unit. That is, the real power transfer capability mainly depends on the phase 
angle difference, 5, and the transmission link reactance, Xl. Xl depends of the number of 
lines and transformers in service between the two buses. When transmission lines are lost 
during a system disturbance, Xl increases and the angle difference also increases to maintain 
the same amount of real power exchange between the two buses. Fig. 17 illustrates the real 
power transfer capability and the real power transfer operating point as a function of the 
angle difference during normal operating conditions and after transmission links are lost 
because of a system disturbance. Notice that the increase in impedance between the system 
buses reduces the system maximum power transfer capability (E. Martinez 2006 and J. 
Rasmussen 2006). 
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Fig. 17. Real Power Transfer Capability Mainly Depends on the Angle Difference 5, or the 
Transmission Link Reactance Xl, When Ea and Eb Are Close to Nominal Values 

For transmission links with several lines and intermediate substations, existing AGSSs 
monitor network topology and power transfer capability using open line detectors for 
arming themselves, selecting generators to trip, or activating tripping commands. Open line 
detectors are based on breaker auxiliary contact signals (52A or 52B,) undercurrent, and/ or 
under-active-power elements. Usually, these AGSSs use information from both ends of each 
transmission line to determine if the line is open. With this angle difference information, the 
SPS can take action instantaneously. 
The angle difference information between two buses can perform the following tasks: 

• Arm an AGSS 

• Trip generation 

• Supervise present AGSSs to increase security 

For these reasons, we propose an AGSS based on the positive-sequence voltage angle 
difference between two buses at different locations of the power system. 



7.2. Location AGSS in the Power System 

There are several SPSs in service in the Southeast region of Mexico because the largest load 
on the national system is located at the center of the country and 4820 MW of hydroelectric 
generation is located at the Southeast part of the country. The distance between the heavy 
load region and the large generation region is 2,000 km. The Grijalva River Hydroelectric 
Complex is depicted in Fig. 18. One of the SPS in service at Angostura Hydroelectric Power 
Plant monitors the loss of the transmission link in 400 kV between Chicoasen and 
Angostura. During normal conditions, Angostura can generate up to 180 x 5 = 900 MW 
while the total load of Tapachula and South Chiapas region does not exceed 100 MW. The 
excess power in the region flows from Angostura to Chicoasen and from there to the rest of 
the system. If two 400 kV parallel lines are lost between Angostura and Chicoasen, both 
areas remain connected through the 115 kV network with the following consequences: 
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The transfer impedance between Angostura and Chicoasen power plants increases, 
causing the Angostura machines to accelerate. This machine acceleration may lead 
to angular instability. 

The 115 kV network is overloaded until line or transformer overload protection 
operates. When this happens, Angostura and Tapachula area form a network 
isolated from the rest of the system. 




^) 5X16GMW 
400 KV 



Fig. 18. Grijalva River Hidroelectric complex, Chicoasen- Angostura Transmission link with 
parallel 115 kV network 



For some operating and fault conditions, this double contingency could lead to a blackout at 

Tapachula City and south of the State of Chiapas. The following simulation results show 

angle differences between Angostura and Chicoasen for single (loss of one tie line) and 

double (loss of two tie lines) contingencies on this link with maximum generation at 

Angostura and Chicoasen if there are no protection or AGSS control actions taken. 

Table I show PSS/E™ simulation results for steady-state and transient conditions for single 

and double contingencies. 

Based on the following results, an angle difference threshold of 10 degrees can detect double 

contingencies and does not operate for single contingencies. This threshold could be used in 

the AGSS to trip part of the generation in Angostura. 
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Case 


Prefault 
Angle 
Diff. 6 


Contingency 


Sat 
Line 
Trip 


Additional Comments 


1 


3.38° 


Single 
Chicoasen- 
Angostura 


6.1° 


Max. 5 during oscillation 8.7° 


2 


3.38° 


Single 
Angostura-Sabino 


5.25° 


Max. 5 during oscillation 6.56° 


3 


3.38° 


Single 
Chicoasen-Sabino 


4.11° 


Max. 5 during oscillation 4.56° 


4 


3.38° 


Chicoasen- 

Angostura 

and 

Sabino- Angostura 


14.69° 


No AGSS trip, system lost stability 


5 


3.38° 


Chicoasen- 

Angostura 

and 

Sabino- Angostura 


14.69° 


AGSS trip generation after 100 ms, 5 
at AGSS trip 27.28° 


6 


3.38° 


Chicoasen- 

Angostura 

and 

Chicoasen-Sabino 


10.72° 


AGSS trip generation after 200 ms, 5 
at AGSS trip 25.55° 



Table. 1. Simulation Results for Different Steady-State, Single and Double Contingencies 



From the results shown in Table 1, the loss of one 400 kV line on this link does not cause 
stability problems Fig. 19a. However, if two parallel lines are lost, simultaneously or 
sequentially, the system stability is lost because of power transfer limitations on the 115 kV 
network. Fig. 19b shows the angle difference between these buses without control actions 
and when the AGSS trips one or two generators 300 ms after the double contingency occurs. 
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Fig. 19a Angle difference between Angostura and Chicoasen for a single contingency 
without AGSS Protective Action (case 1). 
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Fig. 19b Angle difference between same buses without AGSS and when the AGSS trips one 
and two generators 300 ms after the double contingency occurs. 
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7.3. Angular Differential Protection Scheme Using Synchronized Phasor 

A new proposed AGSS could use the angle difference information to make trip decisions or 
be used to supervise existing schemes. For this application we take into account that the 
Chicoasen, Sabino, and Angostura substations are directly interconnected through 400 kV 
transmission lines. For this reason, the angle difference changes instantaneously at these 
buses when one of the 400 kV links is lost. Fig. 20 shows the logic of the improved angle- 
difference-based AGSS. With the added angle difference information, the logic of the 
scheme is simplified and depends only on one communications channel. 

Remote 



Phasor Angle — 


Comm — 1_ 




Chicoasen 


▼ 












^> 


% 


Trip 


i_ocai r nasor Angie 


V J 


— Selected 






Generators 



Fig. 20. Improved Angle-Based AGSS Logic 

The angle difference must be compared against a threshold. If the angle difference indicates 
that the 400 kV link between Chicoasen and Angostura was lost because of a double 
contingency condition, the scheme sheds generation. An intentional time delay may be 
included in some applications to avoid tripping generation or arming the AGSS during 
transient or fault conditions. This application does not require such delay. Appendix A has a 
detailed implementation description of a synchronized real-time control network. 
With load flow and stability studies (Table 1), the following was determined: 

• Maximum angle difference for conditions where there is no need to shed generation. 
Contingencies on other links, such as the 115 kV parallel network, should also be 
considered to ensure that maximum power transfer is achieved between these two 
hydroelectric plants. 

• Minimum angle difference for conditions where the system requires generation 
shedding. In this case, Chicoasen and Angostura are connected only through the 
115 kV network. 

• Contingencies at other power system locations that affect the bus voltage angles in 
the region of interest need to be considered. 

CFE installed the proposed scheme with continuous remote monitoring to observe the 
performance of the AGSS and real-time angle difference measurement during different 
system operating conditions and different contingencies. The measurements were validated 
with an accurate power system model that includes the following: generator dynamics, 
power system stabilizers, automatic voltage regulators, governor dynamics, and system 
loads. 

Two PMCUs were installed, one at Chicoasen and one at Angostura. Each of the PMCUs is 
connected to monitor its corresponding bus voltage and currents from two lines. The 
PMCUs are interconnected through a fiber-optic multiplexer with EIA-232 (V.24) 
asynchronous interface at 38,400 bauds. 

We used only serial Fast Message protocol for this test. Another serial port is connected 
through a serial-to-ethernet converter and sends synchronized phasor data to remote 
monitoring systems located at CFE regional and national offices. 
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We captured synchronized phasor measurements, at a rate of 20 messages per second, 
during programmed line trip and close operations in the region under study with normal 
system loading conditions. The largest angular difference measurement between Chicoasen 
and Angostura, for a single contingency, occurred when Line A3030, A3130 or A3T60 
tripped at Chicoasen (MMT) substation. Figs. 21a and 21b shows the network under study 
and the angular difference between Chicoasen and Angostura (ANG) for each condition. 
Fig. 21a shows the angular difference simulation results for three cases. Fig. 21b shows the 
same measurements angular difference. From Table 2, we can observe that these results 
match the measurements within a quarter of a degree. These results validate the model and 
the measurements. 
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Fig. 21a Angular Difference, Between Chicoasen (MMT) and Angostura (ANG), simulation 
when the Line A3030 (Chicoasen-Angostura), A3031 (Angostura-Sabino) or A3T60 
(Chicoasen-Sabino) Trips and Closes. Six minutes of data during the open condition are not 
show to shorten the graph. 
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Fig. 21b Measurement values using PMUs in both substations for the same conditions. 





Steady-State Initial 
Angle 


Maximum Angle During 
Oscillation 


Simulation 


-2.01° 


-4.91° 


Measurement 


-2.13° 


-5.20° 



Table 2. Simulation Results and Measurements. Initial Conditions and Maximum Angle 
Difference When Line A3030 Opens and Closes 

Below are additional objectives of performing field tests: 

• Test communication channel performance and communication interfaces 

• Test the logic that calculates angle difference and measures scheme operating times 
at different angle threshold levels 

We programmed four angle difference elements to test angle difference element logic and 
measure scheme operating time. We set the angle difference to 3, 4, 5 and 10 degrees, 
respectively. The oscillographic record, was taken directly from the PMCU located at 
Chicoasen during the MMT-A3030-ANG line trip. The oscillogram showed the current at 
both lines and bus voltage at Chicoasen. They operated within 92 ms. After initial 
instantaneous angle change, Angostura machines accelerate, the angle difference increases, 
and the angle diffrence element operates after 292 ms. 
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8. Conclusions 

• The architecture of SIMEFAS presents an alternative solution for the integration of 
different models of PMUs and different manufacturers under the IEEE 37.118 protocol. 
SIMEFAS architecture is based on PDCs that synchronizes and integrate phasor 
measurements through software providing a low cost alternative without limiting the 
integration of additional PMUs. 

• CFE has also considered the application of SIMEFAS in monitoring of wind energy 
farms which are being introduced in Mexico. Continuous monitoring will improve 
CFE's knowledge of wind farm dynamics and will aid in the elaboration of the 
Network Code of the Electrical System 

• CFE decided to evaluate the use of angle difference on this specific AGSS for three 
main reasons: It is one of the simplest AGSSs in the network, availability of fast 
communications channel and the need to accommodate future network changes in the 
region such as the interconnection to the Guatemala and Central America network. 

• Use of PMCUs will reduce operating time and improve reliability if compared with 
traditional AGSSs based on traditional measurement, separate PLCs, and several 
remote communication channels. 

• Fast communications channels and available PMCUs allow the angle-difference-based 
AGSS to operate in less than 200 ms. 

• Present PMCUs are able to send up to 60 voltage and current synchrophasors per 
second. This message rate requires a communication channel bandwidth that is not 
available at these substations at the moment. For this reason, CFE decided to use only 
voltages at 20 samples per second (one phasor every 50 ms) to limit record size and 
bandwidth requirements. CFE would like to send voltage and currents to calculate 
power from synchronized phasor measurements and use it as a permissive signal, but 
multiplexer card band widths need to be changed. 

• To safeguard information, CFE has developed a communications project using a 
Virtual Local Area Network (ViLAN) with fiber optics. It has a high bandwidth 
capability and TCP/IP access guaranteeing reliability, speed, and security in data 
transmission between PMUs. 

• Records of angle difference measurements for single line contingencies validate 
measurements and simulation models. AGSS must operate only when two parallel 
lines are lost and studies should consider sequential or simultaneous double 
contingencies. 

• CFE has not yet worked with special protection schemes that use digital relays 
simultaneously providing PMU functionalities and protective actions. The drawbacks 
are limitations on logical variable assignments in the prototype PMCUs and strong 
dependency of the GPS signal of each device that can affect the calculation of angular 
differences. 

• At the moment the functions of a PMU in some relays of a fasor have been 
implemented, nevertheless, to implement the functions of control in a PMU, they have 
majors applications in schemes of protection and control of systems, since a PMU has 
more fasores and minor dependency of the GPS to maintain the synchronization. 
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1. Introduction 

Most of the scientific research activity has focused on the atmospheric boundary layer, 
where the photochemical smog constituents reach to high concentrations, resulting thus to 
the often occurrence of air pollution episodes, especially over mega-cities (Jacovides ah, 
1994; Kondratyev & Varotsos, 1996, 2002; Ozone monitoring, mapping, and public outreach, 
1999; Varotsos et at., 2001, 2005). Surface ozone is known as one of the most important air 
pollutants, therefore, much attention is paid to ozone concentration monitoring. 
Nowadays photometric surface ozone concentration meters are being widely exploited. 
These instruments employ a principle of taking for the analysis air samples at a local point 
of space (List of designated reference and equivalent methods, 2000; Girgzdiene & Girgzdys, 
2003; TMpr^cfleHe et ah, 2008). To provide high quality measurements (Klausen et ah, 2003) 
with the instruments of such type their periodic calibration against the travelling (mobile) 
standard is used everywhere. The results of calibration allow to introduce correction into 
measurements for the given ozone analyzer. 

Besides the air sampling technique a method for measuring surface ozone and other small 
atmosphere constituents by sounding an open lengthy path with radiation becomes quite 
popular (Bolot'ko et ah, 2004, 2005, 2007, 2008a, 2008b; Edner, 1993; Krasouski et ah, 2006; 
Opto-analyser AR-500. User's manual, 1993; Piatt et all., 1979; Transceiver-130. User's 
manual, 1994). The main advantage of such an approach is a possibility to extend results of 
measurements over a rather large area, since the method gives concentrations averaged over 
a long path instead of ones measured at a local point. It is clear that the averaged in space 
concentrations are less sensitive to the influence of such (hardly estimating and depending 
on sampling place and time) factors as local air microcirculation features and their 
variability under changing meteorological conditions (Bolot'ko et ah, 2007). The advantages 
of the open path measurements are displayed most effectively in the multipath version of 
the instrument presented by the OPSIS firm (Transceiver ER-130. User's manual, 1994). A 
source of radiation and an instrument receiver are placed in one module (to return 
radiation from a path corner (retro) reflectors are used). This modification provides 
measurements of the gas average concentration to be analysed in different directions from 
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the radiator-receiver over a path about 250 m length. Such advancing of the idea of the open 
path measurements makes them similar to lidar systems but provides in contrast to the 
latters a metrological accuracy of measurements. The authors of this chapter prefer open 
path measurements namely for this reason and have been intensively working for several 
years to design construction of the instrument and develop methods of measurements 
(Bolot'ko et ah, 2004, 2005, 2007, 2008a, 2008b). To specify further discussion, theoretical 
results will be applied mainly for the TrIO-1 device as well as a procedure used to measure 
ozone concentration. 

Quite evident, that checking and calibration of open path meters can not be performed by 
means of the travelling standard, since there is no possibility to fill the path of sondage with 
calibrated quantity of the gas to be analysed. The idea of calibration by measurements on 
parallel paths also raises valid objection. That's why, a fundamentally different approach 
based on the principle of measurements absoluteness is required to solve the problem of 
quality of open path measurements. 

Formally, a photometric method (like in meters with air sampling) and a spectrophotometric 
method of differential optical absorption spectroscopy (like in the case of measurements on 
the open path) are both absolute ones, because they give a possibility to measure target 
concentrations without any prior calibration against a standard instrument. One has to 
satisfy only definite requirements on the instrument alignment and to determine 
contributions to a resulting uncertainty of ozone concentration from main sources of this 
uncertainty. 

This study aims at presenting formulation of the multi-wave method for open path surface 
ozone concentration meters and assessing the effect of several typical sources of the 
uncertainty in the surface ozone concentration which are common with open path meters. 
The mathematical formalism of the multi-wave method provides a possibility to link 
directly resulting ozone concentration with measured optical signals. Proposed 
mathematical formalism is universal and can form a basis for the analysis of various 
approaches towards measuring concentrations of small gas components of the atmosphere 
by the DOAS-method. A method applied for the OPSIS firm instruments (Opto-analyser 
AR-500. User's manual, 1993) is discussed as an example of such analysis in section 5. The 
formalism also enables to evaluate influence of different sources of errors on the results of 
ozone concentration measurements in terms of general approach. To realize this, random 
and systematic errors in the instrument parameters and the calculation method as well as 
the uncertainties of signal measurements are interpreted as the distinction of sounding 
radiation spectra on working and reference paths. Estimating further the effect of such 
distinction on the results of calculation, it is possible to determine the role of each error 
source in the formation of resultant uncertainty of the measured ozone concentration. We 
have derived analytical expressions to assess the influence of error sources of different 
nature on the results of ozone concentration definition by means of the open path 
technique. Numerical values of the contribution to the resultant ozone uncertainty from 
several error sources are given as an example for the multi-wave method implemented for 
the TrIO-1 instrument. 

Some results of surface ozone concentration measurements with the TrIO-1 device at the 
Minsk ozone station of the National ozone monitoring research and education centre 
(NOMREC) are presented at the end of the chapter. 
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2. An open path ozone concentration meter TrlO-1 




Fig. 1. A simplified optical scheme of the TrIO-1 meter. 1 - the source of radiation, 2 - the 
moveable mirror to create the reference path, 3 - the reflecting mirror of the open path, 4 - 
the spectrometer with the fore optics and the unit of registration 

The device TrIO-1 is designed in NOMREC to measure average ozone concentration along 
the open path of sondage with the ultraviolet radiation (Bolot'ko et ah, 2004, 2008a). The 
instrument consists of 4 main modules (see figure 1): 

1. The source of ultraviolet radiation (a halogen lamp; the unit 1 in the figure 1); 

2. The mirror to reflect radiation on the working path to the receiver (the unit 3 in the 
figure 1); 

3. The moveable mirror to form by a relocation of the mirror the reference path of a short 
length without absorbing substances (the unit 2 in the figure 1); 

4. The spectrometer including a photoreceiver and a corresponding electronics to register 
optical signals on the working and reference paths at the selected working wavelengths 
(the unit 4 in the figure 1). A special fore optics including an interference filter set at the 
entrance of the spectrometer to plain a spectral intensity of the sounding radiation. 

The TrIO-1 instrument has some characteristic properties being different from known open 
path gas analyzers. 

1. The TrIO-1 employs the spectral interval of 260-295 nanometers assigned to a long- 
wave region of the ozone absorption band for measurements of ozone concentration. An 
appearance and a significant growth of the scattered sun radiation intensity on the 
wavelengths exceeding 295 nanometers stipulate this choice. Correcting for such radiation is 
impossible. 

2. Unlike the techniques usually used in DOAS-analyzers, a measurement of 
concentration in TrIO-1 is accomplished at a smooth region of the ozone absorption band. 

3. A short reference path is applied in the device to maintain the regular control of 
intensity of the sounding radiation flow directed to a working path. An optical thickness of 
the reference path practically equals zero. 

The construction of the device differs from the majority of the OPSIS open path instruments 
since the latter does not use a reference path, and the source and the receiver are placed at 
the different ends of the working path. Meanwhile, the OPSIS model Transceiver ER-130 
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(Transceiver-130. User's manual, 1994) combines the emitter and the receiver in the one 
module. Thus, the TrIO-1 instrument is closer by a construction to the latter. 
Two optical path surface ozone concentration meters TrIO-1 were made and put into 
operation in the middle of 2004. One instrument is located at the Station of a combined 
background monitoring of the Berezina biosphere reserve (54° 44' N, 28° 21' E) which is 
considered as a vast ecologically clean zone. The second instrument is run at the Minsk 
ozone station of NOMREC (53° 50' N, 27° 28' E). At the ozone station we have in operation a 
certified ozone analyzer TEI 49C to conduct a scientific research and maintain the quality 
control of the measurements received from the TrIO-1 meter. 

3. Multi-wave technique of open path measurements 
of the surface ozone concentration 

Differential optical absorption spectroscopy is based upon the Bouguer-Lambert-Beer law. 
A spectrophotometric method for measuring concentrations of atmosphere components can 
be formally considered as an absolute one, since it does not require any preliminary 
calibration against the reference instrument. However, the absoluteness of a method for 
open path measurements cannot be provided without taking into account imperfection of 
radiation sources and optical systems for measurement. 

Unlike the devices dealing with air samples pumped into a photometric cell, open path 
meters perform measurements of gas concentrations along a lengthy path directly in the 
atmosphere. In that case it is impossible to remove the analysed gas from the path of 
sondage to estimate the intensity of the sounding radiation emitted on the path. That's why, 
open path measurements need more than one wavelength of the sounding radiation per one 
gas to be analysed. Formally, two wavelengths are sufficient for one atmosphere constituent 
to be defined (Bolot'ko et al., 2005). Moreover, an additional reference path of a small length 
excluding influence of radiation absorbers is used to determine spectral distribution of 
sounding radiation. In some cases (for example for the device TrIO-1) reflecting mirrors 
returning sounding radiation are installed at the ends of both paths. The reflection spectral 
factors coincide for both mirrors. In other modifications a source of radiation and a receiver 
can be placed at the different ends of a path; it is not essential for a developed technique. In 
all cases the length of the open path exceeds 100 m. For TrIO-1 meters the spectral interval 
of measurements is equal to 260-300 nm. 
The signal measured at a wavelength A can be presented in the form of 

S;i = gnhexp(-TA) (1) 

where: 

g- is the geometrical factor, describing radiation attenuation on the path due to the 

divergence of the radiation beam, limited sizes of the mirrors, nonselective attenuation of 

the radiation on the path, etc. The geometrical factor, by definition, does not depend on the 

wavelength, but, it differs for different paths; 

Yi stands for the absolute spectral sensitivity of the device. To simplify the notation, we 

have included spectral dependence of the mirrors reflection in y % ; 

l x - is spectral density of the radiation intensity emitting to the path. In general, it depends 

on the path type, i.e. working (open, sounding, etc.) or reference; 
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t x - is the optical thickness of the path. In case of the reference path t ao = (further the 

reference path (0) and the working path (/) will be marked with the second index, where it is 

necessary). 

Optical thickness of the working path is the sum of optical thickness of ozone absorption 

r 03/i' optical thickness of molecular scattering r moU and optical thickness of radiation 

attenuation by aerosols and precipitations r aer . The latter can be viewed as a wavelength 
independent in a rather narrow working spectral interval. Thus, 

T M = T 03A + T moU + r aer ■ ( 2 ) 

Assuming spectral nonselectivity of r aer , it can be included in the geometrical factor of the 
working path. Thus, the geometrical factor ceases to be a device constant and starts to 
depend on the measurements conditions ( r aer value), but, that is allowed by the proposed 

technique. A contribution to the optical thickness r mol/l is calculated by means of known 

formulas (Frohlich & Shaw, 1980; Bolot'ko et ah, 2005). A contribution due to the ozone 
absorption is proportional to the average ozone concentration along the sounding path n 
and the path length I: 

ro3A =cr ^ (3) 

where o ^ - is a cross-section of radiation absorption at a wavelength X by ozone. 

The negligible contributions due to radiation absorption by other small gas components (for 

example, SO2 and NO2) are not accounted in equation (2). Estimations show that these 

contributions in a working spectral range are inappreciable comparing to the ozone 

absorption. 

Let us introduce designations: 

^ = H S A0 ) " M$M ) " T moU > ( 4 ) 

G = ln (So/S/) + 7 aer/ (5) 

X = nl . (6) 

Then, combining the expressions (1) - (6), yields 

z A =G + Xa A . (7) 

According to (4), values z^ can be considered as transformed registered signals from the 
reference and working paths, including errors of various origin. G and X parameters are 
subject to determination. Equation (7) due to errors in measured signals and approximations 
used can not be satisfied with fixed values of G and X for all z^ if a number of working 

wavelengths exceeds 2. Still, this relation can be viewed as the equation for the straight line 
drawn by means of the least squares method through the range of experimentally measured 
values z^ that are related to the set of selected values of o^ . Thus, minimizing the sum of 
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squared deviations of the equation (7) from really measured values z x (Bolot'ko et ah, 
2008b), yields 

X = D za /D aa , (8) 

G = z av -a av X (9) 

N 1 N 

where D ab = X («/ - a dv )(Pi ~ ^av ) / a av ~ — ^ a i - * s the average value of the set a , N - is the 

l N i 

total number of working wavelengths. In the case of a = b the co variance D ab reduces to a 
dispersion of a . 

4. Influence of sounding radiation spectra discrepancy over the reference 
and working paths 

Consider a case when a spectrum of sounding radiation on the reference path doesn't coincide 
with a spectrum on the working path. The distinction in spectra can be referred to the light 
beams of different temperatures irradiated from different segments of a lengthy emitter to the 
reference and working paths. They are also attributed to the distinction in spectral 
characteristics of the mirrors used for paths formation, change of a source radiation spectrum 
in a time interval between spectrometer scans on the reference and working paths, etc. 
Let the difference of logarithms of sounding radiation spectra intensity on the reference and 
working paths be described by the function cp(X) : 

lnI A0 =lnI M +(p A . (10) 

Then, instead of the result of measurements (4), we receive 

Using these data to calculate X and G (equations (8), (9)), the following is obtained: 

X' = X + D a(p /D a(7/ (12) 

G' = G + £> av - tTavAjp / D aa ■ ( 13 ) 

Here X and G are realised with a case of <p(A) = . Thus, if sounding spectra differ, the 
calculation leads to a constant shift of the resulting concentration and the ratio of the geometrical 
factors. The shift is proportional to the covariance D a(p and doesnH depend on the real concentration 

of ozone. Obviously, that constant systematic error is subject to definition for providing the 
absoluteness of measurements. Note that the shift appears only if there is a distinction in 
relative spectra; constancy of cp(X) (proportionality of spectra) leads to zero shift because in 

that case D = . 

The set of the values <p^ can be written as the sum of two items: 



Multi-wave differential optical absorption 

spectroscopy surface ozone measurement with open path meters 543 



n = yt L(J i + <^ ' where D ov, = ° • ( 14 ) 

Such representation is a discrete analogue of the selection of contributions to (p(X) from the 
function <j(A) and the orthogonal to it function q(X) . The equality D^ = serves here as 

analogue of an orthogonality condition. In statistics it implies lack of correlation of two sets 
of random variables. In this particular case there are no random variables, especially if 
random errors in z^ are not accounted. Therefore, the term 'orthogonality', despite its 
obvious inaccuracy, appears to be more suitable. 
Let us introduce the notation 

describing a deviation of the experimentally measured values z\ from those calculated on 
the basis of determined values X' and G . In the assumption that z x - G - Xa A = 
(measurement errors are absent), we have 

^i^r^av (15) 

The visible difference Az^ between the measured ozone absorption optical thickness and its 
theoretical estimation is completely determined by function q(A) - an orthogonal to a(A) 
part of <p(A) . From the expression (15) we derive quite obvious equalities (Az) av = 
and D aAz = . Values Az^ do not depend on the real ozone concentration. Naturally, the 
random errors of signals measurement will affect the values. Still, the effect of those errors 
can be easily minimized by averaging the results of the ozone concentration time series (for 
details see section 7.1). Thus, values Az^ show an orthogonal to a^ part of spectra 
difference of sounding radiation on both paths, and the dispersion D AzAz serves as a 
quantitative estimation of this part of the difference. The difference can be revealed when 
the function (p(X) - cp^ is not strictly proportional to the dependence <j(X) - cj^ . 

If only two wavelengths are used for measurements, such a proportionality is always 
provided, and distinction in spectra of sounding radiation cannot be revealed. Hence, 
systematic errors cannot be detected, while calculating ozone concentration. To somehow 
avoid such a situation, a number of the wavelengths should he taken. One can expect the (p{X) to 
include always a significant component of q(X) , whose 'removal' by means of optical 
system alignment will cause a simultaneous 'removal' of a component proportional to the 
cr(/l) . Nevertheless, the method loses its absoluteness, if coincidence of sounding radiation spectra on 
the reference and working paths is not provided by a technique and a scheme of instrumentation 
alignment. 

The discussed divergence in spectra of sounding radiation is expected to be a rather smooth 
function. That's why, the more complex trend is revealed by the ozone absorption for the set 
of selected wavelengths, the lesser effect will be produced by the distinction in spectra of 
sounding radiation. 
Two simple models have been studied to assess the effect of quantity of used wavelengths 
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on the uncertainty of the measured ozone concentration: 

1 . q>% = X - 265 

2. q>^ = (A - 265) , where a wavelength is set in nm. 

Various sets of working wavelengths from the list of 245, 250, 254, 258, 263, 280, 285, 295 nm 
have been used. Data on ozone absorption cross-sections for the chosen wavelengths allow 
us to calculate the systematic error of ozone concentration determination and a shape of a 
Visible' part of spectra distinction q% = cp^ - (D^ / D ff(T p^ . The absorption cross-sections 

and both functions <p^ (scales for presentation are changed) have been given in figure 2. 

A relative change in the systematic error of the ozone concentration using various sets of 
wavelengths, is shown in the table 1. The error obtained using a pair of wavelengths 295, 
285 nm is assumed as the measurement unit. In the first case the increase in the number of 
working wavelengths reduces the systematic error no more than twice. In the second case 
the similar increase makes up almost the order in reducing the error. 
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Fig. 2. Functions a^ and cp^ for the chosen working wavelengths. The scale is changed for 
presentation and a shift of the ordinate axis is made. 



Number of 
wavelengths 


The contribution to a 
systematic error (model 1) 


The contribution to a systematic 
error (model 2) 


2 


1.00 


1.00 


3 


0.79 


0.71 


5 


0.55 


0.21 


8 


0.65 


0.14 



Table 1. Change of the contribution to a systematic error of ozone concentration calculation 
due to distinction in spectra of sounding radiation 
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Graphs of the normalized (divided by ID qq ) functions q^ for sets of three (295, 285, 280 

nm), five (295, 285, 280, 263, 258 nm) and all eight wavelengths as well as both variants of 
the distinction in spectra of the sounding radiation are given in figures 3a, 3b. 
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Fig. 3. Normalized Visible part' in spectra distinction for cases of three, five and eight 
working wavelengths, a - distinction in spectra is described by a linear dependence, b - by a 
square-law dependence. 

To assess quality and stability of the alignment, one can use the value D AzAz = D qq showing 

an estimation of the difference of a values set {Az^} from zero. The condition D AzAz =0 is 

necessary but insufficient for the coincidence of spectra of sounding radiation on both paths. 
It is clear that eliminating only the visible part of the distinction in spectra does not 
influence the measured ozone concentration. The most essential segment of the distinction 
remains 'invisible', and it is impossible to estimate its impact on the calculated ozone error 
and to introduce the corresponding correction. This correction can be only determined if the 
possibility of the measurement and the comparison of source spectra on the reference and 
working paths are provided. On the other hand, the value of D AzAz is a good criterion to 

assess a device alignment and can be used to maintain the quality control. If condition of 
spectra coincidence is realized, the system becomes an absolute measuring instrument of 
ozone concentration and does not require prior calibration. 



5. The OPSIS method 

There is a reason to discuss here a particular case with measurements being performed in a 
rather broad spectral interval, where detailed spectrum is registered, and the original results of 
measurements being further processed. The transformed data are used for the final calculation 
of concentrations of the atmosphere components absorbing radiation in a working spectral 
region. These data are referred to a rather narrow spectral intervals, where fine structure 
details of radiation absorption by atmosphere components are well pronounced. 
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A method used to measure concentrations of small gas atmosphere components with an 
Opto-analyser AR 500 open path meter of the OPSIS firm is actually reduced to that case 
(Opto-analyser AR-500. User's manual, 1993). The method is based on the assumption that 
gases to be analyzed have narrow absorption spectral bands, and radiation source spectrum 
does not change in the first approximation within width of these bands. In fact, the spectral 
distribution of the source radiation is accounted in calculations, but its registration is carried 
out extremely rare. The sense of the previously mentioned preliminary data processing lies, 
in that case, in approximating the spectrum registered within the whole working spectral 
region by the 5 th order polynomial and subtracting the result from the original data. To 
obtain a more consistent substantiation of the method, we shall slightly extend an approach, 
replacing that approximation by smoothing, which will be interpreted as a convolution of 
original data with a nonnegative curve of a finite width. This is a version of standard signal 
filtration procedure (Hamming, 1989). An important requirement for the method 
applicability is the absence of structural details of the sounding radiation spectrum in the 
working spectral region which have a comparable width with the absorption bands of gases 
to be determined. 

Elaborating the OPSIS method allows us to make smoothing of z\ being measured with 
short wavelength step (this is a mandatory requirement of the OPSIS method application) 
and then subtract the result from the original data. Smoothed data will be labelled with a 
tilde symbol. Considering equality p^=(p^ , which is satisfied with high accuracy due to 
assumed by the OPSIS method smoothness of the radiation spectrum and subsequent 
smoothness of the function <p^ within the working spectral region, we derive 

z \ -2& = z X~Zx = X(a x -& A ) . 

Thus, the spectrum of sounding radiation and the parameter connected with the g-factors 
are eliminated from data used to calculate gas concentration. Clearly, the method 
application requires two conditions be satisfied: (p%=q>% , o ■ $* &% in the wavelength region, 
employed to measure concentrations. In other words, half width of the smoothing filter 
should be much greater than halfwidth of absorption lines, and there must be absent 
structural elements in the spectrum of sounding radiation with width comparable to that of 
absorption spectral lines of gas components to be determined. More specifically, these 
elements must be absent in the difference of logarithms of sounding radiation source 
spectrum and source spectrum registered earlier (may be under other conditions). Two 
variants of the method are applicable for the ozone case: a) using existing low amplitude 
structural features in ozone absorption spectrum near its maximum, and, b) using 
practically whole wavelength region captured by the Hartley band. It is evident, that in the 
first case the method will be less sensitive to ozone due to low values of differences a ?-&x , in 
the second case a problem arises with measuring signals in a rather broad spectral interval 
with a small step of a wavelength scanning. Basically, these difficulties reduce accuracy of 
ozone concentration measurement within the OPSIS method compared to other gases with a 
greater structural absorption spectrum (Opto-analyser AR-500. User's manual, 1993). 
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6. Sources of errors 

Sources of errors discussed below are inherent to any spectrometric instrument and, hence, 

may be viewed as of common character. It is only their numerical contribution to the 

uncertainty of the measurement result varies, depending on a construction of the instrument 

and a measurement technique. 

Random errors of signals measurement arise because of imperfection of the registration 

system and mechanical units of the spectrometer performing wavelength setting, and also 

due to atmosphere transparency fluctuations generated by turbulent pulses along the path 

of sondage. 

Each spectrometer has a systematic error of wavelength setting, following practical 

impossibility to define precisely the origin of the working spectral region. This kind of error 

may be interpreted as a systematic error in signal measurement or as a systematic error in 

defining ozone absorption cross-sections. Clearly, both interpretations must lead to the same 

numerical estimation of resulting errors for the given instrument, method of measurement 

and method of ozone concentration calculation. 

Systematic errors of signal measurement also result from a nonlinearity of the registration 

system and inaccurate account of the 'electronic pedestal 7 being formed by dark current of a 

photoreceiver and by a preamplifier of signals. The construction of the TrIO-1 device 

minimizes errors of such type, using neutral gauzes to attenuate radiation on the reference 

path, and an interference filter to align radiation source spectrum in the working spectral 

region. Moreover, the level of the electronic pedestal is almost two orders lower than signals 

being measured. Therefore, we will not consider errors of such type. 

A significant role belongs to the errors generated by the instability of the radiation source 

and distinction of reflecting spectral coefficients of mirrors used to form the working and 

reference paths. 

Errors in defining absorption cross-sections and cross-sections of molecular scattering for 

the working wavelengths as well as errors in determination of the working path length are 

specified within one class of errors. They are believed to have direct link with the sought 

ozone concentration, practically, in all existing methods for the open path meters. 

Quite essential, the role of the majority of random and systematic errors may be interpreted 

as the distinction in sounding spectra on the working and reference paths generated by 

these errors. As follows, it is easy to estimate through the expression (12) contribution of 

each error source into the uncertainty of the calculated ozone concentration. 

7. Mathematical representation of different error sources and estimation 
of their influence on the error of ozone concentration determination 

Influence of the given error source on the result of ozone concentration measurement is 
viewed under the assumption that all other error sources are excluded. The combined effect 
of simultaneously acting several uncorrelated sources of errors is expressed according to 
well-known formula: systematic errors from different sources are summed up; dispersions 
of random errors from different sources are summed up. 
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7.1. Random errors of signal measurements 

Let us accept a rather natural assumption that errors SS X of signal measurement at each 

working wavelength are of random character, and results of measurement at different 
wavelengths are uncorr elated with each other. This means that following equalities are 
realized: SS X = 0, SS A SS^ = , if X * X' . Here an upper bar designates averaging over a set 

of repeated measurements of signals at the wavelength X, or over a set of repeated 
measurements of pairs of signals at the wavelengths X and X' . Considering expression (4), 
it may be concluded that analogical equalities are fulfilled in relation to variables z x : 



dz x = 0, Sz x Sz X ' = , if X ^ X' . Let us designate the dispersion of the random variable dz^ 



as & x = 5z x dz x . 

One may assume the values of dz x (deviations of measured values z x from the exact ones) 
as the difference of logarithms of sounding radiation spectra on the both paths appearing in 
the given measurement of the ozone concentration. Then, a set of dz x ^ yields an absolute 
error in determination X according to (12) as 

and the error dispersion (while deriving the final formula, an absence of measurement 
errors correlation at different wavelengths and zero equality of their mean values for a set of 
repeated measurements are essential) as 



°x 



K^-C-av) 2 ^ 

X 



{x 2 Dl a ). (16) 



If to define now the averaged over working wavelengths dispersion of dz x according to 

T^A-^vfd, /(ND m ), 

Then 

a x =d/(ND aa ). 

The same result is received if d x = d (dispersions of measured z x at all wavelengths are 
equal). Let's express now the random error in z x through relative errors of signal 
measurements s X q = SS X0 / S xo and e^ = SS X j / S X j and link the dispersion d x with the 
relative dispersion of signals. Assuming (1) and smallness of signal errors, one may see that 
the error in the value z x is equal to the difference of relative errors of signals measurements 
on the both paths: 
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Under a rather natural assumption that errors s A0 and s^ do not correlate, we obtain 

where s A0 = e\§ , Sm = s xi " are relative signal dispersions, easily being assessed during 
direct signal measurements. Thus, 

The presented expression link relative signal dispersions with the dispersion of the 
calculated ozone concentration. Consider an example of the currently employed method of 
the ozone concentration measurement for the TrIO-1 instrument. For measurement 5 
wavelengths are used: 264, 268, 280, 285, 295 nm. Relative dispersions of signals for all 
working wavelengths on the reference and working paths (under good weather conditions) 
are approximately equal and do not exceed (0.004) 2 . Table values of ozone absorption cross- 
sections give D aa =1.3-10" cm . As a consequence, the ozone concentration dispersion 
generated by random errors of signal measurement is about (3 ppb) 2 . 

Let us return now to the problem of a possible stable discrepancy of sounding radiation 
spectra on the working and reference paths. We have noted earlier that the nonzero value 
D AzAz may serve as an indicator of the existence of such distinction, and, hence, be used to 
monitor the quality of instrument adjustment and its stability in time. Actually, the 
dispersion D AzAz can be never reduced to zero due to random errors of signal 
measurements. In particular, if a systematic distinction of spectra is absent, averaging the 
dispersion D AzAz over a series of ozone concentration measurements yields 

D^ = [(N-1)/N 2 t^^0. 
x 
Random errors of signal measurement contribute to the value D AzAz and make it positive 

even when sounding spectra on the both paths coincide (in average). Therefore, even at the 
ideal adjustment of the instrument the dispersion D AzAz will be greater than zero. 
On the other hand, values Az^ are independent of the actual ozone concentration along the 
path. They can change only due to random errors of signal measurements. Hence, a 
procedure of long averaging Az^ over a series of measurements is possible aiming to 
reduce influence of such errors. In this case, as number of measurements increases, the 
dispersion D^^ of the averaged values Az^ tends to zero provided the systematic 

distinction absence of sounding radiation spectra. 

7.2. Errors of wavelength setting 

Generally, to measure signals on the working and reference paths, each wavelength is being 
set independently for each path. Then, SA$ * 8X\ , i.e. an error of the wavelength setting has a 
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random character and a specific random value for each path. Saving terms of the first order 
of smallness yields 

OA OA 

If measurements of signals on the working and reference paths at each wavelength are 
conducted without wavelength resetting (for example, by exchanging of paths using a 
moveable mirror (Bolot'ko et ah, 2004, 2005), then, SAq = SAf = SX (errors of wavelength 
setting are equal for the working and reference paths), and 

& A =X(dcr A /dA)SA . 

In both cases deviations SAq , 8X\ are random variables with zero mean value and they are 

not correlated for different wavelengths. Hence, the same is true in relation to variables dz^ . 

Thus, the dispersion of the calculated ozone concentration is defined by the expression (16) 
and in the final form for the second case becomes 



a x =X d 5X 



lK-^av) 2 (^/^) 2 



/(n 2 D^), (17) 



where a natural assumption of the dispersion & 5 ^ independence of the wavelength setting 

error from the actual value of the wavelength is employed. For the first case one can obtain a 
rather complicated formula, which we do not present, because the method of measurements 
for the TrIO-1 instrument applies, namely, to the second case. In particular, for a given set of 
working wavelengths the sum in the right side of (17) is approximately equal to 5.5 -10- 72 
cm 8 /nm 2 . As follows, the relative error in the ozone concentration definition caused by a 
random error of wavelength setting in limits ±0.5 nm does not exceed 1.5%. 
Finally, if we speak about systematic error in determination of the working spectral range 
origin (i.e. wavelength scale shift), the error of wavelength setting is constant for all working 
wavelengths and does not depend on a path selection: SAq = 8X\ =SA = const . In this case we 
have 

dz x =XShda x /dX, 

and a generated systematic error in the ozone concentration is 

SX = XSAD a8a/d ^/D acT 

and has zero dispersion. For the TrIO-1 instrument D ad(7 ^ d ^ « -1.7 -10" cm /nm, and a 

relative error in the ozone concentration due to wavelength scale shift of about 0.5 nm 
accounts for 0.7%. Such a rather low sensitivity of the ozone error to a significant 
wavelength scale shift seems to be improbable. To verify that conclusion, we have made 
calculations with actually measured signals for the case of 0.5 nm wavelength shift. The 
resulting relative error has been found in the limits of 0.4 - 0.8%. 
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7.3. Errors of ozone concentration definition resulted from instability 
of the radiation source 

Errors of such type may appear when a signal measurement at each working wavelength on 
the working path and reference path is separated by a considerable time interval. This may 
occur, if within the selected method signals on the reference path are measured rather rare, 
and, then, for a long time interval At only signals on the working path are measured to 
receive a series of ozone concentrations. If one further defines difference in spectra of 
sounding radiation as (p^(At) = h\Ij i o{t)-lrvI^(t + At) / an originating error in the ozone 
concentration is derived from the expression (12). Now, expecting a linear dependence of <p^ 
on At , it is possible to estimate maximal time interval between signal measurements on the 
reference path provided forecast error does not exceed the given level. After the interval is 
finished, measurements have to be repeated on the reference path. Importantly enough, that 
changing in time of the spectral composition of the sounding radiation is much more essential 
than changing only its integral amplitude. Thus, in a particular case of <p^ = const(A) (a 
proportional variation of the source spectrum has occurred at all working wavelengths), the 
error in the ozone concentration generated by such instability is equal to zero. 
If measurements at every wavelength on the working and reference paths follow each other, 
the role of errors originated by a source instability is minimized. In this case, as we have 
noticed earlier, an influence of random errors of wavelength setting also reduces. Thus, such 
variant of the method looks as more preferable. 

7.4. Uncertainties resulted from the errors in the method parameters 

Let Sa^ be a deviation of the used value of ozone absorption cross-section from the 

accurate one. Then, according to (8), the error of the ozone concentration calculation is 

From this to the first order of smallness on the value of deviation 8a ^ we find 

SX*(D zSa -2XD aS(7 )/D a(7 . 
But from relation (7) D zSa = XD aSa . Hence, 

SX/X*-D aSa /D a(7 . 

A maximal value of the covariation D a 5a at the constant D cto . is achieved when deviations are 

proportional to absorption cross-sections: 8a ^ = aa A . In this case the relative error of the ozone 
concentration determination equals to the relative error of absorption cross-sections definition. 
Influence of the error of determination of the working path length on the results of the 
ozone concentration calculation is evaluated on the basis of relation (6). To the first order 
approximation (dependence of the optical thickness of molecular scattering on the length of 
the working path introduces an error into calculated ozone concentration of the second 
order of smallness) the relative error in ozone concentration Sn/n = -Sl/l - equals to the 
relative error of the path length definition. As soon as the length of the path can be 
measured with a high accuracy, we may ignore influence of such type errors. 
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Errors in the definition of the optical thickness of molecular scattering on the working path 
r moU = Ifix (Bolot'ko et ah, 2005) may appear as a result of the incorrect definition of the path 

length or incorrect definition of the scattering coefficient p^ . In the latter case the error arising 
in the definition of variable z^ is equal to dz^ = -ISJ3% and, considering relation (12), we have 
SX = -lD aS o /D a(J . The scattering coefficient is a smooth monotonically decreasing with 
wavelength function. Consequently, the most possible errors are of the type SJ3% = aj3^ . For 
the given example D G p = 1.3 • 10 _ 4 cm , and Sn « Aa in units of ppb. If a - 0.02 (2% increase 
of the coefficient), an originating error in ozone concentration does not exceed 0.1 ppb. 

8. Some results obtained with the open path instrument 
and multi-wave technique of measurement 

The need for regular measurement of surface ozone concentration has arisen with 
understanding of its active influence both over a climate and ecological conditions of industrial 
regions. In Belarus the network of stations of atmospheric air quality control has been steadily 
progressing to monitor such pollutants of the atmosphere as nitrogen and sulfur oxides, 
volatile hydrocarbons, firm particles, etc. Despite that, until 2004 there were no measurements 
of the surface ozone concentration regarding surface ozone as a basic participant of chemical 
and photochemical reactions in a boundary layer of the atmosphere as well as a greenhouse 
gas and the indicator of some other gases-pollutants. A significant region of Eastern Europe 
missed analysis of influence over an ecological condition of the atmosphere by such an active 
component as ozone. The impact of meteorological factors (mainly, a western air masses 
transfer and presence of local sources of anthropogenic photoactive atmosphere pollutants) on 
formation of the ozone concentration in a surface layer was not studied. 

The TrIO-1 instrument designed in NOMREC has been the first instrument since 2004 to 
monitor surface ozone in Belarus. As was expected, five years of operation at the Minsk 
ozone station of NOMREC as well as reference data (3B5iraHiieB, 2003, 2004; 3BarMHn,eB & 
Ky3Hen;oBa, 2002) have shown significant daily and seasonal fluctuations of the surface 
ozone concentration depending on meteorological and anthropogenic factors. In figure 4 
day time data (ozone concentration at local noon, near 10 a.m. Greenwich Mean Time) are 
presented for the whole period of observations. 

Clearly enough, despite some annual distinctions, seasonal changes of the surface ozone 
concentration have been repeated in the main features year after year. By the way, the 
monthly averaged values of the ozone concentration have appeared to be more informative 
and revealed a specific character of the seasonal course for different years of observation. In 
fig. 5a annual seasonal peaks (spring and summer) are visible; in autumn and winter the 
concentration of surface ozone is minimal. However, usually distinct spring maximum 
occurs not every year. In 3BarMHn,eB, 2003 one may find some valid ideas concerning a 
dynamic nature of the spring maximum. The point is stressed that the maximum is 
generated by an activation of the atmosphere vertical mixing. As a result, the air with 
increased ozone amount floats down from a free troposphere to a surface of the Earth. In the 
opposite, the summer maximum is supposed to have mainly a photochemical origin and 
connected with intensification of the ozone formation due to UV radiation in the polluted 
air. From our point of view, while considering a diurnal course of the ozone concentration in 
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summertime (see figure 6), both mentioned factors contribute to a formation of the observed 
ozone concentration. Actually, the ozone concentration peaks in the afternoon and becomes 
minimal at night. Such behaviour conforms well with a daily course of activity for both basic 
mechanisms of formation of the surface ozone concentration: the vertical mixing in the 
troposphere and the photochemical ozone generation in a polluted air of the surface layer 
of the atmosphere. Both processes reach a maximum namely in the afternoon. There are 
sharp short-term fluctuations revealed in a diurnal course of ozone concentration against a 
background of a general smooth course. This phenomenon is typical for surface ozone and 
observed in all seasons and at various time of a day. The obvious reason for the registered 
fluctuations is a thermal and dynamic turbulence in a combination with a significant vertical 
gradient of the ozone concentration. 



8O-1 

70 
60- 
50- 
40 
30 
20- 
10- 




[0 3 ],ppb 




— i — ■ — i — ■ — i — ■ — i — ■ — i — ■ — i — ■ — i — ■ — i — ■ — r~ 
200 400 600 800 1000 1200 1400 1600 1800 



Day number from 01.01.2004 



Fig. 4. Five years ozone concentration data measured at Minsk ozonometric station of 
NOMREC 
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Month starting from January 2004 
Fig. 5. Monthly averaged surface ozone concentrations in Minsk and Preila (a), deviation of 
monthly averaged temperature from the climatic norm in Minsk and Preila (b), monthly 
averaged total column ozone over Minsk (c). 



One should mind, the daytime data at the NOMREC station correlate in general with data of 
the Preila station. As an illustration, the results of measurements for the first half of 2008 are 
presented in figure 7. Despite some distinctions in everyday results, there is on the whole a 
good correspondence in the measurements performed. The similar conclusion can be drawn, 
if analyzing data for different years. A quality of measurements at both stations is 
undoubtedly maintained at a high level, and observed discrepancies have been verified by 
independent measurements. In particular, very high values of the ozone concentration in 
the beginning of April and very low ones in May, obtained in Minsk in 2008 prove to be true 
as they are confirmed by parallel measurements of devices TrIO-1 and TEI-49C. The 
comparative analysis of a daily course of the ozone concentration for both stations shows 
(figure 8) the amplitude of a daily course in Minsk rather exceeding, than that of the Preila 
station. This can be explained through a close location of the Preila station to the Baltic Sea 
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(3B5iniHii;eB, 2004). Quite visible also, that a trend of concentration variation does not 
always completely correlate for both stations. 
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Fig. 6. A typical diurnal cause of the surface ozone concentration in Belarus. Measured on 
28.08.2008. Local time is approximately 2 hours greater than Greenwich Mean Time. Short 
time fluctuations of the ozone concentration are clearly visible. 

However, while considering monthly average values of ozone concentration, a seasonal 
course for both stations (figure 5a) is observed at a good match. Only for a few months for 
the whole period we have distinctions in figures reaching 10 ppb. 

Belarus and Lithuania belong to the same climatic zone. The main differences are stipulated 
by the Lithuania proximity to the sea. The softer climate of Lithuania is characterized with a 
lower difference of climate temperature norms. The sea proximity also results in a moderate 
amplitude of a daily course of ozone concentration (3BarMHu;eB, 2003). 

In figure 5b deviations of a monthly average temperature from a climatic norm for Minsk 
and similar deviations for the Preila station are presented. The interrelation between 
fluctuations of temperature in March and absence or presence of a spring maximum of 
surface ozone concentration are well exposed for both sites of the observation. For both sites 
of the observation amplitude of the maximum is inversely proportional to the temperature 
of air: the higher monthly average temperature of March, the lower amplitude of the spring 
maximum. In particular, in figure 5b one can see the significant positive anomalies of the 
temperature in March to have been occurred in 2004, 2007, 2008. In these very years the 
spring maximum of the ozone concentration was, practically, missed (figure 5a). On the 
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contrary, in 2005 and 2006 (and in 2009 too; data are not presented here) the monthly 
average temperature at both points was below the norm and it was accompanied with the 
strongly pronounced spring maximum of the surface ozone concentration. 
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Fig. 7. Comparison of day time ozone concentrations in Minsk and Preila in 2008 



Positive deviations of temperature for the Preila station are a bit lower in the most cases 
than on the average for Belarus, and negative deviations are a bit higher on the amplitude. 
However, to directly link this distinction with the difference in monthly average values of 
the ozone concentration does not seem to be possible. It is also difficult to analyze relation of 
temperature fluctuations and the surface ozone concentration in winter months, when 
concentration of ozone is minimal, and an influence of measurement errors can be quite 
essential. 

An actual similarity of seasonal changes of the surface ozone concentration in Minsk and 
Preila, their identical dependence on the temperature (for the spring maximum) indicate 
that both stations most of the time are affected by the same field of the tropospheric ozone, 
originated from a global circulation of air masses in the Northern hemisphere. Only local 
factors specifically 'modulate' this field, resulting in differences of daytime results of 
measurements and a diurnal course. These distinctions disappear after averaging over the 
time interval, exceeding the period of the synoptic phenomena typical for territories of both 
countries (a few days and more). 
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Fig. 8. Diurnal course of the surface ozone concentration (average hour data) in Minsk and 
in Preila during 24-28 July 2008. 



One can view intensification of exchange with the upper troposphere under the exposition of 
the growing solar radiation as a main reason for the origination of the spring maximum of the 
surface ozone concentration. This suggestion is repeatedly expressed in 3B5imHri;eB, 2003, 2004; 
3B5irTiHD;eB & Ky3Hen;oBa, 2002 and other papers, though, the argumentation brought herein, 
has an indirect character. Quite evident, that the revealed anticorrelation of surface ozone 
concentration with the air temperature at a time of the spring maximum is not in any 
agreement with the mechanism of a photochemical generation of ozone in the polluted air. 
The similar situation has evolved with such a parameter of the atmosphere, as the total 
ozone amount (TO A). Concentration of the surface ozone is a TO A component and 
according to BenaH et al., 2000 gain in the TOA leads to a reduction of the surface ozone 
concentration because of easing sun UV radiation initiating a surface photochemistry. We 
have compared a course of the total ozone amount over Belarus and the surface ozone 
concentration for the whole period of observation. As a result, any correlation appears not to 
be revealed (compare figures 5a, 5c). 
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9. Conclusion 

The proposed multi-wave technique for determining surface ozone concentration by means 
of an optical open path meter is, in principle, of general type and may be modified to 
consider any specific realization. The given mathematical formalism allows analysing the 
influence of spectra discrepancy of the sounding radiation that emitted to the working and 
reference paths. It is shown that this discrepancy results in a constant systematic error of the 
ozone concentration. 

The given mathematical formalism is employed to assess the role of different errors in the 
formation of the resulting uncertainty in the calculated ozone concentration. An idea lies in 
finding the link between errors in signal measurements, errors in parameters of the 
instrument and parameters of the calculation method and generated by those errors 
distinction in sounding radiation spectra on the working and reference paths. Such a 
distinction is simply referred to an error in a calculated ozone concentration. Analytical 
expressions are given to estimate role of errors of different nature. For example, for the 
optical open path surface ozone meter TrIO-1 it is shown that the errors in signal 
measurements and errors in definition of absorption cross-sections have the dominant role 
in the formation of the resulting error in ozone concentration measurement. 
Some results received with the optical open path ozone meter TrIO-1 within the multi-wave 
method are presented. A revealed link of the spring ozone maximum and average 
temperature is of special interest. In particular, it is obviously conflicts with the hypothesis 
of the photochemical origin of the spring ozone maximum. 
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1. Introduction 

It has been recognized that performance evaluation is extremely important as the old adage 
says "y ou can't improve what you don't measure". Companies using performance 
measurement were more likely to achieve leadership positions in their industry and were 
almost twice as likely to handle a major change successfully (Wisner et aL, 2004). Today, 
business performance is evaluated not only in terms of a single business unit but rather the 
entire value chain. Performance measurement of the entire value chain is a lot more difficult 
and complex compared to the performance measurement of a single business unit. When 
managing a value chain, apart from the formidable multiple performance measures 
problem, assessing the performance of several tiers, e.g., suppliers, manufacturers, retailers 
and distributors further complicates the matter. Basically, there are two main problems in 
value chain performance measurement, which are a) existence of multiple measures that 
characterize the performance of each member, for which the data must be acquired, b) 
existence of intermediate measures between them, e.g., the output from the upstream can 
become the input to the downstream which further complicates the performance 
assessment. 

As noted in Wong and Wong (2007 and 2008), DEA is a powerful tool for measuring value 
chain efficiency. DEA, developed by Charnes et al. (1978), is a well-established 
methodology used to evaluate the relative efficiency of a set of comparable entities called 
Decision Making Units (DMUs) with multiple inputs and outputs by some specific 
mathematical programming models. DEA can handle multiple inputs and outputs and it 
does not require prior unrealistic assumptions on the variables which are inherent in typical 
supply chain optimization models (i.e. known demand rate, lead time etc) (Cooper et al. 
2006). These advantages of DEA enable managers to evaluate any measure efficiently as 
managers do not need to find any relationship that relates the measures. 
We point out that DEA's vitality, real-world relevance, diffusion and global acceptance are 
clearly evident, as supported from such literature studies as Seiford (1996) and Gattoufi et 
al. (2004a and 2004b). There are a number of DEA studies on value chain efficiency; yet, 
most of them tend to focus on a single chain member. This can be partly due to the lack of 
DEA models for the entire value chain or multi-stage systems. Note that DEA cannot be 
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directly applied to the problem of evaluating the entire value chain efficiency because the 
value chain cannot be simply viewed as a simple input-output system as conceptualized in 
DEA. 

Within the context of DEA, there are some recent models, e.g., by Fare and Grosskopf (2000) 
and Golany et al. (2006), which have the potential to address a value chain in a powerful 
way. Recently, Liang et al. (2006) developed two classes of DEA-based models for supply 
chain efficiency using a seller-buyer supply chain setting. They used the game theory 
approach to analyze the effect of one member having on another. One similarity of the 
recent models for addressing the chain effect or multilayer system is that they take into 
consideration the presence of intermediate measures; their differences lie in their mechanic 
system design. The issue of intermediate measures was initially addressed by Banker and 
Morey (1986) in a service industry which operates in a single layer. The model separates the 
inputs/ outputs into two groups, i.e., discretionary and non-discretionary; non-discretionary 
inputs/ outputs are exogenously fixed inputs/ outputs that are not controllable and their 
values are predetermined. 

The current chapter provides an alternative way to measure value chain or multistage 
efficiency which is by taking into consideration the effect of the intermediate measures in 
the system. We draw on previous Banker's model and extend the model construction for 
value chain. We analyze its dual formulation and explain how it suits the value chain 
setting. This chapter contributes to the existing value chain or multistage system literature 
by providing an alternative model to measure value chain or multistage efficiency. This 
model is simple and easy to understand. Though, this model may not have addressed all the 
concerns in value chain or multistage system, it can still serve as a tentative solution for 
measuring the efficiency of these systems. 

In the following section, we will review Banker's model by analyzing its dual formulation 
and then provide the insight on how it can address the value chain or multistage efficiency. 
Then we present an application study to show the usefulness of the model. 

2. Theoretical foundations 

In this section, we first discuss the foundations of DEA. Then, we show the dual formulation 
of the Banker's model and explain how it can better characterize the value chain or 
multistage system. 

2.1 Basic DEA methodology 

Build upon the earlier work of Farrell (1957), data envelopment analysis (DEA) is a 
mathematical programming technique that calculates the relative efficiencies of multiple 
decision-making units (DMUs) based on multiple inputs and outputs. 

Assume S to be the set of inputs and R the set of outputs. / is the set of DMUs. Further 
assume that DMU ; consumes x S j > of input s to produce y r; > of output r and each 
DMU has at least one positive input and one positive output (Fare et al., 1994). Based on the 
efficiency concept in engineering, the efficiency of a DMU, says DMU jo (joe]), can be 
estimated by the ratio of its virtual output (weighted combination of outputs) to its virtual 
input (weighted combination of inputs). 
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To avoid the arbitrariness in assigning the weights for inputs and outputs, Charnes et al. 
(1978) developed an optimization model known as the CCR model in ratio form to 
determine the optimal weight for DMU/o by maximizing its ratio of virtual output to virtual 
input while keeping the ratios for all the DMUs not more than one. The fractional form of a 
DEA mathematical programming model is given as follows: 
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where u r and v s are the weights for the output r and input s respectively. 
The objective function of Model (1) seeks to maximize the efficiency score of a DMU/o by 
choosing a set of weights for all inputs and outputs. The first constraint ensures that, under 
the set of chosen weights, the efficiency score of the observed DMU is not greater than 1. 
The last constraint ensures that the weights are greater than in order to consider all inputs 
and outputs in the model. A DMU/o is considered efficient if the objective function of the 
associated Model (1) results in an efficiency score of 1, otherwise it is considered inefficient. 
Using the Charnes-Cooper transformation, this problem can be further transformed into an 
equivalent " output maximization" linear programming problem as follows: 
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Model (2) is known as the CCR model in multiplier form. If the objective function value of 
(2) is equal to 1, it implies that the DMU concerned is relatively efficient since we can find a 
weight combination to make its efficiency score to be equal to one. Despite the linear form of 
(2), efficiency score is usually calculated based on its dual problem: 
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min 6 

s.t. Xv 1 ;-^' seS 
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Model (3) is known as the input-oriented CCR in envelopment form or the Farrell model, 
which attempts to proportionally contract DMU/o's inputs as much as possible while not 
decreasing its current level of outputs. The Aj values are the weights (decision variables) of 
the inputs/ outputs that optimize the efficiency score of DMU jo. These weights provide 
measures of the relative contributions of the inputs/ outputs to the overall value of the 
efficiency score. The efficiency score will be equal to one if a DMU is efficient and less than 
one if a DMU is inefficient. The efficiency score also represents the proportion by which all 
inputs must be reduced in order to become efficient. In a similar way, we can also derive 
the output-oriented CCR in envelopment form if efficiency is initially specified as the ratio 
of virtual input to virtual output. A large number of extensions to the basic DEA model have 
appeared in the literature as described by Ramanathan (2003) and Cooper et al. (2006). We 
shall limit our discussion to this basic model as this is sufficient to lead us to the explanation 
of the following model to address a value chain or multistage system. 

2.2 The DEA analysis of value chain efficiency. 

Consider a value chain relationship as follows, e.g., supplier - manufacturer with inputs and 
outputs as described in Figure 1. This may also be viewed in terms of a multistage process, 
e.g., a product has to go through two stages of a manufacturing process: assembly (stage 1) 
and testing (stage 2). We may further categorize the inputs and outputs into two types, i.e., 
direct and indirect or intermediate. Direct inputs/ outputs are associated with a single stage 
or member only and they do not affect the performance of other stages / members. For 
example, supplier cost and supplier revenue are direct inputs and outputs for the supplier 
only, they have no impact on the manufacturer. Intermediates are those inputs/ outputs that 
are associated with two or more stages/ members. For instances, ontime delivery is the 
performance of the supplier in delivering its products; it is also a cost measure to the 
manufacturer which relates to inventory holding cost. 
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Fig. 1. A simple chain relationship 



Note that if the intermediate measures are treated as both inputs and outputs in the model, 
all the DMUs (decision making units) will become efficient. This does not necessarily 
indicate efficient performance in an individual chain member. Due to the presence of 
intermediate measures in the value chain or multistage system, the performance of one 
member will affect the performance or efficiency status of the other members. 

Alternatively, we may consider the effect of the intermediate measures using Banker's 
model. We will now elaborate how the value chain or multistage efficiency will be 
characterized if we take into consideration the intermediate (indirect) measures. 

Let's use a simple scenario; for example, there are two value chains, i.e. DMU A and DMU 
B, and each of them is a dual-channel (supplier-manufacturer) system. Let's say that the 
manufacturers of A and B are the same. Also, let's assume that supplier A is very efficient 
while supplier B is less efficient compared to A. Note that the efficiency of the individual 
supply chain member can be obtained using the DEA CCR model as explained earlier. 
Recall that the best practice of one channel does not mean that it fits the other channel. In 
this case, the impact from the performance of the supplier may affect the efficiency status of 
the manufacturer in such a way that the manufacturer A may seem to be less efficient 
compared to the manufacturer B; by right, they should be equally good because they are the 
same manufacturer. This shows that a member's inefficiency may be caused by another's 
efficient operations. 



In order to better characterize the value chain, we have to 'discount' or remove the impact of 
the performance improvement of one supply chain member that affects the efficiency status 
of the other. We will illustrate how this discounting concept can be realized using the 
intermediate (indirect) measures in Banker's model. From the basic DEA model in fractional 
(ratio) form, let's denote IS as the set of intermediate inputs, DS as the set of direct inputs, 

X t - as the £ th intermediate input of DMU j and X t - as the f th intermediate input for the 
observed DMU; . Note that DS U IS = S . 



566 Advances in Measurement Systems 



Z m ^ -Z v < 

max--* 



x % 







2>. 


X SJQ 










seDS 








z 


U 


r J rj 


X 


V , 


,x tj 


reR 






(6/S 




< 



s.t. «* — — !«e <i 

2^ (4) 

sgDS 

u r >0, rei? 
v 5 > 0, 5 e DS 
v, > 0, telS 
where V t is the weight for the intermediate variables. 

All the other notations used have been previously defined in Section 2. Note that the 
weights for the intermediate variables may be zero, but for the direct variables, the weights 
must always be positive. Note also that the difference between (4) and (1) is the subtraction 
of the intermediate term. This term represents the performance of one chain member (e.g. 
the upstream channel) that feeds into the other chain member (e.g. the downstream 
channel). By subtracting the intermediate term in such a way is analogous to 'discounting' 
the impact of one's performance that affects the other. From Model (4), it is obvious that the 
impact of the indirect factor is removed; and the efficiency obtained in this model will be the 
best case efficiency. Though the 'discounting' concept may not have fully addressed all the 
issues in a value chain or multi stage system, it can serve as a tentative solution to measure 
the chain or multistage efficiency. 

Model (4) can be further transformed into its equivalent linear form as shown in Model (5) 
(the primal model) and Model (6) (the dual model). 
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CCR envelopment model 
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Note that all the notations used have been previously defined in the above section. Note 
that Model (6) is an input oriented model whereby it aims to reduce the inputs as much as 
possible while not decreasing the level of the outputs. Note that the third constraint (i.e. for 
the outputs) can actually be separated into two constraints, i.e., one for direct and another 
for indirect terms. Since the indirect term for the output will not affect the objective function, 
we did not explicitly write it into two separate constraints; for conciseness purpose of the 
model, we combined them into one constraint. 

Given Model (6), one way to evaluate the entire value chain or multistage efficiency, is to 
estimate the efficiency, Q as the normalized (weighted) efficiency of all the members or 
stages. That is, 



5>tf 



Q = -^ (7) 
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where Q* is the optimal efficiency score of the value chain or multistage system, I is the set 
of members or stages in the system, S.2. , i e I, is the optimal efficiency score for a specific 

chain member (channel) or stage and W- is the weight reflecting the extent of each channel 

or stage contributing to the evaluation of the entire value chain or multistage efficiency. 
These weights can be estimated using various methods such as AHP (Analytic Hierarchical 
Process), Delphi method and Pareto analysis (Clemen and Reilly, 2001; Kirkwood, 1997). In 
this research, we consider all channels (stages) have equal contribution to the value chain 
(multistage) system performance. As the indirect effect, i.e., the performance improvement 
of one channel affecting another channel has already been removed or discounted from 
Model (6), the weight measures proposed in such a way would be reasonable and the 
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'double counting' effect on the performance of the entire value chain will not be very 
significant. Note that in this study we set w = 1. 

From Model (6), a chain or multistage system is efficient if Q = 1 . Note that it is possible 
among all DMUs, the highest value of Q* is < 1. In this case, it means that none of the DMUs 
is efficient. Comparing Model (6) to (3), as the values of Q* and <9* have to be greater than 
and less than or equal to 1, and as Model (6) has less restriction on the intermediate inputs, 
the value of Q* from Model (6) will always be less than or equal to the value of * from 

Model (1) i.e. Q* < 6* . 

Proposition 1. The efficiency score, Q * of (6) for any DMU jo is less than or equal to the 
corresponding efficiency score from 6* (3). 

To prove this proposition, we first note that 6 * < 1 in the optimal solution of (1) because 
DMU ;'o is itself one of the joe J referent observations. By comparing the constraint sets in the 
two linear programs, we see that any optimal solution to (3) is a feasible solution for (6); 

hence, Q < 6 . 

Model (6) yields the target values on the performance measures for an inefficient supply 
chain to reach the best practice by using its slack information. The model assumes that the 
inputs could be reduced while maintaining all the outputs at the same level. The target 

* * 

values are obtained as follows. We denote X • and x tj as the direct and indirect input 

targets i.e., X. = Q a X . - sZ. and x* =x ti -e~ 

° S Jo s Jo s Jo Vo Uo Uo 

where S ■ and e t - are the direct and indirect input slacks respectively. 

3. An application study 

In this section, we discuss an application study on the proposed approach. First, we explain 
the conceptual configuration of the value chain or multistage setting which comprises the 
variables or metrics used in the study. Then, we provide some descriptions of the data, 
followed by results discussion of the empirical analysis. 

3.1 Configuration 

To illustrate our proposed approach, we model a value chain setting based on the global 
value chain system of multinational semiconductor corporations. There are three levels in 
the proposed setting, e.g., supplier, manufacturer and retailer. This can also be viewed in 
terms of a multistage process, e.g., first stage (assembly), second stage (testing) and third 
stage (final inspection/ packaging). We use the supply chain operations reference (SCOR) to 
determine the value chain performance metrics. The metrics used are the financial and 
operational measures. Table 1 shows the categorization of the metrics. 
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Direct Inputs 

Intermediates 
Direct output 



Cost (including labor , variable, and 

capital components) ($) 

Fill rate (%), on-time delivery (%), 

cycle time (days) 

Revenue ($) 



Table 1. Metrics categorization 

A brief definition for each measure is given below. For financial measures, the elements are 
cost and revenue; for operational measures, the elements include fill rate, on-time delivery 
and cycle time. 

Financial measures: 

a. Revenue - This is a common measure of efficiency in various profit-oriented 
organizations. In value chain studies, emphasis is often placed on the final revenue, 
i.e., revenue of the final product. In our experiment we consider the effect of revenue 
of one member affecting another's performance is minimal. 

b. Cost - This is the performance attribute for value chain costs, i.e. the total cost 
associated with operating the value chain. The total cost comprises labor, variable and 
capital components. We consider the total cost of each member separately. 

Operational measures: 

a. Fill rate - This is a performance attribute for value chain reliability. In the broadest 
sense, fill rate refers to the service level between two parties. It is usually a measure of 
shipping performance expressed in percentage. Being an output to the upstream 
channel, the upstream channel will always desire to have a high fill rate so that it is 
able to satisfy customer demand. However, for the downstream channel, a high fill 
rate means additional storage and holding cost. Therefore, fill rate affects two parties; 
hence, it is generally viewed as an intermediate measure. An optimal level of fill rate 
is usually determined from the tradeoff between the rate of customer order fulfillment 
and inventory level. 

b. On-time delivery rate - This is another common performance attribute for value 
chain delivery reliability. It is usually expressed in percentage; it refers to the 
performance of the value chain in delivering the correct product, to the correct place, 
at the correct time, in the correct condition and packaging, in the correct quantity, and 
with the correct documentation to the correct customer. It affects two members; as an 
output, the member will want this to be as high as possible; alternatively, as an input, 
it can be viewed as a cost to the associated member. 



c. Cycle time - This is the performance attribute for 'production flexibility' . It refers 
to the agility of a value chain in responding to marketplace changes to gain or 
maintain competitive advantage. It is also known as the 'upside production 
flexibility'. It refers to the number of days required to achieve an unplanned, 
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sustainable, a certain percent increase in production. One of the common constraints 
to cycle time is material availability. Cycle time affects the performance of one 
member with another, e.g., if the supplier cycle time is high, then, the manufacturer 
will not be able to meet its production and will be seen as inefficient and vice versa. 

In short, we consider all the operational measures as intermediate measures because they 
affect the performance of one member with another. Note that, the particular setting may 
not be applicable to all types of industries or systems, as different industries or multistage 
systems may have different types of configuration. In our case, the value chain configured 
is sufficient to evaluate the model. 



3.2 Data descriptions 

The analysis uses observational data from the semiconductor companies based in Malaysia. 
As one of the requirements of DEA is to have a homogenous set of DMUs for fair 
comparison, the companies selected are based on a similar logistic distribution network and 
business. The data required, e.g., the total costs and revenues, are obtained from the 
companies' annual reports. Total cost comprises three components, i.e., labor, variable and 
capital components. Specifically, labor relates to the number of employees working directly 
for a particular channel or stage and the price of labor is measured using the average wages 
of the employees. As capital comprises buildings, facilities and other peripheral equipment, 
it is impossible to allocate the capital costs to individual components. According to Arnold 
(2004), stocks (inventory) play an important role in an operation activity and the costs 
associated with them are related with each individual capital component. We thus used the 
value of capital (or capital stock) as a proxy to the amount of physical capital used in the 
value chain. The value of capital can be obtained through the division of net operating 
income by the return on capital asset (ROA). On the other hand, the revenue figures may 
include revenue generated from other businesses; however, as the selected companies for 
the study have been filtered and ensured of having a similar logistic distribution network, 
the impact of revenue generated from other businesses would be minimal. 

It is also difficult to obtain a full set of data due to some data, e.g., fill rate and cycle time, are 
considered confidential by most of the companies. To overcome this hurdle, we gathered the 
required data via several methods; site interviews with managers were conducted and 
experts' judgments were collected to gauge the mean value of these uncertain variables. 
Note that Wong et al. (2008) developed a method called the Monte Carlo DEA to measure 
the efficiency when there are uncertainties in the data. This method is based on the Bayesian 
framework where they used the distribution of the inputs/ outputs to estimate the 
distribution of the efficiencies. In this chapter, we will apply the DEA Model (6) in a 
deterministic setting, which is, we assume that all data are finally available for the 
experiment. Table 2 shows the data used for the numerical experiment. All the monetary 
values are denominated in current US dollars. 
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DMU 


Cost 
(stage 1) 

$Million 
USD 


Cost 
(stage 2) 

$Million 
USD 


Cost 
(stage 3) 
$Million 

USD 


Fill rate 
(stage 1) 

% 


On time 
delivery 
(stage 1) 

% 


Cycletime 

(stage 1) 

days 


Fill rate 
(stage 2) 

% 


On time 
delivery 
(stage 2) 

% 


Cycletime 

(stage 2) 

days 


Revenue 

$Million 
USD 


1 


115 


195 


154 


95 


84 


11 


80 


83 


6 


499 


2 


105 


170 


211 


86 


79 


3 


77 


95 


5 


504 


3 


131 


148 


132 


95 


88 


4 


78 


87 


4 


423 


4 


170 


140 


175 


82 


74 


3 


81 


80 


3 


497 


5 


125 


63 


113 


85 


83 


3 


72 


84 


5 


359 


6 


196 


121 


164 


83 


89 


2 


79 


82 


7 


528 


7 


177 


165 


124 


77 


89 


3 


93 


89 


8 


526 


8 


151 


164 


112 


84 


79 


8 


79 


90 


5 


455 


9 


149 


108 


154 


92 


87 


11 


86 


94 


7 


428 


10 


101 


183 


178 


95 


93 


8 


81 


74 


6 


526 


11 


169 


194 


146 


93 


93 


7 


88 


83 


5 


558 


12 


180 


131 


111 


85 


98 


8 


98 


84 


4 


457 


13 


150 


174 


161 


81 


91 


4 


82 


79 


8 


514 


14 


143 


133 


102 


88 


90 


8 


98 


98 


5 


404 


15 


166 


121 


147 


77 


83 


3 


83 


89 


6 


503 


16 


182 


165 


107 


90 


86 


10 


89 


82 


6 


492 


17 


189 


112 


156 


93 


95 


5 


96 


86 


6 


478 


18 


84 


125 


104 


77 


74 


9 


89 


84 


10 


300 


19 


167 


126 


196 


96 


90 


1 


92 


83 


7 


537 


20 


179 


106 


115 


82 


72 


5 


79 


81 


10 


414 



Table 2. Data 

Note that for the semiconductor industry, the gross profit margin is approximately 8% and 
the net profit margin is approximately 4% of the total revenue. We evaluate a total of 20 
value chains (multistage). For confidential purposes, the names of the companies have been 
omitted and some of the information has been disguised. The results are analyzed using MS 
Excel and its linear optimization solver. 



3.3 Empirical analysis 

The ultimate purpose of the experiment is to provide an insight on the importance of 
characterizing a value chain or multistage system. We will show from the results that, by 
considering the presence of intermediate measures in the value chain of multistage system, 
there are potential input savings in the system. We present the DEA efficiency results in 
Table 3. 
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DMU 




CCR model 


(Model 3) 




Banker's model (Model 6) 


Stagel 


Stage 2 


Stage 3 


Average 


Stagel 


Stage 2 


Stage 3 


Chain 




(0!*) 


(02*) 


(9 3 *) 


m 


(Qa*) 


(no 


(Q3*) 


(Q*) 


1 


1.000 


0.865 


0.988 


0.951 


0.944 


0.428 


0.839 


0.737 


2 


0.883 


1.000 


1.000 


0.961 


0.874 


1.000 


1.000 


0.958 


3 


0.875 


0.880 


1.000 


0.918 


0.771 


0.491 


0.811 


0.691 


4 


0.524 


1.000 


1.000 


0.841 


0.516 


1.000 


1.000 


0.839 


5 


0.743 


1.000 


1.000 


0.914 


0.729 


1.000 


0.688 


0.806 


6 


0.501 


1.000 


1.000 


0.834 


0.497 


1.000 


1.000 


0.832 


7 


0.554 


1.000 


1.000 


0.851 


0.551 


1.000 


0.953 


0.835 


8 


0.600 


0.974 


1.000 


0.858 


0.597 


0.815 


0.985 


0.799 


9 


1.000 


1.000 


0.876 


0.959 


0.722 


0.978 


0.603 


0.768 


10 


1.000 


0.822 


1.000 


0.941 


1.000 


0.410 


1.000 


0.803 


11 


0.661 


0.839 


1.000 


0.833 


0.602 


0.477 


1.000 


0.693 


12 


1.000 


1.000 


1.000 


1.000 


0.595 


1.000 


1.000 


0.865 


13 


0.666 


0.951 


0.986 


0.868 


0.665 


0.652 


0.823 


0.713 


14 


0.690 


1.000 


1.000 


0.897 


0.690 


1.000 


0.877 


0.856 


15 


0.560 


1.000 


0.965 


0.841 


0.549 


1.000 


0.851 


0.800 


16 


0.588 


0.871 


1.000 


0.820 


0.539 


0.648 


1.000 


0.729 


17 


1.000 


1.000 


0.922 


0.974 


0.547 


1.000 


0.695 


0.747 


18 


1.000 


1.000 


1.000 


1.000 


1.000 


1.000 


0.624 


0.875 


19 


1.000 


1.000 


0.932 


0.977 


0.610 


1.000 


0.680 


0.764 


20 


0.495 


1.000 


1.000 


0.832 


0.487 


1.000 


0.779 


0.755 



Note: 6i* , i ={1, 2, 3} refers to the efficiency score obtained using CCR. 
Table 3. Value chain efficiency 

We compare Banker's Model (6) with the original CCR model; the original CCR model is 
applied separately on each stage and the value chain efficiency is obtained by taking the 
average. Note that the value chain efficiency from Model (6) (Banker's model) is always less 
than or equal to the value chain efficiency from the CCR model. The reduction of the value 
chain efficiency score in Model (6) is due to the removal of the impact from the indirect 
(intermediate) measures. 



From the analysis, none of the value chain is efficient. We further interpret the target 
adjustments for the inefficient DMUs. As an example for discussion, we select DMU 3, 
which is the least efficient DMU. 



131 


101.00 


-22.9 


148 


72.67 


-50.9 


132 


107.05 


-18.9 


95 


95 





88 


92 


4.5 


4 


4 





78 


78 





87 


89 


2.3 


4 


4 
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DMU 3 Original value Target value % Change 

Stage 1 cost 
Stage 2 cost 
Stage 3 cost 
Fill rate _stage 1 
On time delivery _stage 1 
Cycle time_stage 1 
Fill rate _stage 2 
On time delivery _stage 2 
Cycle time_stage 2 
Table 4. Target values for inputs, outputs and intermediate variables for DMU 3. 

For example, for DMU 3, its average efficiency is 0.918 and the value chain efficiency (using 
Banker's model) is 0.691. The values of Qi* = 0.771, Q 2 * = 0.491 and Q 3 * = 0.811 for DMU 3 
(from Table 4) indicate that all the three channels (stages) are inefficient. In order to reach 
the best practice, each channel, i.e., stage 1, 2 and 3 could reduce their inputs while 
maintaining the same level of outputs (based upon Qi*, Q2* and Q3*, which are less than 1). In 
the case of DMU 3, all its direct input slacks have zeros values. Thus, the cost for stage 1 
could be reduced to 101; while the cost for stage 2 and 3 could be reduced to 72.67 and 
107.05 respectively. This is equivalent to a 22.9% reduction of cost for stage 1, 50.9% 
reduction of cost for stage 2 and 18.9% reduction of cost for stage 3. In addition, the on time 
delivery between stage 1 and 2 could be increased to 92% from the current rate of 88%; and 
the on time delivery between stage 2 and 3 could be increased to 89% from the current rate 
of 87%. These solutions indicate that based upon the best practice, the associated channels 
(stages) would be able to maintain the on time delivery rates, i.e., 92% and 89% respectively 
while cutting down costs. These are the potential savings that can be realized from the value 
chain or multistage system if it is characterized in a better way. Similarly, the adjustment for 
other DMUs and their system potential savings could be interpreted using the same way. 

4. Conclusions 

This chapter draws on previous DEA models and advances the construction of the models 
for measuring the entire value chain or multistage efficiency. The chapter contributes to the 
existing value chain (multistage system) literature by providing a simple alternative model 
to measure the efficiency of the system. This model removes the indirect effect of one's 
channel performance which affects the efficiency status of another channel. The results show 
if we characterize the value chain through consideration of the impact of intermediates 
measures, potential savings can be realized in the system. Though, this model may not have 
addressed all the concerns in value chains or multistage systems, it can serve as a tentative 
solution for measuring the efficiency of these systems. This model can be further enhanced 
by analyzing how different settings of weights affect the overall value chain or multistage 
performance. In addition, future research can also look into how to adapt the model in 
uncertain environments, e.g., by utilizing the Monte Carlo method. Lastly, this chapter 
serves as an exposition to the awareness on the potential of simple conventional models to 
address more complex problems. 
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Abstract 

The new capabilities of smart sensing systems namely, adaptability, reconfiguration, low- 
energy consumption and cost, between others, require a wisely selection of the methods 
that are use to perform analog to digital conversion. It is very important to optimize the 
trade-offs between, resolution, accuracy, conversion rate, and energy consumption, between 
others, and above all to adapt dynamically the conversion parameters for different signals 
characteristics and applications' purposes. Establishing the best trade-offs are even more 
important when signals to be digitized have different signal-to-noise ratios (S/N) ratios, 
different requirements of measuring accuracy and acquisition rate, their characteristics are 
time-variant and above all if they are sharing the same digitalization device. 
Very low resolution or conversion rate of data acquisition (DAQs) systems are generally not 
compliant with measurement systems' requirements since signal information is lost without 
any possible recovery procedure. Otherwise, if resolution or data acquisition rate are 
excessively high that means the sampling rate is much higher than its minimum value 
(Nyquist rate), the excessive amplitude and time resolutions provided by A/D conversion 
or frequency-to-digital conversion (FDC) does not improve measurements system's 
performance. Moreover, the excessive resolution or data acquisition rate implies an increase 
of hardware and software complexity, data processing load and a higher implementation 
cost, without any benefits. So, for any A/D or FDC conversion method the best trade-off 
between different conversion characteristics must be established considering applications' 
purposes. For example, in wireless sensing and actuating networks (WSAN) energy wastes 
are particularly important because a wrong choice of conversion method can affect deeply 
measurement system autonomy. 

Whenever possible, classical A/D conversion methods are being replaced by discrete A/D 
conversion methods that are supported by low cost microcontroller (|uC) (Microchip, 2010) 
connected to a few external resistive or capacitive components. This solution takes full 
advantage of |uCs benefits, namely specific hardware and software capabilities and it 
provides a conversion rate that can be higher that several hundreds of kHz that is sufficient 
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for a large number of applications. These conversion also enables an easy implementation of 
trade-offs between resolution, conversion rate, and energy consumption (EC), errors' 
compensation, namely offset and gain errors, and linearization capabilities without need of 
any additional circuitry, look-tables or linearization algorithms. However, the main 
drawbacks of these conversion methods include a large sensitivity to noise and the need of 
frequent self -calibration routines. 

Alternative digitalization methods that can be implemented without need of classical A/D 
converters are based on FDC methods. 

Referring to the contents of the present chapter, the first session includes an introduction, 
state of the art and the main requirements of smart sensing systems (SSS) that must be 
considered in terms of signals' conditioning and digitalization. 

The second session summarizes the main characteristics of two A/D digitalization methods 
that seem to be particularly suitable for smart sensing applications, namely, discrete A/D 
and FDC methods. Some implementation details, particularly those ones that take full 
advantage of low-cost microcontrollers and specific integrated circuits will be underlined. 
This section also includes the description of the working principle and main advantages of 
each conversions FDC method together with some simulation and experimental results. The 
last session is dedicated to conclusions. 

Keywords: digitalization methods, smart sensing, error compensation, resolution, signal- 
to-noise ratio. 

1. Introduction 

Analogue to digital (A/D) and digital to analogue (D/A) conversions are subjects of 
paramount importance in every digital data acquisition system. In the last years, especial 
demands appear in a large number of applications namely the ones that are supported by 
smart sensing devices. These demands were mainly related with A/D conversion resolution, 
data sampling rate and energy consumption. Improving the performance is each parameter 
is obviously possible but in more than one conversion parameter needs to be improved 
simultaneously it is not an easy task because those are correlated. A clear correlation exists 
always between two main conversion parameters; if resolution is increased, the maximum 
A/D conversion's rate always decreases. Other compromise, particularly important for 
wireless measuring systems, exists between sampling and energy consumption. If low 
energy consumption is a main requirement for a given measuring system, its maximum 
A/D conversion rate must be reduced as much as possible taking account to the Nyquist 1 
frequency required for the input signal's bandwidth. 

Even when an A/D converter is used to convert a single signal with time variable 
characteristics, for example harmonic contents or voltage range, there is also the need do 
adapt its conversion parameters according to the dynamic characteristics of the signal. 
Using multiple A/D converters in the same data acquisition unit and processing their 
outputs is a possible solution to surpass previous drawbacks. However, this is not a cost 



Nyquist rate is two times the bandwidth of a band-limited signal or a band-limited channel. 



Analog to Digital Conversion Methods for Smart Sensing Systems 577 

effective solution and it is not acceptable solution for smart 2 sensing systems, especially 
when many sensing unit are remote nodes of a wireless sensing network. In these 
applications, a single A/D with a flexible configuration must be used to optimize A/D 
conversion performance according signals' characteristics. These A/D converters, 
denominated as flexible analogue-to-digital converters (Pereira J. et al, 2001; Pereira J. et al, 
2007), throughout this chapter, are aimed to establish the best trade off between the main 
A/D conversion's parameters in order to improve measuring system's performance. It is 
also important to underline previous trade-off must also A/D conversion errors 3 , namely, 
linearity errors, offset and gain errors, signal to noise and distortion rate, jitter and latency 
time, to name a few, that must be minimized. 

Additional advantages that are associated with a flexible A/D converter include an easy 
implantation on non-uniform sampling, particularly important in which concerns 
minimization of measuring system's energy consumption, generation of non-linear digital 
transfer characteristics and capability to implement different conversion methods. Since 
conversion rate is not a crucial requirement for the applications that are focused in the 
present chapter, the hardware and software parts of the A/D converter are mainly 
implemented by low cost microcontrollers (|uCs), digital signal processors (DSPs) or field 
programmable gate arrays (FPGAs), between others processing devices. 

2. Suitable digitalization methods for smart sensing applications 

There are a large number of non- traditional and low-cost A/D conversion methods very 
suitable for SSS applications. Between these methods it is possible to underline pulse- width 
modulation methods, potentiometric methods, voltage to frequency methods, RC charge 
time constant methods, single, dual and multislope methods, sigma-delta methods and 
frequency to digital (F/D) conversion methods. It is important to underline that any of these 
methods can provide low energy power consumption, measurements error's compensation, 
namely, offset, gain and non-linearity errors compensations, easy implementation of the 
trade-offs between A/D or D/A conversion parameters, namely accuracy and conversion 
rate, and capability to implement multiple variable measurements with a single virtual 
sensor 4 . Moreover, it is also important to remember that in SSS applications accuracy is not 
the main goal of several applications and usually a number of bits lower than ten can fulfill 
applications' requirements. Data processing techniques that are exploited in SSS enhance 
conversion accuracy using different signal processing techniques after digitalization (e.g. 
data averaging, correlation and prediction techniques, errors' compensation, between 
others) and can compensate errors caused by influence variables 5 such as temperature, 
humidity and mechanical vibrations. 



2 A smart sensors or smart transducer is a device with built-in intelligence, whether apparent to the 
user or not. 

3 Institute of Electrical and Electronics Enginneers, Inc., IEEE Std 1241 DRAFT: Standard for 
Terminology and Test Methods for Analog-to-Digital Converters. 

4 A virtual sensor is a sensor that can provide indirect measurement of several variables by using data 

processing algorithms that are applied to direct measurement's results provided by a single sensor. 

5 Influence variables are variables that are cross-correlated with measuring variables affecting 

measurement's accuracy. 
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It is beyond the scope of this chapter to describe a huge number of alternative conversion 
methods that can be used for SSS applications. Instead, two A/D conversion methods 
already utilized by the authors will be presented. One of these methods is based on an 
improved PWM A/D conversion method and the other one is based on a FDC converters. 
Some implementation details, particularly those ones that take full advantage of low-cost 
microcontrollers and specific integrated circuits are underlined together with some 
limitations of each method. 



2.1 PWM based A/D conversion 

Traditional PWM based A/D converters require a very high resistive-capacitive (RC) time 
constants and their sampling rate is very low. Typically, lower than a few tens of samples 
per second (S/s) for an eight bits' converter. This conversion method uses a PWM signal use 
mean value, obtained from the output of a low-pass-filter (LPF) is sequentially incremented 
by the quantization step amplitude and then compared with the input voltage. However, 
this A/D conversion method contains several disadvantages, namely, as previously 
referred, this method only supports very sampling rates, and it is very sensitive to noise and 
to components' deviations from their nominal values, usually resistors and capacitors 
tolerances. 

A variant much more interesting of the traditional PWM based conversion method can be 
obtained if the input voltage conversion is performed using a single a square signal that 
contains a number (n) of high levels pulses and a number of low level pulses that depends 
on input voltage's amplitude to be converted. The resolution of this method is easily 
controlled by software. Each time the number of pulses contained in the conversion cycle is 
doubled an additional resolution bit is obtained. For each positive or negative conversion 
pulse, the voltage variation of LPF output is incremented or decremented by the 
quantization step amplitude of the converter, respectively. This A/D conversion method is 
especially suitable for SSS with a sampling rate requirements lower than a few hundreds of 
samples per second. It enables analogue-to-digital conversion without need of dedicated 
A/D integrated circuits, takes full advantage of microcontrollers' compare, capture and 
PWM (CCP) capabilities and supports an easily implementation of self-calibration routines 
to compensate gain, offset and nonlinearity errors without any requirements of additional 
circuitry, look-tables or linearization algorithms. 

2.1.1 Improved PWM based A/D converter: working principle 

Figure 1 represents the hardware block diagram of the converter. Its hardware part includes 
two digital ports of the |uC, an analog comparator (Comp.) that can be inside the |uC, a low- 
pass (RC) filter and an analogue switch (S). 
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Fig. 1. Hardware block diagram (Comp.- comparator; DI- digital input; DO- digital output; 
DIO- digital input-output interface; PC- personal computer; |uC- microcontroller; DSP- 
digital signal processor) 

Before each A/D conversion, the analogue switch (S) is closed, and, the capacitor is 
charged with an initial voltage (Vco) equal to the input voltage (Vin). It is assumed that the 
signal amplitude variation during acquisition time is lower than one LSB (Least Significant 
Bit). After this initialization cycle, the analogue switch (S) is opened, and the measurement 
cycle takes place. During this phase, the voltage delivered by the digital output (D02) tends 
to maintain the capacitor charge by monitoring the output voltage of the comparator 
(Comp.). If the digital input (DI) is high, meaning that capacitor voltage is lower than V m , 
digital output (DOT) is settled to the high level voltage (Vh), otherwise digital output (D02) 
is settled to the low level voltage (Vl). Different values can be assigned for Vh and Vl and it 
is this way possible to reduce the voltage range of the A/D converter and to increase its 
resolution. Assuming that the RC time constant is much higher than the pulse period (Tp) 
and lower than the capacitor's voltage variation in the order of few LSB's during Tp, it is 
possible to obtain the relationship between the input voltage amplitude (Vm) and the A/D 
converter's output code (n) (Pereira J. et al, 2001), 



Vc(Tc) = Vi n +n.(V H -V C o) 



_Tpj_ 
RC 



+ m-(V L -V C0 )- 



TO 
RC 



(i) 



where n and m represent the number of positive and negative pulses delivered by the uC 
during the conversion period (Tc), Vh represents the voltage amplitude of the positive 
pulses that have a time duration equal to (Tpi) and Vl represents the voltage amplitude of 
the negative pulse that have. 

For a binary A/D converter coding n+m=2 B , where B represents the number of A/D 
converter's bits, from the previous relationship it is possible to obtain, 



V; 



nk 



in — u 

(2 b -n) + nk 



v H - 



2 B -n 



(2 b -n) + nk 



-v L 



(2) 



580 



Advances in Measurement Systems 



where k = 



1-e 



-Tpi/RC 



-T P2 /RC 



is a non-linear factor modulated by the relation between positive 



(Tpi) and negative (Tpo) pulse duration of the PWM signal, B is the number of bits of the 
ADC and Vh/Vl are the high and low digital voltage levels delivered by digital output 
(DOT), respectively. 

Figure 2 represents the A/D converter's characteristic for five different values of k 
parameter. An eight's bits A/D converter with a ratio between pulse duration and time 
(t=RC) is equal to 1/18. As expected for k=l, Tr=Tl, a linear characteristic is obtained. 




-0.5 -0.4 -0.3 -0.2 -0.1 



0.1 0.2 0.3 0.4 0.5 



Fig. 2. A/D conversion characteristics for normalized input voltages and for an amplitude 
of positive pulse (VH) and amplitude negative pulses (VL) equal to -0.5 V and to 0.5 V, 
respectively (B=8 bits, TP/x=l/28, TH=KTL and k={l/10; 1/2; 1; 2; 10}) 

In which concerns sampling rate (Sr), for traditional PWM based converters, its value 
maximum value is given by, 



(SrL 



( f liC)cIk 
4 B N 



(3) 



where B represents the converter's number, (f^c)cik represents the converter's clock rate and 
N represents the number conversions that are performed during one period of the 
sinusoidal input signal (oversampling factor). Figure 3 represents the maximum frequency 
of a sinusoidal signal that can be converted by a traditional PWM based A/D converter as a 
function of the number of samples per second. As represented the maximum sampling rate 
is almost equal to 10 Hz S/s for the Nyquist rate (N=2). 
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Fig. 3. A/D conversion rate for a converter with 8 bits resolution and running under a |LiC 
frequency clock equal to 1 MHz (traditional PWM based A/D converter) 

If similar conditions are considered for the improved PWM based A/D converter the 
maximum sampling rate value is given by, 
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Fig. 4. A/D conversion rate for a converter with 8 bits resolution and running under a |LiC 
frequency clock equal to 1 MHz 
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Figure 4 represents the maximum frequency of a sinusoidal signal that can be converted by 
an improved version of the traditional PWM based A/D converter as a function of the 
oversampling factor. As represented in the figure signal's bandwidth is almost equal to 2 
kS/s for the Nyquist rate (N=2). 

2.1.2 Self-calibration capability 

In order to improve the accuracy of the A/D converter, the measurement cycle can include 
an auto-calibration procedure (Goes F. & Gerard M., 1997; Goes F. & Gerard M., 1997), 
multiplexing three input signals: Vi n , Vref and Voff. The hardware block diagram of the 
PWM-A/D converter with continuous auto-calibration capability is represented in Figure 5. 
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Fig. 5. Hardware block diagram of the PWM-A/D converter with continuous auto- 
calibration capability (Comp.- comparator; DI- uC's digital input port; DO- |uC's digital 
output port; DIO- |uC's digital input-output communication's interface; DEMUX- 
demultiplexer; PC- personal computer; |uC- microcontroller; DSP- digital signal processor) 

The reference voltage (Vref) is usually equal to the ADC full-scale voltage (FS) and is used 
to correct the gain error. This reference voltage must have, at least, accuracy higher than Vi 
LSB of the A/D converter. For example, for an 8-bit converter, the reference voltage error 
must be lower than 0.195% of FS. The offset voltage (Voff) is usually equal to ground 
voltage level and is used to correct the offset error. 

If the measurement results for Vm, Vref and Voff, are equal to n, nREF and noFF, respectively, 
the offset and gain errors can be continuously cancelled by using the following relation: 



n c 



n - n OFF 
n REF- n OFF 



(5) 



where nc represents the offset and gain compensated A/D converted code. 
Another advantage of this measurement technique is that low-frequency noise (1/f) and 
temperature drift errors are almost cancelled because their bandwidth is generally much 
lower than the conversion period (Tc). 
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2.1.3 Experimental results 

In this section we will considered the linearization characteristic of a circuit that includes a 
nonlinear thermistor (ON-400) (Omega, 1995) whose characteristic is represented in Figure 
6. Linearity errors are represented for three different cases: without any correction of 
linearization errors for the temperature range [0, 50] (figure 7); with a first order least mean 
square (LMS) curve fitting (figure 8) and with the proposed PWM based A/D converter 
(figure 9). The advantage of the proposed solution for linearization purposes is clearly 
shown in Figure 9. It enables a non-linearity error reduction of an almost equal to 10 and 5 
when compared with the terminal based linearity error and the first order LMS curve fitting, 
respectively, without the need of look-up tables or mathematical routines for linearization. 
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Fig. 6. Resistance-temperature characteristic of an ON-400 thermistor probe with standard 
10" leads 
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Fig. 7. Experimental results and linear characteristic without any correction of linearization 
errors for the temperature range [0, 50] °C (maximum relative err or =19. 9 % of FS) 
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Fig. 8. Experimental results and 1st order LMS for the temperature range [0, 50] °C 
(maximum relative error =5. 4 % of FS) 
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Fig. 9. Experimental results and curve fitting characteristic obtained with the improved 
PWM based A/D converter for the temperature range [0, 50] °C (maximum relative 
error=1.4 % of FS, k=k O PT=0.72) 



2.2 Frequency to digital conversion methods 

Nowadays the number of transducers that use frequency-time domain parameters 
modulated by a physical, chemical or biological quantity is increasing and they are a 
promising alternative that must be considered in the design and implementation of any 
measurement system. Several advantages are associated with FDC methods. Based on 
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calibration data or on-line historical measurement data, an appropriate accuracy of the FDC 
device can be settled avoiding excessive conversion duration (Tc) that restricts, without any 
benefit, the maximum sampling rate of the measurement system. An intrinsic advantage of 
FDC conversion methods is that they eliminate the need of traditional A/D and D/A 
converters and they can compensate a large number of, internal and external, error sources 
that are associated with any measurement system. Additional advantages include higher 
accuracy, resolution, dynamic range, noise immunity, simplicity of implementation and 
interfacing, and a lower cost compared with equivalent digitalization methods with 
identical performances. Moreover, the advantages, previously referred, the high accuracy of 
this conversion method is related with accuracy. It can achieve a relative errors (5) lower 
than 0.001 % FS (full-scale), being this error negligible for almost any measuring system. 
The next paragraphs will underline main characteristics of FDC conversion methods 
presenting their working principle and their self-adaptive characteristics that make them a 
suitable for SSS applications. 

In which concerns implementation, any microcontroller or a set of commercial off-the-shelf 
(COTS) integrated circuits, without any complex circuitry, can support the hardware that is 
required for the implementation of a FDC. 

2.2.1 Frequency to digital conversion methods: working principle 

The working principle of FDC methods is based on different techniques that can perform 
time and frequency measurements (IFSA, 2004, Kirianaki et al, 1998; Kirianaki et al, 2002). 
Between these techniques, we can underline the method of dependent count (MDC) due to 
its advantages and easy implementation. 

Using this method a fixed number of pulses is counted according to the required 
measurement accuracy. Figure 10 represents the timing diagram of the MDC during a single 
measurement cycle for accuracy better than 5. 
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Fig. 10. Timing diagram of the MDC during a single measurement cycle (accuracy better than 5) 
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To obtain a relative measurement error lower than 5 we must count at least N 6 =l/5 pulses 
of the signal with higher frequency (F). If F is higher frequency signal's value and f the 
lower frequency signal's value and the unknown frequency (f x ) is given by, 



f x=fo-^- if f x^ f 

f x= f .^if f x >f 
n 



(6) 



where f x represents the unknown frequency, fO represents the reference frequency, N 5 and n 
represents the number of high frequency and low frequency pulses counted during 
conversion period (Tc), respectively. As represented in figure 10, Tc is an integer number 
(n) of the low frequency signal period (x). 

The conversion period contains a number of high frequency pulses equal to N § plus a 
remaining number of pulses AN contained in time interval Tc2- Minimum and maximum 
values of quantization error are associated with the minimum and maximum number 
remaining pulses counted during time interval [t2, t3], respectively. These values are given 

by, 

[ AN min = 

}AN max =^ = | W 

From the previous expression, taking account the real number of high frequency pulses that 
are counted, the minimum and maximum values of quantization errors are given by, 



"max 



N S + AN min N S (8) 

5min = N 5+ AN max = N 5+ F/f 

We can conclude that MDC is particularly suitable for time and frequency measurements. 
This method enables an easy adjustment of measurement's accuracy by selecting an 
appropriate value of N § for the requirements of each application. It is important to 
underline that it does not make any sense to define a quantization error much lower than 
the required accuracy since sampling rate and processing load are unnecessary affected. If 
the reference frequency (fo) is selected to minimize the ratio F/f from expression (8) we can 
conclude that the measurement error is almost constant an equal to 1/N § . In which 
concerns conversion time (Tc) its minimum and maximum values are given by, 



( T cL„=N 5 -T 
( T c)max=( N 6 +F/f )- T 



(9) 



From the previous relationships, we can conclude that as long as N 5 is much higher that F/f 
ratio the conversion time is almost constant without any waste overtime. 
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As expected MDC is not an exception, in which concerns accuracy and conversion rate, the 
conversion rate is inversely proportional to the requested accuracy. 

2.2.2 Experimental results 

In this section, we will consider a relative humidity measurement system with temperature 

compensation. 

A smart sensing temperature kit (Smartec, 2010) containing four temperature sensors (SMT 

160-30) was used to perform temperature measurements. The electrical schematic diagram 

and view are represented in figures 11 and 12, respectively. Each temperature sensor 

delivers a duty-cycle modulated signal. 




Fig. 11. Hardware block diagram of SMTAS04: (1) temperature sensors; (2) connecting 
terminals; (3) \iC- PIC12F629; (4) DB9- RS232 interface plug; (5) voltage regulator 




Fig. 12. View of the Evaluation Board SMTAS04 (with permission from SMARTEC Inc.) 
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The output signal for each sensor is a square wave with a well-defined temperature- 
dependent duty cycle. The temperature is linearly related with the DC according to the 
following relationship, 



T = 



DC -0.320 
0.00470 



(10) 



where DC represents the duty-cycle and T the temperature in °C. 

Since the DC modulated signal delivered by SMT 160-30 is TTL/CMOS compatible it can be 
directly connected to the digital input of a microcontroller device, for example, without 
need of any interface circuits. Measurement's accuracy can be increased by sampling the DC 
signal over a larger number of periods, however this cause a lower conversion rate and a 
higher value of power consumption. According to applications' requirements it is possible 
to optimize the trade-offs between accuracy, conversion rate and power consumption that 
can eventually change during real time operation. Statistical parameters of measurement or 
self-calibration data can be used to improve measurement's system performance (Pereira J. 
etal,2009). 

The relative humidity transducer (HF3223) (Humirel Inc., 2001) delivers a square wave 
signal whose frequency is given by, 



F out = 9740-18 -RH (Hz) 



(11) 



where RH represents relative humidity in percentage and F out is the frequency in kHz. The 
frequency varies between 9560 Hz and 8030 Hz when RH varies between its minimum and 
maximum values, 10 % and 95 %, respectively. 

Time and frequency measurements were performed using the universal frequency to digital 
converter integrated circuit UFDC (IFSA, 2010) whose block diagram and view are 
represented in figures 13 and 14, respectively. 
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Fig. 13. UFDC block diagram 
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Fig. 14. View of the Evaluation Board SMTAS04 (with permission of Sergey Yurish) 

The experimental tests of the temperature compensated humidity measurement system 
were performed using the UFDC that performs frequency, period, its ratio, duty-cycle and 
phase-shift measurements using a set of programmable accuracies levels. In the following, 
we propose a method that can be used to configure the FDC. The FDC parameters were 
configured to improve measurement's system performance, namely, to prevent FDC waste 
overtime and superfluous processing load (Pereira J. et al, 2005). 

The method that was used to reach those objectives is based on the statistical parameters of 
measurement and self calibration data in order to configure properly the FDC device. The 
main tasks of the software programs that were include the uncertainty evaluation of the 
measurement data, the accuracy selection of the UFDC device, the detection of abnormal 
and faulty working conditions and the compensation of RH measurements caused by 
temperature variations. 

The criteria used for UFDC accuracy selection is based on a Gaussian curve fitting 
histogram of the calibration data. Being the standard deviation (a c ) and the mean value of 
the calibration (X c ) data defined by: 




IN O 

Z( X c«- X c) 



N-l 
N 
Z X c« 



(12) 



Xr = 



_i=l 



N 



where X c (i) represents the calibration measurements of a set of N points. The standard 
deviation, or a multiple of its value, is generally used to quantify measurement uncertainty. 
An uncertainty value equal to +3-a c of the calibration data set assures, for a statistical 
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Gaussian distribution, that 99.7% of the measurements, of a given quantity (Xm), are within 
the interval [X m -3-a c ; X m +3-a c ]. 

Based on these premises, the UFDC selected accuracy (5 max ) is the higher one that verifies 
the following condition: 



6<100-min 



3-o c 



(%) 



(13) 



where a c represents the standard deviation obtained from Gaussian curve fitting histogram, 

X c represents the average value of measurement results, obtained during calibration phase, 
and min() represents the minimum value of the argument evaluated for the set of N 
calibration points. 

The above criteria assures that selected UFDC accuracy is adjusted to 99.7 % of the 
calibration data being the major part of measurement noises' automatically cancelled 
without need of superfluous computing procedures (e.g. averaging). This result optimizes 
measurement's system performance especially when the UFDC device converter multiple 
signals with different accuracies and sampling rates requirements. Figures 15 and 16 
represent the Gaussian curve fitting for a set calibration points (N=1024) and the front panel 
of the virtual instruments (VI) (NI, 2010) used to display temperature and humidity 
measurement results, respectively. 
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Fig. 15. Gaussian curve fitting of measurement data distribution 
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Fig. 16 VI front panel of the VI used to display temperature and relative humidity 
measurement results 

In this example, the normalized standard deviation of measurement data is approximately 
equal to 3.5 %. Therefore, since the UFDC integrated circuit is used to perform FDC is 
implanted by the UFDC, accuracy equal to 0.5% is enough to fulfill application's 
requirements. If the maximum measurement accuracy of the UFDC was selected (5=0.001%) 
the conversion time would be 500 times higher without any performance gain. 



3. Conclusions 

This chapter presents two A/D conversion methods that are particularly suitable for SSS 
applications. Both methods exhibit a set of characteristics that ensures an easy establishment 
of trade-offs between, resolution, accuracy, conversion rate, dynamic range and energy 
consumption. Moreover, both methods enable the establishment of flexible choice of 
conversion parameters that can be dynamically adjusted to optimize measurement's 
systems performance for different input signals characteristics and applications' purposes. 
Finally, it is important to underline that exists many others A/D conversion solutions, not 
based on conventional A/D, that are also suitable for SSS A/D conversion. However, as 
previously referred, it is beyond the scope of this chapter to describe a huge number of 
alternative conversion methods that can be used for SSS applications. 
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